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Preface 


Purpose: This text is intended to be used in a classroom course for engineers that covers 
the theory and art of modern instrumentation and measurements (I&M). There is more 
than enough material to support two semesters’ work. Thus, the instructor has the 
option of choosing those topics and the depth of coverage that suit his or her interests 
and curriculum. Due to its breadth, Introduction to Instrumentation and Measurements, 
2nd edition will also be useful as a reference for the practicing engineer and scientist 
interested in I&M. 

Why have a classroom course in I&M? Over the past decade or so, in the U.S, many 
EE departments have discontinued classroom courses on the theory and practice of 
instrumentation and measurements. In this period, we have also seen the swift 
development of new and exciting means of measurement using new technologies, the 
adoption of new standards and, concurrently, the lack of development of a coherent 
educational base to support their understanding and use. Using an instrument in 
the laboratory is not the same as understanding the physical and electronic principles 
underlying its design and functional limitations. Clearly, there is now more than ever 
a need for classroom experience in the new I&M that will give students the necessary 
technical background to use and design sensors, signal conditioning systems and I&M 
systems. We feel that this text supports that need. 

This text was written based on the author’s 40 years of experience in teaching 
a classroom course (EE 230), Electrical Instrumentation, to juniors and seniors in the 
Electrical and Computer Engineering Department at the University of Connecticut, 
Storrs. 

Obviously, in 40 years we have seen the field of instrumentation and measure- 
ments evolve with the rest of electrical engineering technology. Due to the rapid pace of 
technical development, it has generally been difficult to find an up-to-date text for our 
Electrical Instrumentation course. After years of frustration trying to match a text to 
course content, I decided to write one that would not only encompass the “traditional” 
aspects of I&M, but also include material on modern IC and photonic sensors, 
microsensors, signal conditioning, noise, data interfaces and DSP. 

Reader Background: Readers are assumed to have taken core EE curriculum courses, 
or their equivalents. The reader should be skilled in basic linear circuit theory (i.e., the 
reader has mastered Thevenin’s and Norton’s theorems, Kirchoff’s Laws, superposition, 
dependent sources, and ideal op-amps, and should know how to describe DC and AC 
steady-state circuits in terms of loop and node equations). An introductory systems 
course should have given him/her familiarity with both time and frequency domain 
methods of describing linear dynamic systems characterized by ordinary, linear, differ- 
ential or difference equations, including state space, Fourier, Laplace and z-transforms, 
transfer functions, steady-state frequency response of systems, and Bode plots. From 
physics or an EE course in electromagnetics, the reader should have a basic knowledge 
of electric and magnetic fields, inductance, capacitance, reluctance, etc. There should also 
be some familiarity with electromagnetic waves, Maxwell’s equations, transmission lines 


and polarization. From a first course in electronics, there should be basic knowledge of 
BJTs, JFETs, diodes, photodiodes and their simple linear circuit models. 

Scope of the Text: A major feature of Introduction to Instrumentation and Measurements, 
2nd edition is its breadth of coverage. Throughout the text, a high level of mathematical 
analytical detail is maintained. It is not a “picture book”; we assume that readers have 
already had contact with basic electrical instruments, including oscilloscopes and meters 
in their introductory EE and physics labs. 

In the following paragraphs, we give an overview of the contents. 

Chapter 1, “Measurement Systems,” is introductory in nature. In it, we illustrate 
measurement system architecture and describe sensor dynamics, signal conditioning, 
data display and storage. Errors in measurements are discussed, including the meaning 
of accuracy and precision, limiting error, etc. The recent (1990) quantum standards 
adopted for the volt and the ohm are described, as well as other modern electrical and 
physical standards. 

In Chapter 2, “Analog Signal Conditioning,” we describe, largely at the systems level, 
the means of conditioning the analog outputs of various sensors. Op-amps, differential, 
instrumentation, auto-zero and isolation amplifiers are covered. Applications of op-amps 
in active filters, differential instrumentation amplifiers, charge amplifiers, phase sensitive 
rectifiers, etc. are shown. We also give practical considerations of errors caused by offset 
voltage, bias currents, input impedance, slew rate and gain bandwidth product etc. There 
is also a section on nonlinear signal processing with op-amps. 

Noise and coherent interference in measurements are treated in depth in Chapter 3. 
A heuristic yet rigorous approach is used in which we define and use one-sided, noise 
voltage and current power density spectra to describe the effect of noise in instruments 
and measurement systems. Noise factor and figure are covered, and output signal-to- 
noise ratios are used to evaluate system noise performance. Examples are given of 
calculations of the noise-limited resolution of the quantity under measurement (QUM). 
Techniques are shown for the minimization of coherent interference. 

The traditional topics of DC null measurements and AC null measurements are 
presented in Chapter 4 and Chapter 5, respectively. Wheatstone and Kelvin bridges, and 
potentiometers are described in Chapter 4, and the major AC bridges used to measure the 
inductance, Q, and capacitance, D, are treated in Chapter 5. New material added to this 
chapter includes a description and analysis of the Anderson Current Loop method of 
reading sensor outputs. 

A survey of sensor mechanisms is presented in Chapter 6. This is a large and 
substantive chapter covering a broad range of sensor mechanisms and types. Of special 
note is the introduction of certain fiber optic and electro-optic sensors, as well as selected 
chemical and ionizing radiation sensors. The Sagnac effect is introduced and the basic 
fiber optic gyro is described. 

New material in Chapter 6 includes a description and analysis of sensors based on the 
giant magnetoresistive effect and the anisotropic magnetoresistive effect. Pyroelectric IR 
sensors are also introduced. The various means of measuring the rotation of linearly 
polarized light is presented, as well as a substantive section on photomultiplier tubes and 
channel-plate photomultipliers. Finally, a new section has been added on electronic noses 
which are used to sense volatile organic compounds. 

In Chapter 7, “Applications of Sensors to Physical Measurements,” a detailed analysis 
of mechanical gyroscopes, clinometers and accelerometers is given, including new 
material on micromachined accelerometers and gyros. The Doppler effect in ultrasonic 
velocimetry and laser Doppler velocimetry are covered. Also new in Chapter 7 is large 
section on the global positioning (GPS) system, a section on optical interferometry, and 


an extensive introduction to spectrophotometry, sonoluminescence and surface plasmon 
resonance which are used for substance detection. 

In Chapter 8, “Basic Electrical Measurements,” the classic means of measuring 
electrical quantities are presented, as well as newer methods such as Faraday magneto- 
optic ammeters and Hall effect gaussmeters and wattmeters. Electronic means of 
measuring stored charge and static electric fields are described. 

Digital interfaces on measurement systems are covered in Chapter 9. This chapter 
begins with a description of the sampling theorem, aliasing and quantization. The 
traditional topics of hold circuits, DACs and many types of ADC are covered. Also 
covered in Chapter 9 are data buses. New material includes a section on dithering as a 
means of reducing quantization noise, a section on delta-sigma ADCs and a section on 
the new USB. Virtual instruments and PXI systems are also introduced. 

Since digitized, measured data is processed and stored on computers in modern 
instrumentation practice, Chapter 10, “Introduction to Digital Signal Conditioning,” was 
written to acquaint the reader to this specialized field. The z-transform and its use in 
describing filtering operations on discrete, digitized data in the frequency domain is 
introduced. Examples of FIR and IIR digital filters are given, including numerical 
integration and differentiation routines, viewed both in the time and frequency domains. 
The discrete and fast Fourier transforms are covered and the effect of data windows 
on spectral resolution is discussed. Finally, the use of splines in interpolating discrete 
data sequences and estimating missing data points is described. 

In Chapter 11, “Examples of the Design of Measurement Systems,” four examples of 
complex measurement systems developed by the author and his students are given to 
illustrate design philosophy: 


1. A self-nulling microdergree polarimeter to measure glucose concentration 


2. A system to detect and locate partial discharges on underground, high-voltage 
power cables 


3. Design of a laser velocity and distance measuring system 
4. Design of capacitance sensors to detect hidden objects 


Problems: Chapters 1 through 10 are followed by problems taken from the author’s 
extensive classroom experience in teaching courses in instrumentation and measurement 
at the University of Connecticut. The problems are solvable; they are student-tested. 

References and Bibliography: The references cited encompass a wide time span; from 
the 1950s to the present. There are many recent entries of review articles and specialized 
texts that should lead the reader interested in pursuing a specialized area of I&M further 
into that particular field. 

Index: A complete index allows the reader to access topics, both featured and not 
featured in the Contents. 

Features: Every chapter in the second edition of Introduction to Instrumentation and 
Measurements has been revised to reflect modern technology. In addition, many chapters 
contain all-new material which expands the scope of the text to include geophysical, 
chemical and photonic instrumentation. Some of this unique new material includes: 


1. The Anderson Current Loop technology for conditioning the outputs of remote 
resistive and capacitive sensors (Chapter 4) 

2. The design of optical polarimeters and their application to polarization 
responding sensors (Chapter 6) 


. Photonic measurements with photomultipliers and channel plate photon sensors 
(Chapter 6) 


. Introduction of the sensing of gas phase analytes; the vertebrate olfactory 
system is described, as well as various chemical sensors, and feature extraction of 
complex odorants (Chapter 6) 

. The Sagnac effect as a means of measuring vehicle angular velocity (Chapter 6) 

. Micromachined, vibrating mass and vibrating disk rate gyros. The Humphrey air 
jet gyro is also analyzed. Traditional pendulum, as well as fluid-filled clinometers, 
is described. Micromachined, IC accelerometers are also covered (Chapter 7) 

. Global Positioning System (GPS) and its various modifications to improve its 
accuracy (Chapter 7) 

. Substance detection using photons (Chapter 7); dispersive, non-dispersive, and 
Fourier transform spectroscopy are described, as well as sonoluminescence and 
surface plasmon resonance 

. Dithering, delta-sigma ADCs, data acquisition cards, the USB, and _ virtual 
instruments and PXI systems (Chapter 9) 


The Author 


Robert B. Northrop was born in White Plains, New York in 1935. After graduating from 
Staples High School in Westport, Connecticut, he majored in electrical engineering at 
MIT, graduating with a bachelor’s degree in 1956. At the University of Connecticut, he 
received a master’s degree in control engineering in 1958. As the result of a long-standing 
interest in physiology and biophysics, he entered a Ph.D. program at UCONN in 
physiology, doing research on the neuromuscular physiology of molluscan catch muscles. 
He received his Ph.D. in 1964. 

In 1963, he rejoined the UCONN EE Department as a lecturer, and was hired as an 
assistant professor of EE in 1964. In collaboration with his Ph.D. advisor, Dr. Edward G. 
Boettiger, he secured a 5-year training grant in 1965 from NIGMS (NIH), and started 
one of the first interdisciplinary Biomedical Engineering graduate training programs in 
New England. UCONN currently awards M.S. and Ph.D. degrees in this field of study, 
as well as a B.S. specialization in BME. 

Throughout his career, Dr. Northrop’s areas of research have been broad and 
interdisciplinary and have been centered around biomedical engineering. He has done 
sponsored research on the neurophysiology of insect and frog vision and devised 
theoretical models for visual neural signal processing. He also conducted sponsored. 
research on electrofishing and developed, in collaboration with Northeast Utilities, 
effective working systems for fish guidance and control in hydroelectric plant waterways 
on the Connecticut River using underwater electric fields. 

Still another area of his sponsored research has been in the design and simulation of 
nonlinear, adaptive, digital controllers to regulate in vivo drug concentrations or 
physiological parameters, such as pain, blood pressure, or blood glucose in diabetics. 
An outgrowth of this research led to his development of mathematical models for the 
dynamics of the human immune system, which were used to investigate theoretical 
therapies for autoimmune diseases, cancer, and HIV infection. 

Biomedical instrumentation has been another active research area: An NIH grant 
supported studies on the use of the ocular pulse to detect obstructions in the carotid 
arteries. Minute pulsations of the cornea from arterial circulation in the eyeball were 
sensed using a no-touch, phase-locked ultrasound technique. Ocular pulse waveforms 
were shown to be related to cerebral blood flow in rabbits and humans. 

Most recently, Dr. Northrop has addressed the problem of noninvasive blood glucose 
measurement for diabetics. Starting with a Phase I SBIR grant, he developed a means of 
estimating blood glucose by reflecting a beam of polarized light off the front surface of 
the lens of the eye and measuring the very small optical rotation resulting from glucose in 
the aqueous humor, which in turn is proportional to blood glucose. As an offshoot of 
techniques developed in micropolarimetry, he developed a magnetic sample chamber for 
glucose measurement in biotechnology applications. The water solvent was used as 
the Faraday optical medium. 

He has written eight textbooks on the subjects of analog electronic circuits, instru- 
mentation and measurements, physiological control systems, neural modeling, signals 
and systems analysis in biomedical engineering instrumentation and measurements 


in noninvasive medical diagnosis and analysis, application of analog electronic circuits 
to biomedical instrumentation, and a second edition of introduction to instrumentation 
and measurements. All except the first text have been published by CRC Press. 

Dr. Northrop was on the Electrical & Computer Engineering faculty at UCONN until 
his retirement in June 1997. Throughout this time, he was program director of the 
Biomedical Engineering Graduate Program. He is a member of Sigma Xi, Eta Kappa Nu, 
Phi Kappa Phi, and Tau Beta Pi. As Emeritus Professor, he still teaches courses in 
biomedical engineering, writes, sails, and travels. He lives in Chaplin, Connecticut, with 
his wife, a cat, and a smooth fox terrier. 


14 April 2005 


Contents 


Pre fa Ceici8cideo Redcar eae stint Ars fe eens Godse ied Reeds hs ete de Penile Se Sate Vii 
Mest iO ese sss recess sete ack ees esse eek Ses ce at ta sah at ce Seah SIN AAS is DYER oat te tet xi 


Chapter 1 Measurement Systems 


VD! 1 ANCHO U CHO ics soos esac cos assess ccc os tases chag toe Sons css ded obaeshn Gaon toes esp dina ia Po he eae 1 
1.2 Measurement System Architecture ......0.ccc ccc eseeeseeeesssenesessnenssseeeeseneneneeeeees 1 
L2A> “SONSOL DYNAMICS’ sc. cecs Seis. ca sed siancdecydaasecvesberarsasedateravets dedeassvonastangeevaveacdeseseenaad sed 3 
1.2.2. Overview of Signal Conditioning... eeeeeeseneeseeeeeeseneneneeneees 6 

1.3. Errors:‘in. Measurements i. ecsescect.e.dessiecescecessadesdbn lich densdassesdesudes tuk edbvstesesshacassncetaliaseedes 7 
VS “Gross: ErrOrs3s: sss s4:5.8tiei Me ihn een ete seve cdigeeen i thalebeteiessteenszec Ate 7 
I3c2. SOYStemy EIrOrs sisted tiletrlvl asin ttiaied tvisbedine nhs lsatanra tials Sask 7 

1.4 Standards Used in Measurement...........ccccccccsssesssccssscssecesscessscesecessecesecessecesseesscesseeenes 13 
1.4.1 Electrical Standards......cccceccccscccssscesscesscessecesscessccsseceseessecesscessecsseeessecssseeseesaees 13 
1.4.1.1 Potential Difference .........ccccccsccssscssscesscsssccesseessecsasceseecsssessecesseeeseeees 14 

L422 © RESIS tan Ce aeviv ites vece eek ceeeeeaces cass Nees eh vee Drs oa eset. 18 

TALS. -Curtetit:atid, Charge iii sccii dais. iev eas indi eatrndieeneus aa tniiest 23 

TAMA, -Capachtances scccicsectsisecceasiee aevetlan cuisbiies gave ee stecleiassesoer iad ieneetiees 26 

WAC 5 4 IMG UCEATI COS pases Secs actesaes concedes tete oats onss sles stay ala d cas oases sada anos 28 

1.4.2. “Timevatid: Frequency siete a shthg tv aenteni etiam al asetisidietais dedi 30 
1.43 Physical Standards ...cisscssssletscscetsetiscssiistapsenaituiade stad ctesteelivacelestitccdastioveieent 31 
14:31: = MaSS'isriesoweeiete ated tees Seren Sin ae eo eee 31 

1433.2), Letigth: niciciacicnia ian cine tannank i ah nae Adana 32 

TA:B33. TOM perature vracisccsasisiatoaasiiedebssasssenpedteserevebiciay estes adeestevarine tant ibe 33 

1:4.3:4., ‘Vhe Sl Base Units watvaeiaaieteie save wenn ei ae inetd: 33 

1.5: Chapter: Summary}. icc..b isnt othidl gota srcvecetisivane, hagen did des ahvinttegnenethtaeprebe rates 34 
| Ee) ©) (=. a be ame ory een te reo ie OT 34 


Chapter 2 Analog Signal Conditioning 


Qi. AEE OU CH ONE 3 vecaes sauce vives setae asthe lee ee satis Saved vs gee a ves leo eave TER: 39 
2.2. (Differeritial Amplifiers. ccicccccticstecccesccssieissit cstesebsddssvendsssdassusds ste seacuictsistuca ss acetesensddisieeets 39 
2.2.1 Analysis of Differential Amplifiers 0.0.0.0. ccc cece ceeeceneneneeeeeeeneeeees 40 
2.2.2 Common-Mode Rejection Ratio... cece seeeeeeeeeecseesesenesseeeeneees 41 
2.2.3 Measurement of CMRR, Ap and Acoecescsecssssscsssssesescessceseeseesscesecsseeseseeeesenses 41 
2.2.4 Effect of Source Resistance Asymmetry on CMRR...... eee 42 

2:3 “Operational: Am pliters::scscss.ccisac cara susiestack desesacisetesthiunsatestsbvasstesatess aterata cadet deseveebetens 44 
2:31. Types: Of Op-aIM ps sciatica toni cnr eietiarin init nteiainda ata neato 45 
2.3.2 Basic Broadband Amplifier Design Using Op-amp5........cccc eee 47 
2.3.2.1 Non-Inverting Amplifier... ccc ee eceesceeneeeseneseseeeneans 48 


2.3.2.2 The Inverting Amplifier and SUMMEf 0... eens 49 


2.3.3 Current Feedback Op-amps .......ccccceccceseseec cscs eeeececseesesssesesesenenesenesesenenenaes 
2.4 Analog Active Filter Applications Using Conventional Op-amp5..........ccce 
ZAM: EPO UCM OD se. cescs coeccges tot tecvsteevit ce doceeeds heel cede haces dee tet caccehbers lev dttie ei 
2.4.2 Analog Active Filter Architectures .....0..ccccc cc eeeeeeeeeeesceneeeneneneseeenenaes 
2.4.2.1 Controlled Source Active Filters........ccccccccccscessccssecesseessecesscesseessees 
2:4.2:2 Biquad Active: Filters..t.:csscrii visi eda siete lie iistsSeadiatetetesincdesadassecess 
2.4.2.3. Generalized Impedance Converter Active Filters... 
2.4.2.4 High-Order Active Filters... eeeeeeeeeeceneneseneeeseeenenees 
2.4.3 Operational Amplifier Integrators and Differentiators .....0.0.0.c cee 
QAA VSUMIMALY sisscsoslicsislasistebiatabasiedissousatausideshdveedessabasdusaistoaseadaloveadetbadensshajuata deatslieseastes 
2.5 Instrumentation Amplifiers .........cceeeeesessessssssesssseseseseeseseseseseseseseseseseseseseseseseseeees 
2.5.1 Instrumentation Amplifiers Made from Op-ampS.......ccce eens 
2:52”. Isolation: AMPlfers 2: cs. techies ted atecvvecsnekndivenstotsetees tet iecrsrasadtereshs Desenr stole’ 
2:5.3. -AutoZeto Am pliers csc cicsetie travail leit etter teoe ieee anette wees 
2.5.4. 2A bsolute: SOlatonixcsicads ceccbedates abet co Babee asters Das desta eka a ee Ae 
220. P SUM ALY. secsceceec secs See veats aceui eis ers va ated eves scessastavecea side saave drat ta seivan dat Peid teens 

2.6 Nonlinear Analog Signal Processing by Op-amps and by Special 
Function: Mod ules ossccsie, cccsgeta ccsadetesde is coasteseticse sa boeh vated oda ce goes Suva lentes oaiyetov be bees 
2:01 TrtrOd UGH Ons sii siesesese ho okets le hes Bones ba aden see ed eases aE 
2.6.2 Precision Absolute Value (Absval) Circuits......cccccccceccccscesesssscesssssessssenseees 
2.6.3 Miultifuntion Converter ......ccccccccccccssscsssccssecesscesscessecessceecessecesseesseeessecsseessecenes 
2.6.4 True RMS to DC Converters .......cccccccccccsccccssecesssecesssececssecessseecesseceessecessecensees 
2.6.5 Square Root Circuits and Divider .........ccc ccc cesses ceneeeeeneeeneeeneees 
2.6.6 Peak Detectors and Track and Hold (T&H) Circuits... cece ceeeseeeeees 
2.6.7 Log Ratio and Trigonometric ICS... eee ee eeee cece ceneneeeneneeeneneeens 
2,628: \SUIIMATY.. sterscasieesdafaveveveisabiccvesisleradevavtscancssvetsibaracedadeucedhasisegeasgastabdersvehalidecpsneeastel 
2:7 Charge: Amplifiers sctove. cscs esos: cats deetecsats dees ciitaste outiseas tenes eaveevdeh Sedetv nave estandas scouts 
2.7.1. Charge Amplifiers Used with Piezoelectric Transduce!s .........cccceeeees 
2.7.2. Charge Amplifier as Integrating Coulombmeter .........0.cc eee 
227-3> > SUIMIMNALY ates cehintsd alee eed seats tev iaslevitete righ alt sttord, hid beasts eaitenisteeteaMlimasees 
2.8 Phase Sensitive Rectifiers ..........ccccccccscsssccssscesscessecssscesscessccessccsscessecsssecsseceseessseesaeeeseeees 
2.8.1 Double-Sideband, Suppressed Carrier Modulation... 
2.8.2 Demodulation of DSBSCM Signals by Analog Multiplier... 
2:83 -Other ‘PSR, Designs cicnciduntincaniiein dint cniiicl atin Sracin eae iteee 
28.4. “The: Lock= In Amplifier: cess. deetesiesivcerainnce stenhveceistdeiaderstarisansravehicleucntunacieed 
2:86.41" IntrOd Gh On risieseec Gs Kesewtssetiake rade eae asd hea reed eve Hs eared se 

2.8.4.2 Calculation of the SNR Improvement Using 

a: Lock=In Amplifier. 40.2 ancese aici ationwheaniaiatinende ata ainitere 
2iB.9: » SUININALY sips aves tess Seve bevatea cece stata Le ches cche shasta test senvebthietes adh stdiea diate stares caasealtehesess 
2.9 “Chapter Summary sesistetiiectensteceediudide seh tee te teeitiir as avers ereintanoelastaeeatenites 
A Garg) ©) (2.3 nye A nee RS BP OE OF rE 


Chapter 3 Noise and Coherent Interference in Measurements 


Bal MELO AU CHONG ven ceccs cake Rexcs fea ea ccbseaice ra vac vast abate Has Bev ca Lot eh lee Pad ate al eka Sead 
Bi2! . Random: NoOisesine Cir Cuts ssacedsesd. Se ctesien odd cheat 8s dado nos boas aea vata thigsus eed ateberadigorse shave 
3.2.1 Probability Density FUNCtions .........cccc ccc ccc cece ce cece cececeneseseneseseseneeeneneens 
3.2.2 The Power Density Spectrum ........cccccccecececee eee cececesesesesesesenssesesesesenenenens 
3.2.3. Sources of Noise in Signal Conditioning Systems ............cceceeeseeeeeeeees 
3.2.3.1 Noise from ReSiStOLS.........ccccccsccesscesssessecssscesseccsecesecessecesecssecesseesseeesees 


3.2.3.2 The Two Source Noise Model for Active Devices ........ccccceeceeeeees 


3.9 


3.10 


3.11 


3:223:3. Noise:in: JRETS ssid decieecteestineadth favtieen te ted eitasigeseer eatei esses 121 


3:2:3:4: Noise in BYYS sess: revise eearttiaes, Lene adeeb iene lets aun lee 122 
Propagation of Gaussian Noise through Linear Filters......0....cccccseeeeeeseeeeeee 124 
Broadband Noise Factor and Noise Figure of Amplifiers..........ccccsccsesseeeeeees 125 
Spot Noise Factor and Figure .......ccccccsssessssessssssseseeeessesesesesesescsesesesesesesessseseseeses 127 
Transformer Optimization of Amplifier F;,,.; and Output SNR... 129 
Cascadéd. Noisy Amplifiers iis. c.ciccusiscctesccsescsecnstesseteentcssrernsntesseeteesicacenensptsssaetp pbetete 130 
Calculation of the Noise Limited Resolution of Certain 
Signal Conditioning SysteMS.........ccce esses eessssseseesesesesesesesesescseseseseseseseseseseseaees 131 
3.8.1 Calculation of the Minimum Resolvable AC Input Voltage 

to a Noisy, Inverting Op-amp Amplifier ..........cececeeesesesseeeeeeseneneeeeenes 131 
3.8.2 Calculation of the Minimum Resolvable DC Current in 

Whiteand: 17 f NOISC..hiesekliiien sotliedcatihouasnstelsisloeratsalunsecvysathisuceresd denials 133 
3.8.3 Calculation of the Minimum Resolvable AC Input Signal to Obtain a 

Specified Output SNR in a Transformer Coupled, Tuned Amplifier........ 134 
3.8.4 Calculation of the Smallest AR/R in a Wheatstone 

Bridge to Give a Specified SNRo..cccceeesssesesesssssessssesesessssseseseeeeeeene 135 


3.8.5 Determination of the Conditions for Maximum Output 
SNR Given a Simple Inverting Op-Amp Amplifier 


With Knowine 7 Andy gs sscieesssassschetertiecnesieti one sticisetiesiatveteidisstavis edie, 137 
Modern, Low Noise Amplifiers for Use in Instrumentation 
Signal Conditioning SysteMs.........ccce es esessseeseseseseseesesesesesesesescseseseseseseseseseseseanes 137 
Coherent Interference and its Minimization ...........cccccccsccesscesscessecssecessecssecesecesseessees 139 
3.10.1 Sources of Coherent Interference .........cccccccsccsscesseessscesscesseceseeessecessceeeesseeenes 139 
3.10.1.1 Direct Electrostatic Coupling of Coherent 
THteLLereniCe ss cis selec disses oee ennesdeesbosrteies iaidheresidoleadeosaoiaensentsta cd cxcsaenteaen 140 
3.10.1.2 Direct Magnetic Induction of Coherent 
Tnterierence yiecicsccssg ees ice dah hee veoh tend saancee ts adiss oeabeceehs 141 
3101.3 “Ground: LOOps ..:.auissschevite tunics Aettetied aidhostinietin dean derstilee 142 
3.10.2 Cures for Coherent Interference ...........cccccscesscesscessecesscesscessecesecessecesseesseesseeenes 144 
3.10.2.1 Power Line Low Pass Filters..........cccccccccsssccsscessccssecesscessecescesseessees 144 
3.10.2.2 Transient Voltage SUPPTeSSOTS ........:cc cece eens ee ee eeeeeeeeeeneeeneeens 145 
3.10.2.3 Coherent Interference Induced in Coaxial Cables 
by Magnetic Coupling... eeseeesessessssseseesenssssesesseneesesenes 147 
3.10.2.4 Single Grounding of Coax Shields to Prevent 
Ground Loop Interference ........cccc ccc ee ceeeeenessseseeeneeens 150 
3.10.2.5 Use of a Longitudinal Choke or Neutralizing Transformer 
to Attenuate Common-Mode Coherent Interference ...............05 150 
3.10.2.6 Experimental Verification of Cabling and Grounding 
Schemes to Achieve Minimum Noise Pickup..........c cee 152 
3.10.2.7 Circuit Grounding sii. ccncicdiee is ciiistenietticitasactiatesenssinedeeadastecess 154 
3.10.2.8 Ferrite Beads and Feed Through Capacitors... 155 
3.10.2.9 Interruption of Ground Loops by the Use 
of Isolation Transformers and Photo-Optic 
Cotiplers vis diy. aa tai tide aon ene or gen nani des 155 
3.10.2.10 Photo-Optic Couplers .......c.ccccc ccc cece ee seneseneseseseeeseeeseseseneens 155 
3.10.2.11 The Use of Guarding and Shielding to Reduce 
Common-Mode, Coherent Interference .........ccccccccesscesseceseeeseeeesees 157 
3.10.3 Summary of Techniques for Coherent Noise Reduction «0.0.0... 163 
Chapter Suminary 220. cisac arin adniena edna Godisiivietis sii id, dha iereentdateeadss 163 


Problem wseesen: eheseeevezsss csvebte chev beches toed thew aller boleenien Srahi edo Adee eS die ein. 164 


Chapter 4 DC Null Measurement 


AV  AMtEOG UGH OM asec doce, sods sacs ator oscs vossaees oes sare ob aks adohek ladies oust eseddbstadee sia Hi hous tadn ana eae 171 
4.2 Wheatstone Bridge AnalySis .........ccccccseesessssssssssssesesesesesesesesesesesesesesesesesesessseseseseeees 172 
AlS) The Kel viti Brid 6 @ sct.s.c.actccretentgdacatih acs Mestavacsescths teevesssalalaecutas cl ected apie davis Havacteenstans 174 
4.4 The Anderson Constant Current LOOp.......cccccesssssssssseseseeeseseseseseseeseseseseseseseseeees 176 

AAA! TinthOG et O tid eiise. ica sssecnbihesacttace te ysetee ster oehas 5s Suse a aT aed ashe eg a 176 

4.4.2 The Anderson Loop Applied to Groups Of SeNnsOTs......cc eee 178 

AAD» COMCHISLON YA hii acces des cdactiad wi a iahceasss vad ovaies etter bois BAAS D At RGR 183 
4:5 -POtenHOMICtELS 2. 2s hss Bees bceattodisoesee tes oh Se ese ie ati eh tS 183 
4:6.’ Chapter Sumimary.:.cos. i engan wii aramia da tenia Rat eA RDN aces aa ais 185 
| Ear eg) 5) (2. 0b ene Re pe eee ree 185 


Chapter 5 AC Null Measurements 


BS. TPE OG UCHION sess Bectcsscceisha lk Devt eae faves sGico lee Se etoes vanes toteueadedath ihee Masia deosuae dias deeshaus cuomeeievieh 191 
5:2: Inductor Equivalent: Circuits: cist ies unttecthcsreneti terra hayteeteteeeraweistatetotvisiess 191 
5.3 Capacitor Equivalent Circuits 0... cessssssssssssssesesesesesesesesesesesssesesesesescseseseseeees 193 
5.4 AC Operation of Wheatstone Bridges. ........ccceessssesesesessseeseeeseseseseseseseseseseseseseeees 195 
BID” AG Drid OS viisececcds te shecias adele seacsebechbec se taba stesdedd davsesisieneets dadueteaset os aetvintacsieried Sasees 195 
5.5.1 Bridges Used to Measure Capacitance ......cccccccscesseeseseeneesssesneeseseseeneneses 196 
5.5.1.1 The Resistance Ratio Bridge .......cccccccssesesesseseesesseteteseseetesesesesnenens 196 
5.012" The: Schering. Brid Ge .is.siecc.sssscsthees cs eeretscsteesvstacses uaa cacsrereratheuenteatiess 197 
5.5.13: “The Parallel C Bridg@ sei. .ssccccsssissecsssisecsiseithidetecdeatacavesetdeacdeneddeneesess 198 
5.0L “The De Sauty Bridges: scsi cccetsissce cteshdececteriascestastsacbravehseieeensetacieat 199 
5.0.1.5 The Wien. Brid 56:20; sa: cutis ech lien thee aot cont i tianeninnas 200 
5.5.1.6 The Commutated Capacitor Bridge... eeeeeeeeeeeeneeens 202 
5.5.2 Bridges Used to Measure Inductance and Mutual 
I By Ya kb Led e=0 «l= erate ne er PrP en RE SCE rt Re 203 
5.0.2.1. “The: Maxwell Brid g6:.2/1..0. ni. scr aeeitensiexsslatilentanenicectentieatennstatee 203 
5.5.2.2 Parallel Inductance Bridge... eee eeeeeeeceeneeeeeseceeeneees 204 
5.0203. “The: Hay Brides: csisiegite. ia sivcttenas cs coretscsteesesncbes uta cbtrepsatieuanieatiens 205 
5.0.2:4° “The: Owen Bridge... cicscssicvdieaienssiisteuthaiisleascietiiteacienddeeseient 205 
5.9.2.9 “The Anderson. Bridge +5. s..::. cessive Stevetereesvepett ca cratees tends ebatasarsrstaritee 206 
5.5.2.6 The Heaviside Mutual Inductance Bridge... eee 207 
5.5.2.7. The Heydweiller Mutual Inductance Bridge ...... ees 208 
5.5.3 Null Method of Measuring Transistor Small Signal 
Transconductance and Feedback Capacitance ......ccccccscsseieeesseteesesteneneees 209 
5.6 Chapter Summary. 3 :sccas hesccetitetetie tad cp rieetlen einen idan itetaenbestaniriese det 211 
PY ODLEIISsscis te, cscs rece cashostns desctepes a scd este aees Oost sae aoe RST Saad bay ea Ae a 211 


Chapter 6 Survey of Sensor Input Mechanisms 


6.1. Introd uch Onts:.2hissccie shen hale tie is BA ease aad ROARS 215 
6.2 Categories of Sensor Input Mechanisms... eeeeeeeeneneeesseseeseseneeeeeeees 215 
6:3: “RESISU VE: SCHSOLS 5c Pees. co8 sachs Fe cbiacacd saves Seeks eed ive Sates daa sects ea cues ea tue ber tides vente dade LactelTss 215 
6.3.1 Resistive Temperature SeNSOTS........ccccccceseesesessesesssesenensesesesenssssseseeenseeeseneeees 216 
6.3.2 Resistive Strain Gauges......cccccccccsseseseserssseseseeeesessssensesesssesesssssssssnenseeesssentes 218 
6,53:3>. PROLOCONGUCEOLS sic. 0, shehatscoess hes cdensedetcucaedebeesriennGelead@en dein ecetanstd Meee ha atdioentouees 220 
6.3.4 Conductive Relative Humidity Sensors .........ccccccceseseeseseeseneseseseseseseseeees 223 
6.3.5 Use of Resistance Change to Sense Position or Angle.......ccccccceeees 226 


6.3.6 Giant Magnetoresistive Effect-Based Sensors .........cccccecseseseseseeseeseeseeees 227 


6.4 


6.5 


6.6 
6.7 


6.8 


6.9 


6.10 


6.11 


6.12 


6.13 


6.3.7 Anisotropic Magnetoresistance (AMR) ......cccccssssseseseseeseseseeseseseseseseseseeees 230 


Voltage Generating SENSO .......cccccceccccceseseeseeeseseseseeesescscssenesssssesesesssesssesessseseeeseseess 236 
6.4.1 Thermocouples and Thermopiles.........cccccessscsssescseseseseseseseseeesesesesesesesesees 236 
64:2" Photovoltaic Cell sis. c. cscsccccosss ieiediwcesesa decestaessn coor deseleGeesdoondecevaaectdovresshasivacereaas eos 239 
6.4.3 Piezoelectric TranSGQuceY ........ccccccsccssccesscesscessecsecesecessecesecescessecessecsseceseceseeesaees 241 
64:4. Pyroélectric: Sensors cise. ccc et ein an dian ak. Ha aa iatk. in tinccntniietbes 245 
6.4.5 Sensors Whose Voltage Output is Proportional to d®/dt......cecseceeeeeeees 249 
6.4.5.1 The Variable Reluctance Phonograph Pickup... 249 
6.4.5.2 Electrodynamic Accelerometer ..........ccccccsseseseseseeseseseseseseseseseseeees 251 
6.4.5.3. Linear Velocity Sensors .ic.ccic.taiasideteiteetscinesbasead tn sbadseseosensidecenedes 252 
6.4.6 Sensors whose Output EMF Depends on the Interaction 
of a Magnetic Field with Moving Charges.........ccccseessssesessssssseeeneseseneee 252 
6.4.6.1 Faraday Effect Flowmeters ........ccccccsssseseseseseseseseeseseseseeseseseseseeees 252 
6,4:6.2" “Hall EMect: Sensors i eiiides.ci tes seree ovis ieee ce ees aso es ase taeee 255 
Sensors Based on Variable Magnetic Coupling «.......ccccccscseessesesesesseneeseseeteseseeeenens 257 
OsOsk STR ORISVIDIL . oeleceetcck etcoedocs totes Ria tectavtessi tune le rsd eaccuctis alee lo datocba a acco eh reeds 257 
6.5.2 Synchros and Resolver .......cccecceseseesssssesssesesesesesesesesesesescseseseseeseseseseseseeees 259 
Variable Capacitance Sensors .......c.cccccccscssseseesesesesesecessssecsessssssssssesssesesesesessseseseseneess 262 
Fiber: Optic: Sensors ic tis.secereecsiae Sn ddes etait livia Wi Ana aiceeoniaent avian obec ts 264 
6.7.1 Magneto-Optic Current Sensors ........cccccceseesesesseseseenessssesesensesssssenenseeesesenees 265 
6.7.2 Measurement of the Optical Rotation of the Linearly 
Polarized Light Output of Certain Optical Sensors .........cccee eee 268 
6.7.3 Fiber Optic (FO) Mechanosenso!s.........ccccccsssssssssescseseseseseseseseseseseseseseseseseeees 278 
Photomultiplier Tubes and Related Electron Multiplication 
DOVICOS i esecec sich lesecdes tices elect te vcnl beta ves Stes a barcs dea da oss ea sate e tated ates Palace a tab ch aa es es 283 
pte AN IRM Day 1) 01S HE CQL 10 « Een ra TR 283 
6.8:2" “Operation:-of PM IS ica ct deci needs cites ecieteattaea tests what ae vivant sunsets soeiiaes 285 
6.8.3 The Single-Channel Photomultiplier .........0..cccccsccsseseseeeeseeesesesessseseseeees 288 
6.8.4 Microchannel-Plate Photomulltipliers ...........cccccsescseseseseseseseeeseseseseseseseeees 289 
Gi859: CSUMIMALY Hie sshslit asskeus atsl stadt at tetd an aesviatsisetestnet ia tele taMted te aa ariac ess h cases’ 290 
Tonizing Radiation Sensor .......ccee sees ssesesssssssssseesesesesesesesesesesescseseseseseseseseseseseaees 291 
69:1. “Geiger-Muller lube vi.ctas.e isk cian She na it aieinla ta tvinaie lata as 292 
6.9.2 Solid State Crystal Radiation Sensors........cccccccsseesesseeseseeeeteeseseeeseseseenees 295 
6.9:3: “Seintilla ti on: COUNTESS si sche ccesiecesen ceded hind cas eeu ates eae ee ce aoe coed ole aa REE 296 
Electro-Chemical Sensors ........:cccscccsscsesscesscessecssecesscessecssecesecessecesecesseeesecesseeeseceneeesseeesees 298 
6.10.1 pH and Specific Ion Electrodes ........cccesessssssssesesescseeesesescseseseseseseseseseseseenes 298 
6.10.2 Polarographic Electrodes ........ccccccesesssssesssseseseseseseeseseseseseseseseseseseseseseseseseaees 300 
6:10.3- Fuel: Cell Electrod 68:0. ttsctes farcesteess iin tesens oes eased eben ove hive eta is 302 
Blectronie:{NOS6S" ieccisidehgdecisisescdbes lia ccce be ebaskastesied evs seh rel dass datiiteccsarestins daa aes 302 
6.11.1 The Rationale for Artificial NOS€S ..........ccccccccssccssccssccesscesscessecesseesseceseceseeesees 302 
6.11.2 Olfactory Anatomy and Physiology .........cccccssssescseseseseeeseseeseseseseseseseseeees 303 
6.11.3 The Vertebrate Olfactory Chemoreceptor System .........cccccseseseseeeeseeeees 304 
6.11.4 Sensors for Gas-Phase Analytes.........cccccccssssssesessseseseseeseseseseseeseseseseseseseaees 307 
6.11.5 Feature Extraction in E-NoOSe€8...........ccccccccssscecssecesseceesseceesseccssseeeeessecesssecessseees 318 
GVU6 SUMAN ALY cue devsc scene ads Levetivsepsies Hate asis laden sides tbat Conds tdaa seed ad deta diveeootessths coesieiast 318 
Mechano-Optical) Sensors .:.ss:-dstset see censavactesteatseicsdstsnsslestietasatesstectentatabiieteeadenevabbetees 318 
6:12:1. Optical Coding’ Disks :svcsinccta tie laieicn covieniaed teaetereeiavelacitierneveets 319 
6.12.2 Sagnac Effect Sensing of Angular Velocity .......ccccccceceeeeseseseeseeseseeeeees 320 
6.12.3 Laser Doppler Velocimetry......cccccceescceessssssssesesesesssesesesesescseseseseseseseseseseseeees 323 
Chapter: Summary’ cs. tec3. fics edeccceadinceeasartends tuassaescvivssstabtsovateeusacnstineatapntvsarscacberteceeaes 329 


PYrOB OMS oicieots ches cascovtrsseewteiesbeviniee loSeiues isbelatateeds thes tbeecbnesnebsusowsent hte tieveiaeiseacoedmns aves. 329 


Chapter 7 Applications of Sensors to Physical Measurements 


TAL” AMV OO UI CHO a eieesic ca dec tes stsaess chest ceys olan eae RST cd Sad Bess a 
7.2 Measurement of Angular Acceleration, Velocity and Displacement..............0004 
7.2.1 Angular Acceleration Measurement .........cccccssssescseseseseeseseseseseseseseseseseseeees 
7.2.1.1 Angular Acceleration Measurement with a Constrained 
Mechatiical Gyrociic.ts bedi oldicittin Sore deatscsretesistecns tin aundnamarsteesess 
7.2.1.2 Simple Inertia Wheel-Spring-Dashpot Angular 
ACCOELCOMEEEL .......ccccecccsscssscesscessecssscssscessecesscesscessceessecsscecssecsusensecesaees 
7.2.1.3 A Servo Angular Accelerometel........ccccccccseseseesesesesesceseseseseseeees 
7.2.2 Angular Velocity Measurement with Mechanical Gyroscope ...........000 
7.2.2.1 The Mechanical Rate GYr0 w.....ccececessesescseeseseseseseseseseseseseseseseseaees 
7.2.2.2 Sagnac Effect Fiber Optic GyrOSCOPeS......ccccecseseseeseseseeeseseeeseeees 
7.2.2.3 The Vibrating Mass Rate GYT0 .......ccccccscseseseseeeeseseeseseseseseseseeees 
7.2.2.4 The Humphrey Air Jet Gyr0...ccccccccscscseseseseseseseeseseseeseseseseseeees 
7.2.2.5 Oscillating Disk Rate GY10 wo... ecsssseseceseseeseseseseseseseseseseseseseeees 
7.2.3 Angular Velocity Measurement with Tachometet ..........ccccsseseseseseeeeees 
7.24 Angular Position Measurement with GyrOScopes ........ccccsceseseseseeeseeseeees 
7.2.5 Angular Position Measurement with Clinometers ........cccccccceeeeeeees 
7.2.6 Angular Position Measurement of Shafts .........ccccccscseseeesessseeseseeseseseeees 
7.3 Measurement of Linear Acceleration, Velocity, Displacement 
and POS ONisisscaiede ss aia hisetig ein As tdid ook siehevnas ee aos 
7.3.1 Limear AccelerOMeter ..........ccccccccsscsssssssscssscessecssccssecessscsscensceessteessecsaecsseeesaeensees 
7.3.1.1 A Basic Newtonian Accelerometer ........ccccccccccsscesscessecesscesseesseeesseees 
7.3.1.2 Servo Accelerometer DeSign ........cccccssscsssessseseseseeesesesescseeseseseeees 
7.3.1.3 Piezoelectric Sensor Accelerometer ........c:cccccccsccscesseeesscesseesseeesseees 
7.3.1.4 Micromachined, IC Accelerometers .........ccccccccsscesscessecesscesseesseeesseees 
7.3.2 Linear Velocity Measurement ..........cccccssseeseseseseseseseseseseseseseseseseseseseseseseseeees 
7.3.2.1 Measurement of Fluid Velocity ........cccccsscseseseseeeseseeseseseseseseeees 
7.3.2.1.1 Hot Wire and Hot Film Anemometefs ............:cccccceees 
7.3.2.2 Measuring Fluid Velocity and Flow—Other Methods................... 
7.3.3 Measurement of Linear Position ..........cccccccsscesscesscessscesecesscessecessecssecesseesseesaees 
7.3.3.1 Use of the Global Positioning System to Locate 
OD JeCts icisshxtsctiss ch eceidbestevatecs cece teteh ce orshsstesens ntelosesgpicsterteerieiAapeiaestse 
7.3.3.2 The Use of Optical Interferometry to Measure AX.........cccce 
7.3.3.2.1 Measurement of Tympanal Membrane 
Displacement by Fiber Optic Fizeau 
Interferometer .........ccccccscccssccssscessccssccsssessescssceessecsseesseceeees 
7.3.3.2.2 Measurement of Skin Vibration by 
Optical Interferometry... ee eee neeeeeneens 
7.3.3.2.3 Two Frequency, Heterodyne 
Interferometry. :naeksciie dain dicts niin hdasandse.tes 
7.3.3.2.4 The Fabry-Perot Interferometer..........cccceeeeseeeeeeeees 
7.3.3.3 Phase Lock Velocity and Range Sensing with 
Ultrasound and EM Radiation ........ccccccccccsccesscessscesscessesessceseeessees 
7.4 Measurement of Force and Torque .......cccccccc ee eeeeeeesesesesessessssnssssesseeneeeeeseees 
74.1 Load Cells for Force MeaSurement ...........ccccccssccsscesscessecesscesseessscessecsseceeeessees 
7.4.2 Torque Measurements ........cccccccsceceesesessessseseseesssssesesssssssssssseessessesessseesssseeesees 
7.5. “Pressure: Measurement \-seviv.coseied bee sab sa ios eeec es jeaseets Madeseieloadzcen ed Wen tesdaaceeeentd bees Seeleates 
7.9.1 High Pressure Sensors......ccccccccceceeeeeeeseeeeeeeesesseeseesenssesseseseseeneeeneeeeeees 
70:2" TEOW Pressure: SCNnSOLS s.ccsice0sa si 4 fa hee seeds WE de Seka glscdahia dete. eases leads etaaeent hs atetectee 


7.6 Introduction to Substance Detection and Measurement Using 


PH OLONS ss ctaes ot eotbested, oetavidtets shenen Maae rea testes sek DE AL Bossa tatbah ica hnsucoet en ties ues Teas 

FiO A, MPO R UGH ON seed v8 et clove sede gave eesti ia Toten doe co tac etos ee ik oo Tee Es 
7.6.2 Dispersive Spectrophotometry......ccccccscssssesssssessseseesesesescseseesesesesessssseseeees 
7.6.3 Non-Dispersive Spectroscopy .....ccccecccscessscssseseseesssssesensnsesssesenssssssssnenseeesssenses 
7.6.4 Fourier Transform IR Spectroscopy ......ccccsccssssssssesesesesesecsessseseseseseseseseseseeees 
7.6.5 Single and Multiple Bubble Sonoluminescence.........cccccceceseseseseeeeeeeees 
7.6.5.1 Single Bubble Sonoluminescencce ..........ccccccseseseseeseseeseseseseseseseeees 

7.6.5.2 Multiple Bubble Sonoluminescence ..........ccccccccseseeseseseseseseseseseeees 

ZOD 23), “SUMIMALY 55 eis dedheodaltavait busied destaasendeboalatoesdaveiasede oieadansiasiiess peviueadanesbs 

7.6.6 Surface Plasmon ReSONANCE ........:cccssscesscesscessecssecesscesseccsecessccsseceseesseceseceseeeeaees 

7.7 Temperature Measurements ........ccccccccseessssseseseseesesesesesensescseseessseesssesseeessssseeeeeessenenees 
Z7As “Lemperature: Standards: :.sci03 aocvedeiecaibilevtistetecansdetatogs sbiseevas descepivdatecs 
7.7.2, Some Common Means of Temperature Measurement..........ccccceeceeees 
7.7.2.1 Mechanical Temperature Sensors .........ccccceseseseseeseseseseseseseseseseeees 

7.7.2.2 Electrical and Electronic Temperature Sensors ..........ccccceeeees 

7.7.2.2.1 The Resistance Noise Thermometer ..........:cccccccscccsseeeees 

7.7.2.2.2 The Resistance Thermomete’..........cccccccscccsscessscesecesseessees 

7.7.2.2.3 Electronic IC Temperature SensoTS..........ccccsseeeeeeees 

7.7.2.2.4 Optical Pyrometer ......cccccseeseseseeseesessesetesesesseeseseseenens 

78 Chapter Suman yrs tiie avin tte A ackst tot tcltaectariadtttoslen a Mes ietencta i ttt: 
| E426 3) (=. 9b Ree RET ee nee Rr EO Ie Ye 


Chapter 8 Basic Electrical Measurements 


Bo1) > TntrOd WCti Otis. shsevseascen ress tbecetectsaheee sient choses tabeeees ase ha tstievedathesonee as tepseuit eerste 
8.2 DC Voltage Measurements ........cccececcecsesesesssssssssseseseseseeseseseseseseseseseseseseseseseseseeees 
8.2.1 Electromechanical DC Voltmeter ..........cccccccesscesscessccesecesscesseeesseesseceseeeseeesaees 
8.2.1.1 D’Arsonval DC Voltmeter ........ccccccccccccssccssscesscesscessecesscessecesseesseessees 
8.2.1.2 The Capacitor, or Electrostatic Voltmeter oo... 
8.2.1.3 The Electrodynamometer Meter uu... eee eesneneeeeeneeens 
8.2.2 Electronic DC Voltmeter ........cccccccccccsscesscesseceseceecessecesecesecessecessecssecssecesseeesees 

8.3 Static Electric Fields and the Potential of Charged Surfaces 
Measurement 2006.38 cc ions ees heer ec ceetets elehn iG iioe iti nei ances Sees ales 
84. DC Current Measurements 122. cena eiian tee Sei ern Seago 
8.4.1 Electromechanical DC AmmeteYS........c.cccccccsssesscesscesseeesecesccssecessecssecssecesseesaees 
8.4.2 Electronic DC AmmMetes ........cccccccccssccssscesscessecesecesecessecsseceascessecessecssecsseceeeensees 
8.4.2.1 Error Analysis of the Shunt Picoammeter.........cccc eee 
8.4.2.2. Error Analysis of the Feedback Picoammetet...........ccccee eee 
8.4.3 Magneto-Optic Current Sensors .......cccccseeseseseessssseseneeseseseseeeessssssnenseeesssenees 
8.5 AC Voltage Measurements ........cceceeecesesssssssssseseeseseseseseseseseseseseseseseseseseseseseseeees 
8.5.1 Electromechanical AC Voltmeter .0.......ccccccccccsscesscessscesecesscessecessecsseceseceseessees 
8.5.1.1 The Dynamometer AC Voltmeter... ccc eeeeeeneeeeeneens 
6:5:1:2'" Tron Vane: VOlMeEters cedescesssccsecegeedoe ec vaca lee esas ess cae Hace 
8.5.1.3 Rectifier/D’Arsonval AC Voltmeters.......cccccccccecceseessscesessesssseeeeees 
8.5.1.4 Vacuum Thermocouple/D’Arsonval AC Voltmeters...........0.0004 
8.5.2 Analog Electronic AC Voltmeter s.........cccecssssssssesesecseeseseseseseseseseseseseseseeees 
8.5.2.1 AC Amplifier-Rectifier AC Voltmeter... eee 
8.5.2.2. Peak Reading Electronic AC Voltmeter... eee 


8.5.2.3 True RMS AC Voltmeter of the Feedback Type... 


8.5.2.4 True RMS AC Voltmeters Using the Direct 


Conversion Approach.....cccccccescsccceeeeeecesseeesssesssesenssessseseeeeeneeees 539 

8.5.3 Measurements of Amplifier Noise Voltages, Noise 
Factor and: Figure’: 2. s2sttcccostethteteedeasaecbcteutarconss ed Qenserie iedeseas set becesets hentetalateaes 540 
8.6 AC Current Measurements ..........cccccccccccssscesssscesssecesssecessececssesecssececseecesssecessseeeseeeeesaes 547 
8.6.1 Electromechanical (Analog) AC AmmetelS........ccccccccscsesssesesssesesesesesesesesees 547 
8.6.2 Electronic and Magneto-Optical AC Ammete®S........ccccceesetesesseeseseeneens 549 
8.7 Magnetic Field Measurements ...........ccccccesesssssesssssseseseeseseseseseseseseseseseseseseseseseseseaees 550 
8.8 Phase MeasSureMentiS...........cccccsscccssscssccessccssscessceseecssscesscessecessessecessecessecssceeseecsaecsseeeseeees 559 
8.8.1 Analog Phase Measurement ...........ccccccssssssessssseseseesesesesescsesesesesesesesesesesesees 561 
8:3.2) Digital Phasé Detectors ....sicievesaecdecseath see ovesatestieivsskestiespescosencasecsvatasrevestaes 564 
8.9 Frequency and Period (Time) Measurement .........cccceceeeseeseeeseeeeeeeeseneneseneneees 566 
8.10 Resistance, Capacitance and Inductance Measurement ..........cceeeeesesesseeeeeeeeees 571 
8.10.1 Resistance Measurement ...........cccccsccccsscccsssccesssecessseceesaececsseccesseeeeessecesssecessaeees 571 
8.10.2 Capacitance Measurements .........ccccccecessseseseseseseessseseseensesesesensesssesssensesesssenees 576 
8.10.2.1 The Use of Q-Meter for Capacitance Measurement ............0004 576 
8.10.2.2 Capacitance Measurement by Q/V uo. eseeeeeeeeeeeeneeens 580 
8.10.3 Inductance Measurement .........cccccssccssscesscesseessecssecessecesecesecessecesecsseceseeeeeessees 584 
8.10.3.1 Voltmeter Method of Estimating Inductance uu... eee 585 

8.10.3.2 The Use of Q-Meter for Inductance and 

CO Measurement cis asecdia sivisdedintiniiiniedl nla daniels 586 
8:11) “Vector: Impedance Meters ti iaii.oicccscts ice adele vcntestevntii deta ueeieess Attedniela duatascueeet 586 
8:12. Chapter SumMary +. accu inndaveiw nin niintihn declan in manatees 588 
POD IES eessecs2tecarecce cap nostas Soccees tie sed oanee eae oss eae ae SNF DDI ae ig 589 


Chapter 9 Digital Interfaces in Measurement Systems 


OA) TPO UCHON Sisk, techs OAS oe Fle aeabe de Sa dudes CSeetiaass Ress aes ch eedas Seal oewes alia attests sin Sov SeeaieNe 597 
9.2. The:Samplinig: Theorem. :cccccsceccecdeb iiscestasscat seeded dacsts vos capenststs te voes Su stv edessaea Incgeseeri dapepedes 597 
93- -QOuantization: NOISC «icv stecsteni i Meeisssetbanistenitness Se Becki etleislie desis Sekai ee 601 
Qi42Y DITh ering x. 2icocctetes eo Siciecladeseeescer taste ian ea eee tae ica aee te las ecaeeave ete tearm teers 603 
9.5 Digital-to-Analog Converter ......ceecse es esessssssssssesescseseseseseseseseseseseseseseseseseseseseseseeees 606 
96° The ‘Hold: Operation tc. chitasntieat na ed Ai canon nen anainien 611 
9.7 Analog-to-Digital Converters ........ceeceecsesssssssssssssssseseseseseseseseseseseseseseseseseseseseseseees 612 
9.7.1 Successive-Approximation (SA) ADCS ..... ccc cece eee cneeneeeseeeeeneees 612 
9:72 “Tracking or S€rvo ADCS seccs..c:03 teccyestscvexisei dh vevtheanbiveva lalasseovnastonse divs sbabcnshesedie’ 614 
9.7.3 Dual-Slope Integrating ADCS ....... ce ccccssssesescseseseseseseseseseseseseseseseseseseseseseenes 616 

9.74 Flash (Parallel) ADCS .ui.eciicccieeccccccsccccssccesssccsssscsssesesesesesesesecssessesessceesseessesess 617 
9.7.5 Dynamic Range, Floating Point ADCS.........cccececcceseseeeeseseeeseseseseenseseeees 620 
9.7.6. Delta-Sigma ADCS isisicisssssssisissceastastescssvissdesessvisaizectivasstiactatoisiviscnssestnedceidaecsssiezs 621 
9.7.7 Data Acquisition Cards for PCS oo... cecccseescetesesseenesessenesesesesneesesesneseseeesnenens 625 

9.8 The IEEE-488 Instrumentation Bus (GPIB)... cceccsceesescsesssecesssscesssscessscessees 626 
9.8.1 The GPIB Bus Structure ........cccccccssccssecesscessesssecesecessecssecesseessecesecssecsseseseeeaees 627 
9:3.2- “GPIB Operation saiiviiiiva ta seaaian hraanetvecsticasa i niaiercas ai tecater ities 628 

9.9 Serial Data Communications Links ...........cccccccesccesscesseessecesecesseessecesseessecescesseesseeesseees 630 
9.9.1 The RS-232C and D Interfaces ...........cccccccsccesscesscessceeseeeceessecssecessecssseesecesaeeses 630 
9.9.2 The RS-422, RS-423 and RS-485 Interfaces........cccccccccscesscessecesscesseeseeesseessees 633 
9.9.3 The Universal Serial Bus (USB) .........ccccccccscccsscesscessecesecescessecessecsseceseceteeesaees 634 
9.9.3.1 Overview of USB Functioning ........c ccc cece eeeeeeeeeeeeeeneees 635 


O.9B.2*, SOUT ALY sivecessycstte.tecstesces dosstessassvet tesntetsne sesdeesayeateyaetiaensaataost ita vavessatitee 637 


9.10 The CAMAC (IEEE-583) Modular Instrumentation Standard, 


and the VXI Modular Instrumentation Architecture ...........ccccccsccsecessecssecesseesseeesees 637 
9.11 Effect of Transmission Lines on the Transfer of Digital Data... ee 640 
9.11.1 The Transmission Line Model..........ccccccccssssesscesecessseesecesscessecesscesseceecesseeesees 640 
9.11.2 Reflections on an Improperly Terminated, Lossless 
‘Transmissions Line: 22s. siki ee ced ode ead HAS ha Se 642 
9.12 Data Transmission on Fiber Optic Cables........cccccccsssesescssseseseseeseseseseseseseseseseseeees 646 
9:12: Fiber Optic Cable. Bastes sciii.ccicccsieccsesssiees iessiccestiessdststdeaseteevsscceueneasiebetsieesier’ 647 
9.12.2 Semiconductor Sources and Detectors Used in FOC 
Data: Tranistnissionst:sieieiS.9hs noise des Belen 290d los Septal ted ee ads eed Reeds 653 
O23; FOC SYStOMs seis isascs Goatees ers hiiesinsag caendhsdt hibeasistoatstiveehsasirasreteviea aacaatasaseeeaavt 656 
9:13; Virtual Instruments 0..2draies acide ctgsieclecceactichevlovsoievacce eevee ead tases lees Neeser 657 
OA SEES sINtTrOAUCHON Se ssncces 8 cctyiaas eed a haere incon sheesrvonn Vass begenr bois becesaeesd ecectastseoen toss 657 
O.1312:. UPXISYStOMS icin tassetierhaciotibear dovetail ascarid eon Vee eer hace wtiess 658 
DVS. SUIAIMALY sieics,ctevtsessarSeetestssthothisadaedestasiesahintacshanseai cats tbapasnss tisestoeabeddastecsiebetbedsens 659 
9s14-Chaptér Summary: cake veaiicn teeiinitee eesti a a ayer acts end py ana eeerstavtdevtavavea feds oor 659 
PHODIENS 5523. sees sesh cs coos esto 2o Bein as ose d wed sos tate dbs apt SAOV ISS Lot vas SUE os Sad EG SA 660 


Chapter 10 Introduction to Digital Signal Conditioning 


LOH) Introd WHOM silos hiosis esvev esters Nesnadeesbeeassiah elite etaeee tase Beabbreatss 667 
10.2 Digital Filters and the Z-transform 0. ccc ceeeseseessnesesessseessesseeseeeeeeenes 667 
10.3 Some Simple DSP Algorithms... cee cseeeeeeesessenenseesesenesesseeeeeeneeneeeeees 672 
10.4 Discrete and Fast Fourier Transforms and their Applications...........ccccsseees 680 
10.4.1 Use of Data Windows to Improve Spectral Resolution ...........ccceeeeeees 682 
10.4.2 Use of the DFT to Characterize Random Signals and 
INOS C8 25 cciet ehh hes ced el tga Beeld cee TA oaks diseeeloy cheats coud tt daa S datadleeeandus See aieibeigersehen te 685 
10.4.3 The Fast Fourier Transform ......ccccccccccccssscesscessccssecesscessecesecessecessccssecsssceseessees 687 
10.4.4 DSP Coprocessor Boards... cceeeeeeesssesssesesssssssnsessseeesneneeeeneees 688 
10.5 Digital Routines for Interpolating Discrete Data... cesses esesseneseneneneneies 689 
10.5.1 Estimating Missing Data at the Sampling Instant... cesses 692 
10,6--Chapter Summary ssiisss ceases ceeccassacengea sh vats ong cbenetae cdahat cone anessaaescapesdghatacndlonsecdaanaksnoveesbaetss 693 
fare) ©) (2 ob pn OPP ee er 694 


Chapter 11 Examples of the Design of Measurement Systems 


PLA IMtrOG U CHOI se hess eecteee Rie edee ch ete Sa acs hve itisn Tacs ais be saaahs Rd ea Lad ovoid. 697 
11.2 A Self-nulling, Microdegree Polarimeter to Measure Glucose 

Ul, BIOLEACTOLS  szecescs22 tesstearashein dite hd senSotees een aakarra eies eats beeen hanna de dey 697 
11.3 Design of a System to Detect, Measure and Locate Partial 

Discharges in High Voltage Coaxial Power Cables..........ccccccceceeeeeeeeeeeeeeeeees 707 
11.4 Design of a Closed Loop, Constant Phase, Pulsed Laser 

Ranging System and Velocimeter ........cccccccsesssescseeeesesesesessssesesssesessessesssesesesenenees 713 
11.5 Design of Capacitive Sensors for the Detection of 

PUA Gen ODOCtS essed ieceeess ieee deat ceeds cs chicos esesisvesthte che vactuelandescteedibcerstas detdortveha danse stesiet 719 

V1.5 1. « EntrOGt Gtr On ics. coves ssavectece cases verses cebu nev aa dada cetee ass exis da aS debe isba Gat cotav ei ee RC 719 

11.5.2 Self-balancing Circuits Used to Measure AC/C, .scsescececcsesessesesesteteeseensens 721 

LTDiS? SSUMIMALY: sesscisorenids Seeretsctoateandbieoeateniatonsneeco en bisharei ce telststae tava Sedeiasies 724 
11:6: Chapter SUMM Ary \... ccs ccivsiscstntiecseih adenine sitinds hdiidseadehiih lei 725 
References and Bibliography...........cscsrsesesssceceesescscecesesesesesesesesssesessssseseseseseseseseseseseseees 727 


1 


Measurement Systems 


1.1 Introduction 


In this introductory chapter we will examine the architecture of typical measurement 
systems and discuss how noise, calibration errors, sensor dynamic response and non- 
linearity can affect the accuracy, precision and resolution of measurements. We will also 
discuss the modern, physical and electrical standards used by the U.S. NIST (National 
Institute of Standards and Technology, formerly the National Bureau of Standards) and 
discuss how these standards are used to create secondary standards used for practical 
calibration of measurement systems. 

Measurement systems are traditionally used to measure physical and electrical quan- 
tities, such as mass, temperature, pressure, capacitance and voltage. However, they can 
also be designed to locate things or events, such as the epicenter of an earthquake, 
employees in a building, partial discharges in a high voltage power cable, or a land mine. 
Often, a measurement system is called upon to discriminate and count objects, such as 
red blood cells, or fish of a certain size swimming past a checkpoint. A measurement 
system is often made a part of the control system. The old saying ‘if you can’t measure it, 
you can’t control it’ is certainly a valid axiom for both the control engineer as well as the 
instrumentation engineer. 

The reader should realize that the fields of instrumentation and measurements are 
rapidly changing and new standards, sensors and measurement systems are continually 
being devised and described in journal literature. The IEEE Transactions on Instrumentation 
and Measurement, the Review of Scientific Instruments, the IEEE Transactions on Biomedical 
Engineering and the Journal of Scientific Instruments are four of the important periodicals 
dealing with the design of new measurement systems, instruments and standards. 


1.2 Measurement System Architecture 


Figure 1.1 illustrates the block diagram of a typical measurement system. The quantity 
under measurement (QUM) is converted to a useful form, such as a voltage, current or 
physical displacement by an input transducer or sensor. (Note the distinction between 
a sensor and a transducer—both devices are sensors, however, transducers have the 
capability to convert an input signal to some analog quantity). An example of a trans- 
ducer is a piezoelectric crystal. A mechanical displacement (or equivalently, a force or 
pressure) applied to the crystal produces an output voltage, while an input voltage to the 
crystal produces a mechanical displacement. Another example is a loudspeaker. A current 
through the voice coil causes cone displacement, the rate of mechanical displacement 
generates a proportional current output. 
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FIGURE 1.1 


A generalized measurement system. Note: QUM= quantity under measurement. S=sensor, A =amplifier, 
SCF= signal conditioning filter, DSO= digital storage oscilloscope, ATR =analog tape recorder, AAF=anti- 
aliasing (lowpass) filter, n;=noise accompanying the QUM, m2=noise from electronics, n3= equivalent 
quantization noise, ADC=analog to digital converter, DC=digital computer, MON=monitor, KBD= 
keyboard. 


The output of the sensor, here assumed to be a voltage, is amplified and filtered by a 
signal conditioning subsystem. The purposes of the signal conditioning subsystem are 
to amplify, to give a low or matched output impedance and to improve the signal- 
to-noise-ratio (SNR) of the analog signal proportional to the QUM. The conditioned 
analog signal, V;, can be distributed to various display and recording devices. V; can 
be displayed on an analog or digital oscilloscope, or a strip-chart recorder. It can 
also be recorded on a magnetic tape recorder, or it can be low-pass filtered to prevent 
aliasing and then periodically converted to digital words by an analog to digital 
converter (ADC). 

The ADC output, Dy, is generally made an input to a digital computer through 
an appropriate interface. Once in the computer environment, the sampled and digitized 
QUM can be further (digitally) filtered, processed and stored on a magnetic hard and/or 
floppy disk, or on an optical disk in digital form. Often, the sensing instrument 
contains an ADC and is connected to a computer by a special instrumentation bus such 
as the GPIB or IEEE-488 bus (Hewlett-Packard calls the GPIB the HPIB). The GPIB 
is organized so that many GPIB-compatible sensing instruments can be managed by 
one master (host) computer. More information about the GPIB is available in Chapter 9 
of this text. 
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Note that there are three major sources of noise in the measurement system shown 
in Figure 1.1. 


1. Noise sensed along with the QUM (environmental noise) 

2. Noise associated with the electronic signal conditioning system (referred to its 
input) 

3. Equivalent noise generated in the analog to digital conversion process (quantiza- 
tion noise) 


These noise sources generally limit the resolution and accuracy of the measurement 
system. 

Many sensors provide the rate limiting element in a measurement system. That is, 
the response speed of the sensor is much slower than any of the other elements in the 
system. As a result of sensor dynamics, when there is a step change in the QUM, 
a measurement system may require a minimum settling time before a stable measure- 
ment can be made. Therefore, a settling time may be required for the sensor to reach 
a steady state output. 


1.2.1. Sensor Dynamics 


Sensor dynamics generally fall into one of three categories: First order low-pass, second 
order low-pass, and bandpass. A general example of a first order, low-pass sensor 
is shown in Figure 1.2A. The QUM is x(t), and the sensor output is V(t). The ordinary 
differential equation (ODE) relating V, and x is: 


V,(t) = —aV,(t) + K x(t) (1.1a) 
or 
Vi(t)t = —V;(t) + Kr x(t) (1.1b) 
A x(t) K V, (t) 
ral > 
Xs) ae, Vy (s) 
B V, (t) 
XT As 
FIGURE 1.2 V, (t) = XK/a(1 — e-') 


A. Transfer function of sensor with first order 
dynamics in Laplace format. x(t) is the QUM, X(s) 
is its Laplace transform, Vx(t) is the sensor’s 0 
voltage output, Vx(s) is its Laplace transform, Xs 
a=natural frequency of the first order sensor. B. x(t) 
Step response of the first order sensor. 
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Here, a is the natural frequency of the sensor in r/s, and t=1/a is its time constant 
in seconds. The solution of the above ODE for a step input, X(t) = X,U(}), gives: 


XoK 
a 


V(t) = (1 - e”) = X,Kt (1 — exp [-t/r]) (1.2) 
The sensor step response is plotted in Figure 1.2B. Note that the response is within 5% 
of the steady state value for t=3r and within 2% of steady state for f=4t. The transfer 
function for the first order, low-pass sensor is found by carrying out the Laplace 
transform of the ODE in equation 1.1a, 


Vs) KK 
X(s) sta 


H(s) (1.3) 


and its frequency response is found by letting s=jw in equation 1.3. 

Second order sensor dynamics fall into one of three categories, depending on the 
location of the roots of the characteristic equation of the ODE. These categories are 
underdamped (with complex conjugate roots in the left half s-plane), critically damped (with 
two, equal real roots on the negative real axis in the s-plane) and overdamped (with 
unequal real roots on the negative real axis in the s-plane). In all cases, the real parts of 
the ODE’s roots are negative, as the sensor is assumed to be stable. The ODEs for the 
three damping conditions are: 


Vz = —Vx(2E @n) — Ve(@y2) + Kx(t) (1.4a) 
Vx = —V,(2a) — Va? + Kx(t) (1.4b) 
Vy = —Vx(a + b) — Vyab + Kx(t) (1.4c) 


In the underdamped case in equation 1.4a above, ¢ is the damping factor and w,, is 
the natural frequency in r/s. For an underdamped sensor, 0 < ¢ < land the roots of the 
ODE are located at s = —a@, + janv1— ¢. The critically damped sensor has two roots 
at s=—w,, and the over-damped sensor has roots at s=—a and s=—b. 

These conditions are shown in Figure 1.3. Using Laplace transforms, we can find 
the step response of the second order sensor for the above three conditions. The step 
response for the underdamped case is: 


KX, (1 
On v1 


V.(t) = - a OPCLont) sin[onV/1 —2t+ 6]| (1.5) 


where 


¢=tan! (4) (1.6) 


The underdamped, second order system step response is illustrated in Figure 1.4A. 
The step response of the critically damped sensor (¢=1) is shown in Figure 1.4B and is 
given by: 

KX, 


Vx(t) = 52 [1 — e" — ate] (1.7) 
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s-plane a 


FIGURE 1.3 

Pole locations of a second order sensor’s 
transfer function for the cases of overdamp- 
ing (poles at s=—a, —b), critical damping 
(two poles at s=—w,) and underdamping 
(poles at s= —l@, + jon V1 — @). 


Finally, the step response of an overdamped sensor having two real poles is shown in 
Figure 1.4C and can be written as: 


KX, 
Vi) = 
= 


1 — (be ae) | b>a (1.8) 


—Aa 


While the three types of low-pass sensor dynamics described above are most commonly 
encountered, other sensors which do not respond to a constant (dc) QUM also exist. 
The QUM must, in fact, be time-varying to produce a sensor output. Such sensors are 
said to have a bandpass frequency response characteristic and can be described by 
the ODE: 


Vy = —Vx(a + b) — Vy(ab) + Kx, b>a (1.9) 


The corresponding transfer function for a bandpass sensor with two real poles is: 


Vx(s) Ks 
X(s)_ (s+b)(s +a) 


(1.10) 


The output voltage step response of a bandpass sensor rises from zero to a peak, then goes 
to zero in the steady state. This is illustrated in Figure 1.4D and is given by: 


KX, 
V(t) = ae 


=e ee) (1.11) 


A piezoelectric crystal pressure transducer is an example of a bandpass sensor. 
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V(t) = Oe {1 = 1-2 sin(@pt + Y)], W=tan (v1 -€ /E) 
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B 
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Vit) = a [1 - e-@— ate) 
a 
0 > 
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C 
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KXo [eat = et] 
a-b 


FIGURE 1.4 

Step responses of various types of sensors. A. Underdamped, second order, low-pass sensor. B. Critically 
damped, second order, low-pass sensor. C. Overdamped, second order, low-pass sensor. D. Overdamped, 
second order, bandpass, sensor. 


1.2.2 Overview of Signal Conditioning 


The voltages or currents obtained directly at the output of a sensor are generally 
low level and contain additive noise and coherent interference, picked up from the 
environment of the QUM and from the sensor itself. Sometimes the measurement process 
or the sensor introduces a nonlinear distortion of the QUM (as in the case of hot 
wire anemometers) which must be linearized. The analog signal conditioning module 
following the sensor must therefore amplify the sensor output voltage, as well as perform 
linear filtering on it in order to improve the SNR. Such amplification and filtering is 
usually performed by a low noise instrumentation amplifier, followed by op-amp active 
filters. Compensation for inherent nonlinearities, including corrections for temperature 
changes, is most easily done digitally, with a computer. Thus, the sensor output, after 
analog conditioning, is converted to digital form by an ADC and read into the computer 
as a binary number. If the digitization is done on a periodic basis, it is common practice to 
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use the analog signal conditioning system to low-pass filter the input to the ADC, so 
that the ADC input voltage contains no significant energy having frequencies in excess of 
one-half of the sampling frequency. This low-pass filtering before sampling is called 
anti-aliasing filtering and is necessary for accurate digital signal processing. Sampling and 
anti-aliasing filters are discussed in detail in Chapter 10. 

Digital signal conditioning can also be used to effectively remove the coherent 
interference accompanying the QUM and to calculate functions of the sampled signal, 
such as its RMS value, its auto-correlation function, or its root power spectrum. It is now 
common practice to store digitized measurement records on floppy or hard magnetic 
disks, on optical disks, or on video magnetic tape in digital form. 


13 Errors in Measurements 


Errors in measurements can arise from many causes; there are remedies for some types 
of errors, but others haunt us as intrinsic properties of the measurement system under 
use, and often can be mitigated by system redesign. 


1.3.1. Gross Errors 


These errors in a measurement can arise from such human mistakes as: 


1. Reading the instrument before it has reached its steady state. This type of 
premature reading produces a dynamic error 


2. Not eliminating parallax when reading an analog meter scale, incorrect 
interpolation between analog meter scale markings 


3. Mistakes in recording measured data and in calculating a derived measurand 


4. Misuse of the instrument. A simple example of this source of error is when a 10 V 
full scale analog voltmeter of typical sensitivity (20,000 2/V) is connected to a 
voltage source having a high Thevenin resistance (100,000 &2). Significant voltage 
is dropped across the internal (Thevenin) resistor 


1.3.2 System Errors 


These errors can arise from such factors as: 


1. The instrument is not calibrated, and has an offset (i.e. its sensitivity is off, and 
it needs zeroing. Loss of calibration and zero error can occur because of long 
term component value changes due to ageing, or changes associated with temper- 
ature rise 


2. Reading uncertainty due to the presence of random noise. This noise can 
accompany the measurand and can arise from the signal conditioning electronics 
in the system 


(a) Noise from without is called environmental noise and can often be reduced 
by appropriate electric and magnetic shielding, proper grounding and 
guarding practices. Environmental noise is often coherent in nature and can 
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come from poorly shielded radio frequency sources, such as computers or 
radio stations. Powerline frequency electric and magnetic fields can be 
troublesome, as also ignition noise 


(b) Significant, internally generated random noise may be shown to arise in 
the first stage of an instrument’s signal conditioning amplifier. Some of this 
noise comes from resistors johnson or thermal noise), some from the active 
elements (transistors) in the headstage and some from the quantization or 
rounding off that is inherent in the operation of ADCs in modern digital 
instruments 


3. Slow, or long term drift in the system can destroy the certainty of static 
measurements (i.e. measurements of measurands which are not varying in time). 
Drifts can cause slow changes in system sensitivity and/or zero. Drift may arise 
as the result of a slow temperature change as a system warms up. Many parameter 
values can change with temperature, such as capacitance, resistance, inductance, 
the EMF of standard cells, the avalanche voltage of pn junctions, and so on. 
Humidity changes can also affect circuit parameter values, including resistance 
and capacitance. Good system design involves temperature regulation of the 
system, the use of low or zero tempco and sealed components. In integrators 
such as charge amplifiers, output drift can also be caused by the integration of the 
op-amp’s dc bias current. 

Drift or system offset can also arise from dc static charges, which may affect 
analog electronic circuits. In some cases, the face of an analog meter can become 
charged with static electricity, which then attracts or repels the meter pointer, 
causing an error. 


Below, we discuss the concepts of accuracy, precision, resolution, limiting error, and 
various error statistics. To begin the quantitative discussion of errors in measurements, 
we define the error in the nth measurement as: 


&n = Xn —-Yn (1.12) 


and 
%e = len/Y,|100 (1.13) 


Here, Y,, is the actual, true, defined or calculated value of the QUM, and X,, is the nth 
measured value of the QUM. Philosophically, the use of Y,, in the above definitions 
may present an ontological problem because one can argue that the true value, which 
is the result of an ideal measurement process, can never be known. In which case, Y,, may 
be defined by a high resolution, primary standard. Nevertheless, error, as given in 
equation 1.12, is generally an accepted definition. In some cases, the absolute value signs 
in the %¢ expression may be omitted and the % error can be negative. 
The accuracy, A,, of the nth measurement is defined as: 


(1.14) 


The percent accuracy is simply 


%A, = 100 — %e = A x 100 (1.15) 
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The precision of the nth measurement is defined as: 


X,—-X 
[anal oe “¥ | (1.16) 
Xis defined as the sample mean of N measurements, given by: 
ee 
X=— om Sa (1.17) 
N n=1 


Low noise accompanying the QUM and in the signal conditioning system is required as 
a necessary (but not sufficient) condition for precision measurements. Precision measure- 
ments also require a measurement system capable of resolving very small changes in the 
QUM, say one part in 10’. Consequently, many precision, high resolution measurement 
systems rely on null methods, such as those used with ac and dc bridges, potentiometers, 
etc. The high resolution inherent in null measurements comes from the fact that the 
characteristics of the bridge components themselves are known to high precision and 
the null sensor is capable of resolving very small voltage or current differences around 
the null. The null condition equation(s) allow calculation of the QUM to high precision, 
given high accuracy components (parameters). 

Accurate measurements require the use of a precision measurement system which 
is calibrated against a certified, accurate standard. 

Other statistics used to describe the quality of a series of measurements are the 
deviation, d,,, the average deviation, Dy, and the standard deviation, Sy, defined as: 


A= x (1.18) 
1 N 
Dy = Pau (1.19) 
Sy = ty A= 1.20 
NENG n — Ox (1. ) 


N 
ee \\ x2 - (XY =e (1.21) 


If it is assumed that the samples of the QUM, X,,, obey a normal or Gaussian probability 
density function, then the probable error, pe, in any one observation is defined such that 
there is a 50% probability that X,, lies between X — pe and X + pe. From the normal 
probability density function, it is easy to show that in order to satisfy the above condition, 
pe =0.67450,. 

A noisy set of measurements will have a small X/ox, which may be considered to be 
an RMS SNR. If we increase the total number of measurements, N, then the SNR can be 
shown to improve by a factor of VN. 

The resolution in measuring the QUM is related to the precision of the measurement 
and is basically the smallest unit of the QUM which can be reliably be detected. 
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Analog indicating instruments, with scales covering roughly a 90° arc range, provide 
a fundamental limitation to measurement system accuracy, even when null measure- 
ments are performed. Large, mirror scale analog meters with knife-edge pointers 
can usually be read to no better than 0.2%, or 2 parts/thousand. Oscilloscopes gen- 
erally offer slightly poorer resolution. As a result of this physical limitation to reso- 
lution, direct reading instruments with digital outputs are used when accuracies 
better than 0.2% are needed. Null instruments have taps and verniers to permit high 
resolution. 

Limiting Error (LE) is an important parameter used in specifying instrument accuracy. 
The limiting error, or guarantee error, is given by manufacturers to define the outer 
bounds or the expected worst case error. For example, a certain voltmeter may be 
specified as having an accuracy of 2% of its full scale reading. If on the 100V scale, 
the meter reads 75 V, then the LE in this reading is (2/75) x 100 =2.67%. 

In many cases, such as in the determination of a resistor value by Wheatstone bridge, 
the QUM must be calculated from a formula in which various system parameters, each 
having a specified accuracy, appears. Thus, we must derive a formula for the deter- 
mination of LE in the value of the calculated QUM. Let the QUM be a function of 
N variables, i.e. 


Q = f(X1, X2,..., Xn) (1.22) 


Let us assume each variable, Xj, is in error by +AXj. Hence the calculated QUM will be 
noisy and will be given by: 


QO = f(X, + AXy, Xp + AX, ..., Xy + AXy) (1.23) 


fe) can be expanded into a Taylor’s series for N variables. For one variable, 


df AX, d°f (AX) df (AX 
dX 1! ‘dx? 2! dx"-1 (n—1)! 


f(X4 AX) =f()+ +R, (1.24) 


Hence for the case with N variables: 


Q = $0, Kas Xn) + [ae A RAEN, act! axy}+ 


aXy AXy aX 
1 f #f 
wi la (AX) + ox2 (AX2)* +--+ +> me (AXn) co (1.25) 


+silne FF Aaxy+- fe - 


The second and higher derivative terms are assumed to be numerically negligible. 
Thus the maximum or worst case uncertainty in Q can be finally approximated by: 


ie AX; 


AQmax = 1Q - Q| = » ax, (1.26) 
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As an example of the use of equation 1.26 for a worst case uncertainty, let us examine 
the LE in the calculation of the dc power in a resistor: 


P=PR (1.27) 
SO 
APmax = 2IRAI+P-AR (1.28) 
and 
APmax AI| |AR 
=2 
peat |+ 0.25 


Thus, if the LE in R is 0.1%, the 0-10A ammeter has 1% of full scale accuracy, the 
resistor value is 100 Q and the ammeter reads 8 A. and the nominal power dissipated in 
the resistor is 6,400 W, then the LE in the power measurement is: 


AP al 
a = 2s + 0.001 = 0.026 or 2.6% (1.30) 


As a second example, consider finding the limiting error in calculating the Nernst 
potential for potassium ions, given by equation 1.31 below: 


RT 
Ex = In (Co/Gi) (1.31) 


Here, R is the gas constant, T is the Kelvin temperature, 3 is the Faraday number, C, 
is the potassium ion concentration outside a semi-permeable membrane and C; is 
the potassium concentration inside a compartment bounded by the membrane. To 
find the LE in calculating Ex, we differentiate equation 1.31 according to equation 1.26 
above: 


R RT AC RT AC; 
AEx = |~In(Co/C;) at| +|— ° ~ (1.32) 
=) SS Es 3 G 
Now if we divide equation 1.32 by equation 1.31, we find: 
AEK, x = AT AC, 1 ACG; 1 (1.33) 
Ex  |T Co In(Co/C) C, In(Co/C) , 


Let the temperature at 300 K be known to within +0.1°, and C, be 100mM, C; be 10mM 
and the concentrations be known to within 42%. The LE in Ex is thus, 


AE 
— = 0.1/300 + 0.02/2.3 + 0.02/2.3 = 1.77 x 107 or 1.77% (1.34) 
K 


In conclusion, we have seen that the Taylor’s series approach to the calculation of LE 
for a derived (calculated) measurand provides us with a systematic means of finding 
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the worst case error in that quantity. In actuality, the uncertainties in the parameters 
may, fortuitously, combine algebraically to give a low degree of error. The details of this 
combination of errors is however, unknown. Therefore, we generally take the LE as the 
outer bound in evaluating the accuracy of a measurement. 

Least mean square linear graph fitting, or linear regression, is a technique used to obtain 
an optimum linear fit of the form y=mx+b to a noisy set of N measurement points, 
{Yk, Xk}, k=1,..., N (such a fit is illustrated for a typical case in Figure 1.5). For example, 
we may wish to measure the optical rotation of polarized light, Y;, as it passes through 
sugar solutions of various concentrations, X;. In the optimum least mean square 
(LMS) error fitting of y= mx + b to the data points, we wish to choose m and b to minimize 

2 


the function, oy: 


1 
Dene: 
oy = 


N 
Y= [(mX, +b) — YP (1.35) 
k=1 


Z| 


Equation 1.35 can be expanded to give: 
1x 
= a So [ne XE + 0 + VE + 2m Xb — 2Y,(m X; + d)] (1.36) 


In order to minimize o2 


yr we set the derivatives equal to zero: 


do, N N 
Fp = O= 2Nb + 2m De? De (1.37a) 


N N N 
—“=0=2m) Xi +2b ) Xe -2 MY (1.37b) 
k=1 k=1 k=1 
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The two equations, 1.37a and b above, can be written as two simultaneous linear 
equations in m and b, and solved by conventional methods to obtain: 


=) — 
5» LX — XR) 


2 (1.38a) 
RO) XY 
m= es (1.38b) 
O% 


for the y-intercept and the slope of the LMS linear fit, respectively. Ry,(0) is the cross 
correlogram function evaluated at t=0, given by: 


1 1 
Ry(0) = x D XiVe (1.39) 


The goodness of the fit of y=mx-+b to the data set, {Y;, X;J, is given by the correlation 
coefficient for the LMS fit, r, defined as: 


r= [Rwy(0) — XY ]/oxoy, O<1r<1 (1.40) 


and 7” is called the coefficient of determination of the linear regression fit. Obviously, r=1 
indicates a perfect fit, which means that all Y,=mxX;, +b. 

It should be pointed out that not all measurands are linear functions of a single 
independent variable and the above analysis represents one of the simpler cases in 
statistical data analysis. 


1.4 Standards Used in Measurements 


One of the main concerns of all those who have occasion to make a measurement is 
whether the instrument is calibrated or not. As seen above, calibration is necessary, along 
with precision, to enable accurate measurements to be made. Calibration implies 
observing the instrument’s performance when measuring a standard of some sort. Major 
changes have taken place in the definitions of standards in the late 1980s, and on 
1 January 1990, several of these new standards were adopted by the international 
community. In the United States, the responsibility for maintaining primary and 
secondary standards lies with the National Institute for Standards and Technology 
(NIST). NIST also actively seeks to establish new and more accurate standards as well 
as the means of transferring their accuracy when calibrating instruments. 


1.4.1. Electrical Standards 


A standards is a physical representation of the QUM whose true value is known with 
great accuracy. Standards can be classified as: 


1. International standards 
2. Primary standards 
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3. Secondary standards 
4. Working standards 


International standards are defined by international agreement and are kept at the Inter- 
national Bureau of Weights and Measures in Sevres, France. An example of an 
international standard is the kilogram mass (more will be said about the mass standard 
below). International standards are not available on a daily basis for calibration or 
comparison. 

Primary standards are maintained in national standards laboratories in countries 
around the world. Primary standards, representing some of the fundamental physi- 
cal and electrical units, as well as some derived quantities, are independently 
measured and calibrated at the various national laboratories and compared against 
each other. This process leads to grand or world average figures for the standards. 
Primary standards are used continually, but generally do not leave the national 
standards labs. 

Secondary standards are reference standards which are initially calibrated from primary 
standards and then used in industry and research labs on a daily basis to calibrate 
their working standards, which are in turn used on a daily basis to check and calibrate 
working laboratory instruments. 


1.4.1.1 Potential Difference 


The defined international standard for the volt, which was in effect from 1908 to 
1990, is based on the EMF of the saturated Weston Standard Cell, first developed in 
1892 by Edward Weston. The Weston cell is an electrochemical battery which consists 
of two half-cell electrodes in a sealed, glass H-tube (Figure 1.6). In the normal 
Weston standard cell, the electrolyte is a saturated aqueous solution of cadmium 
sulfate (CdSO,). The saturated CdSO, electrolyte gives the EMF of the normal cell 
a relatively high temperature coefficient (tempco), about —40yV/°C. However, this 
form of Weston cell shows higher, long term, output EMF stability than the cells 
with unsaturated electrolyte. The EMF of the saturated Weston cell drifts about 
1pV/year and the useful life of a well treated normal cell is 10-20 years [Helfrick and 
Cooper, 1990]. 

Under nearly open circuit conditions, the EMF of the normal cell in absolute volts is 
given by: 


E(AT) = Eo9 — 4.6 x 10-5(AT) — 9.5 x 10-7(AT)*-1 x 10-(AT) (1.41) 


where E9 is the normal cell EMF at exactly 20°C, (Ex29=1.01858 Absolute volts), and 
AT =(T°C — 20). One volt was defined as 1/1.01858 times the EMF of a normal Weston 
cell at exactly 20°C. Due to their high temperature sensitivity, saturated Weston cells are 
kept in temperature regulated baths, where the temperature is kept constant to within 
+0.000010°. 

The present international standard for the volt was adopted on 1 January 1990 and is 
based on a quantum effect phenomenon which takes place at liquid helium tempe- 
ratures, namely the Josephson effect. One form of a Josephson junction (JJ) consists of 
two thin films of superconducting lead separated by a 1nm thick layer of lead oxide 
[Taylor, 1990]. Another JJ design uses superconducting niobium separated by a thin film 
of Al,O3. Such JJs can be fabricated into series arrays of JJs using integrated circuit 
technology [Popel et al, 1991]. Pépel et al reported on the performance of IC arrays 


Measurement Systems 15 


Sealed 
glass 


a 


Saturated CdSO, 
solution 


CdSO, X tals 


O55 5052" 
Hg,SO, OOOOH ate Cd|Hg 
oe ae amalgam 


<=————_ Pt wires ————___> 


+ Vo - 


FIGURE 1.6 
Diagram of a saturated Weston standard cell battery. 


with 2,000 and 20,160 JJs, which were useful as standards in the range of 1 and 10 V dc, 
respectively. 

A single, superconducting JJ has the unique property that when it is irradiated with 
microwave energy in the frequency range 9-100GHz and biased with a dc current, 
a precisely known dc voltage appears across the dc portion of the JJ, having a 
stepwise volt-ampere curve, as shown in Figure 1.7. The voltage of each stable step, EJ, 
is given by 


Ey = nf /(2e/h) V (1.42) 


where n is the step number, f is the microwave frequency in GHz, e is the electron charge, 
and h is Planck’s constant. The quantity (2e/h) is known as Kj, the Josephson constant. 
The Comité International des Poids et Mesures (CIPM) established a universal standard 
value for the Josephson constant, Kj_99 = 483,597.9GHz/V on 1 January 1990. For a 
typical microwave frequency of 94 GHz, derived from a Gunn oscillator, the step voltage 
is seen to be 194.41V. Exactly one volt can be defined as the EMF of a JJ when it is 
irradiated with electromagnetic radiation at a frequency of 483,597.9 GHz. Of course, such 
a frequency is a mathematical convenience; the JJ would not work when irradiated with 
620 nm light, which has that frequency. 

When using a JJ array as a primary (SI) standard, the microwave frequency is seen to be 
quite critical. Thus, the Gunn oscillator is phase locked to an ultra-stable frequency 
source, such as a cesium beam clock. The frequency source which has been used 
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FIGURE 1.7 

Volt-ampere curve of a typical Josephson Junction voltage standard. The microwave frequency was 
9.5946537 GHz. V; is approximately 1.9mV at the 97th step, with I;=24mA, at 4.2K. (Source: Drawn from 
data given by Ibuka et al, 1983.) 


for several designs of JJ array voltage standards has been a 50-60 mW, 93-95 GHz Gunn 
oscillator. 

Figure 1.8 gives a simple schematic of a JJ array [Endo et al, 1983] which was used to 
calibrate other standard dc voltage sources and dc potentiometers. One of the problems 
in operating a JJ array is knowing which quantum step, 1, the JJs are all on. One possible 
way of solving this problem is to obtain a stable array output voltage, then vary the 
dc bias current until the array jumps to the next step level and then adjust the microwave 
frequency down to fz until the same output voltage is obtained. Using this protocol, 
we can solve for n: 


nfi=(nt+Dfr (1.43) 
SO 
n=INT[(fi — f2)/fo] (1.44) 


One can also simply count the steps as the bias current is slowly increased under 
conditions of constant microwave frequency and power. 
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FIGURE 1.8 
Schematic diagram (simplified) of a precision potentiometer used to measure unknown EMFs. The poten- 
tiometer is calibrated with the standard voltage from the Josephson Junction array by adjusting Igc. 


The output of an array of N JJs in series, all having the same dc bias current and subject 
to the same microwave frequency and energy is: 


Vo =NEj(n, f) (1.45) 


Although the microwave frequency is the critical input parameter to a JJ array voltage 
standard, the microwave voltage and dc current must be kept within certain bounds 
for stable operation of the JJ array as a quantized voltage source. Hamilton et al (1991) 
have found relations for critical values of the dc current density, Jc, the length, 1, and 
width, W, of a JJ for maximum stability of the voltage steps (to prevent noise induced 
jumps between steps). They have also given an empirical relation for the current range 
for the nth step, under optimum conditions. They have designed JJ arrays having stable 
operation at 24 GHz, producing up to 1.2 V. 

Most of the Josephson array voltage standards which have been described in the 
literature (e.g. a number of papers on JJ standards in the April 1991 IEEE Transac- 
tions on Instrumentation and Measurement, 40(2)) have uncertainties around 2 x 10s 
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TABLE 1.1 
Specifications of PREMA® JJ primary Voltage Standard Chips 


Parameter 1V Chip 10 V Chip 
Chip area 19 x 5mm? 25 x 11 mm? 
Number of JJs 2,400 13,920 
Operating temperature 4.2K 44K 
Operating frequency 70-75 GHz 70-75 GHz 
Lead and bond wire resistance <3Q <3Q 
Technology Refractory, all niobium Refractory, all niobium 
full wafer process full wafer process 


Reymann (1991) describes a JJ array system which is used to measure Weston normal 
cell EMFs to >1nV accuracy. A problem with the operation of JJ array voltage standards 
is that the noise induced instability of the voltage steps leads to jumps to unknown or 
uncertain step numbers. It is apparent that the JJ array provides an accurate, flexible, dc 
voltage standard which can be easily adapted for the calibration of secondary standards 
and dc voltmeters. 

Primary Josephson voltage standards are now commercially available. PREMA® 
Semiconductor offers DC voltage standard systems based on their JVS-7001 and 
JVS-7010JJ chips. The specifications of these chips are given in Table 1.1. 

The Sandia National Laboratories’ Primary Standards Lab has also developed a 
10V JJ Primary standard, and lists its accuracy as £0.017 ppm (www.sandia.gov/psl/ 
DC.HTML). 


1.4.1.2 Resistance 


In 1884, an international congress in Paris adopted a reproducable standard for the legal 
ohm, consisting of a column of ultra-pure mercury, 106 cm in length, and 1 mm? in cross- 
sectional area, measured at 0°C. In 1893, the Chicago Congress specified the length 
of mercury column of the international ohm to be 106.3cm and specified the weight of 
the mercury to be 14.4521 g. The mercury ohm proved to be a poor standard. Mercury has 
a high temperature coefficient, requiring close thermoregulation of the standard in an 
ice bath. Slight impurities in the mercury also contributed to errors in certainty and 
variations in the design of the end terminals caused errors in the resistance. According to 
Stout (1950), another major cause of error in the design of the international ohm was 
nonuniformity in the diameter of the glass tubing. It was found that a 30 ppm change 
in the measured resistance could result from an undulation in the axis of the glass tube 
too small to be detected by eye. 

In the 1920s, work was done on defining an absolute ohm as a derived quantity based 
on the fundamental units of length, mass and time. The absolute ohm was determined 
through the use of a rotating commutator or conductor, whose speed must be known, 
thus giving the time dependency. The determination also used either a self or mutual 
inductance, whose value was determined by calculations involving the dimensions. 
Not surprisingly, the value of the absolute ohm was found to differ significantly from 
that of the international ohm. One absolute ohm was equal to 0.9995052 international 
ohms. The absolute ohm and other absolute electrical units were formally adopted on 
1 January 1948. 

After 1892, working standard, wirewound one ohm resistors, made of the alloy 
manganin were developed, and in 1897, were calibrated in terms of the mercury ohm 
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Cross-section of a Thomas type 
standard resistor. (Source: Stout, 
Figure 4.2, 2nd ed., 1960.) 


as defined in 1893 by the Chicago Congress. The U.S. National Bureau of Standards 
(NBS) adopted the Rosa design, one ohm, manganin, wirewound resistor in 1910 as 
the international ohm. In 1931, an improved standard resistor, designed by J.L. Thomas, 
was adopted at NBS. The cross-section of a Thomas type, one ohm standard resistor is 
shown in Figure 1.9. This resistor uses a double walled construction, with the resistance 
wire wound on the inner cylinder. The space between the cylinders is filled with dry 
air and sealed. The center cylinder is filled with oil for temperature stabilization and 
control. In the Rosa type resistor, the resistance wire windings are in direct contact with 
dry oil in a sealed can. Rosa resistors are available in decade sizes, typically 1, 10, 100, 
1k and 10k ohms. 

In 1966, Hewlett-Packard (HP) developed an improved standard resistor design, their 
11100 series, which achieved superior temperature stability and precision through the 
use of new materials for insulation, resistance coil support and the resistance wire. HP 
used the alloy Evanohm for the coil (75% nickel, 20% chromium, 2.5% aluminum, 
2.5% copper). According to HP, Evanohm has an a tempco of 0 to +2ppm/°C, high 
resistivity, relatively flat resistance vs temperature curve and is insensitive to moisture. 
The Evanohm wire coils of the HP 11100 resistors are suspended in sealed, dry oil and 
supported by an inner and outer polyester coil form, rather than a metal form such as 
that used in the Rosa or Thomas resistors. HP claims the following specifications for 
its 11100 series resistors—LE at 25°C and 100 mW power dissipation is +6 ppm (0.0006%) 
with reference to the legal ohm (1966) maintained by NBS; rated tempco is +4 ppm; 
drift per year is <20ppm (100k); power rating is 100 mW; internal trim resistance 
permits adjustment of +25ppm. Connections are NBS type, 4-terminal, oxygen-free 
copper, nickel-rhodium plated. 

Note that the HP 11100 standard resistors can be set to within +0.15 ppm of their 
nominal (true) resistance, but the 1966 NBS primary standard has an uncertainty of 


+6 ppm. 
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At the present time, the Fluke 742 series, 4-terminal, working standard resistors are 
available in values ranging from 1 Q to —19M®. The Fluke 742 series resistors are used 
at ambient room temperatures, from 18 to —28°C, with resistance changes ranging from 
+1.5 (10k) to +4 (19M) ppm, showing excellent temperature stability—no oil baths 
are required. Calibration uncertainty at 23°C ranges from +1.0 ppm (for 1—100 Q sizes) 
to +10.0ppm (l10OMQ) and +20.0ppm (19MQ). Stability over one year ranges from 
+8.0 ppm (1-10 Q) to +10.0 ppm (19 MQ). 

Electro Scientific Industries (ESI) also makes transfer standard resistors. The ESI 
model SR1060 resistance transfer system consists of six transfer standards in decades 
from 1 -100kQ. Each decade standard is composed of 12 nominally equal resistors, 
matched to within +10 ppm. Each decade standard can be configured as 10 resistors in 
series, 10 parallel resistors or nine of the 10 resistors in series/parallel. By making a 1:1 
comparison with the 10th resistor, it is possible to resolve a series/ parallel value to better 
than +1 ppm. All the standards, except the 100kQ standard, are immersed in an oil 
bath for temperature stability. The ESI SR1060 resistance transfer standard system is 
initially calibrated to +10 ppm, traceable to the NIST primary standard. Long term 
stability is +35 ppm for one year and tempcos are +15 ppm/°C for 1, and +5 ppm for 
100 2-100 kQ. 

On 1 January 1990, the international instrumentation and measurement community 
adopted a standard for the ohm based on the Quantum Hall Effect (QHE). This definition 
of the ohm, like the JJ definition for the volt, is based on fundamental physical constants, 
rather than an artifact (such as a column of mercury). The QHE was first described by the 
noted physicist, Klaus von Klitzing in 1980. The operation of a basic Hall effect sensor at 
room temperature is described in Section 6.3.5.2 of this book. The ordinary Hall sensor 
is a 4-terminal device; one pair of terminals is used to inject current into the thin, doped 
semiconductor bar which is ordinarily perpendicular to a magnetic field, B. The second 
pair of terminals, as shown in Figure 6.22, is used to pick off the Hall EMF. It can be 
shown that the Hall EMF is given by: 


Eq = RuByly/h (1.46) 


where B, is the B field component in the y direction, orthogonal to the current density 
vector, J,, I. is the injected current, i is the thickness of the doped semiconductor bar 
in the y direction and Ry, is the Hall coefficient. Ryy=—1/qn for n-doped semicon, and 
1/qp for p-doped semiconductors. The q is the magnitude of the electron charge in 
coulomb, n is the electron donor doping density, and p is the hole donor doping density. 
The Hall sensor was found to be useful in measuring magnetic fields, and indirectly, 
electric power. As will be illustrated below, the properties of the Hall sensor 
change markedly as its temperature approaches 0K and when it is subjected to strong, 
dc magnetic fields. 

Figure 1.10 illustrates an isometric view of a quantum Hall resistor (QHR). Modern 
QHRs are generally fabricated from GaAs/AI]GaAs heterostructures. The channel width 
may range from 150 to 250m and the distance between lateral voltage contacts on 
the same side may range from 300 to 600 jim [Piquemal et al, 1991]. The thickness of the 
aluminum-doped conducting channel may range from 10 to 100 nm [von Klitzing, 1986]. 
The QHR has six or eight terminals; two for current, two for voltage, and two or four 
for measuring body resistivity or voltage in the x direction. Under normal operation, 
the QHR is operated at a constant dc current bias, [,, with values typically ranging 
10-50 nA. A very strong, dc magnetic field, B,, of the order of 4-15T, is generated by a 
superconducting coil in close proximity to the QHR. 
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FIGURE 1.10 
Isometric view of a Quantum Hall Device (adapted from von Klitzing, 1986). Vy is the Hall EMF, V, is the 
voltage drop due to the DC current, I,, B, is the strong, dc magnetic field. A gallium-aluminum-arsenide 
heterostructure is used. Operating temperature is typically 0.3K. 


A QHR is generally operated at temperatures ranging from 0.3 to 2K, with 1.20K 
being commonly used. As can be seen from Figure 1.11A, as the magnetic field is varied 
under conditions of constant dc bias current, the Hall resistance assumes a series of steps 
of precisely known values, regardless of the exact By, I,, or temperature and material of 
the QHR semiconductor. The quantum Hall resistance, Ry, has been shown by von 
Klitzing to be given by: 


Ru(j) = Eu/Ix = Rx-90/j = h/ (qj) & (1.47) 


where / is Planck’s constant, q is the electron charge, j is the step number (integer), 
Rg_9o is the von Klitzing constant (universally adopted as 25,812.807 Q on 1 January 1990), 
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FIGURE 1.11 

A. Plot of the quantum Hall resistance, Ry and V; vs By. Note that there are plateaus of Ry = Ey/I, over a range 
of B, on which Ry is precisely defined. In this case, T=0.3K and I, =50 pA. B. Detail of the i=6 quantum Hall 
step. Note that there is a distinct minimum of V,, at the flattest part of the Ry curve. Conditions are same as in 
Figure 1.11A. (Source: Jaeger et al, 1991.) 


and Ey; is the measured dc Hall voltage. For all QHR devices, the quantum Hall 
resistances are: 


Ry (1) = 25, 812.807 Q 
Ry(2) = 12, 906.400 2 
Ry(3) = 8, 604.290 Q 
Ry(4) = 453.2018 Q 
Ry (5) = 5, 162.5614 2 
Ry (6) = 4, 302.1345 Q 


The value of Ry;(1) is defined as one von Klitzing. 


Measurement Systems 23 


ae ee 


i Standard 
: resistor 


DC 
Source 


Jf 


Variable 
resistor 
in oil 


Quantum 
Hall resistor 


FIGURE 1.12 
Schematic of a circuit used to compare a QHR with a secondary standard resistor. (Source: Jaeger et al, 1991.) 


Also plotted in Figure 1.11A is the voltage drop in the x direction. Note that V,., has 
minima which occur at the centers of the E}y(B) or Ry(j,B) steps. This is shown more 
clearly in Figure 1.11B, in which the value of V,, is shown as B,, which is varied over 
the range producing the Ry,(4) step [Jaeger et al, 1991]. Figure 1.12 illustrates the 
schematic of a simple series circuit which is used to compare the QHR with a secondary 
standard, using Ohm’s law, precision dc nanovoltmeters and dc picoammeters. 

Comparisons between quantum Hall resistance measurements made in various 
standards laboratories around the world suggest that the QHR method of defining the 
ohm has an uncertainty of less than one part in 10°. 


1.4.1.3 Current and Charge 


In a metallic conductor, such as a copper wire, the moving charge is electrons, whose 
average velocity is in the opposite direction to the direction of defined (in the U.S.) 
current flow. In semiconductors, two kinds of mobile charges are involved—holes and 
electrons. In p-semiconductor materials, the intrinsic semiconductor is doped with 
electron accepting atoms, and the majority charge carrier is holes. In n-material, electron 
donor atoms provide electrons as the majority carrier. In wet (chemical and_ bio- 
chemical) materials, the carriers are generally ions, although electrons are involved at 
metal/metal salt electrode interfaces. 

In the SI system of measurements, the ampere is defined to be the basic unit of current 
and current is considered to be a fundamental unit of measurement. Before the SI 
protocols were adopted, current was considered to be a derived quantity, namely one 
coulomb of charge per second flowing past a perpendicular plane through a conductor. 
Charge was considered to be a fundamental quantity in the older, MKS system. In the SI 
system, charge is derived and has the units of current x time. Therefore, one coulomb is 
the charge transferred when one ampere flows for exactly one second. Charge can also 
be measured by using the relationship that the voltage on a capacitor is equal to the 
charge divided by the capacitance, or that the change in voltage on a capacitor is equal 
to the change in charge divided by the capacitance. 
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Early definitions of the ampere made use of the electrolytic reduction of silver ions 
from a standard silver nitrate solution at a platinum cathode. Metallic silver is electro- 
plated out on the cathode at a rate proportional to the electric (dc) current flowing in 
the external circuit. After a known time, the cathode is removed from the electroplating 
cell, dried and weighed. Since the gram molecular weight of silver is known, as is 
Avogadro’s number, the accumulated weight of silver on the cathode is proportional 
to the total charge transferred in the circuit over the known time. At the London 
Conference of 1908, the international ampere was defined as that (dc) current which 
deposits silver at the rate of 0.00111800g/second from a standard AgNO; solution. 
This definition was based on a knowledge of the gram molecular weight of silver 
(107.868) and Avogadro’s number, Na, which is the number of molecules (hence Agt ions) 
in one gram molecular weight of a substance. The value is presently known to be 
6.022137 + 0.000007 x 10° mol !. 

Due to the lack of precision and repeatability of the silver electroplating method, the 
international ampere was superceded in 1948 by the absolute ampere. The determination 
of the absolute ampere is made using a current balance which weighs the force 
between two current carrying coils. By definition, the SI absolute ampere is the constant 
(dc) current, which, if maintained in two, straight, parallel conductors of infinite length 
and negligible circular cross-section, placed one meter apart, in vacuo, will produce 
between these conductors a force of 2 x 10-7 N/m length. If the same current is traveling 
in the same direction in the two, parallel conductors, it may be shown that the force 
exerted between the conductors is attractive and is given by 


12 
pares 


= (1.48) 


where d is the separation of the conductors in meters, and jo is defined as 47 x 1077 
Wb/A m. Such a theoretical definition is unrealizable in practice. 

Working standards to measure the absolute ampere generally involve a current 
balance, in which the force between a moveable coil or coils and a set of fixed coils 
or a permanent magnet is measured by a weighing balance. This type of determina- 
tion of the ampere requires accurate measurement of force. The value of the mass 
used and g, the Earth’s gravitational acceleration at the location of the balance, must 
be accurately known. 

Kibble et al (1983) described the design and development of a moving coil apparatus 
for the determination of the ampere at the National Physics Laboratory (Britain). A large 
permanent magnet, with maximum flux density of about 0.7T was used. Two series- 
connected, rectangular coils, each of 3,362 turns, were mounted one above the other on an 
armature which moves vertically in the magnet’s air gap. The armature was attached by a 
vertical rod to the balance arm and passed coaxially through a force-producing solenoid 
coil at the bottom of the balance case. The current in the solenoid was controlled by a 
servo system so that it could generate axial forces to cause the measurement coils to move 
up and down through the magnetic field at a constant velocity, u=0.002m/s. This 
motion generates an EMF in the series measurement coils, whose magnitude is given by 
V=K,u volts. The value of K, depends on the value of B in the magnet’s air gap, 
the number of turns and other geometrical factors. In the second phase of measuring 
the ampere, a dc current, I, is passed through the series measurement coils which are 
positioned at the center of the B field where the determination of K, was made. A Lorentz 
force is generated, given by F=K;l. F is measured with the balance. The value of I is 
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determined from the fact that in the MKS (SI system, K, is equal to Kp If the 
relation V=K,u is divided by F= Kgl, we can obtain a relation equating electrical and 
mechanical power. 


VI = Fu = Mgu (1.49) 


Now we assume that the generated electrical power is dissipated in a resistor R such that 
V/R=I. Thus 


VI = PR = Meu (1.50) 
Solving for I, we find that 
I= ./Mgu/R Slamperes (1.51) 


Although under development, Kibble et al reported that their moving coil current 
system for determination of the ampere had +1 ppm reproducibility and that they 
eventually expected to obtain 0.1 ppm accuracy. 

A system utilizing the magnetic levitation of a superconducting mass to determine 
the SI ampere was proposed by Kibble (1983). This system is shown schematically in 
Figure 1.13. A current source, I causes current to flow in a superconducting coil 
surrounding a superconducting mass. Induced current in the mass produces a magnetic 
field which reacts with the field of the coil to produce an upward force until the 
mass reaches a position Y;, where the downward gravitational force, Mg, equals the 
upward levitation force, F;=I (d®/dy). Now, if the mass is given a vertical velocity, 


FIGURE 1.13 

Schematic of a superconducting, mass balance means of measuring current proposed by Kibble (1983). 
Note: SCC =superconducting current carrying coil. SCM=superconducting mass, M. Means of inducing 
constant velocity, uy, not shown. The induced voltage, V, is measured potentiometrically and is related to the 
current by equation 1.52. 
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uy=dy/dt, around Y;, a voltage, V=d®/dt, will be induced in the superconducting 
coil across the current source. We also note that d&/dt=(d®/dy)(dy/dt). Now, from 
these relations, it is easy to see that 


Mg/I = d®/dy = V/u, 
Solving this relation for I gives: 
I= (Mguy)/V (1.52) 


Kibble’s proposed method of measuring dc current thus requires accurate knowledge 
of the mass, M, and the local acceleration of gravity, g. A constant, linear velocity of 
the mass, u,, around its equilibrium displacement, Y;, must be generated, either by 
mechanical means or by electrostatic forces. A no touch means of measuring u, could be 
designed using laser interferometry. Lastly, measurement of V can be done potentiome- 
trically, by comparison with a Josephson voltage standard. 

The reader should be aware that the bases for electrical and physical standards are 
constantly under development and are changing with advances in quantum physics, 
laser technology, etc. In metrology, we expect to see a trend away from complex, 
expensive, ultra-precision measurement systems towards simpler, more elegant solu- 
tions for the determination of standard quantities. Perhaps we should consider making 
the quantum Hall ohm and the Josephson volt the basic SI quantities, rather than 
the ampere. 

Is charge a more easily measured quantity than current? Should we return to the 
earlier MKS system,where charge was a basic quantity, rather than current, which is 
used in the present SI definitions? There are no simple answers to these questions and 
the points of debate change constantly with evolving technology. 


1.4.1.4 Capacitance 


There a several ways of defining the basic unit of capacitance, the Farad. A capacitor 
is said to have a capacitance of one Farad if the potential across its plates is exactly one 
volt when it has been charged by one coulomb of electric charge. This definition of 
the Farad requires an accurate voltage measurement in which a negligible charge is 
exchanged with the capacitor, as well as an accurate measurement of the total charge 
put into the capacitor. The latter measurement is most difficult, since it involves 
precision integration of the capacitor’s charging current. 

Another way of measuring capacitance is through the use of a commutated capacitor 
bridge (cf Section 5.5.1.6 and Figures 5.9 and 5.10). This technique requires a precision 
dc null detector, accurate resistances and a switching clock with an accurately known 
period, T. Under the assumption that RyCy << T/2 << RoCx, we show in Section 5.4.1.6 
that at null (set by Rj) is given by: 

i SER, (1.53) 
4R>(R3 — Ry) 
Here, it is assumed that the switch has zero closed resistance and infinite open resistance, 
the waveforms at V> are exactly rectangular and triangular, and the clock duty cycle is 
exactly 50%. In practice, the duty cycle can be adjusted to be very close to 50%, taking 
into consideration the switching waveform rise and fall times, and the time delays in 
operating the MOS switch. 
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Probably, the most accurate means of measuring capacitance is by comparison of 
the capacitor to be measured with a calculable capacitor. Calculable capacitors are 
based on the electrostatics theorem developed by Thompson and Lampard (1956). A 
calculable capacitor is typically made from four parallel, hollow metal cylinders arranged 
in a square, with a movable shield device which effectively regulates the length of 
the active (exposed) cylinders. Capacitance is measured between opposite cylinders, 
in vacuo. Calculable capacitors have been made with capacitances ranging from 0.1 
to 1.0 pF. 

The Thompson and Lampard theorem states—Let the closed curve S be the cross-section of 
a conducting cylindrical shell, whose cross-section has one axis of symmetry AC, but is otherwise 
arbitrary. Further, let this shell be divided into four parts by two planes at right angles, the line of 
intersection of the planes being parallel to the generators of the cylinder, and one of the planes 
containing the symmetry axis AC. Then the direct capacitance, per unit length of the cylinder, 
between opposing parts of the shell (for example, aB to y6) due to the field inside (or outside) the 
shell, is a constant: 


In 2 
Cee ie e.S.u.=0.0175576 e.s.u./m (1.54) 


Note that 1 pF of capacitance in SI units is equal to 0.898797 e.s.u. capacitance units. Thus, 
it is easy to show that C,= 1.953549 pF/m (or aF/um). A consequence of this theorem is 
that the absolute cross-sectional area of the closed cylindrical shell is not important. What 
is important is that the sides be perfectly parallel and that the structure has perfect 
symmetry. Figure 1.14A illustrates the geometry discussed in the theorem stated above 
and Figure 1.14B illustrates the shielded, four-tube, cross-sectional geometry of a practical 
calculable capacitor [Igarishi et al, 1968]. The length of the calculable capacitor at the U.S. 
NIST is measured interferometrically using a stabilized HeNe laser. Overall uncertainty 
in the measurement of the NIST Farad, based on the NIST calculable capacitor, is given as 
0.014 ppm [Shields et al, 1989]. 

Calculable capacitor geometry has not been limited to four-tube devices. Delahaye et al 
(1987) have used five tubes in a pentagonal cluster, each 75.5 mm in diameter and 450 mm 
in length. A cylindrical central screen is displaced axially by a stepping motor and its 


FIGURE 1.14 

A. Cross-section of a symmetrical conducting tube relevant to the Thompson-Lampard theorem. The T-L 
theorem defines the capacitance between sections af and yé on the tube as equal to In (2)/(47”) e.s.u./m, 
regardless of the absolute cross-sectional area of the tube. B. Cross-section of a practical, four-tube, shielded 
calculable capacitor, such as that built by Igarishi et al (1968). Tube diameters were about 1 cm. 
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FIGURE 1.15 

Cross-section through a secondary standard, air 
dielectric, guard-well capacitor. Note: F and 
E=insulated electrodes, J = borosilicate glass dielec- 
tric, G, H, K and L=grounded shield conductor 
pieces. Note that this capacitor is a three-terminal 
device; both top and bottom electrodes have capaci- 
tances to ground, as well as to each other. (Source: 
Stout, 2nd ed., 1960, with permission.) 


position is measured with a laser inteferometer. The calculable capacitor of Delahaye 
et al was used to establish a standard for the Farad and for the QHR, Ry(2). The total one 
standard deviation uncertainty in the measurement of Ry; (2) was given as 2.2 x 107”. 

Calculable capacitors have been used as standards by others to calibrate the quantum 
Hall ohm, inductors and transfer standard capacitors through the use of precision ac 
bridges [Shida et al, 1989; Dahake et al, 1983]. 

Secondary and transfer standard capacitors are generally of the order of 1-10 pF and 
are made with air, quartz (silica) or mica dielectrics. Such capacitors are generally made 
as three-terminal devices, so that the capacitance from either terminal to the grounded 
case can be compensated for. Air dielectric capacitors of the guard well geometry 
(Figure 1.15) have been constructed with values down to 1f F. A 0.1 pF capacitor of this 
design has an accuracy of 0.1% [Stout, 1960]. For secondary standards with larger values, 
hermetically sealed, silvered mica capacitors offer long term stability and low tempcos. 
For example, a General Radio type 1409, 1uF standard silver mica capacitor has a 
guaranteed value up to +0.05% and its tempco is 35 +10 ppm/°C. Silver mica capacitors 
have very low D values at 1kHz. Most bridges used to transfer calibration from 
calculable capacitors to working and transfer standard capacitors are of the ratio 
transformer type, operated at frequencies of 2,500 and 5,000r/s [Delahaye et al, 1987] 
and at 10,000r/s [Igarishi et al, 1968; Dahake et al, 1983]. 


1.4.1.5. Inductance 


The primary inductance standard is a derived quantity, measured using an ac bridge 
circuit and standard resistors and capacitors. We have seen how the quantum Hall ohm 
can be used to calibrate working standard resistors, and the calculable capacitor may be 
used to establish working standard capacitors. By using a bridge, such as the Maxwell 
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(cf Section 5.4.2.1), having three accurate resistors and an accurate capacitor, unknown 
inductances can be measured to a fair degree of accuracy. 

Fixed value, standard inductors are generally wound in solenoidal form on glass or 
ceramic forms, having spiral grooves cut into their surfaces to precisely space the 
windings. Low value (uH) inductors have single windings, however, mH and larger 
inductors may have groups of series-connected windings set into evenly spaced slots in 
a ceramic core. Inductors with solenoidal windings are subject to the external influences 
of magnetic materials and time-varying magnetic fields. Therefore, care must be taken 
when using them not to place them on or near steel tables or cabinets, and to keep them 
well away from other current carrying solenoidal coils. Modern secondary standard 
inductors, such as the General Radio model 1490 series of switchable decade inductors, 
are wound on ferrite toroidal cores, from which there is negligible flux leakage and 
influence of nearby magnetic materials or time-varying magnetic fields. Another design 
which has been used for secondary standard inductors with fixed values in the mH range 
and larger, is the use of two series connected coils wound on semicircular, D-shaped 
forms, mounted so that one coil can be rotated with respect to the other in such a way 
that the area of overlap of the enclosed areas of each coil can be adjusted. This rotation 
allows variation of mutual inductances of the coils and provides a means of adjusting 
the series coil inductance in accordance with the relation: 


L=1,+1.+2M (1.55) 


assuming that the mutual inductance is aiding. The same principle of varying the 
mutual inductance of two series coils has also been used to make continuously variable 
inductors (Brooks inductometer). The Brooks inductometer’s calibration is +0.3% of its 
maximum value [Stout 1960]. 

A problem in the construction of all standard inductors is that their inductance 
depends on their dimensions, so that any small change in dimensions, caused by tem- 
perature changes, can lead to errors. Also, as we will see in Section 5.2, inductors, 
however made, are fraught with stray capacitance between their windings, and between 
layers and groups of windings. The wire from which they are wound also has a finite 
resistance. As the operating frequency of an inductor increases, the capacitive effects 
become more dominant and can cause significant errors in the apparent inductance. Thus 
all standard inductors are generally calibrated at a convenient frequency, such as 1 kHz, 
and are designed to be used at a constant temperature, such as 25°C. Inductors wound on 
laminated iron cores or sintered ferrite cores also have the additional limitations of core 
losses due to hysterisis, eddy currents and core saturation at magnetizing force (ampere 
turns). 

It may certainly be said that of all the electrical quantities, natural inductance is the 
least pure, always being associated, at a given frequency, with a series resistance and 
distributed interwinding capacitance. Inductor equivalent circuits are described in 
Section 5.2 of this text. At superconducting temperatures, in air-core coils of certain 
metals, the coil resistance disappears, but the interwinding capacitance remains. 

Another way of obtaining an extremely pure inductance, with values ranging from mH 
to kH in the audio frequency range, is by means of the Generalized Impedance Converter 
(GIC) active circuit element (Section 2.4.2.3). One end of the GIC circuit must be 
grounded. It can be shown that the GIC input impedance is given by: 


Tes (1.56) 
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Thus, if the circuit element for Z, is made a precisely known capacitor of high quality, 
such as a silver mica secondary standard, the remaining GIC impedance elements are 
resistors, calibrated from the quantum Hall ohm, and the op-amps are high quality 
ICs having large gain-bandwidth products, high input impedances and low noise, we 
will see a virtually lossless inductance, with value given by: 


_ RiCoR3Rs 


Lng = 


H (1.57) 


It should be pointed out that the GIC circuit can also be used to rescale the size of 
capacitors. In this case, 


Z W= 1 / @Ceg 
It is easy to see that if Z, is a capacitor, then: 


_ CyRoRa 
Ca =r, F (1.58) 


In using the GIC circuit, we must be careful to avoid op-amp voltage or current 
saturation, and to operate the circuit at frequencies well below the op-amps’ fr. 


1.4.2 Time and Frequency 


The basic SI and MKS unit of time is the second. The basic unit of frequency is the hertz, 
or cycle per second of a periodic waveform. Obviously, time and frequency are related, 
in a measurement sense. The earliest definitions of the second were based on the Earth’s 
rotational velocity, which is now known to vary over the period of a year due to seasonal 
changes in the Earth’s moment of inertia caused by the build-up of polar ice caps, 
etc. The second was first defined as 1/86,400 of the length of a mean solar day. The mean 
solar day is the average time of 365 consecutive days. Refinements in the measure- 
ment of the period of the Earth’s rotation led to the definitions for Universal Time (UT). 
In a search for a more precise definition for the second, astronomers developed the 
units of Ephemeris Time (ET). The ephemeris second was defined as 1/31,556,925.9747 of 
the tropical year [Helfrick and Cooper, 1990]. The ET standard was impractical, as it 
took several years to determine the length of the tropical year and it required precise 
sightings of the positions of the sun and the moon. 

The primary time/frequency standard, currently in use, is the cesium 133 atomic beam 
clock. A simplified diagram of the cesium clock is shown in Figure 1.16. To summarize 
the cesium clock’s properties, it oscillates at 9.192631770 GHz, having an effective Q of 
2 x 10°. Coordinated universal time (UTC), whose basic unit is the second, is defined as 
9,192,631,770 periods of the cesium 133 beam oscillator. This international standard was 
adopted in October, 1967 and is more accurate than any clock calibrated by astronomical 
measurements [Oliver and Cage, 1971]. 

The Hewlett-Packard HP5061B (Opt 004) Cesium Beam Frequency Standard has a 
long term stability of +2 x 10-!7 over the life of the cesium beam tube. Accuracy is 
also +2 x 107'!7. The HP5051B cesium clock has sinusoidal outputs at 10, 5, 1 and 
0.1 MHz. HP cesium clocks are used to calibrate and synchronize the LORAN-C and 
GPS radio navigation systems for boats and aircraft. Cesium beam clocks are ordinarily 
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FIGURE 1.16 
Schematic cross-section of a Cesium ion clock. 


used to adjust secondary rubidium and quartz oscillators, which are used as secondary 
standards for frequency or period determination. 

Rubidium frequency standards are second in the hierarchy of accuracy. Similar to 
the operation of a cesium beam clock, the atomic resonance of a rubidium vapor cell is 
used to synchronize a quartz crystal oscillator in a frequency lock loop. The long term 
stability of the rubidium vapor oscillator is +1 x 10-1! /month. It, too, has outputs at 
5, 1 and 0.1 MHz. 


1.4.3 Physical Standards 


The physical standards discussed below include mass, length, volume and temper- 
ature. We have seen above that the present trend is to redefine standard quantities in 
terms of the (presumably) universal constants of quantum physics, rather than to use 
physical artifacts (e.g. the present use of the JJ to define the volt instead of the Weston 
normal cell). 


1.4.3.1 Mass 


The present (SI) unit of mass is the kilogram (kg). It is defined in terms of the standard 
kilogram artifact which has been kept at the Bureau International des Poids et Mesures 
(BIPM) at Sevres, France, for over a hundred years. Physically, the standard kilogram 
is a cylinder of platinum containing 10% iridium. Comparison of a working standard 
kilogram mass with the primary standard must be made by means of a precision balance. 
The current gold standard balance is the NBS-2—single arm, two knife balance, which 
has a resolution of one jig or one part in 10° [Quinn, 1991]. It has been discovered over 
the years that the international prototype kilogram and its copies systematically loose 
mass when they are cleaned and washed in preparation for weighing. On the other hand, 
the masses tend to increase with time following cleaning and washing. These changes are 
of the order of tens of pg [Quinn, 1991]. The long term stability of the standard kilogram 
appears to be of the order of 5ug/year. This figure is based on the assumption that 
the international prototype and its copies are not drifting in mass by more than ten times 
the rate that they are drifting apart from each other, at about 0.5 pg/year. 
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A number of workers are considering ways to replace the present artifact standard 
kilogram at BIPM with a mass standard based on the fundamental, physical constants 
which include the electron charge (q), Planck’s constant (1), the speed of light in vacuo 
(c), and the permeability of vacuum (1,). Other constants which can be used are the 
von Klitzing constant (Rx_99), the Josephson constant (Kj_99), the fine structure constant 
(a), the Faraday number (3) and the Avogadro constant (Na). 

Taylor 1991 argued that the Avogadro constant, which is the number of molecules 
in a gram molecular weight, or mole, of some pure element (X), can be one deter- 
mining factor, along with the molar mass of the element (Mx) in kg/mol. For example, 
M(?C) is equal to 0.012kg, by definition (C is the common isotope of the element 
carbon). Thus: 


nx =Na/Mx (1.59) 


where fx is the number of free Xs at rest required to make the mass of an international 
kilogram prototype. There are a number of interesting ways to determine the Avogadro 
number. Taylor 1991 proposed that Na can be found from the X-ray crystal density of 
a pure, grown silicon crystal from the relation: 


Na =M(Si)/ asi (ds20V8) : 8 (1.60) 


where M(Si) is the mean molar mass of silicon in kg/mol, 6(Si) is the crystal density in 
kg / m?° and dy99 is the 2,2,0 silicon lattice spacing in meters. M(Si), 6(Si) and d229 must be 
measured. In a practical determination of Na, the ratio of the three naturally occurring 
isotopes (785i, 7°Si, °°Si) in a crystal must be measured. Another way to find Na indirectly 
is to use the relation: 


Na = Kj_ooRx_909/2 (1.61) 


where Kj_09 =(2q/h) is the Josephson constant, Rx—-99 =(h/ q’) is the von Klitzing constant 
and the Faraday number, 3 =96,486.7 (the coulomb charge of an Avogadro number 
of electrons). 

Perhaps in the near future, progress will be made in replacing the standard kilogram 
artifact with a standard kilogram, defined by fundamental constants. Uncertainty in 
determining a new standard such as this may be of the order of 1 x 10%: 


1.4.3.2 Length 


The SI standard unit of length is the meter. Formerly, the meter was defined as one ten 
millionth of the arc distance of a meridian passing from the north pole through Paris, to 
the equator. It was represented by an artifact consisting of a platinum-iridium bar, with 
lines scribed on it one meter apart, kept at constant temperature at the BIPM near Paris. 
In 1960, the meter was redefined in terms of the wavelength of monochromatic light. 
One meter was exactly 1,650,763.73 wavelengths in vacuum of the orange radiation 
corresponding to the transition between the levels 219 and 5ds of the krypton-86 atom. 
However, this definition of the meter by wavelength assumes the permanence and 
invariance of the atomic energy levels, Planck’s constant and the speed of light. 
These quantities are basic to the relation for wavelength: 


X= c/v =ch/E = ch/(E2 — Ey) (1.62) 
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To eliminate the requirement for i and AE, the invariant speed of light, c, was used in 
1983, to redefine the standard meter as the distance that light travels in free space in 
1/299,729,458 seconds (3.3363420 ns). Frequency stabilized laser sources are used to 
realize this definition [Sirohi and Kothiyal, 1991]. 

Gauge blocks are used as secondary standards for length. These are generally plati- 
num alloy or stainless steel cubes or blocks, whose dimensions are established 
interferometrically to within a fraction of a wavelength of light, and whose faces are 
polished to optical smoothness. Gauge blocks are used to calibrate micrometers and to 
set up precision mechanical and optical systems. 


1.4.3.3 Temperature 


The SI unit of temperature is the kelvin. The standard reference temperature is defined 
by the triple point of water, at which the pressure and temperature are adjusted so that 
ice, water and water vapor exist simultaneously in a closed vessel. The triple point of 
pure water occurs at +0.0098°C (273.16K) and 4.58mmHg pressure. The kelvin was 
defined in 1967, at the thirteenth CGPM, to be the unit of thermodynamic temperature, 
equal to 1/273.16 of the thermodynamic temperature of the triple point of water. Other 
primary, fixed temperature points are also used for temperature calibration—the boiling 
point of O2 (—182.97°C), the boiling point of sulfur (444.6°C), the freezing point of silver 
(960.8°C), and the freezing point of gold (1,063°C)—all at atmospheric pressure. Absolute 
zero is at OK, or —273.15°C. Clearly, Celcius and Kelvin temperature scales have the 
same slope. 

Since so many physical and chemical phenomena are strong functions of temperature, 
there are many ways of measuring temperature, as will be seen in Chapters 6 and 7 of 
this text. 


1.4.3.4 The SI Base Units 


The fundamental SI units, determined by international treaty signed in 1960 are given 
in Table 1.2. 

All other physical and electrical units are derived from the basic SI units (L, T, M, L 
etc.). For example, charge, Q, has the dimensions of IT. Force in Newtons, F, has the 
dimensions of MLT~?; this follows from Newton’s F=ma. The volt (unit of potential 
difference) has the dimension of joule/coulomb; in SI units, the volt is Mirtle. 
The MKS units of the volt are MIvE-O=!. Current density, J, in amperes/meter 
has the SI dimensions of IL~!; the MKS dimensions of J are Ori Finally, the SI 
dimensions of the ohm are ML7T~°I-?. 


TABLE 1.2 
The Basic SI Units 


Approx. 
Quantity Unit Uncertainty 

Length meter (m) {L} 3x 107" 
Time second (s) {T} 1x 1078 
Mass kilogram (kg) {M} 5x 10° 
Electric current ampere (A) {I} 1x107° 
Temperature kelvin (K) {©} 25x10-* 
Luminous intensity candela (cd) 1.5 x 10-7 


Amount of substance mole (mol) TBD 
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1.5 Chapter Summary 


In this introductory chapter, we have introduced the architecture of typical measure- 
ment systems and we have shown that they not only contain sensors, signal condi- 
tioning operations and data display, storage and retrieval options, but also sources of 
noise, which can limit measurement precision. Measurement errors occur if sensor 
dynamics are not considered and the sensor is read before it reaches a steady state 
output, given a transient change in the value of the QUM. 

The types of errors in measurements were considered. Elementary statistics were 
discussed and the important concept of limiting error in a measurement was introduced 
and derived. Examples were given of calculating limiting error. 

Standards in electrical and physical measurements were described. The important 
SI standards for voltage (the JJ), resistance (the QHR) and capacitance (the Thompson- 
Lampard theorem) were discussed in detail. 

The reader is advised that primary standards are constantly evolving with science 
and technology, and accuracies of one part in 10’ are routine and in fact, many systems 
exceed this accuracy. 


Problems 


1.1 One of the earliest means devised for measuring moderate pressures was the 
U-tube, liquid filled manometer (Figure P1.1). Liquids used are typically mercury 
or water. The dynamics of a manometer can be described by a second order, 
linear ODE: 


APA = pghA+ (/2) D(2xL) + (ii/2)(oLA) 


FIGURE P1.1 L 
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From Figure P1.1, it can be seen that L is the total length of liquid in the U-tube, 
A is the area of liquid exposed to pressures P; and P3; A=c7r ; r=tube lumen 
radius. AP=P,—P 2, p=liquid density in kg/m’, D=viscous damping constant, 
g=acceleration of gravity in m/ sec’, h=height difference between the two sides 
of the manometer. 


(a) Derive a transfer function for the manometer’s dynamic response, 75(s) in time- 
constant form. 

(b) Give expressions for the manometer’s undamped natural frequency, w,, and its 
damping factor, é. 

(c) Calculate the numerical value for w, and D, given €=0.4. Assume water is the 
liquid. Let L=1m, a=3.142 x 10°°m’. 


An accelerometer has critically damped, second order, low-pass dynamics with the 
transfer function: 


V (s) = Ka 
xX" (ts +1) 


where t=18, Ky= 0.001V /(m/s”). 

Given a step input of acceleration at t=0, find how long it will take V,(¢) to reach: 
(A) 95% of its steady state value. (B) 99% of its steady state value. (C) 99.9% of its 
steady state value. 


A piezoelectric pressure sensor and its signal conditioning amplifier have a transfer 


function approximated by: 


Mes = —10s 
P**~ s100+1 


The input is a 100 psi pressure step. (A) Sketch and dimension V,(t). (B) Find the peak 
V(t). (C) Find the time for V,(¢) to drop to 99.5% of its peak value. 


An electronic temperature sensor converts temperature in kelvin to output micro- 


amperes. When it is immersed in water, its transfer function is: 


ly 15x 107 
T°” (s+0.3)(s + 0.05) 


pHA/K 


(A) Sketch and dimension i,(f) when, at time t=O, the sensor is taken out of a 
glass of 20°C water and immersed in a glass of 55°C water. (B) How long will it 
take i,(f) to reach 99.8% of its steady state value? 


The pressure sensor of Problem 1.3 is given an input of p(f) = 100[1+sin(2zft)] psi for 
a long time. Make a Bode plot of dB=20 logi9|V,/PGf)| vs flog scale). 


Calculate the net dc open circuit output voltage of a series array of N=550JJ at 4.2K, 
given a series dc current of 24.00mA and a microwave irradiation frequency of 
fo = 9.0646279 GHz. Operation is on the n= 97th step. Give the output voltage to six 
significant figures. 


A QHR and a JJ array are put in series so that the dc current, I, that passes through the 
QHR also passes through the JJ array (Figure P1.7). The B field is adjusted on the 
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QHKR so that it is on its k= 7th step. I, is set at 150A and the JJ array is operated so 
that all the JJs are on step n=1. The microwave frequency irradiating the JJ array 
is adjusted to f, = 13.374664 GHz to make Voy = Vy. 


(A) Under the condition of Vox = Vy, find a general expression for I, in terms of q, h, 
n, k, fo and N. 

(B) Find the numerical value of the number of JJs, N, in the JJ array required to meet 
the conditions above. 

(C) Find the numerical value of Vow=Vy to six significant figures. Note that 
the electron charge, q = 1.60217733 x ite C, Planck’s constant h = 6.626 075 5 x 
10°~"Js. 


Use MicroCap or PSPICE to simulate the frequency response of a GIC synthesized 
1.000 H inductor. The schematic is shown in Figure P1.8. Note that the accuracy 
of the simulated inductor will degrade at high frequencies because of the finite 
gain-bandwidth and slew rate of the non-ideal (real) op-amps used. You are to use 
three 10,000 2 and one 1,000 resistors, a 0.001 uF silver mica capacitor and two 
OP-37 op-amps. The op-amp parameters are: Rj, =6MQ, Ao, =1.8E6, Roxt= 70 Q, 
fi=444Hz, fo.=3.7E7Hz, n=2.0E7V/sec, Vos=10uV, Ig=10nA, Ios5=7.0E—7, 
(fr =80MHz). The VCCS is used to make simulation with MicroCap easier; 
note that Z,,;=V,/h. 


(A) Make Bode and magnitude and phase plots of Z1(jf). Indicate the range of 
frequencies over which the GIC inductor simulation is valid. 


Measurement Systems 37 


244 = Vy/h = Vy/Vin Vy 
+ 
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ly = GuVin 
Gy=ais 
FIGURE P1.8 


(B) Find the frequency where the phase of Z1,(/f) departs from 90° by +£0.1°. What is 
the equivalent resistance that appears in series with the simulated inductor at 
this frequency? 

(C) Give the simulated inductor’s Q at this frequency. 


1.9 Find the limiting error (LE) in the mid-frequency L,, synthesized by the GIC 
circuit of Figure P1.8. The inductance can be shown to be Leg=C4R1R3R5/Ro. 
C4 is known to 0.05%, R» to 0.01% and Rj, R3, and Rs to 0.002%. 


Z 


Analog Signal Conditioning 


2.1 Introduction 


Practically all instrumentation systems require some type of analog signal conditioning 
between the analog input transducer and the data display, processing and storage 
systems. In its simplest form, analog signal conditioning can be voltage amplifica- 
tion, with a change in impedance level between the conditioning amplifier’s input and 
output. 

Analog signal conditioning may also involve linear filtering in the frequency domain, 
such as bandpass filtering to improve signal-to-noise ratio (SNR) at the amplifier’s 
output. In other cases, the analog input to the signal conditioning system may be 
processed nonlinearly. For example, depending on system requirements, the output of 
the analog signal conditioner may be proportional to the square root of the input, to the 
RMS value of the input, to the logarithm of the input, or to the cosine of the input, etc. 

Analog signal conditioning is often accomplished by the use of the ubiquitous 
operational amplifier, as well as special instrumentation amplifiers, isolation amplifiers, 
analog multipliers, and dedicated nonlinear processing ICs. 

In the following sections of this chapter, we examine the properties of the analog 
integrated circuit systems used in analog signal conditioning in instrumentation systems, 
beginning with the differential amplifier which has wide use in the headstages of nearly 
all types of op-amps, instrumentation amplifiers, isolation amplifiers, analog multipliers, 
oscilloscopes etc. 


2.2 Differential Amplifiers 


Differential amplifiers (DAs) are widely used as input stages in a variety of amplifier 
types, including op-amps, analog comparators, analog multipliers, instrumentation 
amplifiers, CRT oscilloscope vertical and horizontal amplifiers and certain specialized 
IC’s. There are two good reasons for their wide use in signal conditioning system 
design. The first and foremost is the ability of the DA to respond to the difference in 
the input signals (Vi _ Vi) and to discriminate against noise or interference that may 
be common to both inputs. Such a common-mode (CM) input voltage is often a dc 
level hum, or other coherent interference, which is desired to be eliminated. Another 
reason for using a DA headstage is that it inherently discriminates against changes in the 
amplifier’s dc power supply voltages. 
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2.2.1 Analysis of Differential Amplifiers 


Figure 2.1 illustrates the most general form of differential amplifier. Note that including 
ground, it is a four-port circuit. Most practical DAs have only a single-ended output, V,, 
and are thus three-port circuits. The deflection amplifier circuits of most analog 
oscilloscopes are an exception to this rule, preserving the differential circuit architecture 
from the input to the output, to the CRT deflection plates. 

In the analysis of DAs, it is expedient to define difference-mode and common-mode input 
and output signals. 


Via = (Vi - V)/2 (2.1) 
Vie = (Vit V/2 (2.2) 
Vise Up V2 (2.3) 
Voc = (Vo + Vi)/2 (2.4) 


The input/output relationships for a general DA can be expressed in terms of the 
Middlebrook equations: 


Voa = Ada Via + Adc Vic (2.5) 
Voc = Aca Via oh Acc Vic (2.6) 
The four gains of the voltage controlled voltage sources (VCVSs) in equations 2.5 and 2.6 
are written in vector format to stress that they are functions of frequency (jw). 
It is easy to show that the single ended outputs are given by: 
Vo = (Aaa + Aca) Via + (Ade + Acc) Vie (2.7) 
Vi = (Aca — Ada) Via + (Ace — Adc) Vic (2.8) 


The single-ended output, V,, can also be written in terms of the actual DA’s inputs: 


= Aga + Aca a Adc + Acc Acc as Adc — Aga = Aca 


Vo 5 Vit Ve (2.9) 


2 1 
Often, it is expedient to write: 
Vo = Ap Vig + Ac Vic (2.10) 


where Ap and Ac are given by the corresponding terms in equation 2.7. In an ideal DA, 
Acc = Adc = Aca =0 


FIGURE 2.1 
Generalized differential amplifier with differen- 
tial output. Note that is a four-port circuit. 
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So, in equation 2.10 above, Ac=0 and Ap= Aya. 


2.2.2 Common-Mode Rejection Ratio 


The common-mode rejection ratio (CMRR) is a figure of merit for DAs, usually given in 
decibels. It describes how well the behavior of a real differential amplifier approaches 
that of an ideal DA. The scalar CMRR, measured at some frequency, is defined as: 


CMRR = (Viel to give a certain output magnitude) / (Vial to give the same outuput) 
(2.11) 


Using the definition for CMRR and equation 2.7, we find: 


CMRR = |(Aaa + Aca)/(Ace + Aac)| (2.12) 


If the DA circuit is perfectly symmetrical, then Age = Acq=0, and the CMRR magnitude 
at a given frequency reduces to: 


CMRR(f) = |Aga/Acel = |Ap + Ac| (2.13) 


State-of-the-art instrumentation and isolation amplifiers may have CMRRs of 120dB or 
more (> 10°), under ideal conditions. Generally, CMRR decreases with frequency, and as 
we will see, an imbalance in Thevenin source resistances at the input of a DA can lead to 
either a loss or increase in CMRR over the manufacturer’s specified value. 


2.2.3. Measurement of CMRR, Ap and Ac 


Often, in order to save money, an engineer puts together a differential instrumenta- 
tion amplifier from op-amp ‘building blocks’. (The design of such amplifiers is covered in 
Section 2.5.1). In order to measure the CMRR of the DA, we make use of equation 2.11. 
The two inputs are shorted together and a sinusoidal signal of frequency f and ampli- 
tude V.1 is applied to them, generating a CM input signal, Vs;- which is adjusted to 
give an output, V,. Next, the negative input is grounded, so V; =0. The sinusoidal 
signal source of frequency f and amplitude V,2 is now connected to the + input terminal 
of the DA. This procedure is necessitated because of the difficulty in generating a 
perfectly balanced DM input signal. The single-ended input generates both DM and CM 
signals. 


Vid = Vs2/2 and Vic = Vs2/2 
V2 is adjusted to make V,.=V, of the CM case. Thus, from equation 2.10, 
Ac = Vo/Vsi (2.14) 
and also, considering the single-ended input, V2, we have: 


Ve ApVa/2 ¥AcVa/2 (2.15) 
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If equation 2.14 for Ac is substituted into equation 2.15, we may solve for the DM gain 
for Ap as: 


Ap = V,(2/Vs2 oz 1/V31) (2.16) 


Hence using relations 2.14, 2.16 and 2.13, the CMRR that is experimentally found can 
be expressed as equation 2.17: 


CMRR = Ap/Ac = (2Vs1/Ve2 — 1) (2.17) 


if the amplifier’s scalar Ap is very large, a precision attenuator may be needed to reduce 
the output of the signal source to an appropriately small V.. 


2.2.4 Effect of Source Resistance Asymmetry on CMRR 


Not only does CMRR decrease with input signal frequency (largely due to an increase of 
Ac with frequency), but it is also severely affected by unbalance in the Thevenin 
resistance (or impedance) of the sources connected to the DA’s input leads. Figure 2.2 
illustrates the dc equivalent input circuit of a typical DA. Manufacturers typically 
specify a common-mode input resistance, R;,, measured from one input lead to ground 
under CM excitation, and a difference-mode input resistance, Rig, measured under DM 
excitation from either input to ground. 
By Ohm’s Law, the DM current into the non-inverting input node is: 


iq = 2Vig/Ri + Via/Ric (2.18) 


From which we can write 
ig/Via = 1/Ria = 2/Ri + 1/Ric (2.19) 
Solving for the shunting resistance in equation 2.19, 
Ry = 2Rid Ric/(Ric — Ria) (2.20) 


In many differential amplifiers, Rj. > Rig. If Ric= Ria, then from equation 2.20, Ry = oo. 


Rg 
WAVAY, > 


= 


FIGURE 2.2 
Differential amplifier input circuit at dc showing 
source resistance unbalance. Rt 5R 


s 
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Let us assume that R;,=Rjg. Thus R,; may be eliminated from Figure 2.2, which 
illustrates two Thevenin sources driving the DA through unequal source resistances, 
R, and R,+AR. Using superposition and the definitions in equations 2.1 and 2.2, it is 
possible to show that a purely CM excitation, V;,, produces an unwanted difference- 
mode component at the DA’s input terminals. 


Via/Voc = Ric AR/2(Ric + Rs)? (2.21) 
Also, V;- produces a large CM component; the AR term is numerically negligible. 
Vic/Vsc = Ric/(Ric + Rs) (2.22) 


for purely DM excitation in V;, we can also show that: 
Via/Vsa = Ric/(Ric + Rs) (2.23) 
and 
Vie/Vsa = RicAR/2(Ric + Rs)” (2.24) 


In order to find the CMRR of the circuit of Figure 2.2, we will use equation 2.10 for V, 
and the definition for CMRR Thus, 


Vo = ApVscRic AR/2(Ric + Rs)” + AcVseRic/(Ric + Rs) (2.25) 
and 
Vo = Ap VsaRic/(Ric + Rs) + AcVsdRic AR/2(Ric + Rs)” (2.26) 
After some algebra, we find that the circuit’s CMRR, (i.e. CMRR,,.), is given by 
CMRRgys = [Ap + AcAR/2(Ric + Rs)]/[ADAR/2(Ric + Rs) + Ac] (2.27) 
Equation 2.27 may be reduced to the hyperbolic relation: 
CMRR.y, = [Ap + Ac) + AR/2(Ric + Rs)]/[AD/Ac)AR/2(Ric + Rs) + 1] (2.28) 
which can be approximated by equation 2.29, 
CMRR.ys = CMRRa/[CMRRa AR/2(Ric + Rs) + 1] (2.29) 
in which the CMRR = CMRRa = Ap /Ac, and CMRRa > AR/2(Ki, + Rs) is specified by the 


manufacturer. A plot of CMRR,,, vs AR/R, is shown in Figure 2.3. Note that when the 
Thevenin source resistances are matched, 


CMRR.ys = CMRRa 
Also, when 
AR/R, = —2(Ric/Rs + 1)/CMRRa (2.30) 


CMRR,,, > 00 
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FIGURE 2.3 
Differental amplifier CMRR magnitude vs fractional unbalance in source resistance, AR; /Rs. 


This implies that a judicious addition of an external resistance in series with one input 
lead or the other to introduce a AR may be used to increase the effective CMRR of 
the system. For example, if R;-= 100 MQ, R,=10kQ and CMRR, = 100 dB, then AR/R= 
—0.2, to give oo CMRR,,,. Since it is generally not possible to reduce Rj, it is easier to 
externally add a similar 5R to Rg. 

Again, we stress that an amplifier’s CMRR, is a decreasing function of frequency 
because of the frequency dependence of the gains, Ap and Ac. Also, the ac equivalent 
input circuit of a DA contains capacitances in parallel with R1, Rj, and R;., and the source 
impedances often contain a reactive, frequency dependent component. Thus in practice, 
in a given range of frequencies, CMRR,,, can often be maximized by the AR method, 
but can seldom be drastically increased because of reactive unbalances in the input 
circuit. 


2.3 Operational Amplifiers 


In this section, we review the systems properties of integrated circuit operational 
amplifiers of various types and discuss the many ways engineers use them for signal 
conditioning in the design of instrumentation systems. 

A typical op-amp is a differential amplifier with a single output. It has a very high dc 
gain, K,., and high CMRR. Since op-amps are generally used with large amounts 
of negative feedback, the open-loop transfer function of most op-amps is designed to be 
of the form 


Ap = Vo/(Vi — V;) = Keo/[(t1s + 1) (2s + 1)] (2.31) 
The second break frequency, f2 =1/(27t2), is generally made to occur so _ that 


|Ap(jfz)| «1. This ensures closed-loop stability over a wide range of feedback 
conditions. The lower break frequency, f; = 1/(2t1), occurs at a relatively low value. 
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However, a critical parameter governing the closed-loop, high frequency response of an 
op-amp circuit is the small signal gain x bandwidth product (GBWP), which for most 
op-amps can be approximated by: 


GBWP & Kyo/(2771) (2.32) 


The symbol fr, is the unity gain or 0dB frequency of the open-loop op-amp. The 
fr is approximately equal to the GBWP. The larger the GBWP, the higher 
the —3dB cut-off frequency can be made in a broadband amplifier made with an 
op-amp. 

Another parameter specified by the manufacturer, which determines the large 
signal dynamic behavior of an op-amp is its slew rate, n. The slew rate n, is defined as 
the largest possible attainable rate of change of the output voltage. Its units are generally 
given in volts/microsecond. The op-amp slew rates range from less than 1V/ys in 
older models, such as the venerable LM741, to 3000 V/us for the Comlinear CLC300A, 
which is intended to condition video frequency signals. As with the case of GBWP or fr, 
the cost of op-amps increases with increasing slew rate. If an op-amp signal conditioner 
circuit is driven by a high frequency and amplitude sinusoidal source such that |dV,/dt| 
exceeds the amplifier’s slew rate, then the output will appear to be a triangle wave 
with rounded (sinusoidal) peaks. When it occurs, slew rate limiting generates harmonic 
distortion in V,. A prudent designer will always check to see that the maximum expected 
dV,/dt in an op-amp circuit does not exceed 7. 

While the parameters K,,, fr 7, fi; and fg govern an op-amp’s dynamic behavior, 
manufacturers also give specifications on an op-amp’s output resistance (R,), CM and 
DM input resistances, dc bias current (Ig), dc offset voltage (Vos), temperature coefficients 
(tempcos) for Ig and Vos, short circuit voltage noise root power spectrum (énq(f)), and 
equivalent input noise current root power spectrum (i,,(f)), to mention the most 
important ones. 


2.3.1 Types of Op-amps 


Op-amps may be categorized by characteristics and applications. As will be explained 
in Chapter 3, low noise op-amps are best used in the headstages of analog signal 
conditioning systems, because their noise characteristics determine the overall noise 
performance of the system. When excellent dc stability and freedom from thermally 
caused dc drift are required, then designers often specify chopper-stabilized op-amps, 
provided that other criteria for dynamic response and noise are met. 

Electrometer op-amps are used when input bias currents of 10-13 A or less and input 
resistances of greater than 10'°Q are required, with other conditions being met. 

Fast op-amps are defined here as those having slew rates in excess of 25 V/s, 
and small signal GBWPs of 75 MHz or more. Most op-amps are designed to operate 
with +15 or +12V dc supplies, and can source about +10mA to a load. Modern 
op-amps have been designed to operate in portable instrumentation and communica- 
tions equipment at supply voltages of +3.2 V, +5 V (single-ended), etc. 

We define power and high voltage op-amps as those which can source in excess 
of 10 mA to a load, or which can operate with high voltage supplies of greater than +15 V 
(typically +40 to +150V). Some power op-amps can deliver as much as 30A at 68V 
(Apex PAO3). In instrumentation systems, power op-amps can be used to drive strip-chart 
recorder pen motors, or other electromagnetic transducers. It is possible for an opamp 
to fall in two or more of the categories described above. For example, the Apex PA84 
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FIGURE 2.4 
Simplified internal circuit of a Texas Instruments TLC2652 chopper-stabilized op-amp. 


has a GBWP of 75 MHz, a slew rate of 200 V/s, a peak output voltage of 143 Vand a peak 
output current of 40 mA. Thus, it falls in the high voltage and power category, as well as 
the fast category. 

Chopper-stabilized op-amps are used in applications where stable, low drift, dc 
amplification is required over a long period and under varying conditions of environ- 
mental temperature. Applications include weighing (electronic scales), electrochemical 
applications, and static photometric measurements. 

CSOAs use a special, internal feedback architecture to continuously minimize the 
dc input offset voltage, Vos, to compensate for the Vos drift due to temperature changes 
or from power supply drift. Figure 2.4 illustrates the basic internal circuit architecture 
of a Texas Instruments TLC2652 series CSOA. Note that there are two op-amps and 
two SPDT MOS switches. The MOS switches are commutated synchronously by an 
internal 450 Hz clock, or in some versions, can be operated up to 1kHz by an external 
clock. Not shown are the filters and circuits required to eliminate switching glitches and 
to shape amplifier bandwidths. The capacitors Cx, and Cxg are low loss dielectric, 
0.1-1 LF. 

When the switches are in position A, the input to OA1 is shortcircuited, and it operates 
as a unity gain follower. Thus its output is its dc offset voltage, Vos1, which is also 
the incremental voltage on capacitor Cx,4. The incremental voltage on Cxg is also Vos1, 
which is subtracted from Vos. of OA2. When the switches are in position B, 
V.j2= (1+ K,)V.;, and the two amplifiers are essentially in series—Vog) is cancelled out 
and Vcexg=K,V,;. The Vosz is negligible because K; > 1. 


Some key parameters for the TLC2652 series of CSOAs are: 


Vos =0.5 nV 
Vos tempco=3nV/°C, 
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Ip=4pA 

DC A, = 150 dB 

GBWP fr=1.9MHz 

Open-loop break frequency f, & 0.06 Hz 
n =3.1V/ps 


A final type of op-amp which is widely encountered in preliminary circuit design 
practice, but unfortunately, is not commercially available, is the ideal op-amp. The ideal 
op-amp assumption is used in pencil-and-paper design calculations. It has the following 
properties: infinite differential gain, CMRR, input resistance, slew rate and GBWP, Zero 
noise, bias currents, offset voltage and output resistance. Probably the most important 
of these assumptions is that Ap = oo. In order to realize a finite output voltage under 
this condition, (Vi — V;) =0, or V; must equal V;. In summary, an ideal op-amp is a 
differential VCVS, with infinite gain and frequency response. 

The designer of an analog signal conditioning system for an instrumentation system 
faces a bewildering array of op-amp types and specifications. In the following sections, 
we try to give some rationale for choosing one op-amp over another. In making such 
choices, generally, the aim is to achieve a balance between meeting all minimum system 
specifications and dollar cost. 


2.3.2 Basic Broadband Amplifier Design Using Op-amps 


In many instances, the output signal of a sensor is too small to be effectively recorded, 
observed, or stored. The signal is assumed to be a voltage or current. Thus, the designer 
has the task of amplifying the weak signal, while introducing as little noise or distortion 
as possible. Often, impedance levels are a concern. For example, the transducer output 
may be represented by a Thevenin equivalent circuit in which the Thevenin (series) 
impedance may not be negligible compared to the input impedance of a signal 
conditioning amplifier. Thus, the design problem to be resolved includes the selection of 
an op-amp type and circuit which will minimize loading of the sensor output. 

Another problem in designing high gain, broadband signal conditioners with op-amps 
is the gain-bandwidth trade-off. With simple op-amp amplifiers, the system’s GBWP is 
approximately equal to the op-amp’s GBWP. This implies that, in order to realize a signal 
conditioning gain of 1000 with a bandwidth of 100 kHz using low-noise op-amps with 
fr=10MHz, the strategy would be to cascade two amplifier circuits with their gains set 
to 31.62 (overall gain of 1000). The bandwidth (—3dB point) of each stage is just 
107/31.62 =316.2kHz. It can be shown that when N identical stages with transfer 
function: 


Ay(S) = Kyo/(ts + 1) (2.33) 
are cascaded, then the —3 dB frequency of the cascade, f,, is given by equation 2.34. 
fe = (1/2m1) (2/N —1)' (2.34) 


Thus, in the above example, f, = 203.5 kHz, and the frequency response design criterion 
is well met. If a single op-amp circuit were used, with a gain of 1000, then f, would 
obviously be 104 Hz. 
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2.3.2.1. Non-Inverting Amplifier 


Figure 2.5A illustrates the common, single ended, non-inverting amplifier configuration. 


Due to the op-amp’s high K,., Vi & Vj, the input impedance seen by the source circuit 
is Rj, which is the op-amps CM input resistance (cf Figure 2.2). 


In a modern, FET input op-amp, such as the Texas Instruments TLO71, the R;, can be of 
the order of 10!*&. Thus, in this case, unless the Thevenin source resistance approaches 
10° Q, loading effects and offset due to dc bias current (about 30 pA) will be negligible. 
To simplify calculations, the R;, at the V; node will be treated as infinite and the 
op-amp’s output resistance considered to be negligible compared to Rp. The amplifier’s 
closed-loop transfer function can be found by noting that 
and 


Vo = Vs — Vj) Koo/(t8 + 1) 


(2.35) 
V; = VoRi/(Ri + Re) = BVo (2.36) 
Substituting equation 2.36 into equation 2.35, and solving for V,/V3: 
Koo/(ts + 1) 
V/V; = 2.37 
/ 1+ BKoo/(ts + 1) ( ) 
which reduces to 
1/6 
V/V; = 2.38 
IMs = SE [BKo) +1 eo 
A Vj 
Oo t 
V/ 
\/\/\—? 
= A, 
. WAAAY, 
Re 
B V; 
Oo t 
1@) | 
vy 


FIGURE 2.5 


A. Non-inverting op-amp circuit, with gain set by R; and Rp B. Unity gain buffer op-amp circuit. 
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if we assume that BKyo is > 1, which is generally valid. 
The GBWP for this amplifier is found from equation 2.37 to be: 


GBWP = [Kvo/(1 + BKzo)] [(1 + BKvo)/2t] = Koo/2nt Hz (2.39) 


which is the same as for the op-amp by itself. 

If R; is made infinite and Rr is made a shortcircuit, the non-inverting follower circuit 
of Figure 2.5B becomes a unity gain voltage follower. Unity gain followers are often used 
as output buffers to achieve impedance isolation. 


2.3.2.2. The Inverting Amplifier and Summer 


Figure 2.6 illustrates the common inverting amplifier configuration. Here, we have 
assumed two inputs, V,; and V.9. The amplifier output can be found by superposition. 
The output voltage can be written as: 


Vo = (0 — V1) Kro/(t3 + 1) (2.40) 


V; is found by solving the node equation, 
(V; — Vs1) Gi + (Vj — Vez) + (V} — Vo) Gr = 0 (2.41) 
When V; is substituted into equation 2.40 and solving for V,/V4.1, letting V2 =0: 


_ s1(G1 Kyo/ > G)/d ao Koo Gr/ > G) 


Vo = 2.42 
S[t/(1 + Kyo Ge/ SG +1 Ce) 
where )> G = G; + Gp + Gr. When it is assumed that Ky) Gr/ >> G > 1, then: 
—(G1/GF) 
to) sl = 2.4 
Vo/Vs1 s(t >. G/Ky Gr) +1 ee) 
In general, the gain for the kth inverting input is, by superposition, 
—(G,/Gr) 
Vo/Vsk = 2.44 
[Vsk s(t >> G/Ky Gr) + 1 Ce 
@ MAIN) AVA, 
R, ve Re 
P—VWV 
R, 
V. 
OW. 
Vi 


FIGURE 2.6 
Summing inverting op-amp configuration. 
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The GBWP for the kth inverting input is easily seen to be: 
GBWP = (Koo /22T) (Gx/ = G) Hz (2.45) 


Note that in the inverting amplifier case, the amplifier GBWP, given by equation 2.45, 
is not equal to the op-amp’s GBWP, except for very large Gy. 


2.3.3 Current Feedback Op-amps 


Current feedback op-amps (CFOAs) constitute a relatively new class of op-amp 
that offers certain design advantages, in terms of independent control of gain and 
bandwidth, and it generally has very high slew rates. The internal systems architecture of 
a CFOA connected as a simple non-inverting amplifier is shown in Figure 2.7. With a 
nearly ideal unity gain, VCVS replaces the high impedance input circuit of a conventional 
op-amp. Thus, the non-inverting (V;) terminal has a very high input impedance, but 
the V; node is the output of the VCVS and therefore, presents a very low input 
(Thevenin) impedance, in the order of 50. The output current of the VCVS, I, is the 
input for a CCVS (Q;), which determines the CFOS’s output voltage, V,. The CCVS 
is designed so that: 


Q; = Qo/(ts +1) Q (2.46) 
Hence 
Vo = 1,[Qo/(ts + 1)] V (2.47) 


© Ye 
VCVS se 
= > 


FIGURE 2.7 
A non-inverting, current feedback, op-amp amplifier circuit. 
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The control current, I,,, may be found from Kirchoff’s current law applied to the V; 
node (here, the CCVS output resistance is ignored). 


HVC AV ANG: (2.48) 


By substituting equation 2.48 for I,, into equation 2.47, the transfer function for the 
non-inverting CFOA amplifier can be found: 


— (Gi + Gp)Q26/(1 + GrQ«) 
VolVs = + GQ) +1 eae 


if we assume that GfQ, > 1, then the transfer function reduces to: 


1+ Re/R, 
V,/V; = ——_ 2.50 
ofVs s(tRp/Qo) +1 Go) 
The circuit’s dc gain, Ayo, is: 
Avo = (Ri + Rr)/Ri (2.51) 
The circuit’s GBWP is: 
Q,(Re + R 
GEwr aca EA = 6. Avo/2tRr Hz (2.52) 


2ntReR, 
The —3dB frequency of the circuit is given by equation 2.53: 
fo = (Qo + Re)/2atRe © Qo/2ntRe Hz (2.53) 


Note that the break frequency, f,, is dependent on Ry alone. Thus the dc gain can be 
set with R,, holding the break frequency constant with Rp. Note that with a conventional 
op-amp non-inverting amplifier, the break frequency varies inversely with the circuit's 
dc gain. 

Although CFOAs offer advantages in terms of high output slew rate and fy, and 
additionally, the absence of the customary trade-off between gain and bandwidth found 
with conventional op-amps, they are not as flexible in terms of stability and the ability 
to synthesize transfer functions. 

First, let us examine the transfer function of a CFOA used in the CFOA inverting 
configuration, shown in Figure 2.8. Here the positive voltage input (V;) node is tied 
to ground, causing the output of the unity gain buffer to be zero. Neglecting Rj, 
Vi =0,1,, is given simply by: 


heir VG) (2.54) 


If this expression for I, is substituted into equation 2.47 for V,, the transfer function of 

the inverting amplifier can be found. Assuming that Q,Gp > 1: 
—Re/Ri 

s(t Re/Q2Qo) + 1 


Note that for the inverter, the dc gain is simply —R-/R,, the —3dB break frequency, fp, 
is Q,/(2atRr) Hz, and the GBWP is Q,/(27tR,) Hz. In using a conventional op-amp, it is a 


V./V; = (2.55) 
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FIGURE 2.8 
An inverting configuration of a current feedback op-amp. 


simple extension of the gain relation to replace R; and/or Rr with capacitors, or series or 
parallel R-C circuits and the stability is generally preserved. In the case of CFOAs, 
however, the designer must avoid applying direct capacitive feedback between the V, 
and V; nodes (some manufacturers provide an internal Rr to avoid this problem). 

To examine what happens when a capacitor is connected in place of Rr in the inverting 
CFOA amplifier in Figure 2.8, we note that the current I,, can be written as: 


I, = —(VsGi+V>sC) (2.56) 
When equation 2.56 for I, is substituted into equation 2.47 for V,, we can derive the 


transfer function, given in equation 2.57: 


—Q5G4 


V/V; = >_> 
/ s(t + CQ,) +1 


(2.57) 


If we set R}, =1MQ, C=1uF and Q, = 10°Q, the transfer function in equation 2.57 
becomes: 


V./V; = —100/(s100 + 1) (2.58) 
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FIGURE 2.9 
A non-inverting integrator using two, current feedback op-amps. 


This is certainly not an effective integrator; it is best characterized as an inverting 
low-pass filter with a break frequency of 107-7 rad/s. 

An integrator which can be made from CFOAs is shown in Figure 2.9. This is a 
non-inverting integrator. If ts — 0, in the CFOAs, the integrator gain may be shown to 
be approximately: 


Qo1 /Ro 


Vo/V; & 
ate SRC(RpQ]1/ Roi Ri) +1 


(2.59) 


Note that a Thevenin output resistance, R,;, must be assumed for the CFOA1 unity 
gain buffer to permit analysis in this case. At frequencies above the break frequency, fy, 
the integrator gain becomes: 


V/V; = Ry /sRCRr (2.60) 


The break frequency for this integrator is quite low, about 5 x 10-’r/s for Q) = 10° Q, 
C=1nF R=1MQ, Rp=R,=10°Q and R,; =50Q. 

As a means of synthesizing simple active filters using CFOAs, consider the general 
circuit shown in Figure 2.10. Here, we have replaced the R and C of the integrator in 
Figure 2.9 with admittances Y; and Y, respectively. Using the same assumptions as those 
made above in the analysis of the integrator: 


_ Y¥1221Go1 
~ Yr + Yo[(1 + Qy 22G51Ga)/GrQ2] 


Vo/Vs (2.61) 


If Q) = Q2, Rr>R, and assuming 1G; > 1, the gain expression in equation 2.61 
reduces to: 


VieiVe SZ RAI ZIRE (2.62) 
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FIGURE 2.10 
A general, non-inverting, current feedback op-amp feedback circuit. 


A more detailed analysis would include the real poles of the CFOAs in equation 2.61. 
Note that by using this circuit architecture, it is possible to synthesize a simple, two-pole, 
one-zero bandpass filter if 


Zy = Ry + 1/joCy and Yo = G2 + joCs 


In summary, it can be seen that in simple inverting and non-inverting configurations, 
CFOAs offer high frequency response and slew rates. However, care must be exercised in 
using them in circuits having reactive elements. The basic inverting gain relationship of 
conventional op-amps, V,/V;=—Zr/Zm, does not apply to CFOAs. Special circuit 
architecture must be used in many cases to realize even simple transfer functions, such 
as integration or bandpass filtering. 


2.4 Analog Active Filter Applications Using Conventional 
Op-amps 


2.4.1. Introduction 


In the previous sections of this chapter, the use of op-amps to make single-ended, 
broadband amplifiers was discussed. There are many instances in instrumentation 
systems where it is also necessary to filter a time-varying signal by passing it through 
a linear, frequency dependent gain device. Such filtering is often used to improve the 
SNR by attenuating those frequencies containing noise, but which do not contain 
significant signal information. Coherent interference may also be reduced or effectively 
eliminated by filtering. Finally, before analog to digital conversion (periodic sampling), 
analog signals must be low-pass filtered to prevent errors in subsequent digital 
processing caused by aliasing (Sampling and aliasing are discussed in detail in 
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FIGURE 2.11 
Bode asymptotes of common types of filters: A) high-pass, B) broad bandpass, C) narrow (tuned) bandpass, D) 
low-pass, E) band reject or notch, F) all-pass. 


Chapter 9). Low-pass filtering is also used to smooth or average the outputs of nonlinear 
circuits, such as rectifiers, phase sensitive rectifiers, true RMS converters, etc. 

Analog active filters fall into several broad categories, depending on the shape of 
the filter pass band. Figure 2.11 illustrates the major categories we will consider in the 
following sections. These include high-pass, broad bandpass, narrow bandpass (high Q), 
low-pass, notch (band-reject) and all-pass (used for phase compensation, the transfer 
function magnitude remains constant). 

Our treatment of analog active filters given here is by no means complete—it is 
provided as a review of AF circuits which find common use in analog signal conditioning 
in instrumentation systems. We will not go into design details of high order AFs in 
this text (pole and zero placement). The reader should appreciate that the analysis and 
design of analog active filters is an extensive subject, and a large amount of literature is 
available on the subject. Many references on analog active filter design are included in 
the chapter bibliography. 


2.4.2 Analog Active Filter Architectures 


The reader should be aware that there are many active filter circuit architectures which 
can be used to realize a given transfer function. Some circuits offer the advantage of 
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few components or minimum sensitivity to op-amp gain changes, while others offer 
design flexibility in terms of being able to independently set one or more of the filter 
parameters (mid-band gain, break frequency, damping factor or Q) by adjusting a single 
unique R or C for each parameter. In this section, we stress on certain active filter 
architectures which allow easy design. To expedite analysis, we assume that all the 
op-amps are of conventional design and are ideal. 


2.4.2.1. Controlled Source Active Filters 

This type of filter can be used to realize bandpass, low-pass and high-pass quadratic 
transfer functions. A single op-amp is used as a low or unity gain VCVS with four or 
five resistive or capacitive feedback elements. Figure 2.12 illustrates the well-known 
Sallen and Key low-pass filter. To derive this filter’s transfer function, we observe that 
the op-amp behaves as a VCVS with a gain given by 


Ky =14+Re/Ra, 
Thus 
Vi(1/sC2) Vi 
= = 2.63 
a Rye liso! LV RSRoC> ne 
Writing a node equation on the V; node: 
1 
—sC, V, =V; 2.64 
V1 (c: +R + 1/sGy +30) sCy Gi (2.64) 


Equation 2.63 can be solved for V; and substituted into equation 2.64, such that V, can 
be solved in terms of V;. The transfer function of the Sallen and Key low-pass filter can 
thus be written as: 

~ s2C1CoR1Ro + s[Co(Ri + Ro) + RiCi(1 — Ky] +1 


V,/Vs (2.65) 


FIGURE 2.12 
Sallen and Key quadratic low-pass filter. 
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If K,, is made unity, then the transfer function becomes 


1 


V/V; = 2.66 
/ 82C1CoR Ro + sCo(R;, + Ro) +1 ( ) 
The denominator of the transfer function has the ‘standard’ quadratic form: 
s?/@% + 82/an +1 
The undamped natural frequency, w,, for the Sallen and Key low-pass filter is: 
1 
— 2.67 
Or CGR on 
The damping factor, ¢, can be written as: 
Co(Ri + Ro) 
=o ee 2.68 
= DC CoRARo 08) 


If Ry is made equal to Ry, then the damping factor reduces to the simple expression: 


— C2 
ES ie (2.69) 


Conveniently, damping factor of the low-pass filter is set by the square root of the ratio 
of the capacitor values. Simultaneous adjustment of R;=R» with a ganged variable 
resistor can set w, independently from the damping factor. 

Figure 2.13 illustrates a Sallen and Key high-pass filter. Analysis of this circuit is similar 
to the low-pass filter above. If K, is set to unity, and C; =C.=C, then it is easy to show 
that the transfer function is: 


= s2CoR1Ro 
~ §2C1CoR Ro + sR12C +1 


V/V; (2.70) 


Re 
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FIGURE 2.13 
Sallen and Key quadratic high-pass filter. 
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A controlled source quadratic bandpass filter. 


The undamped natural frequency, ,, of the high-pass filter too is given by equation 2.67. 
The damping factor is given by: 


“Rf I _—®m 
S= 9 VO@RR» VRo er) 


It is also possible to make a controlled source bandpass filter, as shown in Figure 2.14. 
Although a general analysis is interesting, it is more useful to realize this circuit 
with K,=1 and C;=C)=C-. The transfer of the bandpass filter is: 


s[CG1 /(G2G1 + G2G3)] 


Vis 2.72 
IVs = FC@GG + GG +[CG.+2G,+G)NaG+acye1  F%) 
Here 
Bos / Go(G + G3) a 
as C 
The gain at resonance is: 
Gy 
A = 2.73 
VPK G@i0G DG (2.73) 


The Q of the tuned circuit is: 


Q VG2Gi + Gs) (2.74) 


~ Go +2G, + G3 


Note that the peak response, A,, and Q are independent of C; C} =C2=C can be used 
to set w, at constant Q and A, 


2.4.2.2 Biquad Active Filters 


Another active filter architecture with which it is extremely easy to meet design criteria 
is the biquad AF. There are two versions of the biquad, but Figure 2.15 shows the most 
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FIGURE 2.15 
The two-loop, biquad active filter. 


versatile—the two-loop biquad. This circuit can act as a high-pass, sharply tuned 
bandpass or low-pass filter, depending on which output is selected. It also allows 
independent adjustment of the peak gain, break frequency and damping factor, or Q, of the 
filter. All-pass and band-reject (notch) filters can also be realized using the basic 
biquad filter, with the addition of another op-amp. 

First, the low-pass filter transfer function of the biquad AF in Figure 2.15 is examined. 
Note that the subunits of this filter are two inverting summers and two integrators. 
The transfer function of the low-pass filter can be found by the application of Mason’s 
Rule: 


(—R/R1) (-R/R2) (—1/sCRs) (—1/sCRs) 


V3/V; = 2.75 
IVs = 75 T (-R/R2)(-1/CRs) + (—IN-1/sCRsy(—1/sCRy] 
This transfer can be simplified to standard quadratic (time-constant) form: 
2 
V./Vs RR Ro) (2.76) 


~ s2R3C2 + (s Ry CR/Rz) + 1 
Inspection of equation 2.76 shows that the low frequency gain of this low-pass filter is: 
Aytow = R*/(RiR2) (2.77) 
The natural frequency is 
@y = 1/CR3 r/s (2.78) 
and the damping factor is 


¢ = R/2R, (2.79) 
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The same biquad filter can be used as a tuned bandpass filter. In this case, the output 


is taken from the V4 node. The transfer function can again be found by the application 
of Mason’s Rule: 


—sR3 CR? /(Ri Ro) 


V4/V; = 
a/Vs s2R3C2 + (sR3CR/R2) + 1 


(2.80) 


The bandpass filter has a peak response at the natural frequency given by equation 2.78. 
The peak gain is 


Avex = —R/Ri (2.81) 
The Q of the bandpass filter, a measure of the sharpness of its tuning, is given by: 
Q=R2/R (2.82) 


Finally, the biquad AF of Figure 2.15 can produce a quadratic high-pass characteristic. 
Here the output is taken from the V3 node. The transfer function can be shown to be: 


s?R2C2R2/(Ry Ro) 
s*R3C? + (sR3CR/R) + 1 


Va/Ve= (2.83) 


The natural frequency and damping factor of the high-pass filter are the same as for 
the low-pass filter. Its high frequency gain is the same as the low frequency gain of 
the low-pass filter. 

It is also possible, through the use of a fourth op-amp inverting summer, to generate 
a notch filter, which will sharply attenuate a selected frequency and pass all other 
frequencies. Such notch filters often find application in eliminating unwanted coherent 
interference, such as power line frequency hum. The basic operation performed by a notch 
filter is illustrated in Figure 2.16. Simply stated, the output of a bandpass filter is 
subtracted from its input. The bandpass filter’s peak gain is made unity. As a result of 
this operation, the transfer function of the notch filter has a pair of conjugate zeros on 
the jw axis in the s-plane at +jw, and the usual complex conjugate, quadratic pole pair 
at s=+jw,, Its transfer function is given by equation 2.84. 


(s?/a2) +1 
(s?/a) + 81/Qon) +1 


VilV. = (2.84) 


—s (2¢@,) V4 


s* + 5(26@,) + w 


FIGURE 2.16 


Block diagram for biquad notch filter. V4 is the inverting bandpass output of the biquad filter of 
Figure 2.14. 
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Realization of biquad notch filter using the basic biquad of Figure 2.15. 
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FIGURE 2.18 
Realization of biquad all-pass filter. See text for special relations for Ry, Rs and Re. 


A biquad realization of a notch filter is shown in Figure 2.17. It is left as an exercise to 
the reader to derive its transfer function (note that R; should equal R to obtain the form 
of equation 2.84). 

As a final example of the versatility of the biquad active filter architecture, we examine 
the all-pass filter design shown in Figure 2.18. All-pass filters have a flat frequency 
magnitude response; only the phase varies with frequency. All-pass filters are used to 
modify the phase response of electronic signal conditioning systems without introducing 
frequency dependent gain changes. Here, the bandpass output, V4, of the biquad of 
Figure 2.15 is summed with the filter input, V,. The all-pass filter output, V¢, is easily 
seen to be: 


Vo = —Rol[(Vs/Rs) + (V4/Ra)] (2.85) 
When the relation for V4/V,, equation 2.80, is substituted into equation 2.85, it can 


be shown we can show that: 


(Rs/Ro) [s*R3C? + (sR3CR/R2) + 1] — [(Ro/Ra)sR3CR?/Ri Ro | 


V6/Vs = 
6iVs s*R2C2 + (8 R3CR/R2) + 1 


(2.86) 


This relation may be reduced to the standard all-pass filter format given by equation 2.87 
if we let Ry =R, Rs = 2R4 and Re= Rs: 


s2R2C2 — (SR3CR/Rz) +1 


ViVi= 
oiMs s?R2C2 + (sR3CR/Ro) + 1 


(2.87) 
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62 
In summary, note that the frequency response magnitude function for the all-pass filter 


is unity over all frequencies; only the phase varies. When s=jw in equation 2.87, the 


phase of the frequency response function is given by: 
(2.88) 


1 — a*R2C2 
=r _ -1 3 
Cale Gees ) 


2.4.2.3, Generalized Impedance Converter Active Filters 
The Generalized Impedance Converter (GIC) circuits, using two op-amps and five two- 
terminal elements (either Rs or Cs), can be used to synthesize impedances to ground 
of the form, Z(s) =sX, or Z(s) =1/s*D. These impedances in turn, can be combined with 
other Rs, Cs and op-amps to generate various quadratic transfer functions, such as 
that discussed for the biquad AF architecture above. Figure 2.19 illustrates the basic 


GIC architecture. Analysis of the driving point impedance of the GIC is made easier 
if it is assumed that the op-amps are ideal. Under this condition, we can write the 


input impedance of the GIC to ground as: 
(2.89) 


Zy1 = Vi/h = Vi /[M1 — V2)/Z4] 


Also, from the ideal op-amp assumption and Ohm’s Law we have: 
Ih = (V2 — Vi)/Z2 = Is = (Vi — V3)/Z3 (2.90) 
(2.91) 


Ig = (V3 — Vq)/Z4 = 15 = V1 /Z5 


4 


FIGURE 2.19 
Basic Generalized Impedance Con- 


verter (GIC) architecture. 
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It can be shown from equations 2.89, 2.90 and 2.91 that: 


V3 = Vi [1 + (Z4/Zs5)] (2.92) 
and 
- Z3Z5 — LoL 


The GIC driving point impedance can be shown to be: 
Zu1(8) = Vi/h = 212Z32Z5/ZoZ4 (2.94) 


If we let Z>=1/sC (a capacitor), and the other Zs be resistors, then Z1, is in the form of 
a high-Q inductive reactance: 


Zi1 = 9(C2R1 R3R5/Ra4) (2.95) 
where the equivalent inductance is given by 
Leg = [C2R1.R3R5/R4] (2.96) 


If both Z; and Zs are made capacitors, then the input impedance of the GIC becomes 
a frequency dependent negative resistance, or FONR element: 


Z11 = —R3/s?CyCsRoR4 = —1/s*D (2.97) 
Thus the D element of the GIC is given by: 
D = C1 C5R2R4/R3 (2.98) 


A number of active filter designs based on the inductive and ‘D’ Z,, forms have been 
devised. Bandpass, all-pass, notch, low-pass and high-pass designs are possible. 
Examples of these designs may be found in Chapter 4 of the text by Franco. We illustrate 
a two-pole bandpass filter in Figure 2.20 and a FDNR based two-pole low-pass filter 
in Figure 2.21. 

The transfer function for the bandpass filter can be shown to be: 


7 SLeq/R 
© $2CLeq + (SLeq/R) +1 


Vo/Vs (2.99) 


where L,, is given by equation 2.96. The transfer function of the low-pass filter is given 
by equation 2.100. 


1 


V/V, 23 
of Vs s?RD+sRC+1 


(2.100) 
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FIGURE 2.20 
Tuned, quadratic bandpass filter using a GIC as a low loss inductor. 
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FIGURE 2.21 
Quadratic low-pass filter realized | 
with a GIC FDNR element. = 


where D is given by equation 2.98 above. Figure 2.22 shows a GIC derived all-pass 
filter and Figure 2.23 a GIC derived notch filter. Derivation of their transfer functions are 
left as exercises at the end of this chapter for the reader to attempt. 


2.4.2.4 High-Order Active Filters 


Often, the simple two-pole (quadratic) active filter designs which we have described 
above do not meet the signal conditioning requirements of an instrumentation system. 
In these cases, quadratic filters may be cascaded to create high order filters having four 
or more poles. Such high order filters are described according to how they perform 
in the time and frequency domains. We list below the more commonly used types of 
high-order active filters: 


1. Butterworth Filters: The frequency response magnitude for this type of high 
order AF has no ripple in the passband. Its phase vs frequency response is 
nonlinear, so that the signal propagation time through the filter is not constant 
over frequency. There is considerable output overshoot in the time domain 
response of Butterworth filters, of order greater than n=4 to transient inputs. 
The slope of the stopband attenuation is —20n dB/decade. 


2. Chebychev Filters: In the frequency domain, the Chebychev filter has no ripple 
in its stopband, but has a specified passband ripple. Generally, a Chebychev 
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GIC derived notch filter. 


low-pass filter, having the same attenuation slope in the stopband as a comparable 
Butterworth LPF, requires a lower order (fewer poles). 


3. Elliptic or Cauer Filters: In order to attain a higher attenuation (for a given 
order) in the transition band of frequencies (between passband and stopband), 
the elliptic filter allows ripple in the frequency response magnitude in both 
the pass and stopbands. High order elliptic filters have oscillatory transient 
responses. 


4. Bessel or Thompson Filters: In order to achieve a transient response, that is free of 
overshoot and ringing, Bessel filters trade off steep attenuation slope in the 
transition band for linear phase response. For any order n, where faithful time 
domain signal reproduction is required, Bessel filters make good LPFs. 
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2.4.3 Operational Amplifier Integrators and Differentiators 


Often, in conditioning analog measurement records, we wish to either integrate or 
differentiate these signals. Simple analog integration of an input signal can present two 
practical problems. One is that if the signal contains a dc or average level, the integrator 
will eventually saturate (i.e. the output voltage of the op-amp is bounded at levels 
less than its power supply voltage). The second problem with a practical analog 
integrator is that even when its input is grounded, it will integrate its own dc bias current 
and offset voltage. Using Figure 2.24, and assuming an otherwise ideal op-amp, it is 
easy to show that the output of the integrator due to its bias current and offset voltage is 
given by: 


Vo(t) = (-tIp/Cr) + Vos + (t Vos/R Cr) (2.101) 


Here, we assume zero initial conditions until f=0. Clearly, V,(f) will linearly approach 
the positive or negative saturation voltage of the op-amp. Use of electrometer or autozero 
op-amps can minimize analog integrator drift, however, as we will see in Chapter 12, 
digital integration can eliminate most of the bias current and drift problems. 

Analog differentiation also presents practical problems. In op-amp differentiators, bias 
current and drift present little problem. However, the finite bandwidth of a real op-amp 
can give high frequency transient problems (Figure 2.25). At the summing junction, 
we can write the node equation as: 


Vi(G + sC) — VoG = VjsC (2.102) 


The op-amp output is given by: 


Vo —Ky 
pa 2.103 
Vi tas+1 ( ) 
If we combine equations 2.101 and 2.102, we can show: 
Vo im —[Ky/(Kv + 1)]sRC (2.104) 
Vi [s?taRC/(Ky + 1)] + [s(ta + RO)/(Kv +] +1 
At low input frequencies, 
Vo 
— ~—sR 2.105 
V; sRC ( ) 
eam 
Vos I\ 
; stale 
WN |! 
Vo 
ip ey 
FIGURE 2.24 
Op-amp integrator circuit showing sources 
of de drift error. The signs and magnitudes + 
of Is and Vos depend on the particular ae 


op-amp design and its temperature. 
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FIGURE 2.25 
Op-amp differentiator. Cr is used to —— 
damp the high frequency response. = 


At high input frequencies, the quadratic denominator of the transfer function, equation 
2.104, is significant. The break frequency of the transfer function is: 


Ky +1 
07S) ARC r/s (2.106) 


The damping factor of the analog differentiator can be shown to be: 


_(tatRO) [Ky +1 
~ (Ky +1) V taRC 


¢ (2.107) 


To see where the problem arises, let us substitute typical numerical values for the 
circuit: 


R=1MQ C=1pF, t4=0.001s, Ky =10° 


Now, we calculate @,; = 3.16 x 10*r/s and the damping factor is ¢=1.597 x 1072, which 
is quite low. Thus, any transients in V; will excite a poorly damped, high frequency, 
sinusoidal transient at the output of the differentiator. This behavior can present a 
problem if the differentiator input is not bandwidth limited. If this is the case, then 
the bandwidth of the circuit must be limited by placing a small capacitor in parallel 
with R. The computation of the transfer function of the practical differentiator with 
a parallel RC feedback circuit is left as an exercise for the reader. 


2.4.4 Summary 


In the preceding subsections, we have reviewed the architectures of three commonly 
used quadratic, active filter ‘building blocks’ used in the design of analog signal 
conditioning systems. There are many other AF architectures which are also used by filter 
designers. However, lack of space prohibits their description here. The interested reader 
may consult the chapter bibliography for further information. 
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2.5 Instrumentation Amplifiers 


As defined by current practice, instrumentation amplifiers (IAs) are generally described 
as direct coupled, low noise, differential amplifiers, having very high input impedances, 
high common-mode rejection ratio, user settable gain in the range 0-60dB, and 
bandwidth from dc to hundreds of kHz, depending on design and operating gain. 
Manufacturers offer IAs as ICs. IAs are often used at the output of a transducer, such as a 
bridge circuit, as the first stage in an analog signal conditioning system. As head stages, 
IAs should have low noise characteristics in noise critical applications. Two IA circuits 
which can be made from low noise op-amps in order to obtain custom low noise IA 
designs are illustrated below. 

Table 2.1 summarizes the systems characteristics of some commercially available 
instrumentation amplifiers. Note that IA bandwidths are normally not very broad 
and with some exceptions, cover from dc to the upper audio frequencies. Their slew rates 
are also modest. However, IAs are generally characterized by high CMRRs and high 
input impedances. 


2.5.1 Instrumentation Amplifiers Made from Op-amps 


Figure 2.26 illustrates the well-known, three-op-amp IA circuit. By adjusting the value 
of Ri, the practical range of the differential gain of this circuit ranges from 1 to 1000. 
Note that op-amp 3 is set up as a DA, using matched resistors R3 and Rj, and Ry 
and Rj. Assuming OA3 is ideal, it is easy to show that its output is given by: 


Vo = (Vs — Vs) (Ra/Rs) (2.108) 


This design also assumes that the resistors Ry and Rj, and R3 and R; are perfectly 
matched. The DA circuit of OA3, although having an apparent high CMRR and 
differential gain, is unsuitable as an instrumentation amplifier because of its unequal 
and relatively low input resistances. The V3 sees an input impedance of R3 to the 
summing junction of OA3, which is at virtual ground, while V4 sees an input impedance 
of R3+R4. Op-amps 1 and 2 form a symmetrical circuit which can be analyzed for 
the cases of pure common-mode input signals and pure difference-mode input signals 
(note that any combination of V, and V{ can be broken down into CM and DM 
input components to OA1 and OA2, and the responses to these components can be 
summed at the output by superposition). 

For purely common-mode (CM) inputs, V, = V;, and symmetry considerations lead 
to the conclusion that the summing junction potentials of OA1 and OA2 are equal. 
Hence there is no current flowing in Rj. It is assumed here that OA1 and OA2 are ideal 
op-amps, and that Rp = R,. Since no current flows in R,; under CM input excitation, 
we may remove it from the circuit (i.e. replace it with an open circuit). Thus OA1 and 
OA2 are seen to be unity gain followers under CM excitation. Thus, their outputs, V3 and 
V4, are seen to be equal to each other as well as to the CM input, V,.. The following 
DA circuit of OA3 subtracts V3 from V4, ideally producing a V,=0 for CM inputs. Since 
the op-amps are not ideal and have finite CMRRs, gains, bandwidths, input and output 
impedances, and because resistor matching may not be perfect, there will be a small V, 
for a pure common-mode input. 

In the case of a purely difference-mode (DM) input, Vi=V;, and the summing 
junctions of OA1 and OA2 are at —V, and V, respectively. Hence a current of 2V;/RiA 


TABLE 2.1 


Selected specifications of selected instrumentation amplifiers 


Cng @ 
Small-signal 1kHz @ 
IA Mfgr. & CMRR @ Rin/Cin kHz BW @ Slew Rate Gain: nV Vos/Tempco 
Model Gain dB PF Gain: V/s RMS// Hz ing PA/V Hz pvrc Ip, nA Ig Tempco 
PMI AMP-01 100 @1 20G2, CM 570 @1 4.5 @ G=10 540 @1 0.15 @ G=10° 0.3nV/°C 3 40 pA/°C 
120 @ 10 1GQ, DM 100 @ 10 59 @ 10 
130 @ 107-105 82 @ 100 10 @ 100 
26 @ 1000 5 @ 1000 
Maxim MAX4462 120 2GQ, CM 2500 @ 1 05@G=1 38 - 7 1pA - 
2GQ, DM 250 @ 10 0.5 @G=10 
25 @ 100 0.25 @ G=107 
AD8221 90 @1 100GQ/2, 825 @1 2@G=1 8 40 fA/J/Hz 45 1V/0.3nV/°C 0.2 1pA/°C 
CM & DM 
110 @ 10 562 @ 10 2.5 @ G=10-100 
130 @ 100 100 @ 100 
140 @ 1000 14.7 @ 10° 
AD621B 110 @ 10 10G2/2 800 @ 10 1.2 13 @ 10 100 fA //Hz 50 pV/0.6pV/°C 0.5  15pA/°C 
130 @ 100 200 @ 100 9 @ 100 
MN2310 ca. 95dB 600M2/12DM 1000 3.5 1.65 4fA/J/Hz - 4pA - 
150 MQ./48 CM 
BB2128 86 @1 10° 2/2,DM 1300@1 4 8 @ 1000 0.3 10+£100/G pV 2 30 pA/°C 
106 @ 10 101. 2/9,CM 700 @10 
125 @ 100 200 @ 100 
130 @ 1000 20 @ 1000 
BB INA118 90 @1 10° 2/1,DM 800@1 0.9 @G=10 10@1000 0.3 10+50/GuV/ 1 40 pA/°C 
0.2+2/Guv/°C 
110 @ 10 10° 2/4,CM 500 @10 
120 @ 100 70 @ 100 
125 @ 1000 7 @ 1000 
BB PGA206/207 92 @1 10° 2/1,DM 5000 @1 25 @ G=1-10 18 @ 8 1.5fA/Hz @G 0.5mV/+2uV/C 2pA  04pA/°C 
9% @2 107 2/4,CM 4000 @2 
100 @ 4 or 5 1300 @ 4,5 
100 @ 8 or 10 600 @ 8,10 


Note: BB = Burr-Brown, AD = Analog Devices, MN = Micro-Networks, PMI = Precision Monolithics 
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FIGURE 2.26 
A three op-amp instrumentation am- 
plifier circuit. 


flows in R;. Furthermore, consideration of Kirchoff’s voltage law leads to the conclusion 
that the center of R, (i.e. Ry/2Q from either end) is at zero volts potential with respect 
to ground and thus, may be tied to ground without disturbing the circuit. Now, the 
DM OA1 and OA2 circuits are seen to consist of non-inverting amplifiers with feedback 
resistor Rj and resistance R,/2 to ground from the summing junction. Hence both the 
DM OA1 and OA2 circuits can easily be shown to have gains: 


2R 
Vai VaVe= (1 + ~ (2.109) 
1 
Thus the output for DM inputs is just: 
2R 
Vo= (1 + =) (R4/R3) (Vs — Vi) (2.110) 


The three op-amp IA configuration is used in some commercial IA designs. It 
provides the designer with some flexibility if special circuit behavior is desired, 
such as low noise or wide bandwidth. Resistor matching is critical for obtaining 
a high CMRR. Often a resistor, such as Ry, can be made variable to tweak the CMRR to 
a maximum. 

Figure 2.27 illustrates a two op-amp IA design. Again, two matched op-amps must be 
used, and the resistors, R, must be closely matched to obtain a high CMRR. This circuit 
may be analyzed using superposition and the ideal op-amp assumption. First it is 
assumed that V; > 0 and V, — 0. Thus, V3 = Vi and V;=0. Now, the node equations on 
the V3 and the Vs nodes can be written as: 


ViQG+ Gi) = VaG —VsGr=0 (2.111) 
V06# G6) 6r 1-C=VG=0 (2.112) 


Simultaneous solution of equations 2.111 and 2.112 gives: 


Vo= -v.2(1 +z) (2.113) 
Rr 
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v, > 


FIGURE 2.27 
A two op-amp instrumentation amplifier circuit. 


In a similar manner, we set V;>0 and V;— 0, and note that V;=V; and V3=0. 
Node equations are written on the V3 and Vs nodes: 


V3(2G + Gr) — VaG — V5Ge = 0 (2.114) 
Ve0G #6) V6 3V.62 ies (2.115) 


Solution of these equations gives us: 


R 
va v.a(1 as x) (2.116) 
Rr 


Hence by superposition, the outputs of the two op-amp IAs can be written as: 


Vo = (Vs — V‘)2 (1 + x) (2.117) 
F 


Note that for both the above IA designs, the inputs are made directly to the non-inverting 
inputs of op-amps. Hence the input impedance of these IAs will essentially be that of 
the op-amp. If FET input op-amps are used, then input resistances in excess of 10'* Q can 
be attained with very low bias currents. 


2.5.2 Isolation Amplifiers 


Isolation amplifiers are a special class of IAs which find extensive application in 
biomedical instrumentation, specifically, the recording of low level bioelectric signals 
from human and animal subjects. Their use is generally dictated by electrical safety 
considerations. They are also used when the input signal is found in the presence of 
a high common-mode voltage, as well as in a situation where ground loop currents can 
introduce errors in the signals under measurement. Isolation amplifiers have an 
extremely low conductance between the reference ground of the output signal and the 
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ground and input terminals of the differential headstage. The dc conductive isolation 
between the headstage ground and the output stage ground is generally accomplished 
by a magnetic transformer coupling or by opto-coupling techniques. 

In the Analog Devices family of isolation amplifiers, the output of the input DA 
is coupled to the output stage of the isolation amplifier by an isolation transformer. 
The operating power for the input DA is also coupled with the transformer from a 
high frequency power converter oscillator, which derives its power from the non-isolated 
or normal supply for the isolation amplifier. The block diagram of an Analog 
Devices, AD295 precision hybrid IA, is shown in Figure 2.28. Note that in this design, 
both the input DA and the output circuit have isolated (internal) power supplies. 

To illustrate the differences between ordinary instrumentation amplifiers and isola- 
tion amplifiers, some of the key specifications for the Analog Devices Model AD294A 
Medical Isolation Amplifier are reviewed below. 

The overall gain is the product of Gpy and Gour. 


Gin = (1 + 10°/Re), Rg = 1kQ 


R 
Ginmax = 100, Gout = (1 + z). 1<Gour <10 
B 


Gain set 
Resistor 


Isolated Isolated 
power supply power supply 
+15V +15V 


Isolated 


+15 V out Rowse 
oscillator 
@ fy a 
dc power in 
FIGURE 2.28 


Simplified block diagram of an Analog Devices AD295 precision isolation amplifier. (Source: Figure used with 
permission of Analog Devices) 
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Hence the overall gain may be 1000. The CMRR of the AD294A is 100dB, not excep- 
tionally high for an IA. The maximum continuous common-mode voltage (CMV) 
is +3500 Vpk. The amplifier is rated to stand a +8000 Vpk, 10ms pulse at the rate of 1 
pulse every 10 seconds. The input impedance is 10°||150pF. The input (dc) bias 
current Iz, is 2nA. The small signal bandwidth is 2.5kHz (gain 1-100 V/V). The slew 
rate is 9.1V/us. The maximum leakage current between headstage and output stage 
is 2A rms, given that 240 V rms 60 Hz is applied to the input. The AD 294A is typically 
used to record electrocardiographic or electromyographic signals using body surface 
electrodes. 

Another medical isolation amplifier suitable not only for ECG recording, but also 
EEG signal conditioning, is the Intronics Model IA296. This isolation amplifier also uses 
the two-transformer architecture to couple power into the differential headstage and 
signals out. Its specifications are summarized below. 

The gain of IA296 is fixed at 10. The CMRR is 160dB with a 5kQ source resistance 
imbalance. The maximum safe dc common-mode input voltage is +5000 V. The CM 
input impedance is 10!! Q| |10 pF and the DM input impedance is 3 x 108 Q| |2.2 pF. 
The input bias current is +200 pA and the Ig tempco is +5 pA/°C. The —3dB bandwidth 
is 1kHz. Input noise with a single-ended input with R,=5kQ is 0.3 pV in a 10 to 1kHz 
bandwidth (about 9.5nV/ Hz); the current noise is about 0.13 pA//Hz in a 0.05 Hz 
to 1kHz bandwidth. Maximum leakage current due to component failure is 10 pA. Due 
to its low noise, the Intronics [A296 is better suited for measurements of low level 
biological signals such as fetal ECGs, EEGs and evoked brain potentials. 

Finally, as an example of a photo-optically coupled isolation amplifier, we examine 
the Burr-Brown Model 3652JG. Since this amplifier does not use a built-in transformer 
to couple power to the input DA, an external, isolating dc/dc converter must be used, 
such as the Burr-Brown Model 722. The BB722 supply uses a 900 kHz oscillator to drive 
a transformer which is coupled to two independent rectifiers and filters. It can supply +5 
to +16V dc, at about 16mA to each of the four outputs. It has isolation test ratings 
of +8000 Vpk for 5 seconds, and +3500 Vpk continuous between inputs and outputs. 
The leakage current maximum for this power supply is 1A for 240V rms at 60 Hz, 
insuring medical safety. The Model 3652 isolation amplifier has the following 
specifications when used with the BB722 dc/dc power supply. 

Gain is settable in the range 1-1000. The CMRR is 80dB. The BB3652 can block a 
CM voltage of +2000V dc and a pulse of +5000V for 10ms. The input resistance is 
given as 10''@, CM and DM. The isolation impedance between input and output 
is 10’? Q| |1.8 pF. The input bias current is 10 pA. The offset voltage tempco is 25 1 V/°C. 
The —3dB bandwidth is 15 kHz at all gains. The short circuit voltage noise is 5uV rms, 
measured over a 10Hz to 10kHz bandwidth. No figure is given for the input current 
noise. Maximum leakage current is 0.35 LA. 


2.5.3 AutoZero Amplifiers 


Yet another type of IA merits attention. The commutating autozero (CAZ) amplifier 
employs a rather unique design to obtain an almost negligible dc input offset voltage 
drift. The Intersil ICL7605/7606 CAZ amplifiers make use of two, novel, switched 
capacitor networks to: 


1. Convert a true differential input to a single-ended signal, which is the actual 
input to the CAZ amplifier 
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2. The second pair of switched capacitors is used in conjunction with two matched 
op-amps to cancel out the offset voltage of each op-amp. 


This process is illustrated in Figures 2.29A and B. During the cycle shown in 
Figure 2.29A, C is forced to charge up to —V,52, while C,, which is charged to —V.1, is 
switched in series with the input, V; and V,s1, to cancel out V,51. In the cycle shown in ‘B’, 
C; is charged up to —V,51, and Cy which is now charged to —V,.9 is put in series with Vo59 
and V, to cancel V,,2, etc. 

The maximum CMRR is 104dB, and the amplifier bandwidth is 10Hz. The offset 
voltage tempco is an amazing 10nV/°C. The commutation clock frequency of the Intersil 
CAZ amplifier can range 160-2560 Hz. Overall gain can be set between 1 and 1000. 
The ICL7605/7606 CAZ amplifier is intended for use with dc measurement applications 
such as strain gauge bridges used in electronic scales. 

National Semiconductor offers the LMC669 auto-zero module, which can be used with 
any op-amp configured as a single-ended inverting summer, or as a non-inverting 
amplifier. Figures 2.30A and B illustrate two applications of the LMC669 auto-zero 
circuit. Note that the auto-zero module does not limit the dynamic performance of the 
op-amp circuit to which it is attached; the amplifier retains the same dc gain, small signal 
bandwidth and slew rate. The effective offset voltage drift of any op-amp using the auto- 
zero is 100nV/°C. The maximum offset voltage using the auto-zero is +5 1V. The bias 
currents of the auto-zero are 5pA (these must be added to the op-amp’s IB); its clock 
frequency can be set from 100 Hz to 100 kHz. The NS LMC669 auto-zero is very useful 
to compensate for dc drift in circuits using special purpose op-amps, such as electrometer 
op-amps, which normally have large offset voltages (200V) and large V,, tempcos 
(5uV/°C). The auto-zero does contribute to an increase in the equivalent input 
voltage noise of the circuit. However, choice of sampling rate, step size and the use of 
low-pass filtering in the feedback path can minimize this effect. 


2.5.4 Absolute Isolation 


One scheme that can produce absolute isolation between the transducer, headstage, 
system under test environment and the signal conditioning, digital interface and 
computer, is the fiber optic cable (FOC). The transducer and headstage are powered by 
batteries. The headstage analog output modulates the intensity of an LED that projects 
light down the FOC. Several modulation schemes may be used, including pulse 
frequency modulation, sigma-delta modulation, or double-sideband, suppressed carrier 
modulation. A photodiode responds to the modulated light signal on the near end of 
the FOC. Its output is directed to a suitable demodulator and the signal is recovered. 
The FOC essentially provides zero conductance between the system under test and the 
signal conditioner. 


2.5.5 Summary 


In this section, we have examined some examples of instrumentation amplifiers. [As 
are defined as differential amplifiers with high input impedances, high CMRR 
and programmable gain, usually set by a choice of one or two resistors. Their band- 
widths generally depend on the gain setting, and roughly follow the constant gain- 
bandwidth rule. Typical unity gain bandwidths are in the hundreds of kHz, although 
some are now available in the 3MHz range. Special isolation IAs and auto-zeroing 
amplifiers are also available. 
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FIGURE 2.29 

A. Schematic of the innards of an Intersil ICL7605/7606 commutating auto-zero amplifier. In this switching cycle, OA1 is connected to the output. OA2 is connected such that 
its dc offset voltage charges up Co. C; is switched in series with the input node of OA1 so that the voltage on C; cancels Vos. B. In the following switching cycle, OA2 is 
connected in series with Cz, soVoso(k) of OA2 subtracts from Vos2(k — 1) on Co. 
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FIGURE 2.30 
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A. The LM669 auto-zero IC used to cancel out offset drift in an inverting op-amp application. The LM669 
continuously samples the dc voltage at the op-amp’s summing junction, and then generates a compensatory dc 
voltage at the non-inverting input. This action nulls the op-amp’s Vos to effectively +5 UV. This offset voltage 
correction compensates for the drift of Vos with temperature and power supply voltage changes. B. The LM669 
acts as a dc servo integrating feedback loop around an op-amp used as a non- inverting amplifier for ac signals. 
The dc output error of the op-amp is reduced to about 51V, the Vos of the LM669. The LM669 replaces the 


ground reference for the resistor, ‘R’. 
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2.6 Nonlinear Analog Signal Processing by Op-amps and by 
Special Function Modules 


2.6.1. Introduction 


Perhaps the best way to define what we mean by nonlinear signal processing is to first 
describe the properties of a linear system. Linear system (LS) outputs can be found, in 
general, by the operation of real convolution. Real convolution can be derived from the 
general property of linear systems, which is superposition. The operation of convolution 
can be expressed by the well-known definite integral: 

o.e) 


yi() = 11 @h= | xi(a)h(t — 0) do (2.118) 


—0o 


where y;(t)=the system output 
x (t)=input to an LS 
h(t) = impulse response 
® = operation of real convolution. 
The property of superposition is illustrated by equation 2.119. 
We note that: 


¥3 = (yi + a2Y2) (2.119) 


given input x3 = (a; x, +4» x2 ). Linear systems outputs can be scaled (i.e. if x2 =ax,), then: 
Y2 = a(x; @h) (2.120) 


Finally, linear systems obey the property of shift invariance. If the input x is delayed by t, 
seconds, then the output is also shifted as: 


y(t — to) = x(t — fo) @h (2.121) 


Nonlinear systems do not obey the properties of linear systems discussed above. Nonlinear 
systems can be dynamic, static, or a combination of both. A static nonlinear system is 
one in which the output, y, is a nonlinear function of the input, x. For example, y= sin x, 
y=sgnx, y=a+bx+cx* and y=absx describe nonlinear, static relations between input 
x and output y. y=mx +b is a linear static function of x. 

A dynamic nonlinearity is one described by a set of first order, nonlinear ordinary 
differential equations (ODEs). An example of such a system is the well-known Volterra 
equations describing predator-prey relations in a simple ecosystem. These are: 


x1 = kyx1 = k3x4X0 (2.122) 


Xo = koxp = kgx4X> (2.123) 


The Volterra system responds to initial conditions on x; and xp. 

Another example of a dynamic nonlinear system is illustrated in Figure 2.31. A linear, 
parallel LC circuit is connected to a negative resistance element, whose current is 
determined by the relation: 


in) = —av + bv? (2.124) 
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L 
FIGURE 2.31 
A simple, nonlinear RLC circuit which can be used to 
illustrate the van der Pol equation for nonlinear 
oscillations. 
Hence by Kirchoff’s current law, 
0 = 0— (1 — 3bv*/a) (a/C) + 0/LC (2.125) 
This relation can be written as two first order ODEs: 
xy = —X2/LC + x1(1 — 3bx3/a) (a/C) (2.126) 
Xp =X (2.127) 


where obviously, x2 =v. Equation 2.125 is the well-known van der Pol equation. 

Often, nonlinear systems can be modeled by separating the linear dynamics from a 
no-memory nonlinearity, such as y= tanh x, which can either precede or follow the linear 
block, or lie between two linear blocks, depending on circumstances. 

There are several important nonlinear analog signal processing operations which 
are used in instrumentation. These include, but are not limited to, Precision Full-Wave 
Rectification or Absolute Value circuits, True RMS to dc Conversion circuits, Peak 
Detection circuits, Sample and Hold or Track and Hold circuits, Square Root circuits, 
Special Function Modules which give an analog output proportional to x(y/ z)", Log Ratio 
Modules and Trigonometric Function Modules. 

We will review the applications of each of the nonlinear signal processing circuits 
before discussing the architecture and design details. Certain nonlinear operations 
may easily be realized with op-amp circuits, while for others, it is more expedient to 
use off-the-shelf, special purpose microcircuits. We cite examples of these microcircuits, 
but for practical reasons, it is not possible to list all those available for a given type. 


2.6.2 Precision Absolute Value (Absval) Circuits 


As the name implies, this type of nonlinear circuit takes the absolute value (absval) of the 
input waveform. Thus the output approximates to: 


y(t) = kabs[x(t)] = k|x(b)| (2.128) 
where k is a gain or scaling constant. 


Precision absval circuits can be used for transfer standards. That is, they perform 
nearly ideal, full-wave rectification of symmetrical sinusoidal signals, which after 
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low-pass filtering, appear as a dc voltage proportional to the peak or RMS value of the 
input sine wave. This dc voltage can generally be measured with greater accuracy than 
the corresponding ac voltage, especially when the peak value is less than one volt. 
Precision absval circuits have been used in adaptive analog active filters, such as the 
Dolby B™ audio noise suppression system. Here, the absval/low-pass filter system 
output is proportional to the signal power in a certain range of high frequencies, and is 
used to adjust the high frequency response of the filter. Precision absval circuits can 
also be used to precede square law circuits used to square time variable signals. When 
this is done, only half of a parabolic nonlinearity needs to be used because: 


y = [abs(x) = x? (2.129) 


Many precision absval circuits using op-amps exist (Sections 5.2-5.4, Graeme, 1977). 
Several of the more useful designs are examined here. Figure 2.32 illustrates the circuit of 
a commonly used absval operator which uses two op-amps. Its input resistance is just 
R/2, and its output is ideally given by: 


Vo = +(R2/R)|V1 (2.130) 


However, at low levels of V;, some tweaking of the R/2 resistor may be required to 
obtain equal and opposite slopes of the absval curve. 

Another absval circuit having high input resistance is shown in Figure 2.33. In this 
circuit, correct resistor values are important. The parameter n is the rectifier gain, and 
must be >1. A small capacitor, C, is used to improve high frequency response of the 
circuit. R; and R3 can be made variable in order to adjust the absval operation to be 
symmetrical (i.e. have slopes of +n or —n). 

Finally, Figure 2.34 illustrates an absval circuit having a differential input. An instru- 
mentation amplifier with a high CMRR and differential gain Kp is used to condition 
the floating absval voltage across R;. OA1 is used as a follower, while OA2 forces 
a unidirectional current through R;. The output of this circuit is easily shown to be: 


Vo = Kp(Ri/R)IVi — V5 (2.131) 
In describing the absval circuits above, second order errors caused by non-zero 


offset voltages and bias currents have been neglected. Also neglected are the effects of 
finite op-amp dynamic response and diode capacitance. If an absval circuit is to be used 


FIGURE 2.32 
A precision, operational, full wave rectifier or absval circuit. 
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Rg = (n+ 1)R, (n-1) R, nR, 


FIGURE 2.33 
A precision absval circuit having high input impedance. 


FIGURE 2.34 
A precision absval circuit having a high impedance, differential input. 


at high audio frequencies and above, then the designer must choose the op-amps with 
care and use high frequency switching diodes in the design. The designer should 
also simulate the high frequency behavior of the absval circuit in the time domain using 
an electronic circuit analysis program, such as a version of SPICE or MicroCap™, in 
order to verify that it will meet specifications. 


2.6.3 Multifunction Converters 


Multifunction converters are LSI analog integrated circuits which perform the 
operation: 


Vy = KVy(Vz/Vx)" (2.132) 


The input voltages can range from 0 to 10.0V, and from dc to 400 or 500kHz. The 
exponent, m, can range from 0.2 to 5.0. Commercial examples of multifunction converters 
are the Burr-Brown Model 4302 and the Analog Devices AD538 Analog Computational 
Unit. 
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FIGURE 2.35 
A multifunction converter used in a real time, Pythagorean system. V, = ,/Vi + V3, when m= Kp; = Kp) =1. 


The Multifunction Converter is a useful IC which can be used as a one-quadrant 
multiplier, squarer, square rooter, or exponentiator, depending on the value of m and 
the accessory op-amp circuits used. The multifunction converter can also be used to 
produce an output voltage proportional to the sine, cosine, or arctangent of an input 
voltage using an external op-amp. In addition, using implicit analog computational 
techniques involving feedback, the true RMS of an input signal may be computed (dis- 
cussed in the following section), as well as real time vector magnitude, as shown in 


Figure 2.35, where: 
Vo=/Vi+ Ve (2.133) 


True RMS converters are widely used in the quantitative amplitude measurement of non- 
sinusoidal signals and noise. Electrical noise may arise from resistors, devices (e.g. 
transistors), capacitive or magnetic pickup from environmental noise sources, such as 
sparking motor commutators, or slip-ring contacts. It is also important to measure 
acoustical noise (e.g. noise on a factory floor, mechanical vibrations of bearings), etc. 
Often, it is useful to measure the RMS value of noise-like bioelectric waveforms, such as 
muscle action potentials (EMGs), in order to diagnose problems with a the neuro- 
muscular system of a patient. EMGs can also be used to actuate prosthetic limbs and 
robotic manipulators. Yet another use for true RMS converters is in the design of analog 
adaptive filters, where the RMS voltage measured in some frequency band is used to 
adjust a feature of the overall frequency response of a filter. 

The operations on a signal done by an RMS converter are, in order of operation, 
squaring, smoothing or averaging by low-pass filtering and then square rooting. 
The direct method of computing the analog true RMS of a time varying signal is shown 
in Figure 2.36. Another method of finding the RMS value of a time varying signal is to 


2.6.4 True RMS to dc Converters 
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FIGURE 2.36 
Circuit for the direct generation of the RMS value of an ac signal. Circuit output is a dc voltage. 
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Rand C form a low-pass filter which performs the ‘mean’ operation in this feedback, true RMS Converter, which 
uses a multifunction converter; m=1. 
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FIGURE 2.38 


Basic schematic diagram of a true RMS voltmeter using two matched vacuum thermocouples in a feedback 
system. 


use the implicit method illustrated in Figure 2.37. Here, a multifunction module is used 
with feedback of the dc output voltage to force square rooting to occur; m=1 in 
this application. Yet another implicit method of computing the true RMS value of a signal 
is the feedback thermocouple method shown in Figure 2.38. The thermocouple method 


is also used in the design of true RMS voltmeters. In the feedback thermocouple circuit, 
we may write: 


Vinac) = Kr(V3) (2.134 A) 
Vide) = Kr(V}2) = Kr? Re, (2.134 B) 


Now the dc output current of the DA is 


Im = Kp(Vin — Vr)/R = KpKr(V7 — I7,R3,)/R (2.135) 
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where R=sum of the thermocouple heater resistance, 
RyR,, = microammeter resistance 
R,=DA output resistance 
Solving the above quadratic equation in I, yields: 


Ro 4(V2) 
Im = —R/(2KpKrR2, + (1/2 : 2.136 
The exact solution for I,,, reduces to, 
Im = Vicrms)/Ru (2.137) 
for the condition, 
v2 Ro (2.138) 


> er 
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which is easily met. If an analog microammeter is not used to read the system output, 
then it is easy to see that the DA output voltage is given by: 


Vo = Viaws)R/Ru (2.139) 


Several specialized true RMS to dc converter ICs are available. The Burr-Brown 
Model 4341 operates by first taking the absval of the input signal, then forming a 
voltage proportional to twice the log of the absval. An antilog transistor is used in a 
feedback circuit. The dc output voltage of the converter, V,, is fed back to the base of 
the anti-logging transistor, so that its collector current is given by: 


i.(t) = klog~'(log Vi — log Vo) = K(V?/Vo) (2.140) 


The i,(t) is averaged by an op-amp current to voltage low-pass filter to form V,. It is 
easy to see that V, is proportional to the true RMS value of V;. Of course, the BB 4341 
true RMS converter works with dc inputs and is down 1% in frequency response, at 
80kHz and —3dB at 450kHz. To be useful at low frequencies, the output must not 
contain ripple. Hence, the capacitor in the low-pass (averaging) filter must be made very 
large. For example, for negligible output ripple, given a 1 V, 10 Hz input sine wave, the 
filter capacitor should be over 100 LF. 

Analog Devices also offers several IC, true RMS to dc converters, having basically 
the same internal circuit architecture as the BB 4341. For example, the frequency response 
of the high accuracy AD637 extends to 8 MHz. Its maximum output is 7V RMS, and 
its accuracy is 5mV+0.2% of reading, with 0.02% nonlinearity for 0-2 V RMS input. 


2.6.5 Square Root Circuits and Dividers 


The square root of a voltage signal may be taken in several ways. Obviously, a 
multifunction converter with m=0.5 can be used. Another implicit method of square 
rooting is shown in Figure 2.39. Here, an analog multiplier is used to square the 
output and feed it back to the summing junction. Assuming that the summing junction 
is at V; > 0, the output voltage can be found from the node equation below: 


Vi/Ri = V2/10Rr (2.141) 
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FIGURE 2.39 
Feedback square rooting circuit; V; must be non-negative. 


IOA 


FIGURE 2.40 
The circuit of Figure 2.39 is modified to make an analog divider. Here V; must be non-negative, V2 must be 


positive and greater than Vomin = (Vimin/ Vosaty)(10R¢/ Ry) to prevent op-amp output saturation, and less than the 
supply voltage of the op-amp (e.g. +15 V) to avoid damaging the op-amp’s input transistors. 
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This leads to the desired result: 


V, = /Vi(10RF/R1) (2.142) 


Analog division may also be accomplished by an implicit feedback circuit, an example 
of which is shown in Figure 2.40. Here, V; and V2 must be >0. Assuming an ideal 
op-amp, the node equation at the summing junction is: 


V1 /Ry = V2V_/10RE (2.143) 
Hence 
Vo = (Vi/V>) (10Re/R1) (2.144) 


Of course, a multifunction module with m=1 will also give the same result. 


2.6.6 Peak Detectors and Track and Hold (T&H) Circuits 


These circuits are closely related, and will be treated together. Peak detectors follow 
an irregular waveform until a maximum (or minimum, if a negative peak detector is 
used) is reached and then, that value is held at its output until an even greater maximum 
comes along, then that value is held and so on. Peak detectors are used in peak-reading 
voltmeters and in applications where measurement of the peak value of a waveform 
has significance (as opposed to the RMS value or rectified average value). An example of 
a waveform where the maximum and minimum values are important is arterial blood 
pressure, recorded during surgery. The peak value is the systolic pressure, the minimum 
value is the diastolic pressure. Figure 2.41 illustrates a two op-amp peak detector of 
conventional design. Note that OA2 is used as a voltage follower. It should be an 
FET input type, with a high input resistance and low bias current. Before a peak is 
reached in Vj, D, is reverse biased by the forward drop on D2 and V3=Vc=V,=V3. 
After the peak in V; is reached, V;(t) decreases, D2 is reverse biased and D, is forward 
biased, so that OA1 does not saturate. The output voltage remains at V;,., assuming zero 
capacitor leakage current, diode D> reverse current and op-amp bias current. The output 
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FIGURE 2.41 


A MOSFET switch, SW1, is used to reset the two op-amp peak detector. 
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FIGURE 2.42 
An improved peak detector design. 


voltage remains at Vj,,. In practice, these currents will cause Vc to drift slowly. The reset 
switch, SW1, is generally a MOSFET switch, which is used to reset V, to zero when 
required. 

The addition of a third diode and a resistor Rj. can improve the performance of the 
peak detector by eliminating the effective leakage current through D>. Figure 2.42 shows 
that D3 is held at zero bias by Rj which pulls the anode of D3 to V,=Vc after the peak 
is reached. Therefore, the overall rate of change in the peak detector output voltage is, 
practically: 


dV, /dt = Ip/Cy V/ sec. (2.145) 


There is a trade-off in determining the proper size of Cy. A large, low leakage Cy 
will minimize the drift, but is expensive. Also, too large a Cy will not allow Vc to 
follow V; below the peak due to current saturation in OA1. Typical Cy values are in the 
range 1nF-0.1uF A good discussion on the design of peak detectors can be found 
in Franco, 1988. 

Track and hold (T&H) (also called sample and hold) circuits are important components 
of many analog to digital conversion systems. In operation, the output of a T&H circuit 
follows the conditioned analog input signal, until the hold command is given. After a 
short delay, the T&H output assumes a constant level, during which the A/D conversion 
takes place. Constancy is required because certain ADC designs compare the analog 
input signal to an analog signal from a digital to analog converter in the ADC, whose 
output is determined from the output digital ‘word’. Any change in the analog input of the 
ADC during the conversion process will result in error. Ideally, the digital output of an 
ADC is the result of an impulse modulation, where the analog input signal is multiplied 
by a periodic train of unit impulses. The output of the impulse modulator is a periodic 
sequence of numbers whose values represent the values of the analog input signal only 
at sampling instants. A T&H circuit allows a closer approximation of true impulse 
modulation to take place. 

Figure 2.43 illustrates a basic T&H circuit. When the FET sampling switch is closed, 
the system is in the tracking mode. OA2 acts as a unity gain buffer, so V;x=Vc=Vj1, 
as long as the op-amp slew rates are not exceeded, and the input signal frequencies lie 
well below the GBWPs s of the op-amps. The Cy provides a capacitive load for OA1 and 
thus, must be able to provide enough output current to satisfy [Cu(dV1/ dd vasel When 
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FIGURE 2.43 
A basic, unity gain, track and hold circuit. 


the FET switch opens, the charge on Cy, is trapped there so that V, is held at Vc. However, 
things are not that simple; Vc changes slowly due to charge leaking from Cy through 
its leakage resistance, and charge transfer to or from OA2 due to its dc bias current, Iz. 
This slow drift in Vc is called droop and its slope can be either positive or negative, 
depending on the sign of Ig. In addition to the droop, there is also a feed through error, 
caused by the fact that the FET switch does not have an infinite off resistance. When the 
FET switch is switched off, there is also an unwanted transfer of charge from the FET gate 
to Cy through the gate to drain capacitance of the FET. This charge can produce an 
unwanted pedestal voltage which is approximately given by: 


8Vo = (Cga/Cr) (Vos — Vo) (2.146) 


where Voz is the off level bias voltage on the FET gate and V, is, of course, the value 
of V; at the time the hold command is given. Thus the pedestal voltage depends on 
the input voltage and as numerical calculations reveal, can prove to be quite an 
objectionable source of T&H circuit error (Franco, Section 7.11 gives an example). 
A number of schemes have been devised to minimize pedestal error. One is to inject 
an equal and opposite switching charge into Cy by means of an auxiliary active 
circuit. Another is illustrated in the circuit architecture of the Burr-Brown SHC803BM 
T&H, shown in Figure 2.44. In this T&H system, a capacitor C;,=Cy is used 
to compensate for pedestal and droop at the same time, using the differential gain 


FIGURE 2.44 
Basic architecture of the Burr-Brown SHC803BM track and hold circuit. $2 and capacitor C;, are used for 
cancellation of pedestal voltage. 
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FIGURE 2.45 
Waveforms seen in the operation of a typical track and hold circuit. (Source: Franco, 1988) 


of OA2. Capacitor leakage, the dc bias currents at OA2 and FET switch charge 
injection on switching cause equal voltage errors on both capacitors, which are subtracted 
out. The Cy is operated in the integrator mode in the Burr-Brown design. In the hold 
mode, both SW1 and SW2 are off, hence the charge on Cy, is trapped, and V, remains 
constant. In the tracking mode, it is assumed the on resistance of SW1 is 0. Thus 
V, follows V, with the transfer function: 


V./V1 = —1/(1000Cys + 1) (2.147) 


If Cy is 100 pF, then the —3dB frequency is 1.6 MHz. In general, because Cy appears in 
the feedback loop of OA2, the tracking mode frequency response of the integrator type 
of T&H is lower than that attainable from the grounded Cy configuration shown in 
Figure 2.43. Figure 2.45 illustrates the Té&H output errors discussed above. The droop, 
signal feed through due to finite FET switch off resistance, pedestal, and several 
important operating times specified by the manufacturers are illustrated. 


2.6.7 Log Ratio and Trigonometric ICs 
Another class of nonlinear analog signal processing circuit which should be considered 
is the log ratio IC. The analog output voltage of this IC is given by: 

Vo = K log, (h/l2) (2.148) 


Typically, K is set to some convenient integer value such as 1, 2, 3, or 5. Note that 
the inputs are currents which may vary over a six decade range (e.g. 1nA-1 mA). This 
nonlinear circuit module finds applications in spectrophotometry (analytical chemistry), 
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FIGURE 2.46 
Schematic of the Burr-Brown LOG100 log ratio converter. (Source: Courtesy of Burr-Brown) 


where parameters such as absorbance or optical density need to be calculated and 
displayed. Also, if I; and I, are made to be de currents proportional to the RMS value of 
the sinusoidal output and input of a linear system, respectively, the log ratio converter 
output is proportional to the frequency response magnitude (Bode log magnitude) in dB. 
Of course, if Ip is fixed, then it is a simple log converter. 

The Burr-Brown LOG100 is a commercially available log ratio converter and Figure 2.46 
shows the internal circuit of this IC. Analog Devices offers a similar unit, the AD757, 
which will accept either current or voltage inputs. Note that the log ratio modules are 
normally used with dc inputs. Their frequency responses are a function of the input 
signal amplitude, ranging from about 100 Hz for nA peak input currents to over 40 kHz 
for mA peak input currents. 

Often, the nonlinear signal processing requirements of the system demand a 
broadband logarithmic nonlinearity, which can operate on video frequency signals. 
The Analog Devices AD640 is an example of an IC which can produce an output of 
the form, 


Vo = Vy log(Vi/Vic) (2.149) 


over a 46dB conversion range and an 80 MHz bandwidth. Here, V,. is the intercept 
scaling voltage and V, is the slope voltage, both constants. Two cascaded AD640s are 
claimed to have a 95dB dynamic range in a 20-100kHz bandwidth; a 70dB range is 
claimed in a 50-150 MHz bandpass. However, the IC is directly coupled and will work 
in the range dc through the entire audio spectrum. 

The Analog Devices AD639 trigonometric converter is another specialized, nonlinear 
analog processing module which has applications such as generation of a sine wave 
from a triangle wave at frequencies up to 1.5MHz, coordinate conversion and vector 
resolution, design of quadrature and variable phase oscillators, and imaging and 
scanning linearization circuits. The nonlinear transfer function of the AD6339 is: 


sin(V 31 = V3.2) 


VY, = US 
i sin(Vy1 — Vy2) 


(2.150) 
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The scaling factor for the differential voltage inputs is 50°/volt. The IC has on board 
a 1.8V dc bandgap voltage reference, which can be used to preset either angle argument 
to 90°. The output of the AD639 is scaled by the constant, U, which can be set between 
zero and +15V, by either external or internal means. A wide variety of trigonometric 
functions can be modeled, such as sinx, cosx, tanx, cosecx, secx and cotanx, as well 
as certain useful inverse trigonometric functions. For the arctangent: 


_1 V22 — Var) 


V, = KO = K tan > ——__—_ 
: (Via = Vi2) 


(2.151) 


where K=20mV/°. With minor changes in the external circuit architecture, the AD639 
can also calculate the arcsine and arctangent functions with the same ratio of voltage 
differences argument as the above arctangent function. With the exception of sine wave 
generation, it would appear that this versatile IC is best used with inputs which are dc, 
or at best, in the low audio frequency range. 


2.6.8 Summary 


We have begun this section by discussing some of the properties of linear and nonlinear 
analog systems. There are many uses for nonlinear analog signal processing ICs. The 
present trend is to sample and digitize the input signal, use a computer to calculate 
the nonlinear operation, then realize the result in analog form by digital to analog 
conversion. However, there are instances where the instrumentation system will be 
less expensive if an all-analog approach is taken and a specialized analog function 
module is used. Computers, while versatile, can be expensive. Obviously, there is a 
trade-off between accuracy, cost and convenience in choosing between an all-analog vs 
an A/D to computer to D/A type of system for nonlinear signal processing in an 
instrumentation system. The designer should be aware that all-analog signal processing 
ICs are available which may compete with the digital approach in terms of function, 
accuracy and cost. 


2.7 Charge Amplifiers 


Charge amplifiers make use of electrometer (FET input) op-amps, which have ultra-low 
dc bias currents at their inputs and ultra-high input resistances. They find primary 
application in isolating and conditioning the outputs of piezoelectric transducers used 
to measure pressure and force transients. They are also used to measure the coulombic 
charge stored in capacitors and indirectly, the electric field strength. 


2.7.1 Charge Amplifiers Used with Piezoelectric Transducers 


In Chapter 6, we show that the equivalent circuit of a piezoelectric pressure transducer 
operated well below its mechanical resonant frequency is given by the simple parallel 
current source, conductance and capacitance, shown in Figure 2.47. Note that d is 
a constant which depends on the piezoelectric material and how it is cut relative to 
the crystal axes to form the transducer and that in general, current is the rate of transfer of 
charge through the plane through which it is passing. By U.S. convention, current is 
conventionally taken as positive in the direction of motion of positive charges, such 
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FIGURE 2.47 

Equivalent circuit of a piezoelectric crystal responding to 
pressure on its active surface at frequencies well below its 
mechanical resonance frequency. 


fe} 
Pd C) a ( S IOA 
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A charge amplifier circuit used to ' 
condition the output of a piezoelec- ——w 
tric crystal sensor. = 


as holes in semiconductors, or positive ions in solutions or plasma discharges. Hence 
in a conductor, such as copper, where charge is carried by electrons, the current direction 
is opposite to the direction of electron motion. 

Figure 2.48 illustrates an ideal op-amp used as a charge amplifier. The op-amp is 
assumed to have infinite gain, frequency response and input resistance, and zero bias 
current, offset voltage, noise and output resistance. Under these ideal op-amp 
assumptions, it is easy to see that because the summing junction is at zero volts, all 
of the current, Pd, flows into the feedback capacitor, Cp. Hence V, is proportional to P(t), 
and is given by: 


V(t) = —P(t) d/Cr (2.152) 


In actual practice, this result of the ideal case is seen to become less simple and it 
should be noted that the electrometer op-amp has a non-infinite gain approximated by: 


Kyo 


=e (2.153) 


Ky 


Also, we assume that there is a small but finite conductance, Gz, in parallel with Cp 
The Gr is of the order of 107!°S, or smaller. Now, if we write the node equation at 


the summing junction and substitute the gain expression above to eliminate V;, we can 
show that the charge amplifier transfer function is given by (approximately): 
—s(d 
V,/P aaiGy) (2.154) 


~ sit(Cr + Cr)/KvoGe] + s[t(Gr + Gr) + KvoCr]/Kvo Gr +1 
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FIGURE 2.49 
Circuit of a practical charge am- 
plifier and crystal sensor. 


This is the transfer function of a bandpass system. The low frequency pole is 
approximately at: 


flow © 1/(22 CrRe) Hz (2.155) 
The mid-band gain is: 
Avmid = —Kyod/[t(Gr + Gr) + KyoCr] = —d/Cr (2.156) 
The high frequency pole is at: 
fri = KvoCr/[2xt(Cr + Cr)] Hz (2.157) 


Note that Ky./(2mt) is simply the small signal GBWP of the electrometer op-amp. 
Figure 2.49 shows the circuit of the non-ideal charge amplifier. Here, Cr is the total 
capacitance to ground which includes the capacitances of the piezoelectric crystal, the 
cable connecting the transducer to the charge amp, and the charge amp input. Typically, 
Cr might be about 400 pF. The Gris the total shunt conductance to ground at the op-amp 
summing junction. The Gr includes the leakage conductances of the crystal, the cable, 
and the op-amp input. Typically, Gr is about 10-!8S. If, in addition, Cp=2 x 10-°F, 
Gr=10'°S, Ky=5x10*, d=2x10°” amp.sec/psi for quartz, and the op-amp 
GBWP =350kHz, the system ends up having a mid-band gain of 1mV/psi, a high 
frequency pole at 1.5 x 10°Hz, and a low frequency pole at 8 x 10-° Hz. Note that the 
low frequency pole is set by Ce/Gz, and is independent of the input circuit. Thus, the 
piezoelectric transducer charge amplifier is not a system which can respond to static (dc) 
pressures; it must be used to measure transient pressure changes. In addition to the 
low frequency limitations imposed on the transfer function by non-ideal electrometer 
op-amp behavior, there are also dc errors at the output due to the bias current and dc 
offset voltage of the op-amp. Figure 2.50 shows the dc equivalent circuit of the charge 
amplifier. Note that the capacitors drop out from the circuit at dc because they carry no 
current. It is easy to see that the dc error in the output is: 


Vopce = IpRe + Vos(1 + Gr/Gr) (2.158) 


Note that Iz and Vos can have either a plus or a minus sign. Typical values of Vos 
are about +200 nV, and Ig values are around 75fA (75 x Ta A) 
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tical charge amplifier. 


2.7.2 Charge Amplifier as Integrating Coulombmeter 


A charge of Q; coulombs is trapped on a capacitor, C,. The capacitor can be a real 
capacitor, or the capacitance of a charged object, such as the fuselage of a helicopter, or 
a human body. We wish to measure Q). The voltage across C, is given by the well-known 
relation, V;=Q,/C;. In Figure 2.51, C; is connected to the summing junction of an 
electrometer op-amp. At the same time, the short is removed from the feedback capacitor, 
Cy, allowing it to charge from the op-amp output to a value which maintains the 
summing junction at 0 V. Assuming the op-amp to be ideal, the output voltage of the 
op-amp, after three or four R,C; time constants, is: 


Vass) = —Q1/Cr dc V (2.159) 


Hence, the system can measure the charge on a small capacitor, provided the peak 
current, ijpx=Q,/R,C;, does not exceed the current sourcing or sinking capability of 
the op-amp. 

In practice, this circuit is subject to dc errors caused by the bias current and offset 
voltage of a practical op-amp. The output error caused by Ig and Vos can be found by 
superposition and is given by: 


6Vo = T(lp/Cr) + Vos + Ci/Cr) V (2.160) 
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FIGURE 2.51 
An integrating coulombmeter circuit. An electrometer op-amp is generally used. 
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where T is the time elapsed between opening SW1 and closing SW2, and reading the 
steady state, V,. In practice, 6V, can be made negligible by the judicious choice of circuit 
parameters. 


2.7.3. Summary 


In this section, we have presented two examples of applications of the op-amp charge 
amplifier configuration. The basic charge amplifier consists of an ideal op-amp, with 
an ideal feedback capacitor to integrate charge transferred to the summing junction. 
In practice, we use electrometer amplifiers which have ultra-high input resistances and 
finite gains, bandwidths, offset voltages and bias currents. Since a pure Cr will integrate 
the bias current of the summing junction, a large resistance, Re, must be put in parallel 
with Cr to give a fixed dc error, which is proportional to Iz. The parallel combination of 
Rr and Cr sets the low frequency pole of a bandpass frequency response for the 
piezoelectric transducer. In the mid-band range of frequencies, the output voltage is 
proportional to the pressure on the transducer, rather than its derivative. 


2.8 Phase Sensitive Rectifiers 


Phase sensitive rectifiers (PSRs), also called phase sensitive demodulators or synchronous 
rectifiers, are an important class of analog circuit, widely used in instrumentation, control 
and communications systems. The PSR is used to convert the output of certain ac, carrier 
operated sensors to a low frequency signal proportional to the quantity under 
measurement (QUM). One example of the use of PSRs is to condition the output of 
a resistive Wheatstone bridge, using strain gauges to measure mechanical strain, pressure 
or force. The strain gauge bridge excitation is generally an audio frequency sine wave. 
The bridge output is a sine wave of the same frequency, with amplitude proportional 
to the strain, etc. The phase of the bridge output is 0° with respect to the excitation 
phase if AX>0 and is —180° with respect to the excitation if AX<0. The PSR uses the 
bridge excitation voltage to sense this phase change and to produce a rectified signal 
which has amplitude proportional to AX, and the sign of AX. 


2.8.1 Double-Sideband, Suppressed Carrier Modulation 


The outputs of many sensor systems have information encoded on them in what is called 
double-sideband, suppressed carrier modulation (DSBSCM). A DSBSCM signal is formed 
by multiplying the ac carrier by the modulating signal. To illustrate this process, we 
examine a Wheatstone bridge with one variable element and AC excitation, as shown 
in Figure 2.52. It is easy to show (Chapter 4) that the bridge output is given by: 


j : x N 
Now, the resistance X is allowed to vary with time: 


X(t) = X, + AX(t) (2.162) 
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V,(t) = V,sin(@, f) 


FIGURE 2.52 
A Wheatstone bridge circuit with ac excitation generates a double sideband, suppressed carrier modulated 
output. 


Furthermore, the bridge is balanced to make it maximally sensitive. This requires that: 
M=N=P=X, (2.163) 
Thus, around null, 
Vi(t) = AX(t) KpVp(1/4X_) sin(wet) (2.164) 


Note that we obtain the product of AX(#) and the excitation sinusoid at the bridge output. 
If AX(f) is sinusoidal, with w,«Ka@,, using the well-known trigonometric identity, 
[sin(a) sin(B)] = [cos(a — B) — cos(a + f)]/2 and 


V(t) = KpVi[AX/8Xo][cos((we — @m)t) — cos((we + @m)6)] (2.165) 


Thus, from equation 2.165, we see that the conditioned bridge output, V/(f), consists 
of two sidebands and no carrier frequency term and hence the designation DSBSCM. 

Another example of a transducer which produces a DSBSCM output is the linear 
variable differential transformer (LVDT), a device which is used to sense small, linear 
mechanical displacements. Some LVDTs come with a built-in PSR and provide a dc 
output directly proportional to core displacement, while others must be used with an 
external PSR (LVDTs are discussed in detail in Chapter 6). 


2.8.2 Demodulation of DSBSCM Signals by Analog Multiplier 


Figure 2.53 illustrates one of the simplest ways to demodulate a DSBSCM signal and 
recover AX(f). An analog multiplier IC is used to multiply a reference signal which is 
in phase with the transducer ac excitation by the transducer DSBSCM output. This 
product can be written as: 


AXKp V;V, 


Vt) = 10x8X, 


{sin(@ct) cos[(@e — @m)t] — sin(wet) cos[(@e + @m)t]} (2.166) 
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LPF 


V, (t) = V,sin(a, t) 


FIGURE 2.53 
An analog multiplier and low-pass filter used to demodulate a DSBSC signal. 


The bracketed term can again be expanded by a trigonometric identity as: 


AXKpV;V, 


a (10) 16X, 


[sin((2e¢ — @m)t) + SiN(@mt) — sin((2@¢ + @m)t) — sin(—@yt)] (2.167) 


V(t) is now passed through a unity gain low-pass filter which removes the two high 
frequency terms. The output of the LPF is the desired, demodulated signal, multiplied by 
a scale factor: 


KpV,V; 
80 X, 


Vi) = [AX sin(wmt)] (2.168) 


2.8.3 Other PSR Designs 


Figure 2.54A illustrates a simple PSR which can be made from two op-amps and a 
bidirectional MOS switch operated by a logical square wave. The wave is derived from 
the sinusoidal excitation source by first conditioning it with a comparator used as a zero- 
crossing detector and then, passing the TTL waveform through two one-shot multi- 
vibrators (e.g. a 74LS123) to adjust the reference signal phase. Since the MOS switch 
closes at the same time in the reference signal cycle as when the DSBSCM signal changes 
phase by 180°, the rectifier output changes sign, producing a negative output. A low-pass 
filter is used to smooth the full wave rectified output of the switching circuit. The relevant 
waveforms are shown in Figure 2.54B. 

Phase sensitive rectifier ICs are available from a variety of manufacturers and include 
the Analog Devices AD630 balanced modulator/demodulator, the Precision Monolithics 
GAP-01 general purpose analog signal processing subsytem, the National Semiconductor 
LM1596 balanced modulator-demodulator and the Signetics NE/SE5520 LVDT signal 
conditioner, to mention a few. 


2.8.4 The Lock-In Amplifier 


2.8.4.1. Introduction 


The lock-in amplifier (LIA) can be used to condition and demodulate DSBSCM signals 
and recover the modulating signal under conditions of abominable SNRs, where the 
RMS noise voltage can exceed that of the modulated carrier by over 60dB. Noise is 
reduced in the operation of the LIA by three mechanisms—bandpass filtering around 
the carrier frequency, rejection of coherent interference at frequencies other than that of 
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FIGURE 2.54 
A. A simple phase sensitive rectifier and low-pass filter circuit using op-amps and a MOS switch. B. Waveforms 


in the PSR/LPF circuit. 
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Block diagram of a lock-in amplifier. Input is a 0,1 chopped, noisy signal, such as the output of a photosensor. 
Amplification and bandpass filtering at the chopper frequency converts the input signal into a noisy ac signal, 
which is then rectified by the PSR. The low frequency modulating signal is seen at the LIA output. The lowpass 
filter bandwidth is adjusted to pass the desired modulating signal with the least amount of noise. 


the carrier and low-pass filtering at the PSR output. Carrier frequencies are best chosen 
to lie in the range 10-40 Hz, and 200-10° Hz. Carrier frequencies lying to close to the 
60 Hz power line frequency and its first two harmonics are avoided, because they may 
‘leak’ through the LPF following the PSR. Very low carrier frequencies are also avoided 
as they may place LIA operation in the range of 1/f noise from the analog electronic 
circuits. 

A block diagram of an LIA is shown in Figure 2.55, along with some pertinent LIA 
waveforms in Figure 2.56. We see that the LIA performs four basic operations on the 
DSB modulated carrier with additive, broadband noise: 


1. The incoming DSBSCM signal plus noise is generally conditioned by a bandpass 
amplifier whose centre frequency is the same as that of the carrier. 


2. The bandpass signal conditioning improves the SNR of the modulated carrier. 


3. The signal next passes through a phase sensitive rectifier, usually of the switching 
type shown in Figure 2.54A. 


4. The PSR output is next conditioned by a dc pass low-pass filter, which generally 
has an adjustable cut-off frequency and attenuation slope. Some dc _ post 
amplification by a low noise, low drift amplifier may precede the low-pass 
filter, if required. 


A reference signal directly derived from the carrier is used to operate the PSR. 

For optimum performance of the PSR, the phase of the reference signal must be 
adjusted to be exactly in phase with the carrier in the DSBSCM input. To illustrate 
this principle of LIA operation in the noise free case, we let the modulating signal be a dc 
voltage: 


Vint) = Vin (2.169) 
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FIGURE 2.56 
Waveforms in the LIA of Figure 2.55. 
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The carrier and reference signal are sinusoids, respectively: 


V(t) = V- sin(wet + 6) (2.170) 
V(t) = V, sin(wct + 6,) (2.171) 

The DSBCSM signal is: 
Vinc(t) = VinVe Sin(wct + 6) (2.172) 


Demodulation, as we have shown above, requires the multiplication of the modulated 
carrier with the reference signal. A scale factor Kp is introduced. Thus the demodulated 
signal before low-pass filtering can be written as: 


Valt) = KpVinVcV; Sin(@ct + Oc) Sin(wet + 6,) (2.173) 
After the sin(a)sin(£) trig. identity is applied, we have: 
Valt) = (Kp Vin VeV;-/2)[cos(O, — 6,) — cos(2m¢t + 8, + 9;)] (2.174) 
After low-pass filtering, the dc output of the LIA can be written as: 
Vo = VinlKpKeV-V;/2] cos(6- — 6;) (2.175) 


where Kr is the dc gain of the LPF. Note that the output is maximum when the phase 
of the reference signal and the carrier are equal (i.e. there is zero phase shift between 
the carrier and reference signal). Also, for the LIA to remain in calibration, Kp, Kz, V. and 
V, must remain constant and known. Most modern LIAs have adjustable phase shifters 
in the reference channel to permit output sensitivity maximization, while others perform 
this task automatically using phase lock circuitry [McDonald and Northrop, 1993]. 


2.8.4.2 Calculation of the SNR Improvement Using a Lock-In Amplifier 


The major application of an LIA is to measure coherent, DSBSC signals, generally at 
audio frequencies, that are ‘buried in noise’. More precisely, the input SNR is extremely 
low, often as low as —60 dB. There are two basic architectures used for LIAs. One uses an 
analog multiplier for signal detection followed by a low-pass filter. This system is shown 
in Figure 2.57A. A second LIA architecture, shown in Figure 2.57B, uses a synchronous 
rectifier followed by a low-pass filter to measure the amplitude of a coherent signal of 
constant frequency which is present in an overwhelming amount of noise. Assuming 
that the input to the LIA is 


x(t) = nj(t) + Vs cos(@of) (2.176) 


Assuming that the noise is zero mean, the Gaussian white noise with one-sided power 
density spectrum, S,,(f) = msV/Hz. The ms input SNR is: 
V2/2 


es Bin 


(2.177) 
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FIGURE 2.57 
Two means of demodulation of DSBSC signals used in LIAs. A. Demodulation by analog multiplier and LPF. 
B. Demodulation by synchronous rectifier and LPF. 


where Bj, is the Hz bandwidth over which the input noise is measured. 
In the analog multiplier form of the LIA, x(f) is multiplied by an in phase sync signal, 
v(t) = Acos(wot). The multiplier output is thus: 


y(t) = v,(ni + $;) = A cos(wot)[ni(t) + V; cos(@ot)] = Anj(t) cos(@ot) + AVs cos”(wpt) 
(2.178) 
y(t) = Anj(t) cos(@pt) + (AVs/2)[1 + cos(2aot)] 


Note that the one-sided power spectrum of the first term in equation 2.178 is the 
noise PDS, shifted up to be centred at w = w,. Since S,,(f) is white, shifting the center of 
SnCf) from 0 to f, = w)/2m does not change the noise output of the LIA output bandpass 
filter. Thus the ms output noise voltage from the LIA is v3, = A? n(1/4t)msV, where 
(1/4r) can be shown to be the equivalent noise Hz bandwidth of the simple output R-C 
low-pass filter, and t is the time constant of the output LPF. The output LPF removes the 
2w, frequency term in the RHS term of equation 2.178, leaving a dc output proportional 
to the peak value of the sinusoidal signal. Clearly, v,;= AV,/2. Thus the ms SNR at 
the LIA output is: 


A2V2/4 


Rie 
SNRout = aan(l /Az) 


Sean (2.179) 
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The noise figure, F, is defined as the ratio of SNRin to SNRout. For an amplifier, it is 
desirable for F to be as small as possible. In a noise free amplifier (the limiting case), F=1. 
It is easy to show that F for this kind of LIA is: 


Fra = Bout/Bin (2.180) 


where Bout = 1/4t is the Hz noise bandwidth of the LIA output LPF, and B;, is the Hz 
noise bandwidth over which the input noise is measured. Since the desired output from 
the LIA is a dc signal proportional to the peak sinusoidal input signal, Boy, can be of 
the order of a single Hz, and Fria can be <1. 

In the second model for LIA noise, consider the synchronous rectifier LIA architecture 
of Figure 2.57B. Now, the sinusoidal signal is full wave rectified by passing it through an 
absval function which models the synchronous rectifier. The full wave rectified, 
sinusoidal input signal can be shown to have the Fourier series [Aseltine, 1958] as 
shown below: 


y(t) = |Vs(t)| = Vs(2/z0) [1 — (2/3) cos(2eot) — (2/15) cos(4at) — . ..] (2.181) 


Clearly, the average or dc value of y is V;(2/m). Curiously, the zero-mean white noise 
is not conditioned by the absval function of the synchronous rectifier. This is because the 
synchronous rectifier is really created by effectively multiplying x(t) = njt + Vs cos(wot) 
by an even +1 square wave, having the same frequency as and in phase with, V, cos(wof). 
This square wave can be represented by the Fourier series: 


SQWV(f) = y Ay COS(N@pt) (2.182) 
n=1 
where , = 22/T 
T/2 
ay, = (2/T) | f(b) cos(nwot) dt = (4/nz) sin(nm/2) (non-zero for n odd) (2.183) 
-T/2 


for a unit cosine (even) square wave which can be written in expanded form: 


SQWV(#) = (4/2)[cos(wot) — (1/3) cos(3@pot) + (1/5) cos(Swt) — (1/7) cos(7a@pt) + ...] 
(2.184) 


The input Gaussian noise is multiplied by SQWV(t): 


Yn(t) = n(t) x (4/7) [cos(@ot) — (1/3) cos(S@ot) + (1/5) cos(Saot) — (1/7) cos(7a@ot) + ...] 
(2.185) 


The white, one-sided noise power density spectrum, before passing through the LIA 
output LPF, can be shown to be: 


Su f) = (4/27)"[1 — (1/3) + (1/5) — (1/7) + 1/9) — A/11) + 1/13) — .. .P = 1 msV/Hz 
(2.186) 
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This white noise is conditioned by the output LPF, so the output ms SNR is: 


V2(2/2) 
SNR ee (2.187) 
NBout 
The ms SNR at the input to the LIA is: 
ve /2 
SNRin= (2.188) 
nBin 
Thus, F for this LIA architecture is found to be: 
SNRin us Bout Bout 
F= = = 1.23 2.189 
SNRou 2° Bin Bin C1) 


which can be made quite small by adjusting the ratio of Boy, to Bin. 

As an example of signal recovery by an LIA, consider an LIA of the analog multi- 
plier architecture. Let the signal to be measured be V(t) = 20 x 10~° cos(2z 50 x 107 #). The 
Gaussian white noise present with the signal has a root power spectrum of 
Jn = 4nVRMS/V/Hz. The input amplifier has a voltage gain of K,=10*, with a 
100 kHz noise and signal bandwidth. Thus the raw input ms SNR is: 


(20x10-°)?/2. 2x 107! msV 
(4x 10-9 x105 1.6x 107! msV 


SNRint = = 125x104, or —39 dB (2.190) 


if the sinusoidal signal is conditioned by an (ideal) unity gain LPF with a Q=50=center 
frequency/bandwidth, the noise bandwidth B=50 x 10°/50=1kHz. The ms SNR at the 
output of the ideal BPF is still poor, given by: 


2x 107! msV 


CNR eee es 
mE (4x 10-9)? x 103 


= 125x107, or —19 dB (2.191) 


Now, the signal plus noise are amplified and passed directly into the LIA and the LPF 
output of the LIA has a noise bandwidth of 0.125Hz. The output dc component of 
the signal is KyV;/2V. 

Thus the ms dc output signal is 


V2, = Ki, V2/4 = Ki,x1x10-'* msV 
The ms noise output is 


V2, = Ki(4 x 10-°)? x 0.125 msV 
Thus, the ms SNR,.4= 50, or +17 dB. 

The cost of using an LIA is that the ac signal is reduced to a proportional dc level and 
given a change in V,, the output LPF is such that the LIA does not reach a new steady 
state output, until about 3 time constants of the LPF (about 3 seconds in the example 
above) have occurred. The benefit of using an LIA is that coherent signals, buried in up 
to 60 dB noise, can be measured. 
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Many applications of LIAs lie in the area of electo-optical or photonics instrumentation. 
In these systems, the DSBSCM signal is derived by optically chopping a light beam. 
The chopper wheel generates a square wave, 0,1 carrier, rather than a sinusoidal carrier. 
An LED and photodiode on the chopper can generate the reference signal, also a square 
wave. The PSR of the LIA demodulates the square wave DSBSCM signals by the same 
means as that used with a sinusoidal carrier. 

Commercially available LIAs are multipurpose instruments and as such, are expensive. 
For a dedicated LIA application, one can assemble the basic LIA system components 
from low noise op-amps and a commercial PSR IC, such as the AD630 or LM1596. 
The reference signal is converted to a TTL wave by a zero-crossing comparator. The TTL 
reference phase can be adjusted independent of carrier frequency by using a phase lock 
loop as a phase shifter [Northrop, 1990]. Such a dedicated LIA can be built for less than 
about $150 US, exclusive of power supplies. 


2.8.5 Summary 


The phase sensitive rectifier is a circuit that is widely used in instrumentation systems 
to demodulate double sideband, suppressed carrier signals. We have presented a des- 
cription of the DSBSCM signal and how it is created and have shown two simple circuits 
that can be used to demodulate it. We have also mentioned a few of the commercially 
available ICs suitable for PSR use. 

Probably the most important instrument based on the PSR is the lock-in amplifier, 
which can be used to recover the signals from DSBSCM carriers that are severely 
contaminated with noise, sometimes noise even in the signal passband. We algebraically 
illustrated the LIA demodulation process, as well as the subsystems of an LIA. 


2.9 Chapter Summary 


Chapter 2 dealt with the analysis and design of analog signal conditioning circuits. 
Our treatment was subdivided to include both linear and nonlinear signal processing 
systems. Integrated circuit designs were stressed and examples of commercially available 
ICs given. The Chapter was opened in Section 2.2 with a basic treatment of differential 
amplifiers which are widely used in the front ends of op-amps and instrumentation 
amplifiers to reduce common-mode interference. 

Section 2.3 dealt with the ubiquitous operational amplifier which finds many 
applications in linear and nonlinear signal processing. Basic design types of op-amps 
were reviewed and examples of their applications in linear signal processing discussed. 
In Section 2.4, we reviewed the basic quadratic analog active filter designs using 
conventional op-amps. Although a number of active filter designs exist, we have focused 
on three of the more popular and easy to use designs, namely the controlled source active 
filters (including the well-known Sallen and Key designs), the biquad active filters and 
the GIC based active filter designs. 

The design, characteristics and uses of instrumentation amplifiers, including isolation 
amplifiers and autozero amplifiers were described in Section 2.5. 

Section 2.6 dealt with nonlinear analog signal processing. In it we cite examples of 
commercially available function modules, and nonlinear circuits which can be built 
with op-amps. Precision absval circuits, multifunction converters, true RMS converters, 
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square root and divider circuits (other than multifunction converters), peak detectors, 
track and hold circuits, log ratio circuits and a generalized trigonometric system were 
discussed. 

Two examples of the use of the op-amp charge amplifier configuration were given in 
Section 2.7—conditioning the output of piezoelectric crystal pressure transducers and 
measuring charge on a capacitance by integration. 

Section 2.8 on phase sensitive rectifiers included the demodulation of double-sideband, 
suppressed carrier signals generated by such systems as Wheatstone bridges with ac 
excitation and LVDTs. This section also introduced the lock-in amplifier and its uses. 

Problems for the reader to solve, given at the end of this chapter illustrate the design of 
amplifiers, filters and signal conditioning systems. Use should be made of computer 
aided circuit analysis in reaching the solutions to these problems. 


Problems 


2.1 An electrometer charge amplifier, shown in Figure P2.1, is used to find the induc- 
tance of a coil. The dc resistance of the coil is measured to be Ry = 10 . A steady state 
dc current of 10mA is passed through the coil. At f=0, the switch connects the coil 
to the op-amp summing junction. The C; is initially uncharged so V,(0)=0V. 


(A) Sketch and dimension i,(t) for t > 0. 


(B) Sketch and dimension V,(f) for tf > 0. Give an expression for L in terms of the 


steady state Vp. 
Cr 1 uF 


Co Vo 
990 Q S 
+ 
10V — 7 
102 
aa 


2.2 (A) Derive the transfer function of the controlled source active filter shown in 
Figure P2.2 in time-constant form. 


FIGURE P2.1 


(B) Give expressions for the peak gain, the frequency of the peak gain, and its Q. 
Assume that the op-amp is ideal. 


2.3 Design a 60Hz notch filter using a two-loop biquad BPF and a fifth op-amp 
summer for the system shown if Figure P2.3. The passband gain of the notch filter is 
to be +20 dB, the BPF’s Q is to be 50. The high frequency —3 dB frequency of the filter 
is to be above 100 kHz. Specify the op-amps and all Rs and Cs in your design. Verify 
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your design by a SPICE or MicroCap simulation. What is the attenuation of the 
simulated filter at 60 Hz? 


2.4 We wish to pass a constant current through a SnO, carbon monoxide sensor. The 
presence of CO causes a drop in the sensor’s resistance, hence a drop in V2. A 
Howland current source is to be used, shown in Figure P2.4. Define a= 
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FIGURE P2.4 
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Ry/(Ri + Ro), B = Ri /(Ri + Ro), y = R3/(R3 + Ra). Assume an ideal op-amp. Using 
circuit analysis, find the conditions for a, 6 and y and the various resistors that 
make I; completely independent of the sensor resistance, R;. Give an expression for 
the circuit’s transconductance, Gy =I; / V3. 


2.5 The circuit of Figure P2.5 is a Deboo non-inverting integrator. Assume that the 
op-amp is ideal and the resistors are exactly matched, Rj = Rj, Ri = R4. 
V 
(A) Derive an expression for v0 


Ss 
(B) Now let V;=0. Let dc bias current, Ip, enter the V; node and a dc bias current, Ip’, 
enter the V;’ node. Find an expression for V,(¢), assuming that the bias currents 
are applied as steps at t=0, and V,(0)=0. 


FIGURE P2.5 


2.6 Two ideal op-amps and a single diode are used to perform a nonlinear operation on 
the input signal. Find an expression for V,=f(V;, R, R’). See Figure P2.6. 


FIGURE P2.6 L~"| 
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2.7 The circuit in Figure P2.7 is a type of notch filter design. 


(A) Design the filter to have its notch at 60 Hz. That is, find numerical values for Ry, 
Ry, Rg and C. Give the dc gain of the filter, and the damping factor of its 
denominator. 


(B) Simulate the filter’s frequency response. Use OP27 op-amp models in SPICE 
or MicroCap. From the Bode magnitude plot, find the notch’s Q=—3dB 


bandwidth/60. 
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2.8 The circuit in Figure P2.8 is a single-loop biquad active filter. Assume that the 
op-amps are ideal. 
V 
(A) Derive an expression for —(s) in time-constant form. Sketch and dimension 


the Bode magnitude plot for this transfer function. 


(B) Give expressions for this filter’s w,, Q, and gain at w = w,. Does this version of 
the biquad AF have the design flexibility of the 4 op-amp, two-loop biquad AF? 
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2.9 Find the expressions for the gains of the seven ideal op-amp circuits shown in 
Figure P2.9. 


2.10 The circuit of Figure P2.10 uses two op-amps to linearize a Wheatstone bridge. Note 
that voltage V3 and hence, V2 are at virtual ground. Write node equations for V2 and 


V3 and use them to find V, = f(AR, R, Ro, R3, Vz). 
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2.11 The CMRR of a certain DA is 120 dB at 60 Hz. When a source, V(t) = 0.004 sin(3771), 
is connected to the + input and the — input is grounded, the output voltage is 1.0V 
RMS. Find numerical values for Ap and Ac in the gain equation: V,=Ap Vig+ 
Ac Vie. 
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2.12 The input voltages to a differential instrumentation amplifier are: Vj(f) = 


0.002 sin(27400t), and V;(t) = —0.002 sin(2z 400t) + 2sin(377t). The amplifier’s 
output is given by: V,=Ap ViatAcVic, where Ap = 10° and Ac= 1077. 


(A) What is the amplifier’s CMRR in dB? 
(B) Write an expression for V,(t). 


2.13 A Wien bridge is used to make a notch filter at 60Hz. In Figure P2.13, DA1 


FIGURE P2.13 


has Apn=Kp, Ac=0, and DA2 has Ap=1, Ac=0 (note that the DAs are not 
op-amps). 


V 
(A) Find an expression for the frequency response of the filter, vat jo), in time- 
constant form. 8 


(B) Pick R and C so the the notch frequency is exactly 60 Hz. 


(C) Give the filter’s de gain, Azo, w,, and the Q of the denominator (note that the Q 
of an underdamped quadratic pole pair is 1/(2é)). 


2.14 Design a quadratic, GIC bandpass filter for geophysical applications to condition 


a seismometer output having f,, =1Hz and Q=10. Use low noise op-amps. Verify 
your design with a MicroCap or PSPICE simulation. Note all Rs must be in the range 
10°-10° Q, and capacitors must lie between 3 pF and 1 uF (cf P7.5, T7). 


2.15 Figure P2.15 illustrates a voltage tuned active filter. An analog multiplier is used as 


a variable gain element. 
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FIGURE P2.15 
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V, 
(A) Derive and expression for oat jw, V-) in time-constant form. 
1 


(B) Make a dimensioned Bode plot for the filter for V-=0.1, 1.0 and 10V. Give 
expressions for the dc gain and break frequency (cf P7.9, T7) 


2.16 Derive an expression for the frequency response function of the AF shown in 
Figure P2.16 in time-constant form. Give expressions for the filter’s wn, dc gain and 
damping factors of the numerator and denominator. What kind of filter is this? 
(cf P7.3, T7) 
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FIGURE P2.16 


2.17 Find an algebraic expression for V,=f(V1,V2) in the nonlinear analog circuit, 
Figure P2.17. Assume ideal op-amps. Why is the inverter IOA2 required? 


FIGURE P2.17 


2.18 A comparator and an op-amp are used to create a symmetrical hysteresis voltage 
transfer function, as shown in Figure P2.18. An ideal comparator and an ideal 
op-amp are shown in the circuit. The ideal comparator’s transfer characteristic is 
also shown. Assume R,; and R»> R3. 
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FIGURE P2.18 


(A) Assume Vg=0. Plot and dimension V3 = f(Vin, Ri, Ro) for the ICMP. Note that it 
has hysteresis. Let Ry = Ro =100kQ. 


(B) Plot and dimension V, = f(Vin, Ri, Ro). Let Vg = Vc=0, R=10kQ. 


(C) The symmetrical output hysteresis characteristic is shown in the figure. Find 
numerical values of Vg and Vc that are required to give symmetry. Give 
numerical values for Voi, Vy_, Vomax and Vomin- 
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Noise and Coherent Interference in Measurements 


3.1 Introduction 


Due to the differences in the sources and means of reduction of noise vs coherent 
interference, we will treat them separately in subsections of this chapter. Both noise 
and interference provide a major limitation to the precision of measurements and the 
detectability of the QUM. Thus, knowledge of how to design low noise instrumentation 
systems is an important skill that a practicing instrumentation engineer should learn. 

First, let us examine the distinction between noise and coherent interference. Noise 
is considered to arise in a circuit or measurement system from completely random 
phenomena. Any physical quantity can be ‘noisy’, but we will restrict ourselves to the 
consideration of noise voltages and currents in this chapter. Such noise voltages and 
currents will be considered to have zero means, meaning that they have no additive 
dc components. The unwanted dc components are best considered to be drift or 
offset and their reductions are more appropriately treated in a text that deals with 
dc amplifier design or op-amp applications. 

Coherent interference, as the name suggests, generally has its origins in periodic, 
man-made phenomena, such as power line frequency electric and magnetic fields, radio 
frequency sources, such as radio and television station broadcast antennas, certain 
poorly shielded computer equipment, spark discharge phenomena, such as automotive 
ignitions and motor brushes and commutators, and inductive switching transients, 
such as SCR motor speed controls, etc. As you will see, minimization of coherent inter- 
ference is often ‘arty’ and may involve changing the grounding circuits for a system, 
shielding with magnetic and/or electric conducting materials, filtering, the use of 
isolation transformers, etc. 

Minimizing the impact of incoherent noise in a measurement system often involves 
a prudent choice of low noise components, certain basic electronic design principles 
and filtering. The incoherent noise that will be considered is random noise from within 
the measurement system. Coherent noise usually enters a system from without. 


3.2 Random Noise in Circuits 


In the following discussions, we assume that the noise is stationary. That is, the physical 
phenomena giving rise to the noise are assumed not to change with time. When a noise 
is assumed to be stationary, averages over time are equivalent to ensemble averages. 
An example of a non-stationary noise source is a resistor which, at time t=0, begins to 
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dissipate power so that its temperature slowly rises, as does its resistance and thermal 
noise voltage. 

Several statistical methods for describing random noise exist. These include, but are not 
limited to—the probability density function, the cross and auto-correlation functions and their 
Fourier transforms, the cross and auto-power density spectra, and the root power density 
spectrum, which are used to characterize amplifier equivalent input noise. 


3.2.1 Probability Density Functions 
The probability density function (PDF) considers only the amplitude statistics of a stationary 
noise waveform, n(t), and not how n(t) varies in time. The PDF of n(t) is defined as: 


Probability that x<n < (x + dx) 
(x) = a 


(3.1) 


where x is a specific value of m taken at some time f and dx is a differential increment 
in x. The PDF is the mathematical basis for many formal derivations and proofs in 
statistics and probability theory. The PDF has the properties: 


| p(x)dx = Prob[x < v] (3.2) 
| p(x)dx = Prob[v; <n < v2] (3.3) 
| p(x)dx = 1 = Prob[x < ov] (3.4) 


Several PDFs are widely used to describe the amplitude characteristics of electrical and 
electronic circuit noise. These include: 


y= C=) Gaussi 1 PDF (3.5) 
P = awe exp Daas ausslan or norma 7 


pix) =1/2a, for—a<x<a 
Rectangular PDF (3.6) 
p(x) = 0, for x>a 


x —x? : 
p(x) = (5) exp Ea Rayleigh PDF (3.7) 


Under most conditions, it is assumed that the random noise arising in electronic circuits 
is modeled by a Gaussian PDF. Many mathematical benefits follow this approximation, 
such as the output of a linear system is Gaussian with variance oy”, given that the input 
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is Gaussian with variance ox2. In general, if Gaussian noise passes through a nonlinear 
system, the output PDF will not be Gaussian. 

In this chapter, our concern about noise in instrumentation systems will be focussed 
in the frequency domain, in particular, the power density spectrum and the root power 
spectrum, as treated below. We will generally assume that the noise PDFs are Gaussian. 


3.2.2 The Power Density Spectrum 


We will use a heuristic approach is used to illustrate the meaning of the power density 
spectrum (PDS) of noise. Formally, the two-sided PDS is the Fourier transform of the 
auto-correlation function, defined below by: 


T 

ey UL 

Rin(t) = Jim 5 | n(t)n(t + t)dt (3.8) 
oT 

The two-sided PDS can be written as the Fourier transform of the auto-correlation 

function: 


foe) 
1 : 
Pin (@) = — | Rin(re dt (3.9) 
20 
=—OO 
Since Ry,(t) is an even function, its Fourier transform, ®,,,(@) is also an even function, 
which, stated mathematically, means: 


®y,(@) = ®yn(—@) (3.10) 


In the following discussion, the one-sided PDS, S,,(f), is considered, which is related to the 
two-sided PDS by: 


Si(f) =2®m(2nf) for f>0 and (3.11) 
SiC f) =0 for f <0 (3.12) 


To see how we may experimentally find the one-sided PDS, we examine the system 
shown in Figure 3.1. Here, a noise voltage is the input to an ideal low-pass filter with 
adjustable cut-off frequency, f,. The output of the ideal low-pass filter is measured with 
a broadband, true RMS, AC voltmeter. We begin with f,=0 and systematically increase 
fc, each time recording the square of the RMS meter reading, or mean squared output 


Ideal low pass filter 


True rms 
voltmeter 


FIGURE 3.1 
System relevant to the derivation of the one-sided power density spectrum. 
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FIGURE 3.2 

Mean squared output noise of the system 
of Figure 3.1 as a function of ideal low- 0 
pass filter cut-off frequency. 


f,Hz 


FIGURE 3.3 

A one-sided, noise power density 
spectrum, derived by differentiation of the 
plot of V2, vs f- with respect to f. 0 fHz 


fo) 


> 


voltage, v>.,, 


of the filter. As f, is increased, pee increases monotonically, as shown in 
Figure 3.2. Due to the finite bandwidth of the noise source, v2, eventually reaches an 
upper limit, which is the total mean squared noise voltage of the noise source. The plot 
of v(f.) vs f. is called the cumulative mean squared noise characteristic of the noise 
source. Its units are mean squared volts, in this example. A simple interpretation of the 
one-sided, noise power density spectrum is that it is the derivative, or slope, of the 


mean squared noise characteristic curve. Mathematically stated, this is: 


MS V/Hz (3.13) 


A plot of a typical noise PDS is shown in Figure 3.3. Note that a practical PDS generally 
drops off to zero at high frequencies. 

A question which is sometimes asked by those first encountering the PDS concept 
is why it is called a power density spectrum. The power concept has its origin in the 
consideration of noise in communication systems and has little meaning in the consi- 
deration of noise in instrumentation systems. One way to rationalize the power term 
is to consider a noise voltage source with a one ohm load. In this case, the average 
power dissipated in the resistor is simply the total mean squared noise voltage. 

From the heuristic definition of the PDS above, we see that the total mean squared 
voltage in the noise voltage source can be written as: 


(oe) 


= [Sucfoas (3.14) 


—oo 
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FIGURE 3.4 
A white noise power density spectrum. 
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FIGURE 3.5 
A 1/f noise power density spectrum. 


The mean squared voltage in the frequency interval, (f;, fo), is found by: 


fo 
TC fifa) = [SuC Ft (3.15) 
fi 


Often noise is specified or described using root power density spectra, which are simply 
plots of the square root of S,(f) vs f, which have the units of RMS volts (or other units) 
per root Hz. 

Special (ideal) PDSs are used to model or approximate portions of real PDSs. These 
include The white noise PDS, and the one-over-f PDS. A white noise PDS is shown in 
Figure 3.4. Note that this PDS is flat; this implies that 


(oe) 


| Sn ff = 20 (3.16) 


0 


which is clearly not realistic. A 1/f PDS is shown in Figure 3.5. The 1/f spectrum is 
often used to approximate the low frequency behavior of real PDSs. Physical processes 
which generate 1/f-like noise include surface phenomena associated with electrochemi- 
cal electrodes, carbon composition resistors carrying direct current (metallic resistors 
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are substantially free of 1/f noise) and surface imperfections affecting emission and 
diffusion phenomena in semiconductor devices. The presence of 1/f noise can present 
problems in the electronic signal conditioning systems used for low level, low frequency 
and dc measurements, such as those found in biomedical and geophysical applications. 


3.2.3 Sources of Noise in Signal Conditioning Systems 


Sources of noise in signal conditioning systems can be separated into two major 
categories—noise from passive resistors and noise from active circuit elements such as 
bipolar junction transistors, field effect transistors and vacuum tubes. In most cases, 
the Gaussian assumption for noise amplitude PDFs is valid and the noise generated can 
generally be assumed to be white over a major portion of spectrums. 


3.2.3.1 Noise from Resistors 


From statistical mechanics, it can be shown that any pure resistance at some tem- 
perature TK will have a zero mean noise voltage associated with it. This noise voltage 
appears in series with the (noiseless) resistor to form a Thevenin equivalent circuit. 
From dc to radio frequencies, where the resistor’s capacitance to ground and its lead 
inductance can no longer be neglected, the resistor’s noise is well-modeled by a Gaussian 
white noise source. Noise from resistors is called thermal or Johnson noise. Its one-sided 
PDS is given by: 


S.(f) =4kTR MS V/Hz, 0 < f < 00 (3.17) 


where k is Boltzmann’s constant (1.38 x 10-7’), T is in kelvin and R is in ohms. Ina given 
bandwidth, the mean squared noise from a resistor can be written as: 


fr 
v>(B) — | SiC f df = 4kTR(fo — fi) = 4KTRB MS V (3.18) 
fi 


where B is the equivalent noise bandwidth, (fo — f;) in Hz. 
A Norton equivalent of the Johnson noise source from a resistor can be formed by 
assuming a white noise current source with PDS: 


Sui(f) =4kTG MS A/Hz (3.19) 


in parallel with a noiseless conductance, G=1/R. 

The Johnson noise from several resistors connected in a network may be combined 
into a single noise voltage source in series with a single, noiseless, equivalent resistor. 
Figure 3.6 illustrates some of these reductions for two terminal circuits. 

It has been observed that when dc (or average) current is passed through a resistor, 
the basic Johnson noise PDS is modified by the addition of a 1/f spectrum. 


Si(f) =4kTR+ AP’ /f MSV/Hz (3.20) 


where I is the average or dc component of current through the resistor, and A is a 
constant that depends on the material from which the resistor is constructed (e.g. carbon 
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R,@T S,(f) = 4kT(R; Rp) 


MSV/Hz 


FY 
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S,(f) = 4kT,Ry[Ro/(Ry+Ro))° 
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FIGURE 3.6 
Means of representing the thermal or Johnson white noise from resistors using Thevenin and Norton equivalent 
circuits. Noises are always added as mean squared quantities. 


composition, resistance wire, metal film, etc.). An important parameter for resistors 
carrying average current is the crossover frequency, f,, where the 1/f PDS equals the PDS 
of the Johnson noise. This is: 


fo = AP’ /4kTR Hz (3:21) 


It is possible to show that the f. of a noisy resistor can be reduced by using a resistor of 
the same type, but having a higher wattage or power dissipation rating. As an example 
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FIGURE 3.7 

Equivalent circuit for a nine-fold increase in resistor 
wattage rating, the resistance value remaining the same. 
Note that an N-fold increase in wattage does not affect 
the thermal noise from the resistor, but does give 
an N-fold reduction in the 1/f noise spectrum from the 
resistor. 


of this principle, consider the circuit of Figure 3.7 in which a single resistor of RQ, 
carrying a dc current I is replaced by nine resistors of resistance R, connected in series- 
parallel to give a net resistance R which dissipates nine times the power of a single 
resistor R. The noise PDS in any one of the nine resistors is seen to be: 


S! (f) = 4kTR + A(I/3)°/f MS V/Hz (3.22) 


Each of the nine PDSs given by equation 3.22 above contributes to the net PDS seen 
at the terminals of the composite 9 W resistor. Each resistor’s equivalent noise voltage 
source ‘sees’ a voltage divider formed by the other eight resistors in the composite 
resistor. The attenuation of each of the nine voltage dividers is given by: 


3R/2 
ee 8 3.23 
3R/2+3R / ( ) 
The net voltage PDS at the composite resistor’s terminals may be found by superposition 
of PDSs as: 


9 
Swo(f) = )_ [KTR + A(I/3)°/f 1/3)" = 4kTR + AP /9f MS V/Hz (3.24) 
j=l 


Thus the composite, 9 W resistor enjoys a nine-fold reduction in the 1/f spectral power 
because the dc current density through each element is reduced by 1/3. However, the 
Johnson noise PDS remains the same. It is safe to generalize that the use of high wattage 
resistors of a given type and resistance will result in reduced 1/f noise generation when 
the resistor carries dc (average) current. 


3.2.3.2. The Two Source Noise Model for Active Devices 


Noise arising in JFETs, BJTs and other complex IC amplifiers is generally described by 
the two source input model. The total noise observed at the output of an amplifier, given 
that its input terminals are short circuited, is accounted for by defining an equivalent 
short circuited input noise voltage, é,,, which replaces all internal noise sources affect- 
ing the amplifier output under short circuited input conditions. The amplifier, shown in 
Figure 3.8, is now considered noiseless. The e,,, for many low noise, discrete transistors 
and IC amplifiers is specified by manufacturers. 
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FIGURE 3.8 
Equivalent two-source model for a noisy amplifier. 
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FIGURE 3.9 
Plots of typical input noise root power spectrums for a JFET input amplifier. 


The @;q is a root PDS (i.e. it is a function of frequency) and has the units of RMS W/J/Hz. 
Figure 3.9 illustrates a plot of a typical e,,(f) vs f for a low noise JFET. Also shown in 
Figure 3.9 is a plot of ij(f) vs f for the same device. 

In addition to the equivalent short circuited input noise voltage, the modelling 
of the net noise characteristics of amplifiers requires the inclusion of a current noise 
source, ij, as shown in Figure 3.8. The i,,(f) is the root PDS of the input equivalent 
noise current. Its units are RMS A//Hz. Note that both €na(f) and i,,(f) have flat, 
mid-frequency portions which invite approximation by white noise sources. At high 
frequencies, both the equivalent noise root PDSs slope upward. The é,,(f) for discrete 
JFETs, BJTs and IC amplifiers shows a 1/ Jf region at low frequencies. 


3.2.3.3 Noise in JFETs 


Certain select, discrete JFETs are used in the design of low noise headstages for signal 
conditioning in measurement systems. Some JFETs give exceptional low noise perform- 
ance in the audio and sub-audio frequency regions of the spectrum, while others excel 
in the video and radio frequency end of the spectrum, making them suitable for 
applications for RF oscillators, mixers and tuned amplifiers. 

van der Ziel (1974) has shown that the theoretical thermal noise generated in the 
conducting channel of a JFET can be approximated by an equivalent short circuited input 
noise with PDS given by: 


e2, = AKT /2m = AKT /2mo [-Pss MS V/Hz (3.25) 
DQ 
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where 80 is the FET’s small signal transconductance, measured when Vcs=0 and 
Ipn=Ipgss. Ipss =the de drain current measured for Vgs=0 and Vps > Vp, and Ipg=the 
quiescent dc drain current at the FET’s operating point where Vcs=Vcso. In reality, 
due to the presence of 1/f noise, the theoretical short circuited input voltage PDS 
expression can be modified to: 


e&(f) = (AKT /gm)(1 + fe/f") MS V/Hz (3.26) 


The exponent n has the range 1 << 1.5 and is determined on the basis of device 
and lot. This n is usually set equal to one for algebraic simplicity. The origins of the 1/f” 
effect in JFETs are poorly understood. Note that é,,, given by equation 3.26 is tempe- 
rature dependent. Heatsinking or actively cooling the JFET will reduce e,,,.. The parameter 
f-, used in equation 3.26 is the corner frequency of the 1/f noise spectum. Depending 
on the device, it can range from below 10Hz to above 1kHz. The f, is generally 
quite high in RF and frequency JFETs because in this type of transistor, é;,(f) dips to 
around 2 nV/W/Hz in the 10°-10’ Hz region, which is quite good. 

Reverse biased JFET gates have a dc leakage current, I¢,, which produces shot noise, 
which is superimposed on the leakage current. This noise component in Ic, is primarily 
due to the random occurrence of charge carriers that have enough energy to cross the 
reverse biased gate channel diode junction. The PDF of the gate current shot noise is 
Gaussian and its PDS is given by: 


2, = 2qlc, MS A/Hz (3.27) 


where q = 1.602 x 101°C (electron charge) and Ig, is the dc gate leakage current in 
amperes. Ic; is typically about 2 pA, hence iy, is about 1.8 RMS fA//Hz in the flat 
mid-range of ijq(f). The ina(f), like ena(f), shows a 1/f characteristic at low frequencies. 
The PDS, i2,(f), can be modeled by: 


traf) = 2qlci(1 + f/fic) MS A/Hz (3.28) 


where fj- is the current noise corner frequency. 

For some transistors, the measured eé,,(f) and i, (f) have been found to be greater 
than the predicted theoretical values, while in other cases, they have been found to be 
less. No doubt, the causes for these discrepancies lie in the oversimplifications used in 
their derivations. 


3.2.3.4 Noise in BJTs 


The values of @,q and i,q associated with bipolar junction transistor amplifiers depend 
strongly on the device operating (Q) point. This is because there are shot noise compo- 
nents superimposed on the quiescent base and collector currents. The small signal 
model of a grounded emitter BJT amplifier is shown in Figure 3.10A. In this circuit, we 
assume negligible noise from R;, the voltage controlled current source, 2,,Vpe, and the 
small signal base input resistance, r;. The shot noise sources are: 


2, = 2qIpq MS A/Hz (3.29) 


2, = 2gBIpg MS A/Hz (3.30) 
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(A) 


FIGURE 3.10 

A. A simple, noisy BJT, RC amplifier. B. Mid-frequency equivalent circuit of the BJT amplifier. It is assumed that 
Rg>1qz. 1 and R; are assumed to be noiseless, and Ri =1r,-+ Rg makes thermal noise. i, and i,,, are white shot 
noise current sources. 


In this example, it is algebraically simpler to not find the equivalent input e,, and ing. 
Rather, we work directly with the two white shot noise sources in the mid-frequency, 
hybrid pi, small signal model (Figure 3.10B). It can be shown [Northrop, 1990] that 
the total output noise voltage PDS is given by: 


AKTR‘(BRi)” + 2qIpQR2(BRi)” 


Sno = 4KTRL + 2q(I Ri) 
+ 29( BQ/B)B Ly + (Vr/Ing + tx) 


MS V/Hz (3.31) 


where it is clear that r; is approximated by Vr/Igg, Rs = 1x + Rs; and we neglected the 
Johnson noise from R; because it is numerically small compared to the other terms. 
It is easy to show that the MS output signal can be written as: 


v2, = U>(BR1) /(Vr/Ipq + 1x) MSV (3.32) 
Thus the MS SNR at the amplifier output can be written as: 


= v5 /B 
AKTR’, + 2qIgQRi? + 2q(IpQ/B\Vr/Ipq + Ri)? 


SNRo (3.33) 
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where B is the specified, equivalent (Hz) noise bandwidth for the system. The SNR,, 
given by equation 3.33, has a maximum for some non-negative Igguax. The Iggmax 
which will give this maximum can be found by differentiating the denominator of 
equation 3.33 and setting the derivative equal to zero. This gives: 


Tpgmax = Vr/(RpVB +1) A (3.34) 


What we should remember from the above exercise is that the best noise performance 
for BJT amplifiers is a function of quiescent biasing conditions (Q point). Often these 
conditions have to be found by trial and error when working at high frequencies. While 
individual BJT amplifiers may best be modelled for noise analysis with the two shot 
noise current sources, as we did above, it is customary when describing complex, BJT 
IC amplifier noise performance to use the more general and more easily applicable 
€ng ANd i,q two-source model. 


3.3 Propagation of Gaussian Noise through Linear Filters 


In a formal, rigorous treatment of noise in linear systems, it is possible to show that given 
a Gaussian input, the PDF of the output of a linear system is Gaussian. In addition, 
the PDS of the system’s output noise is given by: 


Sf) = Sx(f |H 2x)? (3.35) 
This is the scalar product of the positive real input PDS and the square of the magnitude 
of the system’s frequency response function. This relation can be extended to include 
two or more cascaded systems, as shown in Figure 3.11. 
Sy(f) = Sx(f IH (2jf )?|G(2xjf I? MS V/Hz (3.36) 
or 


Sy(f) = Sx(f IH (2xjf \G2xjf )? MS V/Hz (3.37) 


If white noise with a PDS, S;(f) = MS V/Hz, is the input to a linear system, then the 
output PDS is simply: 


Sy(f) = nlH(2zjf )? MS V/Hz (3.38) 


The total MS output noise of the system is: 


2, = | S,(f df =n | |H(2xjf )/’df MSV (3.39) 
0 0 
S((f) S,(f) 
FIGURE 3.11 >———>__ Hf) G( jf) 3 ——> 
Propagation of noise through two cascaded linear 


systems. 
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TABLE 3.1 


Noise gain squared bandwidth products for some common system frequency response functions 


Frequency Response Function, H(jw) Gain Squared Bandwidth (Hz) 
Ts K 5 
Vv Ky[1/4t] 
jot+1 
2. K > 
Famer eevee Ky /(Alt + %2})] 
(jor + )jor +1) 
‘ ky Kile /8E] 
(a_- w/w?) + jo(2E/on) 
~ Kyjo(2é/on) K2[on€] = Ky*[on/2Q] 
(1 = @ /ay) + jo(25/on) 
5, Kyjor [« a 
(jou + I(jor +1) Y 40(t1 + 1) 


for transfer functions with one more finite pole than zeros, the right hand integral 
of equation 3.39 may be shown to be the product of the square of the transfer function’s 
low frequency or mid-band gain and the filter’s equivalent Hz noise bandwidth. 
Therefore, the filter’s gain squared bandwidth product is: 


GAIN?BW = | |H(2xjf )\?df (3.40) 
0 


Gain squared bandwidth integrals have been evaluated using complex variable theory 
for a number of transfer functions [James, Nichols and Philips, 1947]. Table 3.1, gives 
the gain squared bandwidth integrals for five common transfer functions. Note that the 
equivalent noise bandwidths (in brackets in each case) are in Hz, not r/s. Also note 
the absence of 27 factors in these expressions. Gain squared bandwidth integrals are 
used to estimate the total MS output noise from amplifiers having (approximate) white 
noise input sources and are useful in calculating output SNRs. 


3.4 Broadband Noise Factor and Noise Figure of Amplifiers 


The noise factor of an amplifier is defined as the ratio of the mean squared signal-to-noise 
ratio at the input of the amplifier to the signal-to-noise ratio at the output of the amplifier. 
Since a real amplifier is noisy and adds noise to the signal as well as amplifying it, 
the SNR, is always less that the SNR; hence the noise factor (F) is always >1 for a noisy 
amplifier. 


_ SNR; 


F= 
SNRo 


(3.41) 
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FIGURE 3.12 
Minimum noisy amplifier model relevant to the calculation of amplifier noise figure. 


The noise figure is defined as 


NF = 10log,,(F) (3.42) 


when the SNRs are in terms of MS quantities. Figure 3.12 illustrates a minimum model 
for a noisy amplifier. Here, we assume that the spectrums of @,q and iq are white and 
that R;>>R,. The MS input signal is 5; = v2, the MS output signal is S, = K?, v2, where 
Ki, is the mid-band gain of the amplifier. The MS input noise is simply that which is 
associated with v, (here zero) plus the Johnson noise from the source resistance, R,, in a 
specified Hz noise bandwidth, B. Therefore it is written as: 


N; = 4kTR,B MS V (3.43) 


The MS noise at the amplifier’s output, N,, is composed of three components: one from 
the R, Johnson noise and two from the equivalent noise sources. N, can be written as: 


(oe) 


No = (4KTRs + €nq + ingR?) | |H(2xjf)|-df 


na~ *s 


} (3.44) 


= (4KTR,; + &, + 12,,R2)KjB MS V 
Using the definition for F, we find that the noise factor for the simple noisy amplifier 
model can be written as: 


2 ‘2 R2 
peaae: Stes (3.45) 
Ss 


Note that this expression for F contains no bandwidth terms since they cancel out. When 
the NF is given for an amplifier, R, must be specified, as well as the Hz bandwidth B 
over which the noise is measured. The temperature should also be specified, although 
common practice usually sets T at 300K. 

For practical amplifiers, NF and F are functions of frequency because @yq and ing 
are functions of frequency (Figure 3.9). For a given R,, F tends to rise at low frequencies 
due to the 1/f components in the equivalent input noise sources. F also increases again 
at high frequencies due to the high frequency increases in yj, and iy. Often, we are 
interested in the noise performance of an amplifier in either low or high frequencies, 
where NF and F are not minimum. To examine the detailed noise performance of an 
amplifier at low and high frequencies, we use the spot noise figure, discussed below. 
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3.5 Spot Noise Factor and Figure 


Spot noise measurements are made through a narrow bandpass filter in order to evaluate 
an amplifier’s noise performance in a certain frequency range, particularly where é,,q(f) 
and i,,(f) are not constant, such as in the 1/f range. Figure 3.13A illustrates a set of 
spot noise figure contours for a commercial, low noise pre-amplifier, having applications 
at audio frequencies. Figure 3.13B shows the spot NF contours when an ideal transformer 
with n= 100 is used to couple the Thevenin source to the amplifier. 

A system for determining the spot noise of an amplifier is shown in Figure 3.14. 
An adjustable white noise source is used at the input for the amplifier. Note that the 
output resistance of the white noise source plus some external resistance must add up 
to R,, the specified Thevenin equivalent input resistance. The system is used is described 
below. First, the bandpass filter (BPF) is set to the desired center frequency and the white 
noise generator output is set to ey =0. We assume that the total MS noise at the system 
output under these conditions can be written as: 


No( fc) = [4KTRs + €2.,(f-) + i2,(f-)R2]Ki,Br MS V (3.46) 


where éya(f.) = value of @_q at the center frequency, fc, 
Br= equivalent noise bandwidth of the BPF 
Ky=combined gain of the amplifier under measurement at f., the BPF at f. 
and the post amplifier. 
Ky can be written as: 


Ky = |H(2z7jf.)|KpKa (3.47) 


Second, the white noise source is made non-zero and adjusted so that the true RMS 
meter reads /2 higher than in the first case with ey=0. The MS output voltage can now 
be written as: 


Ni(fo) = 2No( fo) = 2IAKTRs + Ca fo) + inal fo)REKi- Br 


(3.48) 
= [ey + 4KTRs + Cra fo) + tral f)R21Ky Br 
Under this condition, it is evident that 
ey = AKTRs + ral fe) + ina feRS (3.49) 
Hence, 
[ena fo) + inal fYRS] = lex — 4KTRs] (3.50) 


If the left hand side of equation 3.50 is substituted into equation 3.45 for the Noise Factor, 
F, we find: 


Fepot = Cx /(4KTRe) (3.51) 


Note that this expression for the Spot Noise Factor does not contain specific terms for 
the measurement of center frequency, f,, or the bandpass filter’s Hz noise bandwidth, Bp. 
However, these parameters should be specified when giving F,,.¢ for an amplifier. The 
Feyot is actually calculated by setting f, and R,, then determining the ey value that doubles 
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FIGURE 3.13 

A. Spot noise figure contours for a typical amplifier with a direct input having a Thevenin source resistance Rg at 
temperature TK. B. Noise figure contours for the same amplifier using a 1:100 turns ratio input transformer. 
Note the shift of the minimum contour to a lower range of Rs. 
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FIGURE 3.14 
System for measuring the spot noise figure of an amplifier. 


the MS output noise. This value of e%, is then divided by the calculated white noise 
spectrum from the resistor, R,, to give a value for F,,.; at a given frequency and R,. 

It is also possible to measure F,,,.; using a sinusoidal source of frequency, f., instead of 
the calibrated white noise source, ey. Refer to the problems at the end of this chapter for 
a detailed treatment of this method. 


3.6 Transformer Optimization of Amplifier F,,,; and Output SNR 


Figure 3.13A illustrates the fact that for a given set of internal biasing conditions, the 
amplifier will have an optimum operating region where NF,,,.; is a minimum in R,, f. 
space. In some instances, the input sensor to which the amplifier is connected to has an 
R, that is far smaller than the R, that will give the lowest NF,,.; on the amplifier’s spot 
NF contours. Consequently, the system (i.e. sensor and amplifier) are not operating to 
give either the lowest NF or the highest output SNR. One way of improving the output 
SNR is to couple the input sensor to the amplifier through a low noise, low loss 
transformer, as shown in Figure 3.15. Such coupling, of course, presumes that the signal 
coming from the transducer is ac and not dc, for obvious reasons. A practical transformer 
is a bandpass device, but it loses efficiency at low and high frequencies, limiting the 
range of frequencies over which output SNR can be maximized. The output MS SNR can 
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FIGURE 3.15 
Use of an ideal input transformer to improve an the output SNR of an amplifier when Rg is small but finite. 
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be calculated for the circuit of Figure 3.15 as follows. The MS input signal is simply v2, 
In the case of a sinusoidal input, it is well known that v2 = v2/2 MSV. The MS signal at 
the output is: 


So = ven’ Ki, (3.52) 


where n is the transformer’s secondary-to-primary turns ratio and Ky is the amplifier mid- 
band gain. The transformer is assumed to be ideal (and noiseless). In practice, 
transformer windings have finite resistance, hence they make Johnson noise and their 
magnetic cores contribute Barkhausen noise to their noisiness. The ideal transformer, 
besides having infinite frequency response, is lossless. From this latter assumption, it 
is easy to show that the amplifier ‘sees’ a transformed Thevenin equivalent circuit of 
the input transducer having an open circuit voltage of nv,(t), and a Thevenin resistance 
of n?R,. Thus the MS output noise can be written as: 


No = [n°4kTR, + &, + i2,(1°Rs)"]K7B MSV (3.53) 
And the output SNR is: 


SNR, = o3/B (3.54) 
AKTR, + e2,,/n? + i2 n?R2 


The SNR, clearly has a maximum with respect to n. If the denominator of equation 3.54 
is differentiated with respect to n’ and set equal to zero, then an optimum turns ratio, 1, 
exists and is given by: 


Ng = V ena/ (nas) (3.55) 


If the noiseless (ideal) transformer is given the turns ratio 1), then it is easy to show that 
the maximum output SNR is given by: 
23/B 
AKTR, + 2€naingRs 


SNRomax = (3.56) 


The general effect of transformer SNR maximization on the system’s noise figure 
contours is to shift the locus of minimum NF,,.; to a lower range of R,, although there 
is no obvious shift along the f, axis. Also, the minimum NF,,.; is higher with the 
transformer. This is because a practical transformer is noisy, as discussed above 
(Figure 3.13B). 

As a rule of thumb, use of a transformer to improve output SNR and reduce NF spor 
is justified if (e, + eRe) > 20 and @na, ina, Rs are in the range of frequencies of interest. 


3.7 Cascaded Noisy Amplifiers 


In this section, we examine a rule for the design of low noise signal conditioning 
systems. Figure 3.16 illustrates three cascaded noisy amplifiers. The i, terms are 


assumed to be negligible because i7,R? « e?, in each amplifier. We may write the MS 
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FIGURE 3.16 
Three cascaded stages of noisy voltage amplifiers. 


output signal as: 
So = Kia KiayKia) MSV (3.57) 
The MS output noise can be written as: 
No = (4KTRS + Cha) Kia Kia KiayB + SaoK pa KiiayB + CaaKiiayB (3.58) 
The three-amplifier system’s MS output SNR is thus: 


2 
vB 


SNR, = 
© AKTRg + 2 + Cag Key + CagKF Key 


(3.59) 


nal na2 na3 


Note that as long as Ky) > 5, the output SNR is set essentially by the noise characteristics 
of the input amplifier (headstage, i.e. the two right hand terms in the denominator of the 
SNR, expression are not numerically significant). 

The point to remember from this section is that when it is necessary to design a low 
noise, signal conditioning system, the lowest noise amplifier in the headstage position 
should be used, after giving it a gain of at least five. 


3.8 Calculation of the Noise Limited Resolution of Certain 
Signal Conditioning Systems 


In designing instrumentation systems, it is often necessary to be able to predict the 
noise limited threshold resolvable measurand, or alternately, what input measurand level 
will produce a given system output SNR. In this section as well as in the problems at 
the end of this chapter, we present some examples of situations in which a noise limited, 
minimum input signal level is found. 


3.8.1 Calculation of the Minimum Resolvable ac Input Voltage to a Noisy, 
Inverting Op-amp Amplifier 


Figure 3.17 illustrates a simple inverting op-amp circuit. The noisy op-amp is modelled 
as a frequency compensated op-amp with a white, equivalent, short circuit input noise, 
ena The ing is not included in the model because inaRp & €nq. We assume the input signal 
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fier. 


to be a sinusoidal voltage with peak value V, and frequency f;. The MS output signal 
voltage is: 


S) = (V2/2)(Rr/Ri)* MSV (3.60) 

The total mean squared output noise is: 
No = 4kTRi(Re/R1)°B + 4kTReB + e2,(1 + Re/Ri)°B MSV (3.61) 
The equivalent Hz noise bandwidth, B, may be calculated as follows. A frequency com- 
pensated op-amp operated as a simple inverting amplifier has been shown [Northrop, 


1990] to have a frequency response given by: 


V, . —AnpRe/[Rr + Ri(1 + Avo 
aka F/[Re + Ry( | 


V, jolta(Rr + Ri)|/[Re + Ri. + Avo)| +1 


(3.62) 


In this expression, Az, is the open-loop op-amp’s dc gain and T, is its open-loop time con- 
stant. t, may be expressed in terms of the op-amp’s small signal, unity gain frequency, fr: 


Tq = Avo/(2nfr) s (3.63) 


Hence the closed-loop, inverting amplifier has a time constant which can be 
approximately expressed by: 


_ + Re/Ri) é 


Trak (3.64) 


TCL 


Thus the equivalent Hz noise bandwidth for the amplifier of Figure 3.17 may be found 
using Table 3.1, which gives: 


mfr 
B=1/(4 — 3.65 
(rc) = SF Re/RD) aed 
Thus the output MS SNR can be written as: 
V2/2)(Re/Ri)*[20. + Re/R 
SNR, (V3/2)(Re/R1) [20 + Re/R1)] (3.66) 


~ [4kTRy(Re/Ri)” + 4kTRe + e (1+ Re/Ri)"|afr 
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In this SNR calculation, we assume that the frequency of the input signal, f;, is much less 
than the break frequency of the closed-loop amplifier, 1/(27tc;,) Hz, so that there is no 
attenuation of the output signal due to the low-pass filter characteristic of the amplifier. 

Using equation 3.66 above, we now calculate the peak value of Vg; that will yield a MS 
SNR of unity, given the following typical system parameters—R; = 10°, R, =10°, fr= 
12 MHz, 4kT=1.66 x 10-*° and eng = 10nV RMS/V/Hz. Calculations yield V,=6.65 pV, 
peak. This input value is relatively high because of the broadband nature of the 
amplifier’s output noise (B=5.94 x 104 Hz). 


3.8.2 Calculation of the Minimum Resolvable dc Current in White and 1/f Noise 


In this example, a very small DC current is to be measured using an electrometer op-amp 
transresistor circuit, shown in Figure 3.18. The dc current source is represented by 
a Norton equivalent circuit, having current source, I;, and conductance, G,. The thermal 
noise from G,, Rz, and i, are assumed to have white spectrums. The é,,, however, is 
assumed to have a 1/f component: 


en (f) = Eno + (b/f) MS V/Hz (3.67) 
The PDS of the amplifier’s output noise can be written as: 
Sno( f ) = (Chao + b/f (1 + ReGs)> + [1kT (Gp + Gs) + i, IRF (3.68) 


This noise is, of course, broadband and is conditioned by a noiseless, unity gain, 
quadratic low-pass filter with transfer function: 


1 
s/w] + [s(26)/on] + 1 


F(s) = (3.69) 


Reference to item 3 in Table 3.1 shows that the quadratic low-pass filter has an equiva- 
lent noise bandwidth of B = w,/(8¢) Hz. The total MS output noise voltage can thus 
be found by integrating the white noise terms of S,,.(f) from 0 to w,/(8¢). Integration of 
the b/f term between the same limits leads to the perplexing result of infinity. To avoid 
this problem, we must impose a practical low frequency limit for the b/f integral. One 
arbitrary but effective solution to this problem is to take the low frequency limit to be the 
reciprocal of the time it takes to confidently read the output voltage from the low-pass 
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FIGURE 3.18 
A noisy operational transresistor circuit followed by a noiseless LPF used to condition small currents. 
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filter with an analog or digital voltmeter. Let us assume that this takes 4s, so the low 
frequency limit is 0.25 Hz. Therefore: 


No = (C491 + RrGs)* + [4kT(Ge + Gs) + 2 JRF} on /(82)] 


3.70 
< bin( =") (1+ RG.)* MSV ore 


The MS dc output signal is Spa IRe MSV. 

Now let us find the J; in order to give an output MS SNR of 4. We assume the following 
parameters for an AD549 electrometer op-amp—4kT = 1.66 x 10~”° at 300K, an /(8¢) = 
2Hz, Re=10'°2, G,=10~7S, enao = 35nV RMS/VHz, ing = 0.2 fA RMS/V/Hz, b=1.36 x 
10-1” MSV. Evaluating the noise terms in equation 3.70, we find that the dominant 
term comes from the Johnson noise in Rr and R,, which is 3.3233 x 10°’ MSV. The MS 
output noise from the b/f term in e is 2.8336 x 107 |! MS V, and the total MS output noise 
from e?,) and i, is 8.2455 x 10-'? MSV. When we set the MS output SNR equal to four, 
we find that the minimum [,=0.1153 pA dc and the dc voltage at the system output 
is 1.153 mV. 


3.8.3 Calculation of the Minimum Resolvable ac Input Signal to Obtain a 
Specified Output SNR in a Transformer Coupled, Tuned Amplifier 


Figure 3.19 illustrates a signal conditioning system used to amplify the 10 kHz, sinusoidal 
voltage output of a low impedance sensor. A transformer (assumed here to be ideal 
and noiseless) is used to maximize the output SNR. A noiseless, quadratic bandpass 
filter, tuned to 10kHz, follows the low noise op-amp input stage. The peak gain of 
the tuned filter is unity. Looking toward the source through the ideal transformer, the 
op-amp summing junction sees a Thevenin equivalent circuit, consisting of an open 
circuit voltage, V,-(f)=nV,(t) and an equivalent resistance of Rry= n°?R,. The MS output 
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FIGURE 3.19 
Use of a transformer to improve the output SNR when conditioning a low level sinusoidal voltage from a low 
resistance source. 
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voltage is thus: 
So = (V;/2)[Rz/(nR.)"] MSV (3.71) 


All sources of noise in the circuit are assumed to be white. The noise bandwidth is 
determined by the BPF and is found from Table 3.1 to be B = af = w,/2Q Hz. The total 
MS output noise can thus be written as: 


No = [4KTR;R2/(nRs)° + e3,(1 + Rr /(n?R,)) +i2,R3 + 4kTRe|(@,/2Q) MSV (3.72) 
Therefore, the MS output SNR is: 


- (V?/2)/B 
~ AKTR, + e2,((nRs/Rp) + 1/n)*+ i2,R2n2 + 4kTGpR2n? 


na” *~s 


SNR, 


(3.73) 


The denominator of equation 3.73 has a minimum for some non-negative 1, hence the 
SNR has a maximum for that 1). To find n,, we differentiate the denominator with respect 
to n*, set the derivative equal to zero and then solve for n,. This yields: 


Ven (3.74) 


oe. 5 > \1/4 
JR; (e2,/Rz + 4kTGr + 72.) 


We now examine a numerical solution for n, and V; to give a SNR, equal to unity. 
The following parameters are used—ey,q = 3nV RMS//Hz, ing = O.ApPA RMS//Hz, 
Rp=10'Q, R,=10Q, the BPF Q=100 and 4kT=1.66x 107°. The n, is found to be 
14.73. When n, is substituted for n in equation 3.73 and a numerical solution obtained, the 
V, needed to get unity SNR is 13 peak nV. If the transformer is not used (n=1), then 
the V, needed to give SNR=1 is 76.0 peak nV. 


3.8.4 Calculation of the Smallest AR/R in a Wheatstone Bridge to Give a Specified 
SNR, 


In this example, we calculate the smallest AR required to produce MS output SNR of 
10 in the ac-powered, Wheatstone bridge circuit, shown in Figure 3.20. Two arms of 
the bridge are variable, one having increasing resistance while the other’s resistance 
decreases a corresponding amount. Such a configuration is found in certain unbonded 
strain gauges used to measure forces. The output of the bridge is amplified by a PMI 
AMP-01 low noise, differential instrumentation amplifier, which is followed by a noise- 
less, quadratic bandpass filter. The purpose of the bandpass filter is to pass the amplified 
ac output of the bridge while restricting the bandwidth of the noise, thus achieving 
an output SNR which is higher than that at the output of the differential amplifier. 

The signal output of the system is a sine wave whose amplitude and phase is 
determined by V, and AR/R, which may be found as follows. Let the bridge excitation 
be V,(t) = V, sin(27400t). The voltage at the left hand corner of the bridge, V}, is easily 
seen to be V,(#)/2. The voltage at the right hand corner of the bridge, Vi, can be written as: 


v(t) = [o,(t)/2] + AR/R) (3.75) 
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FIGURE 3.20 
Use of a quadratic BPF to improve the output SNR and resolution of a Wheatstone bridge with ac 
excitation. 


Hence the output of the differential amplifier is: 
v1 (t) = Kq(AR/2R)V; sin(274008) (3.76) 


The center frequency of the bandpass filter is 400 Hz, so V,(t) = V,'(t). Thus the MS signal 
output is: 


So = (V2/2)(K3/4)(AR/R)? MSV (3.77) 


The MS noise at the system output is assumed to be due to the white thermal noise in 
the bridge resistors and the equivalent input short circuit voltage noise, é@,,, which is 
assumed to be white. The total MS output noise is found by adding up the MS noise 
contributions from all the noise sources. The equivalent Hz noise bandwidth is set by 
the bandpass filter, which from Table 3.1, is (2zf,/2Q) Hz. Thus the MS output noise 
voltage can be written as: 


No = (4KTR/2 + 4kTR/2 + &2,)K3(27fn/2Q) MSV (3.78) 
The MS SNR at the output of the system is thus: 


(V2 /2)(K5/4)(AR/R)” 
ONS = GRTR + &,)K3(2f,/2Q) 7) 


We now calculate the AR/R required to give a MS output SNR of 10. Let f,, = 400 Hz, 
Q=5, R=10002, K= 1000, 4kT = 1.66 x 10°”, éng = 5nV RMS/V/Hz, V,=4 V peak. Using 
equation 3.79 above, we find that AR/R=7.23 x 10-8 or AR=7.23 x 10-°Q. Using 
equation 3.76, we calculate that this AR will produce a 400 Hz sinusoidal output with 
peak value V,’ = 1.446 x 10°*V. 

As can be seen, ac operation of a Wheatstone bridge with a tuned output filter can 
result in considerable sensitivity. Normally, the slow changes in AR(f) would be extracted 
with a phase sensitive rectifier following the BPF. 
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3.8.5 Determination of the Conditions for Maximum Output SNR Given a Simple 
Inverting Op-Amp Amplifier with Known e,, and i,q 


Figure 3.21 shows a simple op-amp inverter circuit having a signal source that lies well 
within the Hz noise bandwidth, B, for the circuit. Both R; and Rr are assumed to make 
white thermal noise. The MS signal at the output can be written as: 


So = v2(Re/Ri)? MSV (3.80) 
The total MS noise at the output is: 
No = [4KTRi(Re/Ri)° + (2, + 4kTGp)R2 + Cna2(1 + Re/R1)?|B MSV (3.81) 
After some algebra, we can write the MS output SNR as: 


a v2/B 
~ AKTRi(1 + Ri/Re) + €2,(1 + Ry/Re)* + 


na 


SNR, (3.82) 


iraRi 

Clearly, from equation 3.82, we see that the SNR is larger for high ratios of Rr/R, (ie. 
for high signal gains). Also, the SNR, is larger for small R;. Small R, of course, means 
that V, sees a low effective input resistance (i.e. R,). A practical limit on the gain is set by 
the necessary closed-loop bandwidth, which will be approximately fr(Ri/Rr) Hz. Good 
low noise design often involves compromise of other design parameters. 


3.9 Modern, Low Noise Amplifiers for Use in Instrumentation 
Signal Conditioning Systems 


In the past ten years, as the result of advances which have been made in transistor 
fabrication technology and in electronic circuit design, there has been a rise in the number 
of available, low noise, IC amplifiers suitable for use in signal conditioning in 
measurement systems. Low noise, as used in this section, shall mean amplifiers with 
€naS less than 10 nV RMS /\/Hz. It is always risky to attempt to list and categorize low 
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noise amplifiers in a text for the following reasons: 


1. The danger of omitting one or more of the more obscure models 


2. By the time the list is read, new, better low noise amplifiers will have been put 
on the market. 


Despite facing these risks, we list below certain low noise operational amplifiers and 
instrumentation amplifiers which may have application in the design of low noise signal 
conditioning systems. 

In specifying the noise performance of IC amplifiers, manufacturers typically give the 
following information: 


1. €,q measured in the flat portion of its spectrum 


2. The peak-to-peak or RMS output noise measured under short circuited input 
conditions over a specified, low frequency portion (1/f region) of the e> f) 
spectrum 


3. The value of i,,, measured in its flat region. For some amplifiers, the manufacturers 
also give a plot of the spot noise figure contours vs R, and f 


TABLE 3.2 


Partial listing of commercially available, low noise op-amps and instrumentation amplifiers having 
low noise characteristics 


Amp. Model Type Cna hie Low Freq V,, Rin fr Avo 
PMI OP-27 OP/BJT 3 0.4pA 0.08uVppk 6M 5 10° 
PMI OP-61A OP/BJT 3.4 0.8pA - - 200 4x 10° 
HA 5147A OP/BJT 3 0.4pA 0.08Vppk 6M 140 10° 
BB OPAII1BM  OP/FET 6 0.4fA 1.6 tVppk 10'° (DM) 2 125 dB 
10'* (CM) 

LT1028 OP/BJT 0.85 1pA 35nVppk 20M (DM) 75 7 x 10° 
300M (CM) 

AM-427 OP/BJT 3 0.4pA 0.18nVppk —-1.5M (DM) 5 120 dB 

MAX410/12/14. OP/BJT 2.4 1.2pA - 20k (DM), 28 122 dB 
40 k (CM) 

LT1115 OP/BJT 0.9 1.2pA - 5k (DM), 70 15 x 10° 
250 M (CM) 

AD8022 OP/BJT 2.5 1.2pA - 20k (DM) 130 72 dB 

MAX4106 OP/BJT 0.75 2.5pA - 1M (CM) 350 100 dB 

PMI AMP-011 IA/BJT 5 0.15pA  0.12"Vppk — 10G (DM), 26 1-10° 
20G (CM) 

PMI AMP-021 IA/FET 9 0.4fA 0.4 pVppk 10G (DM), 5 1-10° 
16.5G (CM) 

AD6251 IA/BJ 4 0.3pA 0.2 nV 1G (DM&CM) 25 1-10° 

BB INA1102 IA/FET 10 1.8 fA 1pVppk 2 x 107 (DM) 12 1-500 
5 x 10! (CM) 

PMI AMP-052 IA/FET 16 10fA 4uVpp 10'? (DM&CM) 3 1-10° 

ZN459CP IA/BJT 0.8 1pA - 7k (Single-ended) — 15(—3) 60 dB 

ZN424 IA/BJT 5.5 0.3pA - 200k 4 2x 104 


TYPE refers to whether the amplifier is an op-amp (OP) or an instrumentation amplifier (IA), and whether it has 
a BJT or FET headstage. e,,, is given in nV RMS A/Hz measured at 1 kHz, ing is given either in pA or fA RMS/ JHz 
measured at 1 kHz. Low Freq V,, is the equivalent, peak-to-peak, short circuit input noise measured over a 
standard 0.1 Hz-10 Hz bandwidth. R,,, is the input resistance, fr is the unity gain bandwidth in MHz, unless 
followed by (—3), in which case, it is the high frequency —3 dB frequency. Avo for op-amps is their open-loop, 
dc gain; the useful gain range is given for IAs. 
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The noise performance of an IC amplifier is largely set by the designer’s choice of 
headstage transistors. Consequently, low noise amplifiers may be broadly characterized 
by whether they use low noise BJTs or FETs in their input circuits. Those using FETs 
generally have high input resistances (over 10'7Q) and low igs (<1f£4 RMS//Hz). 
Amplifiers with BJT headstages typically have lower input resistances and higher i,,s, 
but in some cases, exhibit e,,s an order of magnitude lower than the e,,s from JFET 
amplifiers. Table 3.2 is a partial listing of the more widely used, low noise, IC amplifiers. 
It is subdivided into instrumentation amps and op-amps. 


3.10 Coherent Interference and its Minimization 


In this section, we consider another common form of unwanted input which degrades 
the resolution and accuracy of measurement systems is considered (ie. periodic or 
coherent interference). Coherent interference, unlike random noise, has narrow band 
power density spectrums, often with harmonic peaks at integral multiples of the 
fundamental frequency. A serious problem is created when the coherent interference 
spectrum has power in the signal frequency band. In the following sections, we will 
discuss the common sources of coherent interference and various means of minimizing 
its input to a measurement system. The techniques of minimizing coherent interference 
often appear arcane to the inexperienced, but ultimately, all such techniques follow the 
laws of physics and circuit theory. 


3.10.1. Sources of Coherent Interference 


Broadly speaking, there are four major sources of coherent interference: 


1. Power line frequency interference, often coupled with the measurement system 
by an electric field and/or a magnetic field. Obvious sources of power line 
interference are unshielded power transformers, poorly filtered ac-to-de power 
supplies and electromagnetic field pick-up from unshielded, high voltage 60 Hz 
power lines. 


2. Radio frequency electromagnetic interference (RFI) coupled with the measure- 
ment system from local radio transmitters, poorly shielded computers and 
other digital instruments having MHz clock frequencies. RFI may be picked up 
through the ac power line, by magnetic induction in internal wiring loops, or 
by magnetic induction in the cables connecting sensors to signal conditioning 
systems. 


3. Of a more transient nature, the periodic noise may be coupled with a measure- 
ment system from sparking motor brushes, gasoline engine ignition systems, 
or high frequency power line transients caused by SCR and triac switching in 
motor speed controls and ovens. Although hardly periodic, the broadband 
electromagnetic pulses produced by lightning in thunderstorms are often picked 
up by EMI-sensitive electronic signal conditioning systems. 


4. In a complex electronic measurement system, coherent interference often may 
arise from within the system. Such interference may be the result of poor ground- 
ing and/or shielding practices, allowing the digital portion of the system to ‘talk’ 
to the low level analog front end of the system. Internal coherent interference 
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may also arise through poor decoupling of a common power source which 
supplies a low level analog front end and a high frequency digital circuit. 


3.10.1.1 Direct Electrostatic Coupling of Coherent Interference 


To illustrate this phenomenon, we assume that two conductors lie in close proximity. 
One conductor is at a sinusoidal potential, v,(t) = V; sin(wt). There is a capacitance Cj) 
between the two conductors and conductor 2, which picks up the interference from 
conductor 1, has a resistance R» in parallel with a capacitance C2 to ground, as shown in 
Figure 3.22A. The discrete component circuit describing this simple capacitive coupling 
situation can be redrawn as a simple voltage divider, shown in Figure 3.22B. We may 
write a transfer function for the coherent interference induced on conductor 2: 


V2, joCi2R2 


v0 ~ Jo(Ci2 + Co)Ro +1 ey) 


FIGURE 3.22 
A. A circuit describing the electrostatic coupling between two adjacent conductors. A sinusoidal voltage source 
is assumed. B. Lumped parameter equivalent circuit of Figure 3.22A. 
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By inspection, we see that this is a simple, high-pass transfer function. Cy. is typically 
of the order of single pF, C. may be in the tens of pF and R2 may vary widely, depending 
on the application. For a specific example, let Cy2=2.5 pF, C)=27.5 pF and R2=50Q. 
The break frequency is found to be 6.67 x 10° r/s. Hence at frequencies below the break 
frequency, 


Vo = joCi2Ro V1 (3.84) 


From the equations above, we gather the lesson that in order to minimize V2, the V1, Ci2 
and Ry should be made small. Ci2 is minimized by arranging the wiring geometry so 
that high level or output signal wires, or printed circuit lines, are situated at suffi- 
cient distance from sensitive, high impedance, low level circuit wiring. Insulated wire 
crossings, if necessary, should be at right angles. Also, sensitive wires should be 
shielded, if possible. Resistance R2 to ground should be as low as possible. Often the 
sensor output resistance is several kQ, so the best protection for the headstage is to shield 
it as well as the wire connecting it to the sensor. As can be seen below, what would appear 
to be a simple solution to the capacitive pick-up of coherent interference by coaxial 
shielding is not that simple—details of shield grounding determine the effectiveness of 
the shield. 


3.10.1.2 Direct Magnetic Induction of Coherent Interference 


Figure 3.23A illustrates the basic mechanism whereby a time-varying magnetic field, 
caused by current in conductor 1, induces an EMF in a second conductor. To model this 
phenomenon with a lumped parameter circuit, we assume that a mutual inductance, M, 
exists between the two conductors and that the conductors can be modelled by a 
transformer, as shown in Figure 3.23B. The EMF induced in wire 2 is: 


V2 = joMh; (3.85) 


FIGURE 3.23 
A. A circuit describing magnetic induction of coherent interference. The shield of the coaxial cable is not 
grounded. B. Lumped parameter equivalent circuit of Figure 3.23A. 
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FIGURE 3.24 

Circuit illustrating the induction of a coherent interference 
current, I>, in a conductive loop enclosing a current carrying 
conductor. 


Thus, the current induced in loop 2 is given by Ohm’s law to be: 


j@M/(Ro + R5) 
[1 + joL2/(Ro + R4)] 


2 (ja) = (3.86) 
1 


and the voltage observed across Rz is IpRo. Lo is the very small self-inductance of wire 2. 
The break frequency of the pole in equation 3.86 is generally quite large, so for most cases, 


Ih = Ih[joM/(R2 + R3)) (3.87) 


In some cases of induced magnetic interference, a time-varying B field exists in space 
in the vicinity of a loop of area A, as shown in Figure 3.24. The B field can arise from an 
unshielded power transformer, or at high frequencies, or can be the result of a strong, 
radio frequency electromagnetic field. By Faraday’s Law, the EMF induced in the loop 
can be written as the integral of the dot product: 


d 
E=-5 if Bas (3.88) 


For the case of a B field which varies sinusoidally in time and which intersects the plane 
of the loop at an angle 0, we may write: 


E = jwBA cos 0 (3.89) 


and the interference current induced in the loop is: 


__ j@BAcosé 


2= (Ro +R) (3.90) 


Here, we have neglected the inductance in the loop. Clearly, steps taken to reduce B and 
A will reduce the pick-up of magnetic coherent interference. 


3.10.1.3 Ground Loops 


Whenever a ground conduction path is forced to carry a power supply return current 
which has a significant high frequency component added to the dc, and this ground path 
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CIRCUIT CIRCUIT CIRCUIT 


ae A 
Iyt+lgtlo Ipt+ Io Io 


FIGURE 3.25 
Circuit illustrating how ground current of one circuit can affect the ground potential of other circuits sharing the 
ground line. This condition is called a ground loop. 


is also used in common for a low level signal ground, it is possible for the ac power 
component of ground current to develop a small voltage across the small but finite 
impedance of the ground path. This situation is illustrated in Figure 3.25. There are, of 
course, causes other than power supply currents which cannot make the ground 
potentials of two subsystems isopotential. The fact that two ground points are not at 
exactly zero potential means that an unwanted ground loop current can flow in a coaxial 
cable shield which is grounded at each end to a different chassis or enclosure. The ground 
loop current in the shield can induce coherent interference on the center conductor. 
Figure 3.26 illustrates how a difference in ground potential can add a coherent noise 


(A) 
(B) 
Rs Aer 
Asw + 

FIGURE 3.26 Roo Ri Viv 
A. Circuit showing how a ground loop + a 
voltage can affect the input to an Vor (VW) 
amplifier. B. Equivalent circuit illustrat- 
ing the two voltage dividers acting on Gi 


the ground loop voltage. 
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voltage directly to the desired signal. Here, it is assumed that Rin > Rs >> Rei, Rez, Rs. 
The coherent interference voltage from Vcz(oc appears at the input of the amplifier as Viv 
and may be shown to be equal to: 


V Reo Rin 
SHO Reo ik Rage 


Ves (3.91) 


The numerical value of the product of the two voltage divider terms depends mostly 
on the values of Rc: and Rg, and is typically about 1/5. Thus, we see that an unwan- 
ted voltage, 0.2Vcroc, appears in series with the desired signal, Vs, at the input 
of the amplifier as a result of a ground loop and grounding the shield of the coaxial cable 
at both ends. 


3.10.2 Cures for Coherent Interference 


As described above, there are many sources of coherent interference and the means to 
reduce a given type of interference depends on the physical mechanism(s) by which it 
is coupled with the measurement system. Comprehensive treatments of the causes of, 
and means for reducing, coherent interference may be found in texts by Ott (1976) and 
Barnes (1987). 


3.10.2.1. Power Line Low Pass Filters 


In many cases, the cure for coherent interference lies in preventing it from escaping from 
a coherent noise source, such as a computer or digital system, an electronic system with 
a switching power supply, or a radio transmitter. Obviously, in the latter case, there 
must be electromagnetic energy radiated from an antenna. However, great care must 
be taken in all the systems mentioned above to keep the coherent interference from 
entering the power mains, where it can affect other line powered instruments. Power line 
filters are generally multistage, LC low-pass filters which attenuate frequencies in the 
range of about 10kHz40 MHz. Maximum attenuation at about 30 MHz ranges from 
—40 to —65dB, depending on the number of LC stages in the filter. A schematic of a 
typical line filter is shown in Figure 3.27. Power line filters are effective in keeping high 
frequency coherent noise from entering a system on the power line, as well as keeping the 
internally generated noise from escaping from the system. 


WHT 


LINE 


BLK 
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FIGURE 3.27 

Schematic of a typical power line low-pass filter, designed to keep high frequency coherent interference on the 
power line out of a system and to prevent high frequency interference arising within the system from escaping 
on to the power line. 
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High frequency interference on power lines can be described in two forms—common- 
mode (CM) and difference-mode (DM) interference. In CM interference, the unwanted 
voltage has the same value on both the black and white wires with respect to ground 
(green wire). 

The CM interference voltage can be written as: 


Vicm) = (Vig + Viw)/2 (3.92) 
The DM interference voltage is given by: 
Vim) = (Vig — Viw)/2 (3.93) 


High frequency power line filters are designed to attenuate both Vicyy) and Vip»). 
Power line filters must be used in conjunction with a robust, grounded metal instrument 
case—the metal case of the power line filter must have a solid, multipoint electrical 
connection with the grounded instrument case for best results. 

One design trade-off in the application of power line low-pass filters is that the 
capacitors used to attenuate CM noise inject a current into the green wire power line 
ground. Generally, this current must be kept <3.5mA in non-medical applications. 
Hence, the size of the line-to-ground capacitors and thus, the amount of CM interfer- 
ence attenuation, is limited by this ground current limit. 


3.10.2.2 Transient Voltage Suppressors 


Transient voltage suppressors are used to prevent the high voltage, spike-like 
transients occurring on the power mains input to an instrument system from causing 
physical damage to system power supply components and system circuits, or 
causing damage and anomalous results in associated computer equipment. There are 
many sources of power line spikes. Some spikes are periodic, occurring once or more 
every power frequency cycle. These spikes are generally of a biphasic nature and 
their voltages may be as much as 30-50 V above the instantaneous line voltage. They 
are typically several pts in duration and arise from SCR or triac switching of 
inductive loads attached to the power line, such as in motor speed controls. Such 
‘SCR spikes’ normally do not pose safety problems, but do constitute a major source 
of coherent interference, if allowed to get into the signal ground path or the power 
supply outputs. SCR spikes are of course, attenuated by line filters, but in some 
cases, may be large enough after filtering to pose a problem. Other power line spikes 
occur randomly as the result of lightning strikes on power lines, or from infrequent 
switching of inductive loads attached to the power line. Figure 3.28 illustrates the 
statistical occurrence of singular spikes on 120V, 60Hz power line in the US [Hey 
and Kram, 1978]. The large, singular, transient spikes are best reduced by the use of 
nonlinear circuit elements such as varistors or zener diodes. Varistors have steady 
state current-voltage curves, given by the relations: 


I=GorrV 0<V<V; (3.94a) 
I= kV* V>V; (3.94b) 
I=GonV [>In (3.94c) 
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FIGURE 3.28 
Statistical frequency of occurrence of spike transients on the 120V, 60Hz mains vs the spike peak voltage. 
(Source: Adapted from Figure 1.7, GE Transient Voltage Suppressor Manual, 2nd ed., 1978.) 


A typical varistor volt-ampere curve is shown in Figure 3.29A. An equivalent, lumped 
parameter circuit for a GE MOV is shown in Figure 3.29B. Note that in a linear (Ohm’s 
Law) resistor, a = 1. Depending on the application and construction of the varistors, a 
can range 2-30. For efficient transient suppression, preferably, a should be as large 
as possible. Metal oxide varistors were originally developed by Matsushita Electric Co., 
and are sintered, polycrystalline semiconductor devices. GE manufactures a family of 
zinc oxide, metal oxide varistors (MOV™) under license from Matsushita. The a of 
GE MOVs are in the range 15-30, measured over several decades of surge current. 
GE MOVs are designed to operate at ac voltages of 10-1000 V, and can handle current 
surges of up to 25kA, with energy capability of over 600J in the larger units. Of primary 
consideration in the design of MOV transient suppression systems, is the ability of the 
MOV device to conduct the transient current that the source can supply under conditions 
of overvoltage. MOVs are best used in applications where the current rise times (from 
the power line) are longer than 0.5 1s. 

General Semiconductor Industries, Inc. manufactures the TransZorb™ transient 
voltage suppressor. This silicon, pn junction device acts similar to the MOV with the 
exception that its a is higher (35) and its response time is faster than MOV devices—the 
manufacturer claims 60 ps, vs one to 50ns for varistors. The TransZorb has a relatively 
flat volt-ampere curve as compared to varistors (Figure 3.30). TransZorb AC operates in 
a voltage range of 5-340 peak volts; 5 volt devices clamp at 9.6 V, 340 volt devices clamp 
at 548 V. 

Figure 3.31 shows a schematic for an extremely simple 6-outlet, power bar or line 
monitor power conditioner, typically used with personal computers and related equip- 
ment to protect them from line spike transients. One MOV-type varistor is used to protect 
each pair of line outlets. The power bar also has a switch, a neon pilot light and an 
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FIGURE 3.29 

A. Volt-ampere curve for a GE V130LA20A metal oxide varistor (MOV) spike transient clipper. Device is 
symmetrical; only first quadrant behaviour is shown here. B. Equivalent lumped parameter circuit for the GE 
MOV device of Figure 3.27A. 


inexpensive circuit breaker for 15A. MOVs or TransZorb type devices are also used 
inside sensitive equipment when the presence of a protective power bar cannot be 
guaranteed. 


3.10.2.3. Coherent Interference Induced in Coaxial Cables by Magnetic Coupling 


Shielded coaxial cables and twin axial cables are widely used in instrumentation 
systems to couple sensors to pre-amplifiers and signal conditioning sub-systems together. 
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Comparison of volt-ampere curves of two MOVs and a TransZorb + pn junction transient suppressor made by 
General Semiconductor Industries, Inc. (Source: Figure used with permission of GSI, Inc.) 


FIGURE 3.31 
Schematic of a transient-protected, 6-outlet, ‘power bar’, such as those used with personal computer systems. 


Unfortunately, coaxial cables can act as magnetic loop antennas under certain ground- 
ing conditions. Referring to Figure 3.32A, we see that an ac current I; in an adjacent 
wire creates flux lines which link the coaxial cable and its shield, creating a mutual 
inductance between conductor 1 and the coaxial cable. Both ends of the shield are 
assumed to be grounded in this case. This system can be represented by the lumped 
parameter circuit in Figure 3.32B. The open circuit coherent interference voltage induced 
in the center conductor is simply written as: 


Vx0c) = JoMi2h — joMsals (3.95) 


Due to the symmetrical coaxial geometry, it may be argued [Ott, 1976] that the 
mutual inductance between the center conductor and the shield, Mg», is simply the 
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FIGURE 3.32 
A. A current carrying conductor in proximity to a coaxial cable that has both ends of its shield grounded. This 
architecture is shown to minimize induced interference in the center conductor and to prevent magnetic 
interference from the cable. B. Lumped parameter equivalent circuit of the coaxial cable and wire shown in 
Figure 3.32A. 


self-inductance of the shield, L>. Also, we assume that Ms; = Mj». Now the current in 
the shield loop is given by: 


_ joMyl = (joM)2/Rs)h 
° jols+Rs— jols/Rs +1 


(3.96) 


The shield cut-off frequency, Rs/2mLs, is generally of the order of 2kHz for common 
RG-58C coaxial cable and lower for other types of coaxial cables. If we assume that 
the radian frequency of the interference lies above the break frequency of the shield, we 
find that Is ~ I;. Thus from equation 3.95, we see that Voc) © 0. The lesson here is that, 
in order to prevent magnetically induced coherent interference on a coaxially shielded 
line, both ends of the shield must be securely grounded. As seen below, grounding both 
ends of the coax’s shield can, in some cases, cause interference from a ground loop. 

Just as we seek to minimize pick-up of magnetically induced coherent interference, it 
is also important to prevent radiation of magnetic interference from a current carrying 
coaxial conductor. This situation is illustrated in Figure 3.33A and B. At frequencies 
above the shield cut-off frequency, we have: 


joLsh, (joLs/Rs)h 
: jolLs+Rs jwLls/Rs +1 : ( ) 
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FIGURE 3.33 

A. A coaxial cable carrying current I; on 
its center conductor. B. Lumped para- 
meter equivalent circuit of the coaxial 
cable showing the current induced in the 
shield loop, Is. At distances greater than 
several cable diameters from the cable, 
the magnetic fields from I; and Is effec- 
tively sum to zero. 


Thus, the induced shield current is equal to the center conductor current and flows in 
the opposite direction. Hence, outside the coax, the B fields from Is and I; cancel each 
other out vectorially and magnetic interference is not generated. 


3.10.2.4 Single Grounding of Coax Shields to Prevent Ground Loop Interference 


In Figure 3.34A, a circuit describing ground loop interference, it can be easily shown 
using Thevenin’s theorem, that the ground loop EMF, Vez, produces a substantial 
interference voltage at the input of the amplifier, given by: 


Ver = VerlRe2/(Re + Re2)] (3.98) 


We can easily examine the case where the input source is floating with respect to 
ground. This case is illustrated in Figure 3.34B. Since there is a very low conductance 
pathway between Verog and Vs, there is very little interference from the ground loop 
EMF. In this case, the coherent interference voltage at the amplifier input is given by: 


Vor © Vet[Re2/Zsc] (3.99) 


Here, it is obvious that Vc;>>V¢-, and it has been assumed that Rin >>Rs> (Rei, Reo 
and Rg). In this case, a differential or instrumentation amplifier should be used to 
condition Vs; and a shielded, twisted pair (‘twinax’) cable is used to minimize electro- 
static and magnetically induced interference. 


3.10.2.5 Use of a Longitudinal Choke or Neutralizing Transformer to Attenuate 
Common-Mode Coherent Interference 


Figure 3.35A illustrates the use of a toroidal ferrite magnetic core to form a longitudinal 
choke. A longitudinal choke is used to reduce coherent interference caused by high 
frequency, CM interference picked up by wires connecting sensors to signal condition- 
ing modules, or connecting sub-systems in an instrumentation system. The longitudinal 
choke may be used with pairs of current carrying wires, twisted pairs of wires or 
coaxial cables. More than one pair of wires or coaxial cable may be wound on the same 
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FIGURE 3.34 
A. A differential amplifier is used to condition the voltage of a grounded source. B. In this case, the DA 


conditions the voltage of a floating source. The effect of Vc, is minimal. 


Ferrite 
Toroidal Core 


FIGURE 3.35 
A. A toroidal, longitudinal choke. B. iy 
Equivalent circuit of the longitudinal 
choke. 
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core without the circuits cross-talking. In the simplest form, the wires are passed though 
the center of a cylindrical ferrite core to form a one-turn longitudinal choke. This 
geometry is often seen on accessory cables used with PCs. To examine the operation of 
the longitudinal choke, refer to Figure 3.35B. First, superposition is used to find the signal 
voltage across Ry of the signal conditioning amplifier. Setting Vc; =0, we write two loop 
equations, where we assume that Ly = Lp = Mj. = M2; =L. 


Vs = [Rs + Rin + Roi + Reo + jw2L] + Ib[Rc2 + joL] _ jo2Mh, _ joMh (3.1002) 


0 = h[Reo + jolL] + b[Re + Reo + joL2] — joMh; (3.100b) 
Cancelling terms and using Cramer’s rule to solve the loop equations, we find: 
A = (Rs + Rin)(Ro + Reo + jolz) (3.101) 
and Vinx due to Vs is given by: 


Vin _ Rw Rin(Re + Rea +jolr) 
Vs Vs (Rs + Rin)(Re + Rez + jol2) 


(3.102) 


Here, we have assumed as before that Riv >> Rs >> Rei, Roo, Rc. Of great significance, is 
that the signal component at the amplifier input undergoes no high frequency attenuation 
due to the longitudinal choke. 

Next, we set Vs =0 and consider the amplifier input caused by the ground loop voltage, 
Ver And again writing loop equations: 


0 = [Rin + Rs + Ro + Reo + jw2L]} + Ip[Rc2 + jwL2] _ jo2Ml, a joMl (3.1032) 


Vor = [Re + joLy] + ILb[Rc + Ro + joLy] = joMi, (3.103b) 


Cancelling terms, we again solve for Viy=1,Rin using Cramer’s rule: 


Vin (jo) = Roa ‘ 
Vou (Reo + Re) [1 + jol2/(Re + Re2)] 


(3.104) 


From equation 3.104, we see that the interference due to Vc, is attenuated and low-pass 
filtered by the action of the longitudinal choke. 


3.10.2.6 Experimental Verification of Cabling and Grounding Schemes to 
Achieve Minimum Noise Pickup 


Ott (1976) described the effectiveness of 12 different cabling schemes in minimizing 
the pick-up of a 50 kHz magnetic field (Figure 3.36). The unwanted coherent interference 
was measured across a 1 MQ resistor. The shielded cables were wound helically (3 turns, 
17.8cm diameter) inside the helical field, generating coil (10 turns of 20ga. wire, 
23cm diameter, carrying 0.6 A at 50 kHz). Ten volts peak-to-peak was impressed across 
the field generating coil. From his tests, Ott reported that 0dB was 0.8V. We have 
arranged the cables in Figure 3.36 in the order of increasing magnetic (and electric) 
shielding effectiveness. Note that the simple coaxial cable with ungrounded shield 
performed the poorest. The better performing cables had circuits in which the 100 
Thevenin source resistance was not tied to ground. Although Ott’s evaluation was 
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FIGURE 3.36 


Relative effectiveness of 12 different cabling circuits subject to a 50kHz magnetic field 


experimentally by Ott (1976). 


determined 
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focused on evaluating the shielding from a magnetic field, his system also produced 
an electric field. Caution should be used in over-generalizing his results. Many subtle 
factors contribute to the pick-up of coherent interference, including circuit geometry, the 
frequency and the spatial distributions of E and B fields. 

Ott’s results show that the use of shielded twinax cables with single grounds on the 
shield gave the best results (lowest pick-up of coherent interference from a predomi- 
nantly magnetic source). He attributed the —80dB attenuation shown by the simple 
coaxial cable to be anomalous, due to the fact that this circuit had a smaller net loop 
area, A, than the twinax cables. This anomalous result underscores what often appears 
to be the arcane nature of coherent noise reduction techniques, which can appear ‘arty’ to 
the inexperienced. However, the laws of physics apply to coherent noise reduction 
practices, as well as other branches of electrical engineering and instrumentation. 


3.10.2.7. Circuit Grounding 


Probably the single most important principle of reducing the pick-up of coherent noise 
from internal sources in an electronic system is good grounding practice. It must be 
appreciated that typical ground currents contain a large dc component on which rides 
a coherent (ac) component, which is the result of conditioning the desired signal, or is 
from the high frequency switching of digital (logic) circuits. At high frequencies, 
ground wires appear as series R-L circuits, whose impedance increases with frequency. 
If a circuit card contains both digital circuitry and low level analog amplifiers, and has 
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FIGURE 3.37 
Good grounding and shielding practice in an electronic system. 
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a single ground connection, it is almost certain that the analog system will pick up the 
coherent interference from the ground current flowing through the common ground 
impedance of the digital circuits. Obviously, separate ground paths will help this 
situation. Figure 3.37 illustrates a good grounding and electrostatic shielding architecture. 
Note that there is a common tie point for all grounds at the power supply terminal. This 
terminal may or may not be tied to the metal instrument case, which is always tied to 
the green wire (power line earth ground). It is important to note that separate grounds 
are used for low level analog, high level analog, digital and inductive (arcing) circuits 
such as motors, solenoids and relays. The ground wire itself should be of heavy gauge; 
if the + and —15V dc supplies to a circuit card use #18 wire, then the ground should be 
#14 stranded wire. 


3.10.2.8 Ferrite Beads and Feed through Capacitors 


An effective way of attenuating unwanted coherent interference on signal and power 
lines at frequencies above 1 MHz is through the use of one or more (seldom more than 
three) ferromagnetic beads strung on the wire carrying the offending interference. Ferrite 
beads act as small chokes, making the wire upon which they are strung appear to be a 
series R-L circuit. Due to their internal losses, some ferrite beads cause their wire to have 
a nearly constant (resistive) impedance of about 30 to 75 Q and < 1-100 MHz. Other beads 
are made to appear more inductive and their Z increases linearly with frequency, going 
from 20 Q at 5MHz to 110 Q at 100 MHz (Ott, 1976). The ‘type 64’ material bead made by 
Amidon Associates, N. Hollywood, CA, is designed to operate above 200 MHz. Ferrite 
beads make effective, well-damped, second order low-pass filters when combined with 
appropriate bypass capacitors to ground. One widely used bypass capacitor is the feed 
through capacitor, used to decouple RF noisy sources from the power supplies. Typical 
feed through capacitors have cylindrical, threaded metal bodies which are mounted in 
the metal case or shield wall and the terminals at both ends permit the dc current to 
pass through. Capacitance from the center through the conductor to the case can range 
0.5-5 nF, depending on the application. 

In some cases, the use of ferrite beads will produce more harm than good; misuse of 
beads can cause unwanted, high frequency resonances and oscillations. Properly applied, 
ferrite beads and feed through capacitors can provide a simple, low cost means of 
reducing coherent interference and parasitic oscillations. 


3.10.2.9 Interruption of Ground Loops by the Use of Isolation Transformers 
and Photo-Optic Couplers 


Isolation transformers are simple add-ons which can often improve measurement of 
the system SNR when used between analog signal conditioning subsystems. A typical 
isolation transformer used with 50Q coaxial cables has terminating and source impe- 
dances of 50 Q and a frequency response of 25 Hz-20 MHz. There can be several thousand 
megohms impedance between the primary and secondary coax shields and hence, the 
CM EMF has little effect (equation 3.99) on the signal. 


3.10.2.10 Photo-Optic Couplers 

These are nonlinear devices, primarily used in digital interfaces where it is desired to 
have complete ground and signal isolation between digital circuits. A typical optocoupler 
consists of an LED on a chip in optical, but not electrically conductive, intimacy with 
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A. A photo-optic coupler is used to isolate a TTL digital signal line. B. Use of a dual optocoupler in a feedback 
circuit in order to realize isolated, linear, analog signal transmission. 


an output circuit which consists of a phototransistor or photodiode, which conducts 
when illuminated by the input LED. The primary use of optocouplers is isolated, 
high speed, serial digital data transmission. A simple TTL logic circuit coupled with a 
photo-optic coupler is shown in Figure 3.38A. 

Photo-optic couplers can be modified to give optically isolated, analog signal trans- 
mission by dc biasing the photodiode and phototransistor to operate in the middle 
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of their dynamic regions, and using negative feedback to reduce nonlinearity. Such linear 
photo-optic coupler circuits can have small signal bandwidths from dc to >1MdHaz. 
A feedback analog photo-optic coupler circuit, adapted from a circuit in the Hewlett- 
Packard Optoelectronics Designer’s Catalog, is shown in Figure 3.38B. In this circuit, 
a HCPL-2530 dual optocoupler is used. The feedback forces the ac signal current through 
PD2, to track the input signal current in PD1, thus effectively cancelling out much of 
the nonlinearity that is inherent in the photodiodes and photo-transistors. 


3.10.2.11 The Use of Guarding and Shielding to Reduce Common-Mode, 
Coherent Interference 


When extremely low-level signals are being measured, or when very high CM coherent 
noise is present, as in the case of certain biomedical applications, strain gauge bridge 
applications, or thermocouple measurements, the use of a guard shield can effectively 
reduce the input capacitance to ground of the amplifier, hence giving rise to coherent 
interference. Figure 3.39 illustrates a conventional differential instrumentation amplifier 
(DA) connected to a Thevenin source (Vs, Rs), by a shielded, twinax cable. The cable 
shield is tied to the source ground and not to the power supply ground. A large, 
coherent, CM voltage, Vez, exists between the power ground and the source ground. If 
no currents flow in the twisted pair wires, then Vc, appears as the CM voltage at the 
amplifier input and is rejected by the amplifier CMRR; there is no DM component of 
Vor. However, the input capacitances of the DA allow input currents to flow. Note that 
there is a capacitance Cis between the HI side of the source and the cable shield 
and conductor 2. Due to asymmetry in the circuit, a DM component of Vc, appears 
across the amplifier input. This DM interference component can be calculated. By 
inspection of the circuit in Figure 3.39, V_=Vc,. Vz is given by the reactive voltage 
divider as: 


1/joCig V JoCisRs +1 
[W/joCic + 1/GoCis+ Gs) ja(Cis + Cig) +1 


VV (3.105) 


For 


Twisted 
pair 


SP 


FIGURE 3.39 
An instrumentation amplifier (IA) connected to a Thevenin source by twinax shielded cable. 
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The phasor differential interference voltage at the DA input is: 
Va=(V,—V_)/2 (3.106) 
Substituting from the relations above, we find: 


Va = —Ver(joCicRs) = 1/[Rs(Cig + Cis)] r/s fora « ap (3.1072) 


=—(Ve1/2)Cig + Cis for @ > a, (3.107b) 


For a numerical example, let Rs=1kQ, Cig=20 pF, Cis=280 pF and w = 377 (60Hz 
ground loop voltage). 

Assume Riy = 00 and Roy =Ro=Ro_=0. The f, is found to be 531kHz and from 
equation 3.107a, the magnitude of the DM interference component is: 


Va = Ver (3.77 x 107°) (3.108) 


This DM interference can seriously degrade output SNR when Vs is in the single .V range 
and Vc, is in the hundreds of mV. To reduce the interference, Vz, steps are taken to reduce 
the input capacitances to ground. This can be accomplished by using an isolation 
amplifier (Section 2.4.2) in conjunction with a guard shield and external shield, as shown in 
Figure 3.40. Here, the guard shield is tied to the amplifier ground and is made to float 
with respect to ‘true ground’ as a consequence of the RF power supply of the isolation 
amplifier. The current in the ground loop and hence, the magnitude of the DM 
interference voltage, is reduced at least twenty-fold because the capacitance from either 
amplifier input to true ground (Cyc, Cog) is now reduced by the external shield and is of 
the order of 1 pF. The same voltage divider is used to calculate Vj. 

Figure 3.41 illustrates the input circuit of a guarded meter. Note that the following 
analysis of the guarded meter circuit is also valid for a DA circuit in which the CM 
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An isolation amplifier (SOA) is used with a guard shield and a ground shield to reduce ground loop 
interference. 
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Equivalent input circuit of a voltmeter with guard and ground terminals. Vg, is the ground-loop voltage and Vy 
is another common-mode noise source. 


point, CP, is taken to the guard terminal and to the ground through impedances Z; and 
Zo, as Shown in Figure 3.41. In this circuit, four meter terminals are of interest: HI, LO, 
GUARD and GROUND. Here, as in the preceding analysis, an unwanted, coherent, 
CM, ground loop voltage, Vcr, is present between true ground and the remote source 
ground, as well as some other, undesired, CM voltage associated with the source, Vy. 

Five ways of connecting the guard of the guarded meter will be considered. The ana- 
lysis of each case is simplified by calculating the input voltage at the meter, (Vi; — Vz0), 
as a function of circuit parameters. In the first case, we will leave the guard terminal 
open-circuited. We assume that the input resistances of the meter or DA, R;, are very 
large—at least 10°. The resistances of the twisted pair wires, Rc; = Reco = Rc are about 
0.1Q. The source resistance (Rs) is 10008 and Z,; and Zp are typically capacitive 
reactances of about 10° Q. As can be seen from Figure 3.42, the differential input voltage 
to the meter, Vz, can be considered to be the unbalance voltage of a Wheatstone bridge 
whose four arms are Rc, (Rs+Rc), R; and R;. The voltage across the bridge, Vz, is 
approximately given by: 


R;/2 
Rj/2+Z, + Zo 


Veg = (Ver + Vn) = (Ve. + Vn) (3.109) 


Again, taking into account the sizes of the resistors in the circuit, it is easy to show that 
Vq is given by: 


Va & (Ver + Vy)(—Rs/Ri) = (Ver + Vw(—107°) (3.110) 
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FIGURE 3.42 
Equivalent input circuit of the voltmeter when the guard is not used. V;=0. Note the bridge architecture. 
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FIGURE 3.43 
Equivalent input circuit of the voltmeter when the guard is incorrectly connected to the source ground. 
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In the second case, we assume that the guard is incorrectly connected to the source 
ground. This connection effectively shorts out Vcr. However, Vy still produces a DM 
interference voltage at the meter input. The equivalent circuit for this case is shown in 
Figure 3.43. Again, a bridge circuit is formed with an unbalance voltage, Vg, of: 


Va = Vn(—10-°) (3.111) 


In the third case, shown in Figure 3.44, the guard is incorrectly connected to the meter’s 
LO terminal. 
Here, it is easy to see that: 


Va = (Ver + Vy)[l — Z2/(Z2 + Ro)] = (Ver + Vn)(Rc/Z2) = (Ver + Vny(10~®) (3.112) 


Figure 3.45 illustrates the fourth case where the guard is incorrectly connected to the 
meter ground, shorting out Z. The differential interference voltage is found from the 
bridge circuit to be approximately: 


Va = (Ver + Vy)(—Rs/Ri) = (Ver + Vny(—-10~°) (3.113) 


In the fifth example, the guard terminal is correctly connected to the source LO (ice. 
the node between Rc2, Rs and Vj ). This situation is shown in Figure 3.46. Clearly in this 
case, Vg =V,=0, and there is no DM component at the meter input from the coherent 
noise voltages. 


FIGURE 3.44 
Equivalent input circuit of the voltmeter when the guard is again incorrectly connected to the LO (—) input 
terminal. 
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FIGURE 3.45 
Equivalent input circuit of the voltmeter when the guard is incorrectly connected to the meter ground. 


Per HI 
= AVA o 
Fs S 
R. 
Ros Lo 3 
AVA o 
Z 
+ 
Guard 
¥n("Y) 
ray 
Ver 


FIGURE 3.46 
Equivalent input circuit of the voltmeter when the guard is correctly connected to the source low. There is no 


difference-mode input component from Vy and Vcr. 
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3.10.3 Summary of Techniques for Coherent Noise Reduction 


The practice of the art and science of coherent noise reduction should begin with the 
elimination of local noise sources. Obviously, these are noise sources which have been 
identified and which can be controlled. These sources might include digital and com- 
puter equipment operating in the same immediate environment, or interference caused 
by sparking motor commutators, etc. The offending noise sources must be enclosed in 
appropriate, grounded, electrostatic shields. Their power leads must be low-pass filtered 
or bypassed as they leave the shield—the use of ferrite beads and feed through capacitors 
may be indicated. In addition, power leads should be twisted so that minimum magnetic 
field is created. 

Inductive spikes induced on power lines can be minimized by using varistors or 
diodes across switched relay and solenoid coils. Both ends of coaxial cables carrying 
RF should be grounded to minimize the radiation of magnetic field interference. As 
we have seen above, there are many methods for reducing the pick-up of coherent 
interference in low level analog signal conditioning systems. Lead dress is important— 
separate low level leads from wires carrying high currents and voltages. Low level 
leads should be twisted and routed near the grounded case. If twinax (twisted and 
shielded) cable is used, it should be grounded at one end only, and insulated. Alternate 
grounds and signal leads on ribbon cables and in connectors must be ensured. High 
impedance, low level leads should be kept as short as possible—this is especially true 
in wiring op-amps. The summing junction should never have an exposed lead of more 
than 1.3cm connecting components to it. 

Often, the pick-up of coherent interference can be traced to the magnetic component 
of a low frequency electromagnetic field. Such pick-up may occur in spite of rigorous 
electrostatic shielding practice. In this case, a mu metal or other loss-type, non-saturating 
magnetic shield may be effective, as will be reducing the area and changing the spatial 
orientation of the pick-up loop. 

We have seen above that ground loops can be a serious source of interference in 
instrumentation systems. The effect of ground loop EMFs can often be minimized by the 
use of photo-optical couplers (for digital circuits), isolation transformers (for signals in 
the 20 Hz-200kHz range), longitudinal chokes (to attenuate high frequency CM inter- 
ference), differential isolation amplifiers and guarded inputs. Good grounding practice 
can significantly reduce ground loops. We have seen that a single ground point is the best 
practice (except for RF circuits). Individual, insulated grounds from subsystems should 
be brought separately to the common ground point. 

Just as separate grounds are important for interference reduction, so is the use of 
decoupled, low impedance, dc power supplies with proper power ratings. Dedicated, 
low noise, analog power supplies for signal conditioning system headstages can help 
reduce hum and the cross-coupling of interference from other stages. 


3.11 Chapter Summary 


In this chapter, we have presented a heuristic, yet mathematically sound treatment 
of random noise in signal conditioning systems based on the one-sided power density 
spectrum. Sources of random noise in active and passive circuits were considered— 
thermal Johnson) noise in resistors, shot noise in bipolar junction transistors and noise 
in FETs. The dependence of transistor noise performance on dc operating point was 
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stressed. The standard, two-generator noise source model for amplifiers was introduced, 
as well as the concepts of noise factor, noise figure and output SNR as figures of merit 
with respect to noise. 

The propagation of Gaussian noise through linear filters was introduced, and the 
concept of a filter’s gain squared bandwidth was applied to finding the MS noise output 
of signal conditioning systems, given white input noise. We showed how a low noise 
transformer can be used to increase output SNR when a signal source with a low source 
resistance drives the input of a noisy amplifier. 

Five practical, numerical examples of noise calculations in measurement system 
design were given. Problems at the end of this chapter also stress calculation of threshold 
input signal levels to get a specified output SNRs. 

We presented, in tabular form, a list of commonly used low noise, IC amplifiers. Here, 
we noted that the lowest system e,, values are generally found in amplifiers having 
BJT input stages, hence relatively low input resistances, high bias currents and thus, 
large ing values. FET input amplifiers have slightly higher e;, values, but offer much 
higher input resistances, lower dc bias currents and hence, lower i;_ values than do BJTs. 
The wise designer of low noise signal conditioning equipment thus must make compro- 
mises between éyq, ina, input impedance, bandwidth and other performance factors when 
choosing an IC amplifier for headstage use. 

Section 3.10, we considered coherent interference, its sources and some of the many 
ways to minimize its effect in instrumentation systems. Coherent interference can appear 
at the output of a signal conditioning system as the result of electrostatic or magnetic 
coupling to input leads. We also demonstrated that it can enter an amplifier through 
the power supply, or through improper grounding. We discussed some of the more 
common means of mitigating coherent interference and analyzed equivalent circuits 
relevant to those means. 


Problems 


3.1 (A) Find the numerical value for the RMS noise voltage in a 100 Hz to 20 kHz noise 
bandwidth made by a 1 MQ resistor at 300 K Use 4kT = 1.656 x 107° at 300K. 


(B) The same resistor is shunted by a 23 pF capacitor to ground. Find an expression 
for S,,.(f), the one-sided noise power density spectrum across the RC circuit. 


(C) Find the RMS noise voltage across the parallel RC circuit over 0 < f < oo. Note 
that: 


3.2 A low level sinusoidal signal, v;(t) = Vs sin(2zfot), is conditioned by a noisy amplifier, 
shown in Figure P3.2, with a gain of Ky= 10°. The amplifier is followed by a noiseless 
LPF. The amplifier has an equivalent, white SC input voltage noise root power 
density spectrum of @nq=14 nV//Hz. The 1.5kQ source resistor also makes thermal 
white noise @ 300K f,= 100 Hz, t= 0.01s, V; = 10 LV pk. 


(A) Find an expression for the RMS sinusoidal output signal at the V, node. Evaluate 
numerically, considering the LPF gain at f,. 
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(B) Find an expression for the total RMS output noise voltage, Von, at the V, node. 
Use the gain squared BW tables. 


(C) Find the filter time constant, 1, that will maximize the output RMS SNR. 
Calculate this maximum SNR. 


3.3 A Wheatstone bridge, shown in Figure P3.3, is given sinusoidal excitation: vg = 
7.071 sin(27400t). The bridge resistors are R = 330 Q at 300K. An ideal DA with a 
differential gain Kp = 10° is used to condition the bridge output. The DA has a white 
Cng = 15 nV//Hz. Following the DA is an ideal, noiseless BPF, with unity gain in 


the passband centered at 400 Hz and zero gain elsewhere. The passband has width 
B=10Hz. 


Om 


FIGURE P3.3 


(A) Find the AR that will give an RMS sinusoidal output voltage at the V, node equal 
to the RMS noise at V,. Neglect AR in calculating the output noise. 


3.4 A noise source has a one-sided power density spectrum (PDS) given by: 


4 x 10~° 


Si(f) = f+ 10% 


MS V/Hz 


(A) Find the value of the equivalent white noise, root PDS that approximates the low 
frequency portion of S,,(f) above. 


(B) Find the total RMS noise voltage in S,,(f). 
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3.5 The short circuit input noise PDS of a certain JFET is given by ¢,(f)= 
(4kT /om) + fc/f) MS V/Hz where T=27°C, 2,,=0.0035, f.=15Hz. Calculate the 
RMS noise voltage in ¢?,(f) for 0.1 <f < 100 Hz. 

3.6 The resistor in a parallel R-L-C circuit makes thermal white noise. 


(A) Find an expression for the one-sided, voltage noise PDS at the V, node. 


(B) Find an expression for the total RMS noise voltage at the V, node over 0<f <oo. 
Use the table of gain squared BW integrals. 


3.7 The system of Figure P3.7 is used to condition a small 100 Hz sinusoidal voltage 
accompanied by white noise before it is detected by a PSR/LPF. Assume the 
transformer is ideal and has a 1:n turns ratio. Assume the quadratic BPF is noiseless 
and is tuned to 100 Hz. A white environmental noise, ens, is recorded with v,(t) = 
Vs sin(27100f) 


BPF 
€ys R,@300K ena K-sl(@, Q) 
> 
7/02 + si(@,Q)+ 1 
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(A) Give the Thevenin equivalent circuit the amplifier ‘sees’ looking toward V,, Rs. 


(B) Write an expression for the one-sided white noise PDS at the V’, node, S',,. Note 
that there are four noise sources in the system. The instrumentation amplifier 
(IA) has a gain of Ky=10°. 

(C) Write an expression for the mean squared signal voltage at the V, node, v2. 


(D) Write an expression for the mean squared noise voltage at the V, node. Note that 
the gain squared BW of the quadratic BPF is K7(w;/2Q). 


(E) Write an expression for the MS SNR at the V, node, SNR,. Put all n° terms in the 
denominator. 


(F) Derive an expression for the turns ratio, n,, that will maximize SNR,. Note that 
minimizing the denominator of SNR, maximizes SNRo. 

(G) Give an expression for the maximum SNRo. 

(H) Let e@yq=10nV RMS/VHzZ, ing =1pARMS/VHz, R,=52Q at 300K, Ky= 103, 
Kr=10, Q=10, w, = 27100r/s, eys=1nVRMS/VHz, 4kT=1.656 x 10-7". All 
noise sources are white. Calculate n, to give maximum SNR,. Also calculate the 
peak Vs to give maximum SNR, = 1.0 at the V, node. 


3.8 In order to maximize the SNR, at V,, a sinusoidal source with a low R, is connected 
to the amplifier through an ideal transformer. The transformer’s turns ratio, n, 
is adjusted to maximize the SNR,. The op-amp is noisy, but otherwise ideal. Its 
Cna = 10 NV/ VS HZ, ing =1 pA/ Hz, both white. Assume all resistors are at 300 K and 
make thermal white noise. The signal is v,(t) = Vs sin(2zft). 
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(A) Find an expression for the MS output signal voltage, v.. 


(B) Find an expression for the MS output noise voltage, v.. Assume a known noise 
bandwidth, B Hz, and include the five white noise sources. 


(C) Derive an expression for the transformer turns ratio, m1, that will maximize the 
output SNR. 


(D) Find numerical values for n, and the output SNRomax. 


3.9 A silicon PIN photodiode is used in the biased mode, as shown in Figure P3.9. 
An AD549 electrometer op-amp is used. It has eq = 35 nV//Hz (white), ij, = 0.16 fA/ 
VHz (white), Vos=0, Ip=35fAdc (inward), Ri, > co. The photodiode (PD) 
has [,,=0.1nA, its dark current at 15V reverse bias is Ipx=I,5+Iheqh=4nA, its 
photocurrent sensitivity at 850nm is [nqA/hc] = 0.342 A/W. Assume that the PD 
makes only white shot noise with power density spectrum: i2, = 2q(Upx + Ip) MS 
A/Hz. The Hz noise bandwidth is B = 1 Hz, 4kT = 1.656 x 10-*°, q=1.602 x 10°-°C, 
Rr= 10° makes white thermal noise and the reverse biased PD presents an infinite 
dynamic resistance to the summing junction. 


-15V 
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FIGURE P3.9 


(A) Find the dc V, in the dark, Vp. 

(B) Assume an 850 nm input light power of P; W. Derive an algebraic expression for 
the MS SNR, of the amplifier. 

(C) Calculate the P; value to produce a dc AV, equal to the RMS noise voltage 
output in the dark, where V, = Vop + Vo. 


3.10 Refer to Figure P3.10. When the SNR, maximization transformer is truly ideal, it has 
been shown that the optimum turns ratio is given by 1p = €na/(inaRs). In this problem, 
consider the finite winding resistances of the transformer, which is otherwise 
ideal. The primary resistance is n= 10 Q; the secondary resistance is 10 x n Q. Other 
parameters are R, = 100 Q, ena = 10 nW/VHzZ, ing = 1 pAA/Hz, Ky = 10° and B= 10* Hz. 
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FIGURE P3.10 
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3.11 


3.12 
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(A) Draw the Thevenin equivalent circuit seen by the amplifier looking into 
nodes C, D. 


(B) Write an algebraic expression for the amplifier’s MS SNRo. 


(C) Put all the n terms in the SNR, expression’s denominator, D(n). Note that D(n) 
has a minimum at some np, giving SNR,(,) a maximum. Set dD(n)/dn=0 
and solve numerically for the positive real root, 1). Note that dD/dn =0 gives a 
fourth-order algebraic equation in n. Its roots can be found using the Matlab 
Roots utility. 


Gaussian white noise is added to a sine wave of frequency ,. The sum, x(f), 
is passed through a linear filter described by the ODE 0, =aV, + Kx(t),x(f) = 
n(t) + Vg sin(@pf). 


(A) Find an expression for the steady state output MS SNR. 
(B) Find the value of a that will maximize the output MS SNR. 
(C) Give an expression for the maximized output MS SNR. 


In an attempt to increase the MS SNR at the output of a signal conditioning system, 
the circuit architecture of Figure P3.12 is proposed. N low noise pre-amplifiers, 
each with voltage gain Ky and the same short circuit input voltage noise, é,, RMS 
V//Hz, are connected as shown. The ideal op-amp and its gain determining 
resistors can be considered to be noiseless. R, at temperature T K makes Johnson 
noise. Note that e@jqi(t) A ena2(t), etc., and €nq1 = Cnq2 = --- = CnaN = ena RMS V//Hz. 
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FIGURE P3.12 


3.13 


(A) Find an expression for the MS output SNR. 
(B) Now assume the resistors R also make Johnson noise. Repeat (A). 


The current output of a PIN photodiode, shown in Figure P3.13, operating in the 
zero voltage mode is conditioned by an OP37 op-amp. The input signal is a 
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sinusoidal modulated light power at 640nm, P,(t)=0.5 P,, [1+ sin(@,t)]. Assume 
that the PD’s [,,=0.1nA, Vr=0.0259 V, Ip = [nq/(hv)]Pi, that the PD makes white 
thermal and shot noise currents of (4kT¢q+ 2qIpav) MSA/Hz, the op-amp has 
Cna = 3NV/ JV HZ, ing = 0.4 pA//Hz and Rr makes thermal noise. 4kT = 1.656 x 1077", 
Re=10'Q and the noise bandwidth, B=1kHz around fo = @)/2m = 10 kHz. 


(A) Write an expression for the MS output SNR. 
(B) Find a numerical value for Pox that will give unity SNRo. 
(C) What P,, will saturate V, at 12.5 V? 


4 


DC Null Measurements 


4.1 Introduction 


The DC null techniques are used with Wheatstone bridges, Kelvin bridges and poten- 
tiometers to obtain increased measurement accuracy based on the fact that the human 
observer can estimate the occurrence of a dc null on a null meter with greater precision 
than can be read directly from the meter scale in volts. The accuracy of a dc null mea- 
surement system is derived from the known, calibrated accuracy of the resistors making 
up the bridges, or potentiometer, and has little dependence on the null meter. The human 
eye is quite sensitive in detecting the microscopic, transient deflections of the pointer of 
an analog null meter under non-null conditions. 

Wheatstone bridges are traditionally used to make precise, accurate resistance mea- 
surements (generally in the range of 1-10° Q), or to measure some physical quantity, such 
as temperature, light intensity or strain, which causes a known change in resistance. 
Figure 4.1 illustrates the complete circuit of a dc Wheatstone bridge. 

Previously, the bridge null was sensed by a sensitive galvanometer, an electromechan- 
ical, current measuring transducer, in which the dc unbalance current of the bridge 
is passed through a coil which is delicately suspended in a strong permanent mag- 
netic field. The magnetic flux caused by the small coil current interacts with the flux 
of the permanent magnet and causes a deflection torque which is proportional to the coil 
current. The magnetic torque acts on the torsion spring of the suspension and produces 
an angular deflection which is usually sensed optically by reflecting a collimated 
light beam off a small mirror attached to the galvanometer coil. Needless to say, 
although sensitive, a mirror galvanometer is not a mechanically robust instrument and 
consequently, is seldom used in modern dc null measurement systems. Present day 
dc null sensing devices make use of electronic amplification and display devices. 
They generally have differential, high impedance (>10'*) input stages, so that the 
unbalance voltage is sensed as an open circuit voltage. 

Kelvin bridges are null devices used to measure low values of resistance in the range 
10 pQ-10 2. The null condition for the Kelvin bridge is described in this chapter. 

Potentiometers, described in more detail below, are used to make very precise dc 
voltage measurements in the range of one volt or higher. They are basically accurate 
voltage dividers that allow differential comparison of their output with an unknown dc 
EMF. A simplified potentiometer circuit is shown in Figure 4.2. Traditionally, potentio- 
meters were calibrated with the saturated Weston cell, an electrochemical battery of 
known open circuit voltage or EMF. The same null detection method is used to compare 
the open circuit voltage output of the calibrated potentiometer with the unknown EMF, 
similar to Wheatstone and Kelvin bridges. 
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FIGURE 4.1 
Basic Wheatstone bridge with dc excita- 
tion. The null is detected with a sensitive, 
center scale, dc voltmeter which draws 
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unknown voltage, Vw is the open Slide Wire, 10 Q 
circuit voltage of the working 
battery of the potentiometer. 


4.2 Wheatstone Bridge Analysis 


If we assume that the null detector in Figure 4.1 is a high input impedance voltmeter, then 
in the null condition is 0 = V, = V2 — V;. The voltages at the corners of the bridge are given 
by the voltage divider relations: 


V; = VaN/(M +N) (4.2) 


V> = VpX/(P + X) (4.3) 
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Hence at null 


XM — NP 


Vo = Va[X/(P + X) — N/(M+N)] = Va (P + X)(M +N) 


(4.4) 
Since V,=0 at null, the well-known relation for the unknown resistor, X, is given by: 
X = NP/M (4.5) 


The limiting error in determining X at null may be found through application of the 
limiting error relation from Chapter 1 to equation 4.4, which will give: 


ox ax ax 
AX = om) + spor|+ [Tan] (4.6) 
Algebraic substitution yields the simple relationship: 
AX AM AP AN 
X =m + P + N (4.7) 


Thus if, for example, the resistors M, P and N are known to 100 ppm (0.01%), then the 
LE in X is AX/X =0.03%. Note that the LE is a worst case error. In practice, the 
quantities of the form AQ/Q may sum with either sign, reducing the actual AX/X. 

The null detector resolution can also affect the LE in measuring X. Every null detector 
has a dead zone of +AV, below which it is impossible to tell whether V, is non-zero or 
not. This dead zone is caused by noise and/or the inability of a human operator to tell 
whether the physical indicator of the null, such as an analog meter pointer, has moved. 
To see how the dead zone, AV,, affects the LE in X, we examine the Taylor’s series for 
the Wheatstone bridge output relation below: 


AV, = (0V,/0X)AXmin (4.8) 
for the maximum bridge sensitivity case, 
(8V,/8X) = VaSy = VeaP/(X + PY’ > Vp/4X (4.9) 
Equation 4.8 for dV,/dX is substituted into equation 4.7 and we solve for AXyin/X: 


=, 


X [(P + X)?/PX] > 4(AV,/Va) (4.10) 


Equation 4.9 for AXymn/X can be added to equation 4.6 for the LE in X. Generally, this 
term is numerically much smaller than the AR/R terms in equation 4.6, demonstrating 
that the null detector is generally the smallest source of error in measuring resistances by 
a Wheatstone bridge. 

Often we are not interested in measuring the value of X per se, but rather wish to 
examine the value of V, for small changes in X around the value that satisfies equation 
4.4. For this case, we plot Eq. equation 4.3 in Figure 4.3. We define a voltage sensitivity 
for the bridge in equation 4.5: 


gy = Vo/Vs)_ 
aX (X+ PY 


(4.11) 
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FIGURE 4.3 
Output voltage of a Wheatstone bridge as a function of the unknown (X) arm. 


Clearly, Sy has a maximum when P=X. This leads to the conclusion that the 
maximum sensitivity bridge is one where P=X=ME=N, which is Symax = 1/4X in 


this case. 


4.3 The Kelvin Bridge 


The Kelvin Bridge is a specialized circuit used to measure very low resistances, 
such as ammeter shunts and motor armatures. The basic circuit for a Kelvin bridge is 
shown in Figure 4.4. Note that this bridge differs from a Wheatstone bridge by having 
four resistors in the right half circuit. To derive the conditions for null, it is noted that 


at null, V.=V,. V; can be written by the voltage divider expression as: 


Vi = VsR2/(Ri + Ro), (4.12) 
and 
Vp = Vom + Vin = abRp + 1,Ry (4.13) 
Ix 
Sf 
i; + 
Fe Vs 
ris R, = 
p lap - 
k Ry 
R, ea 
Null Rs 
Ae Detector 
m 
Ix 
SF 
FIGURE 4.4 
Circuit and current paths in a Kelvin 
bridge used to measure very low =e 


resistances, Ry. 


DC Null Measurements 175 


where 
Typ = I,Ry/(Ra + Ry + Ry) (4.14) 
and 
Vs 


ie= 
Or Rete Roe [Ry(Ra + Ry)/(Ra + Ry + Ry) | 


(4.15) 


Thus at null: 


Vs RyRy ] 
VsRo/(Ri + Ro) = i et eee SI 
sa he) ET eT Ra + Ry + Ry aie) 


Now it turns out that if we let: 
Ra/Ry = Ri /Ro = @ (4.17) 


and substitute a in equation 4.15 above, terms cancel and we arrive at the Kelvin 
bridge null condition: 


Ry = R3/a = R3Ro/Ri (4.18) 


Generally, the resistances in the Kelvin bridge are relatively small, so the battery or 
dc working voltage source, Vs, must be able to source considerable current. A practical 
version of a Kelvin bridge is shown in Figure 4.5. Note that the low resistance Rg; is set 


Sr= 0.001 2 —— 


c—, 2 ® ft 


Re < Sr R, Rp 
WAVY, p MO m 
SR 
Ry 
i ee L = ~ | 7 ae > 
L___¢y ——— 


0.0011 Manganin bar with sliding contact 


FIGURE 4.5 
Practical circuit of a Kelvin bridge. 
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by a tap switch and 0.001 resistors, with interpolation resistance, AR3, being given 
by a sliding contact on a manganin bar resistor; the AR; resistance is proportional to 
the tap position along the bar. 


44 The Anderson Constant Current Loop 


4.4.1 Introduction 


The current loop technology for measuring the AR in remote resistive sensors was 
developed in 1992 at the NASA Dryden Flight Research Center, Edwards, CA, by 
engineer Karl F. Anderson. It is our purpose in this section to describe how the Anderson 
Loop works and discuss its benefits and shortcomings, comparing it with circuits such 
as the traditional, voltage excited Wheatstone bridge. Anderson received a US Patent # 
5,731,469, Constant Current Loop Impedance Measuring System that is Immune to the Effects 
of Parasitic Impedances in December 1994. 

The advantages of the Anderson circuit architecture are quoted from Anderson (1998): 


1. Larger and inherently linear outputs that are individually available from each 
element in a sensor (e.g. a bridge circuit) 


2. Power dissipation of the sensor is lowered—beneficial in portable and tem- 
perature sensitive applications 


3. Even random lead wire and connector (resistance) variations are tolerated with- 
out a need for expensive transmitters nearby in hostile environments or the 
removal of difficult-to-estimate systematic errors from the resulting data 


4. Fewer, smaller and less expensive lead wires are required in tight installations 
5. Quieter engineering unit readouts are available 


6. Smarter sensors can be designed to deliver multi-axis and multi-parameter 
outputs from simpler sensing structures 


7. Stiffer sensors can have twice the frequency response for the same output level 


8. Refinements in compensation and calibration can be implemented after installa- 
tion by adjustments, conveniently away from the sensor, within the signal 
conditioner 


At the heart of the Anderson Loop is a signal conditioning module called the Dual 
Differential Subtractor (DDS). A DDS is shown in Figure 4.6. Note that it uses three 
high performance, differential instrumentation amplifiers. A DDS is a linear, 3-port 
voltage amplifier, having two differential inputs and a single ended output. Assuming 
ideal differential amplifiers (i.e. having oo CMRR), the DDS output is: 


— K,Ko(v% = U2) (4.19) 


where K, is the DM gain of the two input differential amplifiers, Ky is the DM gain of 
the output DA, and v; and v2 are DM input signals. 

As an illustration of a simple Anderson loop system, consider the circuit of Figure 4.6. 
A remote sensor transduces the quantity under measurement (QUM) (e.g., temperature) 
into a change of resistance, AR. A current source (here, ideal and referenced to ground) 
forces a current I, through a loop that contains the wire resistances (R,,,; and Ry»), the 
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R+AR } 


FIGURE 4.6 
A simple, single-loop Anderson loop system, showing the dual differential subtractor (DDS) used in all 
Anderson current loop systems. 


sensor (R + AR) and a reference resistance, R;¢. The DM signal voltage input to the 
upper DA, according to Ohm’s law is v; = I,(R + AR). The DM voltage input to the lower 
DA is 02=1;R,er. Thus the DDS output is: 
0. = K,K3[1;R0. + AR/R) — IsRyef] (4.20) 
Now if R,¢ is made equal to R, the output is linearly proportional to AR: 
Uo = K,Kol;R(AR/R) (4.21) 
Note that the dc common-mode voltage for the upper DA is: 
vicm = I; (Rez ote Rref) 
Due to its very high CMRR, the upper DA has negligible output from vicy. 
In Figure 4.7 we illustrate an Anderson loop applied to a capacitive sensor in which the 


QUM causes a change in capacitance. An AC current excitation must be used. By 
inspection, an expression for the output voltage of the DDS can be written: 


1 1 
V, = 1;4- ; 4.22 

ine + AC) ac ee 
Now, making C,=C, and solving for small AC/C,: 


1—AC/G 1 _ I; (AC 
J@Co JoCo - WC \ Co 


Vo= i é 270° (4.23) 


Note that the magnitude of V, is proportional to AC and calibration depends on knowing 
I,, its frequency, w and C,. 
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FIGURE 4.7 
An Anderson loop applied to a capacitive sensor. See text for analysis. 


4.4.2 The Anderson Loop Applied to Groups of Sensors 


Figure 4.8 illustrates a dual differential, resistive sensor in an Anderson loop. The 
QUM causes the resistance of the upper sensor to increase the same amount that the 
resistance of the lower sensor decreases. Again, the ubiquitous DDS is used. The DM 
input voltages are: 


v, = 1,(R + AR) (4.24a) 
V2 =1,(R — AR) (4.23b) 

The DDS output voltage is: 
Up = K[K101 — Kyv2] = K, KoI;R(2AR/R) (4.25) 


R+AR 


(Remote) 


FIGURE 4.8 


An Anderson loop system is applied to a remote, differential, resistive sensor. The four wires from the sensor to 
the DDS carry negligible current. 
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FIGURE 4.9 
A ‘stiff’ current source used by Anderson. 


The dc CM voltages are: 


Vocm = 1sRw2 (4.25b) 


Before addressing the problem of adapting a four-sensor Wheatstone bridge to an 
Anderson current loop, let us examine the problem of designing a stiff current source 
for the Anderson loop. Figure 4.9 illustrates a simplified schematic of an op-amp VCCS 
such as the one used by Anderson. Notice that the series sensing elements in the loop 
are floating. That is, not one is directly conductively coupled to ground. The loop current, 
I,, must return to ground through the common (feedback) resistor, Rrefi and in this case, 
also an LED. If it is assumed that the opamp is ideal, then the voltage, (+0,¢/), must 
equal the control voltage, Vc. Thus by Ohm’s law, I;=Vc/Rye. To see how ‘stiff’ this 
current source is, a more detailed circuit of the VCCS must be examined using a simple 
model for a finite gain, real op-amp. Figure 4.10 illustrates such a circuit. Note that the 


FIGURE 4.10 
Model for the current source of Figure 4.9. 
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FIGURE 4.11 
Schematic of a remote 4-active-arm Wheatstone bridge. Two DAs are used to condition the bridge output, v,, and 
the dc voltage across the bridge, Vs. 


output resistance of the op-amp without feedback, R,, is of the order of 25. Ideally, 
a VCCS should have an output resistance of > 1M. To calculate the output resistance 
of the VCCS, R; must be replaced with a small signal test voltage source, vy. Also, 
set V-=0. The output resistance of the VCCS is, by Ohm’s law, Ro,+=Vr/ir. Simple circuit 
analysis reveals that Rout = Ro + Rrep(1 + Kp) = RrepKp. 

Consider the typical values of Ryp = 300 and Kp=10°, thus Row =30M2, which is 
adequate. It is also easy to show that this VCCS has a transconductance given by 
Gu =15/Vc = 1/RrefS. A major drawback of the simple Anderson VCCS is that the load 
is ‘floating’ (i.e. its elements must be insulated from ground). 

The schematic of a standard, 4-active-arm, voltage excited Wheatstone bridge is 
illustrated in Figure 4.11. This bridge configuration is typical of a force or pressure sensor 
using four, unbonded strain gauges (Figure 6.4). Assume that the bridge excitation 
source and the differential amplifier are remote from the bridge. The DA has a very high 
input impedance (generally over 10° Q), so it is possible to ignore any small resistance 
of the wires leading from the bridge to the DA. Vs, the voltage across the bridge is less, 
by the voltage dropped across the resistances of the wires supplying the bridge, than 
the excitation voltage, Vg. Elementary circuit theory says that Ig = Vg/(2Rw +R) and 
thus Vs = VgR/(2Rw + R). The bridge output can easily be found using voltage divider 
relations: 


R+AR R—AR AR 
= (2%) = Vs] ]=¥s 


= = ee (4.27) 


The bridge calibration depends on Vs, which in turn, is dependent on Rw, which is 
temperature sensitive. The uncertainty in Vs can be removed if this voltage is measured 
by another DA whose output is compared to the desired value, the error being used 
to adjust Vz. 

To examine the evolution of the 4-active-arm Anderson circuit derived from a 4-active- 
arm Wheatstone bridge, examine the circuit of Figure 4.12A. The top of the Wheatstone 
bridge is opened, and a current source, Ip/2, is inserted ([p/2 is used because this is 
the current in each of the four Wheatstone bridge active elements.) Note that in this 
circuit, we have lost the ground from the bottom of the bridge. The Anderson circuit is 
redrawn in Figure 4.12B, illustrating the floating (ungrounded) nature of the Anderson 
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FIGURE 4.12 


Steps in ‘Andersonizing’ a remote 4-active-arm Wheatstone bridge. (A) The bridge is powered by a floating dc 
current source. (B) The bridge circuit is redrawn. 


loop. Note that a reference resistance, R,,, is added, and an additional common-mode 
resistance, Rc, may also be present. 

Figure 4.13 illustrates the final ‘Andersonized’ 4-active-arm sensor system with the 
dual differential subtractors (DDSs) added. Note that no less than 15 precision DAs are 
required with high CMRRs! The CM input voltage for the top DA is: 


Vicm = ([p/2)[3R + AR + Rye + Re] 
The CM voltage for the DA of the second sensor is: 
22cm = (Ip/2)[2R + Rre¢ + Rc] 


and so on. 

The reference voltage is 0, = (Ip/2)Rrep and the CM voltage for the four reference input 
DAs is v;cm = Up/2)Rc. Assume that the DAs are ideal (ie. their input resistances, 
bandwidths and CMRRs are infinite, they have zero output resistance, and their 
differential gains are finite). So, for the top DDS: 


01 = (Ip/2)(R — AR) (4.28) 
0, = (Ip/2)Rref (4.29) 
Vo1 = Ky Ko(Ip/2)R[1 — AR/R + Rref/R] (4.30) 


Similarly, we can show: 


Voo = KyKp(Ip/2)R[1 + AR/R + Rrot/R] = Vos (4.31) 
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FIGURE 4.13 

The final ‘Andersonized’, remote, 4-active-arm Wheatstone bridge circuit. Note that a total of five DDS elements 
are required to obtain an output voltage proportional to AR. Compare this circuit to the conventional bridge 
circuit of Figure 4.11. 


and 
003 = Vo1 (4.32) 
The net output of the ‘Andersonized’ 4-arm bridge is formed by the output DDS: 


Vop = K7K3Ip(2AR) (4.33) 
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Using the DDS modules, there is no need to make R,.~=R to obtain equation 4.32, but 
this condition will allow extraction of v,1—v 4 without a dc offset, for example, 
Vor = K,Ko([p/2)R[AR/R] ete. 

Note that the complexity of the circuit of Figure 4.13 is not required to measure AR/R. 
Just one sensor works, as shown in Figure 4.6. If R,.¢ is made a sensor without an input 
and placed adjacent to the active element, then thermal compensation will be inherent in 
the Anderson circuit. Note that a two-active, or four-active arm Wheatstone bridge is 
inherently thermally stabilized, as well. 


4.4.3. Conclusion 


The effectiveness of the Anderson loop architecture is predicated on the use of the 
DDS module in which all the DAs all have high CMRRs, generally exceeding 120 dB 
(>10°). However, this requirement is also valid for a conventional Wheatstone 
bridge supplied by a voltage source. Calibration of the Wheatstone bridge depends on 
the existence of a known, stable potential difference between the top and bottom of the 
bridge. Similarly, calibration of an Anderson loop sensor requires the current source (I, 
or Ip/2) to be stiff, known and stable. Just as in the case of a conventional Wheatstone 
bridge, an Anderson loop system can be excited sinusoidally, permitting signal ampli- 
fication out of the 1/f range of amplifier noise and allowing synchronous detection. 


4.5 Potentiometers 


Figure 4.14 illustrates the simplified circuit of a potentiometer. Like Wheatstone and 
Kelvin Bridges, potentiometers are dc null instruments. Nowadays, they generally find 
application in standards laboratories. They are used as a means of precision calibrating 
secondary dc voltage standards. Originally, potentiometers were used with thermo- 
couples to obtain precise temperature measurements and in electrochemical laboratories, 
to measure cell EMFs. Most of these applications have now been taken over by precision 
electronic voltmeters. 

For example, the Leeds & Northrup Model 7556-1 potentiometer has three ranges. 
The accuracy of each range is given in Table 4.1. 

To measure high voltages, a precision voltage divider called a volt box is used. For 
example, the L&N Model 7594-2 volt box was rated at 0-1500 V, with an accuracy of 
+0.0025%. It had 25 taps and was rated at 667 2/V on the 1500 V range, quite a lossy 
device, compared with modern voltmeter sensitivities. 

Potentiometers are often calibrated using Weston Standard Cells, an electrochemical 
battery which, until fairly recently, was used to define the volt EMF. The Weston cell 
was developed in 1892 as an EMF standard. Two types of Weston cells exist, saturated 
and unsaturated. The more widely used saturated (normal) cell is illustrated in Figure 
1.6. A Weston cell is generally used in a thermostat controlled oil bath to maintain its 
internal temperature to within 0.01°C. This is necessary because of the rather high EMF 
tempco of the normal cell, —40 1V/°C. The EMF of the saturated Weston cell is given by: 


EMF = 1.01830 — 4.06 x 10-°(T — 20) — 9.5 x 10-7(T — 20)’—10-*(T — 20) (4.34) 


This EMF is in International Volts; the EMF in absolute volts is 1.01864 at 20°C. Thus the 
volt used to be defined as 1/1.01830 of the Weston normal cell at 20°C. Weston cells are 
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FIGURE 4.14 
Circuit of a simple potentiometer used for precision, comparative measurements of EMFs in the 0-1.6 V range. 


TABLE 4.1 


Ranges and accuracy of the L&N 
7556-1 potentiometer 


Range Accuracy 
0-1.61100 V +(0.0005% + 1 V) 
0-0.16110 V +(0.0015% + 0.1 LV) 


0-0.01611 V +0.0025% + 20 nV) 


very delicate and subject to instabilities if their EMFs, if subjected to large or sudden 
temperature changes. They also should never have currents in excess of 100A drawn 
from them for any period of time. They also age and should be recalibrated against 
freshly prepared cells every year, or against Josephson junction primary EMF standards. 

Calibration of a potentiometer is done by first adjusting the potentiometer reading to 
the calculated EMF of the standard cell, then adjusting Rw to obtain a null in the 
galvanometer or electronic null detector. Next, the unknown EMF is connected to the 
potentiometer and the null detector, and the calibrated potentiometer output voltage 
is adjusted to obtain a null. 
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4.6 Chapter Summary 


In this Chapter we have discussed three basic measurement systems that make use of 
the principle of nulling or zeroing a dc voltage in order to obtain precision measure- 
ment of a resistance or an EMF—the Wheatstone bridge, the Kelvin bridge and the 
potentiometer. The accuracy attainable in a null measurement technique generally 
depends on the use of accurate resistors, rather than the accurate measurement of a dc 
voltage or current, per se. 

The Anderson loop technology was introduced and shown to use electronic constant 
current sources and a basic three-DA configuration called the dual differential subtractor 
(DDS), in conjunction with sensors whose resistance changes proportional to the QUM. 
The Anderson loop allows the voltage output to be linear in terms of the AR of the sensor. 
It is shown to be an alternative to the Wheatstone bridge in certain resistive sensor 
applications. 


Problems 


4.1 Two ideal op-amps are used to linearize the output of a single active arm Wheat- 
stone bridge, as shown in Figure P4.1. The resistance of the variable resistor, Ry, 
is given by Ry = R+ AR, where AR> — R. 


A+R R, 
V 
R, : 
AAG VY) 


FIGURE P4.1 


(A) Find an algebraic expression for V, = f(Vs,R, Ri, R2,R). Hint: Write node 
equations for V; and V>; note that by the ideal op-amp assumption, V; = V2=0. 


(B) Let V>=5V, R=R, =Ro=10? Q. Find the permissible range in Ry so that neither 
op-amp’s output reaches + 12 V (saturation). 


4.2 A dc Wheatstone bridge contains an RID whose resistance around 25°C is 
approximated by: 
R(T) = Ros[1 + a(T — 25)]. The smallest AV, the detector can resolve is 100nvV. 
Vs =3.1V, R=Ro5=300 Q and a = 0.004. Find the just resolvable AT under these 
conditions (Figure P4.2). 
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FIGURE P4.2 


4.3 A double sideband, suppressed carrier modulated (DSBSCM) signal is generated in 
many sensor systems. A DSBSCM signal is basically the product of two sine waves 
with different frequencies. In the Wheatstone bridge circuit of Figure P4.3, two strain 
gauges are subject to a low frequency sinusoidal strain such that: R(t) = AR sin(2t). 
AR = 0.03 Q, R = 300 Q, v,(f) = Vz sin(1000f) and Vg=5Vpk. The DA’s gain is 10°. 
Find an expression for v,(t) and show that it can be resolved into the algebraic sum of 
sum and difference frequencies. 


FIGURE P4.3 


4.4 A Wheatstone bridge (Figure P4.4) is powered with a 1V RMS, 200Hz sinusoidal 
source. Fixed resistors A and B are 1000 Q with LEs of 10 ppm. The value of variable 
resistor, D, is known to 100 ppm. At null, D=100 Q. 


Analog AC 


V voltmeter 


FIGURE P4.4 
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(A) Find the nominal value of X. 


(B) The ac null detector can just resolve AV, =1uVRMS. The DA is ideal with 
gain = 1. Calculate the limiting error in X, considering the LEs in A, B, D and V,. 


4.5 Consider Figure P4.5 for the basic Anderson DDS circuit. Assume that the identical 
input DA’s outputs are described by the equations: 


R+AR } 
(Remote) : 


FIGURE P4.5 


Vor = ApiV1g + AciV1c, CMRR, = Ap /Aci 


U2 = Ap2V2q + Ac2V2c, CMRR2 = Ap2/Ac2 


Let Ap1=Ap2, Aci =Ac2, so that CMRR;=CMRR>. The output subtractor DA’s 
output is described by: 


Vo = V03 = Ap303q + Ac3V2q, CMRR3 = Ap3/Ac3 


Note that Ac, = Ap1/CMRR1, Aci = Api/CMRR,;, etc. and R,¢ is made equal to R, of 
the sensor. 


(A) Write expressions for v1, v1, V2 and v; in terms of the circuit parameters and AR. 
(B) Find expressions for the DA outputs, vo; and Up. 
(C) Find an expression for v, = 0,3. Give vp =v, when all of the CMRRs — oo. 


(D) Give an expression for the Anderson DDS circuit’s voltage error, ve = Up — vj, for 
finite CMRR; and CMRR3. 


4.6. Figure P4.6 (after Stout, 1960) illustrates the schematic of a potentiometer. Ry is used 
to adjust the working current, Iw, in the loop to 50.000 mA when setting the pot up 
with a standard cell. The standard cell’s EMF is defined as 1.01830 V at 20°C. A 
separate, high resolution, standard cell slide wire is used to initially set Iy. The EMF 
slide wire has 100 divisions over its range, and can be read to 0.1 division. The 
maximum range of Ex that can be read is 1.7 V. 
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FIGURE P4.6 


(A) Find the smallest AEy that can be read. 


(B) Give ohm values for each of the 16 fixed resistors, R,, and the EMF slide wire 
resistance, the standard cell slide wire resistance and R,. 


(C) Show the polarity of the Ex terminals. 


4.7 A Kelvin Bridge schematic is shown in Figure P4.7. At null, Vi=V,. 


Null 
Detector 


FIGURE P4.7 


(A) Find expressions for V;, Ix and Ij». 


(B) Derive an expression for Rx at null (note that it has two terms). 
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(C) At null: R,;=100.02, Ro=10002, Ry=0.10002, R3=0.00377 Q, Rp=99.2 Q, 
R, = 1000.6 Q. Calculate Rx using the simple first term in the equation of part 
B). Calculate Rx using the whole expression from B). 


(D) Calculate Ix assuming Vg=1.500 V. Find the power dissipated in Rx. 


4.8 Consider the Anderson DDS used to measure the small AC of a capacitive sensor, as 
shown in text Figure 4.7. Consider the DAs of the DDS to have flat frequency 
responses (scalar gains) with outputs given by: 


Vo1 = ApiVig + AciVic, CMRR, = Api/Aci 
Vo. = Ap2V2q + Ac2V2, CMRR» = Ap2/Aco 


Let Ap1=Ap2, Aci =Ac2, so that CMRR;=CMRR>. The output subtractor DA’s 
output is described by: 


Vo = Vo3 = Ap3V3q + Ac3V2aq, CMRR3 = Ap3/Acs 
Note that Acy =Ap;/CMRR,;, etc. and C, is made equal to C, of the sensor. 


(A) Write phasor expressions for V1, Vai V> and Vs in terms of the circuit parameters 
and AC. Give Is zero phase. 


(B) Find expressions for the phasor DA outputs, V,; and Vj. 
(C) Find an expression for V, = V,3. Give V,=V/, when all of the CMRRs — oo. 


(D) Give an expression for the Anderson DDS circuit voltage error, V,= V,—V,’ for 
finite CMRR, and CMRR3. 


5 


AC Null Measurements 


5.1 Introduction 


In this chapter, we examine measurement techniques that make use of sensing an ac 
null. These include, but are not limited to, ac operation of (resistive) Wheatstone bridges, 
various types of ac bridges used to measure capacitance, capacitor dissipation factor 
(D), inductance, inductor quality factor (Q), mutual inductance and the small signal 
transconductance (g,,) of bipolar junction transistors (BJT) and field effect transistors. As 
in the case of dc null methods, ac methods are used to obtain accurate measurements 
of component values based on the accuracy of the bridge components. 

It should be noted that in the real world of circuit components, there is no such thing 
as a pure or ideal resistor, capacitor or inductor. All real world devices have parasitic 
parameters associated with them. In some cases, these parasitic components may be 
treated as lumped parameter circuits, while in other situations, they are best described as 
distributed parameter networks, similar to transmission lines. For example, depending 
on the frequency of the ac voltage across a resistor, the resistor may appear to have a 
pure inductance in series with a resistor in parallel with a capacitor, and distributed 
capacitance to ground along its length. The resistance of a resistor has a value which is 
an increasing function of frequency due to skin effect at VHF — UHF. The presence of 
parasitic components at high frequencies makes the operation of bridges and null circuits 
at high frequencies more prone to errors. To minimize the effects of parasitic components, 
most simple ac bridges operate at 1 kHz. 


a 


5.2 Inductor Equivalent Circuits 


Most practical inductors are made from one or more turns of a conductor, wound as 
a solenoid, either on an air core, or a ferromagnetic core, made of ferrite ceramic or 
laminated iron. If the coil is wound around a ferromagnetic ring or ‘doughnut’, it is called 
a toroidal inductor. The use of ferromagnetic cores concentrates the magnetic flux and 
produces a higher inductance than would be attainable with an air core and the same coil 
geometry. Since the conductor used to wind an inductor has a finite resistance, the 
simplest, low frequency equivalent circuit of a practical inductor is a resistor in series 
with a pure inductance. At very high frequencies, the small, stray capacitance between 
adjacent turns of the inductor coil produces a complex, distributed parameter, RLC 
circuit. If the coil is wound with several layers of turns, capacitance between the layers, 
as well as between adjacent turns and inner turns to the core, produces a complex 
equivalent circuit of the inductor at very high frequencies. 
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|, —> R, L 
+ 
Cc 
: \ 
FIGURE 5.1 ns 
High frequency, lumped parameter model for an 
inductor. > 


One compromise to the problem of representing an inductor realistically at high 
frequencies is shown in Figure 5.1. Here, the distributed capacitance between windings 
is modelled by a single, equivalent, lumped capacitor in parallel with the series R-L 
circuit. This model is probably reasonably valid in the low audio frequency range where 
most ac inductance bridges operate. To characterize and measure inductors at radio 
frequencies where the lumped model is not valid, we generally use a Q meter, which is 
discussed below. 

The quality factor, or Q, of an inductor is defined at a given frequency as the ratio of the 
inductor’s inductive reactance to the real part of its impedance. The higher the Q, the 
‘purer’ the inductor and the lower are its losses. High Q inductors allow us to build more 
sharply tuned RLC frequency selective circuits as compared to low Q inductors of the 
same inductance. For a given inductance, high Q inductors are generally more expensive. 
Note that Q is a dimensionless function of frequency. For a simple series R-L circuit, the 
Q is given by: 


(6 ee (5.1) 


The Q of the RLC inductor model of Figure 5.1 may be found by finding its impedance: 


(joL + R) 
1+joRC+ (jw) LC 
7 R @L{(1 — «LC) — (CR?/1)] 
GU —@LC)+(@RCY (1 EC) + (oRO? 


Zi (jo) = 


(5.2) 


From the basic definition of Q given in equation 5.1 and the impedance given by 
equation 5.2, the Q of the series model inductor can be written as: 


oL{(1 — LC) — (CR?/L)] 


Qs() = ; (5.3) 


Interestingly, Q;(w) rises to a maximum at o=0(V3) /3 and then drops to zero at ,, 
the resonance frequency of the lumped RLC model of the inductor at the resonance 
frequency, Zi ( jo) =Real. From equation 5.2, this is seen to occur when: 


1 R? 
meee alan r/s (5.4) 


Although the lumped RLC model for the inductor is crude, its behavior does mimic that 
observed in real inductors at high frequencies. Their Q does increase to a maximum and 
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then decreases to zero as the frequency is further increased. Some practical inductors 
exhibit multiple peaks in their Q curves at high frequencies due to the distributed nature 
of the stray capacitance. At 1 kHz, the frequency used in most ac bridges used to measure 
inductors, we are operating well to the left of the peak of the Q(w) curve and capacitive 
effects are generally second order. 


a 


5.3 Capacitor Equivalent Circuits 


There are many physical types of capacitors having a wide variety of geometries and 
using many different types of dielectrics, all depending on the selected application. The 
basic capacitor consists of a pair of parallel metal plates, separated by a dielectric 
(insulating substance), which can be vacuum, air, sulfur hexafluoride, oil, oil impreg- 
nated paper, glass, mica, metal oxides, or various plastics or ceramics. 

Each dielectric has its own unique properties of dc leakage, dielectric constant, losses 
at high frequencies, temperature coefficient, etc. At high frequencies, capacitors can 
be modelled by a pure capacitance surrounded by parasitic inductors due to leads, 
and resistances modelling dielectric power loss and ohmic leakage. Figure 5.2 illustrates a 
general, lumped parameter, high frequency equivalent circuit for a non-polarized (non- 
electrolytic) capacitor. As in the case of the inductor’s equivalent circuit, we may write an 
expression for the impedance of the model as: 


Rp(1/jaC) 
Z =R, L + ——___—_ 5.5 
c(jo) + Jo + Rp a (1/joC) ( ) 
Zc(jw) may be put into the form, Z-= Re + jlm, using complex algebra: 
: (@L — oR3C PReLC? 
Zc(jo) = [Re + z]+* et te ee (5.6) 
1+ (RO TARO) 


This relation implies that the complex RLC circuit model for the capacitor at high 
frequencies can be reduced to a simple, equivalent model with a resistor given by the 
real term of equation 5.6 being in series, with a reactance given by the second term in 
equation 5.6. It is possible to find an expression for the equivalent series capacitance, 
Cs(eq). From the second term in equation 5.6: 


a o(L _ R5C) + wo R3C7L 


xX.= = 5.7 
“~ @Cg(eQ) 1+(@RpCy me 
je L Rs 
—_.0.00.9 VW 
oa 
Cc 
Vo = Rp 


FIGURE 5.2 

High frequency, lumped parameter model for a 
capacitor. Note that a capacitor exhibits inductance - 
at high frequencies and an inductance exhibits 
capacitance between its windings. 
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from which it is easy to find: 


1+ (wRpCy* 
o?|(R3C — L) — o? R3C2L] 


Cs(EQ) = (5.8) 


At low frequencies, where L is negligible, the capacitive reactance reduces to —1/@C. 
Note that the series high frequency capacitor model exhibits resonance at a frequency 
where the reactance magnitude goes to zero. The resonant frequency of the capacitor is 
easily found to be 


w = Y1/LC -1/(ReO? t/s (6.9) 


Thus, the reactance of the equivalent circuit appears as —1/wC at low frequencies. The 
reactance magnitude decreases with w, until it reaches zero at w, and then, at w > a, 
appears inductive, as +L. 

Most laboratory bridges do not measure capacitive reactance, rather they are calibrated 
in capacitance units and dissipation factor, D. Ds is defined as the ratio of the series 
equivalent resistance to the capacitive reactance. In algebraic terms, 


R 
D, = aa = woCsEQyRs(EQ) (5.10) 
S(EQ) 


Note that at any fixed frequency, a series R-C circuit, such as we have been discussing 
above, has an equivalent parallel R-C circuit which has the same impedance. We may also 
define a dissipation factor for the parallel equivalent circuit the ratio of the capacitive 
reactance to the equivalent parallel resistance. In algebraic terms, 


x 
Dp = aa = 1/(@ CpeaRrceg)) (5.11) 
P(EQ) 


By equating the impedances or conductances of the series and parallel R-C models, it is 
possible to derive relations relating one circuit to the other as given below: 


D?+1 
Rpg = RseQ) (A) (5.12) 
Cregy = Csceg)/(1 + D5) (5.13) 
D2 
Rseq = Rreg) (a4) (5.14) 
D3+1 
CsceQy = Cpcegy(1 + D3) (5.15) 


As you will see, certain capacitance bridge configurations make the assumption that 
the capacitance under measurement is represented by the series equivalent circuit 
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model, while others use the parallel equivalent circuit. At a given frequency, since 
the impedances of the two circuits are equal, the reason for using one model or the 
other lies in the practical derivation of the bridge balance equations in a form that 
allows two bridge elements to be uniquely calibrated in Cs and Ds, or in C, and D,. 


5.4 AC Operation of Wheatstone Bridges 


In this mode of operation, a low frequency ac excitation signal is used, usually ranging 
100-1000 Hz. The bridge arms are resistors and the effects of stray capacitance to ground 
and inductance are generally negligible. Balance conditions are usually the same as for a 
dc Wheatstone bridge. However, one advantage of the ac excitation is that an electronic 
null detector with a lower uncertainty voltage, AV,, can be used. This is probably not 
important, because bridge accuracy in measuring the unknown resistor, X, is largely due 
to the accuracy to which the arms M, N and P are known, as we demonstrated in the 
previous chapter. However, when the bridge is used in the voltage output mode, as with 
strain gauges, greater threshold sensitivity in measuring small changes in X are realized 
because the amplification of V, can be done with a low noise, narrow band, ac amplifier 
working above the 1/f noise region. 

Following amplification, the ac output voltage is generally converted into a dc signal 
proportional to AX through the use of a phase sensitive rectifier (PSR, discussed in detail 
in Section 2.7). 

Another application for ac Wheatstone bridge operation is where the passage of 
dc through X will alter the magnitude of X. An example of this phenomenon is the 
measurement of the resistance of electrochemical electrodes (such as used in electro- 
cardiography) attached to the body. The passage of direct current causes polarization 
of the electrodes due to ion migration in the dc electric field. Polarization increases 
electrode impedance. The use of ac generally avoids this phenomenon. 


5.5 AC Bridges 


The design, analysis and application of ac bridges is a large field, with rich, old literature. 
Most of the texts dealing in detail with this topic were written over 50 years ago. 
Great emphasis was placed on how an ac bridge approached its null. Vector (circle) 
diagrams were used to illustrate how the complex V, behaves due to the interaction of 
the two variable bridge elements when reaching a null. In the following sections, we 
do not consider the details of how nulls are approached. Rather, we summarize the 
conditions at null and the applications of each type of bridge. Note that most modern 
ac bridges are designed to work at 1kHz, although other frequencies may be used 
for special applications. 

Figure 5.3 illustrates a general ac bridge, in which the arms are impedances, having real 
and imaginary parts. In general, the ac bridge output voltage can be written as a complex 
(vector) equation: 


Zx ZN 
V,=V 5.16 
° : E +Zp Znt+ =| ( ) 
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CY) 


FIGURE 5.3 

General configuration for an ac bridge. Det. is the 
null detector; it is a sensitive ac voltmeter assumed to 
have infinite input resitance. 


From equation 5.16, we find that at null, where V, = 0, we can write the vector equation as: 
ZxZm = ZNZp (5.17) 
which leads to the vector equation for Zx in polar form, assuming bridge null: 


Zn Zp 


Zx = |Zx| 40, = / (On + Op — Om) (5.18) 


Thus, finding unique expressions for the unknown L and Q, or C and D, requires solving 
vector equations of the form above. Generally, this is done by independently equating the 
real and imaginary terms on both sides of equation 5.17. 

It can be shown for all conventional, four-arm ac bridges that the same conditions for 
null exist if the null detector is exchanged for the ac source and equation 5.17 still applies. 
Presented below is a summary of bridge designs used to measure capacitance, inductance 
and mutual inductance using the null method. 


5.5.1 Bridges Used to Measure Capacitance 


In this section, we examine the designs of bridges useful for the measurement of 
capacitance. Capacitance measuring bridges can be subdivided into those designs 
suitable for low loss (low D) capacitors and those giving best results for lossy (high D) 
capacitors. 


5.5.1.1 The Resistance Ratio Bridge 


The resistance ratio bridge is shown in Figure 5.4. It is best used to measure capacitors 
with low D and it uses the series equivalent capacitor model. It is used in the venerable, 
General Radio Model 1650A bridge. At null, V, =0 and we may write: 


R3 (Rxs + 1/j@Cxs) =R (Ra + 1/jo@C4) (5.19) 
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FIGURE 5.4 
A resistance ratio bridge, used to measure capacitors 
with low Ds. 


Equating the real terms, we find 

Rxs = RoRa/Rs (5.20) 
Equating the imaginary terms, we obtain 

Cxs = R3C4/Ro (5.21) 


The dissipation factor for the series capacitor model was shown to be Ds=wCxsRxs. 
If we substitute the relations for Cys and Rxs into Ds, then: 


De=wCiRs (5.22) 


Thus, we see that R, can be uniquely calibrated in low Dg and R3 should be calibrated in 
Cxs units. 


5.5.1.2 The Schering Bridge 

The Schering bridge is useful for measuring capacitors with high losses (high D,). In 
finding the balance conditions for this bridge, it is expedient to use the parallel R-C 
equivalent circuit, as shown in Figure 5.5. At null, we can write, as before, a relation 


FIGURE 5.5 
A Schering bridge, used to measure capacitors with 
high Dp. 
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similar to equation 5.17: 


ZxZ3 = Z2Za (5.23) 
or 
Z3Y2 = YxZa (5.24) 
Thus 
(R3 + 1/jw@C3)jwC2 = (Gxp + jwCxp)Ra (5.25) 


Now by equating real terms and imaginary terms, the conditions at balance are 
obtained as: 


Cxp = R3C2/R4 (5.26) 
Ryp = RyC3/Cz (5.27) 
Dp = 1/(@CxpRxp) = @C3R3 (5.28) 


Notice that to obtain uniqueness in finding Cxp and Dp, C3 can be calibrated in Dp and 
R, can be calibrated in Cxp. The other components are fixed for a given range of Cxp. 


5.5.1.3 The Parallel C Bridge 

This bridge design, shown in Figure 5.6, is also used in the GR 1650A bridge to measure 

high D (lossy) capacitors (0.1<Dp<50). At null, we can write RoZ4 =R3Z x. This leads to: 
Ro(Gxp + joCxp) = R3(G4 + jwCa) (5.29) 


from which the following relation can be we can easily find: 


Cxp = C4R3/R2 (5.30) 
Rxp = R2R4/R3 (5.31) 
Dp = 1/(@ CxpRxp) = 1/(@ C4Ra) (5.32) 


FIGURE 5.6 
A parallel C bridge used to measure capacitors with 
0.1<Dp<50. 
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From the above equations, it is easy to see that R, should be calibrated in Dp and R3 
or Rp can give Cxp. 


5.5.1.4 The De Sauty Bridge 


The De Sauty bridge, shown in Figure 5.7, is a deceptively simple bridge which is often 
used to produce an output voltage that is proportional to a small change, 5C, in one of 
the capacitors, rather than to measure capacitance. The 5C may be caused by a variety of 
physical phenomena, such as the deflection of a diaphragm due to a pressure difference 
across it, a change in capacitor plate separation due to a change in material thickness 
or an applied force, and so on. 

Since the output voltage is a nonlinear function of large capacitance changes, the 
De Sauty bridge is usually operated such that 5C/C, « 1 and the is linearly proportional 
to the QUM. Also, the resistors R; and Ry are made equal to R and null is achieved 
by setting Cy=C3=C. Now, the output of the bridge can be expressed as a function of 
R, C, w and 6C as: 


j@RC(SC/C) 


Vo = Vb = a jaRC)(1 + jaR(C+ 50) 


(5.33) 


From equation 5.33, we see that three approximate relations for V, can be written, 
depending on the operating frequency. First, let w>>1/RC. The transfer function 
reduces to: 


Vo/Vp = (8C/C)(1/joRC)[1 — (8C/C)] (5.34) 


Generally, the second order term can be neglected. However, a square law nonlinear 
distortion will occur for 6C/C => 0.1. 

Second, we let the bridge be excited at a low frequency so that w<1/RC. Under this 
condition, we observe that: 


V./V, = (8C/C)(j@RC) (5.35) 
Third, if o=1/RC (tuned bridge condition), the output can be written as: 


V/V, = 5C/2C (Real) (5.36) 


FIGURE 5.7 

A De Sauty bridge, used to measure small 
changes in capacitance. Cy=C, C3=C+ AC, 
Ri =Ro=R, and w=1/RC. 
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Maximum sensitivity generally occurs for the third case, when w=1/RC. In this case, the 
6C, which is just detectable, can be estimated by using the series expansion as follows: 


AV, = (e)sc- V,5C/(2C) (5.37) 


For example, the just detectable 5C is found by assuming the bridge detector ac voltmeter 
resolution to be AV,=0.1 LV and the bridge excitation, V;, to be 5 V. If we let C= 100 pF, 
then 6Cyn is given by: 


dCyn = (0.1 x 10~° x 2 x 100 x 10°) /5 = 4 x 10 °pF = 4aF (5.38) 
P 


This is an incredible theoretical sensitivity, which is not reachable in practice because of 
stray capacitances associated with the bridge arms, detector noise, etc. 


5.5.1.5 The Wien Bridge 


The Wien bridge, illustrated in Figure 5.8, is generally not used to measure capacitors 
because of the complexity of its solution at null. The Wien bridge is a frequency 
dependent null network and as such, finds application in the design of tuned band- 
pass and band-reject (notch) filters, as also oscillators. Using Figure 5.8, the general form 
of the bridge balance equation at null is expressed as: 


y Ay ey AY 2 (5.39) 


This can be modified as: 
Z1Yx = Z2Y3 or (Ri/1/joC1) (Gx + joCx) = RoG3 (5.40) 


To find the null conditions, we must solve the simultaneous equations derived from 
equation 5.40 must be solved by separately equating the real and imaginary terms: 


GxR, + Cx/Cy = R2G3 (5.41) 


—Gx/@C, + wCxR, =0 (5.42) 


FIGURE 5.8 

The Wien bridge is frequency dependent. Here, 
it is used to measure capacitance with Dp «0.1. 
R>2 can be calibrated in Cx; R; in Dpx. 
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Their solution leads to: 


(Ro/R3)Ci_—_ (R2/R3)Ci 


Cy = = R>/R3)C 5.43 
xX (o2C2R? wa 1) (D3, ES 1) > ( 2/ 3) 1 ( ) 
_ (@RiR2/ R3)(@C7) (5.44) 

* (2C2R? +1) ' 
Dxp = 1/(@CxRx) = @R{C; = Dis (5.45) 


Provided Dxyp=Djs5 « 0.1, Rp can be uniquely calibrated in Cx units and R; in Dxp units. 
The use of the Wien bridge as a frequency sensitive null network can be demonstrated by 
writing its transfer function: 


1/(G jC R 
Vo/Vp = MGx + joCx) _ : (5.46) 
1/(Gx + joCx) + Ri +1/joC; Rs +Ro 
which reduces to: 
jwC,R R 
V./Vp =— HORE = mor (5.47) 
1+ jo(CiRx + C1 Ri + CxRx) + (jo) Ci RiCxRx 3+ Ko 
Now, if we tune the source frequency to 
W= Wo = (1/C, Ri CxRx) r/s (5.48) 
then the transfer function becomes: 
C,Rx Rs 
V./V, = 5.49 
ie CiRx +Cy)Ri + CxRx R34+R2 On?) 
This real transfer function goes to zero at w=« if: 
Ri =Rx=R (5.50) 
Cy =Cx =C (5.51) 
Ro = 2R3=R (5.52) 
then we have: 
V./V, = 1/3-1/3 =0 (5.53) 


As mentioned above, the frequency dependent null of the Wien bridge can be exploited 
to create tuned filters and oscillators that are useful in instrumentation systems. 
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Low-Pass 
Filter 


D'Arsonval 


FIGURE 5.9 — 

A commutated capacitor bridge. Un- R, 
like other ac bridges, the detector is a & 

dc null meter which responds to V. 


the average voltage. 


5.5.1.6 The Commutated Capacitor Bridge 


A commutated capacitor bridge is shown in Figure 5.9. Unlike a conventional ac bridge, 
this bridge uses a dc V;. Such bridges do not allow measurement of the capacitor D. 
However, they are often used for high accuracy, low frequency applications. A MOS 
switch is driven by a square wave clock with period T. For T/2 seconds, the capacitor 
is connected to node a and charges toward V, through Ro. For an alternate T/2 seconds, 


A Vo 


0 7/2 T 37/2 


Vo TI2RoCy 


FIGURE 5.10 
A. Voltage waveform across Cx, Uc(t). 


Note RCy « RjCx. B. Voltage wave- 
form, v2(t). 0 T/2 T 37/2 
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Cx is allowed to discharge through Ry, to ground. The waveforms at nodes a and V, 
are shown in Figures 5.10A and 5.10B, respectively. We assume that the clock period 
and resistors Ry and R, are chosen so that RuCy « T/2 and RoCx >> T/2. We also assume 
that the null detector responds to the average of (V2.—V). Hence at null, we find that: 


V;R3/(Ri + R3) = (Vs/2)[1 + (T/4R2Cx)] (5.54) 
From which we can solve for Cx: 


T(R3 + Ry) 


OAR (RR) 


(5.55) 


where obviously, R3>R;. R3 or Ro can be varied to obtain null and for a given 
range setting (fixed values of T, Ro and Rj), can be calibrated according to equation 5.55 
above. 


5.5.2 Bridges Used to Measure Inductance and Mutual Inductance 


As in the case of bridges used for measuring capacitance, the inductance bridges can be 
subdivided into bridges that are optimal in terms of reaching null, for measuring high Q 
inductors and those best suited for the measurement of low Q inductors. In addition, 
we describe below the design of two specialized bridges used to measure the mutual 
inductance of power and audio frequency transformers. 


5.5.2.1 The Maxwell Bridge 


As the name implies, this is a well-known bridge which is used to measure low Q 
inductors having Qs in the range of 0.02-10. The Maxwell bridge is used in the General 
Radio model 1650A multi-purpose bridge; its circuit is shown in Figure 5.11. At null: 


TiN DZ: (5.56) 
or 


(Rx + joLx) = R2(G3 + joC3)Ra (5.57) 


FIGURE 5.11 
The Maxwell bridge for low Q inductors 
(0.02<Q<10). 
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From equation 5.54, we easily find: 


Lx = C3R2R4 (5.58) 
Ry = RoRy/R; (5.59) 
Qx = aLx/Rx = oC3R3 (5.60) 


Thus R, is calibrated in inductance units and the R3 scale reads Q. In the GR 1650A 
bridge, R4 can be varied in the range 0-11.7kQ and R; can be set at 0-16kQ. 


5.5.2.2 Parallel Inductance Bridge 


This bridge, shown in Figure 5.12, is also used in the GR 1650A bridge to measure high Q 
inductors (1 <Qp <oo). It is somewhat unusual in that it uses a parallel equivalent circuit 
for the inductor. At a given frequency, any series R-L circuit can be made to be equal 
in impedance to a parallel R-L circuit. We describe these equivalences below. At balance, 
we can write: 


joLxRx 
= ee .61 
RoRq (R3 + 1/joC3) Repulse (5.61) 
From which we obtain: 
JOLxR2Rq + RxR2Rq = joLxRxR3 + LxRx/C3 (5.62) 


Equating the real and imaginary terms in equation 5.62 independently, we finally obtain 
the expressions for Lxp, Rxp and Q> as follows: 


i= CARR: (5.63) 
Rxp = R2Ra/R3 (5.64) 
Qp = Rx/owLx = 1/@C3R3 (5.65) 


Thus, it is expedient to make R, the L dial and R; the high Q dial on this bridge. 


FIGURE 5.12 

The General Radio parallel inductance model 
bridge for high Q inductors (1<Q<oo). R; is 
calibrated in Qp, R4 in Lpx. 
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FIGURE 5.13 

The Hay bridge is used to measure high Q 
inductors. R3 is calibrated in Qs, and Ry in 
inductance units. 


5.5.2.3 The Hay Bridge 


The Hay bridge, shown in Figure 5.13, uses the series R-L model for an inductor to 
measure the inductance and Q of high Q coils. Assuming null, we find: 


The balance equation, equation 5.66, can be broken down to two simultaneous equations: 


Lx/C3 + RxR3 = RoR, (5.67) 
oLxR3 = Rx/o@C3 =0 (5.68) 
Their solution yields: 
R4R R4R 
es 4R2C3 4R2C3 (5.69) 


~ (@R3C3 +1)” (Q? +1) 


@R3RoR4 (C3) 
= 5.70 
x= PRICE +1) ony 
Qs = wLx/Rx = 1/@C3R3 (5.71) 


Here, R3 may be calibrated in Qs and Ry in inductance units. Inductance calibration is 
substantially independent of Q;(R3) as long as Qs>10. 


5.5.2.4 The Owen Bridge 
The Owen bridge, shown in Figure 5.14, uses the conventional series inductance model 


and is best used on large, low Q inductors. This bridge is somewhat unique in that the 
null may be obtained by varying both elements in the 4-arm, R4 and C4. At null we have: 


By equating the real and imaginary terms in equation 5.72 separately, it is easy to find that 
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FIGURE 5.14 

The Owen bridge is best used to measure large, low 
Q inductors. Ry can be calibrated in inductance and 
C4 in series equivalent resistance, Rys. 


ReZ REC: (5.73) 


Ly = RoC Ry (5.74) 


Hence, R4 may be uniquely calibrated in inductance and C, in resistance (nonlinear scale). 
The major disadvantages of the Owen bridge are that it requires a precisely calibrated 
variable capacitor (C4) and that for high Q, low inductance coils, impractically large C4 
values may be required. 


5.5.2.5 The Anderson Bridge 

The Anderson bridge is illustrated in Figure 5.15. According to Stout (1950), the 
Anderson bridge gives the best convergence to nulls for low Q coils. To analyze this 
bridge, we note that at null, V, = Vi—V2=0 and the voltage divider relations can be used 
to find V; and V>. Thus we have: 


Vo _ Rs R3 (5.75) 
Vs Rs5+Rxtjolx R3+R24+ joC[R3R4 + R3R2 + R4Ro] 
Setting V,=0, we find: 
Rx = RoRs/R3 (5.76) 


@ Vo Rs 


FIGURE 5.15 

The Anderson bridge works best with low Q 
coils. It has relatively complex balance equa- 
tions. 
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Ly = CRs[Ra + Ro + (RaR2/R3)] (5.77) 


Qx = wCR,[1 + Ra/R2 + R4/Rs3] (5.78) 


It is easily seen that the price we pay in using this bridge, which is easily balanced with 
low Q inductors, is a relatively complex set of balance equations. Rs can be calibrated for 
Ly and R3 used to read Qy. 


5.5.2.6 The Heaviside Mutual Inductance Bridge 


Before discussing the circuit and balance conditions for the Heaviside mutual inductance 
bridge, we should review the meaning of mutual inductance of a transformer or a pair 
of magnetically coupled coils. Figure 5.16 illustrates a simple equivalent circuit for a 
transformer operating at low frequencies. Under ac steady state conditions, we may write 
the loop equations: 


Y= (Ri + joL,) + Ih(joM) (5.79) 


V2 = Iy(joM) + b(R2 + joL2) (5.80) 


where M is the mutual inductance in H, given a positive sign for the dot convention 
shown in Figure 5.16. 

Figure 5.17 illustrates the circuit of a Heaviside bridge. At null, V, = Vi; — V2=0, hence 
we can write: 


Ry = InRo (5.81) 


FIGURE 5.16 

Circuit model for a transformer with mutual 
inductance at low frequencies. L; and Lz are 
the self-inductances of the primary and sec- 
ondary windings, respectively. 


FIGURE 5.17 
The Heaviside mutual inductance bridge. 
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and also, 
V3=] (Ri + R3 + joLs) =I (Ro + R4 + joLs) + joM(y +h) (5.82) 


If we solve for I; in equation 5.81, and substitute it into equation 5.82, and then equate 
the real and then imaginary terms, we find that at null: 


Ry = RoRs/Ry (5.83) 
RoL3 — RyLg 

M = 5.84 

Ri + Ro O82) 


Note that M may have either sign, depending on the dots. The transformer’s primary self- 
inductance, L4, must be measured with the secondary open circuited. There is no need to 
know the secondary self-inductance, or the primary resistance when using the Heaviside 
mutual inductance bridge. 


5.5.2.7 The Heydweiller Mutual Inductance Bridge 


The Heydweiller means of measuring transformer mutual inductance uses a ‘bridge’ 
in which one arm is a short circuit (Figure 5.18). Thus the conventional method of 
examining Z,Z3= ZZ, will not work with this bridge! Instead, it is seen that at null, 
V2,=V; — 0, thus by use of KVL: 


V.=0=] (R3 + joLs) — joM( + hb) (5.85) 
and also, 


h=h (Ri + 1/j@C1)/R2 (5.86) 


If equation 5.86 is substituted into equation 5.85 and the sum of the real terms is set equal 
to zero, we find: 


M=C,RoR3 (5.87) 


FIGURE 5.18 
The Heydweiller mutual inductance null 
circuit. 
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Equating the sum of the imaginary terms to zero leads to: 
L3 = Cy R3(Rq + Ro) (5.88) 


Note that R3 must be known, as it appears in both the expression for M and the primary 
self-inductance, L3. R; and Rj are manipulated to obtain the null. 


5.5.3 Null Method of Measuring Transistor Small Signal Transconductance and 
Feedback Capacitance 


The null circuits discussed below are used to measure BJT or FET small signal trans- 
conductance at a given dc quiescent operating point. An audio frequency ac signal, 
usually 1kHz, is used. Measurement of small signal transconductance is important to 
verify if transistors are good and to match pairs for like characteristics when building 
a discrete differential amplifier. 

First, we illustrate the small signal, modified hybrid pi model for a BJT operating in 
its linear region (i.e., neither cut-off or saturated). This model, shown in Figure 5.19, is 
generally accepted to be valid for frequencies up to the BJT’s fr/3. The small signal 
transconductance, 8,,, is defined as: 


dic 
ns (pe). =0 6.89) 
The BJT’s g,, may be approximated by: 
8m ~ hye/Tx = Ico/Vr (5.90) 


The capacitance Cy is the dc voltage variable capacitance of the reverse biased, collector 
base junction evaluated at the dc operating point of the BJT. C, is the capacitance of 
the forward biased base emitter junction, measured at the operating point, which is 
also a function of the dc voltage across the junction. r, is the small signal base input 
resistance. It is approximately equal to Vr/Igg. The base input spreading resistance, r,, 
is generally less than 100 Q and we set it equal to zero to simplify analysis. The output 
conductance, go, is generally very small, but its exact value is not important in 
determining @,,. 

Figure 5.20 illustrates the complete circuit of the transconductance bridge. Resistors 
Rg and Rc and dc source Vcc are used to set up the dc quiescent operating (Q) point of 
the BJT. A is a milliammeter to read Icg and V is a dc voltmeter to read Vcgg. A small, 
audio frequency, sinusoidal signal, v1, is applied to the transistor’s base through a large 
dc blocking capacitor, C,. Simultaneously, the inverted ac signal, —v1, is applied to the 
BJT’s collector. Capacitor Cy and resistor R, are adjusted to get a null or minimum ac 


FIGURE 5.19 
Simplified, hybrid pi, high frequency, small 
signal circuit model for BJTs. 
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" lps “i 


FIGURE 5.20 

Circuit of null system used to measure the small signal transconductance of BJTs. OAs are op-amps. Capacitors 
marked oo are large and have negligible reactance at the operating frequency. A is a dc milliameter used to 
measure Icg. V is a de voltmeter used to measure Vero. The null is sensed acoustically with a loudspeaker or 


headphones. 


ow 
aS) 
=T~ 
— 
x 


ais E E 
7 + 
Y4 
FIGURE 5.21 
Small signal, equivalent circuit of the 2, 
measuring circuit of Figure 5.20. 


signal at the v, node. A node equation for v, can be written for the small signal equivalent 
circuit of Figure 5.21. Note that vp.2v;. At null: 


0 = V{Gi + Ge + jo(C, + Cn)] — Vi(joC + G1) — joCu(-Vi1) + 8mV1 (5.91) 


for V.— 0, it is evident that: 
Bn = Gy (5.92) 
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and 
C, = Cn (5.93) 


A similar g,, null circuit can be used to measure the small signal transconductance of 
various types of FETs (see the figure in the problems at the end of the chapter). Note that 
FET g,, at the dc operating point can be shown to be given by: 


01, 
&n = 5) = &moVIDQ/Ipss = 8m — Ves/Vr) (5.94) 


WgsVas > O 


where 8j9 is the small signal transconductance evaluated for Vcs=0, Vp is the pinch-off 
voltage (for JFETs) and Inss is the JFET’s dc drain current measured for Vcs=0 and 
Vos > Vest Vp. 


5.6 Chapter Summary 


In this chapter, we reviewed the more important audio frequency ac bridges and null 
systems used for making precision measurements of capacitance, capacitor dissipation 
factor (D), inductance, inductor (Q), mutual inductance and transistor small signal 
transconductance. General conditions for bridge null were derived, and the conditions 
at null for each circuit presented. No attempt has been made to discuss the effects of 
stray capacitances between bridge elements and the capacitance to ground offered by 
the two detector terminals. These are generally not significant sources of measurement 
error for most ac bridges operating at 1kHz. A common means of compensating for 
detector capacitance to ground is by the Wagner Earth circuit (Stout (1950), Sec. 9-11). 

Measurement of circuit parameters at high frequencies (including video and radio 
frequencies) requires special apparatus such as the Q-Meter, or instruments such as the 
Hewlett-Packard model 4191A RF Impedance Analyzer. 


(ii 


Problems 


5.1 The bridged T circuit provides an alternate means to four-arm bridges for the 
measurement of circuit element parameters. Figure P5.1 illustrates a bridged T circuit 
used to measure the parallel model for an inductor. A null at the V, node is obtained 
by varying the two capacitors together with w of the sinusoidal source and R. Assume 
V,=0. Find expressions for w, Ly, Ry and Q, in terms of R and C. The expressions for 


FIGURE P5.1 
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Ly and Ry should not contain terms in Rp and Ly respectively. In general, 
Qp=Rp/ (Ly). 

5.2 Repeat Problem 5.1 for the bridged T circuit of Figure P5.2, and find expressions for 
ow, Ls, Rs and Q,. Q;s=@L;/Rs. 


FIGURE P5.2 


5.3 In the bridged T circuit of Figure P5.3, find w, for null. Also find a numerical value 
for R,. 


FIGURE P5.3 


5.4 Figure P5.4 illustrates a parallel T null circuit. Find the frequency a, at which 
the V, — 0. 


FIGURE P5.4 os 


5.5 Prove that the vector conditions for null (bridge balance) are unchanged if you 
exchange detector and source nodes, as shown in Figure P5.5. 


AC Null Measurements 213 


FIGURE P5.5 


5.6 At a given frequency, w, a series R-L circuit can be exactly replaced by a parallel R-L 
circuit. Find expressions for L, and R, in terms of L;, R, and Q;=oL,/Rs. 

5.7 Figure P5.7 illustrates a De Sauty bridge in which the capacitors change differentially. 
The source is v,(t)=5 sin(wt). Assume w=1/RC, r/s. The detector can only resolve 
6V,=5uV pk. Find the smallest resolvable AC/C,. 


Vg at o 


C,+ AC GAC 


FIGURE P5.7 


5.8 A four-arm ac bridge, operated at 1kHz, is at null. Zag=1,500 Q, Zpc=1, 000 Q, 
Zep =Zx, Zpa=10+1/jw10-7 Q. Zx is a series resistance and R, is a reac- 
tive element. Find the numerical value of R, and the value and kind of reactance 
(L or C). 

5.9 A four-arm ac bridge is operated at m=27f=10'r/s. Node D is grounded. Arm AB 
isa 10° F capacitor. Arm BC contains the unknown. Arm CD is a pure 10? 
resistor and arm DA is a 12.5kQ resistor in parallel with a variable capacitor, Cp,. 
Null is obtained with Cp, = 120 pF. Find the two series elements of Zzgc. 

5.10 A Wien bridge is shown in Figure P5.10. Find f, of the source and the R, that will 

give null. 


FIGURE P5.10 
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5.11 A De Sauty bridge is shown in Figure P5.11. 


FIGURE P5.11 


(A) Find Z,. 
(B) Now Zgc is made 1, 002 2, unbalancing the bridge. Find an expression for v,(t). 


5.12 A four-arm ac bridge is shown in Figure P5.12. The oscillator frequency, 
w=50,000r/s. Find Z, at null. Assume a series, R,+jX, model. 


FIGURE P5.12 


5.13 A four-arm ac bridge is shown in Figure P5.13. f= 1000 Hz. Assuming null, find the 
constants of arm CD. 


0.053 LF 


0.265 LF 


FIGURE P5.13 
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Survey of Sensor Input Mechanisms 


6.1 Introduction 


An input sensor or transducer is a device which permits the conversion of energy from 
one form to another. It is the first element in an instrumentation or measurement system. 
For example, it might convert temperature to voltage. A broader definition might 
substitute ‘information’ for ‘energy’. Its linearity, range, noise and dynamic response 
largely determine the resolution, sensitivity and bandwidth of the overall system. A 
transducer is a device that, in some way, obeys reciprocity (e.g. the physical input quantity 
is converted to an output voltage and if a voltage is applied to the output terminals, 
the input quantity is generated at the input interface of the transducer). Examples of 
transducers include piezoelectric crystals used to sense force or pressure, and electro- 
dynamic devices such as loudspeakers and D’Arsonval meter movements. Obviously, 
not all sensors are transducers. 

There are two approaches to categorizing sensors. One way, which we use in Chapter 7, 
is to group together all those different types of sensors used for a given application, such 
as the measurement of fluid pressure. Another method, which we use in this Chapter, 
is to group sensors on the basis of the mechanism by which they work, such as the 
generation of an open circuit voltage due to the input QUM, or a change in resistance 
proportional to the QUM. 


6.2 Categories of Sensor Input Mechanisms 


In this section, we present an outline of a comprehensive (yet incomplete) list of the 
categories of mechanisms by which sensors work. In the following sections, we elaborate 
on representative sensors, and their dynamic ranges, bandwidths and the auxiliary 
circuitry needed to produce a useful electrical (analog) output. 


6.3 Resistive Sensors 


As the input quantity varies, the resistance of practically all resistive sensors varies 
around some baseline or average value, R,. Consequently, the most widely used means 
for converting the change in R due to the input to an output voltage is to include 
the transducer as an arm of a Wheatstone bridge (Section 4.2), or as part of an Anderson 
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R+AR R-AR 
P 


R-AR | R+AR 


FIGURE 6.1 

Wheatstone bridge with four active arms. Bridge sensitivity 

is four times that of a bridge with a single variable = 
resistance. =" 


constant current loop circuit (Section 4.4). As long as the ratio AR/R, is < 1, the 
bridge output voltage will be linear with AR. As AR/R, — 1, the bridge output voltage 
vs AR/R, tends to saturate, hence sensitivity and linearity are lost. In some resistive 
sensors, such as unbonded strain gauge force sensors, two resistors are available, whose 
values increase linearly (R, + AR) with the applied force, and two resistors whose values 
decrease with the input (R, — AR). These resistors can be assembled into a four-active 
arm Wheatstone bridge which has a linear output in AR (Figure 6.1). 


6.3.1 Resistive Temperature Sensors 


The electrical resistance of all metals and alloys increases with temperature. This increase 
can be modeled by a power series equation of the form: 


R(T) = 25R + oT — 25) + A(T — 25)" (6.1) 


Here 25°C is taken as the reference temperature. The temperature coefficient (TEMPCO) 
of a resistive conductor is defined as a: 


dR(T)/dT 
R(T) 


a 


(6.2) 


Table 6.1 gives tempcos and useful temperature ranges for various metals used as 
resistance thermometers, or resistance temperature detectors (RTDs). 

Resistance temperature detectors (RTDs) are generally used in a Wheatstone bridge 
configuration. In order to compensate for lead lengths and thermoelectric EMFs at 


TABLE 6.1 
Properties of conductors used for RTDs 
Useful Relative 

Material Tempco (a) Range(°C) Resistivity (vs Cu) 
Copper 0.00393 —200 to +260 I 
Platinum 0.00390 —200 to +850 6.16 
Nickel 0.0067 —80 to +320 44 
Thermistors —0.05 —100 to +300 - 
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FIGURE 6.2 

Three methods for compensating for lead resis- 
tance in a Wheatstone bridge used with a remote 
RTD. The RTD is the resistance element in the 
rectangular block. (Source: Beckwith and Buck, 
1961.) 


Va= 


All 
NEO) 5 


junctions with the RTD material, extra leads are run to the measurement site, as shown 
in Figure 6.2. 

Another type of RTD material which has a much higher tempco than pure metals or 
metallic alloys is the thermistor, which is made from amorphous semiconductor material, 
generally sintered mixtures of oxides, sulfides and silicates of elements such as Al, C, Co, 
Cu, Fe, Mg, Mn, Ni, Ti, U and Zn. The resistance of negative tempco (NTC) thermistors 
generally follows the rule: 


R(T) = Ry exp[BC1/T — 1/To)] (6.3) 


where T and T, are kelvin temperatures and T, is customarily taken to be 298°. The NTC 
thermistor tempco is easily calculated to be: 


_AR/AT __ 1 
Be a eee 


The tempco evaluated at 298K with 6 = 4,000 is —0.045. When used in a Wheatstone 
bridge circuit, it is possible to resolve temperature changes of a milli °C. 

If the power dissipation of the thermistor is sufficient to cause it to warm to above 
ambient temperature, then fluid at ambient temperature moving past the thermistor will 
conduct heat away from it, cooling it and causing an increase in its resistance. Thus, this 
mode of operation may be used to measure fluid velocity when the fluid temperature 
is known. 

Diodes, or pn junction devices can also be used as temperature sensors. For example, 
the current in a forward biased diode is given by the well known approximation: 


ip = Is[exp(Upq/nkT) — 1] (6.5) 


(6.4) 


where Up is the voltage across the diode (positive for forward bias), n is a constant 
ranging from 1 to 2, k is the Boltzmann constant, T is the junction temperature in Kelvins, 
and I,, is the reverse saturation current. Experimentally it has been observed that I,, varies 
with temperature according to the relation [Millman, 1979]: 


[s(T) = Irs(To)2(T — To)/10 (6.6) 
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FIGURE 6.3 
A forward biased, Si, pn diode used as a nonlinear RTD in a 
Wheatstone bridge. 


where I,,(T,) is the reverse saturation current measured at temperature T,. T, is generally 
taken as 300K. The reverse saturation current approximately doubles for each 10°C rise 
in temperature. In general, the current through a forward biased pn junction diode in 
a simple, series circuit with a resistor and a battery will increase, while the voltage across 
the diode will decrease with increasing temperature. Figure 6.3 illustrates a simple 
Wheatstone bridge circuit which can be used to measure temperature using a diode. 
In this case, the diode forward voltage decreases approximately by 2mV/°C. 


6.3.2 Resistive Strain Gauges 


Resistive strain gauges fall into two, broad categories—bonded and unbonded gauges. 
Bonded gauges consist of fine wires or conducting films which are cemented to some 
structural beam or machine part in which we wish to measure the strain. The minute 
elongation or compression of the beam, in response to a mechanical load, causes a length 
change in the bonded gauge conductors. This length change, in turn, causes a small 
change in the resistance of the conductors, which is usually sensed with a Wheatstone 
bridge circuit. 

To examine how a strain gauge works, we consider a length of wire, L cm, with 
a circular area of cross-section A cm’, and a resistivity of p Qcm. The resistance of this 
wire (at a given temperature) is given by 


R= pL/AQ (6.7) 
If the wire is stressed mechanically by a load W newtons (pounds), a stress of s= W/A Pa 
(psi) will occur. A is in m* for the SI (or MKS) units and in? for the English units. As a 
result of this stress, a strain, ¢, will occur, given by: 


é = AL/L=s/Y in/in (6.8) 


where Y is the Young’s modulus for the material of the wire, generally given in psi 
in the US. Using a Taylor’s series expansion on R, we can write: 


AR = (—L/A*)AA + (L/A)Ap + (p/A)AL & (6.9) 


To obtain the fractional change in R, we divide the above equation with equation 6.7 
for R: 


AR/R = —AA/A + Ap/p + AL/L (6.10) 
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We now define the Gauge Factor, GF, as 


AR/R  AR/R Ap/p  —AA/A 


Pes Ale AL/L AL/L 


(6.11) 


The right hand term in equation 6.11 is Poisson’s ratio, 4. From equation 6.11, we can 
calculate the change in resistance, AR, for a given strain, ¢. For example, if we load a 
0.01" diameter steel wire with a one pound load, this causes a stress of 1/(a x 0.0052) = 
1.27 x 10* psi. The strain caused by this stress is ¢=s/Y=1.27 x 10*/3 x 10’ = 
4.23 x 10~* in/in or 423 microstrains. Assume the wire has an unstrained resistance of 
220 2, and the gauge factor, GF, is 3.2. AR is then given by: 


AR =GFeR = 0.298 Q (6.12) 


The output voltage of an initially balanced, equal arm, 220 Q Wheatstone bridge with 
a 6 V excitation, V;, which includes the wire described above as one arm would be: 


AR 0.298 


The outputs of strain gauge bridges generally need amplification. Sensitivity to temper- 
ature changes can be reduced by using two matched gauges on one side of the bridge— 
the lower one is active, the upper one is unstrained and acts as a thermal compensator 
for the active bottom gauge. Both gauges are at the same temperature. See Beckwith 
and Buck (1961) for an excellent description of bonded strain gauge applications. A good 
discussion of the sources of error in bonded strain gauge systems can be found in Lion 
(1959). 

The frequency response of bonded strain gauges largely depends on the mechanical 
properties of the structure to which they are bonded. It generally ranges from dc through 
to the audio range. 

Unbonded strain gauges are used in several applications—the direct measurement 
of small forces and the measurement of pressure (pressure acts on a diaphragm or piston 
to produce a force). Figure 6.4A shows the innards of an unbonded force sensing strain 
gauge. There are two pairs of wires under tension. When force is applied in the 
direction shown, the lefthand pair is strained more and the right hand pair, less. Due to 
this asymmetry, the resistance of one pair of wires increases while that of the other pair 
decreases a like amount. The two pairs of wires are connected to form a Wheatstone 
bridge, having inherent temperature compensation, as shown in Figure 6.4B. Typically, 
the maximum AR/R attainable at full rated load is about 0.01. The bridge excitation 
voltage is practically limited, as in the case of bonded gauges, by power dissipation in 
the wires and the effects of heating on their resistances. 

Unbonded strain gauges exhibit a mechanical resonance, which limits their high 
frequency response. The taut resistance wires and the moving armature form a spring 
and mass system which typically resonates at some audio frequency. Some unbonded 
strain gauge transducers are designed to have a full bridge output (i.e. two of their four 
wire elements are resistors which increase in like amounts, while two other wire elements 
decrease in resistance in like amounts due to the applied force). Zero output balance 
of a four-arm bridge at zero force is usually done with a potentiometer, connected as 
shown in Figure 6.4B. 
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Strain gauge wires 
(under tension) 


Force on 
armature 
Cc 


Frame (stationary) 
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Rp R-AR Res R+AR 


FIGURE 6.4 

A. A four-arm, unbonded strain gauge force sensor. The four resistance windings are under equal tension with 
zero applied force to the armature. When force is applied to the armature in the direction shown, strain increases 
in R, and Rg, and decreases in Rc and Rp. B. Schematic diagram of the four-arm unbonded strain gauge force 
sensor. R; is used to obtain an output null at zero or reference force. 


6.3.3. Photoconductors 


Photoconductors (PCs) are materials whose resistance decreases upon illumination 
with light. They should not be confused with photodiodes or solar cells, which can 
produce an EMF or short circuit current in response to the absorption of light quanta. 
Uses of photoconductors include exposure meters for cameras, light sensors in spectro- 
photometers, light sensors in a variety of counting systems where an object interrupts 
a light beam hitting the photoconductor, systems which sense a decrease of overall 
ambient illumination and turn on outside lighting (of course, the lighting must not be 
sensed by the photoconductor), oil burner safety systems and burglar alarms. PCs are 
also called light dependent resistors or photoresistors. Figure 6.5 illustrates the cross-sectional 
schematic of a typical PC device. Note that it is a thin wafer. 

PCs can be made from a number of intrinsic as well as doped semiconductor materials. 
Each semiconductor has a distinct spectral response to light, ranging UV—FIR. Absorption 
of light quanta with a certain energy range by semiconductor substances produces 
electron hole pairs, which enter the conduction band and drift in an applied electric 
field, contributing to the current passing through the semiconductor. Greatest 
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FIGURE 6.5 Electrode 


Diagram of a photoconductor slab. = 


photoconductor sensitivity occurs when the absorbed photons have energies equal to, or 
slightly greater than, the semiconductor’s bandgap energy. 

For example, cadmium sulphide (CdS), with an energy gap of 2.42eV, works best 
in the visible range of wavelengths. Germanium and indium antimonide, with energy 
band gaps of 0.67eV and 0.18 eV, respectively, are used in the near and far infrared 
wavelengths, respectively. EG&G Judson offers a J15D series of Mercury-Cadmium 
Telluride photoconductors which operate in the 2—-22,4um band (FIR). These photo- 
conductors are operated at 77K and are used for infrared spectroscopy, thermography, 
CO, laser detection and missile guidance. Their response time constants are in the 
range 0.1-5 p's, depending on the lifetime of electrons in the crystal, which in turn depend 
on material composition and temperature. HgCdTe photoconductive detectors generate 
1/f noise, which limits their resolution below 1 kHz. 

The CdS photoconductors are often made by depositing a thin layer of the material 
on an insulating (ceramic) substrate, often in a zigzag pattern to increase the effective 
length of the conductor’s path and hence, its resistance. 

The frequency response of photoconductors (in response to modulated light intensity) 
depends on, among other factors, the intensity and wavelength of the incident light, 
the kelvin temperature of the photoconductor, and the amount of metallic impurities in 
the semiconductor which can trap charge carriers and delay their spontaneous recombi- 
nation. It can be shown that when the recombination time constant, Tp, is large (corre- 
sponding to a low high frequency response), the gain of the photoconductor is high. 
A short time constant, giving good high frequency response, results in lower gain [Yang, 
1988]. Gain is defined by Yang as the ratio of carriers collected by the ohmic contacts 
to the carriers generated by photons per unit time. The range of frequency response of 
photoconductors ranges from over 1 MHz to below the audio range. Germanium and 
lead sulphide have relatively broadband responses (tens of kHz), while materials such 
as selenium and cadmium sulphide have bandwidths in the hundreds of Hz. 

Table 6.2 lists some of the materials used in PCs, their bandgap energies in eV and 
the wavelength of their peak spectral response. 

In general, the total current in a PC can be written as: 


Ipc = V;[Gp + Gp] (6.14) 


where V, is the bias voltage, Gp is the equivalent dark conductance and Gp is the 
photoconductance. Gp can be shown to be given by [Yang, 1988]: 


_ Ip qn TP(Mp + Mn) | Pid 
Gp = va 2 he S (6.15) 
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TABLE 6.2 


Properties of some photoconductors 


Wavelength of 


PC Bandgap Peak Response, Rise time/ 
Material (temp) Energy, eV 4, wm Fall time 
ZnS 3.60 0.345 
CdS 2.40 0.52 30ms/10 ms 
CdSe 1.80 0.69 15ms/15ms 
CdTe 1.50 0.83 
Si (intrinsic) 1.12 1.10 Tus/1 us 
Ge (intrinsic) 0.67 1.85 0.1 us/0.1 pts 
PbS 0.37 3.35 
InAs 0.35 3.54 ~ Ins 
Te 0.33 7.75 
PbTe 0.30 4.13 
PbSe 0.27 4.58 2 us 
HgCdTe (77 K) 5.0 5 us 
InSb (77 K) 0.18 6.90 
GeCu (4K) 25 
GeBe (3 K) 55 


where t, is the mean lifetime of holes 


Lp = |0p/E| =hole mobility in cm?/Vs 

Ln =|v,/E|=electron mobility in cm?/Vs 

vp, and v, =mean drift velocities of holes and electrons, respectively 
E =the uniform E-field in the semiconductor 


q, n, Pi, A, h & c have been defined above 

Note that in general, (4, >Upy. L is the distance between the electrodes. The expression 
for Gp is an approximation, valid up to the cut-off wavelength, 4,. [P;A/hc] = ®;, the 
incoming number of photons/s on area wLm?. The dark conductance of a Si PC can 
be found simply from the room temperature resistivity of Si, p, and the geometry of the 
PC. For example: 


Gp = A/pL = wd/pL = 0.2m x 0.001 cm/(2.3 x 10? Qem x 0.02.cm) 
(6.16) 
= 4.348 x 10°° S 


The photoconductance for a Si PC, illuminated by 1}W of 512nm photons is, from 
equation 6.15: 


Cc Nn Tp cm?*/Vs W m 
Gp= 1.6 x 1071? x 0.8 x 10-4(1350 + 450) 10~° x 512 x 107° 
_ 10-4 6.625 x 10-4 x 3 x 108 (6.17) 
cm? Js m/s 


= 5.935 x 1074S 


A great advantage of PCs is their unique ability to respond to MIR and FIR photons 
at wavelengths not sensed by PIN PDs or APDs. We note that for various materials, 
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FIGURE 6.6 

An op-amp is used as an operational transresistor to 
condition the photocurrent from a photoconductor. The 
op-amp should have low dc drift, such as found in a 
chopper design. 


as the bandgap energy decreases, 4, increases and the response time constants of the 
PCs decrease. 

Certain PCs are also unique in being able to convert incident X-ray photons to 
a conductance change. X-ray sensing PCs are made of amorphous selenium (a-Se) [Soltani 
et al, 1999]. An a-Se PC with E=0V/,m produces ca. 10° electron hole pairs per 50 keV 
X-ray photon. There is a 50% attenuation of a 50 keV electron beam in d=365 1m a-Se. 
Soltani et al describe a charge coupled, X-ray photon sensing array using a-Se sensors 
that have superior image resolution to phosphor X-ray sensors. 

Figure 6.6 illustrates a simple op-amp circuit that gives V, « P;. Note that Rc is used 
to cancel the PC’s dark current. A Wheatstone bridge can also be used to convert 
photoconductance to output voltage, albeit nonlinearly. Unlike PDs, PCs make thermal 
noise. It can be shown that the total MS noise current input to the op-amp’s summing 
junction is: 


24 = {4KT[Gp + Gp + Go + Gr] + 2,}BmsA (6.18) 


Note that the MS noise increases with input light power because Gp increases with Pj. 
In addition to the noise current, the op-amp also has an equivalent short circuit input 


noise voltage, e?,B msV. 


6.3.4 Conductive Relative Humidity Sensors 


Humidity sensors respond to the amount of water vapor in the air or other gas. In this 
section, we will consider only those humidity sensors that change their conductance 
in response to the partial pressure of water vapor to which they are exposed. In one 
embodiment, the Dunmore sensor, two noble metal wires are wound in the form of 
two, non-touching helices on an insulating bobbin or form. A thin, hygroscopic coating, 
consisting of an ionizable salt, covers the wires. As the humidity increases, the salt in 
the coating reversibly absorbs water vapor and dissociates into ions. The ions conduct 
electric current, which is an increasing function of the humidity. This sensor’s 
conductance increases with humidity. Since this sensor is an electrochemical system, 
the use of dc excitation for the bridge and sensor will lead to polarization, and possible 
electrolysis and chemical breakdown of the hydrated salt. Polarization due to ion 
migration causes the apparent resistance of the sensor to increase and hence, causes 
erroneous readings. The ionizable salt humidity sensors must be used with low voltage, 
low frequency ac excitation to prevent these problems. 
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Lithium chloride (LiCl), potassium dihydrogen phosphate (KH2PO,) and aluminum 
oxide (Al,O3) have been used in various conductive humidity sensor designs [Lion, 1959]. 
The sensors using only LiCl appear to respond to a limited range of humidity, which 
is dependent on the LiCl concentration. The sensor resistance is strongly dependent on 
temperature, which affects water absorption and dissociation of the salt. At constant 
temperature, the LiCl sensor resistance decreases logarithmically over a three or four 
decade range, in proportion to the relative humidity. 

Figure 6.7A illustrates a wide range relative humidity sensor described in Lion (1959), 
attributed to Cutting, Jason & Wood (1955). An aluminum rod is coated at one end with 
an Al,O3 layer, followed by a porous conducting layer of graphite or vapor deposited 
metal. This sensor is used with ac excitation. Figure 6.7B [Lion, 1959], shows the that 
the resistance of the sensor varies from about 5MQ at 0% RH to about 2kQ at 100% RH. 
Of special interest is the fact that there is a corresponding increase in sensor capacitance 
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FIGURE 6.7 

A. Cross-section through an aluminum oxide humidity sensor. (Source: Lion, 1959.) B. Plot of an aluminum 
oxide humidity sensor’s equivalent parallel resistance and capacitance as a function of relative humidity. 
(Source: Lion, Figure (1-7)8, 1959.) 
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from about 500 pF at 0% RH to 105 pF at 100% RH. Hence, an ac capacitive sensing 
bridge can also be used to obtain sensor output, as well as an ac Wheatstone bridge. 
This humidity sensor is unique in that it is claimed to be temperature insensitive over a 
—15 to 80°C range. 

Commercial humidity measurement systems and sensors are offered by several 
companies. Omega Corp. markets a number of different humidity and temperature 
sensing systems. However, they use capacitance humidity sensors, rather than 
conductive types. Ohmic Instruments Co. offers a series of conductive humidity sensors 
based on water vapor absorption by dissociable salts. They offer ten different, Dunmore 
type sensors, each with a narrow range of RH sensitivity. Sensor resistances vary in 
the range >10 MQ-<1kQ over their narrow ranges of RH sensitivity. A broad range 
instrument (model WHS 5-99L), covering 5-90% RH uses four overlapping, narrow range 
sensors in a weighted resistor network. A 60 Hz excitation is used. 

Thunder Scientific Corp. has developed and marketed, what they call, the ‘Brady 
Array’ humidity sensor. From published technical specifications, this sensor is a precise 
array of semiconductor crystals and interstitial spaces. Physical adsorption of water 
molecules from water vapor somehow causes an increase in the conduction band 
electrons in the crystals, raising the conductivity. Unlike the Dunmore type sensors, 
which require water vapor adsorption and ionic dissociation, the Brady sensor operates 
on a purely physical basis and thus, has a very rapid response time to step changes in 
RH (in hundreds of milliseconds) vs minutes for Dunmore sensors. The simplest circuit 
for a Brady sensor consists of a 5 V RMS, 1000 Hz voltage source, in series with the sensor 
and a 1 MQ resistor. The voltage across the 1 MQ resistor is proportional to the RH. Brady 
sensors work over a range from nearly zero to 100% RH. They have been shown to work 
normally in atmospheres of water vapor in air, oxygen, nitrogen, CO2, hydrogen, natural 
gas, butane and vapors from various hydrocarbons such as acetone, trichloro- 
ethylene, jet fuel, gasoline, kerosene, oils, etc. Their working temperature range has 
been given —20 to 70°C. Typical accuracy is stated as +2% of indicated RH and the 
resolution is 0.1% RH. 

Temperature compensation of a Brady sensor is easily accomplished by taking a like 
sensor and hermetically sealing it so that it is at 0% RH, and then using the sealed sensor 
as an element in the reference side of a Wheatstone bridge (Figure 6.8). A temperature 
compensated Brady array is claimed to drift no more than 1 mV/°F over the —20 to 70°C 
operating range. This is 0.02% of the full scale per °F. 

Calibration of resistive (and other kinds) of RH sensors is traditionally done by using 
saturated salt solutions at known temperatures. For example, at 25°C, the RH over a 
saturated aqueous LiCl(H2O) solution is 11%, over MgCl(6H2O) it is 33%, over 


FIGURE 6.8 

Two Brady array humidity sensors are used in a 
Wheatstone bridge to obtain temperature com- 
pensation over a wide range; sensor Ry is sealed 
at 0% RH, and responds only to temperature 
changes. = 


> 
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NazCr.O7(2H20) it is 54%, over NaCl it is 75%, over KoCrO, it is 86%, over (NH4)H»PO4 
it is 93% and over KySO,j it is 97%. 


6.3.5 Use of Resistance Change to Sense Position or Angle 


Direct measurement of shaft angle in applications such as electromechanical, position 
feedback control systems is often done by coupling the shaft either directly, or through 
gears, to a single- or multi-turn potentiometer. The potentiometer is one arm of a 
Wheatstone bridge, or is used as a voltage divider. Often, a feedback linearization circuit 
is used with a bridge, such as shown in Figure 6.9, to produce a voltage output which 
varies linearly with potentiometer resistance (shaft angle). The potentiometers used in 
such shaft angle transduction must be linear and have high resolution. The resolution 
of a standard wire wound, three-, ten- or fourteen-turn potentiometer is limited by 
the wiper connected to the shaft making contact with individual turns of the helically 
wound resistance wire. One way to avoid this problem is to use potentiometers which 
have a continuous, cermet or conductive plastic resistance materials. 

Potentiometers used as angular position sensors are typically specified to have 
independent linearity over their total range of rotation. The Bourns 3400 series of ten- 
turn, wire wound potentiometers typically have 0.15% independent linearity and are 
available with +0.05% independent linearity. The Bourns 3400 series has a resistance 
tempco of +0.007%/°C. Conductive plastic potentiometers, such as the Beckman 
single turn 6550 series, have independent linearities of +0.5% and tempcos of —150 to 
+300 ppm. Cermet potentiometers, such as the single turn Beckman 6300 series, also 
have independent linearities of +0.5%, but have lower tempco ranges of +100 ppm. 

In addition to precision rotational potentiometers for angle sensing, linear displace- 
ments can be measured with linear potentiometers (i.e. pots whose resistance varies 
linearly with the linear position of the wiper). The Beckman series 400 rectilinear 
potentiometer series uses an infinite resolution, cermet resistance element. Wiper travel 
lengths range from 1.5cm to 15.5cm in various 400 series models. Linearity ranges from 
+1.35% for the 0.5cm model to +0.25% in the 15.5cm model. 


FIGURE 6.9 
A Wheatstone bridge output linearization circuit, useful in applications where the variable resistance varies 
linearly over a wide range as a function of a parameter under measurement, such as shaft angle. 


Survey of Sensor Input Mechanisms 227 


A disadvantage of potentiometers as position sensors is that they require some 
extra torque or force to move their wipers. Another disadvantage is that because of the 
wiping action, they eventually wear out. However, optical coding disks need no wipers 
and are limited in resolution by the number of output bits available. An LVDT can 
operate with negligible friction if a teflon lining is used in its core. Still, potentio- 
meters offer an inexpensive means of sensing angular or linear position in a number of 
applications. 


6.3.6 Giant Magnetoresistive Effect Based Sensors 


The giant magnetoresistive (GMR) effect is a physical phenomenon in which a magnetic 
field changes the resistance of a layered, thin film sensor. GMR is a relatively new 
effect, discovered in the late 1980s independently by Peter Gruenberg of the KFA 
Research Institute in Julich, Germany and Albert Fert at the University of Paris-Sud. 
Researchers at IBM extended the initial work on GMR devices and developed sensitive 
GMKR transducers based on sputtered thin film technology. IBM’s interest in developing 
sensitive, miniature GMR devices has been to improve the data density stored 
on computer floppy and hard drive magnetic discs. IBM also calls their GMR sensor 
the spin valve read-head. 

GMR sensors have a resistance that is modulated by an imposed magnetic flux 
density and thus, a Wheatstone bridge can be used to sense the AR/Ry and consequently, 
AB. Unfortunately, GMRs are not particularly linear, which makes them acceptable for 
binary applications, but presents problems for linear analog sensing, unless feedback 
is used. 

A basic GMR sensor is a multiple layer, thin film device. In its simplest form, it has 
a non-magnetic, conductive spacing layer sandwiched between two ferromagnetic film 
layers. Usually, the magnetization in one ferromagnetic layer is fixed, or pinned, along 
a set direction lying in the plane of the layer. In the absence of an external B field, the 
resistance of the conductive layer is maximum, R,,. The magnetization of the free magnetic 
layer is allowed to rotate in response to an externally applied magnetic field vector lying 
in the plane of the free layer. The lowest GMR sensor resistance occurs when the pinned 
and free layers are magnetically oriented in the same direction. There can be a 10-15% 
decrease in R,, due to the externally applied B, before the GMR effect saturates at high 
|B|. If the B vector reverses sign, we observe basically the same negative AR, except for 
the small hysteresis present. This is because electrons in the conductor layer, with parallel 
spin directions, move freely in both films. Higher resistance occurs when the magnetic 
orientations in the two films oppose each other, since movement of electrons in 
the conductor of either spin direction is hampered by one or the other magnetic films. 
Depending on the strength and orientation of the applied external B field, the pinning 
direction, the materials used and their thicknesses, the Ry = f(Bx,9,~) curve can have 
a variety of shapes [Wilson, 1996]. Note that ideally, for maximum sensitivity, B= B, 
(i.e. B is parallel with the x axis; the GMR sensor lies in the xz plane). Using polar 
coordinates, g is the angle B makes with the y axis, which is perpendicular to the xz 
plane, and @ is the angle the projection of B on the xz plane makes with the x axis. So, 
for maximum sensitivity, 0 = 0, and gy = 90. 

In many cases, the GMR Ry = f(B,) curve exhibits both hysteresis and some dead 
zone as shown in Figure 6.10. This GMR sensor has the ‘crossed easy axis’ configuration, 
in which the applied B is perpendicular to the free layer easy axis and the pinning layer 
magnetization direction is parallel to B. The response is linear around a Q-point, Q, and 
is relatively hysteresis free [Wilson, 1996]. Due to its magnetic sensitivity, the GMR must 
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FIGURE 6.10 
Resistance vs applied magnetic field in Gauss for a typical GMR magnetosensor. 


be magnetically shielded from the Earth’s field and the stray magnetic fields from 
manmade power wiring and machinery. To use such a sensor as a linear device, it must 
be magnetically biased around the Q-point. 

Much research is currently underway to improve the linearity and sensitivity of 
spin valves or GMR sensors. Attention is being paid to the use of multilayered thin films 
of various compositions, including two pinned layers;, 6-12 layers are being studied 
by Fujitsu [Kanai et al, 2001]. 

GMR sensors are available commercially. Infineon Technologies offers a 4-element 
GMER IC package in which the four GMRs are connected in a bridge. Their GMR B6 
is intended as a rotary position sensor in that the bridge output is a sinusoidal function of 
the input magnet’s B field angle. The magnetic field-free value of each resistor is ca. 
700 2. Rhopoint Components of Oxted, Surrey, UK offers a 12-sensor GMR device kit 
for experimenters and R&D use. 

Nonvolatile Electronics Inc., Eden Prarie, MN (NVE) also markets GMR sensor 
assemblies based on anti-ferromagnetic coupling. The NVE GMR sensors have fairly 
linear R(B) characteristics, showing maximum resistance at zero gauss (Figure 6.11). 
The NVE sensor was determined graphically to have a maximum AR/AB = 12.9%, 
and fractional sensitivity, Sz, of: 


_ AR/Rino 


5B AB 


= 3.575 x 10-* gauss“! (6.19) 


NVE claims that if one of their GMR sensors uses a high permeability external 
flux concentrator and 5V excitation, 100 gauss will give a 350mV voltage change. 
They compare that to a 5mV output from a Hall sensor, given the same input. 
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FIGURE 6.11 
Magnetoresistance vs Gauss characteristics of a commercial GMR sensor. Note curve is even in B and has a slight 
hysteresis. 


NVE makes gradiometer GMR assemblies in which two matched GMR resistors 
are placed at each end of a rectangular bar, spaced at a distance of 0.5 or 1.0mm. The four 
GMR sensors are connected in a Wheatstone bridge circuit. The gradiometer gives no 
output if the magnetic field is equal at each sensor. If a magnetic field density gradient 
exists over the separation length of the sensors, two at one end (S; and S3) will be in 
a stronger field than the pair (Sz and S4) at the other end. Hence, the bridge is unbalanced 
and produces an output. Figure 6.12 illustrates the gradiometer chip and bridge circuit. 
If there is no gradient in B,, which means dB,/dx = 0, then assume that all four of 
the GMR sensors are subject to equal B,, all have resistance R, — 6R and the bridge 
is balanced. Now let B, at the right end of the chip be larger by some amount, 
AB. This causes the resistances of sensors 5; and 53 to be smaller than those of S> 
and S4. In summary, with AB > 0, Re = Ro — 6Ry = Rg3 and R52 = R, — 6R = Resa, where 
clearly, Ri >6R. Using the voltage divider relation, we can find the unbalanced bridge 
output. 


tet ol Lee Re=OR Rake. 
Ce hee POR SRO): DR OR FORD 
(6.20) 
(SR, — 5R) 
Ba, 
e Ee ~(R+5RD| °° 
If (6R + dR) « 2R,, then: 
Ve Ve 
ao Ss (SR =! SRY CARR 
Vo & ap (ORs — IR) = ye (ASR)>0 (6.21) 


Note that if the gradient in B, is reversed, then v, <0. 
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FIGURE 6.12 
Circuit and diagram of a GMR 
gradiometer Wheatstone bridge. 


6.3.7 Anisotropic Magnetoresistance (AMR) 


The basic magnetoresistive effect was first described by Lord Kelvin (William Thompson) 
in 1856, in bulk ferromagnetic materials. Like many great discoveries in science, it 
took over 100 years for the development of thin film, lithographic, semiconductor 
technology to realize practical AMR devices. The basic AMR device consists of strips of 
a thin film of Permalloy (nickel-iron alloy) deposited on a silicon wafer and arranged in 
a ‘barber pole’ geometry [Caruso et al, 1999a]. Figure 6.13 illustrates four AMR sensors 
arranged in a Wheatstone bridge. 

The phenomenon of anisotropic magnetoresistance can be observed in any ferromag- 
netic material. It is best described in terms of quantum mechanics and is due to spin- 
orbit interactions in the conduction band electrons in the metal. The anisotropy in 
AMR refers to the fact that the resistance of the sensor is a function of the angle 
between the current density vector, J,, in the sensor and the internal magnetic flux 
density, B;. B; is the vector sum of the internal B, (the QUM) and the internal, fixed By. 
That is, B, =B.+By. Figure 6.14 illustrates the B vector summation at a point P in the 
AMR film. Note that the larger B, is in the film, the lower the angle between the current 
density vector, J, and the net internal flux density vector, B;. The AMR sensor resistance 
increases nonlinearly with decreasing angle, 6;; it is maximum when 6; = 0. The graph in 
Figure 6.14 illustrates how the vector addition of B, and B,, affect AMR sensor resistance 
when the initial angle between B,, and J is 45°. 

The sensor’s Rawr=f(|Bi|) can be linearized by tinkering with the sensor geometry 
and biasing [Ripka et al, 1998]. AMR device composition is generally proprietary, but 
thin films of permalloy are often used. AMR sensors made by Honeywell, NVE and 
Philips have integrated feedback coils and reset (flipping) coils used to saturate B,, of the 
sensor material in a direction orthogonal to the input axis (preferred direction), to avoid 
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FIGURE 6.13 
A. Four anisotropic magnetoresistor devices arranged as a linearized magnetosensor. B. Wheatstone bridge 
circuit of the 4-element AMR sensor. 


distortion of the sensor characteristic caused by perpendicular fields [Ripka et al, 1998]. 
Bridge output sensitivity is usually given in V/V/applied magnetic field. The first V is 
the bridge output voltage, the second V is the bridge excitation voltage, Vz, which is 
generally around 3-5 V. The magnetic field is given by some writers in Oersteds (cgs)—an 
Oe is a unit of magnetizing force. SI magnetizing force is H in A/m. Still others specify 
magnetic field, B, in gauss (cgs). Note that 10* gauss equals 1tesla=1 weber/meter~ 
(SI units). The units gauss and tesla are units of magnetic flux density. In air, a uniform, 
1 Oe magnetizing force creates a 1 gauss flux density, that is, B= ~,H. Why cannot 
manufacturers of magnetic devices consistently use SI units? Complain! 

Useful input flux density range for AMR bridge sensors is from ca. 5pT-1 mT. By 
contrast, GMR sensors useful range is 10 uT-104 T. A SQUID sensor (Chapter 8) works 
between 10fT and 10T (Wb/m/?) [Caruso et al, 1999a]. The horizontal component of 
the Earth’s magnetic field in Cambridge, MA, is ca. 1.7 x 10°-° Wb/m? or 0.17 gauss, the 
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FIGURE 6.14 
A. B vector summation at a point in an AMR film. B. Rame vs applied |B,| for the AMR sensor. 


vertical component is ca. 0.55 gauss [Sears, 1953]. These values are well within the 
sensitivity range of AMR sensors. 

Consider the example of designing a simple AMR sensor compass, designed for use 
on a level platform, tangential to the Earth’s surface. A handheld AMR compass with 
a bubble level, used by hikers, and a gimbaled AMR compass in a motor vehicle are 
representative applications. An AMR compass to be used on a platform that can 
experience roll, pitch and yaw, such as a boat or aircraft, requires three AMR sensors 
with preferred directions along the x, y and z axes, as well as roll and pitch inputs from 
rate integrating gyros or clinometers [Caruso and Withanwasam, 1999b]. The stable, 
horizontal platform compass uses two AMR sensors with orthogonal preferred axes 
along the x and y axes defining the plane of the platform. Figure 6.15 illustrates the vector 
magnetic field conditions inside one sensor strip as a function of the direction of the 
external magnetic field vector, By, with respect to the sensor’s preferred input direction 
(PD). Many such sensor strips are incorporated in bridge sensor, S;. The second sensor 
bridge (S2) is close to S; and has its PD rotated 90° clockwise from PD. Because of the 
vector summation of the internal magnetizing flux density, Bm, and the horizontal 
component of the Earth’s magnetic field, By, the output of the 5, bridge varies 
cosinusoidally with the compass direction, 6. The @ in this example is measured as 
the angle between PD, and the north-pointing vector, By. Thus, for example, if PD, is 
pointing toward magnetic East, 0 = +90. We assume the 5, sensor bridge output voltage, 
Vo1, follows the magnetically induced resistance change and can be modeled by the 
relation, 


Vor = (Vinin + AV/2) + (AV /2) cos 6 (6.22) 
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FIGURE 6.15 

Six vector diagrams illustrating the conditions in an AMR sensor used to sense the Earth’s magnetic field, By. 
PD is the sensor’s preferred direction (direction of maximum response). J is the current density vector in the 
AMR film, B,, is the internal magnetizing flux density and B; is the net internal flux density vector. 


It is easily shown that the voltage output of the orthogonal 52 bridge follows the 
approximate relation: 


Vor = (Vinin + AV /2) — (AV /2) sin 6 (6.23) 


Equations 6.22 and 6.23 can be solved simultaneously to find an expression for 6: 


(6.24) 


6= tan—! Ee + AV /2) = a] 


Vo = (Vinin + AV /2) 


A microcomputer can calculate 6 from the variable inputs V,; and V,, the constants 
Vinin and AV, and display it digitally in degrees of heading magnetic. Note that because 
|Bx| remains constant and only its angle changes, Vj; and AV remain constant. 
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Many other interesting applications of AMR sensor bridges exist. For example, 
counting moving vehicles based on their perturbation of the Earth’s magnetic field or 
the field of manmade magnets, is possible using 2- or 3-axis AMR sensor arrays. Vehicle 
counting can also be used to ensure efficient operation of parking lots and garages. 
The direction of vehicle travel can also be determined. Another application of the AMR 
sensor bridge is galvanically isolated current measurements, from de up to 10-15 MHz. 
The tangential component of the solenoidal B-field surrounding a current carrying wire 
at some point P at a radius R from the center of the wire is given by: 


Br = [ol /(22R) Wb/m? (6.25) 


Here, we assume that the wire is of infinite length and its radius r<R [Sears, 1953]. 
If lower currents are to be measured, the field at the center axis at the end of an N-turn 


A AMR sensor 


N turns 


FIGURE 6.16 

Galvanically isolated current measurement using AMR magnetosensors. A. The sensor responds to the 
solenoidal B field surrounding a single, current carrying conductor. The tangential B field is B=5I/(27R). The 
current I can be dc or powerline frequency ac. B. A solenoidal coil is used to increase sensitivity; it can be shown 
that at the end of the solenoid, B=z,NI/(2L) (where 1, is the permeability of empty space = 4 x 10-7 Ns?/C?, L 
is the solenoid’s length in meters, N is the number of turns on the solenoid, R is the radial distance from the 
single conductor to the sensor, and R>>r. 
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solenoid coil is: 
Bax = M@oNI/(2L) (6.26) 


where L is the solenoid’s length, and N is the number of turns in the coil (Figure 6.16). 
Curiously, the coil diameter drops out of the equation for Bx. Figure 6.16 illustrates 
these two geometries for AMR current sensors. 

AMR sensors also find application in counting paper currency that has magnetic ink 
or a magnetic stripe embedded in the paper. A biasing magnet’s field is disturbed by 
the bill as it moves past the magnet. This perturbation is sensed by the AMR sensor. 
NVE (1998) reports that this technique can easily detect counterfeit bills and can be 
used to sort moving bills by denomination. This method is far less expensive than 
optical character reading (OCR) techniques. 

Yet another application of AMR (or for that matter, GMR) sensors is a prototype 
isolation amplifier (IsoA) design by the author. The heart of this circuit is shown in 
Figure 6.17. An AMR sensor is connected as a Wheatstone bridge. The bridge can be 
powered with either dc or ac. If ac is used, a phase sensitive rectifier must be placed 
between DA, and the integrator, also, the excitation frequency, w,, must be much higher 
than the highest frequency in (v; — v2). The de bridge excitation is shown. The voltage 
difference, under isolated measurement, is converted to a signal current i; by a VCCS 
with transconductance, G,,. The current i, through the left coil creates a field Bs, which 
lies along the AMR sensor’s PD. B, causes identical changes, AR, in the barber pole 
AMRs, which in turn unbalance the bridge. The bridge output, (v3— v4), is amplified 
by DAg and serves as the input, vs, to the integrator. The integrator output, Up, Causes 
a feedback current, i, to flow which forces Bg=—B,. Due to the integrator, v5=0 
when i;=i,, Bg=—B, and the bridge is at null. The output voltage of the op-amp 
transresistor is: 


FIGURE 6.17 
A prototype isolation amplifier designed by the author using an AMR bridge in a servo-nulling mode. 
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Thus, the isolated input voltage is: 


ig = Vo/Rg = 1; = (0 — 02) KoiGin 


(6.28) 
1 
Ce ee (6.29) 
ae Ne R¢Ko1Gnn 
It is also possible to show that: 
(01 — 02) = 0¢/Ko1 (6.30) 


Galvanic isolation of the AMR bridge, IsoA, depends on the insulation between the chip 
containing the AMR bridge and the signal input coil. Both capacitance between the coils 
and the chip, and the dielectric breakdown of this insulation, are important for effective 
galvanic isolation. 


6.4 Voltage Generating Sensors 


A wide variety of physical systems generate an EMF in response to some input quantity. 
In most cases, the magnitude of the induced EMF is linearly proportional to the input 
quantity. Often, the induced voltage is very small and special types of signal conditioning 
must be used. 


6.4.1 Thermocouples and Thermopiles 


Thermocouples are traditionally used to measure temperatures, often at extremes. 
Thermopiles are close arrays of thermocouples, arranged in series to have great 
sensitivity and resolution. They are generally used to measure the energy of electro- 
magnetic radiation at optical frequencies, such as from lasers. The total absorption of 
the radiation causes a minute temperature rise, which is measured by the series 
thermocouples. 

A thermocouple consists of a junction, often spot welded, between two dissimilar 
metal wires. A basic thermocouple system must contain two couples (Figure 6.18A). 
However, thermocouple systems may contain three or more couples. In a two couple 
system, there is a net EMF in the loop, causing current to flow if the two couples are at 
different temperatures. In a simple, two couple system, one couple junction is main- 
tained at a reference temperature, typically 0°C, by melting ice in water. Often the 
thermocouple system (measuring and reference junctions), consisting of two different 
metals must be joined to a third metal, such as copper, to connect to a millivoltmeter. The 
joining of the two thermocouple metals to copper produces one additional junction, as 
shown in Figure 6.18B. The addition of the third metal to the system will have no effect on 
the performance of the basic two-metal thermocouple system, as long as the two junctions 
with the third metal are at the same (reference) temperature. This property is called 
the Law of Intermediate Metals [Beckwith and Buck, 1961]. 

Table 6.3 gives some common thermocouple materials and the temperature ranges 
over which they are effective. The net EMF in a thermocouple system is not a linear 
function of the temperature difference between the reference and the measuring junction. 
In general, the net EMF can be expressed as a power series: 


Ey = A(AT) + [B(AT)*/2] + [C(AT)*/3] (6.31) 
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FIGURE 6.18 
A. A simple thermocouple circuit in which there are two 
couples (one for reference, one for measurement), and two 


metals. B. A thermocouple system in which there are three Rhodium 


metals. The two, dissimilar junctions to copper at the r i 

reference temperature behave as the single reference | Ty 

junction in Figure 6.18A. [hse 24) 
TABLE 6.3 
Properties of common thermocouples 

Material ST vs Pt Material ST vs Pt 

Bismuth —72 Silver 6.5 
Constantan —35 Copper 6.5 
Nickel —15 Gold 6.5 
Potassium -9 Tungsten 7.5 
Sodium —2 Cadmium 7.5 
Platinum 0 Iron 18.5 
Mercury 0.6 Nichrome 25 
Carbon 3 Antimony 47 
Aluminum 3.5 Germanium 300 
Lead 4 Silicon 440 
Tantalum 4.5 Tellurium 500 
Rhodium 6 Selenium 900 


where AT is the temperature difference above the reference junction temperature, usually 
made 0°C. The thermoelectric sensitivity of a thermocouple pair is defined as Sy = 
dE,/dT = A+ B(AT)+C(AT)* and is usually expressed in pV/°C. Lion (1959) gives 
a table of thermoelectric sensitivities of various metals vs platinum at temperatures 
near 0°C. These are presented in Table 6.4. Lion points out that the sensitivities of 
thermocouples made from any pair of metals can be found by subtracting the tabular 
values of Sr for platinum. For example, S; for copper vs constantan is [6.5—(—35.5)] = 
41.5pV/°C. Of special note is the extremely high thermoelectric sensitivities of bulk 
semiconductor materials such as Ge and Si. 
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TABLE 6.4 


Thermoelectric sensitivities of thermocouples made with materials listed vs Platinum, in pV/ °C: 
with reference junction at 0°C 


Useful Temp Max Temp for Sensitivity in 
Materials Range, °C Short Periods pV/°C at °C 

Copper/Constantan —300 to 350 600 15 @ —200 

60 @ +350 
Iron/Constantan —200 to +800 1000 45 @ 0° 

57 @ +750 
Pt/Pt90Rh10 0 to 1450 1700 0 @ —-138 

5@0 

12 @ +1500 
Iron/Copnic —200 to +860 1000 60 @ 0 
Chromel P/Alumel —200 to 1200 350 40-55 between 


250 and 1000°C 
W95Re5 /W26Re7 0 to 2316 


Thermocouple EMFs were traditionally measured using accurate potentiometers 
(calibrated with standard cells). Modern thermocouple measurement makes use of 
high input impedance, solid state, electronic microvoltmeters. Electronically regulated, 
solid state temperature references for thermocouple systems are also used, replacing 
melting ice and water in a thermos flask. Wahl Instruments, Inc. offers electronically 
regulated, thermal calibration sources and an ice point reference chamber. 

A vacuum thermocouple is used in conjunction with a sensitive dc microammeter 
to measure the true RMS value of the current in its heater resistance element. A thermo- 
couple junction is bonded to the heater wire and thus generates an EMF proportional 
to the temperature of the heater resistor. A reference junction is at room (ambient) 
temperature, so the net EMF of the thermocouple is proportional to AT, the temper- 
ature of the heater above ambient temperature. The temperature rise of the heater is 
given by: 


AT =?2Ry®, (6.32) 


where 72 is the mean squared heater current, Ry is the heater resistance (assumed 
constant) and ©, is the thermal resistance of the heater in vacuo. Its units are degrees 
Celsius/watt. The dc microammeter current is then given by Ohm’s law as: 


Im = E,/(Ru + Rr) = A AT/(Ru + RT) 
ie (6.33) 
= Kr if, Ru /(Rm + Rr) 


where Ry, is the microammeter resistance, Ry is the thermocouple resistance and A is 
the thermocouple EMF constant at room temperature. Typical parameters for a Western 
Electric model 20D vacuum thermocouple are: Ry =35 Q, Rr =12Q, Kr & 2.9 V/W. 

Note that vacuum thermocouples are used for true RMS ammeters or voltmeters 
by giving the associated dc microammeter a square root scale. Meter deflection is 
proportional to the power dissipated in Ry, hence i. Thermocouple true RMS meters 
work at dc and at frequencies from the tens of Hz up to the tens of MHz. Due to their 
true MS deflection, they are widely used for noise voltage measurements. 
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6.4.2 Photovoltaic Cells 


Photovoltaic cells are used to measure light intensity, as well as to generate dc electric 
power, when used as solar cells. Photovoltaic cells include barrier layer cells, and pn 
junction photodiodes. We first examine the photovoltaic effect in pn junction diodes. 
When light of energy hv is absorbed by an open circuited pn junction device, the built- 
in electric field at the junction that results from the doping acts to concentrate the hole 
electron pairs generated by photon interaction with valence band electrons in such 
a manner that the holes are swept toward the p-side and the electrons toward the n-side 
of the junction. The net effect is the production of an open circuit EMF, given by the 
relation [Nanavati, 1975]: 


Ege = Vr In{[gA(Lp + Ln)G(A)/Trs] + 1} (6.34) 


where vr = nkT/q =0.026V at 300K, g is the magnitude of the electron charge in 
coulombs, A is the cross-sectional area of the junction, is a constant ranging 1-2, L,, is 
the electron diffusion length, L, is the hole diffusion length and G(J) is the hole electron 
pair generation rate per unit volume, which is also a function of the light wavelength 
and intensity. This relation describes a logarithmic increase of the open circuit photo- 
voltage with light intensity, other factors being constant. Maximum E,, in bright sunlight 
is typically 400-500 mV. Figure 6.19A illustrates the current voltage curves for a photo- 
diode or solar cell both in the dark and when illuminated. Figure 6.19B shows typical Voc 
and Isc curves vs illumination for a photovoltaic device. 
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FIGURE 6.19 

A. Current voltage curves for a photo- 
galvanic (solar) cell or pin photodiode. 
This class of device is operated in the 
fourth quadrant. B. Plots of the open 
circuit voltage and short circuit current 
of a photogalvanic device. Note that Isc 
is linear with illumination and Voc 
varies logarithmically. 
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When illuminated, it can be shown [Nanavati, 1975] that the current curve is given by: 
ip = Isfexp(op/0r) — 1] — gA(Lp + Ln) G(A) (6.35) 


(The parameters in equation 6.35 are defined in the previous equation.) 

Photodiodes operated as photovoltaic cells are maximally sensitive to photons with 
energies near their band gap energy, ¢o. If hv is less than ¢,, the photons will not gener- 
ate hole electron pairs. On the other hand, if the photons have energies far in excess 
of ¢,, they will be absorbed near the surface of the exposed semiconductor layer, 
where the recombination rate is high, thus decreasing efficiency. Semiconductor photo- 
diodes made from mixed compounds (PbSe, InAs, InSb) with low band gap energies are 
used to create FIR detectors. A line of such detectors are offered by EG&G Judson. 

Germanium photodiodes have maximum sensitivity at a wavelength of 155nm. 
However, their sensitivity ranges from visible wavelengths to 180nm. An alternate 
means of using pn photodiodes is shown in Figure 6.20. An op-amp is used as a current 
to voltage converter. Since the op-amp’s summing junction is at virtual ground, the 
photodiode is operated in the short circuited mode, where vp =0 V. The op-amp output 
is thus given approximately by: 


Vo = ReqA(Ly + Ln) GA) V (6.36) 


Under zero bias conditions, the diode’s junction capacitance is quite large and 
hence, its speed of response to changes in the light flux is not as fast as it is for a 
reverse biased photodiode operated as a photoresistor. EG&G Judson’s J16 series 
of Germanium photodetectors are useable over an optical input intensity range of 
2x10-" to 10°7W. Their —3dB frequencies range widely, 0.07-250 MHz. The faster 
photodiodes have smaller active junction areas and shunt capacitances, and higher 
shunt resistances. 

A solar cell is operated in the fourth quadrant of its current voltage curves 
(Figure 6.19A). The open circuit photovoltage causes a current to flow in a load and 
thus, the solar cell can deliver electrical power. A solar cell is made with a considerably 
expanded pn junction area, since it must do work. A typical solar cell of 2 cm? area might 
consist of a thin (0.5mm), rectangular slab of n-type silicon, on top of which is diffused 
a thin, p-type (boron treated) surface layer, through which the light must pass. Such a 
cell can deliver about 10 mW in bright sunlight with about 12% conversion efficiency. 
Solar cells are designed to have maximum efficiency in delivering steady state, dc power 
to a load, which might be charging batteries used for a portable instrumentation 
module. To obtain maximum efficiency, there is a trade-off between a number of design 
factors. For example, the thickness of the top (p) layer of the solar cell, d, measured from 


hv 


FIGURE 6.20 

Op-amp transresistor circuit in which a photodiode is operated in 
the short circuit mode. Response speed is low due to large zero 
bias junction capacitance. 
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its surface to the center of the junction, must be less than L,, to allow electrons generated 
near the surface to diffuse to the junction before they recombine. Similarly, the thickness 
of the n region must be such that the electrons generated in the region can diffuse to the 
junction before they, too, recombine. This requirement implies a match between the hole 
diffusion length, L,, the thickness of the n region and the optical penetration depth in the 
surface p layer. It is also desirable in solar cell design to have a large contact potential in 
order to realize a large photovoltage. This means that heavy doping must be used. The 
need for heavy doping must be compromised with the requirement for long carrier 
lifetimes, which are reduced by heavy doping. Efficient solar cells require a low internal 
(ohmic) resistance. There is no problem in making metallic electrode contact with the 
bottom (dark) layer of the solar cell, but low resistance also requires a large electrode 
contact area with the top layer. A large metallic area on the top semiconductor layer 
prevents light from reaching the cell, thus decreasing efficiency. The tops of solar cells are 
generally given an anti-reflection coating, similar to that used on camera lenses, to 
maximize light absorption. 


6.4.3 Piezoelectric Transducers 


There is a class of piezoelectric materials which can serve, among other applications, as 
mechanical input transducers, enabling the measurement of pressure, force, displacement 
and other related physical phenomena. Piezoelectric materials, when mechanically 
strained in a preferred manner, generate an open circuit EMF. Actually, the mecha- 
nical strain causes a unidirectional separation of electric charges resident in the interior of 
the piezoelectric crystal structure. These displaced charges form an effective net charge 
on a capacitor formed by the bonding of metallic electrodes on the surface of the 
piezoelectric crystal. The transducer material itself, independent of piezoelectric activity, 
is an insulator having very low conductivity and high dielectric constant. Thus, the 
effectively separated charges produce an open circuit voltage on the capacitor equal to 
Q/C. In practice, the situation is not that simple. The piezoelectric transducer material is 
not a perfect dielectric and the charges leak through the exceedingly small volume 
conductance. Of course, any voltage measuring system attached to the transducer will 
have finite input impedance and perhaps, a dc bias current, further altering the EMF 
caused by the stress. In addition, the transducer has mechanical mass, stiffness and 
damping, giving it mechanical resonance properties which can further complicate the 
transducer’s transfer function when the frequency of the mechanical input approaches 
the transducer’s mechanical resonance frequency. In the discussion below, we assume 
that the piezoelectric transducers are operated at frequencies well below their mechanical 
resonant frequencies. 

Piezoelectric materials include a number of natural crystals and manmade ceramic 
materials. Quartz, Rochelle Salt, and ammonium dihydrogen phosphate (ADP) are 
examples of naturally occurring piezomaterials. Barium titanate, lead zirconate-titanate 
and lead metaniobate are synthetic piezoceramics. All piezoelectric materials have a Curie 
temperature, above which piezoelectric activity ceases to exist. 

In order to understand how piezoelectric input transducers work, we will examine 
an example of a crystal responding to thickness compression. Figure 6.21 shows 
a rectangular crystal block, with metallic electrodes vapor deposited on its top and 
bottom surfaces. The transducer has thickness f and top area A. The capacitance of the 
transducer is approximately: 


Cx = Ke, A/F (6.37) 
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FIGURE 6.21 
A piezoelectic transducer slab responding to 
thickness compression. 


where « is the dielectric constant of the piezoelectric material. A uniformly applied 
force, F, will cause the crystal to compress a minute amount, 6t. The piezo material is 
assumed to have a Young’s modulus, Y. 


Y = stress/strain = (F/A)/(6t/t) (6.38) 


The net charge displacement for the transducer is given by: 
Q=dxFC (6.39) 


where d is the charge sensitivity of the material in (C/m*)/(N/m’). Thus we can write 
the open circuit voltage across the transducer as: 


dxF 


Bo = Q/C = = F/AMEV (6.40) 


Here g is the voltage sensitivity of the transducer in (V/m)/(N/m’). F/A is the pressure 
on the transducer’s active surface. 

The axes along which a natural crystal of piezoelectric material is cut, in order to 
make a transducer, determine the type of mechanical input to which it will have 
maximum sensitivity. In addition to simple thickness compression, piezoelectric 
transducers may also be made to respond to length compression, thickness and face 
shear, as well as twisting and bending. Synthetic piezo materials may be cast in a 
variety of shapes not available with natural materials, such as thin walled cylinders, 
half cylinders, discs, hollow spheres and hemispheres. Table 6.5 summarizes some of 
the salient properties of certain piezo materials. 

For mechanical input frequencies well below piezoelectric transducer mechanical 
resonance, the equivalent circuit shown in Figure 6.22 may be used to model the elec- 
trical behavior of the transducer. Although charge is displaced internally by strain, we 
must use a current source in the model. Since current is the rate of flow of charge, 
the equivalent current source is: 


ieq = AQ/dt = d x (dF/dt) =d x F (6.41) 


Thus, from Ohm’s law, the open circuit voltage across the transducer is given by the 
transfer function: 


Vo jg) - SFaRt 
F ~ s+sCr/Gr 


(6.42) 
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TABLE 6.5 
Properties of piezoelectric materials 
Charge Voltage Curie 
Material Orientation Sensitivity, d in pCb/N Sensitivity,g | Temp. 
Quartz X cut; length along Y, 2.25 x 10- 0.055 550°C 
length longitudinal 
X cut; thickness —2.04 —0.050 
longitudinal 
Y cut; thickness shear 4.4 0.108 
Rochelle Salt X cut 45° length 435 0.098 55°C 
longitudinal 
Y cut 45°; length longitudinal —78.4 —0.29 
Ammonium dihydrogen Z cut 0° face shear 48 0.354 125°C 
phosphate 
Z cut 45°; length longitudinal 24 0.177 
Barium Titanate Parallel to polarization 86-160 0.016 125°C 
Perpendicular to polarization —56 0.005 
Lead Zirconate Titanate Parallel to polarization 190-580 0.02-0.03 170-360°C 
Lead Metaniobate Parallel 80 0.036 > 400°C 
Fd 
FIGURE 6.22 
Electrical equivalent circuit of a piezoelectric transducer 


responding to applied force. Mechanical frequencies in the 
applied force are assumed to be well below the transducer’s 
mechanical resonance frequency. 


This transfer function is seen to be a simple high-pass filter. Thus, because the charge 
displaced by the strain caused by force F leaks off the crystal, true dc response of 
a piezoelectric transducer is impossible. G, is the total leakage conductance of the 
piezoelectric crystal plus the input conductance of the meter or oscilloscope used to 
measure V,, plus the leakage conductance of the cable used to connect the transducer to 
the measuring system. Cr is the capacitance of the transducer plus the input capacitance 
of the measuring device. If the transducer is connected to an oscilloscope with a 10 MQ 
input resistance, we can neglect the other leakage resistances because they are very large 
(=10'° Q). Cr may be on the order of 1 nF for a piezoceramic transducer. Thus the time 
constant of the transducer/oscilloscope system is ca. 10 ms, and the response to a step of 
force input will have decayed to zero in about 30 ms. 

To improve and control low frequency response of a piezoelectric transducer system, 
we wish to connect the transducer to an amplifier with an ultra high input impedance. 
Such amplifiers are called electrometer amplifiers, and they generally have input resistances 
of 10'S-10'°@. Another common means of conditioning the output of a piezoelectric 
transducer is to use charge amplifier configuration, using an electrometer op-amp (charge 
amplifiers are introduced in Section 2.6.1 of this text). Figure 6.23 shows one such 
circuit for a charge amplifier. Here, we neglect any series resistance between the 
transducer and the op-amp’s summing junction. If the op-amp is considered to be ideal, 
it is easy to see that the transducer current, Fd, only flows through the amplifier’s 
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FIGURE 6.23 

An electrometer op-amp is used as a charge 
amplifier to condition the output of a piezo- 
electric force (or pressure) transducer. 


feedback conductance. Hence, the transfer function of the transducer and amplifier 
can be written as: 


Vo —d Res 
a 4 
BO) Sacre nD) 


We still have a high-pass system with no dc response, but now, the effect of Cr and Gr 
are negligible, and the low frequency pole is controlled with the known feedback 
elements, Rp and Cr. For example, let Rr be 10'°Q and Cr be 5nF. The time constant 
is then 50s and the break frequency is 3.18 mHz. The high frequency gain is then d/Cr 
V/N. For a quartz transducer, d is about 2.3 x 10-'*Cb/N, thus the mid-band gain 
would be 4.6x10-*V/N. The use of piezoceramics with larger ds obviously leads 
to greater sensitivities when used in the charge amplifier configuration. Due to their 
greater stability and higher Curie temperature, quartz pressure transducers are used 
in applications such as the measurement of internal combustion engine combustion 
chamber pressures. 

Other applications of piezoelectric input transducers include measurement of minute, 
dynamic displacements (microphones, phonograph cartridges to translate the grooves 
in vinyl phonograph records into sound, measurement of minute pulsations on body 
surfaces, measurement of surface roughness, measurement of acceleration (with an 
attached mass) etc.). 

Piezoelectric transducers used as sonar receivers, or in ultrasonic applications, such as 
medical imaging, are generally operated at their mechanical resonant frequencies for 
maximum sensitivity. At resonance, the electrical equivalent circuit of a transducer 
changes markedly. Figure 6.24 illustrates the Mason electrical model for a piezoelectric 
input transducer valid for frequencies near the mechanical resonance frequency, f,, of 
the transducer [Fox and Donnelly, 1978]. n is the turns ratio of the ideal transformer. 
It can be shown that n = Aes3t, where A is the effective surface area of the transducer 
in m*, e33 is the piezo electric stress constant in the material in Cb/ m’ and ¢ is the 
transducer thickness in m. 

Here, we assume a transducer responding in the thickness mode. In addition, the 
characteristic impedance of the piezoelectric material is given by Z,=2pAtf,, where p is 
the density of the piezo material in kg/m? and f, is the mechanical resonant frequency 
of the transducer in Hz. The parameter a=zf/f,. f is the frequency of the applied 
mechanical force. When the transducer is driven at exactly its mechanical resonant 
frequency, its electrical equivalent circuit (Thevenin source impedance) reduces to a 
series R-C circuit with capacitance C, and a real part, An? / [(27foCo)2(Zp + Zp)] 2. Here, C, 
is the transducer’s clamped capacitance, and Z¢ and Zp, are the acoustic source 
impedances faced by the front and back faces of the transducer, respectively. As can 
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FIGURE 6.24 
Electrical equivalent circuit of a piezoelectric transducer near its mechanical resonance frequency. 


be seen from the transducer model of Figure 6.24, operation of the transducer even 
slightly off the resonant frequency leads to a far more complex model for the Thevenin 
source impedance of the transducer’s electrical output. In general, the real part of the 
Thevenin impedance of the transducer’s output is numerically small, typically ranging 
from the tens of ohms to the hundreds of ohms. Contrast this with the extremely 
high resistances presented by piezoelectric transducers, operated well below their 
resonant frequencies. 

As a consequence of the low, real source impedance presented by a piezoelectric input 
transducer operated at its mechanical resonance frequency, a step-up transformer can 
be used to obtain optimum SNR when measuring threshold signals, as is done in sonar 
systems. Transformer optimization of output SNR is discussed in detail in Section 3.5 of 
this text. 


6.4.4 Pyroelectric Sensors 


Pyroelectric materials (PyMs) are crystalline or polymer substances that generate internal, 
electrical charge transfer, in response to internal heating, caused by the absorption of 
long wave, infrared radiation (LIR). The charge transfer can be sensed as a current or 
voltage change, depending on the kind of electronic signal conditioning associated 
with the PyM. In general, PyM materials are also piezoelectric (i.e. they also respond to 
applied mechanical stress by internal charge transfer). PyM sensors include the poly- 
mers polyvinylidine fluoride (PVDF) and polyvinyl fluoride (PVF); and the crystalline 
substances lithium tantalate (LiTaO3), strontium and barium niobate, triglycine sulfate 
(TGS), Rochelle salt, KDP (KH»PO,), ADP (NH,H>2PO,), barium titanate (BaTiO3), 
LZT, etc. 

PyM sensors are fabricated by taking a thin rectangle or disc of the PyM material and 
coating both sides with a very thin layer of vapor deposited metal such as gold, silver or 
aluminum. Electrical contact is made with silver epoxied wires or pressure contacts. 
The side of the sensor that is to receive radiation is often given an extra, thin, rough, heat 
absorbing coating such as platinum black. This coating maximizes the ratio of absorp- 
tivity to reflectivity for the PyM sensor. As IR radiation sensors, PyM sensors are used 
in the LIR wavelength range of 2-25 um (5000 cm~'400cm~! wavenumber). 

Note that PyM sensors respond only to changes in temperature. In the thermal steady 
state, there is no net internal charge transfer and no voltage across their electrodes. 
Thus, if a constant input radiation power, P;, is applied, the sensor’s temperature rises 
to an equilibrium value, T/,>T,, where radiation and conduction heat losses equal the 
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input power. In general, we can write a heat balance differential equation for the PyM 
sensor as: 
much — T,) i (T,, — Ta) _c GAT AT 


Se dt © dt | © 


(6.44) 


where Cry is the PyM material’s heat capacity in J/K, © is its thermal resistance in K/W, 
and AT = T’ — T,. T, is the starting steady state, ambient temperature of the PyM and 
T’ is the temperature it rises (or falls) to as a result of absorbing (radiating) P; over 
some time T;. © depends on the PyM material used, its configuration and even how 
it is mounted (© can be reduced by direct thermal conduction (heatsinking) and by 
air convection). Cr is given by: 


Cr =cAh (6.45) 


where c is the PyM’s specific heat in J/(cm® K), A is the absorbing surface area in cm? 
and h is the PyM thickness in cm. 

If AT/T is small, we can assume that P; remains constant over T;. The differential 
equation, 6.44, can be Laplace transformed and written as a transfer function: 


AT (3) 
= A 
P, ) = sOCr+1 (O20) 
Now the short circuit current from the irradiated PyM is given by: 
i,(t) = Ky AAT (6.47) 
Laplace transforming: 
I,(s) = KpAsAT(s) (6.48) 


When equation 6.48 for I,(s) is substituted into equation 6.46, we can finally write 
the transfer function: 


sK,A® 
sOCr+1 


I (s) = (6.49) 
pe 


K, is the PyM’s pyroelectric constant in C/ (m? K). Table 6.6 gives the important physical 
constants of certain common PyMs (note units). 


TABLE 6.6 
Physical properties of certain PyMs 
Pyroelectric Specific 
Pyroelectric Coefficient K, in Dielectric constant Thermal Heat c in 
Material wC/(m? K) K=6/& Resistance 0 K/W Ji(cm? K) 
Triglycine sulfate (TGS) 350 3.5 2.5 x 10-° 20 
Lithium Tantalate (LiTaO3) 200 46 2.38 x 10-4 3.19 
Barium titanate (BaTiO3) 400 500 3.33 x 107+ 2.34 


PVDF film 40 12 7.69 x 10~° 24 
Source: Data from Fraden (1993b) and Pallas-Areny and Webster (1991). 
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Assume the PyM sensor is at thermal equilibrium at temperature T,. A radiation 
blocking shutter is opened, permitting a step of radiation from a warm object, at constant 
temperature T;, to reach the sensor. The short circuit current is given by equation 6.22: 


Pip SK,AO K,A/Cr 
1,(s) = — 7 = Pip E . 
8) = GOCr +) (s+ 1/(@Cp) Cr 
In the time domain, this is simply an exponential decay waveform: 
ip(t) = (Pio KyA/Cr) exp[—t/(@Cr)] (6.51) 


Cr is the sensor’s thermal time constant, which is material and dimensionally dependent. 
Pi, is assumed constant and is given by: 


Pi, = AAH = K,(T; — T2) (6.52) 
K, = Ao/(1/e, + 1/e, — 1) (6.53) 


Now examine the circuit in Figure 6.25. The PyM sensor is connected to an electrometer 
op-amp, as a transimpedance. Note that the equivalent circuit for the PyM can be 
configured as an ideal current source, i,(t), in parallel with the sensor’s very low electrical 
leakage conductance, G,, and its electrical self-capacitance, C,. The i,(¢) is given by 
equation 6.51 above for a step input of LIR power. Let us first neglect the op-amp’s 
feedback capacitor, Cp The output voltage of the op-amp is given by (note the direction 
of i,): 


Vo(t) = Reip(t) = Rr(PioKpA/Cr) exp[—t/(@Cr)] = 0 (6.54) 


A 


FIGURE 6.25 

A. An electrometer charge amplifier is 
used to condition the output of a pyro- 
electric IR sensor. B. Equivalent circuit of 
the PyM sensor away from its mecha- 
nical resonance. 
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The peak v,(f) is Vopk = Re(PioKypA/Cr) V, hence we can calculate the temperature, T;, of the 
warm object from V,,, and a knowledge of the system’s constants. 


1/4 
4 1/4 
OTR, a = [T} + VoprKeys]/ (6.55a) 


The problem with this approach is that, while V,,, is measured fairly accurately, the 
system’s constants and T, are generally not that accurately known. Hence a known 
blackbody temperature source at T,,; can be used to find the lumped constant K,,.. 


Keys = (Tot — Ta)/ Vocal (6.55b) 


cal ~— 


Such a blackbody reference source can be built into the transient radiation thermo- 
meter, or be an external blackbody source, such as the Mikron™ Model 310 blackbody 
radiation calibration source made by Kernco Instruments, Inc. 

Another approach to self-calibration is to keep the PyM at a known T,, then expose it 
to T¢q; and measure the peak V,.;, then expose it to T, and measure V,,x. The computer 
subtracts Vopx from Vocq) to form AV%: 


AVo = (1/Keys) [Tea — Te (6.56) 


cal 
Solving for Ty: 


Ty= pKa AVol (6.57) 


cal 


Thus, we see that the calculated T, of the body relies on measurement of AV,, K,,; and 
the known Ty,/. 

To counteract high frequency measurement noise, a low-pass filter can be added to 
the current-to-voltage conversion op-amp in Figure 6.25, by placing capacitor Cr in the 
feedback path. With Cr in place, the system response to a step input of LIR irradiative 
power, Pi, is: 


KyA/(CrCr) 
V,(8) = Pin : 6.58 
= Pe ST TNCERe bs + 1CrO) vee 
The inverse Laplace transform of equation 6.58 can be shown to be: 
Pip9KypA RrO 
volt) = SPP fexp[—t/(CeRe)] — exp{-t/(Cr®)]} V (6.59) 


(CrRp — Cr®) 


This is a positive waveform that rises with an initial time constant Cr, and falls more 
slowly with time constant, RrCp Its peak is proportional to P;,. The measurement noise 
comes from: 


1. Unwanted mechanical vibration of the PyM sensor which is piezoelectric 
2. Electronic noise from the op-amp 
3. Thermal Johnson) noise from the PyM’s Norton conductance and from Rr 
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Applications of PyM sensors include intruder sensors and burglar alarms, automatic 
patio light switches, sensors in various LIR spectrometers used in analytical chemistry, 
etc. They are also used in the line of Thermoscan™ fever thermometers that quickly 
and non-invasively measure the temperature of the eardrum [Northrop, 2002]. Com- 
mercial PyM sensors come in a variety of packages. 

Some manufacturers (e.g. Molectron) package PyM sensors alone, and with an 
op-amps or a JFET for Ist stage signal conditioning. Manufacturers such as GEC-Marconi 
list PyM sensor Responsivity (n V/W (input)), noise voltage (uVRMS/VHz), noise equi- 
valent power (NEP) (nW/VWHz), noise equivalent irradiance (NIR) (10-*W / Hzm’) specific 
detectivity (D*) (10°m/Hz/W). For example, at 1.0Hz, the GEC-Marconi PLT533 
lithium tantalate PyM sensor has_ responsivity=1800V/W, noise=1.1 uv /J/Hz, 
NEP = 0.6nW/V/Hz, NEI=0.7 x 10-4 W/(m?/Hz), D* =5 x 10° m/Hz/W. 


6.4.5 Sensors Whose Voltage Output is Proportional to d®/dt 


It is well known from basic physics that an EMF will be induced in a coil of N 
turns surrounding a magnetic flux, &, when the magnetic flux changes in time. This effect 
may be simply stated mathematically as: 


E, = Nd®/dt = Ldi/dt (6.60) 


Many input transducers make use of this principle, including variable reluctance 
phonograph pickups, dynamic microphones, accelerometers, tachometers, etc. The 
source of the magnetic flux may be either a permanent magnet, or a dc or ac excited 
electromagnet (solenoid). The d®/dt may arise from a number of means, including 
modulation of the reluctance of the magnetic path by changing the size of an airgap in 
the flux path. Moving a coil perpendicular to the flux density also gives a d®/dt, as 
does moving a permanent magnet in relation to a fixed coil. 


6.4.5.1 The Variable Reluctance Phonograph Pickup 


Magnetic Reluctance, t, is defined as the ratio of magnetomotive force to the magnetic 
flux, ©, existing in a closed, magnetic ‘circuit’. It may be thought of as being analogous 
to electrical resistance in an electrical circuit, where the MMF is analogous to voltage 
and the flux, ®, is analogous to current. A simple variable reluctance phonograph pickup 
transducer, used to play antique 33 1/3rpm vinyl phonograph records, is shown 
in Figure 6.26. The source of MMF is a permanent magnet (PM). Flux from the PM is 
split and passed through a right and left branch magnetic path so that the total flux in 
the magnet is the sum of left and right path fluxes. Thus: 


® = Ore+ Dy (6.61) 


The reluctances of the paths are modulated by the lengths of the air gaps, caused to 
vary by the small lateral displacement of the moveable arm in the air gap, 5x. The arm 
is displaced by a lateral force, F, acting on the stylus, S, protruding downward from 
the arm. In playing an old fashioned, non-stereo phonograph record, the stylus tip 
follows the helical groove of the record. Audio information is recorded on the record 
as lateral, side-to-side displacements of the groove. Due to its high inertia, the tone arm 
and cartridge do not respond to the small, audio frequency lateral forces the groove 
places on the stylus. Instead, the moveable (stylus) arm of the cartridge follows the lateral 
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FIGURE 6.26 


Schematic of a monophonic, variable reluctance phonograph pickup. 


modulations of the groove. The reluctance of the right and left hand magnetic paths may 
be written: 


Mr = No — 6x/poA (6.62) 
Rp = No + 6x/ oA (6.63) 

The total magnetic flux passing through the magnet is then: 
® = MMF/(tr + Itt) = MMF/2%, (constant) (6.64) 


An N-turn coil is wound with the dot polarity shown on the left arm of the magnetic 
circuit. This coil is connected in series with an N-turn coil on the right arm having 
the opposite dot polarity. The magnetic flux in the left arm is given by: 


MMF/3i, = MMF 


@; = ~ 
EL + 8x/poARy) ‘Ho 


(1 — 6x/p AN) (6.65) 
Similarly, the flux in the right arm can be approximated by: 
MMF 
Or & =a + 6x/UoANo) (6.66) 


The net EMF induced in the two series connected coils is found by taking the time 
derivative of the flux in each arm, multiplying by the number of turns in each coil and 
adding the EMFs algebraically: 


_ 2N(MMFP) 


— Fea en) /dt] (6.67) 
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Thus we see that the output EMF is proportional to the stylus velocity. The variable 
reluctance transducer does not respond to constant (dc) displacements. 


6.4.5.2 Electrodynamic Accelerometer 

Figure 6.27 illustrates a linear accelerometer made from a moving, cylindrical mass 
(which is also a permanent magnet), which moves inside a coil fixed to the 
accelerometer’s case. The mass is constrained by a linear spring with stiffness k, and is 
surrounded by oil, which gives viscous damping to the motion of the mass. The case of 
the accelerometer is attached to some structure whose linear acceleration we wish to 
measure. The output voltage of the accelerometer is proportional to the relative velocity 
between the case (and structure) and the moving mass. In mathematical terms: 


Vo = Ky (xe = Xm) (6.68) 


The motion of the mass can be described by simple Newtonian mechanics: 
MXm + Btn — Xe) + ks(X%m — Xc) = 0 (6.69) 


The acceleration, x,,, is considered to be the system input. If we separate terms of the force 
equation and take their Laplace transforms, we may write the transfer function as: 


Xn(s) _ sB+k, sB/ks +1 


= = 7! 
X-(s) s*M+sB+k, s*M/k;+sB/k;+1 (6:70) 


Now the relation for Xn(s) = sX,,(s) is substituted into the equation for the output 
voltage. After some algebra this yields: 


sM/k; 


Vo(s) = Xc(S) (6.71) 


M/k; + sB/ks +1 
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FIGURE 6.27 
Cross-section of an electrodynamic accelerometer. 
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FIGURE 6.28 
Cross-section of a linear velocity sensor (LVS). 


Thus we see that this transducer’s response at low mechanical input frequencies 
is proportional to jerk (ie. the rate of change of acceleration of the structure to which 
the case is attached). There is no output in response to constant acceleration, such as 
due to the Earth’s gravitational field. 


6.4.5.3 Linear Velocity Sensors 


A linear velocity sensor (LVS), as the name suggests, produces an output voltage which 
is directly proportional to the rate of linear displacement of an object attached to its 
core. Figure 6.28 illustrates a section through an LVS. Note that the two coils are 
connected in series opposing configuration to improve linearity over the full displace- 
ment range. Schaevitz Engineering offers LVSs covering ranges of motion, spanning 
12.5-500 mm. Sensitivities are in the range 4.8-26mV/mm/s in various models using 
Alnico V magnetic cores. Linearity is +1% of output over the nominal linear range. 
Robinson-Halpern also offers LVSs with working ranges of 12.5-225mm, typical 
sensitivities are about 20mV/mm/sec. LVS case lengths are roughly twice the linear 
range of motion. 


6.4.6 Sensors Whose Output EMF Depends on the Interaction of a Magnetic Field 
with Moving Charges 


The fluid version of this class of generating sensor is generally used with a constant 
magnetic (B) field, to measure the average velocity of a fluid flowing in an insulating 
pipe or conduit, including blood vessels. The solid state version of this class of sensor 
is the well-known Hall-effect device, used to measure magnetic fields, or to compute 
average power as a wattmeter. 


6.4.6.1 Faraday Effect Flowmeters 


Figure 6.29 illustrates the basic geometry of a Faraday flowmeter. Two electrodes on 
opposite sides of the circular cross-section pipe make ohmic contact with the conduc- 
tive fluid in the pipe moving with average velocity, 7. A uniform magnetic field of B 
Tessla is perpendicular to the v vector and the L vector between the centers of the 
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FIGURE 6.29 
Schematic diagram of a Faraday-effect liquid velocimeter. Note flow is orthogonal to B. 


electrodes. Faraday’s law of induction predicts that the EMF between the electrodes is 
given by: 


d 
Er = i (v x B)- dL (6.72) 
0 


For orthogonal vector components, equation 6.72 reduces to Er = BLv. For effective 
measurement, the conductivity of the fluid should be greater than 10°a27! emo! Ifa 
circular pipe of diameter d is used for the conduit, and d is also the separation of 
the electrodes, then the average volume flow, Q, of the conducting fluid may be shown 
to be given by [Lion, 1959]: 


Q = Erdm/(4 x 10° B) ml/s (6.73) 


Here, d is measured in cm, B in gauss and Ef in volts. Often the area of the conduit is 
not precisely known, hence flow estimates using the Faraday method are not accurate, 
since Er is proportional to the average velocity of the fluid. 

In the Faraday flowmeter, the magnetic field is generally made to be a low frequency 
sinusoid in order that very small EFs can be better resolved. An ac E, can generally 
be amplified above the amplifier’s 1/f noise frequency band. 

The Faraday flowmeter has been used to measure blood velocity and estimate blood 
flow. In one version, the electrodes make contact with the surface of the blood vessel, 
which is conductive itself. Due to geometrical errors in setting up the orthogonality 
between B, @ and L in vivo, a net time varying magnetic flux passes through the one 
turn coil formed by the electrodes used to measure the Faraday EMF. 

Thus, the total output EMF seen across the electrodes will be the sum of the Faraday 
EMF and d®/dt = AdB/dt V, which cuts the effective loop of area A formed by the Er 
measurement circuit. 
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FIGURE 6.30 

A. Longitudinal section (side view) of a Faraday velocimeter system using three sensing elecrodes. The upper 
two electrodes permit cancellation of the unwanted d®/dt (quadrature) term in the output voltage. B. Axial 
(end-on) view of the three-electrode Faraday system. 


Webster (1978) described several methods of canceling the unwanted d®/dt term. 
One method makes use of a cancellation circuit formed by making one of the electrodes 
a twin electrode, as shown schematically in Figure 6.30A. Each circuit will have 
a transformer error voltage, one of the form E7;= k;d®/dt, the other, Erz2 =—kp,d®/dt. 
Thus, for some potentiometer wiper position, the two transformer EMFs will cancel, 
leaving the pure Faraday voltage. Another means of eliminating the effect of the 
transformer voltage is based on the fact that the transformer voltage is 90° out of phase 
(in quadrature) with the Faraday voltage (assuming sinusoidal excitation). Thus if we use 
a phase sensitive, sampling demodulator, we can sample the peak values of the Faraday 
voltage sinewave at the times the d®/dt sinewave is going through zero. The sampled 
Faraday voltage sinewave is held and low-passed filtered to obtain a dc signal propor- 
tional to v. A third means of suppressing the unwanted transformer voltage makes use of 
a feedback system, shown in Figure 6.31. This system makes use of two phase sensitive 
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System to automatically null the unwanted quadrature output voltage from a Faraday liquid velocity sensor. 


rectifiers and low-pass filters. One detects the desired Faraday voltage and the other, 
using a quadrature reference, detects the unwanted transformer voltage. A dc signal, V7, 
proportional to the transformer voltage, acts through an analog multiplier to vary the 
level of a quadrature signal, Voz, which is fed back through an auxiliary transformer 
winding, mz, to cancel the quadrature component, Vg, which accompanies Vp. The 
quadrature detector loop acts to reduce the amount of transformer voltage contaminating 
the desired Vr signal, as shown in equation 6.74. 


Vop = Vo/[1 + (1/12)Ki KpgK2(10)] (6.74) 


If an integrator is put between the quadrature PSD/LPF and the analog multiplier, it is 
easy to show that there will be complete cancellation of Vpg. Webster (1978) describes 
several other configurations of electromagnetic blood velocimeters using the Faraday 
streaming effect. 


6.4.6.2 Hall Effect Sensors 


Hall effect sensors, unlike Faraday effect devices, use no moving, conductive fluid. 
Instead, the majority charge carriers (electrons or holes) have some average drift velocity 
as they traverse a bar of doped semiconductor. Figure 6.32 illustrates the geometry of 
a typical Hall sensor. Note that, as in the case of the Faraday transducer, the magnetic 
field B, the drift velocity v and the voltage measuring axis are ideally orthogonal. Each 
hole or electron with velocity v in the semiconductor will, in general, be subject to a 
Lorentz force given by the vector equation: 


F = q(v x B) = {q|v| |B| sin(@)}uN (6.75) 
This force follows a right-hand screw rule in which the direction of the force is found 


by rotating v into B and observing the unit vector direction, u, that a screw with right 
hand (normal) threads would advance. The q is the charge of an electron (or hole). 
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Schematic of a Hall sensor. An 
n-doped Si slab is used. Note 
orthogonality between Jy, B 
and Fy. 


AG 


If electrons are the carriers, then we use a minus sign with g. As we see from Figure 6.32, 
the Lorentz force causes the moving electrons to crowd toward the front surface of the 
n semiconductor bar. An equilibrium density of electrons is reached when the average 
Lorentz force is balanced by the electrostatic force on the electron due to the electric 
field set up by their crowding. In other words: 


—gE, = —qv,B, or E,=0,B, (6.76) 


It is well known that in an n semiconductor, the average drift velocity of electrons is 
given by: 


On = —Jy/qn (6.77) 


where J, is the current density in the semicon bar in the +x direction and n is the 
electron doping density. This relation for v, can be substituted in equation 6.77 above, 
giving: 


E, = —JyBy/qnV/m (6.78) 


Now, if we consider the geometry of the semiconductor bar, J; =1I/2ah and the Hall 
voltage developed across the two metallized faces of the bar is just Vy = E, 2aV. 
Substitution of these relations into equation 6.78 yields the well-known expression for 
the Hall voltage. 


Vi = —IB,/(qnh) = RyIB,/h (6.79) 


where ht is the height of the semiconductor bar (in the y direction) and Ry is the 
Hall coefficient—the Ry =—1/qn for n-doped semiconductor and Ry =+1/gn for p 
semicon. Since the Lorentz force has the opposite sign for p semiconductors, given 
that all other vectors have the same direction, the Hall voltage for p material is 
Vy =+IB,/(qnh). 

Hall sensors have many uses, most of which can be subdivided into either analog or 
switching applications. As analog sensors, Hall devices can be used to produce an output 
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proportional to |B| cos(0), where 0 is the angle of the B vector with the transducer’s y axis 
(axis of maximum sensitivity). Some commercial IC analog Hall sensors have built-in 
dc amplifiers to condition the Vj signal. Analog Hall sensors listed by Sprague Electric 
Co. have sensitivities of about 1.4mV/gauss with high frequency bandwidths of 
20-25 kHz (on B). Other Hall sensors listed by F. W. Bell do not contain built-in ampli- 
fiers and claim sensitivities in the range 10-55 mV/kG. Bell also offers a Model BH-850 
high sensitivity Hall sensor that uses a 9inch, high permeability bar to concentrate 
the magnetic flux. This sensor claims a sensitivity of 18mV/G, which is adequate 
sensitivity to measure the Earth’s magnetic field and thus has applications as a solid 
state compass. 

One obvious application of analog Hall sensors is the measurement of magnetic fields. 
They can also be used to measure other physical or electrical parameters which can be 
made proportional to the magnetic fields (ac or dc). A less obvious application of an 
analog Hall sensor is as an audio frequency wattmeter. The current through a reactive 
load is passed through a solenoid coil to produce a By proportional to I. The voltage 
across the load is conditioned and used to generate a current through the Hall sensor 
proportional to V. The phase between the I and V sinusoids is 0. It is easy to show that 
the dc component of the Hall voltage is proportional to the average power in the load; 
that is, it is given by: 


Vu = kPave = kVI cos(6) (6.80) 


Here, k is a proportionality constant, V is the RMS voltage across the load, I is the 
RMS current through the load and cos(6) is the power factor. 

Switching Hall sensors have many applications in counting and proximity (of a 
permanent magnet) detection. Their output is generally a TTL logic signal. An IC dc 
amplifier, Schmitt trigger and open collector logic output are mounted in the same 
package with the Hall chip. Hall switches have uses in automobile electronic ignitions, 
brushless dc motors (rotor position sensing), tachometers, keyboards, thermostats, 
pressure and temperature alarms, burglar alarms, etc. 


6.5 Sensors Based on Variable Magnetic Coupling 


This class of sensors operates with ac excitation. Their outputs vary according to the 
degree of magnetic coupling between the excitation coil(s) and the output winding(s). 
Most sensors which operate on the principle of variable magnetic coupling between coils 
are mechanotransducers (i.e. they can be used to measure or generate linear or rotational 
displacements). Since many other physical phenomena can be converted to small linear 
rotations or displacements, this class of transducer is also the basis for certain pressure, 
temperature and acceleration sensors. Lion (1959) Section 1.22 gives a good summary of 
this class of transducer, which includes, among others, the linear variable differential 
transformer (LVDT) and the synchro transformer. 


6.5.1. The LVDT 


The linear variable differential transformer is one of the most widely used mechanical 
input sensors in modern instrumentation practice. LVDTs are used to measure linear 
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FIGURE 6.33 
A. Longitudinal cross-section through a typical LVDT. B. LVDT schematic. Note dot notation on the output coils. 


mechanical displacement or position in control systems and in precision manufacturing 
gauging, and can be used indirectly to measure force, pressure, acceleration, etc., or any 
quantity that can cause a linear displacement. Figure 6.33A illustrates a section through 
an LVDT showing the central excitation coil, two, symmetrically located pick-off coils 
and the hollow, cylindrical core tube through which slides the high permeability 
magnetic core. The position of the core in the center tube, relative to the excitation coil 
and the two pick-off coils, changes the mutual inductance between the excitation coil 
and the pick-off coils, varying the induced voltages in the two pick-off coils. As one 
voltage drops, the other rises, etc. 

A schematic representation of an LVDT is shown in Figure 6.33B. Note that the two 
series pick-off coils have opposite dot polarity, so that, when the moveable magnetic core 
is at magnetic center (x=0), the induced EMFs in each coil sum to zero at the output. 
The ac excitation of an LVDT can range in frequency of about 50 Hz-20 kHz. Peak output 
response for a given displacement, 5x >0 is maximum at some frequency which may be 
in the range 400 Hz->2kHz. Some LVDTs contain built-in oscillators and phase sensi- 
tive rectifiers, so one has only to supply a dc power source (e.g. 24V), and observe a 
dc output which has a voltage/core position relationship similar to that shown in 
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Typical output voltage vs linear 
core displacement for an LVDT. 


Figure 6.34. Several electronic IC manufacturers offer oscillator/phase sensitive rectifier 
chips (Signetics’ NE5520, Analog Devices’ AD630) to facilitate the use of LVDTs which 
do not contain this signal processing circuit internally. 

LVDTs are not zero force sensors. If their cores experience a lateral force, there will 
be increased friction with the inside of the core tube. In addition to friction forces, 
the solenoidal magnetic field from the excitation coil acts to pull the core toward the 
center (x=0) position. The solenoid or axial force is proportional to the square of the 
excitation current. Typical peak axial force is less than one gram, which is negligible 
in most position sensing applications. 

Specifications for LVDTs vary widely according to application. Those used for gauging 
applications (e.g. measuring the contour of a cam) have infinite resolution, linearity 
of +0.2% of the full range and repeatability as small as 0.1016 um, [in SI]. Gauge LVDTs 
generally have some sort of special tip to contact the work, such as a hardened tungsten 
carbide ball, as well as a helical spring to maintain a constant static contact force with 
the work. Other versions of LVDT gauges use air pressure to obtain a variable gauge 
contact force which can be set for delicate (soft) materials. The Schaevitz PCA-230 
series precision, pneumatic, LVDT gauges have gauging ranges from +0.005” to +0.100”. 
Other models have ranges up to £1.000” and some have built-in oscillator/demodulator 
ICs for dc operation. 


6.5.2 Synchros and Resolvers 


We first consider synchros, also called selsyns or autosyns. These are angular position 
sensors that work on the principle of variable mutual inductance. They generally have 
multiple windings. There are three main classes of synchros—transmitters, repeaters 
and control transformers. Figure 6.35A is a schematic diagram of a synchro. Rotor 
excitation is generally at 60 or 400 Hz. The three stator windings are arranged at 120° 
spacings, so the induced stator voltages may be written: 


01 (t) = V>x sin(2zft) sin(4) (6.81a) 
vo(t) = V>x sin(2zft) sin(180° + 6) (6.81b) 
03(t) = V>x sin(2zft) sin(240° + 6) (6.81c) 


Synchros were first widely used in the 1940s in military systems as angular position 
sensors and components in servomechanisms used to train guns or gun turrets, sonar 
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FIGURE 6.35 
A. Schematic diagram of a synchro transmitter. B. Electrical connection between a synchro transmitter (T) and 
repeater (R) enables the repeater rotor to follow the angle of the transmitter’s rotor. 


arrays, or radar antennas. Synchros come in all sizes, ranging from the massive Navy 7G, 
developed during WW II, to modern, miniature synchros measuring 1” in diameter 
by 1.8’0 in length. Synchro accuracies range from +0.1 to about +1.0. 

The simplest application of two synchros is signaling a shaft rotation to a remote 
location. In this application, two synchros are used, a transmitter and a repeater, shown 
in Figure 6.35B. The rotors of the transmitter and repeater are connected in parallel to the 
ac line and the corresponding stator lines are connected. The rotor of the transmitter is 
at some angle 6;. The rotor of the repeater is initially at some angle 0, and is free to 
rotate. The repeater rotor experiences a torque, causing it to rotate so that 0, = 6. 
The repeater rotor experiences zero torque when 6, = 6;. The repeater rotor generally has 
a light external inertial load, such as a pointer and some viscous damping to prevent 
overshoots and oscillations when following sudden changes in the transmitter’s 6. 

Another major application of synchros is error signal generation in carrier operated, 
angular position control systems (Figure 6.36). A synchro transmitter and a synchro 
control transformer are used to generate a carrier frequency signal whose amplitude 
is proportional to sin(@; — 6.), where 6 is the rotor angle of the transmitter and @, is the 
rotor angle of the control transformer. If we consider 6 to be the input, reference, or 
command signal and @, to be the output of a servomechanism designed to follow 6;, then 
the output of the synchro transformer may be considered to be the servo system error 
for 0. = (@ — 6-)<15°, where sin(x) © x in radians. The synchro transformer output can 
be shown to be a double-side-band, suppressed carrier modulated signal. When 
demodulated by a phase sensitive rectifier, the output will be a voltage proportional 
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Schematic of a simple position control system (servo) which uses synchros. A synchro transmitter (T) and a 
synchro control transformer (CT) are used. 


to sin(@ — 6,). Obviously, the synchro transmitter and transformer can be located at 
some distance from one another, which is a distinct advantage. 

Modern practice, however, is to replace the electromechanical synchro transformer 
with a commercially available solid state circuit system into which the input angle is 
read as a binary number and the output is the same as would be seen from the rotor 
of a conventional synchro transformer. In spite of such solid state conveniences, synchro 
systems are difficult to work with. Modern position control system design generally 
makes use of optical coding disks to sense angular position and directly codes it into 
digital form for transmission to the control computer. 

Resolvers are another rotational coordinate sensor. As shown schematically in 
Figure 6.37, resolvers differ from synchros in that they have two orthogonal stator 
windings and two orthogonal rotor windings. The stator windings are generally 
energized so that: 


051 (ft) = Vs sin(wt) (6.82a) 


0:9(t) = Veo sin(wt) (6.82b) 
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alas 


FIGURE 6.37 
Schematic of a resolver. 


Noting the dot convention shown in Figure 6.37, the induced output (rotor) voltages are: 
Ur (t) = Vs1(£) cos(9) — Vs2(t) sin(8) (6.83a) 

0,2(t) = —Vs1(£) sin(O) + Vs2(t) cos(6) (6.83b) 

where @ is the rotor angle with respect to the reference shown. If just S; is excited, 
the resolver may be used to do polar to rectangular coordinate transformation in 


an electromechanical system. In modern instrumentation systems, such transformations 
are better done by software in a computer. 


6.6 Variable Capacitance Sensors 


Many mechanical input sensors, as well as some sensors which measure humidity 
or temperature, operate by the transduced quantity causing a change in capacitance, 
which in turn, is converted to an analog output voltage by an ac bridge circuit or other 
electronic system. Capacitive sensors have been designed to measure force by means 
of displacement of one or two capacitive electrodes. They can also be used to measure 
acceleration, thickness, depth of a dielectric liquid and pressure. In its simplest form, 
the mechanical input quantity causes a change in the separation between two (or more) 
capacitor plates, as described below. 

The capacitance between two parallel, conducting plates, each of area A, separated by 
a dielectric of thickness d is given by (neglecting fringing effects): 


Gx Kod (6.84) 


where « is the dielectric constant of the material separating the plates and «, is the 
permittivity of free space (8.85 x 10-'*F/m). Small variations in C, AC, which may 
be measured by several means, may occur if the plate separation is caused to change 
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FIGURE 6.38 
Section through a differential pressure sensor which 
uses the small change in capacitance caused by the 
deflection of its diaphragm to produce an ac output 
signal proportional to (P; — Pz). A De Sauty bridge 
can be used. 


by some physical quantity, or if the dielectric constant, x, changes due to pressure, 
temperature, mechanical strain, humidity, etc. The overall dielectric constant may also 
be modulated by sliding a substance with a dielectric constant greater than one between 
the capacitor plates so that some fraction, a, of A has a dielectric constant of « = «; and 
the remaining area between the plates, (1 — @)A, has a dielectric constant « = 1. The area 
of the capacitor plates may be effectively changed by sliding one plate over the other 
at constant d. An example of this latter means of effecting a AC is found in parallel plate, 
rotary tuning capacitors used in radios. 

The means of measurement of capacitance changes include various capacitance 
bridges or the use of the capacitor in a tuned L-C circuit determining the frequency of 
an oscillator—the oscillator’s frequency is measured to obtain a signal proportional to 
1/VLC. 

One of the most sensitive means of producing an output voltage proportional to 
AC is through the use of a De Sauty bridge, shown in Figure 5.7 and discussed in 
Section 5.4.1.4 of this text. A capacitive pressure transducer in which a diaphragm 
deflects as the result of the pressure differential across it is shown in Figure 6.38. 
The diaphragm is grounded, and thus forms a common plate with two capacitors 
such that C; = C,-— AC, Co) =C,+ AC and AC=KkK(P; — P2). If a De Sauty bridge is 
operated at a frequency f, = 1/27RC, Hz, with peak excitation voltage V;, it is easy to 
show that: 


Vere, “ICCA 1/s(C) + AC) 
V,) = TC -AC) +R 1G HAC) FR 659) 
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After some algebra, we can write: 


Vo s2RAC 
= 6.86 
V. 9) = Gy aRC? — BRECAC/C ene 
Letting s = jw = j/RC, and noting that (AC/ Cy < ly we finally obtain: 
Vern AC 
ye? =*@, (6.87) 
or, 
vo(t) = Vs (=) sin(t/RC,) (6.88) 


The bridge output, V,, in this example is a double sideband, suppressed carrier signal 
whose amplitude is V, = V;(AC/C,). Since it is possible to resolve a V, as small as 1,V, 
when V, is typically 5 V pk, and C, is 100 pF, AC can be as small as 2 x 10-4 pF! 

Pressure measurements can also be made using a capacitor with fixed geometry but 
with a dielectric constant which changes with pressure. Certain nonpolar liquids, gases 
and piezoelectric materials can be used for this purpose. Lion (1959) reports that the 
dielectric constant of air at 19°C varies from 1.0006 at 1 atm to 1.0548 at 100 atm. Dielectric 
constants also change with temperature, so a null transducer can be used in a bridge 
circuit to obtain temperature compensation. 

Dranetz, Howatt and Crownover, cited by Lion, developed a titanate ceramic called 
Thermacon, in which the dielectric constant decreased linearly over the temperature 
range of —40 to +160°C. One specimen was described, which had a dielectric constant 
of 490 at room temperature and a dielectric constant tempco of —0.003/°C. However, 
the tempco increases dramatically as the Curie temperature is approached. 


6.7 Fiber Optic Sensors 


Fiber optic (FO) dielectric waveguides were developed primarily for broadband, long 
distance communications links. Their main advantages are low cost (silicon vs copper), 
broad signal bandwidths and immunity from interference caused by electromagnetic 
radiation, such as radio waves, pulses (EMPs) generated by lightning, or perish the 
thought, nuclear explosions. They may also be used in harsh environments, remote from 
their electro-optic signal conditioning systems. 

Interestingly, fiber optic cables are also useful in a variety of sensor applications 
[Wolfbeis, 1991]. They have been used in the measurement of electric current, magne- 
tic fields, temperature, force, pressure, strain, acceleration and pH. Several of their 
physical/optical properties have been used in realizing these applications. For example, 
(micro)bending of an optical fiber will result in the loss of light energy from the core into 
the cladding at the bend, decreasing the output light intensity. This phenomenon is used 
in sensing force, pressure, strain, etc. [Hochburg, 1986]. The pH may be sensed 
by measuring the emission of a fluorescent dye coating the end of the fiber—the emission 
characteristic of the dye changes with pH. The pH has also been measured spectro- 
photometrically with fiber optics—a pH sensitive indicator dye such as phenol red 
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is immobilized inside a cuprophan membrane at the end of a pair of FO cables. Light 
at two wavelengths is transmitted to the dye. Reflectance at one wavelength is pH 
dependent, reflectance at the other wavelength is independent of pH and is used as 
a reference. Reflected light at both wavelengths is collected by the output FO cable and 
processed. System output is linear with pH over a limited range [Peterson and Goldstein, 
1982]. 

Another effect that is used in FO based sensors is the modulation of the fiber’s optical 
polarization properties by mechanical strain, temperature changes, or magnetic fields. 
Fiber optic cables are also used in Sagnac effect, FO laser gyroscopes. Their use in 
FO gyros is, however, expeditious, and it should be noted that the Sagnac effect will occur 
whether the light travels in a closed path in air directed by mirrors, or in a multiturn 
FO coil. Sagnac effect gyros are discussed in detail in Section 7.1.2. 


6.7.1 Magneto-Optic Current Sensors 


One of the major problems in measuring the electrical current in high voltage, high 
power transmission lines, is that of measurement circuit isolation. One means of 
measuring heavy 60 Hz currents in a conductor is through the use of a current trans- 
former. This transformer consists of a number of turns of wire wound on a high 
permeability, toroidal magnetic core. The current carrying conductor is passed through 
the ‘hole’ in the toroid and its magnetic field induces a voltage in the toroid’s winding, 
which is proportional to the current in the conductor. This induced voltage is measured 
with an ac millivoltmeter. This means of measuring heavy ac currents works fine at 
lower voltages on the conductor. However, when the voltage on the conductor reaches 
values too high to safely isolate the toroid’s winding (and meter circuit) from the 
conductor, some other means must be used to ensure safety. 

The Faraday Magneto-optic Effect offers a means to measure high currents on conductors 
at extremely high voltages above ground (50kV and higher), with reasonable accuracy 
and excellent isolation. Magneto-Optic Current Sensors (MOCSs), which make use of 
the Faraday magneto-optic effect, use either solid glass pathways or fiber optic wave- 
guides. When linearly polarized light is passed through a transparent, diamagnetic 
material through which a magnetic field is also passed in the same direction, there will 
be, in general, a rotation of the polarization vector of the emergent ray. It may be shown 
that the polarization rotation angle is given by: 


a=VPH-dl (6.89) 


The rotation, a, is proportional to the line integral of the magnetic field intensity 
vector, H, along the light propagation path, 1, which encloses the magnetic field. V is the 
Verdet constant for the material used. Note that by the Ampere circuital law, 


fu -dl=I (6.90) 


where I is the current enclosed by one optical path loop. Hence, if N loops of a fiber optic 
cable are wound on a form so that all turns are aligned and have the same area, we may 
express the Faraday magneto-optical polarization rotation as: 


a — VNI (6.91) 
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FIGURE 6.39 

A fiber optic, electrical current sensor using the Faraday magneto-optical effect. The Wollaston prism separates 
the magneto-optically rotated E vector of the emergent light into two orthogonal components. The two 
orthogonal components are detected by photodiodes and their signals are processed by a ratio detector. 


Figure 6.39 illustrates one version of a Faraday current transducer consisting of N turns 
of single mode optical fiber wound around a current carrying conductor. The optical 
rotation of the linearly polarized light entering the fiber is given by equation 6.90. 
There are several means of sensing small changes in the optical rotation of linearly 
polarized light, which are discussed below. The optical rotation, in theory, will remain 
unchanged regardless of the position of the current carrying conductor in the FO coil. 
Also, by using a diamagnetic material such as glass fiber, the system has substantial 
temperature independence [Rogers, 1973]. 

Another version of the Faraday MOCS, developed by Cease and Johnston (1990) 
is shown in Figure 6.40. Here, a single block of Double Extra Dense Flint (DEDF) Glass 
is used. It acts both as the Faraday medium and as an electrical insulator for the bus 
bar. For this geometry, the optical rotation angle is given by: 


a = V'BL (6.92) 


where V’ is the Verdet constant, B is the magnetic flux density in teslas and L is the 
optical path length over which the Faraday effect occurs. Méller (1988) gives a table of 
Verdet constants. From this table we see that V’ for ethanol at 25°C is 11.12 x 107° 
and V’ for dense lead glass at 16°C is 77.9 x 10-3 minutes arc/ gauss cm. 

The magnetic field around a current carrying conductor at a distance R, where 
R>r,and r is the conductor’s radius, may be shown by the Biot-Savart law to be given by: 


B = pol /2RWb/m* (in MKS units) (6.93) 
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FIGURE 6.40 
Diagram of another Faraday magneto-optical current sensor (MOCS) devised by Cease and Johnston (1990). 


B in gauss equals 104 Wb/m?. Everywhere, B is tangential to a circle of radius R cen- 
tered on the conductor. Such a magnetic field is called solenoidal and if the light path 
consists of N turns of an optical fiber wound on a circular form of radius R, concentric 
with the conductor, then the net Faraday rotation is given by: 


ot = V' (tol /20R) (2 RN) (10°) 
(6.94) 
= V'UoI N(10°) minutes of arc 


For example, a MOCS has 100 turns of a lead glass fiber with a Verdet constant V’ = 
80 x 10-3 minutes arc/ gauss cm, a current of 1A will produce a B field which gives 
a Faraday rotation of 10.055 minutes, or 0.1676 °/A. The constant, 10°, converts the 
Verdet constant, V’, in minutes arc/gauss cm to the MKS V in units of minutes arc/Wb/ 
m? m; [ly = 1.257 x 107° Wb/Am. 

As you will see in the next section, it is entirely possible to measure small angles of 
optical rotation to better than +0.001°. This polarimeter resolution sets the ultimate 
resolution of a FO MOCS. 
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6.7.2 Measurement of the Optical Rotation of the Linearly Polarized Light Output 
of Certain Optical Sensors 


In order to consider the measurement of the rotation angle of linearly polarized light, we 
must first review the mathematical description of light as a propagating transverse 
electromagnetic wave in a dielectric medium. As is well-known, the propagation of 
light can be described by Maxwell’s equations. In the simplest case, we will assume a 
plane wave propagating in the z direction in a source free, isotropic medium with 
permittivity, «, and permeability, u. From the Maxwell equations, we have 


V x E=—dB/dt (6.95a) 
V x B= (ue) dE/dt (6.95b) 
V-E=0 (6.95c) 
V-B=0 (6.95d) 


The second order wave equation may be derived from the Maxwell vector equa- 
tions, 6.95: 


VE — (ue)@’E/d? =0 (6.96) 
Assuming sinusoidal steady state conditions, we can write: 
VE+RE=0 (6.97) 
where k is the wavenumber defined as: 
k =2nf/c =220/4 = 2nf(us)'” = w/c (6.98) 
Note that in an anisotropic medium, k can be expressed as a vector: 
k = axk, + ayky + azk, (6.99) 


Here, we use a, as a unit vector pointing along the positive x axis and k, is the 
wavenumber in the x direction, etc. The anisotropy may be considered to be due to 
different propagation velocities in the x, y and z directions (e.g. c, = 1/ (€x[tx)'/ =>) 

We note that the B and E field vectors are mutually perpendicular to each other, and 
to the direction of wave propagation, which we will take as the positive z axis. 

The polarization of an electromagnetic wave is defined in accordance with the 
IEEE standard [Balanis, 1989]. The polarization of a radiated EM wave is defined as ‘that 
property of a radiated electromagnetic wave describing the time varying direction and 
relative magnitude of the electric field vector; specifically, the figure traced as a function 
of time by the extremity of the vector at a fixed location in space, and the sense in which 
it is traced, as observed along the direction of propagation.’ There are three categories 
of EM wave polarization—linear, circular and elliptical. If the E vector at a point in 
space as a function of time is always directed along a line which is normal to the direc- 
tion of wave propagation, the field is said to be linearly polarized. To illustrate this 
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property mathematically, we assume that the E vector has x and y components and may 
be written as: 


E = a,E, + ayEy = Re[a,E{ exp(j {wt — kz}) + ayEy exp( j{t — kz})] 
(6.100) 
= a,E,, cos(wt — kz + bx) + ayEy cos(w — kz + $y) 


where Ex and Ey are complex, and E,, and E,, are real. Let us consider two cases of linear 
polarization. First, let Eyw=0, and z=0 for convenience. This means that the locus of the 
instantaneous E field vector is a straight line which is directed along the x axis. The E field 
is given by: 


E = axE,, cos(wt + 6x) (6.101) 


In a more general case of linear polarization, we let ¢, = ¢, = ¢, z = 0 and we find that 
the E vector is given by: 


E= (Ea En? | cos(wt + ) (6.102) 


This gives a straight line at an angle a with the x axis for all time, as shown in Figure 6.41. 
The polarization angle a can be written: 


a = tan”! (Eyr/Exr) (6.103) 


Circular polarization is said to occur when the tip of the E vector traces a circular locus 
in the xy plane when viewed by an observer standing at the origin, looking in the positive 
z direction (the EM wave is assumed to propagate in the +z direction). Circular 
polarization can be either clockwise (right handed) or counter clockwise (left handed), 
as viewed looking from the rear of the EM wave in the +z direction. It may be shown 
that circular polarization will occur when the E field has two orthogonal, linearly 
polarized components with equal magnitudes and the two orthogonal components 
must have a time phase difference of odd multiples of 90°. As an example of 
circular polarization, let us assume in equation 6.100 that ¢, =0, gy = —1/2, z=0, 


FIGURE 6.41 
E vector of light linearly polarized along the 
a-direction. 
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and Ex, = Ey = Ecw. Thus: 

Ex = a,Ecw cos(at) (6.104) 

Ey = ayEcw cos(wt — 72) = ayEcw sin(wt) (6.105) 


The locus of the amplitude of the E vector in the xy plane is just 


|E| = /E, +E, = > E2.wlcos?(wt) + sin?(wt)] = Ecw (6.106) 


At any instant of time, E is directed along a line making an angle a with the x 
axis, SO: 


_1(Ecw sin(at) 7 
1f &Cw 1 
a = tan Geert B56 3) = tan ‘[tan(wft)] = ot (6.107) 


Thus the angle a rotates clockwise with an angular velocity w. The right hand, circularly 
polarized E vector can also be written [Balanis, 1989]: 


E = EcwRe{(ax — jay) exp[ j(@t — kz)]}} (6.108) 


Using the development above, it is easy to demonstrate that a counterclockwise (left 
hand) rotating circular polarization vector will occur when ¢, = 0,¢, = 7/2 and Ex, = 
Ey = Eccw. In this case, E= Eccwand a = —at. The E vector may be written as: 


E = EccwRe{(ay + jay) expl j(wt — kz)]} (6.109) 


It may be shown that linearly polarized light can be resolved into right and left hand 
circularly polarized components. This can be demonstrated physically by passing a beam 
of linearly polarized light through a quarter-wave plate optical device. In an isotropic 
medium, both right and left hand circular components of linear polarized light rotate 
at the same angular velocity. In an optically active, anisotropic medium, the velocity of 
light Gin the z direction) is different for left and right hand circularly polarized waves. 
This difference in the propagation velocity of the L- and R-hand circularly polarized 
waves is referred to as circular birefringence. Coté et al (1990) shows that in an optically 
active, circularly birefringent medium, the net rotation of linearly polarized light exiting 
the medium is: 


o = (12/4) (1g — ny) rad (6.110) 


where Z, is the distance the linearly polarized light propagates along the z axis 
through the circularly birefringent medium, and ng and ny; are the indices of refraction 
in the medium for right and left hand circularly polarized light, respectively. (The index 
of refraction of a medium is defined as the ratio of the speed of light in vacuum to the 
speed of light in the medium; it is generally greater than unity.) 

An EM wave is elliptically polarized if the tip of the E vector traces out an ellipse in 
the xy plane as the wave propagates in the +z direction. As in the case of circular 
polarization, ellipses traced clockwise are right handed, while left handed ellipses are 
traversed counterclockwise. The treatment of elliptical polarization is beyond the scope 
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FIGURE 6.42 
A basic optical polarimeter. The sample chamber length L is typically 10 cm. 


of this text. The interested reader who wishes to pursue this topic should consult 
Section 4.4 in Balanis (1989). 

Polarimeters are optoelectronic systems designed to measure the optical rotation 
produced by an active medium. As we have seen above, the medium can be a piece 
of glass, an optical fiber, or a solution containing optically active molecules (such as 
D-glucose). 

The first and most basic type of electronic polarimeter design is shown in Figure 6.42. 
Monochromatic light from a source, S, is collimated and then linearly polarized at 
a reference angle of 0° by an input polarizer. The linearly polarized beam is then passed 
through the optically active medium, M, of length L. The E vector of the emergent 
beam is still linearly polarized, but is rotated some angle a. The emergent beam is then 
passed through an analyzer polarizer whose pass axis is at 90° to the input polarizer. 
If a= 0, then the detector, D, will sense zero light intensity. If a>0, the light intensity 
will increase according to the relation: 


I = (Imax/2)[1 — cos(2o)] (6.111) 


Thus, a = 90° will result in maximum light transmission through the system to the 
detector. Obviously, the I = f(a) function is nonlinear. This nonlinearity is true even for 
a<7° where the intensity is given by I ~ Iuax(a?), where a is in radians. To eliminate 
system nonlinearity for small rotation angles, we can orient the polarization axis of 
the analyzer polarizer to 45°. Now the light intensity at the detector will be maximum for 
a = 45° and a constant level will be detected for a = 0. The intensity at the detector for 
a 45° analyzer can be written as: 


I= (Imax/2)[1 + sin(2e)] (6.112) 
Now, for a<7°, I may be approximated by: 
I (Imax/2)[1 + 2a] (6.113) 


where q@ is in radians. Thus the detector output will be linear in a and the dc bias may 
be subtracted from the voltage, which is proportional to the rotation. Limitations to the 
resolution and precision of the basic polarimeter are set by the noise in Iyax and the 
noise in the electronic photodetector. 

A second type of polarimeter, described by Rogers (1973), was used in the design of 
a fiber optic, Faraday magneto-optic, electric current sensor. The Faraday magneto-optic 
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FIGURE 6.43 
Rogers’ (1973) polarimeter used in the MOCS system shown in Figure 6.39. 


effect, described in the preceding section, causes a rotation in the polarization angle 
of linearly polarized light traversing a single mode FO cable with turns around a current 
carrying bus bar. The emergent beam is collimated and passed through a Wollaston 
prism, WP, as shown in Figure 6.43. Two beams of light emerge from the prism and are 
directed to photodetectors PD1 and PD2. The Wollaston prism is made from two sections 
of calcite, a birefringent mineral having different refractive indices in two different 
directions. As light travels through the first prism, both the ordinary and extraordinary 
rays travel colinearly with different refractive indices. At the junction of the two prisms, 
the beams are interchanged so that the ordinary ray propagates with a lower refractive 
index and is refracted away from the normal to the interface, while the extraordinary 
ray is acted on by a higher refractive index and is refracted towards the normal. 
The divergence angle between the two beams is increased upon exiting the prism, wich 
depends on the wavelength of the light used (the divergence angle is about 22° for 
HeNe laser light at 633 nm). If the input beam to the Wollaston prism is linearly polarized 
at an angle a with the x axis, the x and y components of the entering ray’s E vector will 
be resolved into the emergent rays: The upper (ordinary) ray will be have its E vector 
directed in the x direction, and be proportional to E,, of the input ray, and the lower 
(extraordinary) ray will have its E vector directed in the y direction, and be proportional 
to E,, of the input ray. The detector outputs thus will be proportional to joe and Ee In the 
Rogers detector, the output is formed by analog processing the detector outputs 
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as described by the following equation: 


Tz —Io 


Vo= 
0 ene 


(6.114) 


We note that if the analyzing Wollaston prism is rotated 45° clockwise with respect to 
the x axis of the polarized input ray to the FO coil, the intensity component of the 
extraordinary ray from the analyzer prism is given by: 


Ig = KE’ cos?(45° — a) (6.115) 
And the intensity of the ordinary emergent ray is: 
Io = KE’ sin?(45° — a) (6.116) 


When these intensity expressions are substituted into equation 6.114, it is easy to show 
by trigonometric identities that the detector output is given by: 


V, = Kp sin(2a) (6.117) 


Equation 6.117 reduces to V, = Kp2a, a being in radians, for w«<7°. Thus the Rogers 
ratio detector is substantially independent of noise affecting the E, but is still affected 
by detector shot noise and noise in the ratio circuit. It should be noted that ac current 
in the bus bar will create a power line frequency B field, which in turn, will give 
a sinusoidaly varying a. Thus, we will see for V, that, 


V.(t) = Kp2a sin(2zft) (6.118) 


It is this signal which is proportional to I(t) in the busbar. 

A third means of resolving very small optical rotation angles was developed by Coté, 
et al (1992). The Coté system, which is a true angle measuring system, is shown in 
Figure 6.44. A collimated beam of laser light is passed through a linear polarizer, 
then through a quarter-wave plate to produce circularly polarized light. The circularly 
polarized ray is then acted on by a rotating, linear polarizer (RP). The emergent beam is 
linearly polarized with the angle of its E vector rotating through 360°, with the angular 
velocity of the rotating polarizer, 27f,r/s. The emergent beam is split into a reference 
beam and a beam which is passed through the optically active medium, M, in which 
we wish to measure the optical rotation, a,,. The reference beam and the measure- 
ment beam from the medium are then each passed through analyzer polarizers to 
two photodetectors, PDR and PDM. The voltage output of each photodetector is 
proportional to the magnitude squared of the E vectors emerging from the analyzer 
polarizers. In mathematical terms: 


KplEr|* 
2. 


Vor = [1 + cos(4zf,t)] (6.119a) 


Kp|Em|* 


Vom =~ 


[1 + cos(4zf-t + 20m)] (6.119b) 


274 Introduction to Instrumentation and Measurement 


100 RPM 


Precision 
phase 
meter 


FIGURE 6.44 

The millidegree polarimeter devised by Coté (1990). Note: LP=linear polarizer, 1/4 = quarter-wave plate, 
SM =synchronous motor, RP =rotating linear polarizer, PDR =reference photodetector, PDM = measurement 
photodetector, BPA = band pass amplifier, tuned to 2a,. 


Vom(t) and Vor(t) are passed through bandpass filters tuned to 2f, in order to eliminate 
their dc components and restrict the noise bandwidth. A precision phasemeter is used 
to directly measure the double optical rotation angle, 2a,,, from the cosine terms in 
equations 6.119 a and b. The magnitudes of Ep and Ey, and the noise associated with 
them, have little effect on the measurement of 2a,,. System resolution is better than 
+0.0005° [Coté et al, 1990]. Note that the rotating polarizer (RP) is effectively the 
‘chopper’ in the Coté et al system and effectively sets the system bandwidth by the 
Nyquist criterion. It is apparent that the Coté system will not work when measuring a, 
varying at power line frequencies, unless the optical modulation frequency is made 600 to 
1000 Hz. This system is best suited to measure small, static optical rotation angles such 
as those found when measuring glucose concentrations. 

A fourth type of polarimeter, having an interesting closed loop design, was described 
by Gillham (1957). It had a noise limited resolution of about +0.0006°. A schematic 
diagram of the Gillham design is shown in Figure 6.45. Full-scale sensitivity was 0.02° 
for the open-loop version of the Gillham system, which makes use of a double side- 
band, suppressed carrier detection scheme. Referring to Figure 6.45, we see that mono- 
chromatic light passing through polarizer LP1 is linearly polarized at an angle —8,, 
(clockwise) with respect to the x (vertical) axis. A polarizer chopper was made by 
cementing four equally spaced, quartz polarizers to a glass disc which was rotated at 
1000 RPM. When the beam emerging from LP1 passes through the disk, the polarization 
vector is either unchanged as it passes through the glass, or is rotated +26,, (counter 
clockwise) when it passes through the quartz. Thus the beam emerging from the chopper 
wheel is alternately polarized at —6,, and +6,, at 66.7 cycles/s. with a square wave 
waveform. 

The polarization modulated beam next passes through a Faraday rotator (FR), whose 
dc coil current causes an additional rotation of the chopped beam so that the beam exiting 
the FR has the angles, (—@, + af) and (+6, + af). The beam next interacts with the 
sample, S, whose optical rotation, ws, we wish to measure. The ray emerging from 
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FIGURE 6.45 

The polarimeter of Gilham (1957). A dc optical rotation of a; is produced by the sample. The chopper disk rotates 
at 1000 RPM. It has alternating segments of plain glass, and linear polarizers which rotates the beam’s E vector 
by 26 degrees. The integrator forces a zero net dc optical totation at (c), which gives zero dc light flux at (d). Note: 
P, and P2=orthogonal linear polarizers, PMT=photomultiplier photodetector, IF=interference filter 
monochromator. 


the sample thus has alternate polarization vectors of (—@n + as + af) and (+6 + a5 + op). 
The beam next passes through polarizer LP2 on its way to the photodetector. LP2’s axis 
is put at —90° to the input x axis, so that the photodetector’s output is a 66.7 Hz 
square wave with peak-to-peak amplitude given by: 


Var) = (K 1p/2) {[1 — cos(2(6n + as — aF))] 6.120) 
— [1 — cos(2(—m + as — af))]} 


which reduces to: 
Vary = (KI, /2) {cos(2(@m + a — as)) — cos(2(On — a + as))} (6.121) 
By trigonometric identity, we simplify the equation 6.121 to find: 


V,(PPK) = (KI,) sin(2 6m) sin(2as — 2 ep) (6.122) 
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FIGURE 6.46 

Systems block diagram of the feedback system used by Gilham (1957) to measure the optical rotation of the 
sample, as. The output of the phase sensitive demodulator, PSD, is integrated and the integrator output, V,, is 
used to drive the Faraday rotator so its rotation is af = —qs in the steady state. 


Assuming that the magnitudes of the arguments of the sine functions are less than 7°, 
we may finally write, noting that the angle values are in radians: 


VawpK) = 4K [6m (as — oF) (6.123) 


From equation 6.123, we see that if the Faraday rotator coil current is zero, the waveform 
observed at the detector is a true square wave, double sideband, suppressed carrier 
modulated signal. Gillham used 6, = 3°. If the Faraday rotator is included in a feedback 
loop, as shown in the block diagram of Figure 6.46, it is easy to show that the steady 
state output of the integrator, V,, is exactly: 


V, =as/Kp (6.124) 


where Kr is the Faraday rotator constant in radians/volt. This servo loop generates 
a Faraday rotation angle in the steady state which is equal and opposite to the 
sample angle. Due to its relatively low modulation frequency (66.7 pps), the Gillham 
system is not suitable to measure 50 or 60 Hz power line currents with Faraday magneto- 
optical current sensors, rather it is intended to measure small (<0.03°), static optical 
rotation angles. 

A fifth type of polarimeter which also uses feedback was described by Cease and 
Johnston (1990). Their system is shown schematically in Figure 6.40. Instead of using 
multiple turns of FO cable wrapped solenoidaly around the current carrying busbar, 
they used a single block of quartz glass as a single turn optical pathway through which 
the busbar passes. The ac current in the busbar causes a proportional optical rotation, a, 
by the Faraday magneto-optical effect (positive @ is taken here as counterclockwise). 
An analyzer polarizer, LP2, is assumed to have its axis at +45° (counterclockwise) 
to the vertical (0°) polarization axis of the input polarizer, LP1. Thus, the detector output 
voltage, V1, may be expressed as: 


V1 = (KiIp/2)[1 + sin(2a)] (6.125) 
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FIGURE 6.47 
Block diagram of the polarimeter used in the MOCS described by Cease and Johnston (1990). 


For a<7°, equation 6.125 reduces to: 
V, = Ki, [0.5 + a] (6.126) 


where, as expected, @ is in radians. As is seen in the system block diagram, Figure 6.47, 
the photodetector output, V1, is conditioned by two, simple lowpass filters. The output 
of the second filter, V3, is subtracted from a dc level, V., and this difference is ampli- 
fied and used to control the average light intensity, I,, of the LED light source for the 
system. Thus I, is given by: 


I, = GnKtep(Ve — V3) (6.127) 


It is seen that this feedback system is nonlinear, and that a simple pencil and paper 
analysis of the transfer function for V2 vs @ is out of the question. Accordingly, we may 
simulate the system’s behaviour using Simnon™, a computer program specialized for 
the simulation of complex nonlinear systems. The short Simnon program is: 


CONTINUOUS SYSTEM moct1 
TIME t 
STATE V2 V3 
ER dV2 dv3 
AV2=Kf1l*V1/T1 -V2/T1 "Output of first LPF. 
dV3 =Kf£2*V2/T2 - V3/T2 "Output of second LPF. 
ALPHA = KfxI "Optical rotation angle from Faraday 
"effect. 
V1=0.5*Io*xK1* (1+ sin(2*ALPHA)) "Output of PIN photodiode amp. 
To=GmKledx (Vc - V3) "Output intensity of LED. 
T=Ipkxsin(377*t) "AC current in busbar. 
MCONSUANT SS trate S roy ere egal S Beek oe Ges 4S 
K1: 2 
Kf: 5.E-4 
Kf1: 20 
K£2: 0.2 
T1: 2.E-2 
T2: 1.E-3 


O 
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Results of Simnon simulation of the block diagram 
system of Figure 6.47. The ac component of voltage 
V> (trace 2) is proportional to I(t) in the busbar, and 
would be isolated by a bandpass filter. Other traces Seconds 
are: 1, Vi; 3, V3; 4, Io; 5, alpha; 6, zero. 
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The original Cease and Johnston paper gave no constants for their system’s components, 
so we arrived at the values above by reasonable estimates and trial and error. Figure 6.48 
illustrates the results when the program above is run with the constants given above. 
Note that the photodetector output, Vj, is a sinusoid of line frequency whose peak-to- 
peak amplitude in the steady state is proportional to the current in the busbar. The dc 
level of V2, however, must be removed by passing V2 through a bandpass filter (not 
shown in the original Cease and Johnston paper). It is the ac voltage output of 
the bandpass filter which is actually measured to give the value of I(t) in the busbar. 
In our simulation of this system, we noted that the linear proportionality between the 
peak-to-peak V2 and I(t) is lost for I,,«>1200 A, for the constants we used. An I,, of 
2000 A gives severely distorted peaks on the V; waveform. 

In conclusion, we have seen that there are a number of ways that can be used to 
resolve optical rotation angles as small as 0.001°. Such small polarization angles may 
occur in instrumentation systems that make use of the Faraday magneto-optic effect, 
the electro-optic effect and the electrogyration effect [Rogers, 1976]. 


6.7.3 Fiber Optic (FO) Mechanosensors 


In this section, we will review the operation of various mechanosensors using optical 
fibers and light (excluding fiber optic, Sagnac effect gyroscopes). Fiber optic systems 
have been devised to measure pressure, force, displacement, acceleration, etc., using 
a variety of mechanisms. Hochberg (1986) places FO sensors in two classes—extrinsic FO 
sensors, in which the FO cable(s) is/are passive communications link(s) to an optically 
active terminating element, and intrinsic FO sensors in which some optical property of 
the FO cable itself is changed by the QUM. 

Examples of extrinsic sensors are the intravascular pressure transducer developed 
by Hansen (1983) (Figure 6.49), and the feedback pressure sensor developed by Neuman 
(1988) for measuring intracranial pressures. The Neuman sensor, shown in Figure 6.50A, 
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FIGURE 6.49 

A. Mixed fiber, FO pressure sensor. The pressure difference across the diphragm causes a change in the 
measured light output. B. Relative sensor output intensity vs pressure difference for the Hansen (1983) FO 
pressure sensor. 


is a feedback or null system. The microdiaphragm deflects proportional to the pressure 
difference across it. An increased external pressure, P,, causes an inward deflection of 
the diaphragm, in turn causing less light to be reflected from the input optical fiber 
to fiber A, and more light to enter fiber B. Fibers A and B go to two photodiodes. 
The conditioned outputs of the photodiodes are subtracted to form an error signal that, 
if negative, causes the pressure inside the probe, P;, to increase, forcing the diaphragm 
outward until the error signal is zero. At this point, the diaphragm is in its equilibrium 
position, and P;=P,—P; is easily measured by a standard pneumatic pressure sensor, 
and in the steady state, is equal to P,. The block diagram for a simple controller for 
the Neuman probe is shown in Figure 6.50B. Other extrinsic FO sensors are shown in 
Figure 6.51. 

One intrinsic FO mechanosensor makes use of the property of optical fibers in which 
micro bending causes a net decrease in the transmitted light intensity because of the 
loss of light power into the cladding—the bending angle prevents internal reflection 
of light back to the core (Figure 6.52). The microbending obviously requires small 
deflections of the deformer relative to the fiber and can be the result of the deflection of a 
diaphragm (pressure sensor), or elongation of a load cell (isometric force sensor). Another 
intrinsic FO mechanosensor design makes use of interferometry. Figure 6.53, after 
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FIGURE 6.50 

A. The Neuman (1988) pneumatic feedback pressure sensor. When the internal pressure equals the external 
pressure being measured, there is no deflection of the diphragm, and the light outputs are equal. B. Block 
diagram of a simple controller for the Neuman pressure sensor. The system requires a voltage-to-pressure 
transducer to adjust the internal pressure of the sensor probe. 


Hochberg (1986), illustrates an interferometric sensor system. The detector utilizes the 
light and dark interference patterns caused by combining the reference and measurement 
fiber light outputs. In this case, some net deformation of the measurement fiber causes a 
change in the fiber core’s refractive index, hence a phase change in the light output and 
an interference fringe shift which can be sensed by the detector. The spatial distribution of 
light in an interference pattern at its center generally follows a function of the form 


I(X) = (Ip/2) [1 + cos(4x/X)] (6.128) 


where X is the spatial period of the fringes. The fringe shift occurs because of a 
small change (5x) in the spatial parameter, x. For maximum sensitivity, the fractional 
fringe shift should be sensed at the points of steepest slope of the cosinusoidal term in 
equation 6.128. Thus, I(5x) © (I,/2)(1 + 46x/X). 

An intrinsic, FO pressure sensor system using polarized light and interferometry 
was described by Bock et al (1990). The Bock system is basically a one fiber, Mach- 
Zehnder interferometer in which the sensing fiber carries two optical modes differing 
in polarization and whose phase delays change differentially in response to the applied 
external pressure. The pressure sensor of Bock et al (1990) was shown to have almost 
perfect compensation for temperature changes. Figure 6.54 shows their experimental 
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FIGURE 6.51 

A. A basic, single fiber, extrinsic sensor in which some force (as from flow) causes lateral displacement of 
one fiber, decreasing light coupling. This type of sensor is inherently nonlinear. B. The optical coupling between 
two OFs varies with the distance from a plane reflecting surface in a nonlinear manner. 


set-up, which used a HeNe laser as a source. The laser output was linearly polarized and 
launched parallel to one of the two principal axes of a highly birefringent (HB) fiber 
leading to the sensor. A bidirectional coupler couples light to the measurement fiber. 
The HB measurement fiber has a 45° axial splice (the reference section is rotated 45° with 
respect to the input segment. The reference section is of length L). The sensing (terminal) 
section of HB fiber is axially spliced with a 90° rotation to the reference section. 
The terminal end of the sensing section of fiber has a gold mirror to reflect the light 
back down the fiber to the analyzer and detector. In another paper, Barwicz and Bock 
(1990) reported further on their FO pressure sensing system. The photodetector output 
voltage was given by the rather complex formula: 


o(p,T) = (Vo/2){1 + cos[(2xL/A)(A/Lg — CpB AT + |Clap)]} (6.129) 


where AT is the temperature difference from the reference temperature, p is the gauge 
pressure the FO sensor is exposed to, 7 is the wavelength of light in the optical fibers, 
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Intrinsic FO sensors may be based on microbending of a transmitting fiber. Microbending causes a decrease in 
the intensity of the exiting light because light is lost into the cladding as the result of bending. A pressure sensor 
can be made, in which a membrane presses the microbending fixture into the OF. 
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FIGURE 6.53 

Schematic diagram of a two fiber interferometer in which some physical quantity acting on the sensor fiber 
causes a phase change between the two light paths, hence a change in the detected intensity of the interference 
pattern. 


Lg is the beat length parameter of the fiber, L is the length of the fiber, a and f are mate- 
ial constants, C, is the relative photoelastic constant and C is a pressure dependent 
photoelastic constant given by: 


C = n'(1 +.0/2E) (pir — pr) (6.130) 


in which n is the refractive index of the fiber core, o is the Poisson ratio, E is Young’s 
modulus, and py; and py2 are optical strain coefficients. 

Barwicz and Bock (1990) showed that v(p) obtained experimentally follows equation 
6.129 quite closely—the period of v(p) varying inversely with sensing fiber length, L. 
For example, with L=26mm, the period in v(p) is 26 MPa (i.e. the cosinusoidal curve 
repeats itself every 26 MPa over a 100MPa range). Note that 1 psi=6895 Pa. By using 
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Schematic diagram of the interfero- 
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three different lengths of FO sensor and computer processing of the sensor outputs, 
Barwicz and Bock were able to cover a 100MPa range with 0.01 MPa resolution. This 
implies an 80 dB SNR for their system for high pressure measurements. 

Additional examples of FO mechanosensors may be found in the texts by Culshaw 
(1984), Marcuse (1981), Davis (1986) and Cheo (1990). The design of FO mechanosensors 
is a rapidly growing field, which has an active literature in instrumentation and in 
optoelectronics journals. 


6.8 Photomultiplier Tubes and Related Electron Multiplication 
Devices 


6.8.1 Introduction 


Photomultiplier tubes (PMTs) are the most sensitive of visible range photon sensors. 
Under special operating conditions, they can respond in an almost 1:1 manner to single 
photons that strike their photocathodes. PMTs have been replaced in many applications 
by solid state sensors such as avalanche photodiodes. However, they remain the 
photon sensor of choice for ultra low light intensity sensing such as in fluorescent 
molecular tagging applications, Raman spectrophotometry, single bubble sonolumines- 
cence (SBL) research and spectrophotometry. PMTs are vacuum tubes. Early PMTs had 
glass vacuum envelopes about the size of a beer can. Newer PMT designs are smaller. 
Figure 6.55 schematically illustrates a cross-section through a cylindrical end-on, PMT. 
Inside, is a photocathode, electron focusing electrodes and a series of 8-14 dynode 
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FIGURE 6.55 
A. Cross-section of a 10-dynode, end window PMT. B. Schematic of the 10-dynode PMT. The dynodes are biased 
with a simple resistive voltage divider. 


electrodes where electron multiplication takes place. Ten dynodes is a more common 
number. The multiplied electrons are collected by the anode and form the PMT’s 
photocurrent. In side-on PMTs, the geometry is changed so that the photon (light) 
window is at right angles to the long axis of the envelope. 

The photocathode is generally semi-transparent to permit greater efficiency in photon 
capture. It is often made from bialkali, low work function materials which determine 
its spectral sensitivity in mA of photoelectrons emitted per watt of light at a given 
wavelength. If a quantum of light with energy, hv > ¢, strikes the photocathode, 
an electron may be emitted. ¢ is the cathode work function in joules. Statistically, 
the ratio of emitted electrons to incident photons is the quantum efficiency, n. In general, 
0<n<1. 

One photoelectron emitted from the cathode is accelerated in the PMT by the electric 
field between the cathode and the first dynode to the more positive first dynode 
electrode. It hits the first dynode with sufficient kinetic energy to release perhaps four 
electrons (on the average), which in turn are accelerated to the second dynode, which 
is at a fixed potential that is more positive than the first dynode. These electrons, too, 
gain enough kinetic energy to each dislodge say another four electrons. Now a total 
of 16 electrons strike the third dynode, and the process repeats itself, and so on. Thus, 
it is easy to see that 4!° = 1.05 x 10° electrons strike the anode as the result of one 
photoelecton being emitted in a 10-dynode PMT. The dynode-to-dynode potential 
is maintained by a simple resistive ladder voltage divider biasing circuit, as shown in 
the dynode schematic in Figure 6.55. The delay time between the emission of the 
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photoelectron from the photocathode until the current pulse is seen is typically ca. 20ns 
in a 10-dynode PMT. A typical dynode-to-dynode potential is ca. 100 V. 
Desirable characteristics in a PMT are: 


HD oO FPF WN 


. High responsivity (A/W) 
. Low dark current 

. High output SNR 

. Wide spectral response 

. Low transport delay 

. High stability 


Disadvantages of PMTs are: 


oF WN 


6. 


. Mechanically fragile (glass envelope) 

. Shapes and sizes are limited, physically large 

. Need stable high voltage power supplies 

. Expensive (hundreds of dollars) 

. Responsivity affected by magnetic fields, needs magnetic shielding in critical 


applications 
Needs cooling to LN» temperatures for noise reduction in critical applications 


Competing with PMTs are channel plate photomultiplier (CPM) devices and single 
channel PMTs, both of which are described below. 


6.8.2 


Operation of PMTs 


Figure 6.56 illustrates the anode (output) spectral responsivity of five different Oriel 
PMTs. Each uses a different photocathode material. Note that some cathode materials 


FIGURE 6.56 
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permit PMT operation at UV wavelengths down to 185nm (e.g. Hamamatsu R6925, 

a 9-dynode, side-on PMT which uses a bialkali cathode and a UV glass window), 

and others in the NIR to wavelengths as long as 1,700 nm (e.g. Hamamatsu R5509-72, a 10- 

dynode PMT which uses an InP/InGaAs cathode and a borosilicate glass window). 
The gain or amplification of PMTs can be expressed in several ways: 


1. An anode spectral responsivity, R4(A), in anode A/W of incident light power on 
the photocathode 


2. A pure current gain between cathode and anode, G; 
3. Photocathode responsivity Rc(A) in mA/W 


Ra(A) and G; depend on the inter-dynode potentials and the number of dynodes. 
For example, the Oriel model 77341 PMT operated at 1,000V has an inter-dynode 
potential of 100V, a maximum Ra(i)=2 x 10° A/W, G;=5 x 10° and Rc(A) =0.04 A/W. 
In addition, this PMT has a maximum anode current, [,=100uA, from which we 
can conclude that the maximum input light power is 0.5nW! The model 77341 PMT 
also responds to light wavelengths from 185nm (UV) to 870nm (NIR). It has a broad 
peak Rc(4) from ca. 300-550 nm. Its photocathode is 8 x 24mm, its 10 to 90% rise time 
(anode current in response to a step of light) is 2.2 ns, and the transit time between a step 
of light and the anode current step is 22ns (note that the electrons moving between 
dynodes travel at finite velocity, being accelerated by the 100 V inter-dynode potentials). 
In addition to the anode photocurrent, all PMTs have an anode dc dark current, Ip,. 
The Ip, has two principal components—amplified thermionic emission from the dark 
photocathode and an ohmic leakage component. Ohmic leakage can be the result of 
fingerprints and solder flux on the PMT base and socket. The model 77341 PMT has 
Ipa=2nA. The thermionic emission from the cathode I7c can be modeled by: 


Inc = KT? exp(—/kT) Amps (6.131) 


where K is a constant, T is the absolute (kelvin) temperature, ¢ is the cathode work 
function in joules, and k is Boltzmann’s constant (1.380 x 10-3 /WK). 
All PMTs are noisy. Noise in the anode current comes from four sources: 


1. White Johnson or thermal noise from the series resistor used in the anode 
circuit 

2. White noise from thermionic emission from the dynode surfaces (the resistors’ 
Johnson and dynodes’ shot noises are generally neglected in calculating PMT 
output signal-to-noise ratio, SNR,) 


3. White shot noise from the thermal emission of the (dark) photocathode 
4. White shot noise from the photocathode’s actual photocurrent 


Thus, the MS anode (output) noise current can be written: 
2, = Gi[2q(Icp + Inc)|B MSA (6.132) 


where B is the Hz noise bandwidth (very high if we are counting pulses, low if dc 
light levels are concerned), the cathode photocurrent is Icp = Rc(A) Pr. Pr is the light 
power in watts at a wavelength, /, incident on the photocathode. Irc is the cathode’s 
average thermionic emission current. It increases with the cathode’s kelvin temperature. 
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Assume the output signal at the anode is the RMS photocurrent from the cathode 
multiplied by G;. That is, [4p = Icp G; = GiRc(A) P_. Thus, we can write the MS output 
SNR as: 


G? R2(A)P2 R2(A)P2 


SNR, = = 
© 2gBG4 re + Rc(A)Pi]— 2qBlirc + Re(A)P1] 


(6.133) 


Note that SNR, is independent of the PMT’s current gain, and increases with increas- 
ing input light power to the photocathode, P;. A commonly used technique to increase 
SNR, is to decrease I7c by operating the PMT at the temperature of boiling liquid nitrogen 
(LN2) (—196°C), or by cooling it thermo-electrically. Lion (1959) reported that there 
can be a 40dB increase in a PMT’s RMS SNR, between room temperature operation 
and operation at LN>. Figure 6.57 shows that PMT SNR exceeds that of pin PDs and 
exceeds APDs for intensities <1 x 107!! W. 

Let us now calculate the light power at 555nm wavelength to give a PMT SNR,=1. 
We assume the PMT is cooled with LN», so the cathode thermionic emission is ca. 1 
electron/s, or Irc=1.6 x 107! A. We set the SNR, = 1: 


ROAPin 
= 6.134 
29Bllre + Re(A)Pral ore 

Equation 6.134 yields a quadratic equation in P;,: 
—Pi, = [2qB/Rc(A)]Pri + 2qBlrc/RU(A) = 0 (6.135) 


Solving this quadratic equation for its real root, we find to a good numerical 
approximation: 


Pry & 2qB/Rc(A) (6.136) 
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Let us use the numerical values from the Oriel 77431 PMT cited above: Rc(A) =0.04 A/W 
and B=10°Hz. Thus P;; & 8 x 10- W, which is mighty small! 

A LN>-chilled, 12-dynode PMT, properly operated, can be used to statistically detect 
single photons. Under extremely low light power conditions, a single photon may or 
may not generate a single photoelectron. If it does, the electron is multiplied and gives 
an output current pulse. Under these conditions, the dark current is due to single 
thermionic electrons from the cathode, which occur at about one per second. One 
means of resolving photoelectrons over thermionic events is differential counting. A 
count of output current pulses over a fixed time is made with the PMT covered to get 
the mean emission rate for cathode thermionic electrons. Then the constant photon 
source is presented to the PMT and the count redone. The extra counts are presumed to 
be due to photons. A pulse height window is used to exclude smaller anode output 
pulses coming from thermionic emission from the dynodes. Cathode thermionic 
electrons and photoelectrons are assumed to follow Poisson distributions. Maximum 
sensitivity of a LN>-chilled, magnetically shielded 14-dynode PMT is of the order 
of 107'°W at 2=555nm, using a lock-in amplifier signal recovery system [Oriel 
Merlin™ system]. 

For fast pulse operation of a PMT, the dynodes #10, 11 and 12 are bypassed to 
ground with capacitors of the order of 0.02 WF. The size of the capacitor bypassing the 
last (12th) dynode should be at least 100 times the output charge per pulse, sic: 


Ci2 = 100 appx Tp)/Vi2 (6.137) 


Here [4px is the peak anode output current, T, is the output pulse width and Vj) is 
the potential to ground at the 12th dynode [Hamamatsu online catalog, Section 11, 
Voltage Divider Consideration]. 


6.8.3 The Single-Channel Photomultiplier 


The Perkin-Elmer channel photomultiplier (CPM) tube has an incredibly simple and 
ingenious design. The envelope package is cylindrical, 75mm in length and 10.5mm 
in diameter. Four electrical leads come out from the bottom. A semitransparent cathode 
is deposited on the inner surface of the entrance window. Figure 6.58A illustrates a 
cross-section of the P-E CPM tube. (The photocathode is shown separated from the 
glass window for artistic simplicity.) In a major departure from PMT architecture using 
dynodes for electron multiplication, P-E found that by accelerating photoelectrons from 
the anode into the corkscrew shaped, hollow, resistive channel, they would collide 
with the inner walls of the channel, releasing secondary electrons which would also 
be accelerated and release still more electrons, etc. Current amplifications is given as 
5x10’ with a supply voltage of Vg=2400V. Supply (bias) current flowing up the 
resistive channel is about 50"A with Vg=2400V. Thus the total channel resistance is 
about 47 MQ. Anode sensitivity is R4(A) = 3 x 10° A/Wat 2= 410 nm for the P-E model 
C492 CPM. This CPM has a quartz window and a bialkali photocathode. It has a spectral 
response that lies between 165 and 650 nm. Also, Ip = 80 nA, the anode current rise time is 
3ns and the pulse width (FWHM) is 6ns for this CPM, with a 2400 V supply. One P-E 
CPM (model C911) works into the vacuum UV, down to 115nm—it has a magnesium 
fluoride window. P-E claims that because the channel electron multiplication process is 
essentially silent, the CPM has a noise level one or two orders of magnitude lower than 
dynode PMTs, resulting in a significantly higher dynamic range. 
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FIGURE 6.58 
A. Cross-section of the Perkin-Elmer channel photomultiplier tube (PE-CPM tube). B. Plot of current gain (anode 
current/primary photocurrent) vs operating voltage, Vp. 


6.8.4 Microchannel-Plate Photomultipliers 


The microchannel plate PMT (MCP) is another dynodeless PMT design. The heart of 
an MCP is a lead glass disc through which have been inserted 104-10” small holes. The 
holes are typically 8—25 1m in diameter on 10-40 tm centers and 40-100 times longer than 
their diameters. Each hole acts as a miniature CPM device. A potential of ca. 4000 V is 
placed across the ends of the holes to accelerate the multiplied photoelectrons traversing 
the holes [Pankratz, 1998]. It has been found that the electron multiplier effect of the 
holes does not depend on the length / of the holes or on their diameters, d, but rather 
on the ratio, ~=I/d. Hence size reduction is possible, permitting many small holes to 
be placed in parallel in a MCP disk. The glass disk thickness itself is of the order 
of 2.5mm. The axis of each hole is perpendicular to the disk’s surfaces, or can be inclined 
ca. 8° from perpendicular. To establish the E-field across the tubes, a thin layer of 
a metal such as Nichrome or Inconel is vapor deposited on the flat surfaces of the disk. 
The resistance between electrodes is of the order of 10’. MCPs not only respond to 
photoelectrons emitted from a photocathode, but can also directly detect X-ray and y-ray 
photons. The electron gain of each MCP hole is 104-107 [Wiza, 1979]. 

As an example of a MCP, examine the Burle model 85104 MCP device. This MCP uses 
a semi-transparent GaAs photocathode, which responds over350 < / < 860 nm. It uses 
a two stage microchannel plate structure, similar to that shown schematically in cross- 
section in Figure 6.59. The 85104 is physically small, the case is a cylinder 52.5mm in 
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FIGURE 6.59 
Cross-section (not to scale) of a micro-channel plate PM. Note biasing resistors. 


length and 44.5mm in diameter. The window is 18mm in diameter. The maximum 
Vz =—3,600V and the maximum average anode current is 300nA. The peak cathode 
spectral sensitivity is RcZ)=120mA/W at 860nm, the net electron gain, G;=2 x 10°. 
Thus R,(A)=2.5 x 10° A/W at 860nm. The dark current, Ij =10nA, max. Due to the 
small length of the holes, typical electron transit time is ca. 150 ps, and the pulse spread 
is ca. 550 ps. 

MCP applications include all the applications of dynode PMTs, including single 
photon detection when cooled with LN>, image intensifiers. MCPs are also used in the 
design of ultra high speed CRT oscilloscopes. The MCP device is placed in proximity 
focus with the phosphor screen of a CRT. This allows use of low beam currents and low 
acceleration potentials, necessary for high writing speeds. The latter are necessary in a 
high bandwidth (~several GHz) real time oscilloscope. MCP devices are also used for the 
direct detection of charged particles and energetic photons (X- and y-rays). In this 
application, they compete with the Hamamatsu position sensitive, dynode PMTs used 
with scintillation crystal plates. MCP devices can also be gated by placing a gate grid 
between the photocathode and the outer channel plate. Holding the grid negative repels 
photoelectrons and effectively turns the MCP device off. 


6.8.5 Summary 


In this section, we have described the salient characteristics of the three classes of 
photomultiplier sensors—PMTs with dynodes, the single channel PMT (CPM) and 
microchannel plate PMTs (MCPs). 
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All three are capable of counting single photons, equivalent to incident light levels 
on the order of 10~'” W. Resolution was seen to be enhanced by reducing device shot 
noise. Thermionic emission white noise from the cathode and Johnson noise from 
resistors are reduced by cooling the sensor with LN» or thermo-electrically. 

Due to their extreme sensitivity, all types of PMTs can be damaged by excessive 
input light power. Manufacturers generally specify a maximum anode current for an 
active device. Exposure to high light intensity can also compromise a photomultiplier’s 
sensitivity, even when it is not energized, however, the tube will recover if given ‘rest’ 
in the dark [Lion, 1959]. 

Hamamatsu [PMT Handbook, available online] lists and illustrates sixteen applications 
of PMTs. These include: 


Spectrophotometery 

Gamma cameras (used in nuclear medicine) 

Positron Emission Tomography (PET) 

In vitro radioassay 

Liquid scintillation counting systems 

Biotechnology (cell sorters/counters, fluorometers, DNA sequencers) 
High energy physics experiments 

Oil well logging 
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Mass spectrometry/Solid surface analysis 
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Environmental measurements 
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. Applications of laser measurements (ladar, side-looking ladar, Doppler laser 
velocimetry) 
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. Plasma applications 


— 
1e8) 


. Color scanners 
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. Industrial measurements applications 
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. Space research applications 


16. Low light measurements (Raman spectrophotometry) 


To these, we can add single and multiple bubble sonoluminescence and surface 
plasmon resonance. 


6.9 Ionizing Radiation Sensors 


Ionizing radiation can be either high energy, electromagnetic radiation, which includes 
photons, gamma radiation and X-rays, or can be a directed beam of high energy, 
subatomic particles such as beta particles (electrons), alpha particles (helium nuclei, less 
the two orbital electrons) or certain ions, moving at high velocity. Ionizing radiations 
are given that name because, as they pass though various media which absorb their 
energy, additional ions, photons, or free radicals are created. In a biological context, 
such ions or free radicals can, under certain circumstances, lead to genetic damage and 
mutations. On the other hand, the production of ions, electrons or photons under 
controlled circumstances can lead to a means of counting the incident ionizing particles 
and determining their energy. We describe below several designs for radiation sensors, 
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including the familiar gas filled Geiger Muller tube, solid state crystal detectors, 
and scintillation counters. The basic unit of radioactivity is the curie, defined as 3.7 x 
10° disintegrating nuclei per second. The unit of exposure is the roentgen, defined 
as producing 2.58 x 10-* coulombs of free charge per kilogram of dry air at standard 
temperature pressure. The biologically absorbed dose is the rad, defined as 100 ergs 
of absorbed radiation per gram of absorber. The rem is an equivalent dose of radiation 
that has the same ‘effect on a man’ as does one rad of 200 kV X-rays. 


6.9.1 Geiger-Muller Tube 


A basic Geiger-Muller tube (GMT) with coaxial symmetry is shown in Figure 6.60A. 
The outer wall of the tube is generally a thin metal such as aluminum. The outer wall is 
the negative electrode, or cathode, of the GMT. The anode is a thin wire of tungsten or 
platinum, run axially at the center of the tube and is, of course, insulated electrically 
from the cathode. The other major type of GMT is the end-window design, shown in 
Figure 6.60B. The end window is a thin sheet of mica or mylar and serves to admit 
particles which have low penetration, such as « and £ particles (although « particles 
have very high energies, in the range of 4-10 MeV, their penetration in air is relatively 
short—a 3 MeV « particle travels about 1.7cm in air, and « particles are stopped by a 
sheet of paper or aluminum foil! B particles (electrons) also arise from the decay of certain 
natural and manmade radioisotopes. An electron with 3 MeV energy will travel about 
13 m in air before being stopped, and may penetrate as much as 1mm of aluminium). 
Geiger-Muller tubes are generally filled with an inert gas such as helium, argon, or 
nitrogen, at pressures ranging between a few mm Hg and atmospheric. Most modern 
GMTs are self-quenching (i.e. they also contain a polyatomic gas such as methane 
or alcohol vapor which prevents energetic photons emitted from the activated inert 
gas molecules from reaching the cathode and stimulating the release of secondary 
electrons by photoelectric emission). The polyatomic gas is either dissociated or decom- 
posed by the high energy photons in the process of absorbing their energy. Since the 
polyatomic gas is decomposed, the self-quenching GMT gradually looses its quenching 
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ability with its total number of counts. The effective life of a GMT may be as high 
as 10'° counts. Methane, as a quenching gas, gives a shorter count life (10°) than does 
alcohol vapor. 

The dc potential difference across a GMT determines its properties as a radiation 
counter. Lion (1959) describes five distinct ranges of applied voltage to the GMT. The 
voltage ranges given are examples; every type of GMT will have numerical values 
peculiar to its own design. The first region (100-400V) is called the ionization 
chamber region. In this region, an ionizing particle entering the GMT causes the 
generation of one or more electron-ion pairs. These charged particles drift toward the 
electrodes in the E-field of the tube. If the field is high enough so that they reach their 
destinations before an appreciable number of them recombine, and not so strong that 
additional ionization by collision occurs, the number of charges moving to and arriving 
at the electrodes is equal to the number initially produced by the collision(s) of the 
ionizing particle with the inert gas molecule(s). Each surge of ions from an ionizing 
particle collision thus causes a very small current pulse, the time integral of which is 
proportional to the number of ions, n;, produced by the jth collision. 

The second region (400-700 V) is called the proportionality region. Due to the higher 
electric field strength, ions and electrons produced in the GMT by an energetic particle 
are accelerated to higher kinetic energies, and thus cause the generation of new ions 
and electrons by inelastic collisions. This process lacks the energy to become self- 
sustaining, but a current pulse produced has an area proportional to knj. The 
multiplication factor, k, depends on many factors, including the type and pressure of 
inert gas used. The value of k can range 10-10*. Since the current pulses caused by the 
collisions of ionizing particles with the inert gas in the GMT are larger, proportional 
operation of the GMT allows the measurement of n; and thus, the energy of the ionizing 
particles. 

The third region (700-1000 V) is the region of limited proportionality. In this region, 
the sizes of the pulses are no longer proportional to the initial number of ions formed by 
the collision and hence, not proportional to ionizing particle energy. This region has little 
practical use. 

The fourth region (1000-1300 V) is the well-known Geiger counter region. Here, a 
collision of an ionizing particle with an inert gas molecule in the GMT causes output 
pulses that are all the same size, independent of n; and the particle’s energy. The mecha- 
nisms by which this mode of operation occurs have been described by Lion (1959). 
The initial positive ion and electron formed in the collision are accelerated in the strong 
E field and gain sufficient kinetic energy to cause further ionizations through collisions 
with the inert gas molecules. The additional ions and electrons so produced form 
an ‘avalanche’ of charge. Photons are emitted from the excited gas atoms in the ava- 
lanche, and the discharge forms along the center wire anode, where the field strength 
is highest. 

According to Lion, “The light [photon] emission proceeds in every direction, but only 
in the vicinity of the central wire is the field strength high enough to facilitate the 
formation of new avalanches. The discharge spreads along the wire, therefore, until 
the entire anode is surrounded by a narrow cylinder of ions, and the discharge becomes 
self-sustaining.” 

Lion continues, “The termination of the discharge comes about in the following 
manner. The positive ions surrounding the central anode move toward the cathode with a 
velocity which is considerably smaller (because of their mass) than that of the electrons. 
These ions cause a positive space charge surrounding the positive wire; as they move 
toward the cathode, the positive space charge cylinder (‘the virtual anode’) increases in 
diameter and, therefore, the field strength in the counter decreases.” 
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The recovery time in GMTs following a ‘count’ ranges 30-300 ps [Lion, 1959], thus the 
maximum counting rate can be in the range 3,000-30,000 counts per second. The action 
of the quenching gas is described above. 

The fifth region (>1300V) is called the unstable region. Here, the field strengths are 
so large that the quenching gas is ineffective and one ionizing particle collision with an 
inert gas molecule can lead to multiple pulses, or in extreme cases, a sustained plasma 


discharge, which may destroy the GMT. 
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FIGURE 6.61 

Circuit of a simple, analog, radiation (Geiger) counter. Voltage pulses from the GMT are conditioned by 
transistors Q1 and Q2, and used to trigger a LM555L-1 which acts as a one shot multivibrator to produce pulses 
of standard width and height. The output pulses from LM555-1 are averaged by a low-pass filter preceding a dc 
microameter. The dc current in the microameter is proportional to the average number of GMT pulses per 
minute. The output pulses from the LM555L-1 also gate a second LM555L, acting as a chirp oscillator. The chirp 


is sent to headphones or a small loudspeaker to give the operator a subjective reading. 
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It should be stressed that the current pulses from a GMT operated in the Geiger 
or plateau region are about 1000 times the size of the pulses observed when the GMT 
is operated in the proportionality region. The circuit of a simple, portable Geiger counter 
is shown in Figure 6.61. Several output modes are commonly used—an audio output 
through headphones or a loudspeaker, an analog meter output and a digital counter 
output reading in counts per minute, or other time unit. A GMT counter system does 
not provide information as to what the ionizing particles or radiation is. This informa- 
tion must be inferred from an a priori knowledge of the source of radiation. 


6.9.2 Solid State Crystal Radiation Sensors 


Crystal radiation sensors have used crystals of materials such as cadmium telluride 
lightly doped with chlorine (a p-semiconductor), thallium chloride-thallium bromide, 
silver chloride, silver bromide and diamond on which metallic electrodes have been 
deposited on opposite surfaces. A dc potential is applied to the electrodes, generating 
an internal electric field in the crystal of several kV/cm. If an ionizing particle enters 
the crystal and collides with its atoms, a burst of free electrons is released, which then 
drifts through the crystal to the positive electrode where its arrival causes a brief current 
pulse. Only 1.0eV is required in a Cl doped CdTe crystal to put an electron into the 
conduction band. 

Let us assume the total electron charge released by the ionizing event is n,q coulombs 
(n, is the number of electrons released, g is the charge on one electron) and these electrons 
are created near the cathode and drift en masse over the thickness, d, of the crystal to 
the positive electrode. In their travel to the anode, some of the electrons recombine 
with positive charges (holes), or are trapped by impurities in the crystal such that the 
charge reaching the anode is given by: 


Qa = Nog exp(—d/2) (6.138) 


Thus, 1,.q coulombs start to move at some velocity, v, toward the anode, decreasing 
in number as they travel. Since the applied electric field in the crystal is high (about 
5kV/cm) and d is small, the travel time of the electrons, Ty=d/v, is small compared with 
the RC time constant of the external circuit in Figure 6.62. Note that the collecting (right 
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Schematic of a solid state, crystal radiation detector. 
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hand) electrode is a solid disk, but the thin metal film anode (left hand) electrode is 
annular, providing a center hole through which the photons strike the crystal. The 
magnitude of the charge bundle in the crystal may be found as a function of time: 


Q(t) = nogexp(—tv/A) forO<t<Ty 
(6.139) 
Q(t)=0 fort>Ty 


We note that the peak voltage on the capacitor formed by the crystal and its electrodes 
is given by V. = Q/C. Qis the average charge flowing over the interval, [0, Ty]. Integrating 
equation 6.139 from 0 to Ty and dividing by CT, yields the peak value of the voltage 
induced by the moving electrons: 


Ve = (noq4/Ca)[1 — exp(—d/4)] (6.140) 


V. decays exponentially as v,(f) = V.e/RC. In the equations above, the constant, 4, is 
known as the Schubweg of the crystal. This is the space constant for electron decay in the 
crystal, as seen from equation 6.138 above. The value of the Schubweg depends on the 
crystal material, and is proportional to the applied field strength. Lion (1959) states that 
the crystal will behave as a good proportional counter when the Schubweg lies between 
a few tenths of a millimeter and one centimeter. He states, “If the incident particle 
penetrates deeply into the crystal and causes the release of electrons uniformly 
throughout the crystal volume,...” The peak voltage is then given by: 


Ve = (Moqd/Ca){ — (d/ay(d — e~*)] (6.141) 


As in the case of GMTs, there is a critical range of applied dc voltage, where the pulse 
size is proportional to the energy of the ionizing particle. The particle energy for single 
ion pair production in a crystal is of the order of 5-10 eV. Lion states that a 1 MeV beta 
particle causes the release of about 1.2 x 10° electrons in a AgCl crystal. The lowest 
detectable energy for an incident particle is in the order of 1 keV, produced from 100-200 
electrons. With a 5kV/cm internal dc field, an AgCl crystal can resolve about 10° cps 
and a diamond can count about 10’ events/second. According to Lion, space charges 
may build up in the crystal due to the accumulation of immobile holes in the crystal 
lattice, or from electrons trapped near the anode. Such space charges may seriously 
limit the counting life of a crystal, but their effect may be overcome by irradiating 
the crystal with infrared light, or periodically reversing the polarity of the dc applied to 
the crystal. 


6.9.3 Scintillation Counters 


A scintillation counter has three main components—a scintillation crystal, a photo- 
multiplier tube which is used to count flashes (scintillations) from the crystal and an 
electronic pulse forming and pulse height discriminating circuit. The scintillation crystal 
is generally sodium iodide, about 0.5 in thick. The energy from ionizing radiation which 
collides with the crystal lattice is converted, in part, to a flash of light (secondary 
photons), the intensity of which is proportional to the energy of the absorbed radiation. 
The intensity of the flashes, or scintillations, are very weak and must be converted to 
electrical pulses by a PMT. The PMTs used in scintillation counters have flat, transparent 
photocathodes. Photons from the scintillation crystal strike the PMT’s photocathode 
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Schematic of a sodium iodide based, 
scintillation radiation detector used in 
nuclear medicine. The energy of a 
light flash from the Nal crystal which 
results from the capture of a gamma 
particle is proportional to that parti- 
cle’s energy. Light flash energy is 
converted to voltage pulses by a fast 
photomultiplier tube and associated 
pulse sharpening circuitry. Electrical 
pulses are scaled and counted to 
isolate the activity of a certain radio- 
isotope. yay 


Photomultiplier 
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and cause the release of a number of electrons, proportional to the intensity if the flash, 
the intensity of which is proportional to the energy of the ionizing particle. The few 
photo-electrons released at the photocathode are amplified by the dynode electrodes 
of the PMT to form a large output current pulse. The current amplification of a PMT 
(anode current/photocathode current) depends on the supply voltage used, the tube’s 
geometry, etc., and can range 107-5 x 10° [Lion, 1959]. Overall photosensitivity of 
PMTs can range 0.01-2 x 10* A/lumen. The PMT current amplification increases propor- 
tional to the square root of the supply voltage. With liquid nitrogen cooling to reduce 
noise, PMTs can resolve scintillations as small as 2 x 10~!° lumen. The response time of a 
PMT is, in general, <10ns, hence such tubes should be capable of counting as fast as 
10” cps. The output pulses from PMT circuits are often reshaped to make them sharper. 
One such sharpening circuit, taken from Webster (1978), uses a shorted delay line to 
cancel the long tail on the primary output pulse, making the pulse narrow (Figure 6.63). 

Scintillation systems are widely used in nuclear medicine in conjunction with 
y-emitting isotopes to image tissues with cancerous growth. The patient swallows, or 
is injected with, a small amount of an isotope which is selectively taken up metabolically 
by the organ in question. The presence of a tumor generally means that more of the 
radioisotope will be taken up than by normal tissue. A scintillation system with a lead 
collimator is used to scan over the tissue in question and to detect areas of abnormal 
(high) radioactivity [Northrop, 2002]. An example of such a system is the use of 
the isotope toe. which has a half-life of 8.1 days. 1 is selectively taken up by cells in 
the thyroid gland in the process of the formation of the hormone thyroxin. Planar arrays 
of scintillation crystals and their associated PMTs are called gamma cameras and are 
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used in nuclear medicine to visualize parts of the body that have selectively absorbed 
a radioisotope. This type of gamma camera provides relatively coarse resolution because 
of the physical size of the scintillation crystals and PMTs. In the Anger camera, a single, 
large scintillation crystal is used with an array of 19PMTs. The location of a single 
radioactive event in the crystal is estimated by a formula involving the intensity of 
the flash produced at each PMT and the location of each PMT. Another configuration of 
scintillation camera used in nuclear medicine is the pinhole collimator. In this mode 
of operation, pixel resolution is traded off for sensitivity [Macovski, 1983]. 


6.10 Electro-Chemical Sensors 


This class of sensor is generally used in a ‘wet’ environment (i.e. one in which the 
substance to be measured is dissolved in water or another solvent). The outputs of such 
sensors are generally currents or voltages which are functions of the concentration of 
the substance to be measured. Electrochemical sensors may be subdivided into three 
categories—those which generate EMFs as the result of the sum of two _half-cell 
potentials, (i.e. they are electrochemical cells), those which operate polarograhically and 
those which are basically fuel (redox) cells. All three categories involve electrochemical 
reactions. 


6.10.1 pH and Specific lon Electrodes 


The traditional pH measurement system is composed of two half-cells forming a ‘battery’ 
whose EMF is a function of pH. pH is defined as the logarithm to the base 10 of the 
reciprocal of the hydrogen ion concentration. In terms of an equation: 


pH = log,,(1/[H")) (6.142) 


A traditional pH cell is shown in Figure 6.64. The pH half-cell electrode itself is 
made from a special glass membrane, across which the EMF is a function of hydrogen 
ion concentration. The pH electrode is filled with 0.1 N HCl and electrical contact is made 
internally through a silver chloride coated silver wire (Ag/AgCl). The resistance of 
the glass pH electrode is quite high, around 50M or more. This limits the current 
which may be drawn from the pH cell, so that an electrometer amplifier interface must 
be used to measure the cell’s EMF without IR drop errors. The reference half-cell elec- 
trode is traditionally a saturated calomel design, shown on the right in Figure 6.64. 
Undissolved potassium chloride crystals saturate the internal solution of the reference 
half-cell. The total pH cell’s EMF is given by summing the half-cell EMFs: 


Ect = EoGL aad (RT/S) In(ay+) 
(6.143a) 
= Ec. + (2.3026RT/S)(pH) 


Ecat = Eocat — 7.6 x 10~4(t — 25°C) (6.143b) 
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FIGURE 6.64 
A basic pH measuring system. The pH EMF is generated between a pH sensitive glass electrode and a calomel 
reference electrode whose half-cell potential is independent of pH. 


Ener = Egr — Ecar = (Eocr — 0.2415) 
(6.143c) 
+7.6 x 10-4(t — 25) + (2.3026 RT/3)(pH) 


where 477+ is the activity of the hydrogen ions in solution (activity may be considered 
to be equal to concentration at low concentrations). Ec, is the glass half cell electrode’s 
EMF, Ecaz is the calomel electrode’s half-cell EMF, R is the MKS gas constant (8.3143 J/K), 
T is the temperature in kelvin, ¢ is the Celcius temperature, 3 is the Faraday number 
(96,500), Eocar is the standard potential for the calomel half-cell (0.2415 V) and Eocy is 
the standard potential for the glass electrode. Egg, varies between glass electrodes and 
is compensated for when the individual pH measuring system is calibrated. Note that 
acidic solutions have pHs ranging 0-7.0, while basic solutions have pHs ranging 7.0-14. 
Also note that the pH potential, Eyer, is highly temperature dependent and therefore, 
all pH meters use a temperature probe of some sort, also immersed in the solution 
under measurement. The signal from the temperature probe is used to null the (f—25) 
term in the pH cell EMF, Eyer, and to correct for changes in the (2.3026 RT/S) term if the t 
of the measurement solution differs from the temperature of the standard pH buffer 
solutions used to calibrate the pH meter. It should be noted that there are many physical 
variations on the standard glass pH electrode and the calomel reference electrode. 
Designs exist which have been optimized for the measurement of blood pH, the pH 
of high temperature solutions, pH measurements in the stomach, etc. In addition to 
the common glass pH electrodes, under limited conditions, other half-cells can be used 
whose half-cell potentials are proportional to pH. Tungsten metal, quinhydrone and 
palladium oxide electrodes are responsive to pH [Maron and Prutton, 1958; Grubb 
and King, 1980]. 

Specific ion electrodes are used in conjunction with a reference electrode to measure 
the logarithm of the activity (concentration) of a specific anion or cation in solution. 
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Specific ion electrodes are tempermental, in that most have ranges of pH for optimum 
operation and they may also require the complete absence of certain ion(s) which 
compete in the electrode’s half-cell chemical reaction and therefore, cause errors. We 
mention a few representative, specific ion electrodes and their properties below. 

The Orion model 94-17 Chloride Electrode has a log linear half-cell potential which 
increases by 59.2mV/decade change in concentration over a 10~-* to 1M range. This 
electrode tolerates a pH range of 0—14, as well as nitrate, sulfate, phosphate, fluoride 
and bicarbonate ions. It will not function in strongly reducing solutions, nor in the pre- 
sence of sulphide, iodide, or cyanide ions. The chloride level must be at least 300 times 
the bromide level, 100 times the thiosulfate level and 8 times the ammonia level 
for proper operation. 

The Orion model 94-06 cyanide ion electrode has a log linear half-cell potential over 
a 10 °-10-7M range. The cyanide electrode does not respond to cations, except silver, 
and most common anions, including nitrate, fluoride and carbonate. The electrode will 
not work with sulfide ions in the solution. The chloride concentration may not be 
more than 10° times the cyanide concentration, the bromide level may not be more than 
5000 times the cyanide level and the iodide level may not be more than 10 times 
the cyanide to prevent error from occurring in measuring the cyanide level. 

The Orion model 92-19 potassium ion electrode produces a log linear, 59.6 mV/decade 
concentration change of K* ions over a 10-°-1M concentration range. It operates in 
pH 1-12. Selectivity constants, given as the ratio of the electrode’s response to the 
interfering ion to the response to K+, are given by Orion as: Cs* (1.0), NH4* (0.03), H* 
(0.01), Ag* (0.001), Na* (2 x 10 4) Lit (107%). Thus we see that the potassium electrode 
is relatively insensitive to other metal ions, but has a 1:1 ambiguity with cesium ions and 
is affected at the 1% level by pH. 

The concentration of cadmium ions may be measured with the Orion model 
94-48 electrode. The EMF of this half-cell is log linear in the 10-7-10-' M [Cdt*] range. 
The pH range is 1-14 and silver, mercury and copper must not be present in the solution. 
The level of free lead or ferric ions must not exceed the cadmium ion concentration to 
prevent error. 

The Severinghaus pCO> electrode, described by Wheeler [Webster, 1978] makes use 
of the property that the pH of a buffer solution is proportional to the log[pCO.] over 
the range of 10-90 mmHg partial pressure. A teflon membrane separates the solution 
in which CO, gas is dissolved (blood) and the buffer solution. The membrane is 
permeable to CO; gas, but blocks the passage of ions such as HT and HCO;. The pH 
of the Severinghaus cell may be shown to be equal to: 


pH = log[HCO,] — log(k) — log(a) — log[pCO,] (6.144) 


where k is the equilibrium constant for CO, gas in water changing to bicarbonate ion 
and hydrogen ion, a is the constant relating the CO) gas pressure above blood to the 
concentration of CO, dissolved in blood, and [HCO,] is the concentration of bicar- 
bonate ions in the buffer solution around the pH electrodes. The Severinghaus pCO» 
electrode requires calibration with two known partial pressures of CO, and, like any 
chemical cell, is affected by temperature. 


6.10.2 Polarographic Electrodes 


Polarographic electrodes differ from pH and ion specific cells in that a polarographic 
cell is run at a constant potential in order to force two electrochemical reactions to take 
place. The current which flows in the cell is determined by, and is proportional to, the 
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FIGURE 6.65 
A. A cross-section through a Clark, oxygen sensing, polarographic electrode. B. Schematic of basic circuit used 
with a Clark O, probe. No temperature compensation is shown. 


limiting concentration of one reactant. The Clark Cell for the measurement of the partial 
pressure of oxygen dissolved in water, blood, or of oxygen in the air, is shown 
schematically in Figure 6.65A. The Clark cell has four components—a platinum or gold 
cathode, an Ag/AgCl anode, an electrolyte solution and a plastic membrane (poly- 
propylene, teflon or mylar) which is permeable to O) gas and little else. The electrolyte is 
generally a buffered, saturated KCI solution. At the noble metal cathode, a reduction 
reaction takes place, which is described as: 


O2(g) + 2H,O + 4e7 + 4KCI(s) > 4KOH(s) + 4Cl™ (6.145) 
At the Ag/AgCl anode, the oxidation reaction given below takes place: 


4CI” + 4Ag(s) > 4AgCl(s) + 4e7 (6.146) 


It is found experimentally that, when the anode is held at 0.7V positive with respect 
to the cathode, a current flows, which is described by the relation: 


I =I, + blpO,] (6.147) 
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B is typically about 10nA/mm Hg pO. Both I, and £ are increasing functions of 
temperature. The response time of the Clark electrode to step changes in pO> is limited 
by the ease of O, diffusion through the membrane to the cathode surface. Typically in 
the tens of seconds, the response time of a fast Clark O, electrode was been cited by 
Geddes and Baker (1968) as 0.3ms. According to Wheeler [Webster, 1978], the settling 
time for a Clark cell is proportional to the pO, being measured. 

The Clark cell has two major sources of error in measuring pO. One is the effect 
of temperature. The Clark cell must be calibrated and operated at a controlled, fixed, 
temperature which varies no more than + 0.1°C, or, knowing its tempco, we can measure 
its temperature and calculate compensation terms for equation 6.102 above. 


6.10.3 Fuel Cell Electrodes 


A fuel cell is a battery (cell) in which the chemical reactions producing the EMF 
and output current occur at one or both half-cell electrodes and consume two or more 
reactants, which are broken down to reaction products. If one of the reactants is present 
in excess concentration and the other is present at a reduced concentration, then the 
cell’s EMF may be proportional to the logarithm of the activity of the limiting reactant. 
A specific example of a fuel cell system is the catalyzed oxidation of glucose to form 
gluconic acid, hydrogen peroxide and heat. A glucose fuel cell described by Wingard 
et al (1982), used a mixture of the bioenzymes glucose oxidase and catalase immobilized 
on the surface of a platinum screen electrode. Glucose oxidase catalyzes the oxidation 
of glucose to gluconic acid and HO . Catalase catalyzes the breakdown of HO, 
according to the reaction: 


Catalase 


HiOs Os 4H ee (6.148) 


The authors state that the source of the cell’s EMF is the hydrogen peroxide reaction, 
although firm evidence for this contention was not given. They speculate that the 
reaction at the platinum anode is the oxidation of H2O,, and the cathodic half-cell 
reaction is the reduction of AgCl to Ag. Wingard et al showed that the open circuit EMF of 
their fuel cell was proportional to the logarithm of the glucose concentration from 
5-500 mg/dl. Another type of glucose fuel cell is described in Chapter 8 of Wise (1989). 

It should be pointed out that there are many other electrochemical cells which have 
been devised to measure glucose. Some use polarographic methods in which the 
current through the cell is a function of the glucose concentration, some measure the 
decrement of pO, across a membrane caused by the oxidation with a Clark O, cell, 
others measure the temperature rise in a chamber resulting from the oxidation. The 
interested reader should see the review of glucose sensors by Peura and Mendelson 
(1984). 


6.11 Electronic ‘Noses’ 


6.11.1. The Rationale for Artificial Noses 


The need for a reliable, portable instrument that will sense contraband drugs, explosives 
of all sorts, including buried land mines, organic pollutants in soil, water and air 
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pollutants, is a driving force for the development of a measurement system that will 
detect and measure the minute concentration of certain volatile organic compound 
(VOC) analytes in the air. Such an electronic nose can also be used for the grim purpose 
of locating buried corpses after natural disasters or bombings, and evaluate the freshness 
and quality of meat, fish, fruit, dairy products, vegetables and beverages. At present, the 
best means we have for many of these tasks are trained dogs. Dogs get tired, have to 
eat and sleep and have some ‘down time’ between their searches. An electronic nose is 
available 24/7. It requires calibration, however, just as a dog requires careful training 
to respond to specific scents. Note that many less portable or fixed technologies exist 
for VOC analysis, particularly in airports. These include gas chromatographs, mass 
spectrometers and spectrophotometers. Even these instruments have been reduced 
in size so that they can be brought into the field. However, they generally are not hand 
portable. 

In the sections below, we will describe the anatomy and physiology of vertebrate 
olfaction, the state-of the art in manmade VOC sensors and the overall design of the 
electronic nose using artificial neural networks. 


6.11.2 Olfactory Anatomy and Physiology 


Smell is one of the oldest and most primitive senses in vertebrates. The olfactory system 
is designed to detect gas phase odorant molecules. Matter is generally in one of 
three phases, depending on its temperature and pressure—solid, liquid or gas (vapor). 
Olfactory systems operate on molecules in the gas phase (i.e. that are airborne). Early 
in vertebrate evolution, olfactory systems developed as a means of finding a mate 
(pheromones and sex attractants), food, water, and avoiding predators, danger and 
intraspecies conflict. 

The sensing and identification of complex odorants involves an animal’s entire 
olfactory system which is generally composed of many millions of olfactory sensory cells. 
Each olfactory cell has cilia, with surface protein receptors which bind specifically to 
a unique odorant molecule. The binding generally triggers a complex, internal sequence 
of biochemical events that lead to depolarization of the olfactory cell and spike generation 
on its axon. The spike frequency increases monotonically with the odorant concentration. 

The olfactory systems of vertebrates can generally be considered to be massively 
parallel arrays of chemosensory neurons organized in a mucous covered, olfactory 
epithelium open to nasal air. The area of the olfactory epithelium in humans is ca. 5 cm? 
in humans, ca. 25cm? in cats and 75-150.cm? in dogs. About 5% of the human cortex 
is estimated to process olfactory sensory information; in dogs, ca. 33% of the cortex 
is devoted to this operation. 

In humans, the ca. 5 x 107 olfactory sensory cell axons project through the cribiform 
plate on the roof of the nasal cavity into the olfactory bulb in the brain, which in turn 
sends interneurons to the amygdala. Figure 6.66 illustrates the anatomy of the olfac- 
tory epithelium schematically in a sagital section. Comparative anatomy teaches us 
that behavior governed by the sense of smell evolved long before mammals evolved 
cortexes and the ability to reason. Airborne molecules evoke complex behavioral 
patterns, ranging from ‘keep out’ (animals mark territory with urine, feces, scent glands), 
to sexual receptivity (pheromones), and a food source is near (blood, amniotic fluid, 
etc.) Scent can also alter mood (infant smells mother, leading to nursing behavior and 
the release of endorphins), or elicits fear (animal smells predator) leading to the release 
of adrenaline. Danger may also be signaled by the odor of spoiled food. Many animals 
have specialized glands they use for territorial marking, usually in conjunction with 
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urine. Odorants have been extracted from the feces of predators such as African lions 
and marketed for use in keeping deer out of gardens. The study of odorant molecules 
that affect animal behavior is called semio-chemistry [Albone, 1997]. 

Much research today is being directed towards understanding how certain animal 
olfactory systems can detect (as evidenced by behavior) nanomole concentrations of 
certain odorants. The ability of bloodhounds to track a specific person through a crowd, 
or follow a days-old trail when searching for a lost person or fugitive is legendary. 
The noses of trained dogs are also the most effective system known for locating buried 
land mines, explosives, or drugs in luggage and vehicles. Presumably, the dogs are 
responding to the vapor phase of the analyte (e.g. C4, TNT, cocaine, etc), or its component 
impurities. Dog threshold olfactory sensitivity to substances they have been trained to 
detect (e.g. cocaine, semtex, C4, etc.) has been estimated to be on the order of tens of ppb 
(1/10%), down to ca. 500 ppt (6/10'°) [Waggoner et al, 1997]. 

Due to the commercial importance of odors in the food and cosmetic industries, and 
the need to detect drugs and explosives, much research is being invested in ‘artificial 
(or electronic) noses’, using a variety of physical, immunochemical, electronic and 
photonic means. It appears that man has a long way to go to make a sensor with 
the threshold sensitivity of the bloodhound’s nose or certain insect pheromonal 
chemoreceptors. 


6.11.3 The Vertebrate Olfactory Chemoreceptor System 


Vertebrate chemoreceptor neurons are unique in that they undergo apoptosis (program- 
med self-destruction) about every 40-60 days and are replaced by new ones. The new 
cells send their axons into the olfactory bulb (first synaptic relay point for olfactory 
information) where they synapse with appropriate target mitral cells. The mitral 
cells, like all other neurons in the CNS, do not divide (Figure 6.67). Each olfactory cell has 
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Diagram showing how human olfactory neuron axons project through the bone cribiform plate into the 
interneurons of the olfactory bulbs. Mitral cells in the olfactory bulbs project axons into the brain. (Source: With 
permission, Kandel et al, 3rd ed., 1991.) 


8-20 cilia at its end immersed in a mucous layer, which is about 60m thick. The cilia 
are 30-200um in length and their surfaces contain the odorant receptor molecules 
that initiate receptor spike generation. A mouse may have 500-1,000 different odorant, 
G-protein coupled receptor proteins [Leffingwell, 2001; Eisthen, 2002]. It is estimated 
that about 1% of the total genes specifying an entire mammal (mouse) are used to code 
its olfactory receptor proteins. 

Airborne odorant molecules must dissolve in the mucous before they can reach 
receptor molecules on the olfactory cilia. Also floating in the mucus are odorant binding 
proteins (OBPs) known as lipocalins which have been postulated to act as carriers 
that transfer odorants to their specific receptors on the cilia. The OBPs may act as 
cofactors that facilitate odorant binding and they may also participate in the destruction 
of a bound odorant, freeing the receptor to bind again. OBPs are made by the lateral 
nasal gland at the tip of the nasal cavity [Kandel et al, Chapter 34, 1991]. The exact role 
of the OBPs is unknown. 

A putative mechanism of olfactory transduction is as follows. An odorant molecule 
dissolves in the mucous layer overlying the receptor cells and their cilia. It combines 
with a specific OBP and then collides with and binds to a specific surface membrane 
receptor protein on a cilium that has a high affinity for that odorant. The presence of 
the OBP may be necessary to trigger the next step, which is the activation of a second 
messenger biochemical pathway that leads to a specific ionic current and receptor 
depolarization. Odorant binding to the receptor protein activates a G-protein on the 
intracellular surface of the cilium. The «-subunit of the G-protein activates a molecule 
of the enzyme, type IIT adenylate cyclase, which in turn catalyzes the formation of a cyclic 
nucleic acid, cyclic-3’,5’-adenosyl monophosphate (cAMP) from ATP. cAMP then binds 
to and opens a cAMP-gated Ca** channel, causing an inward Jca;,. The increase in 
intracellular Ca** appears to activate calcium dependent chloride channels, producing 
an outward chloride current, Jq_, that depolarizes the receptor [Leffingwell, 1999]. 
The more of a given odorant that binds to a specific chemoreceptor cell, the larger 
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the total Jca+, and Jq_, and the greater the depolarization, and the higher the 
spike frequency on the receptor’s axon. cAMP then degrades by hydrolysis to AMP, 
and the G-protein also returns to its resting state. 

The receptors on a given chemoreceptor’s cilia can have affinity to more than one 
odorant molecule. Also, more than one receptor can be activated (in varying degrees) 
by a given odorant. Hence the very large chemoreceptor array must have a combina- 
tional logic mechanism for eliminating odor ambiguity, since several receptors may 
respond to a given odorant in different degrees. Note that perception of certain scents 
can be the result of different parts of the same odor molecule fitting into different 
receptors [Leffingwell, 2001a]. (Again, Nature dazzles us with her complexity.) 

How are specific odorant receptors recycled? A problem in any sensory communi- 
cation system is to preserve sensitivity to a new stimulus. We know that when an 
odorant binds to its receptor, the second messenger cascade is initiated. It has been 
recently discovered that the second messenger cascade is inhibited by the second 
messengers activating a protein kinase, which phosphorylates the receptor protein, 
interrupting the transduction process [Breer, 1997]. It is also reasonable to assume that 
the odorants are slowly broken down enzymatically, freeing up the receptors for new 
inputs. Olfactory systems are extremely sensitive, but (perhaps mercifully) adapt 
profoundly to a sustained, external odorant concentration, to the point where one is 
not conscious of the odor. 

Bundles of 10-100 axons from the ciliated olfactory chemoreceptors project through 
the pores in the ethmoidal cribiform plate on the roof of the nasal cavity into the olfactory 
bulbs of the brain, where the first level of signal processing takes place. In structure, 
the olfactory bulb has several layers of interneurons, not unlike a retina. Figure 6.68 
illustrates schematically the basic, 5-layered structure of a mammalian olfactory lobe. 
Not shown is the tremendous convergence of information in the olfactory bulb. For 
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example, in the rabbit, about 26,000 receptors converge into ca. 200 glomeruli, which then 
converge at 25:1 on each mitral cell [Leffingwell, 1999]. Strangely, humans have only 
about 347 olfactory receptor proteins [Zozulya et al, 2001 in Leffingwell, 2001] (more 
may be found). The olfactory cells having one specific receptor appear to be distributed 
randomly in the nasal epithelium. However, their axons sort themselves out and 
converge on the same area of the optic bulb. Thus, there appears to be order out of chaos 
and a basis for some sort of fuzzy combinatorial logic to identify complex scents 
containing several odorants [Berrie, 1997]. Indeed, this layered neural architecture 
has inspired the application of artificial neural networks (ANNs) in the design of 
electronic ‘noses’. 

The periglomerular cells and granule cells in the olfactory lobe are known to be inhib- 
itory on the mitral cells. Centrifugal (efferent) control fibers from the anterior olfactory 
nuclei stimulate these inhibitory cells. The receptor cell axons synapse excitatorily on 
the mitral, tufted and periglomerular cells. The mitral and tufted interneurons send their 
(afferent) axons to the lateral olfactory tract (LOT). The LOT axons synapse further 
in six different areas of the olfactory cortex: the amygdala, septal nuclei, pre-pyriform 
cortex, entorhinal cortex, hippocampus, and subiculum. 

It is well-known that human olfactory sensitivity can vary more than a factor of 
10° between normal individuals. Some individuals are totally unable to smell certain 
odors, while others can. Certain odors such as the ‘rotten egg’ scent of H2S can be sensed 
in concentrations of several parts per trillion. Mercaptan can be detected in concentra- 
tions as low as 7x 10-3 M (700nM). Olfaction in humans (and presumably in other 
mammals) is ca. 10* times more sensitive than taste (gustation). As persons age, there is 
a loss of threshold sensitivity for certain odors, and the ability to discriminate between 
odors [Jacob, 2003]. 

The noses of trained dogs still remain the most reliable and most sensitive for detecting 
drugs and explosives. Dogs have also been trained to detect the scent of lung cancer 
on a patient’s breath. Certainly, we have a long way to go to invent an artificial nose 
with the sensitivity of a dog. 


6.11.4 Sensors for Gas-Phase Analytes 


In man’s attempt to design artificial olfactory systems, it soon became evident that 
certain classes of sensors (e.g. conductive polymers, metal oxides) had broad sensitivities 
to various VOCs (analytes). Thus, a sensor in an array would respond maximally to 
a specific analyte, but also produce smaller outputs in response to other VOCs. In some 
respect, this behavior mimics a live olfactory receptor array, which, when viewed at 
the receptor level, gives ambiguous responses. Elimination of this ‘cross-talk’ is done 
neurally by the olfactory bulb and other parts of the brain. As you will see below, man 
has relied on computer algorithms and artificial neural networks (ANNs) to sharpen 
the selectivity of his electronic noses to desired vapor phase analytes. 

In order to perfect an electronic nose that will compete with dogs, much effort has 
been directed to improving the sensitivity and molecular specificity of ‘nose’ sensors to 
a desired vapor phase, odorant molecule. In this section, we will examine some of 
these sensors. There are currently a plethora of sensor technologies competing for the 
high (specificity x sensitivity) /cost index for electronic nose front ends. These sensors are 
summarized in Table 6.7. 

The first class of VOC sensor we shall examine is the conductive polymer film (CPF). 
Poly(3,4-ethelyene-dioxy)thiophene-poly(styrene sulfonate) polymer composites doped 
with carbon particles have been used at CalTech to develop VOC sensor arrays [Sotzing 
et al, 2000a]; polyaniline/carbon composites have also been examined for the same 
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purpose [Sotzing et al, 2000b]. Other CPF sensors have used polymers based on pyyroles, 
indoles, thiophenes and their derivatives [Tan et al, 2001]. 

A typical CPF sensor array contains up to 32 different polymer membranes having 
different but overlapping analyte sensitivities. The polymers are doped with conduc- 
tive colloidal particles of carbon, gold or silver. When a conductive particle doped 
polymer film sensor is exposed to a VOC analyte, the analyte is adsorbed on the 
sensor’s surface and causes a physical swelling of the polymer membrane. The swelling 
causes the electrically conductive matrix to become less dense, in turn lowering the 
longitudinal conductance of the membrane (the polymer is basically an insulator). 
Unfortunately, other physical factors such as temperature and humidity also affect the 
conductance, requiring that the sensor array be held at a constant temperature and 
humidity. The doped polymer films used at CalTech are of the order of 1—0.1 um thick. 

Response times for the CalTech CPF sensors to reach steady state output, given 
a suddenly applied analyte, are reported to range from ca. 0.1 to >100s, and depend 
on the specific VOC, the polymer, as well as the sensor thickness [Lewis, 2000]. Lewis 
illustrates a sensor responding to 880ppb of nitrotoluene, the signal well above the 
noise, and a sensor sensitivity of 10 ppt for biogenic amines. Note that the AR of the CPF 
sensor, caused by the analyte, can easily be sensed with a Wheatstone bridge or an 
op-amp transresistor (cf. Sections 4.1, 6.2). A commercially offered, handheld electronic 
nose using the CalTech developed conductive polymer sensors is now marketed as 
the Cryranose® 320; this e-nose uses a 32 CPF sensor array. 

The second class of VOC analyte sensor is the metal oxide semiconductor (MOS) 
film [Moseley ef al, 1991]. This class of sensor is operated at elevated temperatures 
(175-500°C). MOS materials investigated by Moseley et al include the oxides of Ga, 
In, Mo, Nb, Sn, Ta, Ti, W and Zn. Also examined for their analyte specificity were binary 
oxides such as CaSnOs, trinary oxides such as SrFep.gMno2O03, various niobates such as 
BiNbO,, certain tantalates, perovskites, bronzes and pyrochlores. Not all materials 
showed increased resistance in response to a specific analyte; in fact, some showed a 
resistance decrease for certain VOC analytes. At 500°C, a BaSno9Zro.103 sensor prepared 
as a porous film 501m thick, deposited on an alumina substrate, showed responses 
(as + AR) to Cl, NOz and SO2 at 1% concentrations. It also detected H2S5 at <2 ppm. 
Curiously, the +AR of this sensor increased monotonically to [H2S] up to 30 ppm, then 
at > 100 ppm, AR changed sign. 

Moseley et al concluded: 


“The expectation is, and observation confirms, that most [MOS] materials show a response 
to a range of gases, and that spectacular selectivity is not commonly to be found. Even so, 
there is plenty of useful variability among the different materials [tested], and in some cases 
very great selectivity.” 


Moseley et al go on: 


“One can speculate that such selectivity tends to occur under conditions where the material 
is in a transition zone between n-type and p-type behaviour, where the effect of variations in 
the surface oxygen species has little effect on the conductivity and where the effect of 
specific surface coordination reactions might therefore be observed.” 


An experimental electronic nose, using nine various Figaro tin oxide sensors with a 
temperature and a humidity sensor, was reported by Keller et al (1995). Sensor outputs 
were the 11 inputs to an artificial neural network (ANN) which eliminated ambiguities 
and allowed the system to discriminate between the test substances—none (control), 
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channel operation for Vps > (Vcs — Vr). 


acetone, ammonia, isopropanol, lighter fluid and vinegar. Binary mixtures of the test 
substances were also presented—ammonia-+ isopropanol, ammonia+ lighter fluid, 
ammonia + vinegar and isopropanol+ vinegar. The fuzzy ARTmap ANN algorithm 
was found to give the best detection performance, averaging 93.4% correct over all its 
trials. 

The third class of VOC analyte sensor is the insulated gate MOSFET. Figure 6.69 
illustrates the basics of a simple n-channel MOSFET dc amplifier. When operating in 
the saturated channel mode, the dc drain current, Ip, is seen to increase as the gate 
source (actually, the gate channel) potential increases positively. When the MOSFET 
has depletion doping, V¢s=0 produces a constant drain current, Ipss. Thus, when the 
gate is shorted to the source, the MOSFET behaves like a dc current source. This behav- 
ior is illustrated in Figure 6.70. (MOSFETs can be made from doped silicon, or gallium 
arsenide (GaAs)). 

A chemical reaction at the gate that alters the gate charge can change Vcs and will 
change Ip. This AlIp is sensed; it is generally a monotonic function of the analyte 
concentration. For an effective MOSFET sensor, the induced AIp must be resolved above 
noise and drift. Chemically sensitive MOSFETs are generally called ChemFETs. They can 
be subdivided into ion sensitive FETs (ISFETs), SURFETs, MEMFETs and POLFETs, 
depending on the details of their construction and application [Wroblewski, 2002]. 
Most ChemFET designs have been used to sense analytes in aqueous solution. 

In one embodiment of a ChemFET gas sensor, the gate is covered with a thin 
polymer membrane, such a gas sensor, and is called a POLFET. The polymer can be 
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FIGURE 6.70 
A. An n-channel MOSFET. B. Ip(Vcs, Vps) curves for the n-channel MOSFET. C. Drain current vs Ves for 
saturated channel operation. Note that when the gate is shorted to the drain, Ves = 0 and ip = Ipss. 


electrodeposited or sprayed on the gate [Briand, 2001]. POLFET sensors are noisy, with 
relatively high e,,8 (cf. Section 3.1). They also respond to temperature changes and stray 
ions in their gas input, all bad sources of uncertainty when making what are essentially 
dc measurements. In another embodiment of a gas sensing ChemFET, a porous (gas 
permeable) metal gate is vapor deposited on a thin catalyst layer overlying the silicon 
oxide insulating the FET’s channel. Gas penetrates the porous metal and undergoes some 
redox reaction in the catalyst, liberating electrons, protons or ions which affect the gate 
channel potential and hence the Ip. Thus MOSFET gas phase sensors have comparatively 
poor sensitivity, generally in the ppm [Nagle et al, 1998]. ChemFETs do offer the 
advantage of being able to be made by IC fabrication processes, however. To cancel dc 
drift in Ip, they can be used differentially, one device not being exposed to the gas 
analyte. It appears that gas sensing ChemFETs have not been the sensor of choice in 
commercial e-nose products [Nagle et al, 1998]. 

The fourth class of VOC analyte sensor we will examine is the surface acoustic wave 
(SAW) sensor. Figure 6.71 illustrates a simple SAW device. The SAW device is built on 
a thin piezoelectric material slab, usually quartz or LiNdO3 [Pallas-Areny and Webster, 
2001]. A surface area between the electrodes is coated by a polymer film or other chemical 
having affinity for the VOC analyte. Electrodes at one end of the slab are excited by 
an oscillator, generally in the range of hundreds of MHz. The excitation induces 
ultrasonic mechanical vibrations in the piezo-material, which propagate on its surface 
as Rayleigh (surface) waves, not unlike waves on water. To prevent wave reflections at 
the two ends of the piezo slab, an absorbing material is deposited, as shown in Figure 6.71. 
When the Rayleigh waves reach the electrodes at the far end of the coated piezo slab, 
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FIGURE 6.71 
Top view of a dual SAW device. The phase delay of the reference SAW device is independent of the analyte. 


a second set of electrodes picks up a vibration induced voltage. The Rayleigh surface 
waves propagate with a finite velocity. When the analyte molecules are absorbed by the 
polymer, its mass is increased. The mass increase causes a fractional increase of the 
propagating Rayleigh wave’s velocity. For low values of analyte concentration, this 
increase can be written as: 


v(M) = vp + a(M/A) = 09(1 + a(M/A)/v0) (6.149) 
or, 
o([C]) = vo(1 + BIC]/v) (6.150) 


where v, is the surface wave propagation velocity in the absence of absorbed analyte, 
a and £ are constants, (M/A) is the mass/area of the analyte absorbed on the surface, and 
[C] is steady state analyte concentration over the membrane. Thus the SAW device wave 
propagation velocity increases with absorbed analyte mass, or analyte concentration 
around the SAW device. Thus, a vibration wavefront launched from the excitation 
end will arrive at the pickup end 6t = L/vs later. Thus for CW excitation, there will be 
a phase lag between output and input given by: 


6 = 2nf,L/v radians (6.151) 


where f, is the oscillator frequency, L is the path length of the surface acoustic wave and 
v is the velocity of propagation. The v is affected by the density of the absorbent film 
covering the slab surface and the temperature of the film and slab. Assuming that 
temperature of the SAW gas sensor is held constant, we can rewrite the phase shift 
to include analyte concentration as: 


_ 2nfoL ~ 2nfol 
7 Vo(1 + BIC]/V0) v 


(1 — BIC) (6.152) 
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Thus, the sensor’s phase shift decreases with increasing analyte concentration, [C] is: 


2nfoL 


Ab = 
% 


AIC] (6.153) 


Figure 6.71 also illustrates a possible way to configure two SAW sensors to measure A@ 
substantially independent of temperature. One sensor is exposed to the gas phase 
analyte, the other not. Both are at the same temperature. Note that to maximize phase 
shift sensitivity, we need a long L, a high f, and a low 7%. 

Another way of exploiting the increase on SAW velocity, caused by the increased mass 
of the polymer layer, is to use the SAW sensor’s propagation lag, 5; = L/v to make 
a feedback oscillator. One can then detect small changes in the oscillation frequency as 
a function of [C]. 5; can be viewed as a transport lag: 


= (L/v)(1 — B[C]/v) (6.154) 


bt 


- vo(1 + BIC]/V%) 


Figure 6.72 illustrates a simple negative feedback oscillator circuit. The amplifier has 
the transfer function, A,(s) = —Kyo/(s + 4). Ksaw is the volt/volt gain from input elec- 
trodes to output electrodes of the SAW device. The oscillator’s loop gain transfer function 
is thus: 


—KooK —sdt 
Ax(s) = — (6.155) 


Use of the root locus technique angle criterion for instability [Northrop, 2000] gives us 


an expression for the frequency of oscillation. In general, the root locus plot is based 
on complex solutions of the vector equation: 


1 —[A,(s)] = 0 (6.156) 
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FIGURE 6.72 
Schematic of a negative feedback SAW delay oscillator. 
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The system oscillates when the gain K,.Ksaw is high enough for two root locus 
branches cross the jw axis at s = +jw . This is where the vector s = 0 + jw = ja». To find 
@ , we must solve the equation above based on the RL angle criterion. In general: 


—AL(ja) = —-1 (6.157) 
The angle criterion is: 
£— A,(joo) = -1 (6.158) 
Thus: 
—W 54 — tan” !(w,/a) =-1 (6.159) 


Equation 6.159 is a transcendental equation, whose solution gives the SAW delay 
oscillator’s oscillation frequency. Note that the oscillation frequency, @ , is a function 
of the SAW propagation delay, 5, . There is no explicit solution to equation 6.159, but 
we can linearize it by assuming (w,/a)’ <1, so that the arctangent function can be 
approximated by tan~!(x) & x radians. Thus: 


W6t + Wo /a = 1 


y 


ad IU en amt 
oo 34+ 1/a a(L/v)(1 — B[C]/v0) +1 


_ ag 
~ [aL/05 + 1] — aL B[C]/e? (6.160) 


an | rs aLP[C]/v? 


~ ied 
[aL /o, +1] | BOS 


Thus the incremental change in oscillator frequency due to the analyte absorption, 
Aw, can be written: 


Peery! 
gee (6.161) 
[aL + Vo] 
The fractional change in oscillator frequency due to analyte absorption is: 


Aw —aLp[C] 
Oe v,(aL + Uo) 


(6.162) 


@- is the oscillator frequency in the absence of analyte ([C] =0). 

Unfortunately, in polymer membrane based SAW sensors, there is a_ trade-off 
between analyte sensitivity and response speed to transient changes in analyte 
concentration. A thin polymer film rapidly saturates with analyte molecules in the gas 
having a fixed VOC analyte concentration. Since it is thin, its total mass increase will be 
smaller than for a thick film. The thick film takes longer to saturate because of diffusion 
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time. It also takes longer to lose the analyte into pure carrier gas (air). Maximum 
absorption sensitivity in thin films is in the range of femtograms (x10~'°) of analyte. 
Detectors for CO, HCI, H2, H25, NH3, NO2, SOQ2, various VOCs and organophosphorous 
compounds (insecticides) have been developed using SAW sensor arrays [Staples, 1999]. 

A fifth class of VOC analyte sensor is the quartz resonator. An analyte binding 
surface film is deposited on a quartz crystal which is part of an oscillator. When analyte 
molecules are either absorbed or chemically attached on the film, its mass increases 
and this raises the frequency of oscillation of the oscillator. Mass increases on the order 
of 1 pg can be detected. A sensor of this type is also called a quartz crystal microbalance 
(QCM). If a liter of air has 1 pg of methane in it, this translates to a concentration of 
1.4 ppb (1.4 x 10~°) [Nagle et al, 1998]. QCM research is being carried out at IBM’s Zurich 
Research Lab. 

A sixth class of VOC analyte sensor for e-nose applications is Surface Plasmon 
Resonance (SPR). SPR is a quantum optic-based analytical method that makes use of 
surface binding of an analyte. SPR is a relatively new analytical tool which is just now 
being investigated for e-nose applications. SPR allows rapid, specific determination of 
the concentration of a variety of environmentally, medically and biologically important 
analytes, either in liquid or gas phase. For example, specific bacteria, antigens, antibodies, 
theophylline, caffeine, gases, pesticides, explosives, controlled substances (opioid drugs), 
etc., have been sensed with SPR in solution or as vapors. Threshold sensitivities for 
certain analytes have been reported as low as 0.01 ppb (10~"'). SPR technology is 
relatively simple and inexpensive to implement compared with traditional analytical 
systems such as HPLC, mass spectrometry, IR spectrometry and gas chromatography, 
and SPR instruments lend themselves well to field measurements. Since this section 
is about e-noses, the analytes considered are largely gas phase and are derived from 
a variety of sources including drugs, explosives, environmental contaminants, as well as 
from medical fluids such as blood, urine, feces, bacteria, cancers, etc. 

SPR is a quantum optical phenomenon which occurs when a beam of monochro- 
matic, linear polarized light (LPL) is reflected off a thin metal film which has been 
vapor deposited on one side of a glass prism, or when a beam of LPL is incident 
at a critical angle on a gold coated diffraction grating. SPR is described in detail in 
Section 7.6.6. 

The reader should be aware that the design of SPR devices for chemical analysis is 
a rapidly growing field. One alternative configuration of the SPR sensor places the 
analyte solution over the surface of a plastic diffraction grating whose surface has been 
vapor deposited with gold, silver or aluminum (gold is generally preferred because of 
its chemical stability). The plastic top of the grating acts as an attenuated total reflection 
(ATR) prism, where light reflected from the grating at the point at which the beam 
strikes it initially, is reflected back many times to the grating surface. Such a grating SPR 
design was proposed by Simon (1998). Figure 6.73 shows a side view of Simon’s ‘long 
range’, SPR grating system. SPR occurs at a critical beam input angle, 6;, giving a 
minimum of output light intensity when the coupling component of the monochromatic, 
TM-polarized, input beam wave vector satisfies the relation: 


(2/2) sin(6;) + (27¢/b) = (22/2) (Kakm)/(Ka + Kn) (6.163) 


Here, b is the grating constant, x, is the dielectric constant of the analyte and x,, is 
the magnitude of the complex dielectric constant of the metal film. A very thin layer 
of polymer with high affinity to the analyte to be detected is chemically bound to the 
20nm gold film over the grating surface. The analyte binds to the polymer molecules, 
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FIGURE 6.73 

A surface plasmon resonance system after Simon (1998). The sensitivity is enhanced by lengthening the effective 
lightpath with an ATR prism and causing multiple interactions with the metal film on the grating which is in 
intimate contact with the analyte. 


changing «, at the gold-polymer interface. This change of dielectric constant changes 
the interfacial refractive index and ‘retunes’ the SPR to a new input angle, 6;. Either by 
changing 0; to retain a minimal light output, or by measuring the increase in light output 
due to Ax,, the number or density of bound analyte molecules can be quantified. 
Simon (1998) claimed that a refractive index change in the analyte of less than 1% causes a 
0.5° shift in 6; to renull the system. 

Other embodiments of the grating SPR system place the analyte over the gold film 
covered grating. The monochromatic, TM polarized light is directed through a thin film 
containing the analyte onto the gold covered grating. Jory et al (1995) reported on 
an exquisitely sensitive grating SPR system in which an acousto-optical tunable filter 
(AOTF) element was used to control the wavelength of the incident beam to a precision 
of 0.0005nm. They used their system to measure the concentration of NO, gas in No 
(a gas phase analyte). By depositing a thin layer of phthalocynanine over the gold coating, 
a wavelength shift of —0.004nm renulled the system from zero concentration when 
0.01 ppm NO, in N> was applied. They claimed that the sensitivity of their system 
allowed detection of changes in the refractive index of the gas of 1 x 10-°. 

Capan et al (2003) reported on a Kretschmann type SPR system in which a thin film 
of polymethyl methacrylate (PMMA) over the gold film was found to respond most 
strongly to benzene vapors and less strongly to toluene, methyl benzene and m-xylene 
vapors. Threshold sensitivity was about 100 ppm (107%). 

In a 1999 review of SPR sensing, Homola et al describe the use of polyethelene glycol 
films in sensing the vapors of hydrocarbon, aldehydes and alcohols. Chlorinated 
hydrocarbons could be sensed by SPR by their absorption in polyfluoroalkylsiloxane 
films, and tetrachloroethane could be resolved by absorption in a polydimethylsiloxane 
film. Teflon films have been used to sense aromatic hydrocarbon vapors. Still other 
coatings have been reported to be selective for other vapor analytes (e.g. polyaniline was 
used to sense NO, and H,25, bromocresol purple was used to sense NH3). When the 
SPR active metal film coating itself was palladium, which has affinity to hydrogen, it 
responded to molecular hydrogen, Hp. 

SPR gas sensors of the Kretschmann design are apparently more expensive than the 
conductive polymer film and metal oxide sensors described above and their sensitivities 
are generally on the order of ppm of analytes, rather than ppb, with some exceptions. 
Practically any vapor analyte that can react with a chemical film bound to the gold 
film surface on a prism or grating with a strong affinity can be sensed by SPR. 
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The reaction must cause a change in the refractive index or the permittivity at the gold 
surface in order to affect the SPR conditions (reflected intensity, 2 and/or 6)). 

The problem of quick, efficient, SPR sensor regeneration remains to be solved, however. 
Once the bound surface reactant has combined with the analyte, the analyte or analyte 
complex must be totally removed from the bound reactant film before the next 
measurement can be made. That is, the surface reactant layer must be renewed or 
rejuvenated by some means which can be physical (e.g. heat) or chemical (a purging 
solvent that does not affect the ligand film over the gold). 

The seventh class of gas sensing system includes traditional chemical analytical 
systems that are generally not hand carryable. These include: 


1. The quadrupole mass spectrometer (QPMS) is lighter and more portable than 
a conventional MS that uses a magnetic field to separate ions. A QPMS produces 
a mass spectrogram with peaks representing ions broken off the analyte. Its 
peaks have a unique pattern for a given analyte [Northrop, 2002]. 


2. All sorts of spectrophotometers that measure the absorption or transmission 
of light through a sample chamber containing the analyte gas. Light wave- 
lengths from FIR through to UV can be used to establish an analyte’s unique 
signature spectrogram. Spectrophotometry gives less certain results when 
presented with mixtures of analytes. 


3. Gas chromatography exploits the physical property of vapor phase analytes to 
propagate through a capillary adsorption column at different rates. The peaks in 
a gas chromatogram are thus from the individual analytes in a mixture, separated 
in time. The temporal separation of the peaks, given the column’s temperature 
are signatures of the analytes, the peak areas are proportional to the concen- 
trations. Standard analyte samples are used to calibrate a gas chromatograph. 
The type of detector used in a gas chromatograph determines its sensitivity and 
the class of analyte it is best suited for. For example, the minimum detectable 
amount (MDA) of chlorinated hydrocarbons using an electron capture detector 
is ca. 10fg/ml (10-4 g/ml). A flame ionization detector’s MDA is ca. 1 pg/ml 
dor g/ml) for hydrocarbons [Northrop, 2002]. Due to its simplicity and 
sensitivity, efforts are underway to miniaturize GC columns and sensors. 


4. Various fluorescent techniques for gas sensing work in several ways. In one, 
a fluorescent probe compound that has an affinity for the vapor analyte is used. 
Fluorescence is induced by shining short wavelength light (blue or UVA) on the 
probe compound. As the analyte reacts with the fluorescent probe substance, 
it can quench the probe’s natural fluorescence (dims it proportional to the 
analyte concentration), or, the bound analyte molecules can cause a shift in the 
fluorescent emission spectrum, or increase the intensity of the fluorescence 
[Levitsky et al, 2001]. A colorimetric approach described by Rakow and Suslick 
(2000) uses an array of metaloporphyrin dyes whose colors change in response 
to analyte binding. These sensors permit the visual identification of ligating 
vapors (alcohols, amines, ethers, phosphines, phosphites, thioethers, thiols, 
arenes, halocarbons and ketones. Sensitivity extends in to the single ppm (107°) 
range. At the stage of development reported, the dye dots appear to be a 
qualitative means of analysis. However, intensity and wavelength variables 
should be able to yield quantitative data as well. 


In summary, most commercial e-noses make use of metal oxide semiconductor 
sensors or the conductive polymer sensors. 
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6.11.5 Feature Extraction in E-Noses 


A central problem in using arrays of gas sensors having different sensitivities to a group 
(mixture) of analytes is finding an algorithm that will yield a reliable estimate of 
the analyte concentrations in the mixture. In general, the fractional change in resistance 
of the kth sensor in an array of N sensors can be written, assuming linearity of response 
for low concentrations, as: 


N 
“ss =) Guy R12, Lee, (6.164) 
ok i=1 


where o;,; is the kth sensor’s response sensitivity to the ith analyte in the mixture and C; 
is the concentration of the ith analyte in the mixture. From the N equations of the form 
of equation 6.164, we can use Cramer’s rule to solve for {Cy, Cy. . . Cy}. In their review 
paper on Cross-Reactive Chemical Sensor Arrays, Albert et al, 2000 describe and cite 
references for various linear and nonlinear algorithms which have been used to estimate 
[Ci] from MOS and CP sensor arrays, as well as other gas sensors with cross sensitivi- 
ties. These include cluster analysis (CA), transformed cluster analysis (TCA), principal 
component analysis (PCA), partial least squares (PLS) and various architectures of 
artificial neural networks (ANNs). The ANN approach offers the advantage in that it 
can be ‘trained’ to detect desired analytes. Keller et al (1995) cite the early use of ANNs 
in e-nose design. Ouellette (1999) also discusses the use of ANNs with e-nose sensor 
arrays. The Cyranose® 320 e-nose described by Hobbs (2000), which uses an array of 
32 CP sensors, uses PCA for detection of outliers and data reduction, along with 
three supervised algorithms for model building and predictions. These algorithms are 
K-nearest neighbor (KNN), K-means and Canonical Discriminant Analysis (CDA). 

It is way beyond the scope of this text to treat the details of the data processing 
algorithms cited above used to extract concentration data from sensor array outputs. 


6.11.6 Summary 


The development of sensitive, portable e-noses (sensors and data processing algori- 
thms) continues to be an active area in chemical forensic science. Applications of e-noses 
which drive development funding are the need for portable sensors that will detect 
drugs and explosives at least with the sensitivity of the legendary canine nose. Other 
applications lie in the food industry. The detection of bacteria, spoiled or contaminated 
food are important for public health. Being able to objectively control aromas and flavors 
from lot-to-lot of a foodstuff (e.g. coffee, cheese) is also important. In the area of 
environmental science, there is a need to detect contaminants in water and soil at the ppb 
level and better yet, in the field. Currently, samples are taken back to a lab for analysis 
by gas chromatography/mass spectrometry. These include insecticides and industrial 
chemicals. In forensic science, e-noses can find use in sensing buried corpses, a role 
currently occupied by dogs. 


6.12 Mechano-Optical Sensors 


In this section, we discuss certain sensor mechanisms, excluding fiber optics, in which 
mechanical parameters such as displacement and velocity cause changes in the intensity 
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of transmitted or reflected light, either directly, or as the result of induced changes in 
the linear polarization angle of the output light, or from optical interference. In the 
simplest case, shaft angle is sensed with an optical encoder disk. Shaft velocity can be 
found by differentiating the position signal. 

Another means of measuring angular velocity is through the use of the Sagnac effect, 
discussed below. The displacement of interference fringes is proportional to the angular 
velocity. The Sagnac effect forms the basis for modern optical gyroscopes, which are 
discussed in the following chapter. While their primary response mode is to angular 
velocity, gyroscopes can be combined with electromechanical feedback systems in order 
to sense angular position. Such systems are covered in Chapter 7. The linear velocity of 
a fluid medium can be measured optically by laser Doppler velocimetry (LDV), the 
basics of which are described below. 


6.12.1 Optical Coding Disks 


Optical coding disks are used to convert analog shaft rotation angle to a digital word 
proportional to the angle. Optical coding disks may be subdivided into two categories— 
Incremental Position Encoders and Absolute Position Encoders. In both types of sensors, 
light is either transmitted to or blocked from a linear phototransistor array, depending on 
the angle of the shaft to which the photoetched coding disk is attached. Thus, the 
coding disk output is digital and may be input directly into a computer controlling the 
shaft angle or recording its value. Figure 6.74A shows a three-bit, absolute position 
encoding disk etched for a straight binary output code and B) illustrates a gray code 
etched disk. Practical resolution of an absolute position disk is 14 bits. The MSB (2°) 
track is the innermost track; higher order bits are encoded radially outward, with the LSB 
(2\~) lying on the outside edge of the disk. The arc length of the smallest (outer) sectors 
can be shown to be given by: 


1 = Rtan(360/2N*") (6.165) 


Thus for N=14 and R=4 in, the radius to the outer track, the resolvable sector length 
I is 0.000767 in or 19.5m. This also implies that one LSB of shaft revolution is 6 = 
360/2N*! = 1.099 x 10-*degrees. To obtain finer resolution, one only has to connect a 


FIGURE 6.74 
A. A three-bit, straight binary, absolute position shaft coding disk. B. A three-bit, gray code disk. 
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second coding disk to the primary shaft through a step-up gear ratio of 2K, where K 
is 1, 2, 3, etc., and use the outer K tracks of the second disk as the K LSBs. 

Incremental coding disks are far simpler in their construction. On their outer edges, 
they have photoetched two simple, light/dark square wave patterns, one of which is 90° 
out of phase with the other. Depending on the application, 100-1000 or 1024 cycles may 
be used. Once a reference angle is established, total shaft angle can be obtained by 
counting the output pulses with up/down counters, such as the 74LS5192 or 74LS193. 
Comparison of the phase of the two square wave outputs of the incremental coding disk 
gives rotation direction and sets the up/down control on the counters. 

It should be pointed out that in the case of absolute position encoders, angular velocity 
information can be obtained from the digital signals from optical coding disks by simple 
digital differentiation, and by simply counting the pulses per unit time for the output 
of an incremental disk, or doing digital differentiation on the position counts stored in 
the up/down counters. 

Optical mask techniques, similar to those used in angle coding disks, can be used to 
realize direct linear analog displacement to digital coding sensors. Linear, charge coupled 
photodetector arrays can also be used with an opaque mask and lens optics to measure 
linear displacements with a precision of the order of 1/1024. However, the output of 
such a CCD system is basically analog and the array element number at which the light/ 
dark transition occurs gives the desired displacement. 

Yet another method of optical detection of linear displacement, described in 
Barney (Section 7.4.1, 1985), makes use of the moving interference fringes caused by 
the superposition of two linear Moiré, patterns. An optical detection scheme that uses 
the relative motion of the fringe pattern to obtain direction and displacement infor- 
mation is employed. 


6.12.2 Sagnac Effect Sensing of Angular Velocity 


The Sagnac effect is the principle underlying the modern fiber optic gyroscope. In this 
section, we will describe the basic Sagnac effect. Fiber optic gyros will be discussed in 
detail in the next chapter. We stress that the Sagnac effect occurs whether the light 
traverses a closed path in air or in a glass optical fiber loop. 

The Sagnac effect was first observed in 1911 by Harress. Harress constructed a 
polygonal ring interferometer using glass prisms, diagrammed in Figure 6.75. His 
purpose was to measure the dispersion properties of glasses. When the ring was rotated, 
a shift in the interference fringe pattern was noted. Harress assumed that this shift was 
due to Fresnel-Fizeau drag. This drag effect is observed when light propagates through a 
linearly moving optical medium. 

Sagnac performed his experiments in 1914. A mercury green line source was collimated 
and directed at a beam splitter (a half-silvered mirror at 45°). The two beams were 
directed in opposite but colinear paths in air around an optical table, as diagrammed 
in Figure 6.76. The half silvered mirror served to direct the beams to a screen where 
the incident beams produced interference fringes. Sagnac’s loop area was 866cm? and 
he rotated his interferometer at 2 revolutions/s. Sagnac observed a fringe shift of 
0.07 fringes as the entire optical table containing mercury lamp, lenses, mirrors and 
screen was rotated about an axis perpendicular to the table. Sagnac was able to show 
that the fringe shift was not due to Fresnel-Fizeau drag and he derived a relation for 
the fractional fringe shift given by equation 6.166. In 1926, Pogany repeated Sagnac’s 
experiment with improved apparatus in which 1, =546nm, A= 1178 cm? and ¢= 
157.4r/s. He measured Az = 0.906; the theoretical value was 0.900. Pogany repeated his 
experiment in 1928 and obtained results within 1% of theoretical values. 
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FIGURE 6.75 
Harress’ ring interferometer (a Sagnac system). 
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FIGURE 6.76 

Top view of Sagnac’s ring interferometer in 
which fringe shifts are proportional to the 
angular velocity of the apparatus around the 
center of the table. a eae 


From the early work on the Sagnac effect, four principles emerged: 


1. Equation 6.166 applies for a one loop system 


321 


Intensity of 
Inteference 
pattern 


2. The fringe shift does not depend on the shape of the closed light path, only on 


its area 


3. The fringe shift does not depend on the axis of rotation; it does, however, 


depend on the path tilt, @ 
4. The fringe shift does not depend on the propagation medium 
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FIGURE 6.77 
A single OF ring relevant to the derivation of the Sagnac 
gyro equation. 


The Sagnac equation for fringe shift is: 
Az = [4¢A cos(9)]/(Aoc) (6.166) 


where Az is the fractional fringe shift, 2, is the wavelength of light, A is the area of 
the light path, @ is the angle the rotation axis makes with the perpendicular to the 
plane of the light path, c is the velocity of light around the path, and d is the angular 
velocity of path rotation around an axis at an angle @ to a perpendicular to its plane, in 
radians/sec. 

It is easy to derive equation 6.166 above if we consider a circular light path, rather 
than a rectangular one. Such a circular path, shown in Figure 6.77, could be the limiting 
result of using a very large number of prisms or mirrors, as shown in Figure 6.75 
(Harress’ polygonal approximation), or of using a single circular turn of a glass optical 
fiber. Assume that at t=0, the input/output point of the ring is at 0°. First, we assume 
that the ring is stationary, or ¢ = 0. In this case, it takes t) = 27R/cs for a light wave to 
circle the ring, either clockwise or counterclockwise. Now, let the ring rotate clockwise 
at a constant angular velocity, ¢. In the time, Te», a fixed point on the ring rotates an 
arc length AL” to point P”. This may be expressed as: 


Tow = AL" /Ro (6.167) 
In the same time, the clockwise lightwave travels 
Tew = (207R + AL")/c (6.168) 


Obviously, T.,>T). A wave propagating counterclockwise takes less time to reach point 
P’ sic: 


Tew = (20R — AL’)/c = AL'/R@ (6.169) 
The fractional fringe shift, Az, is given by: 


Az =cAt/Ao (6.170) 
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where At is given by: 
At = Tow — Tecw = (20R + AL")/c — (24R — AL')/c = (AL” + AL’)/c (6.171) 
Now it is easy to show that: 
AL" = 2nR?$/(c + R@) = (20R?$/c)/(1 + Ro/c) © 2nR7 b/c (6.172) 
Similarly, 
AL! = 22R*o/(c — Rd) = (20R*$/c)/(1 — Ro/c) © 22R*o/c (6.173) 
So, the fractional fringe shift can finally be written as: 
Az =(AL" + AL’)/2, = 40R7$/(Clp) = 4AG/(CAo) (6.174) 


which is the same as equation 6.166, with cos(@) = 1. 
As an example, the basic sensitivity of a one-turn Sagnac system can be calculated 
from equation 6.166, @ is assumed to be 0°: 


Az/@ = 4A/(cho) = 4 x 1m?/(3 x 10° m/s x 4 x 107” m) 
(6.175) 
= 0.033 fringe/r/s 


Clearly, sensitivity will be raised if multiple optical paths are used, a situation addressed 
in the discussion of fiber optic gyroscopes in the next chapter. 


6.12.3 Laser Doppler Velocimetry 


Laser Doppler velocimetry (LDV) provides a ‘no touch’ means of measuring the linear 
velocity of fluids (and particles). As the name suggests, LDV makes use of the Doppler 
effect at optical frequencies. In this section, we will review the basics of LDV and 
discuss certain key applications. 

First, we describe the Doppler effect. We are all familiar with the Doppler effect on 
sound. A car moving towards us blows its horn. As it passes, there is a perceptible 
downward shift in the pitch of the horn. Johann Christian Doppler presented a paper, 
On the Colored Light of Double Stars and Some Other Heavenly Bodies, in 1842 before 
the Royal Bohemian Society of Learning. Doppler was Professor of elementary mathe- 
matics and practical geometry at the Prague State Technical Academy. He apparently got 
little recognition for his work, and died of consumption in 1854 at the age of 45. In 1844, 
a contemporary of Doppler, Buys Ballot, contested Doppler’s theory as an explanation 
for the color shift of binary stars. Ballot actually did an experiment using sound waves, 
where a trumpet player played a constant note while riding on a flatcar of a train moving 
at constant velocity. A musician with perfect pitch, standing at trackside, perceived 
the trumpet tone to be a half-tone sharp as the train approached, and a half-tone flat 
as it receded. In spite of this evidence, Ballot continued to object to Doppler’s theory. 
Ballot’s publications apparently served to discredit Doppler for a number of years. 

To derive the Doppler effect for either electromagnetic or sound waves, we assume 
a moving, reflecting target and a stationary source/observer, as shown in Figure 6.78. 
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FIGURE 6.78 

A simple Doppler system with stationary, 
colinear transmitter and receiver directed at a 
moving object. 


Assume that the sinusoidal waves leaving the stationary transmitter (TRX) propagate 
at velocity, c, over a distance, d, to the target, T. The target is moving at velocity, V, toward 
the source at an angle 6. Velocity V can thus be resolved into a component parallel to 
the line connecting TRX and the reflecting target, and a component perpendicular to 
the TRX-T line. These components are V cos(@) and V sin(6), respectively. The reflected 
wave from T propagates back to the stationary receiving transducer, RCX, along path 
d. The receiving sensor output waveform can be written as: 


V, = Bsin[wot + v] (6.176) 


The transmitted radian frequency is w, and w represents the phase lag between the 
transmitted signal and the received signal. In general, the phase lag, , is given by: 


w= 2n2d/d = 2(2m)d/(c/fo) = @o2d/c radians (6.177) 


However, the distance 2d is changing because of the target velocity component along 
the line from the transducers to the target. Thus, the frequency of the received signal, w,, 
is the time derivative of its phase: 


Oy = dwt + w.2d/c]/dt = wo(1 + [2/c]d) = w,(1 + [2 V/c] cos(6)) (6.178) 


The frequency, wp, is the Doppler frequency shift which contains the velocity infor- 
mation: 


Wp = (@2V /c) cos(9) r/s (6.179) 


Note that w, > , because in this example, the target is approaching the source/sensor. 
In LDV systems, the wave return path is seldom colinear with the path from the source 
to the reflecting object. A basic LDV system geometry is shown in Figure 6.79. The source, 
S, emits light with wavelength, /,, that propagates toward reflecting particle, P. 
Unit vector, i, is directed from S to P. P moves with velocity, V. It is assumed that 
(|V|/c)? <1, so that relativistic effects are negligible. If V=0, the number of wavefronts 
striking the particle per unit time is fs =c//s (f, for a HeNe laser is 3 x 10°/632.8x 
10-? = 4.741 x 10!4 Hz). The number of wavefronts hitting a moving particle, P is: 


fo =(c-—V-i)/4, Hz (6.180) 


Note that the vector dot product gives the particle velocity component parallel to i. 
The wavelength, 4,, apparent to the particle is: 


dy = C/fp = (Ase) (e — V- i) = (A0)/[e — V cos(6)] (6.181) 
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FIGURE 6.79 

Two dimensional geometry of a Doppler 
system used in LDV. Note that the transmitter 
(laser) (S) and the receiver (R) are at different 
angles to the object’s velocity vector, V. 


Now the unit vector from the instantaneous particle position, P, to the stationary receiver, 
R, is r. An observer at R sees a scattered wavelength, 2,, from P: 


Ay = (c — V-¥)/fp = [c — Vos(®)]/fp (6.182) 


Here again, V-r represents the velocity component of the particle in the r direction. 
Hence, the frequency of the received, scattered radiation is: 


fr = C/A, Hz (6.183) 


Substituting from above, we find: 
fr=c(c-V-i/P,(c -— V-y)] (6.184) 


Now the observed Doppler frequency shift is: 


fo =fr-fs= (fa = - 1 (6.185) 


For V< c, equation 6.185 reduces to: 
fo = V-(r—i)/4; = V[cos() — cos(@)]/As Hz (6.186) 


where 6 is the angle between V and i, and a is the angle between V and r. Note that 
if the reflected radiation is directed back along i to R coincident with 5, the angle 
a = 180° + 6. Since cos(180 + 6) = — cos(6), fp given above reduces to the value given 
by equation 6.179. 

Figure 6.80 shows the basic system first used for LDV by Yeh and Cummins (1964). 
A HeNe laser was used with J, = 632.8nm. A number of 0.54m diameter polysty- 
rene spheres were used in water at a density of 1:30,000 by volume to obtain scattering. 
Sphere velocity is assumed to be equal to water velocity. The laser reference beam 
was frequency shifted by 30 MHz using a Bragg cell acousto-optic modulator. The 
measurement beam was directed parallel to the fluid velocity vector, V, hence 6=0°. 
The scattered, Doppler-shifted beam was taken off at, 30° relative to the angle of V and 
passed through a half silvered mirror and directed to the photocathode of a photo- 
multiplier tube (PMT), colinear with the frequency shifted reference beam. Optical 
mixing occurs at the surface of the PMT photocathode. Optical mixing is a process 
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Photomultiplier 


FIGURE 6.80 i 
Diagram of the system used by Yeh and = -4]_—s|y f+ --4-5 aera 
Cummins (1993) to first measure fluid 


velocity by Doppler shift. In their system, 


6=0° and a=30°. To spectrum analyzer 


analogous to square law (heterodyne) detection in a radio, where two sine waves of 
different amplitudes and frequencies (f; and f,) are added together, then squared. This 
process produces sinusoidal terms at the PMT output with frequencies 2f,, 2f,, (f+f,), 
(f,-fs) and 0 (dc). Of interest in LDV is the difference frequency term. In the Yeh and 
Cummins system, f! = f; + 30 MHz, so the difference term equals 30 MHz for V=0. The 
Doppler frequency shift, fp, is added to the 30 MHz center frequency in the Yeh and 
Cummins system, which was used to measure the parabolic laminar flow profile in 
water. They could measure velocities as low as 0.007 cm/s, corresponding to a Doppler 
frequency shift of 17.5Hz. The maximum velocity they measured was 0.05cm/s, 
corresponding to a Doppler shift of 125Hz. The minimum detectable fp was 10 Hz, or 
one part in 10"! 

Many architectures for LDV systems have been described. See, for example, texts 
by Watriasiewicz and Rudd (1976) and Thompson and Stevenson (1979). Figure 6.81 
illustrates a ‘single beam laser anemometer’ described by Foreman et al (1993). The laser 
is focused on a micro-region of the liquid whose velocity is to be measured. Part of 
the light is scattered and forms the signal beam and part is transmitted to form the 
reference beam. Through the use of lenses, slits, mirrors and a half silvered mirror, the 
signal and reference beams are combined at the surface of the PMT’s photocathode. 
This system was effecttively used to measure both laminar flow in a liquid and the 
flow of air. No particles needed to be added to the liquid, but smoke particles were 
required to obtain adequate signal strength in the air measurements. Air velocities of up 
to 1000 fps were measured, corresponding to fp =33 MHz. Foreman et al found that the 
signal energy due to scattering was several hundred times stronger for small scattering 
angles in the forward direction, rather for light scattered back along the input path. It 
should be noted that the Foreman system design, which picks off the signal beam at a 
shallow forward angle, suffers from the disadvantage that the laser and the PMT are on 
opposite sides of the fluid flow path. 

The dual beam LDV design, shown in Figure 6.82A, was first reported by Goldstein 
and Hagen (1993). Note that the laser output (reference) beam is perpendicular to V and 
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A. A dual-beam LDV system described by Goldstein and Hagen (1967). B. Another dual-beam LDV system, 
described by Goldstein and Kreid (1967). 


passes directly to the PMT through aperture A. The signal beam irradiates the scattering 
particle at angle, 6. Some of the scattered signal light also passes through aperture A 
and mixes with the reference beam at the PMT photocathode. Observe that the dual 
beam LDV is similar to the single beam system, except that the laser and the PMT 
are interchanged. Goldstein and Kreid (1993) used this system to measure the air flow 
profile at the inlet of a square duct (Figure 6.82B). 
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There are many other considerations in the design of LDV systems which we will 
only touch upon; space considerations do not permit us to treat them in detail. First, we 
have noted that the detected LDV signal originates from the interaction of particles 
suspended in the moving fluid with the laser beams. Particle size, density, and 
concentration in the fluid medium are important considerations in LDV system design. 
Particles are generally assumed to be randomly distributed in the sampling volume. 
Under conditions of low Reynolds number flow (laminar flow, no turbulence), one 
can generally assume that the particle velocity is the same as the fluid velocity. However, 
in oscillating or turbulent flows, particles generally do not follow the fluid without 
some lag, creating measurement errors. As an example of the error caused by particle lag, 
consider the force on a smoke particle in moving air. From the Stokes drag formula 
[Watriasiewicz and Rudd (1976)], we can write the drag force on the particle in one 
direction as: 


Fy = 3nd(v» — vf) (6.187) 


where 7 is the dynamic viscosity of the gas, d is the diameter of the smoke particle, 
Up is its absolute velocity and y is the velocity of the fluid. The Newtonian equation of 
motion for a particle of density is, thus: 


F = ma = (xd? /6) pv) = —3nd(vp — v4) (6.188) 


Equation 6.188 is an ordinary, first order, linear differential equation in v, and if there is 
a step change in fluid velocity of size vfg, then the ODE’s solution is: 


Up(t) = vpo[1 — exp(—t/t)] (6.189) 
The particle time constant is 


t = (ad’p)/(18 n)s (6.190) 


This analysis implies that the smoke particles lag behind gas velocity changes with 
first order dynamics. The situation is actually far more complicated. A 1 um diameter 
smoke particle with a density of 2.5 will have a t of 20s, and will follow velocity 
fluctuations well at frequencies up to about 8kHz. Some other particles used in LDV 
are silicone oil aerosols in air (density difference 900), magnesium oxide in flame 
(density difference 1.8 x 10*), PVC spheres in water (density difference 1.54), polystyrene 
spheres in water (density difference 1). A 0.8,1m diameter particle with a relative 
density of 10° will follow 10 kHz velocity fluctuations with 1% error. 

The calculation of the minimum laser power to achieve a given SNR in an LDV system 
is ordinarily quite complex, and we refer the interested reader to the many texts on LDV. 
Watrasiewicz and Rudd (1976) derived expressions for the SNR at the photosensor as 
a function of incident power. For example, a PMT photosensor will give a 40dB SNR 
for 10 .W power incident on the detector. The same 10 pW incident power gives a 50 dB 
SNR for pin and avalanche photodiode sensors. At incident light, powers below 10-’W, 
the PMT generally has a better SNR than the photodiodes. 

LDV systems are used in a wide variety of applications, ranging from meteo- 
rology (studies of wind shear, clear air turbulence, tornadoes, etc.), studies of air flow 
in automotive streamlining, respiratory physiology, wind tunnel studies in aircraft 
design, investigation of laminar flows with recirculation and turbulent flow in ducts, 
studies of combustion dynamics in furnaces and gas turbines and investigations of 
blood flows. 
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6.13 Chapter Summary 


In this chapter, we have examined various basic physical mechanisms underlying 
the operation of sensors and sensor systems used in making mechanical, chemical, 
physical and electrical measurements. In some cases, we have also described certain 
sensor applications in order to give a better understanding of the sensor mechanisms. 
Many sensors are seen to work through the QUM, causing changes in resistance or 
capacitance. Other sensors involve the generation of voltages through the separation 
or release of charges (electrons, holes, ions); these include piezoelectric, pyroelectric, 
Faraday and Hall effect sensors. Still other sensors make use of certain physical wave 
effects (e.g. the Doppler and the Sagnac effects). 

Electrochemical sensors are seen to involve ion-specific chemical half-cells (batteries), 
polarographic electrochemical reactions, such as used in the Clark oxygen cell, and fuel 
cell (redox) reactions. The outputs of electrochemical sensors are voltages or currents 
proportional to the concentration of the QUM. 

Radiation sensors were shown to be basically event indicating devices, where 
the radiation event generates ionized atoms or molecules, which are then detected by 
a variety of means—optical (by scintillation) or electrical (transient currents resulting 
from ionization in crystals or gasses). Photomultiplier tubes and channel photomullti- 
pliers were shown in Section 6.8 to convert EM radiation (NIR through X-rays) to 
electron currents, and are able to count single photons under special conditions. 

In Section 6.11, we considered ‘artificial noses’ or manmade sensors, for detecting 
and quantifying vapor phase analytes, such as those emanating from controlled 
substances (e.g. heroin, cocaine, marijuana), from explosives (e.g. C4, Semtex), and 
from everyday substances such as meats, vegetables, perfumes, etc. The physiological 
basis for olfaction in vertebrates was summarized and the canine olfactory system 
sensitivity compared to manmade vapor phase sensors was given. Manmade e-nose 
sensors were described and the means for feature extraction in mixtures of scents 
was reviewed. The bottom line though, is dogs still beat e-noses. 

Sagnac effect sensing of vehicle angular velocity in inertial space was derived and 
laser Doppler velocimetry was introduced in Section 6.12. 

Our survey of sensor mechanisms in this chapter focused on the more important 
principles whereby physical quantities are converted to electrical signals. Our listing is 
by no means exhaustive. The next Chapter (7) deals with the various means by which 
we can measure specific physical quantities, using various types of transducers, devices 
and systems. 


a 


Problems 


6.1 Two wire strain gauges are bonded to the outside of a SCUBA air tank in order 
to measure the circumferential strain when it is filled. With atmospheric pressure 
in the tank (zero strain), the circuit of Figure P6.1 is balanced so that V, =0 V, with all 
resistors R = Ro7 = 300 Q. 


(A) Find an expression for V, = f(R, Vg, AR) for the circuit. Assume the op-amp is 
ideal. 

(B) When the tank is pressurized to 2,500 psi, it is strained. Also, its temperature rises 
to 67°C due to adiabatic air compression. Calculate the tank’s strain, ¢, at 2,500 psi 
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R+AR 


FIGURE P6.1 = 


filling pressure. Assume AR=Ro7[e GF + a(T — 27)], Vo =—35.4mV. The excita- 
tion voltage is Vz =5 V; the strain gauges have GF = 2.9 and a tempcos = 1 x 107+. 


(C) The air in the tank is now rapidly exhausted to atmospheric pressure. Due to air 
expansion, the tank temperature falls below 27°C. The output voltage is now 
V,=10mV. Find the tank’s temperature. 


6.2 A thin, intrinsic silicon slab is used as a photoconductor to sense 633 nm laser light 
intensity. The slab measures 0.5 x 0.05 x 0.001cm. The light hits the 0.5 x 0.5cm 
surface. Electrodes are attached to the two 0.5 x 0.001 cm surfaces. One electrode goes 
to a —10 Vdc supply, the other to the summing junction of an ideal op-amp, shown in 
Figure P6.2. 


10° Q 


P; at 633 nm ipeis 


(Sis lab) Om 


FIGURE P6.2 


(A) Calculate the dark current through the Si photoconductor. The resistivity at room 
temperature for Si is p = 2.30 x 10° Qcm Find Vo dark): 

(B) What absorbed power (radiant flux), P; at 633nm light in watts, on the 
photoconductor will give a photocurrent equal to the dark current? Assume 
bn = 1500 cm?/(Vs), yp = 450cm?/(Vs), tp = 10-4, A = 6.33 x 10-° cm, g = 1.60x 
10-°C, n=0.8 (efficiency), c=3x10'°cm/s, h=6.624x10**Js (Planck’s 
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6.3 


constant). What radiant intensity in W/ cm? does this absorbed power correspond 
to? The photoconductor’s photoconductance is given by: 


_ gtd + Hn) [Pid] 


oe L? [he] 


(C) Show how you can modify the circuit so that V, will be zero in the dark. 


A pyroelectric IR sensor is connected in the short circuit current mode to an 
electrometer op-amp as shown in Figure P6.3. The sensor is irradiated with 
a rectangular pulse of ®, W IR power for T seconds. The Laplace transform of the 
input pulse is: 

(8) = &,(1 —e*!)/s 


101° 


(Pyro sensor) 


FIGURE P6.3 h=25.46um— k— 


6.4 


The sensor is 1cm in diameter, h = 25.46 um (thickness), K, = 60 uC/ (m? K) (pyro- 
electric constant), c = 2.34 x 10°J/(m? K) (specific heat), © =200K/W (thermal 
resistance). 


(A) Find the sensor’s thermal time constant (note units). 


(B) Find an expression for v,(t). Plot and dimension v,(t). Let ®, = 100nW, T=3 sec, 
Re = 10". 


A lead-zirconate-titanate (LZT) piezoelectric disk is used to make a ‘crystal’ 
microphone. The LZT disk has an effective area of 1cm’, a compression piezo- 
strain coefficient of 433 = 320 pCb/N, « = 1,500 (dielectric constant), and h=3mm 
(thickness). The total leakage conductance of the sensor =10~''S. 


(A) Calculate the capacitance of the sensor, C,. Assume a simple parallel plate 
capacitor model. 


(B) Draw the equivalent circuit of the microphone. Calculate the peak open circuit 
voltage across the microphone alone when a 1 kHz sinusoidal sound wave with 
peak pressure of 150 dynes/cm* impinges on the crystal. 


(C) Now the microphone is connected to the electrometer op-amp circuit as shown in 
Figure P6.4. Ten feet of coax are used which adds 300pF in parallel to the 
sensor’s C,. Calculate the peak output voltage of the amplifier for the same 
sound input. Let Rr = 102°, Cr = 107!°F. 
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6.5 A piezoelectric accelerometer of the compression type has its output current 


6.6 


conditioned by an electrometer op-amp charge amplifier as shown in Figure P6.5. 
The proof mass in the accelerometer is 10 grams, the piezo crystal’s d coefficient 
is 140pCb/N. The crystal’s capacitance, C, =500pF, its leakage conductance 
G, = 107'S. 


(A) The accelerometer is given a vertical step of acceleration of 1g. Find, sketch and 
dimension v,(t). 


(B) The piezoelectric accelerometer is attached to the tip of a helicopter rotor blade 
undergoing a static vibration test. At one part of the test, the blade tip vibrates 
in the steady state at 10 Hz in the vertical plane with a peak sinusoidal amplitude 
of 10cm. Calculate the peak amplitude of v,(t) for this condition. 


A piezoelectric crystal accelerometer is used to measure the horizontal deceleration of 
a vehicle in order to deploy its airbags (Figure P6.6). The airbags are to deploy if the 
deceleration exceeds 5g =5 x 9.8 m/s*. A charge amplifier conditions the accel- 
erometer current output. A comparator senses v,(t) over a limit, Vr, and triggers 
airbag inflation. 


(A) Draw the equivalent circuit of the accelerometer and amplifier. 


(B) Assume the vehicle is traveling at a velocity of 5.0m/s (11.19 mph) when it hits 
the crash test barrier. Its velocity decreases linearly to zero in 100 ms. Graph and 
dimension the velocity v(t), dv/dt and d’v/dt?. 


(C) Calculate, plot and dimension the amplifier output, v,(¢) for the crash. What must 
the value of the dc comparator reference voltage, Vr, be so that the comparator 
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output goes LO and triggers the airbags for this crash. Assume that the crystal’s 
polarity is such that the initial output, v,(0+), is positive. The crystal’s 
d = 150 pCb/N (Note the Laplace transform pair: 1/(s + a) <= (e~). 


6.7 A simple linear accelerometer is made by suspending a mass M in a case from a 
cantilever spring arm. Two strain gauges are cemented to the cantilever arm. The 
strain on the cantilever at the gauges is proportional to its relative displacement, 
€ = K,(x1 — X2) x1 is the case displacement, x2 is the mass displacement inside the 
case. The case is filled with oil to give the accelerometer viscous damping, D. 
A Wheatstone bridge circuit (Figure P6.7B) gives an output, V, =(V — V2), 
proportional to the strain, ¢. For downward deflection of the cantilever, the top 
strain gauge is under tension, and the bottom gauge is under compression. Thus for 
the top gauge, Riop = R,(1 + eGF) and for the bottom gauge, Ryo, = (1 — eGF). 


(A) Write the Newtonian force balance ordinary differential equation for the 
accelerometer. Laplace transform it to find %2(s). 


Cantilever spring 


Strain gauges 


FIGURE P6.7 
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(B) Derive an expression for the strain, e(s), as a function of x (s). 
(C) Give an expression for V,(s) as a function of Xj(s). 

6.8 In the circuit of Figure P6.8, a silicon pin photodiode is used to sense the output of 


an optical system powered by a 532 nm (green) laser diode. The dark leakage current 
of the diode is 5nA at 27°C, the op-amp is ideal. 


-15V Prati 


FIGURE P6.8 


(A) Find the R; value required to make V,=0 in the dark. 


(B) What optical power incident on the photodiode is required to produce V, = 1.0 V? 
Assume n = 0.5. 


6.9 In the circuit of Figure P6.9, a silicon photodiode is operated in the zero current 
mode (ip=0). Let [, = 1nA, Vr = 0.026V, Ip = 0.25 P; (photocurrent at 512 nm 
wavelength). 


FIGURE P6.9 


(A) Sketch the general form of the ip = f(vp, P;) curves for the photodiode. 
(B) Derive an expression for vp = g(P)). 
(C) Sketch and dimension a plot of V, vs P;. 


6.10 In the circuit of Figure P6.10, a disk pyroelectric sensor is used to sense changes in 
LIR radiation. The exposed area is 1 cm in diameter, its thickness is h = 25.46 jim, its 
pyroelectric coefficient K, = 25 wC/(m’ K) its specific heat is c = 2.5 x 10°J/m(m°K) 
its thermal resistance is © = 20K/W and 50% of the incident IR radiation is 
absorbed by the sensor and 50% is reflected away. 


(A) Calculate the time constant of the sensor. 


(B) Assume a step input of LIR power to the sensor. What input power is required 
to produce a peak output voltage of 100 mV? 
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(C) Sketch and dimension v,(t), given the step input of (B). 


In Figure P6.11 a Si pin photodiode is used to sense a 10 kHz, sinusoidaly intensity 
modulated, 633 nm light beam. To improve output signal-to-noise ratio, the op-amp 
is followed by a bandpass filter centered at 10kHz, and having a 1kHz noise 


Re= 104.0 


raya 


bandwidth. In the dark, the RMS output noise at V, is Vn = 0.5 x 10-° RMS V. Use 
h = 6.624 x 10-74 Js, gq = 1.60 x 10°C, c=3x 10° m/s, n=0.55. The input light 
power is described by: 


P,(t) = 0.5 Pipx{1 + sin(2710*8)] W 


The photocurrent is given by: 
Ip(t) = Pi(t)[ng/(hy)] 


(A) Give an expression for and sketch and dimension V,'(#). 
(B) Give an expression for and sketch and dimension V,(#). 
(C) Find the P;,, value so that the RMS V, = 0.5 x 10-6 V. 


The feedback system illustrated in Figure P6.12 keeps the root mean square value 
of the ac current through the variable capacitor constant by changing the frequency 
at constant RMS V,. to compensate for changes in C. C = C, + AC. Instead of a VCO, 
a voltage-to-period converter (VPC) is used in which the output sinewave’s period, 
T, is proportional to V,. That is, T= K,V, + b and f, = 1/T Hz. In the steady state, 
the integrator forces V, — 0, so the RMS V.=RMS Vj. 


(A) Derive an expression for V, at null. 
(B) What must b equal to so that V, « AC/C,? 


Figure P6.13 illustrates a circuit of a manually nulled, AC sensing circuit. The ac 
radian frequency is made w = 1/(RC,). The ideal op-amp makes an all-pass, phase 
shifting circuit. Its input is V; 40°, its output is V, = V1Z0. Ro is manipulated to 
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FIGURE P6.13 


6.14 


match the phase of V, to V2. R3 adjusts the amplitude of V, to match the amplitude 
of V5. 


(A) Derive an expression for we jo). 

(B) Derive an expression for the magnitude of V, as a function of AC/C, and other 
circuit parameters. Assume V.=0 for AC/C, =0 and |AC / on <1 in the 
denominator of [V,|. 


A differential, commutated capacitor bridge (cf. Section 5.5.1.6) is used to convert 
the AC/C, of a differential capacitive sensor to a dc output voltage (Figure P6.14). 
In the circuit, MOS switches periodically connect C,+AC and C,—AC to 
alternately discharge through the small resistors, Ry, or charge through the larger 
resistors, R.. When C, + AC is connected to Ry, C, — AC is connected to R, and vice 
versa. The bridge output voltage, v,(t), is the difference between v,(f) and v>(t). 
Assume each capacitor discharges completely through R, in negligible time. Also, 
when connected to R,, each capacitor charges slowly toward Vz. The switching clock 
has period T. Note that RyC, « T/2 « R.C,. Although the charging capacitor vol- 
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FIGURE P6.14 


tage is an exponential, because T/2 « R-C,, it may be treated as a linear (triangular) 
waveform over 0 < t < T/2. Thus you can use the approximation: e~* = 1 — x. 


(A) Sketch and dimension the steady state for v,1(t), U,2(t), vi(t), Volt) and v,(t) over 
several clock periods. 

(B) v(t) is passed through a unity gain low-pass filter to give an output 
proportional to its average (dc) value. Find an expression for the average 
value of v,(t) in terms of Vz, bridge parameters, and AC/C,. 


6.15 Figure P6.15 describes a self-nulling system used to measure small changes in 
a capacitance caused by the presence of foreign objects near the test capacitor’s 
plates. With no foreign object present, AC — 0, V3 is set to zero and the reference 
capacitor is set to C, so that AI into IOA1’s summing junction is zero. Thus V; and 


(de) 


FIGURE P6.15 
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FIGURE P6.16 
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V2 are zero. The output of the summer (IOA3) is Vs =+10 V dc, so the multiplier 
output is —v,(t). In the figure, PSR=phase sensitive rectifier, AM=analog 
multiplier. 

When a foreign object is present, it increases the sensing capacitor’s capacitance 
by AC. Now |I,| > |I,| and AI, V; (ac) and V> (dc) all increase. The integrator output 
V3 (dc) goes negative by a small amount. This causes V4 (dc) to increase, making v,, 
(ac) more negative, increasing |J,| until AI > 0 again. 


(A) Write a general algebraic expression for AlI(jw) (system not at null). 

(B) Write a general expression for v;(t). 

(C) Sketch and dimension v2(t). Why is the —90° phase shift necessary for the PSR 
sync? 

(D) At null, AI — 0. Derive an expression for V3 (dc) at null in terms of AC, C, and 
other system parameters. (V3 is the system output.) 


In Figure P6.16, a capacitive sensor is used to make a low-pass filter. The radian 
frequency of the sinusoidal source is made w = 1/(RC,), v.(t) = Vs sin(wt). 


R 
WN, © V2 
Vs A C,+AC 
3) 


(A) Give an expression for ¥2( ja) in time-constant form. 
Pp ve UJ 


(B) Find an expression for the transfer function’s magnitude sensitivity, lvl | 
1s & Yr Pac 
| 


: d\V2 
defined as aAC* 


(C) Find an expression for the transfer function’s phase sensitivity, cee defined as 
do 


dAC 


6.17 An ideal but noisy op-amp is used to condition the signal from a silicon 


FIGURE P6.17 Py at hv 


photoconductor (PC) light sensor. Resistor Rp is used to compensate for the 
photoconductor’s dark current, Ip. In the circuit, ena=3nV/ J/Hz, 
ing = 0.4pA/VHz, Rr = 10°Q, Rp = 2.3 x 10°Q and V = 10Vde. Since the light is 
chopped, the op-amp is followed by an (ideal) noiseless BPF with center frequency 
of f-=400 Hz, pass gain=1 and bandwidth B= 100 Hz. See Figure P6.17. 


-10V +10 V 
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(A) Derive an algebraic expression for, and calculate the numerical value of, the 
RMS noise output voltage, v,,, in the dark. Assume all resistors make thermal 
white noise and T = 27°C. 

(B) Give an expression for V,’ as a function of the photocurrent, Ip. What is the PC’s 
dc dark current. 

(C) The photocurrent may be shown to be given by Ip = Pin Vtp(iy + Mn)/ (Phv) A, 
where 1=0.01cm, hv =1.2eV t = 10-4s, (Mp + Un) = 1,800 cm?*/(Vs), 7 = 0.8. 
What photon power, P;, in watts must be absorbed by the PC in order that 
V,'=Von from part A)? Find the ratio of the Ip at this P, to Ip. 


6.18 A square pyroelectric sensor is used to sense square wave chopper LIR light. The 
chopping has a 50% (ON/OFF) duty cycle. The circuit is shown in Figure P6.18. The 


sensor is 3mm on a side and 10m thick. The specific heat is c = 2.5 x 10°J/m’ K. 
The pyroelectric constant is K, = 25 uC/m? K and © = 20°/W. 


Re= 10100 


Pata 


3mm 


FIGURE P6.18 


(A) Calculate the sensor’s thermal time constant, T},. 
(B) Find the P; value required to give a 1 V peak V, initially. 


(C) Assume the input square wave of peak height P; found in (B) and period of 2 ms 
is applied to the sensor for a long enough time for the system to be in the steady 
state. Sketch and dimension v,(f) in the steady state, showing the maxima and 
minima. 


6.19 A 1lb weight is suspended from a 0.005 in diameter wire. The unstrained resistance 
of the wire, R,, is 270, and its unstrained length is L,=36 in. The wire’s gauge 
factor, GF, is 3.2. 


(A) Calculate the psi tensile stress on the loaded wire. 
(B) Assume Young’s modulus is 3.2 x 10” psi. Find the strain on the wire, and AR. 


(C) Assume a Wheatstone bridge incorporates the wire as one arm. The other arm 
resistances = R,. The bridge is excited with 5 Vdc. Find V, due to the 1 1b load. 


6.20 The Lion circuit is used to condition the output of differential capacitor sensors. 
It is shown in Figure P6.20. If we assume that the diodes are ideal, the waveform 
at the v,’ node can be represented by: 


vi(t) = (Vs/2)[1 — exp(-t/t1) for Vs =+12V. 


v)(t) = (—VS/2)[1 — exp(—t/t2)] for Vs = —12V. 
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CeiKG C.+ AC 


= 


FIGURE P6.20 


where C; = C, — AC, Cp =Co + AC and 1 = C,R(3/2), t% = C2R(3B/2). Also, we 
assume that t; and t2 > T/2 of the input squarewave, v,(t). 


(A) Derive an algebraic expression for the average v,'(f) in the steady state. Let 
R=10°Q, C,=30 pk T= 10-°s, V>=12 Vpk. Evaluate the system's sensitivity 
in dc V/(AC/C,). 

(B) Use SPICE or MicroCap to simulate the Lion bridge output, v,'(t). Use a +12 V, 
100kHz squarewave input, 1N4148 diodes, let AC/C, = 10 pF/30 pF. Place a 
10 £F capacitor across the v,’ node to ground (this prevents register overflow, and 
does not affect the results of the simulation). Examine 5 cycles of the output. 


6.21 The RMS magnitude of a 60Hz magnetic field vector in a small volume of 
3-dimensional space is to be measured. Three, identical, orthogonal, Hall sensors are 
used, as shown in Figure P6.21A. The ac output voltage of each sensor is 
proportional to the perpendicular component of the B field through that sensor. 
For example, v4,(t) = KyBy(t) = Ky|B| sin(377t) sin(8). (The de current through each 
Hall sensor is not shown.) 


A 
9 Vux 
Vz x 
Zz Orthogonal 
Hall sensors 
B 


FIGURE P6.21 
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(A) Give expressions for vpz,(t) and v7,(#). 


(B) Consider the resolver circuit of Figure P6.21B. Derive an expression for v(t), 
03(t) and V4. 


6.22 An analog multiplier and a low-pass filter are used to demodulate the output 
of a LVDT length sensor, as shown in Figure P6.22. The excitation voltage is 
v,(t) = Vs sin(6283t). The output voltage is vo(t) = Ksx(t) sin(6283t — @). The low-pass 
filter has unity dc gain and removes all signals of carrier frequency and above from 
Vy Kt). 


a rr arr 


FIGURE P6.22 


(A) Derive an expression for v,(t). 


(B) Design a passive or active circuit that can be put in the v, line to make the 
reference phase agree with the phase shift in v,(t). The peak value of v,'(t) should 
remain the same. 


7 


Applications of Sensors to Physical Measurements 


7.1 Introduction 


In this chapter, we examine various means available to measure certain physical quan- 
tities. In Chapter 6, we have reviewed various transducer mechanisms underlying the 
measurement system function, such as changes in resistance. (Many physical quantities 
cause resistive changes, such as temperature, strain (caused by force or pressure), 
light intensity, humidity, etc.) Our purpose in this chapter is to examine the most 
commonly employed sensor types used to measure a given quantity, such as temperature. 
The quantities which we shall consider here are—acceleration, velocity and position 
(angular and rectilinear), temperature, pressure, force, torque, gyroscopic measure- 
ment of angular velocity and position, the GPS system, and an introduction to 
spectrophotometry. 


7.2 Measurement of Angular Acceleration, Velocity 
and Displacement 


There are many applications where it is important to know information about the attitude 
of a vehicle in inertial space. In the case of aircraft, instrumentation of the roll, pitch and 
yaw are critical for the design of robust, closed loop, fly-by-wire autopilots and flight 
stabilization systems. Similar knowledge is important for the control of high speed 
hydrofoils, hovercraft and submarines. Drone surveillance aircraft, guided missiles and 
‘smart’ bombs also require feedback on their roll, pitch and yaw to perform their tasks 
effectively. In addition to vehicle stabilization and guidance, measurement of angular 
acceleration, velocity and position are also important in the design of constrained 
mechanical systems which face variable loads and inputs, for example, automobile and 
truck suspension systems. 

In this chapter, we describe some of the common sensor systems used to measure 
angular acceleration, angular velocity and angular position. 


7.2.1 Angular Acceleration Measurement 


In this section, we describe several means by which angular acceleration can be 
measured. One is tempted to obtain angular acceleration by simply differentiating the 
output of a rate gyroscope. While theoretically correct, this procedure will generally 
result in poor resolution and a poor SNR, because the process of differentiation enhances 
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the noise present in the angular velocity signal. It is generally better to measure angular 
acceleration directly, as described below. 


7.2.1.1 Angular Acceleration Measurement with a Constrained Mechanical Gyro 


The inner gimbals of a mechanical gyro (Section 7.2.2 discusses the development of 
the linear ODEs describing the behavior of mechanical gyroscopes) is restrained by 
a stiff, piezoelectric twister crystal as shown in Figure 7.1A. We may assume 6 and 
6 are zero, and the torsional moment for the inner gimbals is given by the gyro 
equation, 7.26a, as: 


My = —H,¢ (7.1) 


Piezo xtal 
twister 


7 
il 


Torsion spring 


Platform 


B Xtal equivalent ckt. 


FIGURE 7.1 
A. Simple mechanical gyroscope with restrained gimbal. Gimbal torque is proportional to the input 
angular velocity, ¢. A piezoelectic ‘twister’ transducer senses the gimbal torque. B. Equivalent circuit of 
a piezoelectric transducer at mechanical frequencies well below the transducer’s mechanical resonance 
frequency. 
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The twister piezoelectric transducer has an equivalent circuit given by Figure 7.1B 
at mechanical frequencies well below its mechanical resonance frequency. A net charge 
is displaced by the mechanical torque, q= Mod, (d is a constant). Current is simply the 
rate of flow of charge, so the equivalent current source in the model for the transducer 


is i, = —H,@d and the output voltage of the transducer is: 
H,R,d®(s) 
V,(s) = ———_— 7.2 
OCR FD me 


Thus, the steady state output of the transducer is proportional to the angular acceleration 
of the gyro around the ¢ axis. If a charge amplifier is used (Section 2.6), the time constant 
in the output transfer function becomes CrR,, the feedback C and R of the charge 
amplifier. A far simpler means of measuring is shown below. 


7.2.1.2 Simple Inertia Wheel-Spring-Dashpot Angular Accelerometer 


Figure 7.2 illustrates a simple inertia wheel angular accelerometer in which the output 
voltage is proportional to the relative position of the wheel in the case, given by: 


Vo = Ko(or — $c) (7.3) 


Relative 
position 


V,« (ta- 0) GY 


Y 
Syms 


! 
FIGURE 7.2 

Two views of an inertia wheel angular accelerometer. A. Top view. Wheel position in the case can be 
sensed photooptically, or by a potentiometer. The inertia wheel is restrained by a helical spring. B. Side sectional 
view. 
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The torque equation is: 


]@R + Biber — bc) + Ks(br — $c) = 0 (7.4) 


Here, B is the viscous friction between the wheel and the case and K, is the torsion 
spring constant. If we Laplace transform the ODE of equation 7.4 and solve for dr, then 
substitute into the expression for V,, we obtain 


Vi KJ, / K, 


bz 9) = 2I/K + sB/K 41 


(7.5) 


Thus, the steady state output of this simple angular accelerometer is V, = bcKoJ /Ks. 
Such an accelerometer should be well damped so that the rotor wheel will not oscillate. 
The accelerometer’s damping factor is easily seen to be ¢=B/(2,/JK;) and should 
adjusted to about 0.5 by manipulating B, to obtain a rapid transient response without 
excessive overshoots. The natural frequency of this accelerometer is w, = \/K;/Jr/s. 
Thus, extending the accelerometer’s bandwidth decreases its sensitivity, a good example 
of a gain bandwidth trade-off. To see how it is possible to maintain high sensitivity and 
bandwidth, we will examine an active accelerometer design. 


7.2.1.3 A Servo Angular Accelerometer 


In this design, shown in Figure 7.3, a torque motor is used as an active spring. The torque 
motor has a flat torque speed characteristic over most of its speed range, the torque being 


Torque 
motor 


Input axis 


Relative position sensor 


Vo = (¢- 9p) 


FIGURE 7.3 
Side section through a servo angular accelerometer. The torque motor current, Ij, may be shown to be 
proportional to the angular acceleration. Gj, = transconductance amplifier, Kp, K, = gains. 


Applications of Sensors to Physical Measurements 347 


proportional to the motor’s input current, Ij. The accelerometer output voltage is 
made proportional to Ijy. The torque balance equation for the servo accelerometer is: 


Ta = KrIm = Jr + B(r — ¢c) (7.6) 
Also, we have: 
Vo = Kp($c — $r) (7.7) 
Im = GmV2 (7.8) 
V, = Kolm (7.9) 


Combining the equations above, it can be shown that: 


= Ko/Kr 
~ 8?J/(KrKpGm) + sB/(KrKpGy) + 1 


Vo 
3,0) 


(7.10) 
Now the natural frequency governing the high frequency response is set by the electri- 
cal parameters Ky, Kp and Gy. In this design, Ko can be made large to compensate for 
a high Ky, thus preserving sensitivity and bandwidth. 


7.2.2 Angular Velocity Measurement with Mechanical Gyroscopes 


The angular velocity of vehicles, such as that associated with the roll, pitch or yaw rate 
of aircraft, missiles, boats, submarines or spacecraft needs to be measured in order to 
control vehicle attitude in inertial space, and in the case of certain modern hypersonic 
aircraft, stabilize their flight under all conditions. The principal means of sensing angular 
velocity is by rate gyro. A rate gyro can use the traditional electromechanical spinning 
rotor, or be opto-electronic, using the Sagnac effect, introduced in Section 6.12.2, or use 
a variety of novel mechanisms, including an air jet, vibrating tuning fork, or a vibrating 
mass or inertia wheel. In this section, we will first discuss conventional mechanical 
gyroscopes and then describe the design and sensitivity limitations of fiber optic, Sagnac 
effect gyros. 

The innards of a conventional, 2-gimbal, mechanical gyroscope are illustrated in 
Figure 7.4. The rotor is spun electrically at a high, constant angular velocity, typically as 
high as 24,000 RPM for 400 Hz excitation. The rotor is held in an inner frame, or gimbal, 
which is in turn suspended inside an outer gimbal. In early (e.g. 1950s), gyroscopes used 
in autopilots, etc., the angle between the inner and outer gimbals, 6, was sensed by a wiper 
on a wire wound resistor potentiometer. Resolution, therefore, was limited by the 
diameter of the resistance wire vs the area of the wiper. In our analysis which follows, 
we will assume infinite resolution in sensing the gyro tilt angle, 0. 

Referring to Figure 7.4, we will define ¢ as the input angle. If the rotor is spinning in 
the direction shown with angular velocity wha positive (CCW) increase in ¢ will result in 
the gyroscopic effect of having the inner gimbals and rotor tip up to the right, giving 
a @>0 (CCW rotation). The detailed analysis of the namics of a mechanical gyro results in 
three coupled, highly nonlinear differential equations. Analysis proceeds smoothly if we 
define three, mutually orthogonal coordinates for the gyro system. These are in fact, the 
angular momentum axes of the rotor and inner gimbals. H, is the angular momentum 
vector component perpendicular to the rotor spin axis and the plane of the inner gimbals. 
H, is the angular momentum vector of the inner gimbals and rotor as they pivot on 
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FIGURE 7.4 
Schematic diagram of a two gimbal, mechanical gyroscope. The input angle, ¢, is a CCW rotation of the outer 
gimbal around the z axis. 


the outer gimbals. Hz is in the plane of the inner gimbals and is perpendicular to the rotor 
spin axis and Hy. H; is the angular momentum vector of the rotor, along the rotor axis 
and perpendicular to the other two momentum vectors. The direction of the angular 
momentum vectors is given by the right hand rule—the fingers curl in the direction 
of rotation and the thumb points in the vector direction. 

The best way to describe the dynamics of a mechanical gyroscope is by the Euler- 
Lagrange equations [Aseltine, 1958; Cannon, 1967]. These equations can be derived from 
Newton’s laws and provide a general means of describing the motion of complex 
mechanical systems having rotating or fixed coordinate systems. The Lagrange equations 
are of the form: 


EB a = Mi, J=1,2,3,...N (7.11) 


ai ay] ~ aj 
where U is the total kinetic energy (KE) of the system, x; is the jth general coordinate, and 


M, is the jth generalized reaction force or torque. The differential work done in causing 
a small change in the coordinates can be written as: 


dW = M,0x; j= 1,2,3,...N (7.12) 
eo bei J 
j 


In the case of the gyroscope shown in Figure 7.4, x; will be taken as the rotor angle, w, x2 
is defined as the inner gimbals’ angle, 6 and x3 is the input angle, ¢ The total kinetic 
energy of the gyro is the sum of the KEs associated with each orthogonal coordinate 
and can be written as: 


U = (1/2)flw + dsin(@P + (1/2h + 1/2)fild cos(o)P (7.13) 
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Here, J, is the moment of inertia of the rotor around its spin axis and J; is the moment 
of inertia of the rotor and inner gimbals around the axes normal to the spin axis. 

From equation 7.11, we can write the first nonlinear ODE for the system. Consider 
j=1,s0 x; = w. Thus it is easy to show that: 


aul 
at =o (7.14) 

a= hi Jdsin() (7.15) 

< EA = J, + J.bsin(6) + J.66cos(4) (7.16) 


Hence the Lagrange equation for the gyro rotor spin axis is: 
My =Jlw + ¢ sin() + ¢6 cos(6)] (7.17) 
The rotor friction moment, My, is usually taken as zero. The rotor is run at constant 


(synchronous) velocity, so that y= 0. Now, the second Lagrange equation is for x. = 0 
the inner gimbals’ angle. In this case, we have: 


a = J, cos(6) + J,¢* sin(9) cos(6) — J,¢? cos(6) sin() (7.18) 
au 
=f 10 (7.19) 
d [au r 
¢ EA — 1,6 (7.20) 


Hence, the Lagrange equation for the 6 coordinate is: 
Mp = 16 — J, cos() — J-67(cos 6) + J1¢* cos(6) sin(@) (721) 


The third Lagrange equation is written for x3 = ¢, the input angle. 


ou 
ab 0 (7.22) 
ee -_ ae 
a Jw sin(6) + J,¢ sin’ (0) + Jig cos*(0) (7.23) 
< | = J, Wsin(6) + J,W 6 cos() + J-¢ sin(6) 


+ 2], 6 sin(9) cos(6) — 2J;¢ 6 cos(6) sin(@) + J:¢ cos?(@) (7.24) 
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The Lagrange equation for ¢ is just: 


d [aul 
o=q EA (7.25) 


To linearize the gyro ODEs, equations 7.21 and 7.25, we note again that v = 0 and we 
assume that the system operation is such that |6|<15°, so that sin(@) © 6 in radians. Also, 
cos(#)¥1 and the terms containing products of the numerically small quantities, 
d, d, Gand 6 are negligible. Under these approximations, we finally obtain the two 
simultaneous, linear ODEs which approximately describe the dynamic behavior of 
the gyro. 


My = 16 —H,@ (7.26a) 


My =H,6+)i¢d (7.26b) 


H, is the angular momentum of the rapidly spinning rotor, Jib. 

Under most conditions, the outer gimbals’ angle, ¢, is considered to be a rotation of 
the vehicle about a principal axis, such as its roll axis. The response of the roll gyro having 
its outer gimbals’ axis pointing in the direction of the roll axis is considered to be the 
inner gimbals’ angle, 6, or in some cases, the torque, My. The linear gyro differential 
equations above can be Laplace transformed and written as: 


M6(s) = Jis2@(s) — H,s®(s) (7.27) 


M,4(s) = H,s Q(s) + Jus? ®(s) (7.27b) 


We shall use these linear equations to describe the dynamics of the rate gyro, and later, 
the behavior of the rate integrating gyro (RIG). 


7.2.2.1. The Mechanical Rate Gyro 


In the one-gimbal mechanical rate gyro, the gimbal’s motion is restrained by a spring 
with torque constant, K,, and a viscous damper (dashpot) with rate constant B, as shown 
in Figure 7.5. In this gyro, we have dispensed with the outer gimbal and assume that 
the gyro base rotates an angle ¢ as shown, around the input (z) axis. The rotor gimbal’s 
moment is thus given by: 


Mo = —O(s)[Bs + Kz] (7.28) 
The gyro equations can now be written as: 


0 = (s)[s7j; + 5B + Ks] — H,s®(s) (7.29a) 


Mg = @(s)sH, + Jis’®(S) (7.29b) 
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FIGURE 7.5 
Schematic diagram of a one gimbal, mechanical, rate gyro. In the steady state, the gimbal angle, 6 = @H,/Ks. 


Using Cramer’s rule, we can solve equations 7.29a and b for the relationship between 
6 and ¢. 


0 —sH, 
(e) (= Ms 3h = MgsH, _ sH,/K;s (7.30) 
ob" |s*4J;+sB+K, 0 | ~ Mg(s2J1 +sB+Ks)  s2J1/K;+sB/K, +1 
sH, M 


This transfer function is easily seen to be a relation between the gimbal’s tilt angle, 0, 
and the angular velocity of the gyro around the input axis, ¢: 


(e) A, /Ks 


© = 2K + sB/K +1 23) 
For a constant velocity input, 
H(s) = g,/s (7.32) 
and the output angle is given by: 
h, H, K; 
@(s) $o(H;/Ks) (7.33) 


~ s(s2/1/K; + sB/K; + 1) 


In the time domain, the response @(t) is shown in Figure 7.6. It is a classic second 
order, low-pass system step response, with steady state value, 6s5 = ¢,H;/K,. Thus, in 
response to a constant angular velocity input, the rate gyro rotor tips a steady state angle, 
Oss. 8 can be measured by a low friction potentiometer wiper or by a frictionless optical 
coding disk. 
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FIGURE 7.6 
Second order response of the rate gyro to 
a step input of angular velocity, 
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FIGURE 7.7 
A constrained gimbal rate gyro. The gimbal torque is measured by a strain gauge, and is proportional to ¢. 
Compare this system to the constrained gyro angular accelerometer shown in Figure 7.1. 


Another approach to rate gyro design is shown in Figure 7.7. Here, the rotor gimbal is 
constrained not to rotate by a very stiff torsion spring. The spring has strain gauges 
cemented to it, arranged so that the torque exerted on the spring produces an output 
voltage. Refer to the linearized gyro equations, equations 7.27a and b. For practical 
purposes, we assume that, 6=6=0. Thus equation 7.27a reduces to: 


M(s) = —Hys ®(s) (7.34) 
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Hence, the output of the strain gauge bridge attached to the torsion spring can be 
written as: 


vo(t) = Karp (7.35) 


Thus, we see that the rotor gimbal does not need to move appreciably in order to sense 
the ¢. Note that the ¢ term is multiplied by a cos(f) term in the relations above when 
the gyro is rotated around some axis at an angle f with the input or z axis. 


7.2.2.2 Sagnac Effect Fiber Optic Gyroscopes 


In Section 6.9.2, we derived the relation for interference fringe shifts as a function 
of rotation rate for a Sagnac interferometer. The fractional fringe shift, Az, (generally 
measured electro-optically) was shown to be related to the input rotation rate by 
equation 6.174. When we include the cosine term for off-axis rotation, the relation for 
Az becomes: 


Az = ¢cos(f)[4A/c/] (7.36) 


Equation 7.36 above describes the fractional fringe shift for a single optical circuit. 
Sensitivity of the Sagnac gyroscope can be increased by increasing the number of optical 
circuits—a convenient way of doing this is by using multiple turns of an optical 
fiber waveguide. A simple FO gyro is shown schematically in Figure 7.8. Since N turns of 
FO cable are used, the fringe shift equation is easily seen to become: 


Az = ¢cos(B)[4N A/cA] = @cos(B)[2(N22R)r/cA] = ¢ cos(f)[2LFR/c/] (7.37) 


where R is the radius of the FO coils, N is the number of turns, c is the speed of light 
on the optical fiber, 2 is the wavelength of the light and Lr is the total linear length of 
the FO cable used. Practical considerations concerning the SNR limit the maximum 
number of turns used, or Lr. Light intensity from the laser or laser diode source is 
attenuated by the optical fiber as a function of path length. This attenuation is given by the 
well known relation, 


P, = P;10-“F (7.38) 


Interference 
fringe intensity 
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FIGURE 7.8 
A simple, Sagnac effect, dc, fiber optic gyroscope. 
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Here, a is the attenuation constant, which is wavelength and fiber dependent, 
P; is the input power in watts, P, is the output power and Lr is the length of the 
fiber. The noise associated with the photodetector used to sense fringe shifts may 
be expressed in terms of an RMS uncertainty in the fringe shift, Azrys. This noise is 
given by: 


In h 
Azems = (1/22) pV B = (1/2m) pies (7.39) 


Hence, the fringe shift RMS SNR can be written as: 


Az (2LcR/cA) _, 4aRVP; 


AzRMS < (1/27),./(hvB/n)P;10-eLF 7 A hBa 


SNR (Lp10-°L?) (7.40) 


where ht is Planck’s constant, v is the frequency of the light in Hz, B is the Hz noise 
bandwidth and 7 is the photodetector’s quantum efficiency (typically 1/2). Regardless of 
¢, the SNR has a maximum with respect to Le This optimum Lr can be found 
by differentiating the right hand term in parentheses in equation 7.40 with respect to Lr 
and then setting the derivative equal to zero. This procedure yields: 


Lropr) = = (2/a)(0.4343) (7.41) 


2 
a In(10) 
The optimum number of turns, Nopr, can be found from: 
Nopr = INT[Lropr)/22R] = INT[0.13824/(aR)] (7.42) 


Other embodiments of the Sagnac FO gyro have been developed to improve resolution 
by allowing more precise measurement of the fringe shift, and the carrier operation to 
avoid 1/f noise associated with dc and low frequency measurements. By introducing 
ac modulation of the light phase traversing the FO coil, the intensity of the interference 
fringes is also ac modulated, and fringe shift detection can be made more precise and 
noise free because photosensor outputs can be amplified out of the range of amplifier 
1/f noise. The use of integrated coherent optical systems and single mode, polari- 
zation preserving optical fibers with attenuations (a) of less than 5 dB/km have permitted 
the design of Sagnac FO gyros with noise limited sensitivities of > 107 degrees/hr using 
a 1Hz noise bandwidth centered at the modulating frequency (10-7 degrees/hr is 
5.56 x 10° degrees/s). By way of contrast, the earth’s rotation rate is 4.167 x 10° degrees/s. 
Hence a FO gyro, with its input axis pointing north, can easily measure the earth’s axial 
spin. Sagnac fiber optic gyros are the most sensitive angular rate sensors which have been 
developed. 


7.2.2.3 The Vibrating Mass Rate Gyro 


The first design we will consider is the single mass, vibrating mass rate gyro (VMRG). 
A schematic (top and side view) of the VMRG is shown in Figure 7.9. This particular 
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FIGURE 7.9 
Top and side views of a vibrating mass rate gyro. 


design is interesting because: 


1. It illustrates the generality of the Lagrange method for analyzing complex 
electromechanical systems 


2. By extending the single torsional, vibrating mass gyro to a paired structure in 
which the masses vibrate 180° out of phase, we can examine a crude model of the 
tuning fork rate gyro 


3. The single VMRG forms a model of an ancient, biological rotational rate sensor 
system which evolved millions of years ago and acts to stabilize the flight of 
dipteran insects (flies, mosquitos). 


Prehistoric insects had four wings like present day dragonflies. In the process of 
evolution, short bodied dipteran flies had their hind wings evolve into two (bilateral) 
organs known as halteres. A haltere has an inverted tenpin shaped structure, which is 
attached and pivoted at its small end from the insect’s body below and behind each wing. 
It is basically a mass at the end of a rod which vibrates in one plane at the wing beat 
frequency when the insect is flying. Flies have many mechanoreceptor neurons in 
the elastic cuticle at the base of each haltere, which evidently sense strains in the cuticle 
resulting from the rotation rate induced gyro moments. The complex manner in which 
this sensory neural information is processed and used to control the flight of flies and 
mosquitoes remains to be described. However, we do know that if both halteres are 
removed, a fly is no longer capable of controlled flight. 
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To derive a mathematical description for the torques at the base of the vibra- 
ting mass, we use the well-known LaGrange method [Cannon, 1967] which is based on 
Newtonian mechanics. For a complex mechanical system we can write N equations of 
the form: 


d (aL OL 


where gq, is the kth, independent coordinate. The q, can be rotational or translational. 
M, is the kth moment (torque) if rotational dynamics are considered, or the kth force 
if the dynamics involve linear translation. T is the total kinetic energy of the system and 
U is the total potential energy of the system; L=T—U. L is called the system’s 
‘LaGrangian function’ [Cannon, 1967]. 

Consider Figure 7.9 in which the linear flight velocity vector of a fly is along the x axis, 
and for simplicity, let the mass (haltere) vibrate only in the xz plane. In this example, the 
independent coordinates are 6, the angle of the vibrating mass in the xz plane with the 
z axis and ¢, the input rotation around the z axis (yaw left is shown). The system’s 
potential energy is U = (1/2)K,6*J. Ke is the spring constant of the torsion spring that 
restores the resting mass to align with the z axis. A torque motor (muscles) (not shown) 
keeps the mass vibrating sinusoidally in the xz plane, so that 0(f) = 0, Sin(@nt). There are 
two components to the system’s kinetic energy: 


T = (1/2)fo? + (1/2)M(r6)? (7.44) 


Here, J, is the moment of inertia of the mass on the end of a rod of length R (haltere). 
It is well-known that J,=MR?. r is the projection of R in the xy plane. r= Rsin(@). 
(r@) is the tangential velocity of the mass M in the xy plane due to the input rotation 
rate, ¢. Thus, the system’s Lagrangian is: 


L = (1/2)Jo8? + (1/2)M(r $)° — (1/2)K6* 


(7.45) 
= (1/2)Jo6” + (1/2)MR7(1/2)[1 — cos(20)]¢* — (1/2) Ko? 
And we have: 
aL ; 
a —(1/2)MR?(1/2)[—2 sin(20)]¢* — KO = (1/2)MR? sin(26)¢* — Ky6 (7.46) 
aL 
ri ],0 (7.47) 
d /aL ' 
ai (5) = J,6 (7.48) 


Hence, Mg = Jo6 + Ke — (1/2)MR? sin(26) ¢ is the torque required to be produced by 
the muscles to maintain the haltere in simple harmonic motion. 
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Our interest is in the (instantaneous) torque around the pivot in the xy plane, My, due 
to the input pitch angular velocity, @. We can write: 


aL 
36 = 0 (7.49) 
oi = M?¢ = MR’ sin*(6)¢ = MR*¢(1/2)[1 — cos(26)] (7.50) 
d /aL wilt pe swe 5, 
a (;;) = MR*$(1/2) — MR? (1/2) cos(20) + MR*¢ 6 sin(26) (7.51) 
Thus, 
Mg = 6(1/2)MR? — 6(1/2)MR? cos(26) + (1/2)MR*$ 6 sin(26) (7.52) 


Since |26,;|>>10° in the haltere system, we cannot use the approximations sin(26) ~ 20 
and sin?(6) 6°. The My moment can be written: 


Mg = @(1/2)MR? — (1/2)MR? cos[20n Sin(@mnt)] 
(7.53) 
+ G(1/2)MR76 nn COS(Wmf) Sin[2O,, SiN(@nt)] 


Thus the My moment lies in the xy plane and contains a dc term proportional to ¢ and 
also double frequency terms in ¢ and ¢. The desired angular velocity term is larger by 
an amount @,,, which can be © 900r/s in mosquitoes. 

Note that if a haltere were mounted so that it vibrated in the animal’s xy plane, then 
it would appear to be responsive to angular acceleration and angular velocity due to 
roll and pitch. 

We now look at a gyro with Two, 180° Out of Phase Vibrating Masses. Figure 7.10 
illustrates a side and top view of a haltere type VMRG with two, symmetrically vibrating 
masses. It can be easily shown that the second harmonic torque around the two combined 
pivots adds in phase for the two masses and twice the second harmonic Mg is generated. 
A second advantage of this geometry is that the out-of-phase vibrations cancel the 
reaction forces in the x direction. By analogy, a tuning fork, whose arms are vibrating 180° 
out of phase, will experience a second harmonic torque around its handle when rotated 
around the handle axis at angular velocity, @. Such a tuning fork design is the basis for 
the SystronDonner Gyrochip Be angular rate sensor. 


7.2.2.4 The Humphrey Air Jet Gyro 


This interesting angular rate sensor does not use a vibrating or rotating mass. However, 
its operation can be heuristically described in terms of simple Newtonian mechanics 
and the Coriolis effect. Its operation makes use of the fact that once a mass is in linear 
motion, it will continue to move in a straight line at constant velocity unless acted on by 
an external force. The geometry of the air jet gyro is shown schematically in Figure 7.11. 
For simplicity in the analysis, we will consider a single gas molecule mass and 
neglect its interactions with other gas molecules in the stream of gas emitted from the 
venturi, and with the sides of the chamber. The gas is forced through the venturi by a 
novel piezoelectric gas pump. 
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FIGURE 7.10 
Top and side views of a two-mass, vibrating mass i 
rate gyro. The masses vibrate at the same frequency, 
but 180° out of phase. ; 
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FIGURE 7.11 
Top schematic view of a Humphrey air jet (Coriolis) gyro. 


Assume a molecule leaves the nozzle at t=0 with velocity V, in the y direction. If the 
input rotation rate, ¢, is zero, the molecule will arrive at a point P midway between 
the hot wire sensors after T=L/V, seconds, assuming the velocity remains constant. 
L is the distance from the nozzle mouth to point P. Now if the input rotation is in the 
direction shown, the gyro’s hot wires, which are used to sense the air jet’s mean velocity, 
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will have rotated CCW by an angle, 0= $T = oL/ V, radians. The distance along the 
circumference of the circle of radius L is 6 = LO = L?¢/ Vyo meters. Thus the gas molecule 
will strike more toward the lower hot wire instead of at P. The displacement of the 
molecule perpendicular to Vy, is called the Coriolis effect. 

The distribution of gas molecule velocities in the jet of gas in the gyro is assumed to 
be modeled by a Gaussian distribution in angle at radius L. That is, at distance L, 
assuming zero angular velocity: 


v,(L, 6,6 = 0) = V, exp[—6?/207] (7.54) 
Thus, at P(6=0),v, = V,. Assume that the hot wire velocity probes are separated 


by an angle of +0, around point P. Thus the lower wire at 6 = —6, will see a gas 
velocity of: 


Vy(—Op, o = 0) = Vyo exp[—(—60)° /(207)] (7.55) 


The upper wire also sees a velocity of: 
Dy (B, 6 = 0) = Vyp expl—(+6)?/(20?)] (7.56) 


Now if d > 0, the Coriolis effect will deflect the center of the jet by an angle 64 = L¢/ Vyo- 
Now the gas velocity at the lower hot wire is: 


Vy(—O.0, 9) = Vyo expl—(—8w + L/Vy)" /(20°)] (lower wire) (7.57) 


The gas velocity at the upper wire is lower than at the lower wire, therefore it is hotter 
and has a higher resistance. 


Vy(+O.0, 0) = Vyo exp[—(+6 + LG/Vy)° /(207)] (upperwire) (7.58) 
Let us now indulge in some approximations to linearize the system. We will use 


the approximation, e*” ~ 1 + y, for lyv< 1| Assume that 62, >> 20Ld/ V,> L?¢?/ Vi: Also, 
assume L7¢*/ Vi <1. Thus, the gas velocity at the lower wire is: 


Vy(—O.0, 0) = Vy exp[—O, — 26.0LG/Vy + L2¢°/V;)/ (207) = Vy exp[-6,/(207) + OoLb/(Vyo7)] 


= V, exp[—6%,/(207)] exp[6.L¢/(Vyo")] = Vy exp[—6%,/(207)][1 + 60L.6/(Vyo7) 
(7.59) 


Using the same development, we find that the gas velocity at the lower probe is: 
Oy(+6.,) & Vy expl—E,/(20?)]1 — GvLb/(Vyo?)] (7.60) 


We now turn our attention to the circuit that provides the differential output from the 
hot wire anemometers in the Humphrey angular rate sensor. As you will see in 
Section 7.3.2.1, hot wire or hot film anemometers (HWAs) are widely used to measure 
gas velocity in a variety of applications, including subsonic vehicle aerodynamics, as 
well as heating and ventilating system design. The theory behind the HWA is simple. 
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When a wire is heated, its resistance increases. Also, when moving gas is directed 
at the wire, heat is removed, its temperature drops, and its resistance decreases. 
These phenomena can be described mathematically. The resistance increase can be 
modeled by: 


R(AT) = R,[1 + @AT] abv1(7.61) 


Here R, is the wire’s resistance at reference temperature, T,, AT is the temperature 
difference of the wire above the reference temperature caused by electrical (I’R) heating, 
and a is the wire’s alpha tempco (a is material and temperature dependent). AT can be 
modeled by: 


AT = PO abv2(7.62) 


where P is the average electrical power dissipated in the wire (P= 1,7R) in watts and @ is 
the thermal resistance of the wire in °C/watt. © depends on the wire’s geometry (shape, 
length, diameter, etc., and the heat conductivity and heat capacity of the gas surround- 
ing the hot wire) and also on whether the gas surrounding the wire is moving or 
not. In moving gas, it has been found that: 


OY 0, — BYv abv3(7.63) 
Here, ©, is the thermal resistance in still gas, 6 is a non-negative constant and v is the gas 
velocity at the wire. Using relations 7.61—-63, we can solve for R(v): 
Ro 
1 —al?R,[@, — BYo 
Now, refer to the schematic shown in Figure 7.12. Each of the hot wires is heated by 


a de current source, I,. The voltage across each hot wire is simply I,R(v). Thus, the voltage 
across the top wire can be written as: 


R(v) = Q (7.64) 


I,Ro — ToRo/( — aF2Ro®) 
i all 0 y Wr 
(1 — al?R,©) + al}RoBy/Vy(+8,6) 1 + Seb eed) 


Vi2 I,Ro 1 ol Roby (+600, ), 
+ = 


(1 — aFR,0) (1 — al2R,0) 


Vi= 


(7.65) 


FIGURE 7.12 
Simplified schematic of the hot-wire anemometers 
used in the air jet gyro. Gas flow 


Vy(+Oy @) V(-Oy #) 


Applications of Sensors to Physical Measurements 361 


Using a similar calculation, we find: 


‘ : 
Vie I,Ro al, RoB 0y(—F 0, ?) (7.66) 
(1 — al?R,©) (1 — aI?R,0) 
In the above calculations, we have assumed that: 
al2RoB,/v,(£00, d 
fe ey (7.67) 


(1 — al2R,0) 


and have used the approximation: 1/(1 + ¢) & 1 — «. Next, we use the binomial theorem 
to write V1 + ¢ 21+ ¢/2. This latter relation is applied to equations 7.65 and 7.66. 


[vy + (+60, ) & V vy exp[—62,/(202)][1 + G0L.¢/(V,20)] (7.68) 


When equation labelled Abv is substituted into the approximations for V, and V_, V, 
can be found from: 


_KalR2aB(GwL/V yo?) V; expl—03 /207 
VER AV So ee NGO ee (7.69) 
(1 — al2R,®,) 


Thus, it appears that within the bounds of the inequality assumptions made above, 
the steady state differential output of the pair of hot wire anemometers is proportional to 
the input rotation rate, ¢. It should be noted that there are more sophisticated means 
of processing the outputs of HWAs. One such means, used for large signal changes, 
is to remove the /v proportionality by squaring. Another means uses feedback to 
automatically increase the I, through the HWA to compensate for an increase in /¥, 
thus forcing the HWA resistance to remain constant at R(v=0). 

The Humphrey angular rate sensor has a built-in transport lag in its transfer function. 
This is simply the average time it takes a gas molecule to travel from the venturi nozzle 
to point P. In one Humphrey rate sensor, L=0.4in and V, = 80 in/s. Thus, T=5ms, 
the transport lag. If a step input of angular velocity is given at t=O, it takes 5ms before 
the sensor responds. What will the steady state output voltage be if the same angular rate 
sensor is given a 200 Hz sinusoidal input? That is, P(t) = b sin(272008). It appears that 
the Humphrey rate sensor has a response bandwidth of ca. 0-25 Hz, which is adequate 
for application in most vehicles (subsonic aircraft, boats, submarines, etc.). 


7.2.2.5 Oscillating Disk Rate Gyro 


A micromachined, oscillating disk, rate gyro was developed at UC Berkeley by T. Juneau 
for his PhD research [Juneau and Pisano, 1996; Juneau, Pisano and Smith, 1997]. Figure 7.13 
illustrates the basic geometry of this angular rate sensor. In this first example, consider 
that a thin disk is suspended on two torsion springs along the z axis. The disk is caused to 
oscillate at its resonant frequency, @,,, around its spin (z) axis with a low amplitude, 
sinusoidal motion. One of 12 electrostatic ‘motors’ arranged around the circumference 
of the disk is shown at ‘2 o'clock’ in Figure 7.14A. Electrostatic attraction/repulsion 
between each electrode fixed to the disk and the stationary drive electrodes is used to 
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FIGURE 7.13 x 
Simplified side view of a micromachined, 
oscillating disk rate gyro. 
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A. Top view of an oscillating disk rate gyro mass wheel. One of 12 electrostatic ‘motors’ is shown in 
the ‘2-o’clock’ position on the disk edge. Four fixed capacitor plates are positioned under the disk to mea- 
sure disk tilt due to gyro action. B. Side view of the oscillating disk gyro, showing disk tilt and the capacitor 
plates. 
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generate a periodic torque which maintains a constant amplitude disk oscillation around 
the z axis. The mechanical resonant frequency of the disk is: 


Om = ¥ Ky/Jor/s (7.70) 


where Ky is the torsional spring constant of the disk and J, is its moment of inertia. 
The induced oscillation can be modeled by: 


W(t) = Vy, sin(@nt) G70) 
Hence, 
W(t) = Onn COS(Wnt) (7.72) 
and 
W(t) = —2, Win Sin(@mt) (7.73) 


The disk oscillation is of the order of 400 Hz. 

It is observed that if the disk is rotated CCW at a constant velocity about its input 
(y) axis, a torque will be developed that tries to tilt the disk spin (z) axis up in the zy plane. 
This tilt, 6, due to the torque can be measured to sense @. 

The following mathematical development using the Lagrange equations illustrates 
how the oscillating disk rate gyro works: The total kinetic energy, T, of the oscillating 
disk is: 


T= ; Jol ¥ + bsin(6)] + ; Ii[@ + 6? cos?(6)] J (7.74) 


Note that J, is the moment of inertia of the disk around the z (spin) axis and J; is its 
moment of inertia around the x and the y axes. The potential energy of the disk, U, is 
stored in the torsion springs on the z axis and the spring that restrains the tilt 6 in the 
yz plane. 


1 1 
U = —KyW? += Ko? (7.75) 
2 3 
Now the Lagrangian function for the system is L=T—U: 
Tess e eats, 1 
L = Jol W° + 20 sin(6) + &° sin*(6)] +5 h[% + g° cos*(6)] — 5 [Kw + Ky] (7.76) 


There are three Lagrangian coordinates (q;,) for the disk gyro: 
g1 = W: Rotor / on the spin axis 
qz = 6: Rotor tilt 2 6 in yz plane 
q3 = ¢: Input Z around y axis 


1. For q; = U 
ba — Ky (7.7a) 
aL oh i 
ie Jol Y + bsin(6)] (7.77b) 
9 (aL ae. oF oo 
° (=) = ],[b + dsin() + ¢6cos(6)] (7.76) 
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Now the torque around the spin (z) axis is given by: 


a/aL\ aL 
-~(=)-—=mMm 7.78 
at (3) wo ee) 


We assume that the disk tilt is restrained by a very stiff spring, so that 6 > 0 and 6 0. 
Thus, the torque required to oscillate the disk at constant amplitude is: 


My = Jo¥ = Ky (7.79) 
2. For q2 =0 
Eee On ee Sp cota de tl ile Te este 
30 5/0 [206 cos(6) + —¢*(—2 sin(26)) 5 + ahh 5 (—2 sin(20) — Ko0 
(7.80a) 
= Joo cos(9) + sled sin(26) — sh sin(20) — KoA 
aL 
so (7.80b) 
0 faL 
at (5) = (7.80c) 
Thus, 
0 (OL IF xe ; 
aaa: (5) i = —JoWb + Keb = —dfolom¥m COS(@mt)] + KoA (7.81) 


Equation 7.81 is an expression for the torque on the tilt axis (i.e. the output torque). Mg 
lies in the yz plane. Finally, we examine the torque around the third (input or y) axis: 
3. 93 = ) 


—=0 (7.82a) 


3 = J, sin(6) + hos [1 — cos(26)] + hos [1 + cos(26)] (7.82b) 


a (aL oe Tie: Me Tes aes * eit ee 
at (55) = J,WVsin(6) + alo - zo cos(20) + zoo 62 sin(26) + ale + a cos(26) aes 
82c 


ds 3 
= hie 62 sin(26) 
Now, assuming @ > 0 and 6 — 0, the expression for the input torque reduces to: 


Mg = e (5) oP he (7.83) 
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Note that the rotation rate of Juneau's oscillating disk gyro can be sensed around the 
x axis as well as the y axis. When the x axis is the input axis, because of symmetry, the 
disk experiences a torque in the xz plane. Figure 7.14B illustrates schematically how 
the Juneau gyro is suspended, and how the small disk tilt is sensed. From equation 7.81, 
we find: 


- b Jom Yin COS(@mnt) 


0 
Ky 


(7.84) 


Ky is the stiffness (torsional spring constant) of the four radial suspension springs in 
the yz plane in Nm/radian. The actual small angular tilt, 0, is sensed by measuring the 
change in capacitance using two pairs of capacitor plates located under the disk—the 
plates of a pair are opposite each other. Each pair of plates can be connected to a DeSauty 
bridge type circuit (the DeSauty bridge was described in Section 5.5.1.4). Note from 
equation 7.84 that 0 « @and AC « @and therefore, after phase sensitive demodulation of 
the bridge output, V, « ¢. Two orthogonal pairs of capacitor plates are required to 
resolve both disk tilt 6 due to rotation ¢ around the y axis, but also orthogonal disk tilt 
due to rotation @ around the x axis (not shown). The DeSauty bridge drive voltage 
must have a frequency, wp >>@m. The ac [cos(w,t)] term in the bridge output is again 
phase sensitive rectified to yield a dc V3ao. As we commented above, the Juneau 
oscillating disk gyro can be used to sense two angle rates simultaneously (e.g. roll 
and pitch) [Juneau and Pisano, 1996]. Thus the outputs of the two capacitance bridges 
must be functionally combined to resolve the exact disk tilt vector which is the result 
of simultaneous ¢ and & inputs. It is left as a Chapter exercise to derive an expression 
for the tilt due to a, and to design circuitry to resolve the net tilt. Juneau reported that his 
micromachined disk gyro prototype could resolve ¢ > 0.16677s in a 0-25 Hz bandwidth. 

There has been much activity to develop sensitive, micromachined rate sensors since 
1991, when Draper described his micromachined, double gimbal vibratory gyroscope. 
The interested reader should consult the review paper by Yazdi et al (1998) and the paper 
describing recent results in this R&D area by Acar and Shkel (2004). Clearly, inexpensive, 
‘chip’ gyroscopes have application in vehicle stabilization (cars, trucks, planes, boats) 
and missile guidance and control. However, they generally lack the sensitivity required 
for inertial navigation. 


7.2.3 Angular Velocity Measurement with Tachometers 


A tachometer is a sensor/system which converts the angular velocity of a rotating shaft 
to an electrical output, generally a voltage. Tachometers are typically used to measure 
the angular velocity, generally in RPM, of rotating machines such as electric motors, 
generators, turbines, pumps, internal combustion engines, etc. 

A commonly found form of tachometer is the dc, permanent magnet generator, in 
which the output voltage linearly follows the shaft velocity. Shaft velocity is read by 
a calibrated dc voltmeter. The response time of the de generator tachometer is basically 
set by the mechanical natural frequency of the analog voltmeter. In the case of a digital 
voltmeter, the response time is limited by the low-pass filtering at the input analog-to- 
digital converter. 

Other tachometers avoid the expense of the dc generator and use either optical or 
magnetic means to generate a train of pulses, whose repetition rate is proportional to the 
shaft speed. In the tachometer illustrated in Figure 7.15, a light beam is bounced off one 
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FIGURE 7.15 

Schematic diagram of a simple, photoelectronic tachometer system. Amp. conditions the pulses from the 
phototransistor, PT. The conditioned pulses, V;, are made into standard width TTL pulses by the amplitude 
comparator COMP and the one-shot multivibrator. The op-amp low-pass filters the pulse train from the one-shot 
and adjusts the dc level. The de output, V,, is proportional to 6. However, at very low 6, the low frequency of the 
pulse train causes excessive ripple on V,, setting a practical lower limit to 6 resolution, determined by the LPF 
time constant, RC. 


or more reflecting strips cemented to the rotating shaft. Every time the shaft comes 
around, the light beam is reflected onto a photosensor, producing a train of pulses which 
is shaped by a comparator and one shot multivibrator. The average value of this 
conditioned pulse train is seen to be proportional to the shaft’s RPMs. A low-pass 
filter averages the pulse train and an op-amp is used to correct for dc offset and set the 
output calibration, as shown in Figure 7.15. 

An alternate means of generating a pulse train, whose rate is proportional to shaft 
speed, is to cement permanent magnets to the rotating shaft and place a digital Hall 
sensor in a fixed location near the path of the magnet. Every time the magnet comes close 
to the Hall sensor, its output changes state, generating the pulse train. The disadvantage 
of the pulse averaging tachometer is that the low-pass filter time constant needs to be long 
in order to suppress output voltage ripple at low RPM. The long time constant means 
a slow response to changes in RPM. 

One way to get around the problem of a long filter time constant being required 
for ripple free output at low RPMs is to use a phase lock loop (PLL) to convert the rate 
of the pulse train to a dc output proportional to RPM. The block diagram of a PLL 
tachometer is shown in Figure 7.16. A 4046 CMOS PLL is used to convert input frequency 
to a proportional output voltage, V,. In the block diagram, the first integrator is required 
to convert the input signal’s frequency to phase, the quantity the PLL operates on. In the 
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FIGURE 7.16 
Block diagram of a 4046 CMOS phase lock loop used as a tachometer. The (virtual) input integrator converts 
the input event rate (frequency, w;) to the phase input, 6;, of the phase detector. 


steady state, 0; = @ and it is easy to show that the dc output voltage is given by: 

V, = 2nfiN/Kv (7.85) 
where N is a digital frequency divider ratio (N=1, 2, 4, ...64, ... etc.) and Ky is the 
PLL VCO’s constant in (r/s)/V. Reduction of the block diagram yields the transfer 


function: 


7 2nN /Ky 
7 s?C(Ri + Ro)N/(KpKy) + s(1 + CRoKpKy/N)N/KpKy +1 


Z (s) 


(7.86) 
where Kp is the phase detector gain. The PLL tachometer is seen to be a second order 
system with a natural frequency of w,; = af KpKy/(C(Ri + R2)N) r/s In this design, the 
VCO runs at N times the input frequency at lock. This allows the measurement of very 
low frequencies. All VCOs have a minimum frequency at which they will oscillate, as 
well as a maximum frequency. The minimum and maximum VCO frequencies, divided 
by N, set the input range of this PLL tachometer. 

The final means for the measurement of angular velocity which we will describe can be 
used with turbine wheels as well as rotating shafts. A system, known as an instantaneous 
pulse frequency demodulator (IPFD), operates on a pulse sequence obtained by the 
rotation of magnets attached to the turbine wheel or shaft passing the fixed Hall switch, 
or alternately, by the rotation of illuminated, alternating white and black markings past 
a fixed photosensor. The IPFD measures the period or time interval between each pulse 
pair in the sequence and then calculates the reciprocal of that interval. The reciprocal of 
the ith interval is defined as the ith element of instantaneous frequency of the pulse 
sequence, r;, and is proportional to the angular velocity of the shaft or wheel. If, for 
example, each revolution produces 36 pulses, then 2400 RPM would produce 86,400 ppm, 
or 1440 pps. Since the IPFD is responsive to the reciprocal of the length of each period, 
any change in the speed of rotation from 2400 RPM will be sensed within about 0.7 ms. 
This is a considerably faster response time than is afforded by pulse averaging or PLL 
tachometers. The IPFD is thus a useful system to study subtle, short term changes 
in angular velocity. A block diagram for an analog IPFD tachometer is shown in 
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Figure 7.17A. The processing time (i.e. the time required to charge the capacitor to the 
maximum voltage) sets the maximum possible instantaneous frequency (shortest input 
period). The maximum input period (lowest input frequency) is determined by the 
lowest capacitor voltage at which the decay waveform follows the curve given by: 


C/B 


v(t) = fiz 
0 


(7.87) 


V, is the peak voltage that the capacitor is charged to at time t=0, when the voltage 
begins decaying hyperbolically. Time t, is the processing time between the (i — 1)th pulse 
and the beginning of the hyperbolic decay, v,(f), which is sampled at time t; when the 
ith pulse occurs. 


B=C/(TtVo) 


The hyperbolic decay of voltage from the capacitor occurs because the capacitor is 
discharged through a nonlinear resistor with the voltampere relation: 


in) = BV" (7.88) 


Hence, the node equation for the capacitor discharge is: 
0, + (B/C)u2 = 0, t= 0 (7.89) 


Eq. 7.89 is a form of Bernoulli’s equation, which has a solution for the initial condition of 
v-=V, at t=0 given pulse, generating a stepwise voltage waveform, q(t). The height of 
each step is by equation 7.87 above. The value of the hyperbola is sampled and held at 
the occurrence time of the (i+ 1)th instantaneous frequency of the preceding pulse pair 
interval, and is proportional to RPM. In mathematical terms, the IPFD output can be 
written: 


g(t) =k >) ri{U(t — ti) — Ut — tis)] (7.90) 
i=1 


Here U(t —a) is the unit step function, zero for t <a and 1 for t>a. 1; is the ith element 
of instantaneous frequency, defined over t;<f < tj41 as: 


1, =1/(t; — ti1) s} (7.91) 


Figure 7.17B illustrates key waveforms in the operation of the analog IPFD. 

Webster (1978) describes a digital IPFD which is used as a cardiotachometer (to 
measure heart rate). The Webster system has an analog output which is also given by 
equation 7.90 above. Illustrated in Figure 7.18, the reciprocal relation between interpulse 
interval and r; is ingeniously generated by the use of a 12-bit DAC whose output 
resistance increases linearly with the size of its binary input, N;. N; is proportional 
to (t;— t;1). A timing diagram for the Webster (1978) IPFD is shown in Figure 7.19. The 
op-amp’s output is thus V, = Ver Re/Rpac= Kr; over the interval (¢;, ti41). 

In summary, we have seen that tachometers can have a wide variety of embodiments, 
ranging from simple dc generators, whose output voltage is proportional to shaft angular 
velocity, to systems which generate pulse trains whose frequencies (and instantaneous 
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(Instantaneous frequency) 


FIGURE 7.17 
A. Schematic of an analog Instantaneous Pulse Frequency Demodulator (IPFD) designed by the author. B. 


Waveforms observed in the analog IPFD. Note that the output voltage appears stepwise, the height of a step 
being proportional to the reciprocal of the time between the two preceding pulses. 
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FIGURE 7.18 
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A digital IPFD (with analog ouput) described by Webster (1978). 


FIGURE 7.19 
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Timing diagram for the Webster IPFD of Figure 7.18. Here, the IPFD is used to measure the beat-by-beat 


heart rate. 
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frequencies) are proportional to the angular velocity. The pulse trains can be processed 
by averaging, phase lock loops, or instantaneous pulse frequency demodulators, to obtain 
dc signals proportional to the angular velocity. 


7.2.4 Angular Position Measurement with Gyroscopes 


Modern inertial navigation systems and attitude control systems, such as those used 
by space vehicles, helicopters, aircraft, submarines, etc., need estimates of angular 
position for their operation. There are several simple modifications of mechanical and 
Sagnac FO gyroscopes which will allow them to sense angular position, rather than just 
angular velocity. These include the rate integrating gyro (RIG), and various servo 
platform gyroscope configurations. 

The Rate Integrating Gyro (RIG) is the same as the rate gyro shown in Figure 7.5, except 
that the spring is removed. The linearized gyro equations now become 


M, = —BO = J,0 —H,@ (7.92a) 
My =H,6+)ib (7.92b) 
Solution of equations 7.92a and b yields: 


Ay /fi 
s+ B/Jy 


2.) = (7.93) 


Thus, in the steady state, a rotation ¢, around the input axis will produce an inner 
gimbals’ deflection of ¢.H;/J; radians. The RIG is seen to be approximately a first order, 
low-pass sensor system with a time constant of J;/B s. 

Figure 7.20 illustrates the use of a feedback platform to obtain an output signal 
proportional to the steady state input rotation, ¢jo. In this case, we use a servomotor 
driven platform to counter-rotate the RIG as the assembly rotates with the vehicle. 
The inner gimbals’ angle, 6, is sensed by a potentiometer or optical sensor. The servo gyro 
equations are: 


ge = $i — Om (7.94a) 
M, = 0 = B6+ J,6 — Hd, (7.94b) 
Mé¢ = H,6 + Jide (7.94c) 


The platform position is driven by the 6 signal through a proportional plus derivative 
compensated servomotor. The platform position may be related to @ by the relation: 


Din (s) a Km Ka(tcs +1) 
© °* s(tys +1) 


(7.95) 


The block diagram describing the servo RIG is shown in Figure 7.21. System output 
is proportional to the platform angle, ¢,,. From the block diagram, we can write the 
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FIGURE 7.20 
Diagram of a servo platform, rate integrating gyro. In the steady state, ¢,, = ¢;. Proportional plus derivative 
feedback is needed for stability. 
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Block diagram describing the dynamics of the 2 
servo RIG of Figure 7.20. 
servo RIG’s transfer function: 
0 (s) Ko(tcs + 1) 
9; s°Jitu/(H-KaKm) + s*(Btm + Ji)/(ArKaKm) + s(B + tcHyKaKm)/(HrKaKm) + 1 
(7.96) 


In the steady state, V, = K,®;. The advantage of the servo RIG configuration is that 
the sensitivity is set by the parameter, K,, and the dynamic range is not limited by 
inner gimbal tilt angle, @. In fact, it is easy to show that in the steady state, 0/®; — 0. 
The natural frequency of the servo RIG is seen to depend on the gains K, and Ky. 
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FIGURE 7.22 
Diagram of a servo platform, fiber / | 
optic (Sagnac) gyro. 


FIGURE 7.23 
Block diagram describing the servo FO gyro of 
Figure 7.22. 


A Sagnac FO gyro can also be placed on a servo platform to realize a RIG. Figure 7.22 
illustrates such a system. As in the example above, the platform counter-rotates against 
the input angle so we have 


ge = bi — bn (7.97) 
The Sagnac FO gyro output can be summarized by: 
V1 = Kage (7.98) 


The Sagnac gyro output is further conditioned by an amplifier, K4, whose output acts 
on the servomotor system. The net block diagram is shown in Figure 7.23. Again, the 
system output is proportional to the motor rotation, which can be measured with a 
potentiometer or a coding disk. 


— Ko 
~ stu/(KcKaKm) + 1 


0) 


(7.99) 
In the steady state, we find that V, = Ko¢io, assuming KcKyK,> 1, and the fringe shift is 
nulled to zero. Placing a gyroscope on a servo controlled platform is seen to be an effective 
means of increasing the gyro’s dynamic range of response and its natural frequency. 
In designing such a system, it is clear that there is a trade-off between the considerable 
extra cost of the servo platform and the increase in performance obtained. 


7.2.5 Angular Position Measurement with Clinometers 


Gyroscopes, discussed in the previous two sections, were seen to operate either in a 
gravitational field, or in a microgravity environment, such as in an orbiting vehicle. 
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FIGURE 7.24 

Section through a passive, pendu- 

lum clinometer. The axis around 

which the clinometer tilts is per- = 
pendicular to the plane of the Mg 4 


paper. 


Clinometers, on the other hand, require gravity to work. There are two classes of 
clinometer—pendulum and liquid filled (the liquid is either a dielectric or an electro- 
lyte, depending on the design). Clinometers are used on ships to sense roll and pitch 
angle, and on heavy earthmoving machinery to sense tilt. Obviously, excessive tilt or roll 
can lead to capsizing, and loss of life and/or the equipment. A clinometer is considerably 
simpler in design than a mechanical gyroscope and consequently, is a far less expensive 
instrument. A schematic design of a pendulum clinometer is shown in Figure 7.24. 
The roll axis is perpendicular to the plane of the page. A pendulum of total mass, M, and 
moment of inertia, J, is suspended in the center of a cylindrical case. The case is filled 
with light oil for viscous damping, and the position of the clinometer pendulum relative 
to the case is measured by a potentiometer wiper with negligible friction. A torsion 
spring acts to restore the pendulum to the center position of the case. Summing the 
torques around the pivot point, we can write: 


0 = —J6p + B(6c — 6p) + Ks(Oc — Op) — MgR sin(6p) (7.100) 


This ODE can be linearized by assuming |p| < 15°, so sin(@p) © @p (in radians). Laplace 
transforming and separating © terms, we can write: 


Op (sB + Ks) 
= 7.101 
Oc) = BT 4sB + (Ks + Meh) a 
Now, the clinometer output is assumed to be given by: 
Vo = K,(Oc — Op) (7.102) 
Substituting equation 7.101 in the relation for V,, we finally obtain: 
0 K,(s? R+1)MgR 
v, (2]/MgR + 1)Mg ass 


= 


Oc s?J/(Ks + MgR) + sB/(Ks + MgR) + 1](Ks + MgR) 
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FIGURE 7.25 
Steady state frequency response of the pendulum clinometer, subject to a sinusoidal tilting of its case. Note that 
it is a mechanical notch filter. 


From equation 7.103, we see that the input/output transfer function of the pendulum 
clinometer is that of a mechanical notch filter. The transfer function has a pair of 
conjugate zeros on the jw axis in the s plane at w, = ,/MgR/Jr/s and a pair of complex 
conjugate poles with w, = ,/(Ks + Mgk)/Jr/s. A typical steadystate frequency response 
of the pendulum clinometer to 0,(f) = 0) sin(wt) is shown in Figure 7.25. The response 
is flat from dc to just below the notch frequency, w,. In order that the pendulum 
follow rapid changes in 6,, @ = .,/MgR/J should be made as large as possible. In the 
limiting case, the pendulum can be considered to be a mass point, M, at a distance R from 
the pivot. It is well known that such a pendulum has a moment of inertia given 
by J= MR?. Thus the notch frequency of the pendulum is independent of its mass, and is 
given by: 


Wy = V8/Rr/s (7.104) 


Hence, a 10cm pendulum in the earth’s gravitational field will have an f, of about 1.6 Hz, 
a 2cm pendulum has an f, of 3.5Hz. The measurement of most vehicle roll angles is 
done under almost static conditions, so the dynamic performance of the clinometer angle 
sensor is generally not an issue. Even the roll rate of large ships is slow enough that 
most pendulum clinometers can follow the roll angle accurately. 

A second class of clinometer has no moving mechanical parts. Figure 7.26 illustrates 
the simplified sectional drawing of a dielectric fluid filled, differential, capacitive 
type clinometer. This design principle is used by Schaevitz™ in their AccuStar® line of 
clinometers. A sealed, thin, cylindrical chamber is half filled with a dielectric liquid with 
a high dielectric constant. The top half is filled with a dry inert gas. A differenttial 
capacitor is formed by depositing a film of noble metal on glass or plastic plates. One 
electrode is a disk, the other two are sector shaped, so that when the dielectric liquid 
between the plates tilts, an equal area of the sector plates covered by the liquid is added 
or subtracted to the area covered at zero tilt. Since the area of a parallel plate capacitor is 
proportional to the area of the plates, it is easily seen that: 


_ KEo AA 


A 
. d 


(7.105) 
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FIGURE 7.26 

A. Front and side view of a dielectric liquid filled clinometer. The sector electrodes and metal back plate make 
a differential capacitor system. The differential capacitance is a linear function of the tilt angle, 6. B. Schematic 
of a DeSauty bridge used to sense AC « 0. V, is proportional to 0. 


k is the filling liquid’s dielectric constant and ¢, is the permittivity of empty space, 
equal to 8.85 x 10° !?C?/Nm2. From the electrode geometry, AA = ké, so it is clear that 
AC = K,6. 

The differential change in capacitance caused by tilting the clinometer case can be 
sensed by using a simple DeSauty bridge as shown in the schematic in Figure 7.26. 
From the schematic we can write: 


: - Wljo(Co- AC] AoC. + AC)] 
Vo= KaVVa— Val = Ka¥. ay Thtjatee AGH Re Uitees ao) 779 
Now @ = 1/RC,r/s, so: 
» 2jAC/Co sb ae SAG 
ve: Kav lg FI) +jAC/GIA +) — aCe re ee 
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Here, we assumed(AC/ Cyr <2. Thus, the bridge output voltage is proportional to the 
case tilt, 6. The AccuStar clinometer has a total range of +60° and a linear range of +45°. 
Its resolution is 1 millidegree and its time constant is 0.3 sec, and its —3dB bandwidth is 
0.5Hz. AccuStar offers analog voltage output, 16-bit serial digital output and a digital 
pulse width output model. 

An interesting variation on the dielectric liquid AccuStar clinometers is the electro- 
lyte liquid clinometer manufactured by HL-Planartechnik GmbH. This sensor apparently 
uses a conductive liquid instead of a dielectric, and operates as two differential arms 
of an ac powered Wheatstone bridge. The electrodes must be a noble metal such 
as gold or platinum to avoid corrosion. Their NS-5/P2 clinometer offers a +5° range, 
with a resolution of 5 x 1074 degrees. Output is in RS-232 digital format at 2400 or 
9600 baud. 


7.2.6 Angular Position Measurement of Shafts 


We have already discussed the use of optical coding disks in Section 6.12.1, and the use of 
precision potentiometers in the measurement of shaft angles in Section 6.3.5. Another, 
magnetic sensor used in angular position sensing is the Inductosyn®, manufactured 
by Farrand Controls, Valhalla, NY. Inductosyns have been used in the inertial navigation 
systems, the periscopes and the fire control systems of Polaris, Poseidon and Trident 
submarines. They have also been used as position sensing transducers in the Remote 
Manipulator System Arm installed in the cargo hold of the US space shuttle. Physically, 
the rotational inductosyn consists of two opposing, flat, toroidal cores, each with a 
flat printed circuit coil with repeated, parallel hairpin turns attached to one flat surface 
of the flat toroidal cores. The length of one complete cycle of the hairpin coil is called 
the pitch, P. Inductive coupling between the two flat coils is used to measure the 
angular displacement between the two coils. An ac current, generally 2.5-100 kHz 
in frequency, is used as the excitation to one coil. The voltage induced in the pickup coil 
is given by: 


v(t) = kV, cos(27 6/P) sin(2zf.t) (7.108) 


where k is the coupling coefficient, V; is the input voltage, 6 is the angular displacement 
between the inductosyn disks, P is the angular period of one hairpin turn and f, is the 
frequency of the excitation voltage. If a second pickup winding is located adjacent to the 
first, but given an angular displacement of P/4 with respect to the first pickup coil, 
the voltage induced in the second coil is given by: 


vi(t) = kV, sin(2x 6/P) sin(2ztfot) (7.109) 


Only the amplitudes of v; and v; change with 6/P, their phase and frequency remain 
the same. If the space quadrature windings of an inductosyn are excited by constant 
amplitude carriers in time quadrature, the resulting output signal has a constant 
amplitude, but its phase undergoes a 360° shift for an angular rotation of 6= P. Induc- 
tosyns can be divided into absolute rotary sensors and incremental rotary sensors. 
Inductosyns that have only one pattern of coils, with a large number of electrical cycles, 
have a small absolute measurement span (06<360°) and are suitable for sensing 
incremental position data. Inductosyns used for absolute measurements. where 6 can 
range up to 360°, have two coil patterns. In one approach, a coarse one cycle pattern is 
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combined with a fine multicycle pattern. The outputs of both patterns are digitized 
and combined in synchronization or correlation logic to provide an output that is 
both accurate and absolute. In the other approach, two multicycle patterns are used that 
differ by one cycle. The outputs of the two, N/(N—1) patterns are digitized and 
subtracted. The result of this subtraction is digital coarse data, which is then combined 
with one of the digitized fine outputs to provide an output that is again accurate 
and absolute. 

The available nominal outside diameters of inductosyn ‘rings’ range 2-42 inches. 
Limiting accuracies for Inductosyn diameters of 3, 4, 7 and 12 in are £2, +1.5, +1.0 and 
+0.5 seconds of arc, respectively. Initial alignment and concentricity of the inductosyn 
rings is essential in order to realize the high angular precision cited above. Care must 
also be taken to avoid electrostatic coupling and ground loops to avoid artifact errors 
in the operation of these sensors. Inductosyns are used with custom electronics packages 
to give a dc voltage output proportional to angular position between the coils. Since 
there is no physical contact required between the inductosyn stator and rotor, there are 
no brushes or wipers to wear out, similar to the case of optical coding disks. 


7.3 Measurement of Linear Acceleration, Velocity, Displacement 
and Position 


In this section, we examine certain means of measuring the linear acceleration of struc- 
tures and vehicles with sensors known as accelerometers, as well as certain techniques for 
measuring linear velocity and position. The output of a linear accelerometer can be 
integrated to obtain a velocity estimate, a second integration yields a position or deflec- 
tion estimate. There are also other means for finding the velocity of particles, fluids, 
structures and vehicles, including the use of the Doppler effect with light, microwaves or 
sound. Knowing the precise position of a vehicle is really a navigation problem, and if 
done from within a closed vehicle such as a submerged submarine or an aircraft flying 
under IFR, is an inertial navigation problem. On the other hand, the relative position 
of small objects and structures can be measured with a wide variety of position sensors, 
including ones which do not physically touch the object. This latter class of no-touch 
position sensors include the use of ultrasound, microwaves and light in various 
schemes that utilize the propagation velocity of the waves, interferometry, or phase lock 
techniques. 


7.3.1. Linear Accelerometers 


7.3.1.1. A Basic, Newtonian Accelerometer 


Figure 7.27 illustrated a basic, passive, moving mass accelerometer. A mass, M, is 
restrained to slide inside a cylindrical case. There is viscous damping, B, between 
the case and the mass, and a spring capable of compression or stretch is used to return the 
mass to its equilibrium position in the center of the case when there is no acceleration. 
The relative position between the moving mass and the case is measured by an LVDT. 
The LVDT’s body is attached to the case, and the LVDT’s moving core is attached to 
the movable mass. The case itself is firmly attached to the object whose acceleration is 
to be measured. A typical application of an accelerometer might be to measure the 
acceleration of a vibration table used to test the mechanical stability of components, or to 
measure the up/down acceleration of an automobile body while driving over a bumpy 
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FIGURE 7.27 

Section through a passive, linear accel- 
erometer. Mass position is sensed by 
the LVDT. i 
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road. For a mass and spring accelerometer moving in the x direction, we may write, 
using Newton’s law: 


0= Mx» + B(x = x1) + Ks(x2 = x1) (7.110) 


Here, x; is the position of the case (and the structure whose acceleration we wish to 
measure), and x, is the position of the mass inside the case with respect to an external 
inertial reference point (x=0). This ODE may be Laplace transformed and put in the 
form of a transfer function: 


Xa (sB/Ks) +1 
X (s2M/Ks) + (sB/Ks) + 1 


(7.111) 


Now, we assume that the output of the LVDT is demodulated and filtered to give a 
voltage proportional to the relative position of the mass in the accelerometer case. 


V, = Ko(X1 — X2) (7.112) 
Substitution of equation 7.111 into equation 7.112 gives us: 


Varro K,(M/Ks) 
XxX = (s°M/Ks) + (sB/Ks) +1 


(7.113) 


Thus, for a constant acceleration, V, = XK,(M/Ks). Linearity of this simple mechanical 
accelerometer depends on spring linearity over the working range of displacement, as 
well as LVDT linearity. The natural frequency of this sensor is fy, = (1/27),/Ks/M Hz 
and the sensor’s damping constant is given by ¢ = B/./MKs. 

If the magnitude of x; becomes too large, the mass will hit the stops in the case and the 
output voltage will saturate. On the other hand, if x; is very small, small amounts of static 
(coulomb) friction between the mass and case will prevent the mass from moving relative 
to the case, and there will be an output dead zone. The latter problem can be solved by 
lubrication, precision machining of the mass/case assembly, or by dithering the mass 
with an ac solenoidal magnetic field. The former problems can be solved by use of the 
servo accelerometer design, described below. 


7.3.1.2 Servo Accelerometer Design 


A servo accelerometer is shown in cross-section in Figure 7.28. We see that the same 
components are present as for the simple design described above, except the spring 
has been replaced with a force coil, not unlike the voice coil of a standard loudspeaker. 
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FIGURE 7.28 
Section through an active, servo, linear accelerometer. The servo design allows the natural frequency to be raised 
while preserving sensitivity. 


The force coil moves in the air gap of a strong, coaxial permanent magnet, also like that 
used for loudspeakers. The Newtonian force balance equation can be written: 


Fo = Kgle = Mx + B(x2 — x1) (7.114) 


Here, we assume that the force produced by the coil and magnet is proportional to the 
current through the coil. In addition, the LVDT system output is V; = Kp(x;—x2) and 
the current is produced by a VCCS with transconductance, Gy. We assume further that 
the servo accelerometer output voltage is proportional to IC. Combination of these 
relations after Laplace transforming yields: 


K,(M/Kr) 
s2M /(KrGuKp) + sB/(KeGmKp) +1 


Vo 
(s) = 


Z (7.115) 


Now the system’s natural frequency is fy, = (1/27)/KrGumKp/M Hz and its damping 
factor is ¢ = B/(2,/MKrGmKp). 

The feedback design of this active sensor allows the natural frequency to be increased 
using GyKp, without lowering sensitivity, as happens with the passive accelerometer. 
Of course, the complexity of the servo accelerometer design makes it more expensive 
than the simple moving mass design. 


7.3.1.3 Piezoelectric Sensor Accelerometers 


One way to eliminate the problem of coulomb friction which accompanies any moving 
mass design is to not have the mass move relative to the case. Figure 7.29 illustrates 
a single mass, compression type, linear accelerometer in which the mass is in contact 
with the surface of a piezoelectric crystal such as quartz, barium titanate, lead 
zirconatetitanate, etc. The mass is often pre-loaded with respect to the case with a very 
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FIGURE 7.29 


simple piezoelectric crystal accelerometer de- HEZZE 


sign shown in cross-section. 


stiff spring. Acceleration of the case in the +x direction causes a corresponding 
acceleration of the mass, M. Hence a force, Fy =+Mx is exerted on the piezoelectric 
material, which is compression sensitive. Thus, an equivalent current, i, = +Fd, is 
generated in parallel with the below-resonance, R,—C, parallel equivalent circuit for the 
piezo material. It is easy to show that: 


x(s)Md Ry 


=e 7.11 
° SRyCy +1 i) 
Thus for the accelerometer, we may write: 
Vz sMdR, 
= 7.117 
x =RG+1 ano 


Equation 7.117 is a simple high-pass transfer function. It tells us that the piezo- 
electric accelerometer will not measure constant or low frequency accelerations (such as 
due to gravity), but will work well for accelerations containing frequencies above 
fo = 1/(27R,C,) Hz. Thus, piezo accelerometers are widely used for vibration testing, 
where the frequencies of the applied displacement are above f,. If a charge amplifier 
is used, the break frequency is now set by the feedback Rr and Cr of the electrometer 
op-amp. The transfer function becomes: 


Vo (g) = —SMaRe 
x) = SRGpal 


(7.118) 


The low break frequency, 1/(27 RrCr), will generally be lower than that for the piezo 
element alone, given the above. The high frequency gain is —Md /C; V/ m/s’. 
Simple compression type, piezo accelerometers suffer from two drawbacks: 


1. a high temperature sensitivity (temperature equivalent acceleration output 
caused by rapidly changing transducer temperatures) 

2. sensitivity to base bending (under the piezo sensor) and off-axis accelerations 
(linear and angular) which cause the mass to exert force asymmetrically on the 
piezo material, producing erroneous outputs. 


The Delta-Shear piezo accelerometer design developed by Briiel & Kjaer instruments, 
Inc., minimizes these problems. 
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Since there is no relative motion between the mass and the case, there is no coulomb 
friction to cause a dead zone, and the dynamic range of piezoelectric accelerometers can 
be an enormous 160 dB. 

Due to noise and output saturation, amplifiers do not have this dynamic range and so, 
signal conditioning gains would have to be switched to accommodate an X which varies 
160dB. The mechanical resonance frequency of piezo accelerometers is orders of 
magnitude higher than that of moving mass and spring accelerometers. This difference 
is because the stiffness of the piezo material is orders of magnitude larger than that of the 
spring. Due to their high frequency bandwidth, piezo accelerometers are well suited 
for vibration testing applications in the kHz range. 


7.3.1.4 Micromachined, IC Accelerometers 


Figure 7.30 illustrates a simplified schematic top view of the Analog Devices ADXL50, 
monolithic, micromachined, linear accelerometer. The proof mass is constrained to only 


: (spring) 


ee Teseeeneed ' Zero 
‘ acceleration 


FIGURE 7.30 

Simplified top view of the Analog Devices’ ADXL50 micromachined, passive, linear accelerometer. Linear 
position of the linear bar proof mass is sensed by 42 pairs of diffrerential capacitive sensing electrodes. 
A. Accelerometer with zero linear acceleration. B. Accelerometer is accelerating to the right. 
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move in the x direction. Micromachined ‘finger’ electrodes protrude from the two sides of 
the mass bar in the y direction. Between each pair of protruding fingers on each side is 
a pair of fixed electrodes. Under zero acceleration conditions, the mass bar is centered 
and the total capacitance between both the ‘A’ and ‘B’ fixed electrodes and the finger 
electrodes is C, (in the ADXL50 accelerometer, there are 42 side fingers, 21 on a side). 
When the case (and mass) are given a constant acceleration to the right, the Newtonian 
force, F = Mx, acts on the mass, moving a distance Ax so that the spring restoring force 
of the tethers equals the acceleration force. That is when: 


F = Mx = K,dx (7.119) 


The displacement, 5x, linearly increases the capacitance between the B electrodes 
and the fingers, and decreases the capacitance between the A electrodes and the fingers. 
The A electrodes are driven by a 1 MHz square wave, while the B electrodes are driven 
by the square wave’s compliment (180°phase shift). The A electrodes have a 3.4 Vdc mean 
and the B electrodes have a 0.2V dc mean. The total C, between each set of fixed 
electrodes and the mass fingers is 0.1 pF. At a full scale acceleration of 50 g, Ax is such that 
ACmax/Co = 0.1. The mass of the movable bar and fingers is given as 0.1 pg = 10719 kg, 
and the minimum resolvable 5x is said to be 0.2 A = 20 pm. The total area of the ADXL50 
accelerometer is 500 x625um. The output sensitivity is 19mV/g, The ADXL50’s 
frequency response is low-pass and goes from dc to —3dB at 1kHz, and is down 20dB 
at 10 kHz. Beam-tether mechanical resonance is at ca. 24 kHz. The equivalent acceleration 
noise input of the ADXL50 is 6.5 RMS mgA/Hz noise bandwidth. A more recent Analog 
Devices’, micromachined, linear accelerometer model, the ADXL105, has a full scale 
input range of +5¢ and an input noise of 225 RMS pgA/Hz The ADXL105 also has a 
signal bandwidth of 0-10 kHz (—3 dB). 

Figure 7.31 shows a simplified schematic diagram of the electronic signal processing 
done on-board the ADXL50 accelerometer chip. The 42 beam ‘fingers’ are reduced to 
one equivalent finger and the fixed side electrodes, to a pair. The differential capacitor 
produces a double sideband, suppressed carrier (DSBSC) modulated signal at the 
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electrodes 33kQ 33kQ. 


CAC 


1 MHz square 
wave oscillator] 


+5V | Internal 
oo A oe 
reference| signa 
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FIGURE 7.31 

A simplified schematic diagram of the on-chip signal processing electronics of the ADXL50 series of 
micromachined linear accelerometers. There are actually 42 fixed electrode pairs and side beams in the system, 
Vout x x. 
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summing junction of the buffer amplifier. The amplitude of this signal is proportional 
to AC, hence |x|. The phase of the signal depends on the sign of AC, hence x. The ADXL50 
clock frequency is 1 MHz. 

Honeywell also offers a line of micromachined linear accelerometers in their ASA line 
of sensors. Acceleration is sensed simply by a three-plate, differential capacitor. Fixed 
upper and lower silicon plates sandwich middle plate suspended from a spring, whose 
mass responds to the applied acceleration by deflecting and causing the desired C,+AC 
and C,—AC, which is detected by a bridge and phase sensitive rectifier. The capacitive 
g sensor of the Honeywell ASA series is much simpler mechanically than the beam 
and finger architecture used by Analog Devices. 


7.3.2 Linear Velocity Measurement 


Measurement of linear velocity is subdivided into two classes—velocity measure- 
ments on solid or mechanical objects and velocity measurements of fluids—both from 
a stationary reference position. There appears to be no way to inertially measure vehicle 
velocity internally, except by integrating the accelerometer output. In some cases, 
the velocity observer is inside the moving object (e.g. an automobile, boat or airplane), 
in other cases, the observer is without, but in all cases, there must be an external reference 
point. 

An obvious means of estimating the linear velocity of a mechanical (solid) object is 
to integrate the output of a linear accelerometer attached to it. This method works 
well when the SNR at the accelerometer output is high and the integrator does not drift. 
If the accelerometer output is integrated digitally, at least a 16-bit ADC is needed and 
the integration routine and sampling interval must be carefully specified. 

Generally, other means of velocity measurement depend on the object whose velocity 
is being measured. We have already discussed the use of laser Doppler velocimetry to 
measure the velocity of fluids containing small, reflecting particles in Section 6.12.3. LDV 
can be used with any moving, reflecting surface to measure velocity. LDV has recently 
been adapted to work with an IR laser diode to measure vehicle velocity, competing 
with microwave Doppler radar speed detection. Not only is the IR laser beam highly 
focused, but it is invisible; the IR radar speed ‘gun’ has to be aimed with a telescopic 
sight. Within the limitations of propagation range, ultrasound can also be used to 
measure vehicle velocity ina Doppler system. A major problem with all Doppler systems 
for measuring the velocity of moving, reflecting objects is the necessity to know 6, the 
angle between the velocity vector and the line connecting the transmitting and receiving 
transducers with the moving object. This problem has been largely overcome by the 
crossbeam techniques developed by George and Lumley (1973) for LDV and by Fox (1978) 
for ultrasound velocimetry. 


7.3.2.1 Measurement of Fluid Velocity 


We have already described systems to measure fluid velocity by laser Doppler 
velocimetry, and by the Faraday effect. We now consider several other means. 


7.3.2.1.1 Hot Wire and Hot Film Anemometers 


The hot wire and hot film anemometer makes use of the fact that the resistance of 
a metallic wire or film changes with its temperature. The wire temperature, on the other 
hand, depends on the electric power dissipated in the wire (Joule’s law) and the rate at 
which the heat from the power is removed by the surrounding medium. The rate at 
which the heat is dissipated is a nonlinear, increasing function of the velocity of the fluid 
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surrounding the wire or film. Several representative hot wire and hot film probes made by 
TSI Inc. are illustrated in Figure 7.32. 

Hot wire sensors are used in fluid mechanics research for gas velocity and turbulence 
measurements. They are generally very fine wires (e.g. 13 um diameter, 1.3mm length) 
stretched between two, gold-plated needle supports. Depending on the gas temperature 
and velocity range, materials used for the wires can be platinum-coated tungsten (tempco 
of 0.0042 2/°C), pure platinum (tempco of 0.003 2/°C) useful up to 300°C, and platinum- 
iridium alloy (tempco of 0.0009 2/°C) useful up to 750°C. Metal film sensors are less 
fragile. A high purity platinum film is bonded to a fused quartz substrate and then 
covered with alumina for gas velocity measurements, or with quartz for measuring the 
velocity of conducting liquids. Metal film sensors can be configured as wires (by bonding 
the platinum to quartz filaments with diameter as small as 0.001 in, or as wedges (the film 
is bonded to the end of a quartz ‘screwdriver’), or as a flat strip on a flat quartz disk, or as 
a thin ring around the circumference of the tip of a quartz cone, etc. Film sensors can be 
used to about 300°C on high temperature probes. 

All hot wire and hot film probes have minimum and maximum fluid velocities 
over which they work effectively. The minimum velocity detectable is set by the amount 
of free convection from the heated sensor. Velocities down to 0.15m/s (0.5 ft/s) can be 
measured in air and down to 0.003m/s (0.01 ft/s) in water. The maximum velocities 
which can be reliably measured are primarily limited by mechanical considerations 
(i.e. the strength of the fine wires). Special hot film sensors have been used in gases with 
supersonic velocities and in liquids with velocities up to 15 m/s. 

Although most fluid velocity measurements are made with single probes or pairs 
of probes, true, three dimensional vector flow can now be measured with a special 3-wire 
probe developed by TSI, Inc. This probe is used with a special computer which solves 
‘Jorgenson’s equations’ for the 3-wire probe to give the exact, three dimensional 
velocity vector. 

A heuristic, static analysis of a single, hot wire probe is based on several simplifying 
assumptions. First, we assume that the probe’s resistance, Ry, is linearly related to its 
temperature. Mathematically, this may be expressed as: 


Rw = R,(1+@AT) (7.120) 


where R, is the probe’s resistance at some reference temperature, T,, and a is the first 
order, positive temperature coefficient of the metal wire. Second, we assume that 
the temperature rise of the probe is given by the heatsink equation: 


AT =PQ (7.121) 


where P is the average electrical power dissipated in the probe, and Q is the thermal 
resistance of the probe, in °C/W. & is determined by the geometry of the hot probe, 
the heat conducting properties of the surrounding medium, whether the medium is 
moving or not and the velocity of the medium relative to the probe’s geometry. For the 
case where the fluid velocity is perpendicular to the axis of the wire, the thermal 
resistance is given approximately by: 


Q = Qj — By/\v| (7.122) 


Here, (2, is the thermal resistance in still fluid, 6 is a geometry and fluid dependent 
constant, and |v! is the average magnitude of the fluid velocity, assumed perpendicular 
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Features two sensors 90° to each other and 90° to the probe axis. For 
measurements of two turbulence components, correlations and flow vectors in 
two dimensional flows. Ideal for measurements where space is limited. 
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FIGURE 7.32 
Representative hot-wire and hot-film fluid velocity probes. (Source: Courtesy of TSI, Inc.) 
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to the axis of the wire. In still fluid, AT, can be found from the heatsink equation: 
AT, = PyQ, = F-R,(1 + & ATs) Q, (7.123) 
Solving for AT,, we obtain: 
AT, = FR, Q,/(1 — al? Q,) (7.124) 


I, is the RMS current through the probe resistor. This relation for AT, can be substituted 
into the equation for resistance as a function of temperature, and we find: 


Rwo = Ro/(1 — al? Q,) (7.125) 


Ryo is the new, elevated, resistance above the ambient resistance of the hot wire probe 
in still fluid due to electrical power dissipation. If the fluid is moving, we may write: 


Rwil,v) = Ry / [1 — al?(Qy — pyre] (7.126) 


Figure 7.33 illustrates a simple, feedback bridge circuit in which the hot wire probe is 
maintained at nearly constant resistance and hence, operating temperature. In the 
circuit, we assume that R,>>Ry(Lv), so that the current through the probe is given 
by I=Vz/R,. V, is a dc source used to set Rwo. With the switch SW1 open, Vg=Vs 
and V,=Vj,. Thus: 


Vio = VsRuo/Ri = VsRo/[Ri(1 — «Vo? 26/R:°)] (7.127) 


V2 is adjusted to have this same value, that is, V2, =V1., so V3=0. Exact analysis of 
the closed loop system is tedious and involves the algebraic solution of a cubic equation. 
It is useful to assume that the high gain of the amplifier, Kp, forces the closed loop RyKLv) 
to equal the R,,, in still fluid. Thus: 


Ry 7 Ro 
1— a V32/R} 1 — @ V3(20 — BY TOI) /Ri 


(7.128) 
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FIGURE 7.33 V. we 
Schematic of a simple feedback bridge . => 
circuit useful with hot wire probes. : 
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From equation 7.128 above, we find that: 


Vi = Ve/(1 — By/l0l/20) (7.129) 


If we assume that B./|v|/Q.<1, then it is easy to show that: 


Ve = Vs(1 + By/|0|/2 20) (7.130) 


and finally, 


V3 = VsBy/l0l/2 Qo (7.131) 


Thus, the electrical output of this system for conditioning the hot wire anemometer 
response is proportional to the square root of the fluid velocity. Further linearization 
can be obtained by passing V3 through a square law circuit. When fluid flows at an angle 
to the hot wire probe axis, a reduced response is obtained, the exact form of which 
depends on the probe geometry, including the supports. 


7.3.2.2 Measuring Fluid Velocity and Flow—Other Methods 


Fluid flow through a uniform conduit may be subdivided into two major categories— 
laminar flow, where the velocity vectors have a parabolic distribution, shown in 
Figure 7.34A, and turbulent flow, which is no longer characterized by a parabolic velocity 
profile and which no longer contains only parallel streamlines, but also eddies and 
whorls. The transition between laminar and turbulent flow occurs over a narrow range of 
(average) velocities. It has been found that the transition between laminar and turbulent 
flow occurs when a diagnostic variable called the Reynolds number exceeds a threshold 
value. The Reynolds number is given by 


Nre=VopD/n (7.132) 
A Parabolic 
velocity 
profile 


B Turbulent 


FIGURE 7.34 velocity 


A. Axial section through a pipe carrying fluid under 
laminar flow conditions. Note the parabolic distribu- 
tion of axial fluid velocity with near zero velocity at 
the pipe walls. B. This pipe is carrying fluid under 
turbulent flow conditions. Note that the axial velocity 
component is no longer parabolic with the pipe’s 
radius. 
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where V is the average velocity (LT~!) in the pipe, e is the mass density (ML~°) of 
the fluid, 7 is the absolute viscosity of the fluid (ML~'T~') and D the internal diameter 
of the pipe (L). Combining the dimensions above, Nr is seen to be dimensionless. 
If English units are used (FPS system), a velocity greater than that which will produce Nr 
in the range 2000-2300, will result in turbulent flow. Needless to say, the mathematics 
describing turbulent flow are beyond the scope of this text, so we will concentrate on flow 
and velocity measurements under laminar conditions (Nx < 2000). Laminar flow velocity 
in a pipe with circular cross-section may be described by: 


vi) =P Per osrer (7.133) 


Here, (pi—p2) is the pressure difference across a length L of the pipe, R is the pipe’s 
radius and r is the radial distance from the center of the pipe. The total volume flow 
across the cross-sectional area of the pipe may be found by integrating the parabolic 
velocity profile over the pipe’s cross-sectional area. 


R 
Q= Jomaa = Rae — 7° /R*)2ar dr = Vn A/2m?3/s (7.134) 
0 


where V,, is the peak velocity, equal to (p;—p2)R* /(4nL) and A is the pipe’s cross- 
sectional area, 7R°. Thus, under laminar flow conditions, if we can measure the peak 
velocity (at the center of the pipe), we can calculate the net volume flow rate, Q. 

One common means of measuring the volume flow of incompressible fluids (generally, 
liquids) is by obstruction meters [Beckwith and Buck, 1961]. These include venturi 
tubes, flow nozzles, and orifice nozzles. Figure 7.35, reprinted with permission from 
Beckwith and Buck (1961), illustrates these obstruction meters. What is actually measured 
is the pressure differential across the nozzle. Beckwith and Buck show that the volume 
flow through a venturi tube can be expressed as: 


Qy = CMAp,/29(P; — P2)/am?/s (7.135) 


and the volume flow though nozzles and orifices is given by: 


Q, = KAz,/29(P1 — P2)/am?/s (7.136) 


where C and K are constants which depend on, among other factors, the Nr and the 
geometry of the obstruction. M is given by: 


M = 1/,/1 — (A2/A1)? (7.137) 


K=CM, g is the acceleration of gravity, a is the specific weight of the liquid, A; is the 
upstream pipe cross-sectional area and Az is the minimum area of the obstruction. Since 
the pressure difference, P;—P2, is measured, it is clear that the actual volume flow 
is proportional to its square root. Due to the turbulence losses associated with obstruction 
flowmeters, there is always a steady state downstream pressure loss, in some cases up 
to 30% for an orifice flowmeter. There is significantly less steady state pressure loss with 
a venturi system because of its streamlining and reduced turbulence. 
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FIGURE 7.35 

A. Section through a venturi nozzle. The volume flow through the nozzle is proportional to the square root of 
the pressure difference for incompressible liquids. B and C. Orifice flowmeters. The pressure drop across the 
orifice is proportional to flow. (Source: With permission, Beckwith and Buck, 1961) 


Obstruction meters can also be used with compressible fluids (gases). The situation 
here is far more complex, because of the adiabatic compression and expansion of the 
gas as it passes through the obstruction. In this case, the volume flow is no longer 
a simple square root function of the pressure difference, power law terms involving 
the ratio of pressures across the obstruction are involved (cf. Beckwith and Buck, 
Section 12-15, 1961). 

The fixed geometry obstruction meters suffer from the common problem that the 
pressure drop is proportional to the square of the flow rate. Thus, a very wide range 
differential pressure meter is required. If a large range of flow is to be measured, then 
accuracy may be low at the low end of the range. The rotameter, illustrated in Figure 7.36, 
is a flow measuring device of extreme simplicity. It consists of a vertical, glass or clear 
plastic tube whose inner diameter increases toward the top. Inside the tube is a ‘float’, 
which is pushed upward by the upward flowing fluid. The equilibrium position of 
the float in the tapered tube is determined by the balance between the downward gravity 
force and the upward pressure, viscous drag force and buoyant force. Beckwith and 
Buck give a complex relationship between volume flow of a non-compressible fluid and 
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FIGURE 7.36 
Section through a typical rotameter flow meter. (Source: With permission, Beckwith and Buck, 1961) 


the height of the float in the tapered tube: 


yy 28h oH Pr) c (7.138) 


where D is the effective diameter of the tube at the height of the float, y. vf is the volume 
of the float, b is the change in tube diameter (taper) with y, d is the maximum diameter of 
the float, A; is the effective cross-sectional area of the float, py is the float’s density, pw is 
the liquid’s density and C is the discharge coefficient. 


Q = (x/4)[(D + by)” 
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Rotameters are used for gases as well as incompressible liquids. A major disadvantage 
in their use is that they cannot be used with opaque fluids or fluids with large amounts 
of particles in suspension. Rotameters must also be read out manually; they are ill-suited 
for electronic readout. Advantages of rotameters are that their flow scale is nearly linear 
and their pressure loss is constant over the entire flow range. 

Another type of flow, or velocity meter, makes use of a free spinning turbine wheel 
in the pipe carrying the fluid. The flow or velocity is a function of the speed of the 
turbine, which can be measured by a tachometer generator which must be coaxial with 
the turbine in the pipe. Alternately, if small magnets are placed in the tips of the turbine’s 
vanes, a Hall effect switch sensor can be used outside the pipe to measure the rotating 
vanes passing under it. The number of pulses/second is proportional to the turbine’s 
angular velocity, which is in turn an increasing function of volume flow. Since no 
analytical expression exists for turbine velocity as a function of flow or velocity, turbine 
meters must be calibrated for a given application. 

Pressure probes, which include Pitot tubes, are also useful in measuring fluid velocity 
in ducts or in free space. The Pitot static probe is used to estimate the relative airspeed 
of aircraft through the air. Here again, we see that the velocity is approximately 
proportional to the square root of the pressure difference for air. A differential pressure 
transducer may be used to effect readout. A typical Pitot tube geometry is illustrated in 
Figure 7.37. Pitot tubes lose calibration when the fluid flow is no longer coaxial to the 
probe axis. A yaw angle as small as 8° can produce a significant error in the calibration of 
the Pitot tube. The Kiel ram tube, shown in Figure 7.38, operates similarly to the Pitot 
tube, except that the reference pressure is not taken from the probe. The Kiel probe is 
evidently far more insensitive to off-axis air velocity, maintaining its calibration up to 
yaw angles of 40° [Beckwith and Buck, 1961]. 

In medicine and physiology, it is important to measure blood flow and velocity in 
various blood vessels and in the heart. One means of estimating blood flow is by the 
Faraday effect, already discussed in Section 6.4.6.1. Faraday flow probes have been 
designed which clamp on to the blood vessel in question. They do not actually contact 
the blood, but do require surgery to expose the vessel in question. Their use is obviously 
invasive and not without risk. Webster (1978) describes the designs of several Faraday 
blood flowmeters. It should be stressed that the Faraday system is responsive to the 
average velocity of the conducting fluid (blood) and that flow is a derived quantity based 
on knowledge of the internal diameter of the blood vessel. 

The use of Doppler ultrasound, transmitted through the skin to the blood vessel of 
concern, offers a risk-free, non-invasive means to estimate blood velocity and flow 
(Webster, 1978, Section 8.4). All ultrasonic blood velocity/flow systems make use of the 
fact that blood contains erythrocytes or red cells suspended in it. Erythrocytes are 
typically found in densities of about 5 x 10° per mm‘, and are biconcave disks about 
8um in diameter, 2|m thick at their edges and 11m thick at their centers. The velo- 
cities of individual erythrocytes follow the laminar flow stream lines of velocity in the 
larger blood vessels (arteries, veins). Ultrasound incident on the moving blood in a vessel 
is therefore reflected off myriads of tiny scatterers whose velocities range from zero to 
maximum, and whose cross-sectional areas vary randomly in time and space (they 
tumble as they move). Hence the return signal is composed of two major components: 
The largest component is at the carrier frequency and is reflected from all non-moving 
tissues in the beam path. The information carrying component is much smaller in 
energy and is made up of the superposition of many amplitudes and frequencies 
reflected from the ensonified, moving red cells. The exact nature of the Doppler return 
signal depends on how tightly the ultrasound beam can be focused in the interior of 
the vessel to discriminate individual regions of velocity. 
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FIGURE 7.37 
A pitot airspeed tube. (Source: With permission, Beckwith and Buck, 1961) 


The most basic form of Doppler ultrasound system is the CW configuration, where 
the return signal is heterodyned with a sine wave at the transmitted frequency, then 
low-pass filtered and amplified. The frequency of this output signal is proportional 
to the average velocity of the ensonified blood. The output signal is audible to the 
operator and may be used to detect fetal heartbeats, or pulsating aneurisms in artery 
walls, in addition to blood velocity in vessels such as the common carotid arteries. In the 
latter case, obvious asymmetries in carotid blood velocity may indicate an asym- 
metrical obstruction, such as by atherosclerotic plaque in a carotid sinus. CW Doppler 
ultrasound systems are generally more qualitative in their medical applications than 


394 Introduction to Instrumentation and Measurement 


0.3 | 


Total pressure error 
Velocity pressure 


02 4 


ce 


80 60 40 20 0 20 40 60 80 


Yaw and pitch angle 


FIGURE 7.38 
A Kiel type air velocity probe. Note its relative insensitivity to off-axis air velocity. (Source: With permission, 
Beckwith and Buck, 1961) 


are the more sophisticated pulsed Doppler systems. Pulsed Doppler systems can be 
range-gated to enable a blood velocity profile to be constructed for large vessels such 
as the descending aorta. 

To be used quantitatively, all conventional Doppler blood velocity systems require a 
precise knowledge of 6, the angle between the blood velocity vector and a line connect- 
ing the transmitting/receiving transducers with the small volume of blood whose 
velocity is being sensed. Recall that the frequency of the Doppler shifted return signal 
is given by the relation: 


2v cos(@) 
: ) (7.139) 


fr=f(i+ 


where c is the average velocity of sound in blood, v is the velocity of the small blood 
volume ensonified and f; is the transmitted (carrier) frequency. The Doppler shift, taken 
as positive here because the velocity of the reflector, has a component toward the 
transducers, is detected electronically and is given by: 


fa = [fr2v cos(@)]/c (7.140) 


Obviously, v is proportional to f,/cos(@) and an error in @ will give an error in v. In 
1985, Fox presented a closed form solution to the two dimensional Doppler situation 
which utilizes the outputs of two independent transmit-receive probes (Figure 7.39). 
Fox’s solution yields the velocity magnitude, |v| = ,/v2 + v2 and the angle 6; between 
Vv y 
the velocity vector and a line from number 1 probe. Note that the probes lie in the 
xy plane with the velocity vector. The probes are separated by an angle y, and their 
beams converge on the moving, reflecting object at P. The Doppler frequency returned 
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Geometry relevant to Fox’s angle independent / 
Doppler system. TR1=ultrasound transducer 1, (p,) 
transmits at frequency f,, transducer TR2 transmits 
at i 
to each probe is given by: 
far = 2f1|v| cos(@1)/c (7.141a) 
faz = 2f2|v| cos(62)/c (7.141b) 
Now the angle 62 can be written in terms of 6): 
=A+y (7.142) 
After some arcane trigonometry and algebra, it can be shown that, 
lol = /o2 + 02 = (fin /2fd/ A — 2R cos) + R2)/sin2(y) (7.143) 
and 
6, = tan |[(cos(w) — R)/ sin()] (7.144) 
where R is the Doppler shift ratio corrected for carrier frequency: 
R = (fa2/fo)/Cfa/f) (7.145) 


In order to calculate |v| and 6;, one must measure fy, and fy2, knowing fi, fo and w. 
The accuracy of the method is limited by the accuracy which one can determine fz; and 
faz. Due to the parabolic (laminar) flow profile in blood vessels, the finite size of the 
ensonified volume (typically 3mm? for a 2.25 MHz carrier; Fox, 1978) and the random 
scattering nature of moving red blood cells, there is, typically, a bell-shaped distribution 
of fas, rather than a single, sharp peak. The mode of the distribution is generally taken 
as the desired f,. The Fox two-probe method of determining the velocity vector in 
two dimensions is best implemented with a computer system which algorithmically 
processes the Fourier transformed Doppler return signals to determine their modes to 
estimate fa, and fa2 and then calculates |v| and 6; using the relations above and the known 
parameters, W, f; and fo. 

Fox and Gardiner (1988) extended the two dimensional, closed form solution for v 
to three dimensions. Their equations are too long to include here, but they have 
the same general form as the far simpler two dimensional case described above. 
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Their experimental results showed that the calculated |vjremained within 5.6% of the 
theoretical value for Doppler angles up to 50°. Also, their angle estimate agreed with the 
theoretical values with a correlation coefficient, r= 0.99937. 

The two and three dimensional Doppler flow velocimetry technique developed by 
Fox and colleagues is, of course, not restricted to the ultrasonic measurement of blood 
velocity. The Fox technique can be extended to the other Doppler modalities (lasers and 
microwaves), when a two or three dimensional estimate of object velocity is required. 

The final system which we will discuss, which is used for the measurement of gas 
velocity and flow and which is used in modern pulmonary diagnostic instruments, is 
the pneumotachometer, or pneumotach. Basically, a pneumotach is a pneumatic analogue 
of a resistor. A resistor obeys Ohm’s law, I= V/R. In the case of laminar gas flow through 
the pneumotach, 


Q = (Pi — P2)/Rp (7.146) 


where Q is the volume flow of gas, (P;—P2) is the pressure drop across the pneumo- 
tach and Rp is the equivalent pneumatic resistance of the pneumotach. The pneumotach 
itself can have one of several forms. The body or duct of a pneumotach typically has 
a diameter of 1.5in and it uses either a fine mesh screen or hundreds of parallel capillary 
tubes, about 1-2in long, to obtain the desired acoustic resistance. Unfortunately, a 
capillary tube does not exhibit a pure, frequency independent resistance, but appears 
reactive at high frequencies. The acoustic impedance of a single capillary tube is given 
by [Olsen, 1943]: 


, 8Lyn .4Lwp 
ZA) = Tea tI ZR? 


acoustic ohms (7.147) 


where 77 is the viscosity of air at 20°C (1.86 x 10-4 poise), R is the radius of the tube in cm, 
L is its length in cm, p is the density of air (1.205 x 10-3 g/cm?) and w is the radian 
frequency of pressure variation across the pneumotach elements. If N identical capillary 
tubes are packed in parallel, the resultant acoustic impedance is: 


8Ln . 4Lwpe 


ZANET) = aR) See 


acoustic ohms (7.148) 


The acoustic impedance of a capillary tube pneumotach appears resistive for frequencies 
from dc up to about one-tenth of the frequency, where Rp= Xp, or 


fimax © 0.3n/(x pR*) Hz (7.149) 


fimax 1s about 50 Hz for R=0.01715cm and L=1cm. This means that as long as the fre- 
quency components in the pressure applied across the pneumotach impedance are below 
50 Hz, the pneumotach will appear resistive and the pressure drop will be proportional 
to volume flow. A broader bandwidth pneumotach can be made from thin, parallel, 
rectangular slits. The acoustic impedance of one such slit is given by [Olsen, 1943]: 


12nL  .w6pL 
Bd! 5td 


Zao) = (7.150) 
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where 7 is the viscosity of air, p is the density of air, L is the length of the slit in 
the direction of flow, f is the height of the slit perpendicular to the direction of 
flow and d is the width of the slit perpendicular to the flow direction. The critical 
frequency for this type of pneumotach is again taken as one-tenth the frequency, where 
Xp=Rp, or: 


fmin © n/(P p) Hz (7.151) 


For slits with t=0.01cm, the acoustic impedance of the pneumotach would appear 
real up to about 240 Hz. 

We see that the pneumotach can be used to measure volume flow under laminar 
conditions by sensing the pressure drop across it with a differential pressure sensor. 
Average air velocity can easily be derived by multiplying the volume flow by the 
pipe’s area. The pneumotach can alo be used to measure the acoustic impedance of 
a series acoustic load at frequencies where the pneumotach itself appears resistive. 
Figure 7.40 illustrates such a system. A pressure source (a loudspeaker) is coupled to the 
pneumotach. Two independent pressure sensors are used to measure the pressure 
difference across the pneumotach (P) — P2) and the pressure across the unknown acoustic 
impedance (P2). The unknown acoustic impedance is then just: 


Zxal jw) = (jo) (7.152) 


P2 
(P; — P2)/Rp 
This method was used by Pimmel et al (1977) to investigate the impedance of the 
human respiratory system over a frequency range of 1-16 Hz, and by Peslin et al (1975) 
over a frequency range of 3-70 Hz. 


7.3.3. Measurement of Linear Position 


The technology of linear position measurement is a very broad area, ranging from 
position measurements of vehicles from within (navigation, inertial navigation and GPS) 
to position measurements of mechanical objects, radiation sources, estimation of vehicle 
position from without (as in the location and tracking of aircraft around an airport, or the 
tracking of submarines. It is not within the scope of this text to consider vehicle location 
problems by radar or sonar, nor will we consider the specialized topics of inertial 
navigation and LORAN. We will, however, consider satellite navigation using GPS. 
First, we will focus on the measurement of mechanical position. 
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Most mechanical systems operate under coordinate constraints. This means that 
they may only move in a path determined by their associated connections. For example, 
the position of the printing head of a dotmatrix printer at any instant is located some- 
where along the length of its guide bar—this is a bounded one dimensional position 
problem which has been solved cleverly by not measuring the position of the print head 
as the printer operates, but by locating the zero or reference position at printer power-up 
by use of a simple photoelectric position indicator at the left hand side of the guide bar. 
Once the zero position is set, a stepping motor is used to position the print head along 
the guide bar as required. Since the stepping motor rotates in discrete angular increments 
with every applied pulse sequence, all the printer CPU has to do is use the net count 
of stepping motor command pulses stored in an up/down counter to know the location 
of the print head. The discrete nature of printing and symbols allows this simple index- 
ing system to work effectively. However, there are many cases where there must be 
continuous feedback on position to optimize position control system performance. 

In Section 6.5.1, we described the operation of the linear variable differential trans- 
former (LVDT), a sensor widely used to give precise information in bounded linear 
displacement. LVDTs come in all sizes and cover the range of displacements from 
millimeters to ten centimeters. An LVDT is an ac, carrier operated sensor with an ac, 
double sideband, suppressed carrier output, which requires demodulation to a voltage 
proportional to core displacement by a phase sensitive rectifier (PSR) and low-pass filter 
(LPF). In some LVDT models, the carrier oscillator and PSR/LPF are built into the 
LVDT’s case. In all cases, the response speed of the LVDT is limited by the carrier 
frequency and the time constants of the LPF. 

One dimensional mechanical position can also be sensed photoelectrically. One scheme 
we have used makes use of a red LED and two photodiodes or phototransistors 
connected as shown in Figure 7.41. An opaque vane attached to an axially moving shaft 
blocks the amount of light impinging on the photodiodes. Near the center of its range, 


FIGURE 7.41 

Section through a mechano-optical sys- 
tem using photodiodes used to measure 
linear displacements in the millimeter 
range. Note: PD= photodiode, L=lens, 
V=opaque vane, LED=light emitting 
diode. 
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the voltage output is linear with shaft position. This system was used by the author to 
provide position feedback to a servo mechanism, which was used to provide controlled 
stretches to small muscles in physiological studies. The United Detector Technology Co. 
describes single axis, position sensing photodiodes which can sense the linear position 
of a collimated spot of light. The UDT sensor can be operated differentially as a fourth 
quadrant (photovoltaic) solar cell—the ends of the linear sensor are connected to a dc 
differential amplifier, the center to ground. The spectral response of the UDT sensors 
peaks at about 850nm. The sensor can also be used in the reverse biased photodiode 
mode. Rise times are in the range 0.5-7 11s, depending on the model. The UDT linear 
position sensors have maximum displacement ranges of 0.21 or 1.18in. A 1% output 
linearity in the central 75% of the length is claimed for the displacement of a 1mm 
diameter light spot. 

In some cases, linear position can be converted to rotational position by the use of 
a cable passed around a pulley to a weight. The weight keeps the cable taught and the 
pulley drives one of many angular position measuring sensors. Probably the simplest 
angular position measuring sensor for this application is a 10-turn potentiometer. The 
potentiometer can be used as a voltage divider, or be one arm of a Wheatstone bridge. 
This type of system has been used to measure the level of liquid in a tank or well. 

Linear position of distant objects can also be measured by means of reflected laser light, 
ultrasound waves and microwaves. In the simplest implementation, as developed for 
the Polaroid™ camera rangefinder, a short ultrasound pulse is transmitted toward the 
object whose position is to be sensed and the time delay for the echo to return is used as 
a measure of the distance. The same principle applies to laser ranging, used in modern 
surveying and geophysics and with radar, whose uses should be obvious. All of the 
above pulse-echo systems rely on a precise knowledge of the propagation speed of the 
energy in the propagating medium. Unfortunately, the speed of sound is affected by air 
temperature, pressure and moisture content. The speed of sound in water is also affected 
by temperature, pressure, density and salinity. The speed of light in various media is only 
slightly affected by factors that affect the speed of sound. Also critical in any pulse-echo 
system design is the need for a precise, stable clock to measure the time intervals between 
pulse transmission and echo reception. Such clocks are often derived from thermostatted 
quartz crystal oscillators using frequency multiplication techniques. 

Often, we do not wish to measure the absolute position of an object, but rather a small 
change in its position. In these cases, we may make use of interferometric techniques, 
where coherent light is commonly used. Fox and Puffer (1978) described the use of a 
holographic interferometric system to measure the three dimensional growth of plants in 
response to applied stimuli such as short flashes of light. Resolution of displacement was 
on the order of one tenth of a fringe, or 0.16 1m, using a HeNe laser. Growth movement 
velocities under constant illumination of 0.4-0.05 um/were observed using the cactus, 
Stapelia. 

Drake and Leiner (1984) described the use of a single mode, fiber optic, Fizeau inter- 
ferometer to measure the displacement of the tympanic membrane of the cricket in 
response to a sinusoidal sound stimulus of 90dB SPL over a range of 1-20 kHz. Their 
system could resolve peak displacements ranging 0.01-30 nm. The 0.01 nm limit was set 
by system noise and the 30nm limit by linearity considerations in the interfero- 
meter. A HeNe laser was used. Drake and Leiner’s system is illustrated schematically in 
Figure 7.42. Note that the distal end of the single mode optical fiber is brought to within 
a millimeter or so of the reflecting tympanic membrane. This distance is not exceptionally 
critical except if too large and the power of the return signal picked up by the optical 
fiber is too small for interferometer operation. The specimen is mounted on a thick- 
ness mode piezoelectric crystal which acts as displacement vernier to adjust the exact 
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FIGURE 7.42 
Diagram of the single optical fiber, Fizeau interferometer used by Drake and Leiner (1984) to measure 
displacements of 0.01-30nm in a sound excited, insect tympanic membrane. 


working distance between the end of the optical fiber and membrane for maximum 
interferometer sensitivity. 

Northrop (1980), and Northrop and Decker (1977) described a 40kHz ultrasonic 
system used as an incremental motion detector. The application of Northrop’s system was 
a prototype, no-touch, infant apnea monitor and convulsion alarm for newborn babies 
at risk. The system’s transmit and receive transducers were installed in the top of 
a conventional incubator system and the CW ultrasound beam was directed down to 
ensonify the surface of the baby’s skin, a good reflecting surface. The return signal was 
amplified and processed electronically as shown in the block diagram of Figure 7.43. 
The apnea monitor system output is responsive to the small changes in the ultrasound 
path length. The frequency of the closed loop system’s VCO is changed by feedback so 


FIGURE 7.43 

Block diagram of the 40kHz, ultrasonic, infant apnea monitor system of Northrop (1980). Note: 
TRX=transmitting ultrasound transducer, RCX=receiving transducer, PRA= pre-amplifier, POA = power 
amplifier, COM=analog comparator, OSH=one-shot multivibrator, INT =integrator, BPF= bandpass filter, 
SUA =summing amplifier, VCO = voltage controlled oscillator, z, = dc reference voltage. 
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that at any instant, there is a constant number of wavelengths in the air in the round trip 
airpath (TRX to BABY to RCX). That is, the controlled variable in this feedback system is 
the total phase lag between TRX and RCX. It may be shown that the analog output of the 
apnea monitor is proportional to incremental changes in the total airpath length. Such 
changes in airpath length would normally be from chest and abdominal movements 
caused by normal breathing of the sleeping infant. Changes in the normal amplitude 
and rate of these displacements are what are used to trigger the apnea alarm to summon 
medical help. The analog output is given by: 


2n(N +1/2)c 


Vea 2X2Ky 


Ax (7.153) 


where K, is a constant, Ky is the VCO constant in (r/s)/volt, c is the speed of sound in 
air, X is the average path length from the transducers to the baby, N is the integer number 
of ultrasound wavelengths in 2X, the total airpath length and Ax is the (incremental) 
displacement of the baby’s chest and abdomen. N is given by: 


(7.154) 


N = INT ES Ve 
27 


Here, Vc is a constant dc voltage. The ultrasonic apnea monitor was calibrated using 
an 18in woofer loudspeaker whose dc displacement sensitivity was known. Limiting 
resolution of the Northrop system was found to be about +12,1m, due to system 
noise and the wavelength at 40kHz (0.86cm). Output sensitivity for X=21cm, was 
0.92 V/mm. Once the lock is established, the distance X may vary slowly over a wide 
range, limited only by the working range of the VCO and its ability to keep the steady 
state relation, 


fo =(N 1/2) c/(2X) (7.155) 


is satisfied. f, is the VCO output frequency. Large, rapid changes in X may cause 
the system to lose the lock. This event can be detected electronically [Northrop and 
Decker, 1977] and used to relock the system to a new N value. Note that the phase 
lock design principle of the Northrop system can be extended to microwaves. Such 
a microwave system might be useful in detecting motion of living persons buried in 
opaque but otherwise microwave transparent media, such as snow, or rubble from 
collapsed buildings. 


7.3.3.1 Use of the Global Positioning System to Locate Objects 


The purpose of the GPS system is to locate a GPS receiver at a position P(p,@,¢) in 
spherical coordinates or P(x,y,z) in rectangular coordinates on or above the Earth’s 
surface (Figure 7.44). GPS location has obvious application to the navigation of moving 
vehicles, including ships, wheeled and tracked vehicles, aircraft and missiles. GPS 
location is also used by hikers, explorers, surveyors, mapmakers, oceanographers and 
farmers. Most recently, its applications have been extended to tracking delivery trucks 
and keeping track of children at play. In these applications, a precision GPS receiver 
radios the receiver’s coordinates to a base station. Shipboard GPS readouts are generally 
in Latitude Longitude—modern units can also give course vectors to entered waypoints 
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FIGURE 7.44 
A. Spherical coordinates relative to locating an 
object P at or above the Earth’s surface. B. The 
same object described in rectangular coordi- 
nates. (x y,Z << R of Earth) 


(e.g. buoys), receiver departure from the desired course and position on a moving 
map. GPS units used by hikers can plot to scale the path the hiker has taken. GPS 
receiver systems have evolved from the 73 kg Macrometer1000, developed at MIT in 1982 
[Langley, 2000] to modern handheld and wrist mounted units in use today. Receiver 
antennas for the L1 and L2 GP%S satellite signals at 1.57542GHz and 1.22760 GHz, 
respectively, now are as small as a 2.5cm square. Of course, larger antennas give 
stronger signals. 
Described below are the four components of the basic GPS system. 


. The satellite vehicles (SVs) 
. The signals they send 
. The ground control system for satellite signal correction 


BwoON 


. GPS receiver design 


We will also comment on the Russian GLONASS satellite navigation system and a system 
being developed by the European Union that may use both GPS and GLONASS 
technologies, as well as discuss enhancements of the GPS system that give it centimeter 
accuracy. 

It is general knowledge that the Earth and the other eight planets are in orbits around 
the sun. The moon is in orbit around the Earth, as are many manmade satellites used 
for surveillance, weather, communications, climate research, astronomy and of course, 
navigation. The latter class includes the US GPS SVs, the Russian GLONASS SVs and 
certain SVs in equatorial geosynchronous orbits. The orbits of all orbiting celestial bodies, 
including SVs, obey Kepler’s three laws. 

Johannes Kepler was truly a great mind of his era. Kepler lived in the period 1571-1630. 
He published his First Law in 1605. In 1609, he published his Second Law in his text, 
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FIGURE 7.45 
An elliptical orbit of a sattelite vehicle (SV). 


Astronomia Nova. He published his Third Law in 1619, in his monograph, Harmonices 
Mundi. It was his third law which led Isaac Newton to his law of gravitation, not an 
apple. Kepler certainly was the founder of the science of celestial mechanics. In fact, 
he coined the word satellite. Kepler’s three laws can be stated simply for satellites: 


1. The orbits of satellites are ellipses (a circle is a special case of an ellipse where the 
two foci are at the center) 


2. If two bodies revolve around each other under the influence of mutual 
gravitational attraction (i.e. the Earth and a SV), a line joining their mass centers 
sweeps out equal areas in the orbital plane in equal intervals of time 


3. The square of the orbital period is proportional to the cube of the orbit’s semimajor 
axis [Koch, 2002] 


Figure 7.45 gives an illustration of the geometry of an elliptical orbit. Note that the 
elliptical orbit lies in a plane. The long axis of an ellipse in called its major axis. One-half 
its major axis is by definition, the semi-major axis, a. (In the limiting case where an ellipse 
becomes a circle, the semi-major axis is the circle’s radius.) One-half of an ellipse’s minor 
axis is its semi-minor axis, b. The eccentricity of an ellipse is defined as ¢ = \/(a? — b?)/a. 
It can be shown that the sum of distances from any point P on the ellipse to the two foci is 
equal to 2a. Note that focus F’ of the ellipse is not centered on a mass, while F is. The GPS 
SVs are deliberately put in what is as close to a circular orbit as can be obtained. Due to 
mass inhomogeneities inside the Earth and its very slight degree of oblateness, the actual 
GPS SV orbits do have a slight eccentricity which is measured and corrected for in 
the operation of the GPS system. 

As we all know, the Earth is not a perfect sphere, it is slightly fatter at the equator, 
having an mean equatorial radius of 6378km, a polar mean radius of 6357km, and a 
mean radius of 6371 km. Navigation on the Earth’s surface has been traditionally done in 
terms of Latitude and Longitude, which requires accurate maps having latitude and 
longitude imprinted thereon. Latitude and Longitude are polar coordinates (o and 6, 
respectively) in a spherical trigonometric system for locating a point P on the Earth’s 
spherical surface. Specifically, latitude is a N/S measure of angular position on a series 
of circular planes passing through the Earth, perpendicular to its polar axis (the axis 
the Earth rotates on). The Equator is the 0° latitude locus farthest from the poles. 
Longitude is an E/W measure of angular position in relation to the Prime (Greenwich) 
Meridian. The circular planes defining Longitude angles all pass through (or contain) 
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the Earth’s polar axis. Any point on the Greenwich meridian circle is, by definition, 
at 0° longitude. 

The present configuration of the US Block II GPS satellite system uses 245Vs in six 
orbital planes (four SVs in each plane). (Only four GPS SVs are required for a receiver 
to locate itself in (x,y,z,t) space.) There are 21 active SVs and three ‘spares’. The orbital 
planes are spaced 60° apart at the equator, and are inclined at 55° with respect to the 
(horizontal) equatorial plane. Each of the six orbits has an orbital radius (from the center 
of the Earth) of 26,562km. A given SV will appear over a given point on the Earth’s 
surface under its orbit with a period of 11h, 56min. Each SV weighs ca. 787 kg. Each SV 
has on board four atomic clocks; two cesium vapor maser and two rubidium vapor maser 
clocks (Sections 1.4.2 and 8.9). Synchronized precision time keeping between all GPS SVs 
is essential to precisely triangulate a GPS receiver on Earth. The cesium beam, atomic 
maser clocks run with an accuracy of +2 x 1077, amounting to an error of several ns/day. 
Unfortunately, clocks in orbit are affected by both gravity and relativity. 

Quoting Nelson, 1999: 


“According to relativity theory, a moving clock appears to run slow with respect to a similar 
clock that is at rest. This effect is called ‘time dilation’. In addition, a clock in a weaker 
gravitational potential appears to run fast in comparison with one that is in a stronger 
gravitational potential. This gravitational effect is known in general as the ‘red shift’ (only 
in this case it is actually a ‘blue shift’). 

GPS satellites revolve around the Earth with a (tangential) velocity of 3.874km/s at an 
altitude of 20,184km. Thus, on account of its velocity, a satellite clock appears to run 
slow by 7 microseconds per day when compared to a clock on the Earth’s surface. But on 
account of the difference in gravitational potential, the satellite clock appears to run 
fast by 45 microseconds per day. The net effect is that the clock appears to run fast by 
38 microseconds per day. This is an enormous rate difference for an atomic clock with 
a precision of a few nanoseconds. Thus, to compensate for this large secular (sic) rate, the 
(SV) clocks are given a rate offset prior to satellite launch of —4.465 parts in 10° from 
their nominal frequency of 10.23 MHz, so that on average, they appear to run at the same 
rate as a clock on the ground. The actual frequency of the satellite clocks before launch is 
thus 10.22999999543 MHz. 

Although the GPS satellite orbits are nominally circular, there is always some residual 
eccentricity. The eccentricity causes the orbit to be slightly elliptical and the velocity and 
altitude vary over one revolution. Thus, although the principal velocity and gravitational 
effects have been compensated by a (clock) rate offset, there remains a slight residual 
variation that is proportional to the eccentricity. For example, with an orbital eccentricity 
of 0.02 there is a relativistic variation in the apparent clock time having an amplitude 
of 46 nanoseconds. This correction must be calculated and taken into account in the 
GPS receiver. 

The displacement of a receiver on the surface of the Earth due to the Earth’s rotation in 
inertial space during the time of flight of the signal must also be taken into account. This is 
a third relativistic effect that is due to the universality of the speed of light. The maximum 
correction occurs when the receiver is on the equator and the satellite is on the horizon. The 
time of flight of a GPS signal to a receiver on the Earth (signal time delay) is then 
86 milliseconds and the correction to the range measurement resulting from the receiver 
displacement (due to Earth’s rotation) is 133 nanoseconds. An analogous correction must be 
applied by a receiver on a moving platform, such as an aircraft or another satellite ...” 


It should be evident to the reader that just the time keeping in the GPS system is 
complex. In practice, none of the 24SVs has exactly the same orbital eccentricity. 

Data broadcast from all GPS SVs have the following signal structure—two, 
pseudorandom noise (PRN) codes modulate the transmitted signal. Each SV has 
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its own unique PRN code. One is the coarse/acquisition (C/A) code the other is the 
precision (P) code. The C/A code is used by the receiver for satellite acquisition and 
identification, and for coarse position determination by lower accuracy receivers. 
The P-code is for higher precision position determination. It can be encrypted to create 
a secure signal called the Y-code, which is used by the military and other authorized 
users. The C/A code is a Gold code of register size 10, which has a binary sequence length 
of 1023 and a clocking rate of 1.023 MHz, thus it repeats itself every 1 ms. The P-code is of 
length 2.3547 x 1023 with a clock rate that is ten times the C/A code, or 10.23 MHz. 

The GPS satellites transmit at two microwave L-band carrier frequencies, L1 and L2. 
These frequencies are derived from the SV’s master clock by phase locked loop 
frequency multiplier techniques; the L1 carrier is at fp; =154 x 10.23 MHz = 1.57542 GHz, 
and the L2 center frequency is at fr2=120 x 10.23 MHz = 1.22760 GHz. The L1 carrier 
carries modulation by both the C/A and P-codes, and the Navigation Message (NM). 
The NM is a 50 bps signal which also modulates the C/A+P signals. It describes the SVs’ 
orbits, clock corrections and other arcane system parameters. The L2 carrier carries only 
the P-code. The second P-code signal permits a dual frequency measurement of the 
ionospheric group delay [Nelson, 1999]. Figure 7.46 illustrates the modulation structure 
for the L1 and L2 signals. The P-code enables a simple GPS receiver to have a 2-sigma 
RMS horizontal position error of ca. 5m. 

Until 2 May, 2000, the US government deliberately degraded the C/A code broadcast 
from all GPS SVs in a process called Selective Availability (SA). When SA was active, part 
of the C/A code was ‘dithered’ to reduce GPS receiver position resolution so that 95% of 
position readings fell within a 90m diameter circle. With SA off (the present condition), 
measured resolution is such that 95% of readings lie inside a 12.6m diameter circle, 
an error area reduction of 98%. At the time the US DoD was implementing SA, only 
military users’ GPS receivers could ‘un-dither’ the GPS signal. Recently, the differential 
GPS technique (DGPS) was developed to circumvent 5A, rendering it obsolete. DGPS is 
described below. 
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FIGURE 7.46 
The modulation structure of the L1 and L2 GPS signals. 
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FIGURE 7.47 
Block diagram describing a simple GPS receiver. 


The control segment for the GPS system consists of a master control facility located 
at Schriever AFB in Colorado Springs, CO, and observer stations located in Hawaii, 
Ascension Island in the S. Atlantic, Diego Garcia Island in the Indian Ocean and 
Kwajalein Island in the Pacific. These monitor stations measure GPS SV signals and 
develop precise orbital models (ephemeris data) for each SV, which include clock 
corrections. This information is sent to the master control station in Colorado, which 
uploads the necessary ephemeris data and clock corrections to each SV. The SVs then 
send subsets of the orbital ephemeris data to GPS receivers in the slow navigation 
message. This continuous updating and correcting is a necessary process to maintain 
the accuracy of the GPS system. 

Figure 7.47 illustrates the block diagram of a simple, civilian use, GPS receiver based 
on the design used in the Zarlink chipset used in the Orion GPS receiver. Note that 
it is of superheterodyne architecture—the output of a 10 MHz, temperature controlled 
quartz crystal local oscillator is processed by an on-chip phase locked loop (PLL) 
frequency multiplier and mixed to give intermediate frequencies of 175.42 MHz, 
35.42 MHz and finally 1.405 MHz. The 2-bit, quantized output of the triple conversion 
receiver/detector is sent to a DSP package consisting of a parallel, 12-channel signal 
correlator used for SV identification by its unique PRN signature. The correlator’s 
operation and its output are managed by a 32bit, RISC microprocessor operating at 
20MHz. On-chip memory includes 512kbytes 20ns SRAM and 256kbytes EPROM 
holding Orion GPS firmware. The firmware contains the GPS Almanac, which has coarse 
position (ephemeris) data for all possible GPS SVs. (All GPS receivers must have 
almanacs.) 

An inexpensive, handheld GPS receiver only works with the L1 signal and processes 
one GPS SV’s signal at a time, extracting the data it needs to calculate its position on an 
alternating basis. More expensive receiver designs have five, independent DSP channels 
for parallel computation of position. Very high end GPS receivers may have a dedicated 
channel for each SV in the constellation. 
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TABLE 7.1 


Sources and magnitudes of GPS pseudo range error 


Error Value, m 
Ionospheric (refraction) delays 4.0 
Clock 2.1 
Ephemeris (orbital position) 2.1 
Multipath (reflections of UHF signal) 1.0 
Tropospheric delays 0.7 
Receiver 0.5 
Cumulative 10.4 


Differential GPS was developed by the US Coast Guard to facilitate precision navi- 
gation of military and civilian vessels. It was declared fully operational on 15 March, 
1999. DGPS covers the US coastal waters, the Great Lakes, Puerto Rico and the US Virgin 
Islands, and portions of waters around Alaska and Hawaii. In a DGPS system, an 
accurately located ground base station receiver makes a position estimate at some time t, 
from five GPS SVs. It compares this position with its accurately known ground position 
and calculates error vectors. This error information is sent by low frequency radio link 
(300 kHz carrier) to the mobile DGPS receiver, which calculates a corrected position 
estimate from its position determined by satellites alone. According to the USCG, 
the DGPS positional error is 1 to 3meters [USCG, 2003]. 

A GPS receiver normally calculates its position by measuring the time it takes the 
L1 signal from the SV to reach its position. From an a priori knowledge of where the SV is 
in its orbit at the time of transmission (ephemeris data), how long it takes to send the 
signal, and knowing the speed of the signal, it can compute what is called the pseudo 
range (PR) to the SV. PRs from four SVs are necessary to calculate the receiver’s position, 
P(x,y,z). (Arcane spherical trigonometry (not covered here) is used to find P(x, y,z).) 
Each PR is corrected by data from the DGPS base station. The correction data is sent 
at an amazingly slow 100 or 200 baud, which generates a delay of 2-5seconds before 
the corrected receiver position is available for display [DePriest, 2003]. (What were 
they thinking?). Pseudo range error can be attributed to various causes, as shown in 
Table 7.1. 

The Achilles’ heel of the DGPS system is that the farther the receiver is from the 
base station, the poorer the accuracy of the correction, hence poorer the position 
estimate by the DGPS receiver. For New England waters, USCG DGPS base stations 
are located at Sandy Hook, NJ; Horiches, LI, NY; Acushnet, MA; Portsmouth Harbor, 
NH; Brunswick, ME and Penobscot, ME. 

While the 1m accuracy of the DGPS system is certainly adequate for ship navigation, 
greater accuracy (<0.1m) is required for land based operations such as surveying, 
forestry, robot farming, irrigation, etc. To meet this more stringent requirement, the 
GPS Wide Area Augmentation System (WAAS) was developed. WAAS is also called 
WAGBPS or Space Based Augmentation System (SBAS). The European Community (EC) 
is developing their own version of the US WAAS called EGNOS and the Japanese have 
their version, called MTSAT. We will use the acronym WAAS for the US system. Similar 
to the USCG sponsored DGPS, which uses base stations largely on the coast, the US FAA 
sponsored development of the WAAS system uses ca. 25 precisely surveyed ground 
reference stations positioned across the US and several master stations The WAAS 
uses its own three GEO SVs which are in high, geosynchronous equatorial orbits. 
The geosynchronous WAAS SVs useful to the US are called AOR-W, AOR-E and 
POR. An equatorial geosynchronous orbit has a radius of 35,768km from the Earth’s 
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center; the GEO SV’s tangential velocity is 3075 m/s. SVs in geosynchronous equatorial 
orbits are stationary above a fixed point on the Earth’s equator (i.e. their orbital angular 
velocity equals the Earth’s rotational angular velocity, 4.167 x 10 degrees/s). AOR-W is 
at Lat. 0° (equator) and Long. 54° W. AOR-E is at Lat. 0°, Long. 15.5° W. POR is at Lat. 0°, 
Long. 178° E, almost mid-Pacific. 

WAAS works in the following manner. The WAAS ground stations (and EGNOS 
ground stations) harvest GPS position information across the country and compare it 
to their accurate ground positions and each generates an error vector with ionos- 
pheric delay, clock errors and ephemeris error components. Each station transmits this 
information to a master ground station which analyzes and compiles a master error 
matrix, which is a function of Lat—Long. coordinates on a rectangular grid over 
the Earth’s surface. The grid is subdivided into eight, North-South strips approximately 
45° of Long. wide. Some 1607 points are in the grid. The computed, interpolated/ 
extrapolated GPS error estimates at the grid points are then uplinked to the geosyn- 
chronous satellites. An updated clock error matrix is uplinked every minute; ionosphere 
and ephemeris data are uplinked every two minutes. A WAGPS receiver first determines 
its position from the four or five GPS SVs it ‘sees’, then from the downloaded correction 
data from the GEO SV, it determines where it is (approximately) on the grid, determines 
the closest four points and interpolates its position correction from the error matrix. 
The WAAS system can work with three, two or one correction point if others are not 
available [DePriest, 2003]. Typical accuracy of the WAAS as currently implemented is 
1m (x, y), 1.5-2m (z) (altitude). 

Recall that WAAS was originally developed for aircraft navigation. Due to its wider 
area availability, several companies have developed WAGPS receivers that not only use 
the corrections downloaded from a GEO satellite, but phase information between L1 
and L2, and sophisticated post processing algorithms. For example, the OmniSTAR 
8000 HP™ WAGPS system has an advertised horizontal accuracy of 10cm 95%, and 
height accuracy of 20cm 95%. The 95% means that there is a probability of 0.95 that 
a position reading will lie within a 10cm radius from the true location for (x,y), and 
within 20cm of the true height (z). OmniSTAR lists applications of this precise WAGPS 
system, including mooring, crane monitoring, seismic surveying, oil drilling, robot 
vehicle guidance, inshore dredging (e.g. for power cable trenches), trenching for 
pipelines, power cables, fiber optic cables, farming, rough surveying, etc. 

GPS systems are essentially noisy. That is, if a series of position determinations 
are made using a fixed receiver, each reading is likely to be some distance from the 
receiver’s true position. GPS error, ¢, is defined as the vector distance from the true 
receiver position to the indicated position. There are several ways of statistically 
describing sets of errors [Wilson, 2003]. One can start by making a histogram of error 
magnitudes in the horizontal plane for a large number of measurements for the same 
receiver location. It is found that most such histograms can be fit by the continuous, 
Weibull distribution with shape factor B=2, or a continuous Rayleigh distribution. 
By integration of the Weibull distribution, it can be shown that: 


Probability (¢ <r) =1—- exp[—r* /MSE?] (7.156) 


where MSE is the mean squared error calculated by: 


N 
MSE = (1/N) ) > 6” (7.157) 
j=l 
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The root mean squared error (RMSE) is simply the square root of the MSE. From 
equation 7.156, we can illustrate the three principal error statistics used by GPS manu- 
facturers and evaluators. CEP or circular error probable assumes that Pr (e < r) = 0.5. 
The r must be 0.83 for this to happen. This means that for large N, about half the positions 
determined will lie inside a circle of radius r=0.83 x RMSE. If r= 1 RMSE, 63% of a large 
number of measurements will lie inside a circle of this radius. Finally the Rayleigh 
probability model tells us that if r=1.73 x RMSE, the probability is that 95% of the 
measurement points will lie inside a circle with this radius drawn around the known 
location of the receiver. One problem in evaluating GPS receiver performance in that 
manufacturers often just give a statement such as ‘error=1m’ without specifying 
how the error is evaluated. 

In summary, we have seen that the evolution of accurate electronic location of a point 
on the Earth’s surface, the ability to navigate on sea and in the air, has evolved from 
man’s ability to launch satellite vehicles into orbits around the earth. This evolution has 
also depended on the development of integrated circuits and microcomputers, and 
effective microwave (L-band) radio equipment. Single point measurement position 
accuracy has increased from early GPS receivers using L1 signals from GPS SVs with 
selective availability (SA) enabled, which gave a whopping 100m horizontal error and 
156 m vertical error. 

Government concern for enemies and terrorists using GPS to guide munitions kept 
SA active until May 2000, when it was finally turned off. By the late 1990s, several 
schemes had been developed to enhance basic GPS accuracy, with SA on, rendering 
SA obsolete. Basic GPS accuracy with SA off is ca. 15m. The differential GPS system 
developed by the Coast Guard for general ship navigation initially gave 3-5 m accuracy, 
but now is of the order of 0.75m using L1 and L2 satellite signals. 

WAAS (WAGPS) was developed in the 1990s, specifically for aircraft navigation [FAA, 
2003]. It, too, uses surveyed ground stations to determine errors, but instead of directly 
transmitting the error to the roving receiver, it uploads the processed error data from 
many surveyed base stations to a geosynchronous SV from which it is downloaded to 
the receiver. WAAS receivers with post processing can realize 10cm accuracy. (Note 
that signal averaging can improve resolution.) We can expect to see mm accuracy in 
the future, accurate enough for AA or A2 land surveying. Will the transit and theodolite 
become obsolete for land surveying? Note that GPS accuracy is not without dollar cost. 
The most accurate GPS receivers must receive and use correction signals, as well as use 
parallel processing on the received L1 and L2 signals. This electronic and DSP complexity 
is expensive. Current prices for top-of-the-line WAAS systems lie in the range of 
2-5k USD, while handheld units for hikers or boaters cost 100-200 USD. 


7.3.3.2 The Use of Optical Interferometry to Measure Ax 


There are many applications where it is necessary to accurately measure very small 
linear mechanical displacements and distances between objects on the order of nano- 
meters. Such applications include the measurement of deflection of diaphragms and 
cantilevers in force, acceleration and pressure sensors, and thickness measurements in 
the microfabrication of LSI circuit chips and nanomachines. One means of measuring 
small distances without contact is to use optical interferometry. An interferometer 
compares the phase between a reference light beam and a measurement beam by using 
the phenomena of constructive and destructive interference which occurs when two, 
coherent, light wave beams are summed on a surface, or a photodetector. Many kinds of 
interferometers have been developed for various applications in metrology. These include 
the Fabry-Perot, Fizeau, Mach-Zehnder, Michelson, Nomarsky and Sagnac designs. 
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FIGURE 7.48 
Diagram of a Fizeau interferometer used to measure small a(t). 


A number of other interferometer designs exist [Hecht, 1987, Chapter 9; Sirohi and 
Kothiyal, 1991, Chapter 4]. Figures 7.48, 7.49, 7.50 and 7.51 show simplified diagrams of 
these interferometers. 

There have been several areas of non-invasive medical diagnosis in which information 
is gained by the no-touch, optical interferometric measurement of extremely small (e.g. of 
the order of nanometers) mechanical displacements of external surfaces. One such 
displacement is the extremely small vibration of the eardrum in response to incident 
sound pressure [Drake and Leiner, 1984]. Such measurement can be useful in the study of 
the mechanics of hearing, including the tympanal reflex in response to sudden, loud 
sounds. Another physical displacement is the movement of a tooth in situ in response to 
a lateral force. Such measurement of the mechanical compliance of teeth in gums can 
be useful in orthodontic research and in the study of dental health. Still another 
application of optical interferometry lies in the measurement of very small displacements 
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FIGURE 7.49 
A classical Michelson interferometer. 


Collimating lens 
Etalon/interferometer 


Lens 
Beam ee glass | 
expander INSeh 
Laser Ke== | | nT Re oien et 


Fringe viewning 


* : screen 
B Ir" max Ring relative intensity Cc ae a 


4.0L....----- zi 2st INF PLR at nee t Screen 


0.5- 


FIGURE 7.50 
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FIGURE 7.51 
A. The Mach-Zehnder interferometer. B. The Sagnac interferometer. 


of the skin caused by blood flow in capillary beds. Microplethysmography of the 
skin surface can have application in studies of the control of peripheral circulation and 
in assessing microcirculation following vascular surgery. Quantitative measurement 
(amplitude and frequencies) of skin displacement caused by fine tremors in underlying 
muscles can have application in studies of neurological disorders, such as Parkinson’s 
disease. 

There are many types of optical interferometers which can be used to make the 
measurements described above. Most use a single coherent light source (i.e. a laser) and 
split the coherent beam into two optical paths, R and M, then combine the beams in such 
a manner that there is a linear summation of the output beam E vectors (Ey, and Eg) at 
a common output plane or photosensor. At the output plane, there is alternate constru- 
ctive and destructive interference. There are bright rings or lines where there is 
constructive addition of E vectors, dark rings or lines appear where there is destructive 
(subtractive) interference. In order to measure a physical quantity, such as a small surface 
displacement, the displacement must cause a phase change between Ey and Ep by 
changing the M-beam’s light wave travel time. The wave travel time (or phase) can be 
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altered by changing the length of the M-path, or passing the M-ray through a medium 
having an index of refraction, n =c/v, different from the R-path. 

As we will see, a convenient way of changing path length is to stick a mirror on 
the surface under measurement and to use the phase change in the reflected light in 
the M path when the surface moves. Other physical quantities can be measured by 
interferometry when they cause a phase change between the M and R beams. For 
example, when fiber optics are used for the R and M paths, differential temperature 
changes and mechanical strain or bending of the M fiber can produce phase changes. 
For an elementary discussion of the use of interferometry in length or displace- 
ment measurement, see Chapter 4 and others in the text by Sirohi and Kothiyal (1991). 
A detailed mathematical analysis of several major types of interferometer can be found 
in Chapter 9 in Hecht’s Optics (1987). 

Direct measurement of an object’s displacement with an interferometer is limited 
to motions of less than + //4. Greater motion will result in a periodic output of the 
interferometer’s photodetector and some means must be used to count interference 
fringes during the motion of the object to keep track of the total object displacement. 

Before describing some specific types of interferometers, let us examine a general, 
heuristic treatment of optical interference. For interference to occur, the electromagnetic 
light wave must be temporally and spatially coherent. That is, the frequency and 
phase of the E vectors of the interfering waves must remain constant in time and space 
for stable interference to occur. A stable, monochromatic source such as a laser is 
generally used for interferometry. The optical intensity changes associated with 
interference occur as the result of the superposition of the E vectors at a point on the 
detector. The intensity at the detector is proportional to the net E vector squared. We 
will assume that the R and M rays are linearly polarized in the same direction (e.g. along 
the x axis). The E vector amplitudes vary in time and space. At a point on the 
output plane of the generalized interferometer, the x directed E vector amplitudes 
can be written: 


e, = e,(t) = Ero cos[(27v)E] (7.158) 


En = en(t) = Emo cos[(27v)t + bm + kKAx], k = 2n/A = 2nv /cr/m (7.159) 


v=c/d is the electromagnetic lightwave Hz frequency; v= 4.74 x 10'*Hz for a 633nm 
HeNe laser. 
Now the net intensity at the detector is proportional the E vector sum squared: 


Ig. (€; + €m)” Wim? (7.160) 


€m and e, are the time varying E vectors of EM plane waves at a point P at the 
detector surface. The fixed phase of e, is taken as zero. The phase of the measurement 
wave, é), has a fixed phase lag component, ¢,,, due to the extra propagation delay and 
a variable phase component, kAx radians, due to a small, relative displacement of 
the reflecting surface, Ax, that we are trying to measure. Note that the frequency of 
both waves is v=c/AHz. Substituting equations 7.158 and 7.159 into equation 7.160, 
we find: 


Ty « (EX, /2){1 + cos[2x(2v)E)]} + (EX; /2){1 + cos[21(2v)t + 2m + 2kAx]} 


+ EroEmo{cos[2x(2v)t + dn + kKAx] + cos[fm + kAx]} Wiem? (7.161) 
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Of course the photodetector does not respond to terms at lightwave frequencies 
v and 2v Hz. Thus the photo detector output is given by the time average of (e+-2) 
times a constant: 


Vo = Kala = Ka{(ERo/2) + (Exto/2) + EroEMo cos[¢m + kAx]} V (7.162) 


We now use the trigonometric identity, cos(A + B) = [cos(A) cos(B) — sin(A) sin(B)] where 
A= ¢mand B = kAx radians. If Ax is slowly varying (i.e. is a dc quantity), we can force 
om = qr/2,(q = 1,5,9, ...) so that cos(¢,,) = 0 and sin(¢,,) = +1. Thus, the detector output 
is given by: 


Vo = Kal(ERo/2) + (Exto/2) + EroEmo sin{kAx]} V (7.163) 


From equation 7.163, we see that the photodetector output contains dc terms and 
a sinusoidal term which has sinusoidal peaks which add to give V, maxima for q//4, 
where g=..., —15, —11, —7, —3, 1,5, 9, 13, ..., and minima for V, at q=..., —13, —9, —5, 
—1, 3, 7, 11, 15, ... . If the net displacement of the object exceeds +//2, it is necessary 
to count maxima and minima in V, to find the total displacement of the object and 
to determine whether the displacement is towards or away from the interferometer. 
By placing a second (quadrature) photodetector next to the first, and delaying the 
phase of the output light ray to it by 2/2 radians, we can write the second PD output 
voltage as: 


Vi. = Kal(ERo/2) + (Exto/2) + EroEMo cos[kAx]} V (7.164) 


The quadrature detector output, V;, has its maxima for p//4, |p| =0, 4, 8, 12,... Vj minima 
are at |p| =3, 7, 11, .... Electronic threshold logic can detect the maxima and minima of V, 
and V;, and determine from their phase relation in time whether the object is approaching 
or receding from the interferometer. 

If x is moving sinusoidally at an audio frequency so that Ax = a, sin(@,,t) the dc terms 
are filtered out by high-pass filtering and again, ¢,, is set equal to qz/2, q=1,5, 9, 13,..., 
there results: 


volt) = KiEroEMo sin[k ay sin(@nt)] (7.165) 


To keep the system in its linear output range, the argument of the sin[*] term must 
not exceed +//4. That is, a, must be <//4. If a,>4/4, periodicity in the output vs a, 
is observed, and unless one counts successive output maxima and minima, there will 
be ambiguity in the true value of a). Equation 7.165 can be expanded by the Bessel-Jacoby 
identity [Stark, Tuteur and Anderson, 1988]: 


Vo(t) = KaERoEMo > In(§) Sin(n@nt) (7.166) 


n=—oo 


where clearly, = ka, and J,(&) is a Bessel function of the first kind. It can be shown 
that J,(é) can be approximated by the series [Stark, Tuteur and Anderson, 1988]: 


EQN ey 
In(&) = 2 nah (7.167) 
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If <1, equation 7.167 can be approximated by: 
Tn(é) & (€/2)"/n! n>0, integer (7.168) 
and in general [Dwight, 1969, 807.4], 
Jn) = (-1I)"n® (7.169) 


Thus, the first few terms of equation 7.167 can be written, assuming <1: 


n=+3 n=+4 +5 n= 


n=0 n=+1 n=+2 n= +6 
Vo(t) & O + KaERoEmo {€ Sin(@nt) +O+ (& /24) sin(3a@mt) +O+(E°/1920) sin(Sant) +0 +...} 
(7.170) 


Since even, high order harmonic terms are zero and <1, the fundamental frequency 
term dominates the series of equation 7.167. a,, the QUM, can be found by phase sensitive 
rectification of v,(f) using a w,, frequency reference signal, followed by low-pass filtering 
(i.e. by using a lock-in amplifier). If the low-pass filter has gain K;, then its dc output, Vo, 
will be: 


Vo = Kr KgERoEmokao Vdc (7.171) 
We next examine two examples of optical interferometers that have been used in 
biomedical applications. The first is the fiber optic, Fizeau interferometer developed 
by Drake and Leiner (1984). 


7.3.3.2.1 Measurement of Tympanal Membrane Displacement by Fiber Optic 
Fizeau Interferometer 


This prototype instrument, shown in Figure 7.48, was used to sense the minute displace- 
ment of the tympanal membrane of a common cricket subject to external audible sound. 
(Figure 7.42) Drake and Leiner used a 15mW HeNe (633nm) laser as their source. 
The half-wave plate was rotated to minimize the observed intensity, indicating that all of 
the linearly polarized light from the laser was going through the polarizing beamsplitter 
into the 10 x 0.255 NA microscope objective used to direct all of the incident linearly 
polarized light (LPL) into the proximal end of the polarization preserving, glass 
optical fiber (PPOF). The PPOF was of two-step design—it had a 541m core diameter 
and a 125m cladding diameter. (Note that the expanded distal end of the OF is drawn 
for clarity to illustrate the fate of rays at the fiber’s end; it is not really there.) By experi- 
mentally adjusting the PPOF loop diameter, D, and twisting it some small angle, @, 
around the axis from the objective to the object, the PPOF loop could be made to act as a 
quarter-wave plate. Thus the light returning to the proximal end of the PPOF was rotated 
90° with respect to the entering light. Drake and Leiner stated: 


“All of the interfering light is then reflected toward the detector by the polarizing beam- 
splitter, while light reflected from the back side of the beam-splitter, from the elements of 
the microscope objective, and from the proximal end of the fiber, all pass straight back 
through the polarizing beam splitter and does not contribute unwanted radiation at the 
detector.” 


Since the Fizeau interferometer gives an output signal proportional to relative 
object displacement, Drake and Leiner mounted their object (a cricket tympanum) on 
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a piezoelectric crystal that could be displaced toward or away from the PPOF’s distal end 
by >+A//2, by applying a 10Hz, triangular, voltage waveform and observing the 
magnitude of the ac signal output at the acoustic stimulus frequency, f,,. The ac output 
was maximum when the distance, 4, was some multiple of 1/4. This particular dc voltage 
was applied to the crystal for subsequent tests of tympanal membrane displacement 
response, Ax. Calibration of the Fizeau interferometer was accomplished by applying a 
1kHz triangular wave around the dc bias voltage to the piezocrystal. The triangle wave 
amplitude was adjusted until the output peaks just began to fold over as seen on 
an oscilloscope display. The target was then known to be undergoing a + 4/4 dis- 
placement. Thus, an output calibration factor was determined in V/nm displacement. 
(1/4 = 158.2 nm) 

Drake and Leiner displayed their output signal on an oscilloscope and on a spectrum 
analyzer. The typical ratio of fundamental frequency to second harmonic amplitude 
was 0.16. They found that their instrument could resolve 0.01 nm < Ax, <30 nm linearly. 
This is an amazing sensitivity considering that a lock-in amplifier was not used. They 
commented that the working distance, a, from the distal end of the fiber to the moving 
object can be increased to over a few mm by adding a Selfoc® lens to the tip of the 
PPOF cable. 

Drake and Leiner mention that future applications of their Fizeau interferometer can 
include in vivo studies of human eardrum displacement, measurement of the basilar 
membrane deflection in the cochlea (presumably done in vitro), measurement of nerve 
axon displacement during an action potential and dental strain measurements. 

Kaiser et al (2001), reported the RMS resolution of their improved, phase shifting, 
Fizeau interferometer to be ca. 4/10° or 0.6nm. Their Fizeau interferometer altered 
the lightwave frequency of their LAD source to obtain a fine null. 


7.3.3.2.2 Measurement of Skin Vibration by Optical Interferometry 


The Michelson interferometer has been used to measure skin surface micro vibrations 
[Hong and Fox, 1993; Hong, 1994]. A true Michelson interferometer is illustrated in 
Figure 7.49 [Hecht, 1987]. Note that it uses a compensating plate in optical path X, so that 
each beam travels the same distance through glass. The compensating plate is identical 
to the half-silvered mirror beam splitter, except that it does not have silvering. Use of the 
compensation plate corrects for refractive index dispersion with 4 and lets the Michelson 
interferometer be used with broadband (semi-coherent) light sources. If a monochro- 
matic, laser source is used, the compensation plate is not necessary. A Michelson 
interferometer without the compensation plate is often called a Twyman-Green inter- 
ferometer [Sirohi and Kothiyal, 1991]. As we showed above with the Fizeau inter- 
ferometer, the optical intensity at the photodetector is proportional to the square of the 
sum of the two E vectors impinging on the detector. Let us take point O on the half- 
silvered mirror as the phase origin. Neglecting the half silvered mirror thickness, we can 
write for the Twyman-Green/Michelson interferometer: 


e,(t) = Epo sin{2vt + k(2X + X3)] (7.172) 
en(t) = nERo sin[2avt + k(2X> + X3)] (7.173) 


where the lightwave frequency v=c/AHz, (4.74 x 10'*Hz for a HeNe laser), k = 2z/2, 
the distances are defined in Figure 7.49, and 1<1 represents the fraction of incident 
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light reflected back to the detector. We know that the intensity at the detector is 
proportional to [e,(t)+e,,(t) 17: 


Iy x (ER, /2){1 — cos[2n(2v)t + k(2X1 + X3)]} + n°(ER,/2){1 — cos[2n(2v)t + k(2X2 + X3)]} 


+ 2(EponEpo) sin[2zvt + k(2X1 + X3)] sin[2zvt + k(2X> + X3)] (7.174) 


Since the detector does not respond to the light frequency terms, equation 7.174 
reduces to: 


Ty x (EX, /2)1 + 17) + nE%, cos[2k(X1 — X2)] (7.175) 
Using the cos(A — B) = [cos(A) cos(B) + sin(A) sin(B)] identity, we can write: 
14 x (ER,/2)(1 + 7) + nER,{cos[2kX1] cos[2kXo] + sin[2kX1] sin[2kX>]} (7.176) 


Now, we adjust X; so that cos[2kX;]— 0 and sin[2kX,] = 1. We can now consider a small 
sinusoidal skin vibration at frequency f; and peak amplitude, Ax,< 2/4: 


Xo(t) = X29 + AX, sin(2zf,t) (7.177) 
Thus: 
In (EX, /2)0 + 1?) + HE es sin[2k Xo) + 2kAx, sin(2zf;t)] (7.178) 


Using the sin(A+ B) = [sin(A) cos(B) + cos(A)sin(B] trigonometric identity, we can 
finally write: 


14 x (EX,/2) + n° (ER /2) + NER {sin[2kX20] cos[(2kAx,) sin(2zf.t)] 


+ cos(2kX29) sin[(2kAx,) sin(2z.f.t)]} (7.179) 


Again, the cos[& sin(2zf,t)] and sin[é sin(2zf,t)] terms can be represented as Bessel 
functions [Stark, Tuteur and Anderson, 1988], sic: 


cos[é sin(2zf,t)] = s Jn(€) cos(n2zfst) (7.180) 
sin[é sin(27f,t)] = 3 Jn(é) sin(n2zf,t) (7.181) 


where & = (2kAx,). Thus the electrical output of the detector contains dc terms, a funda- 
mental frequency term (at f,) and harmonics (at nf;, n>2). The dc energy can be eliminated 
by a high-pass filter and the fundamental frequency terms can be selected by a band-pass 
filter, or by use of a lock-in amplifier. Thus the output of the Michelson interferometer 
is nonlinear, even with a reflecting object’s small motion. 

If the object motion is fast enough, there will also be a significant Doppler frequency 
shift associated with the lightwave frequency of ¢,,(f). This shift can be expressed as 
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a change in frequency of the e,, in the E vector: 
en(t) = nERo Sin(270,,t + k(2X2 + X3)] (7.182) 
and 
e,(t) = Epo sin[2mvt + k(2X1 + X3)] (7.183) 


where, vy, =v-+Av. The Doppler shift is Av= v(2X> /c)Hz [Northrop, 2002]. Now, 
ignoring light frequency terms, the intensity is of the form: 


14 x (ER,/2)(1 + 7?) + 2nE%, cos(A) cos(B) (7.184) 


where A = [2mvt + k(2X + X3)] and B = [2mv(1 + 2X>/c)t + k(2X2 + X3)]. Using the iden- 
tity, cos(A) cos(B) = (3)[cos(A — B) + cos(A + B)], we have: 


Iq 0 (E%,/2)(1 + 1?) + nE2, (cos[(2kX2)t + (2k)(Xo — X1)] 


+ cos[2m(2v)t + (2kX2)t + (2k)(X1 + Xo + X3)]} (7.185) 


The second term in the {+} of equation 7.185 is dropped because it is twice lightwave 
frequency. The first term is at the Doppler shift frequency, Av = v(2X> /c) Hz, which is 
generally in the audio range and resolvable by the photosensor. We can now use the 
identity, cos(C + D) = [cos(C) cos(D) — sin(C) sin(D)], to find: 


Iq 0 (E%,/2)(1 + 1?) + nE%{cos[(27v)(2Xo/c)f] cos[(2k\(X2— XJ] —«(7.186) 
If the skin motion is sinusoidal so that 
Xo(t) = X29 + Ap Sin(wst) (7.187) 
Then 
Xp = Wyo COS(@s) (7.188) 


We set X; = Xz, and after some algebra, we get the messy result: 


I, x (EX,/2)1 + n°) + nEk,{cos[4752/)(w, cos(@gt))t] cosl(2ka, sin(a; t)] 
— sin[(47152/2)(«; cos(wst))E] sin{(2ka,) sin(wst)]} (7.189) 


The cos[ésin(wst)] and sin[&sin(wst)] terms in equation 7.189 give rise to the motion 
frequency Bessel function series of equations 7.180 and 7.181 above. It is not known 
what sort of temporal modulation of the Bessel series the Doppler cos[&@,tcos(w,t)] and 
sin[Ew,tcos(w.t)] terms will provide. For example, let us calculate the maximum Doppler 
shift for a peak sinusoidal skin deflection of 120nm at 1Hz, using a HeNe laser with 
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2= 633 nm. From equation 7.188 above, Avmax = (k wsao) Hz. So: 
Avmax = [2 x 2n(1) x 1.2 x 1077/(633 x 107°)] = 2.38 Hz (7.190) 


Thus the peak Doppler shift is about three times the 1 Hz displacement frequency. 

Hong and Fox (1993) reported on an ‘optical stethoscope’ that used a 670nm diode 
laser as a coherent light source with a Michelson [actually, a Twyman-Green] interfero- 
meter to sense skin vibrations. Their interferometer was housed in a metal box about 
5 x 3.5 x 3.5in. Its accoupled photodiode output was observed in real time on a digital 
oscilloscope with FFT spectrum analysis capability. A more refined version of this 
instrument was described by Hong (1994), in which he used a HeNe laser source and 
a fiber optic cable to impinge the light on the skin. In most of the phantoms and human 
subjects studied by Hong, object displacements were periodic at the heart rate, but 
displacements were in hundreds of tm rather than hundreds of nm! Thus the Twyman- 
Green interferometer was well out of its + //4 linear range and the apparatus evidently 
served as a mixer to extract the lightwave Doppler shift frequency in the measurement 
beam. The Doppler frequency shifts extracted followed the shape of the magnitude of 
the time derivative of the pressure waveform in the phantom studies, as evidenced by 
the output of a frequency-to-voltage converter (VFC). (Apparently, the ‘skin’ surface 
displacement of the phantom was proportional to the vessel pressure.) In human studies, 
Hong cites the peak displacement of the skin over the common carotid artery to be 
510m over 86ms. This is a velocity of 5.93 x 10-°m/s and the peak Doppler light- 
wave frequency is Av=2 x 5.93 x 10°3/633 x 10°? = 18.74 kHz. Obviously, this output 
frequency will vary over the cardiac cycle. Since there is no way to sense the sign of Av, 
the VFC V, was determined by: 


V, x Av x |Lo| oc [pl (7.191) 


Thus, in summary, Hong’s interferometer was apparently used as a Doppler mixer, not 
a true, nm distance measuring system. 


7.3.3.2.3 Two Frequency, Heterodyne Interferometry 


Figure 7.52 illustrates one form of a two frequency interferometer. A special laser 
produces two optical frequencies a few MHz apart (a fractional separation of 10’/10'4 = 
10-7). The EM waves at the two frequencies, v; and v2, are linearly polarized at a right 
angle (orthogonally polarized). Both waves are partially reflected at beam splitter BS1, 
and sent to polarizer P1 which has its axis at 45° to both waves. The output of P1 is LPL 
with its E vector directed along P1’s pass axis. Thus, LPL which is the sum of the beams 
at frequencies v; and v» strikes the detector P1’s photo cathode. P1’s output current, as 
we have shown above, is proportional to the average of the square of the sum of the E 
vectors of the laser’s two output EM waves. The detector P1 cannot respond to terms at 
the lightwave frequencies: 11, v2, 24, 2v2, (v2 + v1), but only responds to dc intensity terms 
and radio frequency ac term at frequency (v2 — v1), which is in the MHz range. Hence the 
lower counter, when gated, counts pulses at the fixed frequency, (v2 — v,). The horizontal, 
two component beam from BS1 passes through a polarizing beam splitter, PBS2. The LPL 
beam of frequency v; is directed to the movable retroreflector prism, RR1, where it is 
returned to PBS2 with a Doppler shifted frequency of 


1p = 01 + Avg = 0i(1 + 26%/c) Hz (7.192) 
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The orthogonally polarized beam of fixed frequency, v2, is sent to the fixed retroreflector, 
RR2, where it is returned to PBS2. Both of these orthogonally polarized beams are 
directed to a full reflecting mirror, M, and thence to polarizer P2, which also is at 45° 
with respect to the E vectors of the two impinging beams. The output light from P2 is 
LPL with its E vector along P2’s pass axis. Photodetector PD2 also responds to the 
average of the square of the sum of the two E vector components striking its photo- 
cathode. That is, dc light intensity components and a low frequency, ac term at frequency, 
[v2 — (vy + Avg)]. Only the ac terms at the PD outputs are of interest; the dc is blocked. 

The amplifier/comparators (A/C;, A/C)) produce TTL output waves of frequencies 
(vo — vy) and [(v2 —v1) — Avg], respectively. Assume the counters are reset and gated to count 
for AT seconds. The count N; = AT(v2 — 1) cycles. Similarly, No = AT[(v2—v1) — Avg]. 
Assuming the velocity of RR1 is constant over AT, the computer subtracts N> from N; and 
finds AN = ATAvq = AT(2v;6x/c) cycles. Thus, the velocity, 6x, can be written as: 


FIGURE 7.52 
A heterodyne interferometer. 


: ANc AN 
6x = AT2y = arp 41/2) (7.193) 


If AN is calculated periodically with period T,> AT, we can generate a series of velo- 
city samples, which can be integrated to find X,, the total RR1 displacement. Thus with 
the use of DSP, this interferometer can measure both target velocity and the distance 
traveled by a cooperative target. 

Essential to the operation of this interferometer is the generation of two coherent rays 
of frequencies v; and v2 such that Av= (v2—1) is of the order of tens of kHz to tens of 
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MHz. Phase locked, coherent frequency shifting of the LPL rays can be done in several 
ways [Sirohi and Kothiyal, 1991]. Quoting these authors: 


“One technique makes use of rotating polarization components, namely quarter- and half- 
wave plates and (a) polarizer. For example, if circularly polarized light is transmitted 
through a rotating half-wave plate, the orthogonal components of the transmitted light show 
a frequency difference equal to twice the rotation rate of the plate. The principal difference 
in this method is that for reasonable rotation rates, it is not possible to obtain a frequency shift 
(Av) much larger than a few kHz. 

A moving diffraction grating can also be used as a frequency shifter, since it shifts the Nth 
diffracted order by an amount Nvf, where v is the velocity component of the grating 
perpendicular to the grating lines (m/sec) and f is the spatial frequency of the grating (lines/ 
meter). In other words, the frequency shift is equal to N times the number of grating lines that 
pass a given point per second. For a (moving) grating, the frequency shift is independent 
of the wavelength. To obtain a large frequency shift in the range of several kHz, a circular 
grating is useful. 

An acoustooptic Bragg cell shifts the frequency of diffracted light in the same way as 
a moving diffraction grating. In this case the traveling acoustic wave serves as the moving 
grating. The frequency shift of the first diffracted order is equal to the frequency used to 
drive the Bragg cell independent of the wavelength of (the input) light. A Bragg cell gives 
a frequency shift in the range of several MHz. 

‘Some lasers can be designed to give two frequency outputs, for example, the Zeeman split 
HeNe laser.” 


Indeed, the frequency shift in a Bragg cell can be written as: 


2u 
Av=— 


eae f; Hz (7.194) 
where v, is the velocity of sound in the Bragg medium and A, is the wavelength of the 
sound waves in the Bragg medium. Electro-optic modulation and diffraction of coherent 
light by Bragg cells are described in great detail in Chapter 12 of Yarov (1991). 


7.3.3.2.4 The Fabry-Perot Interferometer 


Figure 7.50 illustrates one form of the Fabry-Perot interferometer. This system has several 
unique features. It uses a diffuse, distributed parameter light source. Such a source can 
be made by expanding a laser beam with a telescope to about a 2cm diameter disk 
directed on the back of a ground glass sheet. The ground glass then acts as a secondary 
source of numerous rays at many angles. In the figure, we trace one ray from point S; 
on the source, through a convex lens, thence to the etalon. The light ray reflects back and 
forth many times on the inside of the half-silvered, parallel plates of the etalon. A small 
fraction of the internally reflected rays are refracted and pass out of the etalon’s plates. 
The emergent rays from the right surface of the etalon are collimated to a focus at point 
P;. Using a complex optical superposition, it is possible to derive an expression for 
the intensity of the concentric circular interference rings of the Fabry-Perot interferometer 
on its viewing screen [Hecht, Section 9.6.1, 1987; Vaughan and Vaughan, 1989; Betzler, 
2002]. However, we will not repeat this derivation here. 
Two things are unique about the Fabry-Perot refraction rings. 


1. Their separation decreases with their radii 


2. The rings are very sharp, unlike the diffraction rings of a Michelson inter- 
ferometer, in which the intensity varies roughly sinusoidally with ring radius. 
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The etalon refraction cavity supports many internal reflections from each ray directed to 
it from the lens. The parallel internal faces of the etalon’s glass plates are vapor coated 
with a thin, partially reflecting film of metal to produce intense internal reflections. When 
a light ray inside the etalon encounters the metal film, a large fraction of its intensity, R, 
is reflected internally, a very small fraction, A, is absorbed, and a small fraction, T, 
is transmitted outside the etalon cavity. Since A<T, we can write. 


1T=A+R4+TSAGT (7.195) 
Betzler 2002 defines a quality factor parameter, Qr: 


4R 


Qr= a—Ry 


(7.196) 


He also shows, using superposition of reflected waves, that the ratio of output to input 
intensity is: 


I; 1 1 


Ty 1+Qgsin2(3/2) 1+ 3K, sin?(5/2) 


(7.197) 


Hecht shows that each narrow, bright interference ring has half its peak intensity for 
a phase difference, 5 = 6,4 + 51/2. Thus the half width of a peak is y = 25)/2 = 4//F 
radians. The larger the R is, the sharper the peaks will be, and the lower the absolute 
output intensity (more light is trapped inside the etalon). Hecht defines a parameter 
describing the sharpness of the interference rings, the finesse, F. The finesse is defined 
as the ratio of the peak separation to the half width. That is: 


F =(x/2)VF (7.198) 


The finesse can typically range about 20—200in a basic F-P interferometer. 

The usual mode of operation of a F-P interferometer is to observe fringe movements 
as the etalon plate separation is varied by Ad by moving, say, the left hand plate. 
By detecting fringe movements optically, it is possible to drive a piezo motion generator 
connected to the right hand plate to renull the fringes. Since the piezo displacement 
to renull the fringe pattern is Ad’ = V.K, = Ad, we measure V, at null to find Ad. 

F-P interferometers have been used to measure a diversity of measurands, including 
atmospheric CO2, magnetic fields, small displacements (nm), large displacements (mm), 
high pressure transients and underwater sound. 

Interferometers are generally suited for precise direct measurement of surface displace- 
ments when the range of deflection is < 1/4. When the surface moves at a high frequency, 
the interferometer output contains many harmonics due to the cos[ésin(w,t)] terms, and 
lightwave Doppler shift terms. Most interferometers are better suited to measuring small, 
slow displacements, such as tooth drift in orthodontic research, or plant growth. 
Heterodyne interferometers using two light wave frequencies are suitable for measuring 
object velocities and displacements. 

When a single wavelength interferometer is used to measure a distance which is a 
large multiple of 1/4, an additional, quadrature detector is used. The sign of Ax is found 
by examining the phase of the fringes in the direct and quadrature detector outputs as 
the object moves in time. The total number of fringes gives the distance to the nearest 
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2 and interpolation of the residual distance can be done on AV, =(V,—V‘) from 
equations 7.163 and 7.164. 

Fabry-Perot interferometers offer the advantage generating sharp diffraction rings, 
hence it is easier to detect object motion caused fringe shift. 

Interferometer precision can range from 1: 1,000 to over 1: 10°, depending on the design 
and signal processing used. Accuracy is on the order of 4/2000. Sources of noise in 
interferometry include mechanical vibrations, changes in air refractive index due to 
temperature, barometric pressure and humidity changes, electronic noise in photo 
sensors, and drift in source laser amplitude, frequency and polarization. 


7.3.3.3 Phase Lock Velocity and Range Sensing with Ultrasound and EM Radiation 


In this section, we will examine a class of closed loop measurement system that gives 
simultaneous analog output voltages proportional to target range and velocity along 
the range vector. Recall that conventional radar works by measuring the time it takes 
a transmitted pulse to return to the receiver after being reflected from the target. Doppler 
radar measures the frequency shift of the reflected pulse and computes the target 
velocity from this information. Sonar works in essentially the same manner. The LAVERA 
phase lock method adjusts the transmitted frequency under closed loop control in order 
to keep the phase lag constant between received and transmitted waves. 

Several years ago, the author developed a means of measuring target range and 
velocity without explicit consideration of the Doppler effect [Northrop, 1997]. This 
system was developed for use with an amplitude modulated laser beam. Many conven- 
tional laser based velocimeters are based on a time-of-flight rangefinder principle in 
which laser pulses are reflected from a reflective (cooperative) target back to the source 
position and the range is found from the simple relation: 


L=cAt/2m (7.199) 


If the target is moving towards, or away, from the laser/photosensor assembly, the 
relative velocity can be found by approximating v = L, by numerically differentiating 
the sequence of return times for sequential output pulses, Dt = )° At,. In 1992, Laser 
Atlanta made a vehicular velocimeter which used this principle. 

The laser velocimeter and rangefinder (LAVERA) system we will describe in this 
section uses quite a different principle to provide simultaneous velocity and range 
output. The LAVERA system was devised by the author [Northrop, 1997] and reduced 
to practice by graduate student Todd Nelson (1999) for his MS research in Biomedical 
Engineering at the University of Connecticut. The motivation for developing the system 
was to make a walking aid for the blind that could be incorporated into an active cane. 

The system uses sinusoidally amplitude modulated, CW light from an NIR laser diode 
(LAD). The beam from the LAD is reflected from the target object, travels back to 
the receiver photosensor where its intensity is converted to an ac signal whose phase lags 
that of the transmitted light. The phase lag is easily seen to be: 


Ag = (2m)(At/T) = (22)(2L/c)/T radians (7.200) 


where as discussed above, At is the time it takes a photon to make a round trip to the 
target, T is the period of the modulation and c is the speed of light. The system we 
developed is a closed loop system that tries to keep A@ constant regardless of the target 
range, L. This means that as L decreases, T must decrease, and conversely, as L increases, 
T must increase to maintain a constant phase difference. Figure 7.53 illustrates 
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Block diagram of the laser velocity and rangefinder (LAVERA) system devised by the author. 
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the functional architecture of the LAVERA system. Note that the dc bias voltage, Vz, is 
required to set a mean intensity of the diode laser beam (light intensity cannot 
go negative) which is sinusoidally amplitude modulated. The transmitted intensity is 
thus: 


Ik = Ip + Im Sin(2at/T), Ip >In (7.201) 


R-C high-pass filters remove the I, component of the transmitted and received light 
signals before they are input to the comparators. 

We start the analysis by considering the voltage-to-period converter (VPC). The VPC 
is a VCO in which the output period is proportional to Vp. Thus: 


ie 1/f = KypcVp +0 s (7.202) 


By way of contrast, the output from a conventional voltage-to-frequency oscillator is 
described by: 


f =KvcoVc +d Hz (7.203) 


Next, consider the phase detector. This subsystem measures the phase difference between 
the transmitted, modulated signal intensity and the delayed, reflected, modulated signal 
intensity. Although an analog multiplier can be used directly to measure this phase 
difference, in this system, the analog sine waves proportional to light intensity are passed 
through comparators to convert them to TTL waves, whose phase difference is sensed 
by an exclusive or (EOR) gate phase detector (PD). The EOR PD is a quadrature 
detector (i.e. its output duty cycle is 50% when one input lags (or leads) the other by odd 
multiples of 2/2). Figure 7.54 illustrates the EOR PD’s circuit and transfer function. 
The op-amp inverts the TTL output of the EOR gate and subtracts a dc level so that V, 
swings +1.7V. 


FIGURE 7.54 

An exclusive OR gate used as a 
quadrature phase detector. Note that 
zero dc output occurs for odd multi- 
ples of 2/2 radians phaseshift bet- 
ween the P and Q digital inputs. 
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For a heuristic view of how the system works, we can write the average PD 
output as: 


Vo = Vz = —-(3.4/m) 6+1.7 V (7.204) 
In the steady state with fixed L, V,=0 in a type 1 feedback loop. For V,=0, $55 = 1/2. 
But we have already established that the phase lag for a returning, modulated light 
beam is: 


b = (2n)(2L/c)(1/T) radians (7.205) 


If equation 7.205 for ¢ is solved for T which is substituted into the VPC equation, we have: 


Tss = (2)(2L/c)(1/ss) = Kvec Vess + b (7.206) 
sy 
8L/c = KypclViss — V;] +b (7.207) 


If we let V, = b/Kypc , the final expression for Vzss is obtained: 
Viss = 8L/(cKvpc) (7.208) 


Thus, the steady state V;, is indeed proportional to L. Going back to the VPC equation, we 
find that for a stationary target, the steady state VPC output frequency is given by: 


fss = 1/Tss = c/(8L) Hz (7.209) 
At L=1m, fss = 37.5 MHz; when L=30m, fss = 1.25 MHz, etc. 


Now, suppose the target is moving away from the transmitter/receiver at a constant 
velocity, v = L. V, is no longer zero, but can be found from the integrator relation: 


(7.210) 


Notice the sign of V, is negative for a receding target, also as the target recedes, the VPC 
output frequency drops. Clearly, practical considerations set a maximum and a minimum 
for L. The limit for near L is the upper modulation frequency possible in the CW system. 
The limit for far L is the diminishing intensity of the return signal, and noise. 

To appreciate the closed loop dynamics of the LAVERA system, it is possible to make 
a systems block diagram as shown in Figure 7.55. Note that this system is nonlinear in 
its closed loop dynamics. It can be shown [Nelson, 1999] that the closed loop system’s 
undamped natural frequency, w,,, and damping factor are range dependent, even though 
the steady state range and velocity sensitivities are independent of L. The undamped 
natural frequency for the LAVERA system of Figure 7.55 can be shown to be: 


_ /4(3.4) Cc KiKvec 
On = 64a Lo r/s (7.211) 
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FIGURE 7.55 
Systems block diagram of the LAVERA system, relevant to tracking a moving target. 


The closed loop LAVERA system’s damping factor can be shown to be: 


1 64 lL, 4(4.3)c KiKvec 
= ni) ff see EEC 7.212 
5=5 lasan Kee “| 64 tL V2) 


The LAVERA system architecture was also extended to ultrasound and microwave 
distance measurement systems [Northrop, 1997; Nelson, 1999]. At the heart of all 
LAVERA systems is the use of a voltage-to-period converter (VPC) instead of a voltage- 
to-frequency converter (VFC). The VPC is a voltage controlled oscillator in which 
the period of the output waveform is directly proportional to the input (control) voltage, 
that is, 


T=1/f=b+K,V-s (7.213) 
(In a VEC, f=1/T=a+K,V, Hz). Thus the output frequency of a VPC is given by: 
@) = 2n/[b+ K,V_]r/s (7.214) 


For small changes in V,, we can write: 


a) —2n 
Aw = {| — ])AV, = ———— AV, 7.215 
( oO Vege ea) 


Note that there is no distance dependence in the velocity and range sensitivity 
expressions; they remain constant over the system’s operating range. 

Examples of an analog and a digital VPC are shown in Figures 7.56 and 7.57, 
respectively. Note that the AVPC uses a standard VFC but takes the reciprocal of the input 
analog control voltage. Note that f=KpV> for the VCO. In the nonlinear op-amp circuit, 
Vr=V2V3 /10. Also, from Figure 7.56, V3= Ky (KpVi+b), so finally: 


_ Kr10Ve/Ky 


= H 7.21 
KpVp +b . ( °) 


As in the case of VFCs, there are practical limits to the range of the output frequency 
in VPCs. 
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FIGURE 7.56 


An analog voltage-to-period converter (VPC) oscillator. The voltage-to-frequency converter oscillator (VFC) can 
have an analog sine wave output. 
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FIGURE 7.57 
A digital VFC system. 
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The DVPC of Figure 7.57 is really a hybrid circuit in which the outputs of the R-S 
flip-flop are integrated by the op-amp. Assume C is HI and D LO—V, ramps positive 
until it reaches the input signal, Vp. The upper AD790 comparator then goes LO, and 
the upper one-shot generates a narrow positive output pulse that causes the NOR-gate 
R-S FF to change states. Now C is LO and D HI the integrator output now ramps 
negative until it reaches —10V, the threshold for the lower comparator to go HI. When 
the lower comparator goes HI, it triggers the lower one-shot to give a narrow positive 
output pulse that again causes the FF to change state, and the process repeats itself. One 
can see intuitively that the more positive that Vp is, the longer will be the E output pulse 
period. 

Let us now derive the transfer function of this DVPC, T=f(Vp). First, we need 
the transfer function of the differential integrator. Using superposition, and assuming an 
ideal op-amp: 


a = 1 1/sC] _ 7 os 
V,(s) = Vp(s) Ea + Ve(s) ((esrrarel 1 oN | = [Vc(s) — Vp(S)] Ea 
(7.217) 


Note that the R-S FF’s outputs Vp(s) and V(s) can be treated as steps of voltage occurring 
at t=0 and thus, can be written as V-(s)=3.4/s and Vp(s)=0.25/s or Vc(s)=0.25 /s 
and Vp(s)=3.4/s. Thus, with appropriate attention to initial conditions, and assuming 
that Vp(t) remains constant over the VPC period, it is easy to show that the integrator 
sawtooth output has slope of m=+ RC/3.15. So, starting at V.(f)=—10V, it is found 
that it takes one-half sawtooth period for V,(f) to reach Vp. T/2 is easily found to be: 


T/2 =(Vp + 10)RC/3.15s (7.218) 


Note that it also takes the same T/2 for V,(t) to ramp down to —10 V again. 

Since the bottom 3-input NOR gate gives an output pulse every time the RSFF 
changes state, the pulse output of the VPC, E, has period (Vp + 10)RC/3.15s. In terms of 
frequency, the lowest output frequency of E will be: 


femin = 3.15/(20RC) pps (7.219) 
If the minimum V> allowed is —9.8 V, the maximum DVPC output frequency will be: 
femax = 3-15/(0.2RC) pps (7.220) 


For example, let C=1nF, R=1k, then femay=15.75Mpps, and femin = 157.5 kpps 
occurs when Vp=-+10V. 

The LAVERA system is unique in that it provides simultaneous range and velocity 
output voltages for a moving target. If a second integrator is added in the loop, the closed 
loop system becomes Type II, giving zero steady state error in Vy when the target is 
moving at constant velocity (not accelerating). The velocity output is independent 
of range. This independence disappears if a VFC is used in the system instead of a VPC. 
The general LAVERA systems architecture can be extended to pulsed or CW ultrasound, 
microwaves and pulsed lightwaves. Sinusoidally amplitude modulated, CW lightwaves 
were used in the system described above because lower bandwidth amplifiers than 
required can be used for pulsed systems. 
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7.4 Measurement of Force and Torque 


Measurement of force is important in many branches of science, engineering and 
biomedicine. For example, the magnetic attractive or repulsive force between current 
carrying conductors is used in the definition of ampere as the unit of electric current. 
The measurement of forces in a uniform gravitational field is how we weigh things. The 
thrust of a jet engine is measured as a force. In biomechanics, force plates are used 
to study the forces involved in various gaits (walking, etc.). Physiologists and physical 
therapists are concerned with the contractile force produced by muscles under various 
physiological and pharmacological conditions. Aerospace engineers and naval architects 
are concerned with the lift and drag forces on airframes, wings, hulls, etc. A locomotive 
or tractor trailer exerts force on a load to accelerate it to speed and then keep it rolling. 
Traction force times velocity is the power expended in moving the load (horsepower). 
The range of forces which are commonly measured is from micrograms to hundreds of 
thousands of kilograms. Obviously, no single sensor can cover this dynamic range, so 
there are many types and sizes of force sensors (load cells) available to the instru- 
mentation engineer, depending on the application. 

Torque measurements are generally made on rotating shafts connecting a power source 
(electric motor, Diesel engine, etc.) to a device doing work (pump, rolling mill, conveyor 
belt, etc.). Torque measurements are used to calculate rotary output power (torque x 
angular velocity). In general, direct torque measurements are more difficult to make than 
are force measurements, because the shaft is rotating and slip rings must be used 
to couple the output signal to the stationary, outside world. There are means, as we will 
see below, of measuring torque, optically or magnetically, which do not require direct 
contact with the rotating shaft. 


7.4.1. Load Cells for Force Measurement 


Paradoxically, most force measurements involve the small displacement of a stressed, 
linearly elastic member. Displacement or strain is proportional to the stress produced 
by the force load. The transduction of the small displacement may be done optically 
by interferometry, or electrically by a sensitive LVDT, a bonded or unbonded wire strain 
gauge bridge, a semiconductor strain gauge bridge, a circuit which senses small changes 
in capacitance, or by a piezoelectric crystal (crystal force transducers only respond to 
time varying forces). Any force applied to a piston acting on a fluid will produce a rise in 
pressure, which, if there are no leaks, will remain constant and can be measured with 
a pressure transducer. The most basic type of load cell is one which uses four, 
bonded strain gauges in a Wheatstone bridge configuration, illustrated in Figure 7.58. 
The four-arm bridge is inherently temperature compensated and the circular load cell 
configuration works for compressive as well as tension loads. 

Interface, Inc., of Scottsdale, AZ offers a large line of bonded strain gauge bridge load 
cells with ranges 22.2-8.89E5 Newtons full scale in tension or compression. The Interface 
load cells are quite precise and linear. Non-linearity is +0.03% of rated output, hysteresis 
is +0.02% of rated output, and non-repeatability is +0.01% of rated output. 

Schaevitz Engineering, Pennsauken, NJ markets LVDT based load cells with ranges from 
9.80E-2 Newtons full scale, to as much as 2.22F6 Newtons full scale. Frequency response 
of an LVDT based load cell is set by the carrier frequency used with the LVDT, which can 
be as high as 10kHz. The Schaevitz load cells have linearities of 0.2% of full range, 
resolutions of 0.1% of full range and repeatability of 0.1% of full range. Deflection at full 
scale force may be 0.005 in if the Schaevitz 004-XS-B sub-miniature LVDT is used in the cell. 
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FIGURE 7.58 

Two, ring type, load cells used to measure tensile or compressive forces. A. The strain gauges respond only to 
the bending strains; the axial strain components cancel out in the bridge. B. The Wheatstone bridge has greater 
sensitivity because gauges 1 and 4 respond to both axial and bending strain components. (Source: With 
permission, Beckwith and Buck, 1961) 


Still another type of load cell is the capacitive cell marketed by Kavlico Corp., 
Chatsworth, CA. In this cell, the applied force causes the deflection (5 x 10-*in at full 
scale force) of a ceramic diaphragm, one surface of which is metallized, which in turn 
causes a proportional capacitance change which is sensed electronically. Kavlico load 
cells have full scale ranges of 0.98N to 2.67E2 N. System accuracy is +5% of full scale, 
and repeatability and hysteresis are typically +0.36%. 

Grass Instruments, Quincy, MA make a physiological force sensor which is basically 
a cantilever to which are bonded four strain gauges that make a temperature compen- 
sated Wheatstone bridge. The Grass force sensors have sensitivities which can be 
decreased by the addition of insertable spring sets. The Grass FT-03C has a working range 
of +50¢ with no insertable springs, but can be given a full scale range of 2kg with 
the stiffest spring set. Deflection at full rated load is 1mm. The mechanical natural 
resonant frequency is 85 Hz for the 50g range and 500 Hz for the 2kg range. The strain 
gauge bridge output is 1.5mV/mm/V applied to the bridge. Obviously, differential 
amplification is needed. 

Accurate, linear load cells for extreme compressive forces can be made using hydraulic 
technology. Figure 7.59 illustrates such a hydraulic cell. Beckwith and Buck (1961) stated 
that capacities as high as 5 x 10°lbs with accuracies of +0.1% of full scale have been 
attained with this design. Pneumatic load cells offer the advantage over hydraulic fluid 
designs over a lower force range in terms of temperature insensitivity. Air is compressible 
and does not freeze or boil over a very wide temperature range. Pneumatic load cells 
are generally made using a compliant diaphragm, rather than a piston. In addition, they 
use a feedback design in which the internal air pressure is adjusted by a needle valve 
attached to the moving diaphragm such that, if the external, downward load force 
exceeds the upward pneumatic force on the diaphragm, the diaphragm drops down- 
ward and decreases the outflow of air by decreasing the pneumatic bleed conductance. 
This causes the internal air pressure to rise, raising the diaphragm and increasing the 
outflow conductance. An equilibrium is reached, in which the internal pressure times 
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Section through a hydraulic load cell. This system responds only to compressive forces. (Source: With 
permission, Beckwith and Buck, 1961) 


Force or Load 


Load plate Diaphragm 


a UMMMEWUL aw SS 


lm 


To pressure- 
measuring 
element 


Constant- 
pressure air 
supply 


WY 
\pleed valve 


FIGURE 7.60 
Section through a pneumatic load cell. (Source: With permission, Beckwith and Buck, 1961) 


the effective diaphragm area equals the applied load. Also, the volume inflow must 
equal the volume outflow at equilibrium (Figure 7.60). Assume the needle valve has 
a pneumatic conductance which is a function of diaphragm displacement given by: 


CO Hea x<0 (7.221a) 
Go(x) = Gomax(1 — x/xmax) 0 <x < Xmax (7.221b) 
Go(x) = 0 x > XMAX (7.221c) 


Here, negative x is the upward displacement of the membrane from x=0. It is not 
difficult to show, that in the steady state, 


P; = F/A = P.Gi/(Gi + Go) (7.222) 


where G; is the fixed, pneumatic input conductance, A is the effective area of the 
diaphragm, F is the external load force and P, is the pressure in the air reservoir supply. 
From equation 7.222, we see that the practical bounds on the measurement of F are 
set by Fyax=P,A at the upper end and Fyym~=P,AG,/(G;— Gomax) at the low end. 


Applications of Sensors to Physical Measurements 433 


One problem with simple pneumatic load cells is that they may become unstable under 
certain conditions. If the force on the pneumatic load cell is a mass, the air in the chamber 
behaves like a nonlinear spring, and oscillations and instability in the operation of 
this sensor can occur unless pneumatic damping is used in its design. Beckwith and 
Buck (1961) report that 40 ton capacity pneumatic load cells are commercially available. 

Closed loop, electromagnetic force cells are used for weighing light objects in the 
range of 0.1 mg—100 g. In this design, an upward force is generated electromagnetically to 
equal the external, downward force, as shown in Figure 7.61A. Equilibrium position can 
be sensed either electro-optically or with a high resolution LVDT. The electromagnetic 
force is generated by a coil and permanent magnet assembly similar to that used in 
a loudspeaker, except that there is no spring required. The coil current is made 
proportional to the integral of the downward displacement. A systems block diagram 
describing this system is shown in Figure 7.61B. There is zero steady state displacement 
error and it can be shown that: 
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FIGURE 7.61 

A. Section through an electrodynamic, feedback load cell. Position is sensed by an LVDT. The LVDT output is 
conditioned by a phase sensitive rectifier and lowpass filter (PSR and LPF), then by a proportional plus 
derivative compensator and integrator. The integrator’s output, Vc, is then conditioned by a transconductance 
amplifier (VCCS) whose output, ic, is the input to the force coil. B. Systems block diagram of the electrodynamic, 
feedback load cell. 
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Other obvious and far less technical means for measuring forces less than several 
hundred kg include spring scales, which make use of Hooke’s law and a calibrated scale, 
where displacement of the moving end of the spring is proportional to the applied force. 
Steelyards, laboratory beam balances, platform balances, etc., all make use of calibrated 
weights and lever arms pivoted on knife edge bearings. A human operator adjusts 
the position of one or more known weights on the long arm of the balance until the arm 
is level and stationary, signifying that the unknown force times its lever arm equals the 
sum of the known forces times their lever arms. 


7.4.2 Torque Measurements 


Torque measurements on rotating shafts are made with more difficulty than are those on 
stationary shafts. The reason for this difficulty is that the wires from sensor elements, 
such as a strain gauge bridge cemented to the shaft, must be brought out to the non- 
rotating world through slip rings. Noise introduced by the brushes making contact 
with the rotating slip rings can reduce the resolution of a rotating torque measuring 
system below that of an identical system used on a stationary shaft without slip rings. 
Figure 7.62 illustrates the configuration of bonded strain gauges on a shaft in order to 
measure torsional strain caused by a torque couple applied to the ends of the shaft. Such 
a configuration may be shown to be insensitive to temperature changes, axial load and 
bending of the shaft. 

There are other means of measuring torque on a rotating shaft that do not require 
electrical contact with the shaft. In one approach, alternating black and white markings 
are painted around the circumference of each end of the torque carrying shaft under 
measurement. A photosensor consisting of an IR LED and a phototransistor is placed 
above both rotating, black/white bands. The output of each photo sensor is a square wave 
with frequency proportional to the shaft’s angular velocity. However, the phase between 
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FIGURE 7.62 

Four bonded strain gauges cemented to a rotating torque shaft. This configuration is insensitive to temperature, 
axial load, or bending. Slip rings must be used to make electrical connections to the gauges (not shown). Slip 
rings are noisy. (Source: With permission, Beckwith and Buck, 1961) 
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the square waves is determined by the displacement angle produced by the torque 
between the black/white bands. This angle is given by: 


o=KTd (7.224) 


where d is the distance between the bands, T is the torque on the shaft and K is a constant 
determined by the material and dimensions of the shaft. The electrical phase angle 
between the two square wave trains, 0, can be measured and is related to ¢ by: 


6=N¢ (7.225) 


where N is the integer number of black/white cycles inscribed around the circumference 
of the torque shaft at each end. The frequency of each square wave is just: 


f =N x RPM/60 (7.226) 


RPM is the shaft’s revolutions per minute. One way of measuring the phase angle, 9, 
is to use a phase detector IC, such as the Motorola MC4044. The MC4044 has a 
working range of +360° and which can generally be used to resolve angles as small 
as +0.1°. Obviously, to measure low values of torque, a phase detector is needed, which 
can resolve to one-hundredths of a degree or better and work over a wide range of 
frequencies. 

A frequency independent, millidegree resolution phase detector design was devised 
by Du (1993), based on a design by Nemat (1990). The Du system is illustrated 
schematically in Figure 7.63. The periodic reference signal (A) is converted to a TTL 
waveform by a fast comparator, the output of which is the input to a phase lock loop in 
which the VCO output is made to follow the input frequency and is multiplied it by a 
factor of 360,000. Thus, every input cycle produces 360,000 PLL clock cycles and the input 
phase is effectively divided into millidegrees (i.e. there is one PLL clock pulse for every 
0.001° of input, regardless of the exact input frequency). The reference and 
complimentary, phase shifted square wave inputs act through a NAND gate (G1) to 
enable a 24-bit, high frequency binary counter, which counts the high frequency output of 
the PLL for N cycles of the input wave. For purposes of discussion, assume that the input 
signals are 100 Hz. Thus, the PLL’s high frequency output will be 36 MHz. The number of 
high frequency pulses counted depends, of course, on the phase shift between the 100 Hz 
input square waves, as well as N. 

If the phase shift is zero, no pulses are counted. On the other hand, if, for example, 
the phase shift is 3.6°, then 3600 PLL clock cycles will be counted for every one of the N 
gated input cycles. After N input waveform cycles, the cumulative count in the binary 
counter will be 9.216 x 10°, if N=256 and @=3.6°. In order to obtain an average count 
for N input cycles, the cumulative count in the counter is loaded in parallel to a 24-bit 
shift register (three 74F299 ICs). Division by N is easily accomplished by shifting the 
register contents to the right by k clock cycles from the controlling computer. We make 
N=2k in this system, with k=0, 1, 2,...8. The 16 least significant bits of the shifted 
binary number in the register is then loaded into the computer and displayed as a 
decimal angle in the format, 88.888°. For our 3.6° phase shift example, this would be 
3600 or 3.600°. The PLL allows precise measurement of the phase difference between 
the input signals A and B, even though their frequency may not be fixed. In fact, it will 
vary as the shaft speed varies. 
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FIGURE 7.63 
Millidegree phase meter designed by Du (1993). 


A limitation of the Du system emerges when the phase angle, @, is large. Now, the 
counter must count upwards of 360,000 pulses per cycle. The cumulative count for 
N=256 would be about 92.2 million before division by 256. Thus, if intended to 
work with large phase angles, the Northrop and Du system needs counters capable of 
holding raw counts of over pia practical upper bound on the input signal frequency 
is set by the maximum operating frequency of the PLL and the maximum counting rate 
of the counter. A Signetics NE564 PLL will operate up to 50 MHz. The 74F579 decade 
counters work up to 115 MHz. 

An alternate to the use of photoelectronic measurement of the shaft’s torque angle, ¢, 
is the use of a variable reluctance pickup, such as shown in Figure 7.64. Here, a voltage 
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pulse is induced in the coil every time a steel gear tooth passes under the permanent 
magnet. Two gears, concentric with the torque shaft are used, as in the case of the 
photoelectronic pickup described above. Since the output pulses are biphasic, fast analog 
comparators, such as LT1016s, are used to convert them to TTL pulse trains for input 
to the phase detector. 

Other schemes of no-touch torque measurement in rotating shafts have been described, 
which make use of the magnetoelastic (Villari) effect [Lion, 1959]. Here, the magnetic 
permeability of ferromagnetic materials is seen to change in a nonlinear manner when 
the material is subjected to mechanical stress, such as torsion. Lion reports that the Villari 
effect has been used to measure forces in load cells. As the force is increased, there 
is a nonlinear decrease in the inductance of a coil wound around the ferromagnetic core 
under compression. Villari sensors may be adaptable to the measurement of torque 
[NASA Tech Briefs, 1991]. Besides their obvious nonlinearity, the Villari effect has a strong 
temperature dependence which would need compensation in a field grade instrument. 
The inductance change resulting from the mechanical strain of the core must be detected 
with some form of inductance bridge or by sensing the change in the output frequency of 
an oscillator in which the inductance is a frequency determining component. 


7.5 Pressure Measurements 


Many interesting transducer systems have been developed to measure fluid pressure, 
as gauge pressure, absolute or differential pressure. Applications of pressure sensors are 
broad, including, but not limited to, aircraft altimeters, submarine depth meters, pressure 
meters for gas tanks, sensors for aircraft rate of climb and airspeed indicators, medical/ 
physiological pressure sensors for blood, cerebrospinal fluid, intra-ocular pressure, 
intrathoracic pressure, kidney dialysis pressure, etc., hydraulic system pressure, oil 
pressure in bearings for turbines, generators, Diesel engines, etc., liquid level indicators 
for storage tanks, purge liquid pressure in oil well reconditioning, etc. Pressures involved 
in controlled explosions, such as combustion chamber pressures in internal combustion 
engines, or the gas pressure in the chamber or barrel of firearms, can be measured 
with special pressure sensors having high frequency response, and high temperature 
and pressure capabilities. Also of interest are the pressure sensors used in vacuum 
systems (i.e. sensors responsive to very low pressures). 
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In the following sections, we discuss the important, commercially available pressure 
sensors and the mechanisms by which they work. It will be seen that nearly all 
pressure sensors use some type of membrane or diaphragm which deflects linearly with 
pressure, relative to the zero gauge pressure condition. As we will see, measurement 
of this deflection has been done in a number of ingenious ways. 


7.5.1 High Pressure Sensors 


In this category of pressure sensor, we place all transducers acting on pressures around 
and above atmospheric pressure, including those that measure gauge pressure (pressures 
above atmospheric), absolute pressure, and pressure differences. At the low end of 
the measurement range, we find pressure sensors specialized for biomedical applications 
and applications in automobile fuel and emissions control systems. One design 
approach for low pressure sensors used by Schaevitz Engineering is to use compliant 
bellows attached to the core of an LVDT. The deflection of the bellows is proportional to 
the pressure difference across its walls, and models are available which use vacuum, 
vented gage, or differential pressure references. Such designs can be made quite sensitive 
(0-2 in HO in the Schaevitz Model P-3000 series). Due to the high compliance (low 
stiffness) of the bellows and the mass of the LVDT core, such sensitive pressure sensors 
have limited frequency response, and are generally suited for measuring pressures which 
vary slowly. 

Another approach to pressure measurement is seen in the design of pressure sensors 
made by Conal Precision Instruments, Inc., Franklin Lakes, NJ. Conal pressure sensors 
use the pressure of a bellows against a quartz crystal used in a 40 kHz oscillator to reduce 
the oscillator’s frequency. Unfortunately, the relation between oscillator period and input 
pressure is nonlinear and a calibration equation must be used to convert period to 
a function proportional to pressure. Conal claims resolution of 0.0001% of FS and 
hysteresis of 0.01% of FS. Full scale pressure ranges from 20-1000 psiA are available. 

Many of the pressure sensors described below use the deflection of a thin diaphragm, 
or the strain produced in this diaphragm by pressure as the primary step in converting 
pressure to an electrical output. When pressure is applied to a flat diaphragm on the 
side opposite the gauges (Figure 7.65), the central gauge or gauges experiences tension, 
while the gauge cemented to the edge of the diaphragm sees compression. In terms of 
the deflection of the center of the diaphragm, deflection is linear with applied pressure 
for deflections up to about 30% of the diaphragm thickness [Beckwith and Buck, 1961]. 
The central deflection of a diaphragm is given approximately by: 


_ 3AP R41 — 2) 


y= (7.227) 


where AP is the pressure difference across the diaphragm, R is the diaphragm’s radius, 
t is its thickness, Y is its Young’s modulus and 1 its Poisson’s ratio. The radial stress in 
the diaphragm at its edge is: 


Oy = (3/4)(R/ tP AP psi (7.228) 
The tangential stress at the center of the diaphragm is given by: 


o; = (3/8)(R/t)21 + WAP (7.229) 
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FIGURE 7.65 

Diagram of a diaphragm pressure sensor in which the sensing elements are a pair of strain gauges bonded to the 
diaphragm. The strain gauges are put in one arm of a Wheatstone bridge, giving temperature compensation. 
(Source: With permission, Beckwith and Buck, 1961) 


Diaphragm 


FIGURE 7.66 
Section through a Pitran™ pressure sensor. (Source: Reprinted with permission, Stow Laboratories, Inc.) 


The parameters are the same as for equation 7.227 above [Beckwith and Buck, 1961, 
Chapter 12]. 

Stow Laboratories, Inc., Hudson, MA, make miniature, Pitran™ pressure sensors. 
In the Stow design, illustrated in Figure 7.66, pressure acting on a diaphragm causes 
a pointed, insulated stylus to bear mechanically on the ‘layer cake’ of an npn silicon 
transistor. This transferred pressure produces a large, reversible, effective decrease in the 
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Section through a differential pressure sensor made by Validyne Engineering Corp. Sensitivity can be altered in 
the field by changing diaphragms. 


transistor’s 6, lowering Ic and thus raising Vcg. Stow claims that Pitrans have 0.5% 
linearity and hysteresis, and a 65dB dynamic range. Maximum membrane deflection 
is 21in and the Pitran’s mechanical resonant frequency is about 150 kHz. Pitran models 
have FS pressure ranges of 0.1—20 psid. 

A family of pressure sensors based on a differential, variable reluctance transducer 
principle is sold by Validyne Engineering Corp, Northridge, CA. A cross-sectional view 
of the Validyne pressure sensor is shown in Figure 7.67. The Validyne sensor design 
uses a diaphragm of magnetically permeable stainless steel clamped between two 
identical blocks. Embedded in each block are identical ‘E’ core and coil assemblies. With 
zero deflection of the diaphragm, both coil and core assemblies see an identical air gap 
and therefore, both coils have identical inductances. When a pressure difference exists 
across the diaphragm, its deflection causes an increase in the air gap or reluctance of 
one coil assembly and a decrease in the reluctance of the flux path of the second coil. 
Coil inductance, L, is inversely proportional to the reluctance of the magnetic flux path, 
so we see that a small bowing of the diaphragm due to AP will cause a corresponding 
+AL in one coil and a —AL in the other. This inductance change is symmetrical and 
can be sensed with a simple ac bridge, such as shown in Figure 7.68. It is left as an 
exercise to the reader to show that when the bridge sinusoidal excitation frequency is 
®) = (R+ R,)/Lor/s, the bridge output voltage is: 


V1 V8 (L/L )IR/(R + Ro (7.230) 
B 
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FIGURE 7.68 7 AL 
A simple ac inductance bridge which can be used to RAR, 
give an output proportional to AL, which in turn is 
proportional to AP in the sensor shown in Figure L,-AL 
7.67. 


Hence, the bridge output is a DSBSC signal, and can be demodulated by a phase sensitive 
rectifier (PSR) and low-pass filter. The output of the PSR/LPF is seen to be linearly 
proportional to AP across the transducer diaphragm. For greater range, stiffer (thicker) 
diaphragms are used. Diaphragms are available to give full scale ranges from 
0.0125-12,500 psi. Excitation voltage is typically 5V RMS, 3-5kHz. Linearity and 
hysteresis are typically +0.5%. 

A pressure sensor design that is more commonly encountered than the types described 
above uses four strain gauges bonded to the protected side of a deflecting diaphragm. 
In such a full Wheatstone bridge design, two of the bridge arms increase resistance 
with diaphragm strain, and two decrease resistance. The close proximity of the strain 
gauges affords nearly complete temperature compensation. In other designs, only two 
gauges are active, increasing resistance with strain. The other two are inactive and in 
close proximity to the active gauges, so a temperature compensated output can be 
realized. There are a number of miniature pressure sensor designs that make use of 
integrated circuit fabrication techniques. In the design described by IC Sensors, Inc., 
Milpitas, CA, four, piezoresistive strain gauges are diffused into the surface of a single 
silicon crystal diaphragm to form a fully active Wheatstone bridge. The single crystal 
diaphragm has negligible hysteresis. Entran Devices, Fairfield, NJ makes an EPI series 
of ultra miniature pressure sensors using a fully active, four arm Wheatstone bridge of 
piezoresistive material bonded to a silicon diaphragm. In the EPI-050 series of sensors, 
the diameter of the body is 0.05in and the body length is 0.25in—full scale pressure 
ranges 2-300 psi, and the corresponding mechanical resonance frequencies range 
100 kHz-1.7 MHz. Useful mechanical frequency response is given as 20% of the resonance 
frequency. Ultra miniature sensors such as the Entran EPI-050 series can be mounted in 
the tips of catheters and used invasively to measure pressures in the chambers of the 
heart, blood vessels, etc., in physiological studies. 

Another approach to pressure sensor design has been devised by Motorola Semi- 
conductors, Phoenix, AZ. Motorola’s MPX, IC series of pressure sensors do not use a 
conventional, four-activearm Wheatstone bridge. Instead, a single, p-type, diffused silicon 
strain resistor is deposited on an etched, single crystal silicon diaphragm, as shown in 
Figure 7.69. A second resistor is deposited to form an X shaped, 4-terminal resistor with 
two current taps (1 and 3) and two output voltage taps (2 and 4). When current is passed 
through terminals 1 and 3, and pressure is applied at right angles to the current flow, 
a transverse electric field is generated, producing an EMF between pins 2 and 4. Motorola 
suggests that this effect can be considered to be an electromechanical analog of the 
Hall effect, with pressure replacing the magnetic field. In the Motorola MPX3100 sensor 
series, a complete signal conditioning system with four op-amps and laser trimmed 
resistors has been built on the margin of the silicon wafer holding the diaphragm and 
the transverse voltage strain gauge element (Figure 7.70). The output of the MPX3100 is 
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FIGURE 7.69 

Diagram of the etched microcircuit 
diaphragm of a Motorola MPX series 
pressure sensor. The patented X 
shaped structure is a four-terminal 
resistor with two voltage and two 
current taps. Motorola claims that 
the sensor is the electromechanical 
analog of a Hall effect device. 
(Source: Courtesy of Motorola Semi- 
conductors) Aw 
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quite linear, +0.2% FS. Temperature compensation of full scale span is +2% FS over a 
0-85° C range. In the design of the MPX2000 series pressure sensors, five laser trimmed 
resistors and two thermistors are deposited on the margin of the silicon chip around 
the pressure diaphragm. These resistors and thermistors are used to achieve a +1% FS 
temperature effect over a 0-85°C span. A similar temperature range on one of the non- 
thermally compensated sensor models, such as the MPX10, would be a whopping 
416.2% FS. 

Measurement of extremely high pressures in the range of 10,000—>250,000 psi requires 
special transducer designs. The simplest is a cylindrical pressure cell, illustrated in 
Figure 7.71. Two active bonded strain gauges respond to the outer surface’s hoop stress 
caused by pressure difference across the cylinder’s wall. Two reference strain gauges are 
located on the top of the cylinder. It may be shown that the outer surface’s hoop strain is 
given by: 


inch/inch (7.231) 


where Y is Young’s modulus, D is the cylinder’s outer diameter, d is its inner diameter, 
pt is Poisson’s ratio and P; is the internal pressure [Beckwith and Buck, 1961]. 

A different sensor mechanism which is used to measure extremely high pressures 
makes use of the fact that the electrical resistance of a conductor changes if it is compre- 
ssed by an applied, external pressure. Such sensors are called bulk compression gauges 
(Figure 7.72). The resistance of the compressed conductor may be approximated by 


R(P) = Ro(1 + bP) (7.232) 


where R, is the resistance of the conductor at 1 atmosphere and standard temperature, 
and b is the pressure coefficient of resistance. 
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FIGURE 7.70 
A. Top view of the integrated circuit of a Motorola MPX3100 pressure sensor. B. Schematic of the temperature 
compensated MPX3100 pressure sensor. (Source: Courtesy of Motorola Semiconductors) 


Two metals commonly used for bulk compression gauges are an alloy of gold and 2.1% 
chromium and manganin. The gold alloy is preferred because of a much lower tempco 
than manganin (AR/R=0.01% for a 21.1-82.2°C change in temperature for the gold alloy 
vs 0.2% for manganin). The (AR/R)/P for the gold alloy is 0.673 x 10>" Q/Q/psi, and 
is 1.692 x 1077 2/2/ psi for manganin. Although the gold alloy has a lower pressure 
sensitivity, its lower tempco makes its use preferred in bulk compression gauges 
[Beckwith and Buck, Chapter 12, 1961]. A bulk compression pressure sensor, which 
works up to 1.5 x 10° psi, was described by Hall (1958). Bulk compression pressure 
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FIGURE 7.71 

Cylindrical high pressure sensor cell which uses 
four bonded strain gauges in a Wheatstone 
bridge; the two gauges on the end are inactive 
and are used for temperature compensation. 
(Source: With permission, Beckwith and Buck, 
1961) 
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FIGURE 7.72 
Section through a very high pressure, bulk modulus compression, pressure sensor. The sensing resistor is made 
one arm of a Wheatstone bridge. (Source: With permission, Beckwith and Buck, 1961) 


sensors must be temperature compensated. Technical difficulties are encountered at 
very high pressures in bringing the insulated resistance element's leads out of the case 
without leaks or plastic flow problems. 

The final type of pressure sensor that we will describe in this chapter is the quartz 
crystal, piezo electric gauge. As we have seen in Section 6.4.3, quartz transducers are only 
suitable for measuring transient and time varying pressure changes which contain 
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frequencies above their low frequency (high-pass) pole. Quartz transducers do not 
respond to static (constant) pressures. Since quartz pressure sensors work well at elevated 
temperatures and respond to transient changes in pressure with frequency responses 
which typically extend to hundreds of kHz, they are often used to measure the transient 
pressure changes associated with combustion in internal combustion engines, as well 
as the transient pressure associated with internal ballistics of firearms (peak chamber 
pressures in military and hunting rifles are typically 50-65,000 psi). Some quartz dynamic 
pressure sensors are water cooled to prevent the quartz crystal from reaching its Curie 
temperature and failure in certain high temperature applications such as measurement of 
cylinder pressure in an internal combustion engine. The output of a quartz piezoelectric 
pressure sensor is generally conditioned by a charge amplifier (Section 2.7.1). Kistler 
Instrument Corp., Amherst, NY, make a wide selection of quartz pressure sensors. For 
example, the Kistler model 6205 sensor is specifically designed for ballistics research and 
ammunition testing. It has a working range of 0-75,000 psi, a charge sensitivity of 
—0.09 pC/psi, a resonant (upper) frequency of 300 kHz, a rise time of 1.5 us, nonlinearity 
and hysteresis of <1% FS, operating temperature range of —50 to 200°C. The Kistler 
model 6213 piezoelectric pressure sensor has a maximum range of 145,000 psi, and their 
special Z series of sensors operate over an extended temperature range of —196 to 400°C. 
PCB Piezotronics, Inc., Buffalo, NY also makes a full line of quartz pressure sensors, 
accelerometers and load cells. 


7.5.2 Low Pressure Sensors 


Here, we define low pressure sensors as those sensors designed to measure pressures 
that are significantly lower than atmospheric. Their primary application is in vacuum 
system measurements. Two means of measuring low pressures do not have electrical 
outputs.The McLeod gauge, shown in Figure 7.73, is a mercury filled glass system which 
is operated manually and read out visually. Its useful range is typically 5-0.005 mm Hg 
pressure. The McLeod gauge makes use of Boyle’s law, Py=P 2 (V2/Vj). Pi is the 
pressure we desire to measure, P, is the increased pressure in the McLeod gauge 
obtained by compressing the gas from volume V to a smaller volume, V2. The gas whose 
pressure is under measurement should not contain water vapor, or the compression 
process will cause condensation. Beckwith and Buck (1961), describe the operation of 
a McLeod gauge: 


“Measurement is made as follows. The unknown pressure is connected to the gauge at 
point A, and the mercury level is adjusted to fill the volume represented by the darker 
shading. Under these conditions the unknown pressure fills the bulb B and capillary C. 
Mercury is then forced out of the reservoir D, up into the bulb and reference column E. When 
the mercury level reaches the cut-off point F, a known volume of gas (Vj) is trapped in the 
bulb and capillary. 

The mercury level is then further raised until it reaches the zero reference point in E. Under 
these conditions the volume remaining in the capillary is read directly from the scale, and 
the difference in heights of the two columns is the measure of the trapped pressure (P2). 
The initial pressure may then be calculated by use of Boyle’s law. 

Another directly indicating pressure gauge is the General Electric ‘Molecular Vacuum 
Gauge’. The GE gauge is calibrated over a 0.002-20 mmHg range. In a cylindrical chamber 
which is at the pressure under measurement, a synchronous motor drives a fan. The gas 
in the chamber is given an angular momentum by the fan and its molecules strike the blades 
of an adjacent, restrained fan connected to a pointer and a helical spring. The higher the gas 
pressure in the chamber, the higher the density of molecules striking the pointer’s fan and the 


446 Introduction to Instrumentation and Measurement 


A (Pressure source) 


Reference 


WLULTLLD, 


Barometer 


ne ge 
FIGURE 7.73 column 30°=Hg fr 


Section through a McLeod vacuum gauge. Mer- 
cury is the fluid used. 


more torque produced on it, hence the greater the deflection of the pointer. The GE gauge’s 
scale is nonlinear, with the highest resolution at the low end of the scale (0-0.1 mmHg covers 
the first 90° of meter deflection, while 0.1-20 mmHg covers the remaining 150° of scale).” 


It is, of course, important to have low pressure sensors which can be read out 
electrically. The first and simplest electrical vacuum gauge is the Pirani gauge. The Pirani 
gauge consists of a filament of platinum, tungsten or nickel in a glass bulb connected 
to the vacuum system. Various gases have different heat conductivities, so the Pirani 
gauge must be calibrated for the gas or gases being used. A simple operating mode of the 
Pirani gauge is to place it in one arm of a Wheatstone bridge circuit, as shown in 
Figure 7.74. An identical gauge in vacuo is used as a temperature reference. Recall from 
Section 7.3.2.1 on hot wire anemometers that in a vacuum, there will be a rise in the 
Pirani gauge’s filament temperature given by: 


AT = I,’R.Qo/(1 — al,?Qo) (7.233) 


where I, is the RMS current through the Pirani filament, R, is the resistance of the 
filament at ambient (reference) temperature, a is the tempco of the wire, AT is the 
equilibrium increase in temperature of the wire above ambient temperature and Q, is 
the thermal resistance of the filament in vacuo, in °C/W. We also showed in Sec. 7.2.2.1 
that the resistance of the hot filament in vacuo is given by: 


R(AT, 0) = R,/(1 — al,2Q,) (7.234) 
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FIGURE 7.74 
Schematic diagram of a Pirani low pressure sensor. 


Now, as the gas pressure is increased from zero, filament heat is no longer only dissi- 
pated by radiation and conduction through the leads, but also by heating gas molecules 
and giving them increased kinetic energy. Thus, as the pressure increases, Q decreases 
from its vacuum value. At low pressures (below 10 mmHg) [Lion, 1959], the thermal 
resistance may be given by 


Q(P) = Q,(1 — oP) (7.235) 


where o is dependent on system geometry, filament material and the heat conductivity 
of the gas. If equation 7.235 above is substituted into equation 7.234, then we see that 
the Pirani gauge filament resistance may be approximated by: 


(7.236) 


R(P) = R(AT, oft — 1 MAP 


1 = aly?Q, 


The linear working range of most Pirani gauges is from 107-1 mmHg, although 
modifications have allowed measurements of pressures as low as 5 x 10°? mmHg. 
Of interest is the closed loop, feedback operation of the Pirani gauge. In this mode 
of operation, the Wheatstone bridge is balanced at some reference pressure, P,. As P 
increases from P,, the thermal resistance decreases, and the Pirani filament cools and 
its temperature and resistance decrease. Decreasing resistance causes the bridge output 
to increase. This increase in V, is applied to increase the voltage across the bridge, 
thereby increasing the power dissipation in the Pirani filament and increasing its 
temperature and resistance, restoring bridge balance. The other resistors in the bridge are 
assumed to have very low thermal resistances and tempcos. 

Another low pressure (vacuum) sensor makes use of the heater/vacuum thermocouple 
device introduced in Section 6.4.1 as a means of measuring true RMS current. In the 
vacuum version of this sensor, the thermal resistance of the heater decreases with 
increasing gas pressure. This is because at increased gas pressure, there are more gas 
molecules present to absorb heat energy from the heater and convey it to the walls of 
the glass envelope, where it is lost by radiation and convection. Hence the heater 
temperature drops (at constant power input) as the gas pressure increases, and thus 
the EMF of the associated thermocouple also decreases with the pressure increase. 
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FIGURE 7.75 

Schematic diagram of a feedback, 
vacuum thermocouple, low pressure 
sensor. The two thermocouples must 
have matched characteristics. Ampli- 
fiers Gyy are voltage controlled cur- 
rent sources, DA is a differential 
amplifier (VCVS). 


Thermocouple vacuum sensors work in the range from 10°° to 10mmHg. Below 
pressures of 10°? mmHg, heat loss through the heater wire supports exceeds that from 
the gas molecules, and the thermocouple pressure sensor loses linearity and sensitivity. 
Thermocouple pressure sensors are ideally suited for feedback operation. One such 
closed loop system is shown schematically in Figure 7.75. In this system, feedback is used 
to nearly match the dc EMF from the pressure responsive thermocouple to the dc EMF 
from the reference (vacuum) thermocouple. For the reference thermocouple we have a 
heater temperature rise given by: 


AT, = PRwQ) (7.237) 
The thermocouple EMF is proportional to AT,: 
V, = Kr(PRyQ,) (7.238) 
For the pressure responsive thermocouple we have: 
Vp = K7[P?RwQ,(1 — oP)] (7.239) 


Here, we assume that at very low pressures, the thermal resistance of the heater 
decreases linearly with increasing pressure, P. The current in the pressure responsive 
thermocouple heater is constant. 


I, = Gu Veo (7.240) 


Gy is the transconductance of the two VCCSs, and V,, is a dc voltage. Thus the current 
in the reference thermocouple’s heater is: 


[= CuVen=KeVS) (7.241) 
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where Ky is the differential amplifier gain and V, is the difference between 
the reference thermocouple’s EMF and the pressure responsive thermocouple’s EMF. 
That is: 


VV (7.242) 


If the relations above are substituted into equation 7.242, we obtain a quadratic equation 
in V;: 


14+ 2V eo of PoV2, 
Ky Ky" 


0=V2-V, (7.243) 


where 
b= KyKrRwQ.Gi, (7.244) 


If we assume that 2V,, Ky Kr Ry 2,G%, >> 1, then one root of the quadratic equation can be 
shown to be: 


Vo = PoVeo/2 (7.245) 
The differential amplifier’s output is: 
Va = PoKyVeo/2 (7.246) 


Thus, the proposed design for the feedback thermocouple, low pressure sensor system 
is directly proportional to the pressure. Note that the calibration depends on the value 
of the constant, 0, which will depend on the composition of the gas. Hydrogen would 
have a larger o than would air, for example. 

The ionization vacuum gauge is routinely used to measure very low pressures, in 
the range of 10-10: * mmHg. Special designs have been used down to 10° mmHg 
[Lion, 1959, Section 1-57]. The ionization gauge is constructed similar to a triode vacuum 
tube, as shown in Figure 7.76. A glass envelope is kept at the pressure under 
measurement. The envelope contains a heated cathode which emits electrons. 


FIGURE 7.76 
A vacuum triode ionization gauge used to measure 
very low pressures (0-8 < P<107° mmHg). 
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Surrounding the cathode is a grid and outside the grid is a plate. Unlike a vacuum 
tube triode, the ionization detector’s grid is maintained at a high (100-250 V) positive 
potential with respect to the cathode. The plate is kept at a negative potential (—2 to 
—50 V). Electrons from the hot cathode are accelerated by the field from the grid, collide 
with gas molecules and ionize them. The positive ions in the space between the grid 
and the plate are collected by the negative plate; those formed in the space between 
the cathode and the grid are accelerated toward the cathode. The free electrons and 
negative ions are collected by the positive grid. The rate of ion production is propor- 
tional to the density of gas molecules in the tube (or to the gas pressure) and to 
the number of electrons available to ionize the gas. Lion (1959) shows that the gas 
pressure is proportional to the ratio of the positive ion current at the plate to the grid 
current. Thus: 


P = K(ips /ig_) (7.247) 


where K is about 1077 mmHg (mA/p"A). K depends on the gas composition, the geo- 
metry of the tube and the voltages used. The emission of photoelectrons from the plate, 
caused by light and soft X-rays from the grid sets the lower bound of ion gauge 
sensitivity. One mode of operation of the ion gauge is to keep the grid current constant 
(1-20mA) and to measure the plate current. A log ratio Ic (cf. Section 2.6.7) can also 
be used to measure P over the wide range of this sensor. 

Instead of creating an ion current by collisions with energetic electrons, a radioactive, 
a particle emitter can be used to make a radioactive ionization gauge, illustrated in 
Figure 7.77A. The number of positive ions formed is proportional to the gas pressure as 
long as the range of the a particles is longer than the dimensions of the chamber. 
The useful range of pressures is tein? mmHg. Below 107° mmHg, the mean free path 
of the a particles increases beyond the dimensions of the chamber so that the probability 
of an ionizing collision with a gas molecule is reduced and the ion current drops off 


FIGURE 7.77 

A. A radioactive ionization vacuum sensor. Note: 
A=a particle emitting radioisotope, C= positive 
ion collector (cathode), B= metal housing (anode). 
B. Diagram of a Philips-Penning vacuum sensor. 
Note: C = cathodes, A = anode. (Source: Lion, 1959) 
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sharply. One advantage of the radioactive ionization gauge is that it is not damaged if 
it is turned on at atmospheric pressure, and it requires no degassing. 

The final low pressure sensor we will describe in this section is the Philips-Penning 
Gauge, illustrated in Figure 7.77B. In this gauge, collisions between gas molecules and 
moving electrons create an ion plasma, which contributes to the gauge current. Electrons 
are emitted as the result of the high electric field and bombardment of the electrode 
surfaces by ions. The working range of the Philips-Penning Gauge is 4x 1077— 
0 ie mmHg [Lion, 1959]. The electrodes of this gauge are run at potentials of 1-3kV 
and a transverse dc magnetic field of 300-8000 Oersteds is used to decrease the mean 
free path of electrons and thus extend the low pressure range. One version of the Philips- 
Penning gauge, the inverted magnetron, was reported to work at pressures as low 
as 10° '*mmHg [Lion, 1959]. 


7.6 Introduction to Substance Detection and Measurement 
Using Photons 


7.6.1 Introduction 


In this section, we will describe various methods of detecting the presence of and 
measuring the concentration or mass of certain chemicals (analytes) using electro- 
magnetic (EM) radiation, ranging from the far infrared (FIR) to far ultraviolet (UVC). 
Figure 7.78 illustrates the EM spectrum. The (photon) wavelength range used for 
spectrometry spans 430 um—430 pm, going from FIR to UVC. When EM waves in this 
wavelength range interact with matter of finite thickness, some fraction R of the incident 
energy is reflected, a fraction A is absorbed as the radiation passes through, and a fraction 
T is transmitted. It should be obvious that R+A+T=1. In using light to measure how 
much of a substance is present, we generally ignore R and examine A or T as a function 
of wavelength (i.e. A(/)). The transmittance of a substance through which ‘photon’ EMR 
passes is defined by: 


T(A) = Pout/Pin <1 (7.248) 


where P;, is the radiant input power to the substance and P,,; is the emerging 
radiant power. The transmittance is a function of the wavelength of the incident light 
in space. The absorbance, A, aka optical density, OD, is defined as: 


A = OD = —log,.[T(A)] = logigl1/T)] (7.249) 


The optical absorbance as a function of wavelength or wavenumber is a unique, physical- 
chemical ‘fingerprint’ of the analyte. The particular absorbance peaks are caused by the 
interaction of incident photons having energy h(c/A) with certain molecular bonds. 
Molecular subgroups such as —H, -OH, —CH3, -NHs, etc. are attached to other larger 
molecular units such as benzene rings, purine rings, sugars, fatty acids, etc. All chemical 
bonds are elastic, and allow the joined molecules to move in complex vibrational modes 
when they absorb low energy photons having their natural mechanical frequencies. 
Stretching, twisting (rotating), waving, rocking, etc. are some of the complex elastic 
motions possible. When the photons striking a particular molecular bond have the correct 
energy to excite a resonant mode of the bond, they are selectively absorbed, causing 
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The electromagnetic spectrum. 


enhanced bond resonance. Thus, the EMR exiting the sample has absorbance peaks at 
the wavelengths (energies) of the photons which excite molecular resonances. Table 7.2 
illustrates the types of photon/molecular interactions as a function of wavelength and 
wavenumber [Northrop, 2002]. 

Beer’s Law is often used to model absorbance (Figure 7.79). First, note that a small 
fraction of the impingent radiant power, R= Rinct+Rings+RourstRoutc +Remr is reflected 
at the air/cuvette interfaces, the cuvette/analyte interfaces and the air/PMT interface, 
where there is a difference in refractive index. The actual spectral radiant power 
absorption is assumed to take place in the medium of interest (the analyte) inside the 
cuvette. Cuvettes can be made of glass, quartz, plastic, or exotic materials such as 
germanium metal, or IRTRAN™, depending on the range of wavelengths used. Beer’s 
Law states that the rate of decrease of radiant power with distance as light passes 
through a homogeneous medium is proportional to the concentration C of the absorbing 
substance (for solutions) times the power. 
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TABLE 7.2 
Wavelength, wavenumber, energy levels, and type of molecular energy transition when 
photons are absorbed by molecules 
€ range, Type of Energy hv/q range, 
2 range cm? radiation transition eV 
100-10 cm 0.01-0.1 VHF-pwave radio Spin orientation 1.24E—5-1.24E—4 
10-1 cm 0.1-1 [twave Molecular rotations 1.24E—4-1.24E—3 
1-0.1 cm 1-10 ptwave-FIR Molecular rotations 1.24E—3-1.24E—2 
100-10 pm 10-100 FIR-MIR Molecular vibrations 1.24E—2-1.24E-1 
10-1 pm 100-108 MIR-NIR Molecular vibrations 1.24E—1-1.24 
10°-100nm = 10%-10*_~——- Visible-UV Valence e~ transitions 1.24-1.24F1 
100-10 nm 10*-10° = UVC (vacuum UV) Valence e™ transitions 1.24E1-1.24E2 
10-1 nm 10°-10° = UVC-X-rays Inner shell e~ transitions 1.24E2-1.24E3 
1-0.1nm 10°-10’ X-rays Inner shell e~ transitions 1.24E3-1.24E4 
<0.1nm >107 y-rays Nuclear transitions >1.24E4 
0 xX=L 
bo | 
Monochromator 
Broad-band 
light source Be Reflection loss 
at interface 
{|| Absorbed light 
FIGURE 7.79 
A simple, single beam optical system illustrating optical absorption, reflection, and Beers’ law. 
In mathematical terms: 
dP, 
——=a'PC 7.250 
ae ( ) 
1 
P(L) L 
- | dp/p = | a’Cdx (7.251) 
Pin x=0 
1 
1ogjolPin/P(L)] =aCL, a=a’2.303 (7.252) 
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Thus, it is clear that OD =aCL and %T =10 '~*+?!_ Note that a, the extinction coeffi- 
cient, aka the absorptivity, of the solution, is a function of wavelength with many peaks 
and valleys that can be related to photon energy being absorbed by aspects of the 
analyte’s molecular structure. The absorptivity is the analyte’s spectrometric is called the 
‘finger print’. 

Note that in Figure 7.79, the monochromator was represented as a prism. Modern 
spectrometers generally use one or two diffraction gratings and slits to obtain a narrow 
wavelength beam of light (high full power/half width or Q) for analysis. For example, the 
Czerny-Turner single grating monochromator uses a plano grating and two concave 
focusing mirrors (cf. Figure 7.80). A detailed mathematical treatment of grating mono- 
chromator design, dispersion, errors and aberrations can be found in Jobin Yvon (2002). 

If continuous scanning of a range of the spectrum is not necessary, then a group of laser 
diodes emitting at a set of peak wavelengths, (A,), can be used to quantify known peak 
absorption wavelengths of the analyte(s). 


7.6.2 Dispersive Spectrophotometry 


Dispersive spectrometry (DS) methods constitute a large number of UV, visible light 
and IR spectroscopy systems. DS refers to the fact that the light or EM radiation passed 
through the sample (analyte) must pass through a monochromator either before or after 
the analyte, to describe the analyte’s absorption/transmission characteristic spectrum. 
The simplest monochromator is a prism followed by a slit to select a narrow band 
of wavelengths centered around some /,. A beam of ‘white’ light is directed into the prism 
and a fan shaped beam of light, dispersed by wavelength, exits the prism. The desired 1, 
is selected by rotating the prism. The slit defines the desired wavelength band. Modern 
monochromators use one or two diffraction gratings which consist of a glass plate 
into which are etched very fine, closely spaced, parallel lines. Refraction, reflection and 
interference occur when a beam of white light impinges on a grating, creating an output 
light beam with a peak /, , which is dependent on the incident and exit angles. A grating 
output generally has a higher Q (peak power wavelength 4,/half power wave- 
length width) than a prism, and by using two gratings in series, one can obtain an 
even more spectrally pure output beam, albeit at the expense of intensity. 

Figure 7.80 illustrates a single beam spectrophotometer. White light from a tungsten 
or halogen source is directed to a grating. The exit slit further increases the Q of the exit 
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FIGURE 7.80 
A single beam spectrophotometer. 
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beam, which is passed through a chopper wheel which periodically interrupts the beam. 
The chopping rate is typically in the hundreds of pps. The chopped beam then passes 
though a solution of the analyte in a special chamber known as a cuvette. The light 
path through the analyte in the cuvette is L cm, where L can be 0.1, 1, 2, 10cm, etc., 
depending on the absorptivity of the solution. The exiting light power from the cuvette is 
measured by a calibrated photomultiplier tube (PMT). The PMT dc dark current is 
rejected by the phase sensitive rectifier (PSR), which responds only to the ac (chopped) 
signal from the PMT. The intensity of the light source must be stabilized by using 
a regulated dc power supply. The test beam’s 4, is selected by varying the grating angle. 
Unfortunately, as 2, is varied, so does the intensity of the input beam to the cuvette. 
To compensate for this effect, a run is made with a cuvette full of distilled water or 
a reference solution, and the P,,,;re¢(4) recorded and used to compensate for the run with 
the analyte. A phase sensitive demodulator is used to detect Powtan(A), and a computer 
calculates A(é), A(A), T(é) or T(A). 

Figure 7.81 illustrates one version of a dual beam spectrophotometer. This design 
is more complex optically, because it simultaneously measures PMT dark current, 
reference beam transmission and analyte transmission. A special, 3-state chopper wheel 
is used that has holes and mirrors in it such that the PMT alternately sees dark, the 
analyte beam and the reference beam. Sample and hold circuits allow appropriate 
corrections and comparisons to be made from the 3-state-in-time PMT waveform. 

The spectrogram for an analyte is usually plotted as %T vs wavenumber, é, in cm™'. 
é(cm~') = 10*/2 (um). & is proportional to the EM wave’s frequency, v (Hz)= 
c(m/s)/A(m). By using a wavenumber abscissa, %T peaks crowded together at 
longer wavelengths are separated and given more detail. 

Figure 7.82 illustrates the use of an attenuated total reflection (ATR) plate in 
spectrophotometry where we wish to measure the wavelength dependent absorption 
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FIGURE 7.81 
A dual beam spectrophotometer. A grating monochromator is used. 
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of backscattered light from thin films of analyte, including superficial tissue (dermis, 
capillaries, etc.). This approach can be used to measure analytes in liquid blood samples 
and may find application in measuring capillary blood constituents such as glucose, 
cholesterol, alcohol, heroin (diacetyl morphine) etc. The input light enters the ATR prism 
and is directed through its bottom surface into the absorbing sample. The light that 
is back-scattered from the sample re-enters the ATR prism and is totally reflected from 
its top surface, being directed again into the tissue, where it is again back-scattered, and 
so on. The repeated re-entry and back-scattering of the beam from the tissue increases 
the sensitivity of the spectroscopic process by effectively increasing L in Beer’s law. 
The beam exiting the ATR plate thus has had a multitude of opportunities to interact 
with analyte molecules in intimate contact with the lower surface and contains the 
spectral absorption signature of the analyte. Increases in sensitivity of a factor of 20 can 
sometimes be obtained. 

Raman spectroscopy is a special type of dispersive spectroscopy. It is based on 
Raman effect, named after the Indian physicist, C. V. Raman, who was awarded the 1930 
Nobel prize for his discovery. In his seminal paper, published in the journal Nature in 
1928, Raman observed that when light interacted with matter, some small fraction of 
its energy was scattered, and the frequency of the scattered light was shifted in a complex 
manner from that of the incident beam (Stokes and anti-Stokes scattering). Most of 
the scattered light energy is returned at the input wavelength, where this light undergoes 
elastic, Rayleigh scattering. 

Since its discovery, the Raman effect has been developed into a sensitive, analytical 
chemical tool with results that rival conventional spectroscopic techniques (UV, VIS, IR) 
[Kaiser, 1998; Berger et al, 1999]. The advent of monochromatic laser sources has 
expedited the rise of Raman spectroscopy as an analytical tool. In the past few years, 
Raman spectroscopy has been applied to various biomedical applications, such as 
measuring various important analytes in blood and serum [Shafer-Peltier ef al, 2002; 
Lambert et al, 2002; Koo et al, 1999; Frank, 1998]. Also, much attention has recently been 
given to developing non-invasive, biomedical Raman systems [Hanlon et al, 2000]. 

There are two kinds of Raman spectroscopy systems currently in use —Conventional 
Raman, and Stimulated Raman spectroscopy (SRS). Figure 7.83 illustrates a typical, 
conventional, in vitro Raman system. A high power diode laser emitting in the NIR, 
typically at 830 or 850nm, is used as the source. Its beam is chopped or otherwise 
amplitude modulated to enable synchronous detection of the scattered light. NIR source 
light is generally used to minimize any natural, background fluorescence from a complex, 
biological sample. Note that that the shorter visible wavelengths and UV light excite 
fluorescence. Most of the input light is elastically scattered from the sample (Rayleigh 
light) with no frequency shift by analyte molecules. Inelastic (Raman) scattering in all 
directions occurs at about 10°-°-10-® times the intensity of the Rayleigh scattered light. 
Energy from the monochromatic input beam is absorbed in the process of exciting 
vibrations of the various interatomic bonds of the analyte. The Raman scattered (output) 
light thus has a complex spectrum depending on the chemical structure of the analyte(s). 
In general, the Raman red shifts in the output spectrum have frequencies given by 
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FIGURE 7.83 
A conventional Raman spectroscope. 


(Vin — VBk) = Avs; Hz. v;, is the input (excitation) lightwave frequency, vz, is the ‘natural 
frequency’ of the kth class of atomic bond. Avg; is also called the Stokes shift of the kth 
bond class. The energy absorbed in the photon excitation of a particular, interatomic bond 
resonance is proportional to the Avg; of its spectral peak. That is, E,,; = hAvs; J. A weaker 
emission is seen to occur for the anti-Stokes, or blue shift, Raman emission: 
(Vin + VBK) = Avask Hz. 

To effectively gather more of the weak, Raman scattered light, often a parabolic mirror 
is used near the sample. An optical notch filter is also used to attenuate the Rayleigh 
scattered light of frequency, vin. A Hi-Q, holographic, optical notch filter attenuates by 
ca. 10~° at the center of its stop band, and passes ca. 90% of the input light at other 
wavelengths. The weak Raman light is passed through a dispersive monochromator that 
either projects the desired Raman spectrum on a linear, CCD sensor array where the kth 
pixel intensity is proportional to Avg, , or light at a given Avc, is directed onto a single 
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photomultiplier sensor or some photodiode. For in vitro Raman spectroscopy, relatively 
large input intensities are used, typically in the hundreds of mW. Such high input 
power cannot be used for in vivo Raman measurements because of potential heat damage 
to tissues, including the retina. 

Raman spectra are generally displayed in units of wavenumber, & cm !, which is pro- 
portional to the Hz frequency of the light. Note that 1 cm! equals 3 x 10'° Hz, or 30 GHz. 
The frequency of 830nm input light is vj,=3.61 x 10'*Hz, and its wavenumber is 
Ein = 1.203 x 104. 

Figure 7.84 illustrates both Raman and FTIR absorbance spectra from methanol. Notice 
that in the two spectrograms, some congruent peaks are sharper and stronger than in 
the other spectrogram. 

Stimulated Raman spectroscopy (SRS) is a technique that avoids the non-directional 
scattering of the frequency-shifted light emitted in conventional, single source 
Raman spectroscopy. In SRS, two lasers are used to excite the analyte—a pump laser 
and a tunable probe laser. The intersection of their beams defines an analyte volume. 
When the frequency (or wavenumber, Aé) difference between the two lasers equals 
the Avs, of a Raman active mode, there is an increase in the irradiance of the trans- 
mitted probe beam and a corresponding decrease of the irradiance of the transmitted 
pump beam. In one SRS system designed to sense D-glucose in biological samples, the Av 
between the pump and probe lasers is made to be the Avg, of a major glucose Raman peak 
(ie. €=518 cm !)[Tarr and Steffes, 1993; 1998]. (Recall that vi=c and E cm b= 
3.333 x 1071! v, vin Hz.) The actual frequencies of the pump and probe lasers are not 
as important as the Av between them. The pump frequency should be in the NIR, if 
possible, to avoid exciting intrinsic fluorescence of the specimen. The advantage of the 
SRS technique is that no expensive monochromator is used. As shown in Figure 7.85, 
the probe laser’s output is both wavelength tunable and chopped, either mechanically, 
or electronically by switching the laser diode current on and off. The beams from the 
probe and the pump lasers are combined, either using fiber optic mixing, or mirrors and 
a half-silvered mirror and then directed into the sample. Transmitted light from the pump 
laser is greatly attenuated by an optical notch filter, letting through the modulated probe 
laser beam, which is directed to a suitable photosensor. The sensor’s output contains 
a modulated signal component consisting of the probe beam increased as a function of 
the Raman-Stokes energy absorbed by the analyte, as well as modulated components 
from sample background fluorescence, plus Raman emissions from the water solvent 
and from glass (cuvette, lenses, fiber optics). These latter components are artifacts 
with little dv dependence and are easily subtracted from the desired signal following 
synchronous (lock-in) demodulation of the sensor output. Note that in SRS, the probe 
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FIGURE 7.85 
Diagram of a stimulated Raman spectroscopy system. 


laser beam’s frequency is not shifted, rather, its amplitude modulated intensity is 
changed. 
Quoting Tarr and Steffes 1998: 


“...The stimulated Raman effect requires no phase matching between the two laser beams, 
only that they be spatially overlapping in the Raman active medium. When the frequency 
difference of the two lasers equals the vibrational frequency of the Raman active mode (vg,), 
a nonlinear optical interaction occurs between the optical field and the medium. The strength 
of the nonlinear optical interaction depends upon the third-order nonlinear susceptibility, 
x(w,), of the medium. The result of this interaction is a coherent increase in the (transmitted) 
irradiance of the Stoke’s (probe) beam and a corresponding decrease in the irradiance of the 
(transmitted) pump beam.” 


Tarr and Steffes derive a theoretical model for the gain of the Stoke’s beam. 

We have seen that good in vitro results have been obtained with RS and SRS in 
measuring certain analytes in water, and blood plasma or serum [Northrop, 2002]. Mildly 
invasive procedures such as cystoscopy, broncoscopy and colonoscopy may provide 
a means of using Raman spectroscopy to examine lesions (candidate tumors) on the 
surface of the epithelium in these locations. 

For non-invasive SRS diagnostic applications, the pump or excitation laser’s energy 
must be introduced transdermally and the very weak, backscattered, Raman shifted light 
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must be collected and analyzed dispersively. Stimulated Raman spectroscopy could 
be used transdermally by shining the pump and probe lasers through a thin vascular 
tissue such as a finger web or an earlobe. A serious requirement in all forms of in vivo 
Raman analysis is to be able to do it at laser power levels that will not damage the 
biological tissues being irradiated (by heating) [Hanlon et al, 2000]. 


7.6.3 Non-Dispersive Spectroscopy 


Non-dispersive spectroscopy (NDS) is a chemical analytical method that avoids using 
an expensive monochromator and a PMT to quantify a specific analyte. Instead of 
plotting %T(/) or A(/) for a sample, and using the resulting peaks and valleys to quantify 
the analyte, an NDS instrument selects a narrow range of wavelength, AJ, in which the 
analyte has a unique peak and valley in its %T(A) curve. The AZ band is generated 
by passing broadband light through a bandpass filter made from one or more inter- 
ference filters. Note that there are several possible configurations for a NDS system 
[Northrop, 2002]. We will consider one of them here. Figure 7.86 illustrates a basic, open 
loop, two-beam, NDS system that uses manual nulling. Light in the band, AJ, is first 
chopped, then passed through a half-silvered, beamsplitter mirror. The direct beam 
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FIGURE 7.86 
Diagram of a manually nulled, two-beam, non-dispersive spectroscopy system. The Ad filter is a bandpass 
interference filter that provides light in a 7, — 4, band. 
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passes through the sample cuvette, thence to a photosensor, PS). The reference beam 
passes through a blank cuvette filled with solvent, thence through an adjustable, 
calibrated, neutral density wedge (NDW), thence to photosensor PS,. The outputs of the 
photosensors are high-pass filtered to remove dc, then amplified by a difference amplifier 
(DA). The DA output is a square wave at chopper frequency whose amplitude and phase 
(0° or 180°) is determined by the relative intensities at PS, and PS. In system calibration, 
with no analyte present in the sample cuvette, the NDW is manually set to zero (no extra 
attenuation in the reference beam). The dc output voltage, V,, is nulled by adjusting the 
gain of either pre-amp so that 0j¢=V,. With the analyte present, more light in the 
passband, AJ, in the upper beam is absorbed and the total intensity at PS,, I,, is reduced. 
Now the NDW must be advanced to re-null V,. The neutral density required to re-null 
the system can be shown to be proportional to the analyte concentration. 

A further refinement of the NDS system is to make it self-nulling (Figure 7.87). In this 
design, the dc error voltage, V, is integrated to make a type 1 control system with zero 
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FIGURE 7.87 
A servo-nulled NDS system. 
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steady state error, and the integrator output, Vj, is conditioned to drive a linear 
positioning system that moves the NDW. Now, it can be shown that the difference in the 
voltage V; with no analyte, and V; with analyte is proportional to the (linear) change 
in ND, hence in the analyte concentration.We now demonstrate mathematically how 
an open loop NDS system works (Figure 7.86). Assume that the output of the optical 
bandpass filter is an ideal rectangular spectrum of width, AZ. After being split into 
two beams by the half-silvered mirror (HSM), both source spectrums have width Ad 
and equal magnitudes, 5;(A) W/nm. The reflected reference spectrum is attenuated by the 
reference cuvette’s reflections and the solvent’s absorption. The reference cuvette has a 
transmission Tyef= (c/Tin ). Tin = (S144) W. I,- next passes through the NDW, where it is 
further attenuated by its transmittance, Tnp. In general, Typ = (lout/Tin) = Ur/Irc) = 10-**, 
where x is the displacement of the wedge from 0 on the linear x scale and £ is 
the NDW’s attenuation constant. (Note that ND = fx; also that an ND of 1 means the 
input light is attenuated by a factor of 0.1, or Igu+=Iin, /10.) Thus the intensity at 
the reference photo sensor is: 


Tp = (S1AA)T rT W (7.253) 


The spectrum that passes through the HSM also passes through the walls of the 
sample cuvette twice (in and out) and also through the test solution with analyte. 
Thus, the measurement spectrum is also attenuated by a factor of Trep<1. We assume 
that in a narrow band, 6/, around 4,, the analyte has a strong absorption. Hence the 
spectrum exiting the cuvette, S;,4(A), has a reduced total intensity as shown in 
Figure 7.88. Using Beer’s law, the intensity of S;,4(A) is simply: 


Tg = (SAA) Trep — 64 S1 T ep — Ta) (7.254) 
The transmittance minimum of the analyte, T4, is given by Beer’s law: 
Ty, = 10-4] © 1 — 2.303kL[A] (7.255) 


Here, we have assumed that kL[A]«1. [A] is the concentration of the analyte, and 
the value of k is both wavelength and concentration dependent. Thus, after some algebra, 
we can write the intensity of the light exiting the cuvette as: 


I, = (S1AA)T rep — 2.303(84/AA)KLLAT} W (7.256) 
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FIGURE 7.88 

An idealized light intensity spectrum, I,(A), 
from Figure 7.87. The notch represents 
photon energy absorbed by the analyte. 
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To null the system, the wedge is advanced until again, Ip=I, and V,=0. Thus at null 
we have: 


(S1AA)T ep TND = (S1 AA)T yep {1 — 2.303(52/ AA)KL[A]} (7.257) 
So 
Tnp = {1 — 2.303(64/ AA) kL[A]} (7.258) 


Now we note that the analyte concentration is small, so we can use Typ = 10-P* & 
1 — 2.303 6x. Thus: 


(1 — 2.3Bx) = {1 —2.3(62/AAKL[A]} 


1 
x & (84/AA)KL[A]/B (7.259) 


Equation 7.259 tells us that the displacement of the NDW by x to renull the NDS when 
an analyte is present is simply proportional to the analyte’s concentration, [A], assuming 
that Beer’s law holds and the NDW’s ND is given by ‘LO? ~ where Bx<1. The 2.3 
factor comes from approximating 10-** by the use of e~® = 1 —«. Note that logio(a) = 
In(a)/2.303. 

To demonstrate the effectiveness of the NDS approach in quantifying an analyte, 
Fellows (1997) designed, built and tested a NDS to measure the % oxyhemoglobin, 
in vitro. Percutaneous measurement of the % O saturation of RBC hemoglobin (Hb) is 
an established NI measurement technique. The pulse oximeter [Northrop, 2002] makes 
use of the differential absorption of red and near infrared (NIR) light by Hb vs HbO. Pulse 
oximeters use a red and an NIR light emitting diode (LED) (not a laser) as a 2/ source 
to make the measurement. Fellows’ NDS system was developed as a proof-of-concept 
design, rather than a competing instrument for the very simple pulse oximeter. Fellows’ 
system architecture closely followed the design shown in Figure 7.87, except instead of 
a linear, neutral density wedge, she used a rotating, fine mesh screen as a variable, 
ND attenuator. Unlike the linear wedge, the screen’s transmittance is a function of its 
angle with respect to the beam being attenuated and can be shown to be given by: 


Tsc(6) = (1 — 2r/d)[1 — (2r/d) sec(6)] (7.260) 


Each wire in the screen has radius, r, and d is the center-to-center spacing of the wires; 
a square mesh is assumed. The ND screen was rotated by a servo galvanometer whose 
angle, 0, was proportional to its dc input voltage. 

Fellows used a filter that passed light in a 650-750nm band. One cm cuvettes were 
used for the test solutions, the standard and the compensation. Sigma®™ freeze dried 
human hemoglobin was made up at a concentration of 12g/L in water buffered to 
pH 7.4. To make either HbO or Hb, either O, gas or CO» gas was bubbled through 
the sample and reference cuvettes, respectively. 

Fellows’ servo-nulling NDS system was able to measure %HbO, but was difficult 
to calibrate because of the very nonlinear ND relation. A linear wedge or ND disk would 
have simplified the operation of her system. 

A logical application of the NDS system would be to try to non-invasively and 
percutaneously measure (tissue) blood glucose in the FIR range. Glucose has three 
absorption peaks (%T nulls) in the FIR—one at 10.97 1m, one at 11.98um and one at 
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A prototype NDS system that might be able to measure blood glucose by IR absorption. The earlobe (shown) or a 
finger web might be used. 


12.95 um. If the LIR bandpass filter passed from 10.5 to 11.5m, the peak at 10.97 um 
could be used. Figure 7.89 illustrates a prototype, FIR, NDS system proposed by the 
author that might use a finger web or ear lobe (always with constant L). The FIR beam 
is defined by an IR bandpass filter, chopped, and the null is detected using a phase 
sensitive rectifier. A light tight box excludes stray IR from the pyroelectric photo- 
sensors (e.g. PVDF). FIR compatible HSM and NDW optical elements must be used. Such 
a system would be easy to build, but its accurate use would depend on individual 
calibration with a standard blood glucose test, and the absence of other tissue and blood 
substances that might overwhelm the glucose absorption peaks. 


7.6.4 Fourier Transform IR Spectroscopy 
A second very important category of non-dispersive spectrophotometer is the Fourier 


Transform Infrared (FTIR) System. Some advantages of FTIR spectroscopy are: 


1. Better sensitivity and brightness; more light incident on the sample than 
dispersive IR spectrometers 
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FIGURE 7.90 
Schematic of an FTIR spectrometer. 
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2. High wavenumber accuracy, up to 0.01 cm™ 
3. Takes less time to make a spectrogram 


4. Relatively insensitive to stray light 


A disadvantage of FTIR spectroscopy, the same as in dispersive IR spectroscopy, is 
that both H,O and CO, absorb strongly at certain wavenumbers, obscuring analyte 
peaks. 

As shown in Figure 7.90, a blackbody IR source, such as a Globar rod, is used 
to generate a continuous, broadband, IR spectrum, given by Planck’s radiation law 
(cf. Figure 7.91). Collimated radiation from this source is the input to a time modulated, 
Michelson Interferometer. The interferometer’s mirror is periodically displaced by an 
amount 4(f), around a center position, Lj. To understand what happens at the inter- 
ferometer’s output, we need to first consider what happens to a monochromatic input 
ray with wavelength, 2;. The distances L; and Lz are chosen such that there is maximum 
constructive interference at the interferometer output. Thus, neglecting interfacial losses, 
the output intensity, I,, equals the input intensity, I;,,. Now let the mirror move 6 = /,/4 
away from the beam splitter. The light must now travel a total distance of 7;/2 11m 
more to return to the beam splitter, where there is now destructive interference and 
the output intensity has a null. This extra length the light must travel is called the 
retardation distance, p. In general, p = 25. We can write an empirical expression for the 
output intensity as a function of the wave retardation distance, p, around Lo: 


: 1 
Io(0,41) = Tin (3) [1 + cos(2xp/41)] W (7.261) 
In terms of wavenumber, & = Ay em, I, can also be written as: 


1p, 1) = Tin (5) [1 + cos(27§1 p)] W (7.262) 
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FIGURE 7.91 
Ideal blackbody radiation spectra. Note how the peaks shift to longer wavelengths at lower object temperatures. 


Note that I,(p, &) is an even function in p&. ¢ must be in cm in equation 7.262. When 
two other beams having wavenumbers &2 and &3 are added to the beam of wavenumber 
&,, then the output of the time modulated Michelson interferometer can be written, using 
superposition, at a given retardation, o cm as: 


3 
10) = Tink (5) [1 + cos(2zréi)] W (7.263) 
kel 


When this even interferogram function is plotted vs p, we see a strong peak at the 
origin, surrounded by lower ripple peaks, as shown in Figure 7.92. In the more general 
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FIGURE 7.92 

Superposition of the output intensity of 
the interferometer as a function of 
wavenumber and retardation distance, 
p, which is time modulated. Note that 
with just three wavenumbers a peak in 
the interferogram grow around p = 0. 


case, when the source intensity input to the interferometer is described by a continuous 
density distribution in terms of wave number, & cm~!, the interferogram intensity is given 
by the inverse cosine Fourier transform: 


(oe) (oe) 


Lo= | Wo(6)(5)IL + costa pl] d= Ins + | wat®(5) cos(2ré p)dé (7.264) 


where Wa(é) is assumed to be even in &, so Wa(&) = Wa(—&). Thus: 
Iwo = | Wa(Gde (7.265) 
0 


The cosine integral can be considered to be the real, inverse Fourier transform of W2(é). 
That is: 


ip) = (5)F tee (7.266) 


Note that by the Euler relation, e' = cos(wt) —jsin(wf) and one definition of the 
continuous Fourier transform (CFT) is: 


F(@) = R(w) + jX(@) = | f(t)[cos(wt) — j sin(wt)] dt (7.267) 


When f(#) is real and even, then it is well-known that: 


F(w) = | f(t) cos(wt) dt + 0 (7.268) 
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where w is in radians/sec and X(w)=0. Note that we have defined the blackbody 
radiation density, Wa(&) W/ cm‘ as an even function in wavenumber, €cm™'. Let & be 
analogous to lightwave frequency in Hz and the retardation distance, p cm, be analogous 
to time in equation 7.268. Thus, F(w/2m) —> Wep(é) and we see that modulation of 
the source light’s spectral distribution, Wa(&), by the Michelson interferometer generates 
an even, inverse Fourier (intensity) function of W,(6), [,(p), at its output, sic: 


[,(e) = | Wa(&) cos(2z & p) dé (7.270) 
0 


Now if we sample the IFT, [,(p), at intervals Ap and take its DFT, we recover an 
estimate of the input blackbody intensity distribution, Wa(é), as shown in Figure 7.93. 
This W,(é) estimate is stored in the FTIR system’s computer memory. Figure 7.94 
illustrates a representative interferogram as a function of the retardation, p. 

The next step in the operation of an FTIR spectrometer is to pass the interferometer 
modulated IR source radiation through the sample, where selective absorption 


I,(P) 


FIGURE 7.94 
A typical, continuous interferogram output of the 
photosensor as a function of kAp. 
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(attenuation) in certain wavenumber bands occurs. Again, as in equation 7.262, let us look 
at one particular wavenumber, é;. The intensity of the light emerging from the sample, 
[.(p,€1) is given by: 


1 
[.(p, 1) = mete (5)t + cos(2z & p)] (7.271) 


where T;(&) is the wavenumber dependent (0<1) transmittance of the analyte and 
sample, and [j,(&) is the input intensity at = &. If the input is replaced by the BB 
distribution, Wg(é), we can write: 


1 CO 1 foe) 
Lp) = (5) | Wa(é)Ta(€)[1 + cos(2sr & p)] dE = ewe + (5) | Wa(é)Ts(E) cos(2x & p) dé 
: : (7.272) 
Clearly, the ‘dc’ term is 
Tages | Wa(é)Ta(é)dé (7.273) 
0 


and the integral is the inverse FT of the frequency domain product, {W,(&)Ts(€)}. When 
the output interferogram, [.(p), is DFTd at intervals, Ap, we obtain an estimate of 
the output spectrum: 


salt) = (5) Wole)T® (7.274) 


Since we already know W5(é), the desired sample transmittance is easily found by the 
relation: 


2Ssq(&) 
Wa2(é) 


T5(§) = (7.275) 


It goes without saying that a high speed computer capable of calculating DFTs 
and generating plots of T,(€) and absorbance A(é) is a necessary component of an FTIR 
spectrometer. 

We have seen that all spectrometers pass EMR through a cuvette holding the analyte 
in solution, or use an ATR plate to interface light with the analyte. In some designs, 
the incident EMR is broadband (‘white’), and the emergent radiation from the sample 
is passed through a monochromator to examine the transmittance or absorbance at 
particular wavelengths. In other designs, monochromatic light is first passed through 
the sample. Spectrometers operating in the FIR require the use of special, IR pass 
materials for refraction and cuvettes, including ZnSe (0.6-17 um), ZnS (0.4-12 um), 
Ge (2-14 um), Si (1.2-8 um), KRS-5 (0.6-50 ym), As2S3 (0.8-10 1m) and certain plastics. 
In nearly all cases, the light beam is chopped so that phase sensitive demodulation can be 
used (equivalent to a lock-in amplifier) to improve sensitivity and reject noise and stray 
(dc) light. 

Non-dispersive spectrometers use narrow band light, two or more LEDs or laser 
diodes to avoid the need for an expensive monochromator. FTIR spectrometers also fall 
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into the class of non-dispersive instruments, as do Stimulated Raman spectrometers. 
In the FTIR spectrometer, the modulation is provided by the Michelson interferometer. 

All sorts of medically important molecules from body fluids can be quantified by IR 
spectrophotometry. These include, but are not limited to, cholesterol, steroid hormones, 
thyroxine, theophylline, opiates, opioids, tranquilizers, etc. Knowledge of a drug concen- 
tration in blood or urine can be used clinically to adjust the dosage and also to detect drug 
abuse. Raman spectroscopy is showing promise in the non-invasive diagnosis of certain 
superficial tumors including skin melanomas, lung cancer, prostate and bladder cancer, 
etc., in any place an endoscope can reach [Northrop, 2002]. 


7.6.5 Single and Multiple Bubble Sonoluminescence 


In this section, we will examine the phenomena of single bubble sonolumine- 
scence (SBSL) and multiple bubble sonoluminescence (MBSL), caused by cavitation in 
liquid due to an intense ultrasound field, and consider their potential as chemical 
analytical tools with possible application to the detection of airborne molecules of high 
explosive substances such as C4, Semtex and dynamite. 


7.6.5.1 Single Bubble Sonoluminescence 


Figure 7.95 illustrates the schematic of a basic, easy-to-construct, experimental, SBSL 
apparatus [Hiller and Barber, 1995]. A 100 ml, round, Florence flask is used as a reaction 
vessel. Three piezo ceramic disk transducers are used. Electrical connections to the disk 
transducers should be made using silver epoxy—soldering the leads to the thin silver 
films on both sides of the transducers can destroy (vaporize) the films if not done 
carefully. 

The transducers are epoxied to the flask in the positions shown (the flask is suspended 
from its neck by a clamp, not shown). The two larger transducers (ca. 2cm diameter) are 
the ultrasound drivers, the bottom, smaller (ca. 5mm diameter) transducer is used as 
a microphone to sense sound in the flask and shock waves from the periodic, rapid 
collapse of the bubble in the sound field. The microphone signal is condtioned by 
a simple op-amp circuit and its output, Vp, is sent to an oscilloscope. 

A sine wave generator is connected to a power amplifier, whose 32Q output 
is connected to a variable inductor having an appropriate current rating. The inductor is 
connected to the two driver transducers in parallel. Below the transducers’ self-resonance 
frequency (e.g. 1 MHz), they appear electrically like leaky capacitors because of acoustic 
loading by the flask. Their combined capacitance is of the order of 1nF. It is found 
experimentally that the acoustic resonance frequency, f4, for the water filled flask is ca. 
20-30 kHz. At f4, the maximum acoustic energy is coupled to the flask. An easy way to 
observe f, is to monitor Vp as the frequency of the function generator is varied with 
the inductor shorted out. At f4, Vp is maximum. To produce maximum driving power to 
the transducers, they must be electrically resonated by adjusting the variable inductance. 
Lis varied at constant f, until zero phase shift is seen between Vy and V7. Rg is made 1 Q, 
so V; equals the current into the transducers. Note that at electrical resonance, the power 
amplifier sees a real impedance of (Rg+ Rx), where Rx is the transducers’ equivalent 
acoustic load into the flask. Small test gas bubbles are introduced into the flask by a thin 
glass tube connected to a gas supply. 

SBSL is an interesting physical phenomenon, first described in literature about 1990 
[Lohse, 2002; Crum, 1994]. If a single small bubble of gas in water, having a resting 
diameter of ca.10 um, is trapped in an ultrasound field of appropriate intensity, the bubble 
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The single bubble sonoluminescence system of Hiller and Barber (1995). 


undergoes expansion and compression at the ultrasound frequency. When the bubble 
is compressed by the sinusoidal sound pressure waves, at a critical pressure, its volume 
abruptly collapses at a speed of about Mach 4 to about 11m diameter. Its maximum 
radius at minimum sound pressure is ca.100}1m. Thus, the volume compression ratio 
is an enormous 10° [Moss et al, 1997a and b]. This abrupt compression causes quasi 
adiabatic heating of the gas volume, causing the internal temperature to rise to an 
estimated peak of 10*-10°°C [Crum and Matula, 1997]. A plasma is created inside the 
collapsed bubble which emits a pulse of photons, ca. 200 ps in duration [Lohse, 2002] 
(Figure 7.96) This flash is probably due to trace Argon gas in the bubble. Even though the 
individual flashes are extremely short, the fact that they occur at the ultrasound 
frequency, fa, (generally 20-30kHz) causes enough average light flux so that the 
sonoluminescence is visible as a blue point of light to dark-adapted human eyes. 

At the very high temperature and pressure generated when the bubble collapses, 
a photon emitting plasma forms. The primary photon emission mechanism appears to be 
electronion or electronatom bremsstrahlung [Suslick et al,1999]. At collapse, various 
chemical reactions between the nitrogen, oxygen and other trace molecules in the bubble 
are postulated to occur. These reaction products are gradually absorbed (rectified) by 
the water, leaving a bubble containing a high concentration of chemically inert argon 
from the air. The argon gas sonoluminesces. Hiller et al (1994) showed that SL does 
not occur with pure Nz, Op and N2 + Oz, Ar (or some other noble gas) is required. On the 
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FIGURE 7.96 
Steps illustrating the collapse, sonoluminescence, and re-expansion of a gas bubble in the ultrasound field in 
water. 


other hand, dissolved gases in the water can enter the bubble during its expansion cycle 
in the aqueous sound wave field. 

The emission spectrum of SBSL is largely blackbody, theoretically extending into the 
far UV because of the high peak plasma temperature. Unfortunately, water and the 
outer plasma envelope itself absorb the shorter wavelength UV emissions. There are no 
discernable emission lines from SBSL in water [Suslick et al, 1999; Didenko et al, 2000]. 

Didenko et al speculated that the lineless SBSL emission in water is: 


1. Due to the summation of broadened emissions from multiple molecular and 
atomic sources 


2. Due to bremsstrahlung emission from partial ionization of the heated gas within 
the bubble 


Didenko et al studied the SBSL emission spectra from a variety of polar aprotic liquids, 
including formamide, N-methylformamide, N,N-dimethylformamide, 1,2-diaminoethane, 
dimethylsulfoxide and adiponitrile. They subdivided their results into emissions from 
bubbles held stationary in the sound field (S-SBSL) and bubbles that move around the 
reaction flask’s center and emit M-SBSL. The spectra from the moving bubbles in 
methylformamide and adiponitrile showed a broad emission line at ca. 380 nm that was 
from —CN, dissociated from the liquid molecules. When DMSO was used, there 
obviously was no —CN line to dissociate (no N atom in the molecule), but there were 
also no band emission lines from S2, —SO or SO2 , which were expected. There were no 
lines from liquids with stationary bubbles, presumably because the intense blackbody 
bremsstrahlung radiation intensity swamped them. 

Yasui (1998), in a modeling study, examined the effect of the surfactant Triton X-100 
on the dynamics of SBSL. Yasui concluded that the dissolved surfactant lowered the 
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magnitude of the light pulse because it inhibited condensation of water vapor inside 
the bubble during collapse. Free water vapor lowered the temperature inside the bubble 
at collapse due to the larger amount of water vapor that undergoes endothermal chemical 
reactions at collapse. 

Yasui states: 


“It is predicted, based on the hot-spot model, that the radiation is not thermalized inside 
a bubble in the case of SBSL in a solution of the surfactant in water and that the [light 
emission] spectrum of SBSL may deviate from the blackbody spectrum and may have some 
characteristic lines such as the —OH line (310 nm).” 


From the work of Yasui and Didenko et al, we can see that if the severe thermo- 
dynamic conditions (peak temperature, pressure) inside stationary collapsing bubbles are 
mitigated, reducing blackbody bremsstrahlung radiation, it may be possible to see 
individual spectral lines from excited state emissions during sonoluminescence. 


7.6.5.2 Multiple Bubble Sonoluminescence 


Multiple bubble sonoluminescence (MBSL) is also a phenomenon dependent on 
ultrasonic energy in a liquid. MBSL occurs as the result of sonic cavitation at very high 
sound pressure levels. Quoting Suslick et al (1999): 


“Tf the acoustic pressure amplitude of a propagating acoustic wave is relatively large (greater 
than (~0.1MPa), local inhomogeneities in the liquid can serve as nucleation sites for 
rapid inertial growth into a cavity of macroscopic dimensions, primarily filled with vapor 
and dissolved gases. Such a bubble is inherently unstable, and its subsequent collapse 
can result in an enormous concentration of energy. ... A normal consequence of this 
unstable growth and subsequent collapse is that the cavitation bubble itself is destroyed. 
Gas filled remnants from the collapse, however, may serve as nuclei for continuation of the 
process. 

Single bubbles, while creating extreme conditions, simply do not contain sufficient material 
to be useful for driving chemical reactions in any practical amount. In multi bubble systems 
(‘cavitation clouds’), on the other hand, the interactions between bubbles as they collapse 
will lead to both substantial asymmetry and the formation of jets during the collapse, which 
one may well expect to limit the collapse efficiency. Thus, the conditions created during 
multi bubble cavitation, which is used of necessity for all sonochemical reactions, will be 
somewhat less extreme than those created during single bubble sonoluminescence.” 


MBSL creates its own bubbles by cavitation, an external gas source is not needed 
to form bubbles. Thus, any gas phase reactants must be dissolved in the host liquid if 
they are to be detected by their spectral signature during MBSL. MBSL hot spots have 
been measured at ca. 5050K, significantly lower than the peak temperatures reached in 
SBSL [Suslick et al, 1999]. The lower temperatures of the MBSL plasma means far less 
bremsstrahlung radiation, allowing spectral lines to be seen from the sonochemical 
reactions occurring inside the cavitation bubbles. 

Suslick et al (1999) illustrate sharp MBSL line spectra from non-aqueous silicone 
oil containing metal carbonyl compounds such as Fe(CO)s, Cr(CO)¢, W(CO). and 
Mo(CO)¢. The MBSL emission lines for these compounds were almost identical to the 
emission lines when the compound was burned in a flame at ca. 5000 K. MBSL in pure 
water has been shown to give a strong, broad emission line peak at 310nm from an 
excited state of —OH. When metal salts are dissolved in water or alcohol, the MBSL 
spectra show the metal line spectra. 
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7.6.5.3. Summary 


In summary, it appears that MBSL is potentially more useful as an analytical tool 
than SBSL. Spectral emission lines are lost in SBSL because of the very high plasma 
temperatures. On the other hand, MBSL is capable of revealing the emission lines of 
compounds and metal ions in solution. The question remains about its detection 
sensitivity for organic, nitrogen containing explosive vapors. If MBSL were to be used 
to detect explosive vapors, the liquid would have to be saturated with a very small 
concentration of the vapor in air by bubbling the vapor bearing air through the liquid for 
a long time. Contrast this procedure with concentrating the analyte by passing air 
through a cold trap, then using a gas chromatograph/mass spectrometer to identify and 
quantify the explosive vapor. The latter method is accurate but expensive. MBSL, if it 
works, would be far less expensive and portable. It is certainly worthwhile to pursue 
MBSL as a means to detect trace vapors from explosives. 


7.6.6 Surface Plasmon Resonance 


Surface plasmon resonance (SPR) sensors are a relatively new chemical analytical 
tool. They allow rapid, specific determination of the concentration of a variety of 
medically, biologically and environmentally important analytes. For example, specific 
bacteria, antibodies, theophylline, caffeine, NO, pesticides, explosives, controlled sub- 
stances (opioid drugs), etc., have been sensed with SPR. Threshold sensitivities for 
certain analytes have been reported as low as 0.05ppb (107"'). SPR technology is 
relatively simple and inexpensive to implement, compared with analytical systems 
such as HPLC, mass spectrometry, IR spectrometry and gas chromatography, and it 
lends itself well to field measurements. Since this text is about non-invasive medical 
instruments, the analytes are presumably derived from urine or saliva, or smears from 
mucous membranes, etc. There is no reason, however, why SPR sensors cannot be used 
on gases, or blood, to look for any analyte (chemical, antibody, bacteria, etc.) therein. 

SPR is a quantum phenomenon which occurs when a beam of monochromatic, linear 
polarized light (LPL) is reflected off a thin metal film, vapor deposited on one side of 
a glass prism, or when a beam of LPL is incident at a critical angle on a gold-coated 
diffraction grating. For illustrative purposes, we will examine in detail the prism SPR 
system using the so-called Kretschmann geometry. This system is shown schematically 
in Figure 7.97. A thin (50nm) film of conducting metal such as gold or silver is vapor 
deposited on one face of a prism, or on the flat face of a half-round rod. A beam of LPL 
of a known wavelength is directed into the prism or rod so that it strikes the gold 
film face at an angle of incidence, 6;. The incident beam’s E vector must lie in the plane 
of incidence (be in the TM mode) for SPR to occur. In intimate contact with the 
other side of the gold film is a thin film of the analyte, having a permittivity, ¢,. It has 
been experimentally observed that when the incoming beam’s wavelength and angle 
of incidence have unique critical values, the intensity of the reflected beam reaches a 
minimum. The depth of the null in the output beam intensity is a function of how 
much energy from the input LPL beam is coupled into the generation of surface 
plasmons in the metal film. The degree of coupling is a function of 2, 6;, and most 
importantly, the dielectric constant of the analyte material. 

Surface plasmons can be thought of as induced, wave-like fluctuations in the density 
of the conduction band electrons in the thin metal film. These fluctuations exist in 
both space and time (i.e. they can be thought of as traveling waves induced by the 
incident TM, LPL). The basis for using SPR as an analytical chemical tool is based on the 
conditions required for resonance. Under conditions of non-SP resonance, the incident 
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FIGURE 7.97 
A surface plasmon resonance system using the Kretschmann geometry. 


beam of LPL reflects off the metallized surface of the prism and exits the prism to a photo 
sensor. The metal film effectively forms a conducting mirror surface, where conventional 
refraction and reflection optical laws apply. 

The velocity of light in vacuo is c=2.998 x 10° m/s. In transparent liquids or glass, light 
travels more slowly. The ratio of the speed if light in vacuo to the speed of light in 
the medium is defined as the refractive index of that medium, ,,. That is, 1,,=Cc/0,. 
From electromagnetic (EM) theory, c=1//éouo and Um =1/,/Kim€oltm However, in 
non-magnetic materials, the magnetic permeability j1,,% fo. Thus we can write the 
refractive index as: 


tin & /Km (7.276) 


Um (and n) are generally functions of frequency. An EM wave in a medium or free 
space such as light, or surface plasmon waves which basically exist in two dimensions, 
can be described by their wave vector, k. k is directed along the direction of wave 
propagation, and its magnitude in vacuo for EM waves is: 


ky = w/c = 2nv/c = 2n/2 (7.277) 
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In the prism glass with refractive index, m,, the magnitude of the EM wave vector is 
[Krauss, 1953]: 


ky = o/V1 =O K1/C (7.278) 


Surface plasmons are generated on the metal film under the condition that the magni- 
tude of the wave vector in the glass incident on the gold film equals the magnitude of 
the wave vector at the metal/analyte interface. This can be written as: 


kj = (27/4) sin(;). 1 = (270/A)V/(kalem| /(Ka + |ml) 


(7.279) 


where k is the dielectric constant of the glass prism, x, is the dielectric constant of 
the analyte, and km = «),, + jx}, is the complex dielectric constant of the gold film. All 


dielectric constants are generally functions of v (or 4). Canceling like terms and solving 
for the angle of incidence inside the prism, we have the angle criterion for SPR: 


Bix & sing {V/(Kakm)/[(ka + Km) + K1]} (7.280) 


The resonance condition is due to momentum matching of incident photons with 
plasmons in the metal. The fact that the permittivity of the analyte layer (typically 250 nm 
thick) on the other side of the metal affects SPR, may be due to the evanescent field 
expanding through the metal and coupling into SPs at the analyte surface. The resonance 
angle, 6jr, is exquisitely sensitive to the dielectric constants of the metal and the analyte 
in contact with it. Thus any chemical reaction that takes place at the metal surface, such 
as binding of antibodies to metal bound antigen, will affect «, and the value of 6j,. 
Thus, surface reactions of analyte can be used to sense antibodies, or if the antibodies are 
bound to the metal, it can sense antigen molecules such as those on bacterial and viral 
surfaces, or analyte molecules in solution or suspension. 

Figure 7.98 illustrates the typical SPR curves for a Kretschmann prism system receiving 
monochromatic light. Note that when the analyte index of refraction increases due to 
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FIGURE 7.98 
Reflected light intensity as a function of incidence angle for a Kretschmann SPR system. The solid curve is the 


system response in the absence of analyte; the dashed curve is obtained with the analyte in intimate molecular 
contact with the gold film. Monochromatic light is used. Note the peak shift. 
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antibody bonding at the metal analyte surface, «, also increases to «, and the SPR curve, 
as a function of incidence angle, shifts to the light and broadens. (Note that ng ~ ./k;-) 
Thus, the intensity measured at angle 6;,,, increases, while the intensity minimum moves 
to 6; Both shifts, either taken together in a formula, or as separate phenomena, can be 
used to quantify the extent of the binding reaction at the metal surface. The depth of the 
null at SPR depends in part on the thickness of the metal film [Foster et al, 1994]. 

Another way of using the Kretschmann system is to set the incidence angle at the 
SPR null for some standard source, 2. The source 4 is then varied by a monochromator 
and the output intensity is plotted as a function of 4, as a surface reaction takes place. 
Typical intensity vs 2 curves are illustrated in Figure 7.99. Since the permittivities of the 
glass, metal film and analyte are functions of 4, we again see a shifting and broadening 
of the SPR intensity curves with 4 as antibody binding at the metal surface takes place. 
While varying the source / can yield good analytical results, it makes the SPR system 
more expensive because of the need for a precision monochromator. 

The reader should be aware that the design of SPR devices for chemical analysis is 
a rapidly growing field. One alternative configuration of SPR sensor places the analyte 
solution over the surface of a plastic diffraction grating whose surface has been vapor 
deposited with gold, silver or aluminum (gold is generally preferred). The plastic top 
of the grating acts as an attenuated total reflection (ATR) prism, in which light reflected 
from the grating where the beam strikes it initially is reflected back many times to the 
grating surface. Such a grating SPR design was proposed by Simon (1998). Figure 7.100 
shows a side view of Simon’s ‘long range’ SPR grating system. SPR occurs at a critical 
beam input angle, 6; giving a minimum of output light intensity when the coupling 
component of the monochromatic, TM-polarized, input beam wave vector satisfies 
the relation: 


(20/2) sin(O,) + (2¢/b) = (21/2) (akin) / (Ka + Km) (7.281) 


Here, b is the grating constant, x, is the dielectric constant of the analyte and x,, is the 
magnitude of the complex dielectric constant of the metal film. A very thin layer of 
antigen with high affinity to the antibody to be detected is chemically bound to the 
20nm gold film over the grating surface. The antibodies in the analyte liquid bind to 
the protruding antigen molecules, thus changing «, at the gold-solution interface. This 
change of dielectric constant changes the interfacial refractive index and ‘retunes’ the 
SPR to a new input angle, 6;. Either by changing 6; to re-attain a minimal light output, 
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FIGURE 7.100 

An SPR system can be made more sensitive by using a metal film covered diffraction grating cut into one face of 
an ATR plate. The metal film is coated with a thin layer of molecules that have affinity to bind with the analyte. 
SPR systems have been operated with both liquid and gas phase analytes. To make the SPR system an effective 
analytical instrument, it must be possible to remove all bound analyte between readings. 


or by measuring the increase in light output due to Ax,, the number or density of 
bound antibodies can be quantified. A possible disadvantage of Simon’s grating SPR 
configuration is the formation of bubbles on the grating surface and the fact that the 
measurement is a ‘one-shot’ event; a new, virgin, antigen surface must be reapplied to 
the gold film, and the output nulled again before another antibody assay can be done. 
Simon (1998) claims that the output signal from the ATR layer increases approximately 
five-fold when about 2nm of antigen-antibody complex forms at the gold surface. 
Also, a refractive index change in the analyte of less than 1% causes a 0.5° shift in 6; 
to re-null the system. 

Other embodiments of the grating SPR system place the analyte over the gold film 
covered grating—the monochromatic, TM-polarized light is directed through a thin layer 
of analyte onto the grating. Jory et al (1995) reported on an exquisitely sensitive grating 
SPR system in which an acousto-optical tunable filter (AOTF) element was used to 
control the wavelength of the incident beam to a precision of 0.0005 nm. They used their 
system to measure the concentration of NO» gas in N> (a gas phase analyte). By 
depositing a thin layer of phthalocynanine over the old coating, a wavelength shift of 
—0.004nm renulled the system from zero concentration when 0.01 ppm NO, in N2 was 
applied. They claimed that the sensitivity of their system allowed detection of changes 
in the refractive index of the gas of 1 x 10~°. The fact that very small concentrations of 
gas are detectable suggests that the grating SPR technology might be developed in the 
future to detect medical gas concentrations, or even trace gases emanating from 
controlled drugs and explosives. (At present, trained dogs have the best record for 
detecting explosives and controlled drugs.) 

The potential application of SPR sensors in medical diagnosis is enormous and is just 
beginning to be realized [Geddes and Lawrence, 1997]. As we have seen, both gas 
and liquid phase sensing are possible. Practically any analyte that can react with a 
reactant bound to the gold film surface on a prism or grating, with a strong affinity, can be 
sensed by SPR. The reaction must cause a change in the refractive index or the 
permittivity at the gold surface in order to affect the SPR conditions (A and/or 6;). SPR 
antigen-antibody reactions can be used to sense specific antibodies, bacteria, viruses, 
proteins, hormones, cytokines, etc. Note that specific, monoclonal antibodies can also be 
bound to the gold film in order to sense any protein or molecule for which they can be 
made specific. 
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However, the problem of quick, efficient, SPR sensor regeneration remains to be solved. 
Once the bound surface reactant has combined with the analyte, the analyte must be 
totally removed before the next measurement, without affecting the bound reactant, or 
else, the complex must be removed and the surface reactant layer must be renewed or 
rejuvenated. 


7.7 Temperature Measurements 


Many physical and chemical phenomena and physical constants are found to be func- 
tions of temperature and thus, can be used to measure temperature. Temperature 
dependent properties and constants include resistance, dielectric constant, and the 
magnetic permeability and susceptibility (of paramagnetic salts). Other temperature 
sensitive phenomena include linear and volume expansion of solids and gases, 
generation of the Seebeck (thermoelectric EMF) by thermocouples and the generation 
of Johnson (thermal) white noise by resistors. 

Scientific temperature measurements are generally made using the Celsius (centigrade) 
or Kelvin scales. Absolute zero (thermodynamic zero) occurs at 0 K, or —273.15°C. 
That is, K=°C+273.15. While most of the civilized world uses Celsius scale for such 
mundane things as cooking and weather reports, use of the Fahrenheit scale is dominant 
in the United States for these applications. The nominal boiling and freezing 
temperatures of water were originally taken as the two calibration points for linear 
temperature scales; 100° and 0° are those respective temperatures in the Celsius scale, and 
212° and 32° are boiling and freezing in the Fahrenheit scale. It is easy to derive a 
conversion formula between °F and °C: 


°C = 0.55556 (°F — 32) (7.282) 


In the following discussions, we will examine the details of some of the common 
means of temperature measurement and secondary standards for temperature sensor 
calibration. 


7.7.1 Temperature Standards 


The SI primary standard for temperature is the triple point of pure water. The triple point 
of a pure substance is defined as that temperature and pressure at which all three phases 
(solid, liquid, vapor) are in equilibrium in a closed vessel. The triple point of pure 
water occurs at +0.0098°C and 4.58 mmHg pressure. This is a single, unique point in the 
PT phase diagram for H2O. The transition (melting) temperature between solid (ice) and 
liquid water above 4.58mmHg pressure is a decreasing function of pressure, hence 
the melting point of ice is slightly pressure dependent at atmospheric pressures 
(Figure 7.101). The pressure dependence is sufficiently small, so that an ice bath made 
with double distilled water (both ice and water) can serve as a secondary standard 
for 0°C. 

The phase transition temperatures of other pure substances can be used as secondary 
temperature standards. In some cases, these transitions can be observed through 
a microscope, which focuses on a single crystal in a capillary tube. A visible change in the 
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TABLE 7.3 


Melting points of some pure substances (at atmospheric 
pressure) which can be used for temperature calibration 


Melting Temperature, 


Substance 2 
Oxygen —218.4 
Mercury —38.87 
Water 0 
Sulfur 112.8 
Bismuth 271.3 
Cadmium 320.9 
Silver 961.9 


Gold 1064.4 
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index of refraction generally accompanies the phase change; often, there is also a change 
of color, or shape. When the liquid to solid phase change of a large amount of a pure 
calibrating substance is used, the cooling curve has a plateau at the freezing temperature. 
This effect is illustrated in Figure 7.102 for the metal bismuth. As a substance freezes, 
it releases, isothermally at the freezing temperature, a heat of fusion which prevents 
the substance’s temperature from continuing to drop until the phase change is complete. 
This process is reversed in a melting curve (not shown). The rising temperature plateaus 
because of the isothermal absorption of the heat of fusion. Some substances which can 
be used for secondary temperature calibration at atmospheric pressure are listed in 
Table 7.3 with their melting points. 


7.7.2 Some Common Means of Temperature Measurement 


7.7.2.1 Mechanical Temperature Sensors 


The bending, bimetallic strip is one of the more commonly encountered mechanical 
temperature sensing systems. This device is used in many common household thermo- 
stats and thermometers, and is illustrated in Figure 7.103. At reference temperature, T,, 
the strip is perfectly straight and has a length, L. At some higher (or lower) temperature, 
T, the strip is seen to bend in a section of an arc with radius R, as shown. Beckwith 
and Buck (1961) show that R is given by: 


_ FBC + my + (1+ mn)[m? + 1/(nn)]} 


R 2 
6(aB — oa)(T — To)(1 + m) 


(7.283) 


where ¢ is the total thickness of the strip, m is the ratio of thickness of the top to the 
bottom strip, 1 is the ratio of Young’s moduli of the top to the bottom strip, a, and ag 
are the coefficients of linear expansion of the top and bottom strips, respectively. 
We assume ag > aa. If the strips have the same thickness and their Young’s moduli 


ra ae 


Bimetallic strip 
FIGURE 7.103 


Bending of a bimetallic strip with temperature change. 
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P 
FIGURE 7.104 eee 5 
Geometrical considerations of the tip deflection of a bimetallic a x 
strip thermometer. 0 
are the same, equation 7.283 reduces to: 
2t 
(7.284) 


BS 3 Te 


In general, R will be large compared to L. From the system geometry and a knowledge 
of R(T), we can predict the deflection of the tip of the bimetallic strip, and the angle the 
tip makes with the equilibrium (horizontal) position of the strip (Figure 7.104). From 
simple trigonometry, it can be shown that the angle £ that the tip of the bimetallic strip 
makes with its equilibrium position is given by: 


B=06/2=L/2R (7.285) 
The linear deflection, 5x, of the tip P from the x axis is: 


6x = 2Rsin?(L/2R) (7.286) 
And if 6<15° then, more simply, 
éx & LB = L?/2R (7.287) 


Thus, we see that both the linear tip deflection and the deflection angle are linear 
functions of the temperature difference, T — T,. In some simple mechanical thermometers, 
the deflection of the tip of the bimetallic strip is converted to rotary motion of a pointer 
by means of a linkage. In most home thermostat designs, the tip tilts a mercury filled 
switch which starts the furnace. Another commonly encountered mechanical temperature 
sensor is the mercury or colored alcohol filled, sealed glass reservoir and capillary 
tube. In this common design, the filling liquid expands at a greater rate than the glass, 
so the column of liquid rises. The space above the expanding liquid in the sealed capillary 
tube is often filled with an inert gas, or is under vacuum. Most mercury filled, glass 
laboratory thermometers are designed for 76mm immersion in the medium whose 
temperature is being measured. Other thermometers may require total immersion. 
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If a mercury filled, glass capillary thermometer calibrated for 76mm immersion depth 
is used at a different immersion depth, then there will be a small error between the true 
and indicated temperatures. Beckwith and Buck (1961) discuss the means for correction 
of this error. 


7.7.2.2 Electrical and Electronic Temperature Sensors 


There are several types of electronic temperature sensing systems. We have already 
discussed resistance temperature detectors (RTDs) in Section 6.3.1. Thermocouples and 
thermopiles were covered in Section 6.4.1. In the following paragraphs, we will describe 
some of the less well-known electronic temperature measuring systems. 


7.7.2.2.1 The Resistance Noise Thermometer 


This is a system which uses the fact that the power density spectrum of Johnson (thermal) 
noise from a resistor is proportional to the Kelvin temperature of the resistor 
(Section 3.1.3.1). That is: 


S(f) = 4kTR MS V/Hz (7.288) 


Figure 7.105 illustrates the schematic diagram of a resistance noise thermometer. K, 
is a low noise, high gain voltage amplifier, BPF is a unity gain bandpass filter with an 
equivalent noise bandwith of BHz. True RMS is a sensitive, broadband, true RMS 
voltmeter. R; is the probe resistor at the unknown temperature, T;. Ro is the variable 
reference resistor at known reference temperature, T2. With the switch in position A, 
the mean squared meter voltage is: 


Na = (4KT1R1 + €na?)Kv?B MSV (7.289) 
With the switch in position B the MS meter voltage is: 


Np = (4kT2R2 + €na”)Ky7B MSV (7.290) 


R, at T, on 


True rms 
Voltmeter 


FIGURE 7.105 
Schematic of a resistance noise thermometer. 
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In practice, the resistor Ro is adjusted until Ng = Ny. Equating Ny and Ng, we easily find 
that at equality, 


Ti = TORR (7.291) 


The lower limit of this system’s range is set by the e,,, of the amplifier. The T; at which 
the test resistor’s noise is equal to ey, is given by: 


Tit = Cnn? /(4kR1) K (7.292) 


If we let en, =3nV/J/Hz, R, =3000Q2 and k=1.38 x 10-*°, then T,, =54.3K. The RMS 
output voltage of the filter when the switch is in position A, T;=54.3K and Ky= 104, 
is 13.4mV, well within the range of a modern, true RMS voltmeter. Since the noise 
thermometer works by adjusting R2 so that the thermal noise from R2 at T> equals the 
noise from R; at T,, and there is uncertainty in the matching process, system accuracy 
is improved when the matching is repeated N times and the mean Rp is used in equation 
7.291. The resistance noise thermometer should be useful at temperatures as low as 0.5K. 
A noise thermometer made with fine tungsten wire has been used for temperatures 
as high as 1700K with an accuracy of 0.1% [Lion, 1959]. 

Since the Johnson noise from a resistor is a linear function of resistance (at a given 
temperature), and because the resistance of metals increases with temperature, the noise 
output of a noise thermometer increases more rapidly with temperature than given by 
the simplified relations for N4 and Nz above. This nonlinearity in response makes it 
necessary to calibrate a noise thermometer at several temperatures when it is to be used 
over a wide range of temperatures. However, the use of special, low tempco alloys for 
the resistor R,, such as manganin, eliminate the noise thermometer’s nonlinearity 
problem in limited ranges of measurement. 


7.7.2.2.2 The Resistance Thermometer 


This type of thermomenter makes direct use of the fact that a metal’s resistance increases 
with temperature. This effect was discussed in Section 6.3.1, and will be expanded on 
here. In general, R(T) is a nonlinear function which can be approximated around a given 
reference temperature, T,, by a power series: 


R(T) =R,1+aAT+ BAT? +yAT* +...) (7.293) 


where AT =T—T,, and a, £, etc. are temperature coefficients. Generally, when AT 
is small, we neglect the higher order coefficients and use only a to describe R(T). 
In general, a is defined by: 


_ dR(T)/aT 


We note that the first order temperature coefficient, a, defined by equation 7.294, is 
in fact, a function of temperature. Resistance thermometers are called resistance 
temperature detectors, or RTDs. They are generally used in a Wheatstone bridge circuit 
which is nulled at the reference temperature (e.g. 0°C), and the bridge unbalance voltage, 
V,, is an almost linear function of AT. Table 7.4 lists the first order tempcos of some of 
the common metals used for RTDs measured at room temperature, and the useful range 
of temperatures over which they can be used. 
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TABLE 7.4 


Some metals used for RTDs 


Working Range of 


Metal Tempco (a) RTD, °C 
Platinum +0.00392 —190 to 800 
—264 to 1000, 
with corrections 
Nickel 0.0067 —100 to 300 
Tungsten 0.0048 —100 to 400 
Copper 0.0043 —100 to 250 


Platinum is the preferred RTD metal because of several factors: It has a high melting 
point (1775.5°C), it does not oxidize in air at high temperatures, it is relatively chemically 
inert, and its R(T) characteristic is quite linear from —190 to +400°C, and has a slight 
negative second derivative above 400°C. In other words, the high order coefficients of 
the power series, equation 7.293, for platinum are very small. Of course, pure platinum 
wire is expensive. 

Sources of error in using an RTD include self-heating and the effect of lead resistances. 
Self-heating can be avoided by keeping the power dissipation in the RTD very small 
and constructing the RTD so that there is low thermal resistance between the wire of the 
RTD and the medium whose temperature is being measured. A low thermal resistance 
also means a rapid response time to changes of temperature in the medium. Means of 
compensating for lead resistances were illustrated in Figure 6.2 of this text. 

In the biological temperature range, platinum RTDs are very precise and a resolution 
of 0.0001°C is not uncommon. However, accuracy decreases with increasing temperature. 
At 450°, accuracy is several hundredths of a degree, while at around 1000°C, accuracy 
is around 0.1°C [Lion, 1959]. 

Thermistors can be subdivided into negative and positive tempco devices. Negative 
tempco (NTC) thermistors are sintered, amorphous semiconductor devices whose 
resistance decreases with increasing temperature according to the relation, 


R(T) = R, exp[A(1/T — 1/T,)] (7.295) 


where T is in K. From the tempco definition of equation 7.294, an NTC thermistor’s a 
is given by: 


a = —B/T? (7.296) 


B is typically 4000K, and for T=300K, a = —0.044. This relatively large tempco enables 
the precise measurement of temperatures in the biological range, with 0.0001°C 
resolution. Consequently, thermistor bridges are used in many applications in ecology 
and environmental studies, in physiological measurements, and in physical chemistry. 
Thermistors come in a wide variety of sizes and shapes, including 0.01 in diameter, glass 
covered balls. As in the case of RTDs, the power dissipation of a thermistor must be 
kept low enough so that self-heating does not disturb the temperature measurement. 
Thermistors can also be used as fluid flow probes. Two, matched NTC thermistors 
are used—one in still fluid for temperature compensation, the other in the moving 
stream. Both devices are operated at average power dissipations high enough to raise 
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their temperatures well above ambient temperature. The moving fluid extracts more heat 
from the measurement thermistor, cooling it and causing its resistance to increase. 
This increase of resistance is a nonlinear function of fluid velocity (Section 7.3.2.1 gives 
a description of conventional hot wire anemometers). We often see thermistors used 
as frequency determining resistors in oscillators, the frequency of which is a function 
of temperature. Such oscillators have been used in biotelemetry applications. The thermal 
response time constant of a thermistor depends on its mass, its insulation and the 
medium in which it is immersed. Thermistor time constants range from 100 ms to several 
minutes. 

Thermocouples and Thermopiles are discussed in depth in Section 6.4.1. Traditionally, 
a thermocouple system is used with a precision potentiometer to read its EMF and the 
temperature is found from a look-up table for the particular couple materials used, 
such as copper and constantan. Potentiometers are expensive, slow to use, require 
a standard EMF and a reference temperature source. Consequently, where possible, it is 
more economical and time-saving to use calibrated RTDs or thermistors for temperature 
measurements formerly done with thermocouples. 


7.7.2.2.3 Electronic IC Temperature Sensors 


These are specialized integrated circuits used for sensing temperatures in the —55 
to +150°C range. Physically, they can be packaged in the form of a small metal (TO-52) 
can, a flat pack (F-2A) or a plastic (TO-92) case. Analog Devices offers the AD590 and 
AD592, two-terminal, temperature-to-current sensors. The AD sensors operate from 
a 4-30V dc supply, and provide an output current which is a linear function of the 
sensor’s kelvin temperature. That is, at 0°C, the output current is a nominal 273.15 LA, 
while at 25°C, the output current is 298.15 1A, etc. Over the entire operating temperature 
range, the AD590M has a maximum nonlinearity of +0.3°C, maximum repeatability 
and long term drift are +0.1°C and the absolute error with the sensor calibrated for zero 
error at 25°C is no more than +1.0°C. The AD temperature-to-current sensors are 
generally used with an op-amp current-to-voltage amplifier, which allows generation of 
a voltage output proportional to the Fahrenheit or Celsius scales. Figure 7.106 shows 
the internal schematic of an AD590 sensor and its current/voltage/temperature curves. 
An op-amp conditioning circuit for an AD590 is shown in Figure 7.107. 

National semiconductor also makes IC temperature sensors—the LM34, LM35, LM134, 
LM135, LM234, LM235, LM335 series. These sensors are three terminal devices, which 
produce an output voltage proportional to the temperature. For example, the AD34CA 
has a 10mV/°F output voltage gain, a range from —50 to +300°F, and a nonlinearity 
of +0.3°F. The LM35 series has a 10mV/°C output voltage gain over a —55 to +150°C 
range, and +0.15°C nonlinearity. IC temperature sensors are ideally suited for 
environmental monitoring and control applications within their temperature ranges. 


7.7.2.24 Optical Pyrometers 


These instruments provide a no-touch means of estimating the surface temperatures 
of hot objects in the range of 775-4200°C, such as metals being hot-worked, molten 
metals, gas plasmas and furnace interiors. Optical pyrometers make use of the fact that 
all objects at temperatures above 0K radiate heat in the form of broadband, electro- 
magnetic energy. The range of the electromagnetic spectrum, generally considered to be 
thermal radiation, lies in the range 0.01-100 um wavelength. Objects which are radiating 
heat are characterized by three parameters which describe what happens to long wave, 
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FIGURE 7.106 
A. Simplified schematic of an Analog Devices’ AD590 electronic temperature sensor. B. Output current vs 


applied voltage and temperature for the AD590 sensor. 


FIGURE 7.107 

A simple op-amp circuit to condition the current output of 
the AD590 temperature sensor. For dc stability, the op-amp 
should be a chopper or auto-zeroing type. R, sets V,=0 at 
0°C, and Rr sets the output scale, so 100°C gives V, =10V. 
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electromagnetic radiation (heat) at their surfaces. This relation is: 
e=a=1-r (7.297) 


where e is the surface emissivity, which is always equal to its absorbtivity. r is the 
reflectivity of the surface. An ideal blackbody radiator has e=a=1 and r=0 (that is, all 
radiant energy striking its surface is absorbed, and none is reflected). For a non-ideal 
radiator, a finite fraction of the incident energy is reflected. The same properties exist 
for emitted radiation from a blackbody. For a hot object which is not an ideal radiator, the 
radiated heat output is given by: 


W=eWb (7.298) 


where W is the total radiant emittance (in MKS units, W/m?) from the hot surface, e is 
the emissivity and W,,» is the radiant emittance from an ideal blackbody. 

Max Planck, using the newly developed quantum theory in the early 1900s, 
developed an expression for the power spectrum of heat radiation from a blackbody 
[Sears, 1949]: 


20 hfs _ AW 


F exp(hf/kT)-1 df we 


where W, is in W/(m2 Hz), c is the speed of light, k is Boltzmann’s constant, ht is Planck’s 
constant and W,, is the radiant emittance of the blackbody in W/ m*. From an 
experimental and practical point of view, it is useful to write Planck’s equation in terms of 
wavelength instead of frequency. Substituting f=c//, we find: 


w, -__c4#? Wi 
“exp(C2/AT) -1 dd 


(7.300) 


where C, =2mc* h =3.740 x 107°, Co =hc/k = 1.4385 x 10’ and W, is in W/(m? my). A plot 
of equation 7.300 is shown in Figure 7.91. There are two important observations to 
make about this figure: 


1. As the temperature of the blackbody increases, the peak of maximum spectral 
emittance shifts systematically to shorter wavelengths 


2. As the temperature increases, the area under the spectral emittance curves 
increases 


Subjectively, this means that when we look at a hot object, the color of the object’s 
surface shifts from a dim, dull red to a bright orange to a brighter yellow, and so on. 
The peaks of the spectral emittance curves can be found by differentiating the expression 
for W, and setting the derivative equal to zero. This gives a transcendental equation 
which can be solved numerically to yield the wavelength at the peak, Apx. 


Apx = 2.8971 x 10° /T (7.301) 


Here, Apx is in nanometers and T in K. This relation is called Wien’s displacement 
law. 
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If we integrate the expression for spectral emittance, we obtain an expression for the 
total radiated power per m” from the blackbody’s surface: 


mC,T* 
Wp = | dWhb = | Wd, = =oT' 7.302 
bb | | Tie o ( ) 


The constants have been defined above, and o = 5.672 x 10~® for MKS units. Equation 
7.302 is known as the Stefan-Boltzmann equation. 

Practical hot surfaces have non-unity emissivities which are generally a function of 
wavelength. Thus, the practical, spectral emittance curve for a hot object may have 
many peaks and valleys. If these irregularities are averaged out, we can often fit a scaled 
down, blackbody spectral emittance curve to the practical curve so that their peaks occur 
at the same temperature, T. Such a scaled blackbody, W,, is called a graybody curve. 

In one form of optical pyrometer, shown in Figure 7.108, a human operator makes 
a subjective color comparison of a glowing tungsten filament with the hot surface 
under measurement. The color comparison is made easier by optically superimposing 
the image of the filament on that of the hot object. When the filament’s color, determined 
by its current, matches that of the object, it disappears on the background of the object, 
and the filament current is read. Since the filament may be considered to be a blackbody, 
its spectral emittance closely follows that of the object when its temperature is the same 
as the object’s. Often, a red filter is used to convert the color matching task to one 
that involves brightness matching. The filament ammeter is calibrated in temperature. 

In another form of optical pyrometer, shown in Figure 7.109, the filament is run at 
a constant current and brightness. The intensity of the image of the hot object is then 
varied with a neutral density wedge. Again, a red filter is used to make the null process 
an exercise in monochromatic intensity matching. The wedge position is calibrated 
in object temperature, assuming blackbody emission. 

Total radiation pyrometers are also known as radiometers, and are electronic 
instruments that measure the integral of the W, curve. That is, their output is 
proportional to the integral of W,, over the area of the instrument’s aperture. In one 
form of radiometer, the detector is a thermopile in which half of the thermocouple 
junctions must be kept at a reference temperature. The thermopile is designed to be a 
nearly 100% blackbody absorber. Thus, regardless of the shape of W,, all of the incoming 
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FIGURE 7.108 

Diagram of an optical pyrometer. The operator adjusts Ry until the color temperature of the filament 
matches that of the object. The human operator must have reliable color vision in the red-yellow end of the 
spectrum. 
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FIGURE 7.109 

In this form of optical pyrometer, 
the operator matches monochro- 
matic intensities of the filament 
and object. The neutral density 
wedge position is calibrated in 
object temperature. 
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Spectral sensitivities of some common IR sensors. Sensitivity can generally be improved by chilling the sensor 
with liquid nitrogen. Note: Solid lines=photoconductors, Dashed line=Pyroelectric sensors, Dash-dot 
line=Thermistor bolometers. Vertical axis=D*, the specific detectivity. (Source: Adapted from Barnes’ 
Handbook of Infrared Radiation Measurement, 1983) 


energy is captured and converted to a temperature rise of the sensing junctions. Total 
radiation pyrometers can be used with blackbody radiation, as well as coherent sources 
such as lasers. 

Other detectors used in radiation pyrometers may include photoconductors, photo- 
diodes and pyroelectric detectors. Pyroelectric detectors absorb thermal energy and 
generate electrical signals. One example of a pyroelectric detector material is the 
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FIGURE 7.111 
Diagram of a basic IR radiometer. Note that chopping is necessary to avoid 1/f noise from the sensor and pre- 
amp. (Source: Courtesy of Barnes Engineering Co.) 


polarized polymer film, polyvinylidene difluoride (PVDF). PVDF film absorbs strongly 
in the IR, and a free mounted, 28 .m PVDF film has a response time constant of about five 
seconds to a step temperature change. All metallic radiation detectors have spectral 
response characteristics. The broadest response characteristic is that of the blackbody 
thermopile—this sensor responds to radiation from UV to FIR (0.25-20,1m). PVDF 
pyroelectric sensors respond primarily in the range 6.6-66m. LiTaO; crystals are 
also used in faster responding pyroelectric sensors. Most photodiodes and photo- 
conductors respond maximally in the NIR, and are relatively narrow band devices 
compared with PVDF and thermopiles. Figure 7.110 illustrates the detectivity (D*) of 
some common photoconductive IR detectors, pyroelectric detectors, thermopiles and 
thermistor bolometers. Note that several of the photoconductive sensors are operated 
at LN>2 temperature (e.g. HgCdTe, GeCu at 77K) to reduce noise. The detectivity, D*, is 
defined as D*¥ = ay (sensor area)/NEP. Its units are (em V/Hz)/W, and at a given wave- 
length, a higher D* is better. NEP is the sensor’s noise equivalent power. The NEP is 
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FIGURE 7.112 
IR transmission characteristics of some materials used in IR optical systems. (Source: Courtesy of Barnes 
Engineering Co.) 


the sensor’s optical input power in watts required to give an output SNR of unity. The 
sensor’s total noise can be from several sources, and is assumed to have a white power 
density spectrum. NEP is also a function of wavelength, and a low NEP is better. 

The optics of pyrometers also present a problem, as conventional glasses do not 
transmit effectively at wavelengths beyond 2.6 um. Thus, special materials must be used 
in IR radiometers for windows, mirrors, and lenses. A broadband, IR radiometer/ 
pyrometer uses front surface mirrors coated with aluminum or gold to focus the radiation 
on the sensor. A chopper wheel is used to 0,1 modulate the radiation and permit ac 
amplification of the sensor output signal out of the 1/f noise band. Phase sensitive 
rectification is then used to recover the amplified signal. A typical IR radiometer system 
is shown in Figure 7.111. When lenses and windows are used in radiometer design, they 
must be able to transmit in the IR. Figure 7.112 summarizes the IR transmission 
characteristics of commonly used IR optic materials. Note that pure germanium is 
now widely used for IR optics [Barnes, 1983]. The passband of germanium is from about 
2-30 microns. Pure germanium can be considered to be a dielectric and has a high 
refractive index of n = 4. The reflection coefficient of germanium, 1, is given by the Fresnel 
reflection equation: 


SO 
= Gee 0.36 (7.303) 


Thus, assuming zero absorption for a Ge window, only (1—0.36)? = 0.41 of the incident 
IR would be transmitted [Barnes, 1983]. 
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The optics of some radiometers make use of a chopping scheme in which the IR 
sensor is alternately exposed to the radiation under measurement, dark, and a standard 
blackbody source of known temperature. Thus, calibration and correction for dark 
response can be done simultaneously by a computer attached to the radiometer. 


7.8 Chapter Summary 


In this chapter, we have presented a survey of some of the common (and not so common) 
means of measuring certain physical quantities, including angular acceleration, velocity 
and position, linear acceleration, velocity and position, force, torque, pressure and 
vacuum, and temperature. 

Mechanical rate gyroscopes (including classical rotating mass, vibrating mass, air jet 
and micromachined oscillating disk) gyroscopes were described and analyzed using the 
LaGrange method. Sagnac fiber optic rate gyros were presented as systems for sensing 
the inertial angular velocity and position of vehicles. Clinometers using pendulums 
and liquid filling were also described and their dynamics analyzed. 

Various kinds of linear and rotational accelerometers were described, including servo- 
nulled, Newtonian moving mass systems, piezoelectric and micromachined units. 

The Doppler effect was introduced as the basis for many instruments, using sound 
or electromagnetic radiation to measure the linear velocity of vehicles or particles 
suspended in a moving fluid. Laser Doppler velocimetry (LDV) was described. 

A new section on the Global Positioning System (7.3.3.1) and its upgrades as a means 
for navigation on the Earth’s surface and in its atmosphere was presented. 

Optical interferometry was introduced and analyzed as a means to measure small 
displacements Closed loop, optical and ultrasonic phase lock, velocity and ranging, 
and systems developed by the author were described as a means of continuously 
measuring vehicle motion. 

Sensors used to measure force and pressure were seen to be related, in that a pressure 
acting on the area of a diaphragm or piston produces a force. Forces can produce changes 
in resistance, capacitance, inductance, charge displacement (in piezoelectric transducers), 
as well as the optical transmission properties of fiber optic waveguides. These physical 
changes can be sensed as functions of force or pressure. Some torque sensors also 
make use of sensed mechanical strain caused by the torque. 

The principles of spectrometry were introduced in Section 7.6. Dispersive, non- 
dispersive and Fourier transform spectrometers were described as a means to quantify 
chemicals in gas liquid or solid states. The additional chemical analytical usefulness 
of single and multiple bubble sonoluminescence, and surface plasmon resonance were 
also reviewed. 

We saw that many physical processes respond to changes in temperature. These 
include chemical reactions, conduction in semiconductors, resistance of conductors, 
dielectric constant, speed of sound, refractive index of optical fibers, etc. In fact, 
many other physical measurements require compensation for temperature changes. 
Optical pyrometry was introduced as a means of remote sensing the temperature of 
objects. 

The basis for many measurement systems and sensors has been found to lie in several, 
basic physical laws. These laws include the Doppler effect, the Sagnac effect, the 
piezoelectic effect, the Hall effect and the piezoresistive effect (strain gauges), to name 
a few. 
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Problems 


7.1 A conventional pendulum clinometer is subject to error in its static tilt angle reading 
when the the case is subject to a linear acceleration component, x in the +x direction, 
perpendicular to the gravity vector, as shown in Figure P7.1. The 0 symbol shows 
the center of mass of the pendulum. In the Figure, a 6, = +17° is shown. If there were 
zero acceleration of the case in the x direction, the pot wiper (and pendulum) would 
be vertical. Due to the acceleration to the right, the pendulum angle is 6p=26°, 
producing a serious error in the tilt reading. 
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FIGURE P7.1. 


(A) Derive a transfer function for V, as a function of the linear acceleration, x. 
Assume 6,=0, |@)| <15°, so sin(@)) 6p in radians and cos(@))=1. Also, 
Vo = Ko(6 — 4). The pendulum is subject to a viscous friction torque from the 
silicone oil, t = D(6p — 8-) Nm. ty acts to retard the clockwise swing of the 
pendulum, as shown in the figure. 

(B) Assume a constant linear acceleration, x, as shown. In the steady state, how much 
would the case have to be rotated, and in what direction, so that V, = 0? 


7.2 An active, electromagnetic, differential pressure sensor is shown in Figure P7.2. 
Assume that the net force acting on the diaphragm is given by: 


0 = P,A— Pi/A — Fu — MAx 
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FIGURE P7.2. 


Forces with a minus sign act upward. Diaphragm deflection is measured with 
an LVDT whose output is given by V, = K; Ax. The diaphragm stiffness is neglected. 
The upward electromagnetic force from the coil is Fyy= Kylc. 


From the figure: Ic = Gul KaVx + KyVx] and AP = P, — P; 


(A) Derive an expression for the transfer function, Vs (s), in time constant form. 


(B) Find expressions for the sensor’s steady state compliance, Ax/AP and the 
sensor’s Wy. 


7.3 The circuit of Figure P7.3 is used to generate a DSBSCM square wave at 2,(t), 
modulated by the AC of the differential capacitor sensor. The square wave period 
T satisfies RC, <<T< ReCp For example, let RC, = 10-°s, T=0.001s and RpCr=0.1s. 


FIGURE P7.3. 


496 


7.4 
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(A) Plot and dimension the steady state currents i,(f) and ip(t) flowing into the 
op-amp’s summing junction. Give an expression for the area under i(t), A; and 
under ip(t), Ap, over a half cycle (0 ( ¢ ( T/2). Note that both currents effectively 
tend towards 0 before T/2, so that oo can be used for the upper limit 
of integration in finding the areas to simplify the math. Note the summing 
junction is at virtual ground. 


(B) Since the duration of the net input current transient is very short compared to 
Tp = RgCg, we can consider the inputs to the op-amp’s SJ to be impulse func- 
tions with areas of +(A;—Ap>) and —(A;—A2) occurring at the positive and 
negative switching times of the input square wave, respectively. That is, at t=0, 
in(t) = (Ai — A2)6(t) etc. Find, plot and dimension v,(t) over two square wave 
cycles for AC > 0. Note e* © 1—~x forx<«l1. 


In Section 7.2.2.4, we examined the operation of the novel Humphrey air jet rate 
gyro. In this problem, we will examine the feasibility of using a modified cathode ray 
tube (CRT) as a rate gyro. The system is shown schematically in Figure P7.4. Electrons 
are accelerated through a potential VA, and then a focused beam of these moving 
electrons leaves the accelerating/focusing plates with a velocity v,, traveling to 
the CRT face in vacuo. On the inside of the face is a circular tungsten target, 1cm in 
diameter. The target is split into two halves by a narrow, 1m gap. With the CRT 
stationary (¢ = 0), the beam is focused on the stationary CRT face, so that one-half of 
its current is collected by each half of the target. Assume the accelerating voltage 
is V4=100V, the free flight distance is L=31cm, the electron beam has a circular 
cross-section, and is 1 mm in diameter at the target. Assume further that a 1 1m lateral 
deflection of the beam at the target is just detectable electronically. 


Input axis y 


Split target 
(not to scale) 


| 
i 
' L 
|Glass vacuum envelope 
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focusing 
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Collimated 
electron 
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(A) Find the threshold rotation rate, ¢, that will produce this detectable beam 
deflection. 


(B) Now assume Hg** ions form the beam, other conditions being the same as in 
part (A). Find the threshold rotation rate for a mercury ion beam. 

(C) Design an analog circuit to convert the differential electron currents to or from 
the target electrodes to an output voltage proportional to ¢. 
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7.5 The circuit of Figure P7.5 uses an AD532 temperature-to-current sensor instead 
of an ice bath as a temperature reference for an Iron-Constantan thermocouple. 
For Vss > 4V, the dc current sourced by the AD532 IC is given by: I(T)= 
(T+273)10°°A. T is in °C. Assume the op-amp is ideal. Rr =9kQ, Ry =1kQ, 
Spe = 18.5 uV/°C, Scon = —35.0 UV /°C, Scy = 6.5 uV/°C. 


at T,°C 


FIGURE P7.5. 


(A) Derive a general algebraic expression for V,=f(T,,, T4, circuit parameters). Use 
superposition. 

(B) Find numerical values for Rc and V2 that will make V,=KT,,, exactly. Find the 
numerical value of K. 


7.6 A Sagnac effect FOG, shown in Figure P7.6, uses a non-reciprocal optical phase 
shift (NRPS) device to null the interference fringe shift pattern that is caused by the 
angular velocity of the FO ring. The system relations are: 0; = Ko, 9: = 95 — 6, optical 
power at the detector is Pp = (P,/2)[1+ sin(@,)] W, Vi=KpPp, NRPS gain is 
6; = KcV3. Under normal operating conditions, |6.| <3°, so (6.) = 6. radians. 


Laser diode 


FO ring 


FIGURE P7.6. 
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(A) Draw a linearized block diagram of the system. 


(B) Find an expression for Vo (s) in time constant form. What advantage does 
this system have over a simple FOG? 


7.7 A proposed design for a vibrating ball rate gyro is shown in Figure P7.7. A ball 
bearing with mass M is forced to oscillate radially in a groove milled in a disk 
‘platform’. The ball’s displacement in the groove is forced to be r(t) = ro sin(@pt), 
regardless of the platform input rotation rate, ¢. The disk, groove and _ ball 
are supported by a post that has negligible compliance. The axial torque on the 
post, M,, is measured by a semiconductor strain gauge system so V, = Ky M,. Use the 
Lagrange method to find the instantaneous, perpendicular force, Fy, on the ball due 
to gyro rotation. Note that ot a - a = Fy, where ¢ is the input angle, ¢ is the input 
rate, L is the Lagrange function and L=T—U. T is the total system kinetic energy, 
and U is the total potential energy (U=0 in this system). Note that there are 
two orthogonal components of velocity on the ball, vg = rp and v,r. In determining 


Fy, neglect terms containing ¢. 
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FIGURE P7.7. 


(A) Give expressions for L, a oe and o oe Note that r(£) = fo Sin(@f). 
(B) Derive an expression for Mp(t) as a function of @. 


(C) Describe the type of signal processing required to get V, = Kod. 


7.8 Instead of using a voltage-to-period converter, a constant phase LADAR system is 
configured using a voltage-to-frequency converter in which f,=KyV,, as shown in 
Figure P7.8. The distance to the stationary, reflecting target is L, meters. In the steady 
state, V,=0 and Vy= Veer. 


(A) Derive an expression for V, in the steady state. 
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V, 


Vv 


(B) Now assume the target is receding at constant velocity v = L>0. Assume steady 
state conditions so that Vy = 0. Use the integrator transfer function to derive an 
expression for the steady state V, Note that V, can be found by assuming L(t) 
and differentiating the V, expression of part (A). Also note that V, and V, are both 


nonlinear functions of L. 


7.9 A double gimbal mechanical gyro is spun up and initially set so 6 = 0° and ¢ = 0°. 


The linearized gyro torque equations are: 


Input 7 o>0 
axis i mr a 


va 


Inner 


FIGURE P7.9. 


Mp = Jis?@(s) — H,s®(s) 


Mg = H,s@(s) + Jis?®(s) 


Outer gimbal 


gimbal 


Rotor 


Assume My, = 0 (unrestrained inner gimbal), and let Mg(t) = Mg,4(t) (impulse of 


torque) be applied around the outer gimbal. 
(A) Find expressions for ©(s) and 6(f). Sketch and dimension 6(¢). 
(B) Repeat (A) for ®(s) and ¢(#). 


7.10 The system shown in Figure P7.10 is a constant phase, closed loop, laser ranging 
(LAVERA) system. Short, periodic pulses of frequency f are emitted from a 
collimated, 910nm laser diode source. The light reflects off a target at distance L; 
the reflected light propagates back to the receiving optics which focus it on an 


avalanche photodiode sensor. In the steady state, V;=0. 
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Target 


FIGURE P7.10. 


(A) Derive a simple expression for the steady state phase, gy, between the 
transmitted and received pulses. Neglect the delays associated with the logic 
and analog signal processing. In the system, a digital phase detector (PD) 
converts g to a voltage: V» = Kpg. Vc is the input to a VPC oscillator in which 
the period is given by T=KyVc+d. The oscillator output is narrow pulses that 
drive the LAD to flash at a rate f=1/T. Assume that in the steady state, dL/ 
dt=V;=0. 

(B) Derive expressions for @5, fes ANA Voss. 


(C) Now assume the target is moving at a constant velocity, L>0, away from 
the system. Derive expressions for V;=f(L, other parameters) and f= (L, L, 
other parameters). 
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Basic Electrical Measurements 


8.1 Introduction 


Electrical measurements are defined in this chapter as measurement of the traditional 
electrical parameters of voltage, current, electric field strength, magnetic fields, resis- 
tance, capacitance, inductance, the ac steady state parameters of impedance and 
admittance, power, frequency and phase. 


8.2 DC Voltage Measurements 


DC voltage measurements can be made over an enormous range, from nanovolts 
to thousands of kilovolts. The practical limit to low voltage measurement is noise, while 
the practical limits to high voltage measurements involve circuit loading and insulation. 
Of course, the specialized voltmeters that allow measurement of nanovolt potentials 
are generally unsuitable for high voltage measurements. All voltmeters, regardless of 
their specialization, can be represented by an equivalent circuit consisting of a parallel 
impedance by which the voltmeter loads the circuit under test (CUT), and an ‘ideal’, 
infinite impedance voltmeter. Thus, we see that every voltmeter takes some power from 
the CUT. An ideal voltmeter would take zero power and not load the CUT. The CUT 
itself, by Thévenin’s theorem, can be represented by an open circuit voltage and 
equivalent series impedance. Obviously, connecting a practical voltmeter to the Thevenin 
equivalent circuit will result in current flowing in the circuit, and the (indicated) voltage 
at the voltmeter’s terminals being less than the open circuit voltage by the amount of 
the voltage drop across the Thevenin resistor. This situation is illustrated in Figure 8.1. In 
mathematical terms, assuming resistors rather than impedances, the voltmeter reads: 


Vu = VocRm/(Ru/Rru) (8.1) 


Under normal circumstances, Ry >> Rry. 

Voltmeter loading of the CUT is related to a parameter called the voltmeter sensitivity, n. 
n is defined as the full scale voltage of the meter divided by the power dissipated in 
the meter at full scale voltage, Vrs: 


Ves Ru 


n Fs/Pes Vika” Ves 


=e iv (8.2) 
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Simple circuit showing a non-ideal voltmeter attached to a 
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FIGURE 8.2 
Graph illustrating the role of thermal noise from the Thevenin source resistor in limiting the resolution of low 
level dc voltage measurements. 10 Hz and 0.1 Hz noise bandwidths are considered. 


where Iyirs is the current drawn by the voltmeter when at its full scale voltage. Typical 
analog dc voltmeters, such as found in multimeters, have 7 values of 20,000 Q/V, which 
means that the voltmeter draws 50 1A from the CUT at full scale voltage. The equivalent 
resistance of any dc voltmeter can always be found by multiplying Vrs by 7». Some 
electronic voltmeters have a fixed input resistance, regardless of scale. This resistance 
Ss typically 10 or 11M, but some modern electronic voltmeters have Rys as large as 
10° Q. 

Figure 8.2 illustrates the role of Johnson (thermal) noise from Rr in limiting the 
resolution of dc voltage measurements. Recall from Section 3.2.3.1 that the Johnson noise 
power density spectrum from a resistor is given by S(f) =4kTR MS V/Hz. The effective 
Hz bandwidth of a voltmeter may be considered to be the reciprocal of the time required 
to take a reading of an applied step of voltage. 

This response time generally ranges 0.1-10s, hence the effective bandwidth ranges 
10-0.1 Hz. If we assume that the dc open circuit voltage, Voc, must be greater than 
the Johnson noise from Rry, Ry >> Rry and Rry is the sole source of noise in the circuit, 
then we can write: 


Voc > V4kTRrHB RMS V (8.3) 


This function is plotted for B=0.1 and 10 Hz in Figure 8.2. Note that dc voltages below 
the lines are unresolvable because of noise. 


8.2.1 Electromechanical DC Voltmeters 


There are many types of dc voltmeters, some in fact, are effective as power line frequency 
ac voltmeters as well. In this section, we examine the designs of some dc voltmeters, both 
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analog and digital. Included are D’Arsonval meters, dynamometer meters, capacitor 
voltmeters, electrometer voltmeters, chopper type nanovoltmeters, and thermocouple 
voltmeters. 


8.2.1.1 D/’Arsonval DC Voltmeters 


These voltmeters, also known as permanent magnet moving coil voltmeters, are the most 
common design of electromechanical dc voltmeter. A typical D’Arsonval microam- 
meter meter movement, illustrated in Figure 8.3, is basically a current-to-angular position 
transducer. Current flowing through the turns of the rectangular coil suspended in the 
uniform magnetic field in the air gap generates an orthogonal component of force on each 
conductor on each side (but not the top or bottom) of the coil. The magnetic field is 
generated by a strong permanent magnet. The resultant torque acts against a helical 
spring, or in some meters, a flat torsion spring, used to suspend the coil. When the 
magnetically produced torque equals the spring torque in the steady state, the meter 
pointer then stops moving. 

The force per unit length of a current carrying conductor in a uniform magnetic field 
is given by the vector equation: 


dF = I(dl x B) N/m (8.4) 


A 


PM 


ep sey | 


FIGURE 8.3 

A. Face view of the innards of a D’Arsonval meter movement. Note: P= pointer, PM= permanent magnet. 
C=pivoted rectangular coil, SP =helical spring, SIC=soft iron core to concentrate magnetic flux. B. Vertical 
section (AA’) through D’Arsonval meter. Cross hatched material is bakelite. Note: TB, BB=top and bottom 
bearings, B = base. 
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FIGURE 8.4 
Magnetic (Faraday) vector forces on one turn 
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If the vector Idl is rotated into the vector B, the direction of dF is given by the right hand 
screw rule. Accordingly, the magnitude of dF can be written: 


dF = IB sin(¢) dl (8.5) 


Now from Figure 8.4 we see that the length of each side of the coil in the perpendi- 
cular magnetic field is L. The angle g between the current and the B field is 90°. Also, 
the radial distance from each side to the pivot is W/2, and there are N turns of wire in the 
pivoted coil. Thus, the mechanical torque generated by passing current through the N 
turns of the coil in the magnetic field is given by: 


Tm = 2BLNIW/2 = BNAI = Kyl (8.6) 


where A is the area of the rectangular coil (A =LW) and Kr= BNA is the meter’s torque 
constant. Unfortunately, the dynamic behavior of a D’Arsonval meter movement is 
not simply described by the balance between TM and the spring torque. If the coil is 
moving, an EMF is induced in it, given by: 


Eg = 2 NLB(6W/2) = NBAO = Kp6 (8.7) 


where 6 is the angle of rotation (pointer angle) of the coin, OW/2 is the tangential (linear) 
velocity of a side of the coil and Kg is the coil’s back EMF constant. A complete circuit 
of the D’Arsonval meter coil is shown in Figure 8.5. Lc is the self-inductance of the coil, 
which is generally negligible at low frequencies. From Figure 8.5 we see that the current 
in the coil is given by: 


Ic = (Vc — Ep)/(Re + Ri) = (Ve — Ep)/Rr (8.8) 
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Ry Fo Ic 
+ i ° 
Ve Kp 0 
FIGURE 8.5 
Equivalent circuit of the D’Arsonval meter coil. The EMF due i 
to coil motion in the magnetic field is Vg = Kg ®. = 
The Newtonian torque balance equation can be written: 
Tm = KrIc = JO+ D6 + Ks (8.9) 
or 
Kr|(Vc — Kp 0)/Rr] = J6 + DO + Ks (8.10) 
which reduces to: 
Vc(t) = OJ Rr/Kr + (DRr/Kr + Kg) + 6KsRr/Kr (8.11) 


where D is the viscous damping torque constant, J is the moment of inertia of the coil 
and pointer and Kg is the torque constant of the torsion spring. 

When this second order, linear ODE is Laplace tranformed, we finally get a transfer 
function relating pointer angle, 6, with applied voltage: 


@(s) Kr/(RrKs) 


Ve(s) 8°J/Ks + s[(B + KpKp/R7)/Ks] + 1 (8.12) 


Note that the mechanical natural frequency of the D’Arsonval meter movement is: 


On = J Ks/]r/s (8.13) 
and its damping factor is given by: 
Bene SESE (8.14) 


DTK. 


Equation 8.12 above is a classic example of the low-pass transfer function of a second 
order, linear electromechanical system. The step response of the D’Arsonval meter is 
easily found by setting: 


Vc(s) = Vc/s (8.15) 


and using a table of Laplace transforms, the meter deflection as a function of time is 
found to be: 


A(t) = Ve Ag : — snow - Oh t+ tan Y =) (8.16) 


RrKs 
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FIGURE 8.6 
Mechanical response of a D’Arsonval meter to an applied step of voltage. Different damping factors are shown. 
0.7 < € <1 gives the best compromise between rise time and no overshoots. 


The mechanical response of a D’Arsonval meter to a step of applied voltage is shown 
in Figure 8.6. Note that as the damping factor, ¢, varies from 1 to 0, the response becomes 
more and more oscillatory. Obviously, it is inconvenient to have to wait for a highly 
underdamped meter to settle down to its steady state reading of: 


655 = Vc Kr/(RrKs) (8.17) 


Experience tells us that the best dynamic performance at a fixed w, for a second order 
system’s step response occurs when the damping factor, ¢, lies somewhere in the range 
0.5-0.707. 

From the analysis above, we observe several important properties of D’Arsonval 
meters used as voltmeters. First, they require a steady state current to produce a reading. 
This current must come from the circuit under test. Practical full scale current is typi- 
cally 20-50 1A, although special, sensitive D’Arsonval meter movements with torsion 
spring suspensions have been built with full scale currents of 1A or less. To obtain 
greater voltmeter sensitivity, we see from equation 8.17 that we must increase Kr = BNA. 
Meter size and cost are design considerations. B is set by the state-of-the-art and cost of 
permanent magnets available. A is set by size considerations and N by the maximum 
tolerable mass and moment of inertia of the coil. Too high a mass will give problems 
with bearings and coil suspension, a high J will result in an underdamped transient 
response and long settling time. Likewise, increased sensitivity reached by making the 
torsion spring constant, Ks, small will also result in low damping. Second, the total 
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resistance in the circuit, Ry, is set by the voltmeter’s sensitivity and the desired full scale 
voltage. From the relations above, we see that: 


Ves = (Rs + Rc)/n = Rr/n = Rr Imes (8.18) 


Obviously, for any given full scale voltage, meter loading by a D’Arsonval analog 
dc voltmeter will be less with a meter with a high 7. Also, for very large Vrs, Rr will be 
very large. For example, Rr for a 500 VFS with a 20,000 2/V movement will be 10 MQ. 
Multi-range, dc D’Arsonval voltmeters have a switch that switches various Regs in series 
with the meter, satisfying equation 8.18 above. 


8.2.1.2 The Capacitor, or Electrostatic Voltmeter 


This voltmeter is an unusual type of voltmeter, which is best suited for dc or line 
frequency ac, high voltage measurements. Capacitor voltmeters have been used from 
about 0.5kV to over 200kV with special insulation. A front view schematic diagram 
of a capacitor voltmeter is shown in Figure 8.7. The design is very much like a parallel 
plate, radio tuning capacitor. Rotor plates pivot on low friction bearings and are 
restrained by a linear torsion spring. The capacitance between rotor and stator plates is a 
function of the rotation angle, 6, (pointer angle) and, in a linear capacitor, assumed here 
for convenience, can be written as: 


COSC KO (8.19) 


Here, C, is the capacitance between the plates at 9 = 0° and Kc is the capacitance constant. 
C(6max) ranges from about 20 pF up to several hundred pF, depending on design. It can 
be shown that at a given voltage, there is an attractive torque acting to rotate the rotor 
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FIGURE 8.7 
Transparent face view of an electrostatic, Vj) 
capacitor voltmeter. The electric field 
between the plates generates the deflection 
torque. The scale is nonlinear. a 


Rotor plate 
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into the stator to produce maximum capacitance and maximum stored electric field 
energy in the capacitance. The energy stored in the capacitor at steady state is: 


w= 5c(0) V2 (8.20) 


The torque acting to rotate the rotor into the stator plates may be shown to be given by: 


aw V2 dc) V2 
ly. 2 dd 2 °* een) 


Tu 


The electrostatic derived torque must equal the Newtonian torques: 
Tu =J0+D6+Ks0 (8.22) 


After substituting the expression for Ty, into the second order ODE above and Laplace 
transforming, we obtain the transfer function: 


Ke/2Ks 
s?J/Ks +sD/Ks +1 


re) 
V2 (s) = (8.23) 


The mechanical properties of the capacitor voltmeter, similar to those of the D’Arsonval 
meter movement, act as a mechanical low-pass filter above w, = ,/Ks/J r/s. Hence for 
steady state conditions, 


Os5 = V2 Kc/2Ks (8.24) 


The capacitor voltmeter is an example of a square law meter movement. The scale has 
nonlinear calibration from equation 8.24 and also because C(@) is, in general, not linear. 
After the meter reaches steady state deflection, no current flows in the circuit for an 
applied dc voltage step. However, if a capacitor voltmeter is suddenly placed directly 
across an energized, high voltage circuit, it appears initially as a short circuit and 
heavy current flows into the meter. This may damage the CUT, so often a series resistor 
is used with the electrostatic voltmeter to limit the initial charging current. A typical 
electrostatic voltmeter, such as the Sensitive Research model ESD, has a scale calibrated 
for 1-5 kV, with the most sensitive (expanded) scale at the center of the meter (Oyax/2) 
at about 2.75kV. This meter has a guaranteed accuracy of 1% of full scale voltage, a 
capacitance of 18 pF at full scale, and an insulation resistance of 10° Q. Oax is about 65° 
for this meter, which is less than the 90° typical of most D’Arsonval meter movements. 


8.2.1.3 The Electrodynamometer Meter 


This movement is another voltmeter design, which as we will see below, is square law, 
and can be used for the measurement dc or power line frequency ac voltage, current and 
power. Here, we will examine the electrodymamometer as a dc voltmeter. Figure 8.8 
shows a diagram of the basic electrodynamometer movement. Note that there are 
two, symmetrically placed stator coils around a rotor coil which, as in the case of other 
analog meters, is constrained by a torsion spring. When an electrodynamometer meter is 
connected as a voltmeter, the three coils are wired in series, as shown. Note that initially, 
the flux density vectors repel each other and create a torque that rotates the pointer 
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FIGURE 8.8 

Face view schematic of an electrody- 
namometer meter movement connected 
as a voltmeter. The scale is nonlinear. 


Fixed coils 
clockwise. Here, as in the case of the D’Arsonval dc voltmeter, a series resistor is used 
to limit the meter’s full scale current. The energy stored in the magnetic field of the 
electrodynamometer’s coils is given by: 


W = in[Ls/2 + Lr/2 + Msr(0)] (8.25) 


where ij, is the current in the coils, Lr is the self-inductance of the rotor coil, Ls is the 
self-inductance of the two stator coils together and Msr(@) is the mutual inductance 
between the stator coils and the rotor coil. Note that Msr = Mrs. Due to meter coil 
geometry, Msr(@) may be approximated by: 


Msr(6) = Ku(0 — 6max/2) (8.26) 


Note that at half maximum deflection, the axis of the rotor coil is perpendicular to 
the axis of the stator coils and Msr = 0. The electromagnetically produced torque is 
given by: 


aw y AMsR(O) . 
=5| = ih sal ) 2 Kya = (Vu/(Rs + Re + RYE Ku (8.27) 


Tu 


As in the previous examples, we equate the electromagnetic torque with the Newtonian 
reaction torques and form a low-pass transfer function: 


@ (,) — Kull(Rs + Re + Ri)°Ks] 
Va s?J/Ks+sD/Ks+1 


(8.28) 


In the steady state, the meter deflection is: 


Oss = Viz Ku/[(Rs + Rr + Ri)°Ks] (8.29) 
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Here, as in the case of the electrostatic voltmeter, the deflection is square law (ie., 
proportional to the mean squared applied voltage). The inertia of the meter movement 
effectively averages the squared voltage. Electrodynamometer voltmeters are seldom 
used above power line frequency because the coil inductive reactance begins to become 
more than 1% of (Rs+Rr+Ry), producing frequency dependent calibration errors. 
Electrodynamometer voltmeters generally require far more current for steady state, full 
scale deflection than do D’Arsonval voltmeters. Typical electrodynamometer voltmeter 
sensitivities range 10-50 Q/V, or full scale currents range 0.1-0.02 A. It appears that 
this type of meter is truly a ‘wattsucker’ and is best suited for measurements on power 
systems, rather than on electronic circuits. Dynamometer voltmeters, ammeters and 
wattmeters generally have 80-90° arc scales, with scale lengths of 6.5—-7.0 in and a mirror 
to eliminate parallax when reading the pointer. They are calibrated for dc, or ac, voltages 
or currents ranging about 25-500 Hz, depending on design. Accuracies are in the range 
of 0.1-0.25% of full scale reading. Due to the mass of the moving coil, the bearings must 
be rugged and must have low friction. 


8.2.2 Electronic DC Voltmeters 


In this section, we will consider the design, applications and limitations of various 
types of electronic dc voltmeters, beginning at the low end of the voltage scale, with 
nanovoltmeters which are designed to work with extremely low dc input potentials 
through to Thevenin resistors on the order of tens of ohms. Figure 8.9 illustrates the 
design of a chopper type nanovoltmeter. A special, low noise electromechanical chopper 
running at 60 Hz is used to convert the low level dc potential, Vs, to an ac signal, V2, 
which is amplified by an RC amplifier, A1, with a gain of —10*. The ac signal’s frequency, 
60Hz, is above the 1/f noise portion of the RC amplifier’s input voltage noise 
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FIGURE 8.9 
Schematic diagram of a chopper type, dc nanovoltmeter. 
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FIGURE 8.10 B=10% 
Block diagram of the chopper nanovoltmeter. 


spectrum, Cna-. The equivalent short circuit voltage noise spectrum of the input amplifier 
is of the form: 


e2.(f) =n +b/f MS V/Hz (8.30) 


In the flat (white) part of the noise’s power density spectrum, n can be as low as 49x 107 '® 
MS W/Hz (Toshiba 25K146 JFET). Following amplification by Al, V3 is synchronously 
demodulated by a second chopper. The output of the second chopper, V4, has a dc 
component which is conditioned by the op-amp low-pass filter, A2. A block diagram 
summarizing these operations is shown in Figure 8.10. With the feedback resistors 
shown, the nanovoltmeter’s transfer function can be written as: 


Vo. (—10)[-100/(10s + 1)]_ _ 9.901 x 10° 


Ve) = 1 —[-(0(10-)(10s + D] ~ 510/101 +1 Bon 


Thus, there is a low noise amplification of the dc input voltage by 79.9 dB, and single pole, 
low-pass filtering, with a break frequency at 1.61 Hz. When operating on the lowest range 
(typically 10 nV full scale) it is necessary to further amplify V, to a level where an analog 
D’Arsonval microammeter can serve as an output indicator. An additional dc gain stage 
of 10? will boost a 10nV input to a 10 mV output. Now, if a 20 A full scale, dc, D’Arsonval 
meter is used, it will read full scale if its internal resistance is 500 Q (or less). 

The input resistance of the nanovoltmeter can be calculated using the equivalent input 
circuit of Figure 8.11. At dc, Rin can easily be shown to be: 


Ry = (Re? DLOLOLG (8.32) 


where Ry is the dc series resistance of either side of the input chopper’s coil. The dc 
input resistance of the nanovoltmeter amplifier may be on the order of 1kQ because of 
the action of the negative feedback. 

The specifications of two commercially available nanovoltmeters are outlined below. 
The Keithley Model 148 nanovoltmeter has a design similar to that described above. 
Its output is read on a center scale analog microammeter. Full scale ranges begin at 10nV 
and go to 0.1V in 18 overlapping ranges. On the 10nVFS range, the input resistance 
is over 1kQ, and the dc nV source must not have a Thevenin resistance of over 10Q 
for noise and loading reasons. On the 0.1 Vrs range, the input resistance is greater than 
1 MQ and the source resistance should be less than 10kQ. Resolution is better than 1 nV 
on the 10nV range and accuracy is +2% of full scale on all ranges. The line frequency 
rejection is 3000:1 on the 10nV range and the CMRR is 160 dB at 60 Hz on all ranges. 
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Equivalent input circuit of the chopper nanovolt- 
meter. 
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The Keithley Model 181 nanovoltmeter has a 6 1/2 digit, digital readout and is IEEE-488 
bus compatible. It uses a special low noise JFET headstage to obtain an input resistance of 
over 10? Q on the low ranges. There are seven full scale ranges, 2mV-—1 kV. Meter noise is 
claimed to be less than 30nV peak-to-peak on the 2mV scale with the output low-pass 
filter on. The low-pass filter is a 3-pole digital design, with an equivalent time constant of 
0.5, 1 or 2 seconds, depending on meter range. This meter can be run with 5 1/2 digit 
resolution when inputs are noisy. 

Due to the special challenge in measuring dc voltages in the nanovolt range, meters 
must be allowed to warm up at least an hour before use to reach thermal equilibrium. 
The dc nanovolt measurements are confounded by factors which are normally neglected 
in high level measurements. These include the generation of thermoelectric (Seebeck) 
EMFs by junctions between dissimilar metals at different temperatures, the induction of 
low frequency EMFs by time varying magnetic fields whose flux passes through 
the circuit from the meter to the source, low frequency and dc potentials due to ground 
loops, low frequency EMFs due to triboelectric effects on connecting coaxial cables, 
and piezoelectric EMF artifacts. A good discussion of sources of error in low level, 
dc measurements can be found in the Keithley handbook on Low Level Measurements, 
5th edition. 

In order to operate either an analog meter or a digital interface, the dc voltage under 
measurement must be amplified to a level useful to drive the analog indicating meter 
(about 100mV) or the analog-to-digital converter (1-10 V). This means that microvolt 
level signals need to be amplified by factors of 10°-107. Inherent in all dc amplification 
is the addition of noise from the amplifier, generally consisting of a mixture of white noise 
and 1/f noise, dc offset and drift due to temperature changes. It was seen in Section 3.7 
that the noise performance (as well as the de drift performance) of a high gain amplifier is 
set by the headstage which must have a gain greater than five. Thus the amplifiers used 
in any sensitive, low level dc voltmeter must have low noise, and also very low dc 
drift and offset voltage. Op-amps suitable for high gain, dc signal conditioning include 
chopper stabilized and commutating auto zero amplifiers, the latter being described 
in Section 2.5.3. 

The Intersil ICL7600/ICL7601 commutating autozero op-amp is well suited for dc 
voltage amplification system headstages. The ICL7600 has a low, input offset voltage 
of 2uV a very low input offset voltage drift of 0.24V/year and a very low input 
offset voltage tempco of +0.005uV/°C and a dc input bias current of 300pA. The 
switching (commutating) frequency of the ICL7600 system capacitors can be set in 
the range 160-5200 Hz. 

Another approach to low noise, drift-free dc amplification is to use a chopper stabilized 
op-amp, such as the ICL7650. This op-amp has a dc input offset voltage of 1V over 
the operating temperature range, an offset voltage tempco of +0.01 pV/°C, a de input 
bias current of 35 pA, a dc open loop gain of 134dB and a gain bandwidth product of 
2MHz. The internal chopping frequency is 200Hz. Many other manufacturers offer 
integrated circuit, chopper stabilized or auto zero dc amplifiers. Tempcos of 50nV/°C are 
pretty much state-of-the-art and input dc offset voltages range 1-5 pV. 

A low-pass filter is generally used at the output of the dc amplifier stages, before 
the ADC or the DVM module. If a D’Arsonval analog meter is used, the meter movement 
itself acts as an electromechanical low-pass filter (equation 8.11). However, additional 
low-pass filtering may be required to improve the dc microvoltmeter’s resolution. A 
simplified schematic of a dc voltmeter with electronic amplification is shown in 
Figure 8.12. If an analog meter is used, precision is seldom more than +0.25% of full scale 
because of the visual uncertainties of reading the pointer position. Properly designed 
digital meters can commonly reach precisions of +0.005%, or 50 ppm. Noise, de drift 
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FIGURE 8.12 

Schematic diagram of an analog, dc 
millivoltmeter. Two, chopper stabi- 
lized, op-amps are used for amplifi- 
cation. The second op-amp is used 
as a low-pass filter and for zeroing. 
The meter is a dc D’Arsonval micro- 
ammeter. 
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and quantization error are still the ultimate determiners of resolution in instruments with 
digital readouts, however. 

Electronic dc voltage measurements above the single volt range generally do not 
require amplification, either for an analog indicating meter or a digital output indicator. 
In fact, electronic voltmeters used in the range 10-1,000 V generally make use of internal 
input voltage dividers to attenuate the voltage under measurement to a value useful 
to the meter amplifier or ADC. An external resistive voltage divider probe is generally 
used to measure dc voltages from 1kV to 40 kV. Such a probe makes an external voltage 
divider with the dc voltmeter’s input resistance. For example, the Fluke model 80K-40 
high voltage probe is designed to be used with any dc voltmeter having an input 
resistance of 10M. It makes a 1000:1 voltage divider, so 1kV applied to the probe 
gives 1 V at the meter. The probe and meter present a 1000 MQ load to the high voltage 
circuit under test, hence the probe and meter draw 1}A/kV from the CUT. 

At dc voltages above 40 kV, special measurement techniques must be used because 
of insulation problems associated with the resistive voltage divider. At very high 
voltages, resistors may behave erratically due to the generation of corona discharge, or 
leakage due to the absorption of water from the atmosphere. In fixed installations, these 
problems can be overcome by using proper insulators and couplings, and housing the 
resistors in an inert, insulating gas such as SF, or Freon, or in high pressure (>10 atm), 
dry air or nitrogen. 

In order to measure dc voltages in excess of 200kV electronically, use is often made 
of electrometer based, electric field measuring instruments. Such techniques make use of 
the fact that the geometry is fixed in super high voltage systems, hence the electric field 
geometry is fixed, and at any point in the field, the field strength is proportional to the 
dc voltage generating the field. We discuss instruments used to measure electric fields 
in the next section. 


8.3 Static Electric Fields and the Potential of Charged 
Surfaces Measurement 


Static (dc) electric fields can arise from a variety of physical and electrical causes, which 
include the presence of bound or mobile surface charges (electrons, ions) on conductors 
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or insulators. The surfaces can become charged by being bombarded with charged 
particles such as sand or raindrops, or from triboelectric effects where charges become 
separated from the surfaces of insulators when they rub on conductors or other insu- 
lators. Of course, static fields exist around conductors operating at high dc voltages with 
respect to ground and also near the faces of certain monitors using cathode ray tubes. 

Static charges and fields can create problems ranging from annoying (‘static cling’) to 
extreme danger (static discharge sparks ignite solvent vapors or combustible dust, 
causing an explosion). Other problems caused by static electricity include the attraction 
of fine dust particles to clean, charged surfaces, attraction of charged dust particles to 
clean, grounded surfaces, the physical attraction of charged materials such as paper or 
plastic film to other objects and when the electric field strength exceeds a critical value 
(about 3 x 10° V/m in air at STP), there can be an abrupt discharge of charged persons 
or objects to static-sensitive semiconductor devices or electronic equipment, causing 
damage. Clearly, it is important to be able to measure the dc voltages associated with 
the production of dc fields, to give warning of potentially damaging or dangerous 
conditions (pun intended). 

The first method of measuring the dc potential of a charged object field makes use 
of a dc, electrometer voltmeter connected to a special probe as shown in Figure 8.13 A. 
To measure the potential of the object in question, which may be a charged insulating 
surface or conductor, the probe is brought to a standard distance, d, from the object. The 
standard distance is required to set the capacitance, Cp, to a known value. Figure 8.13B 
shows the equivalent circuit for the dc electrometer field meter. To measure Vs, 
capacitance C, is initially shorted to ground, and a grounded metal plate is used to cover 
the proximal plate of capacitor C2. (C; is the input capacitance of the electrometer 
voltmeter plus the capacitance to ground of the wire connecting the proximal plate of 
C, to the electrometer input. C2 is the capacitance between the proximal plate of Cz and 
the charged object.) Next, the metal plate is slid aside, fully exposing the plate of Co. 
Cy and C; are in series, and acquire charge from the field from the potential on C3. 
Initially, if C3 is isolated and is at potential Vs, some charge flows from C3 into Cy and Cy, 
causing the voltage on C3 to drop to V,’. In the steady state, this can be written as: 


/ 1 Ci Co 
V5 —V = Vs => 
(Vs — Vs)C3 SG 4G (8.33) 
The new voltage on the isolated object with capacitance C3 is found to be: 
VsC 
Vo= cca (8.34) 
C1 +C2 a0 3 


Now, because the same current flows in C3, C2 and Cj, the charge that resides in Cp 
is also present in C;. Thus from the equation 


VoCi = (Vg — Vo)C2 (8.35) 
we find that: 


_ _VsCo 


Res 8.36 
Cy} +CQ ( ) 
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FIGURE 8.13 
A. Section through a capacitance probe used to measure high, dc, electrostatic potentials on charged objects. The 
probe acts as a voltage divider. B. Equivalent circuit of the high voltage capacitance probe. 


If the expression for Vs’ in equation 8.34 is substituted in equation 8.36 above, we 
finally obtain: 


Vo CyC3 
= 8.37 
Vs CyCy + C3(Ci + C2) 20 
If C3(Cy + Cy) >> C1C, then equation 8.37 reduces to 
Vo Cy 
Ee 8.38 
Vs Git eee 
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Grounded case 


FIGURE 8.14 
An electrometer op-amp is used as a charge amplifier in this circuit to measure high dc voltages. 


For example, if C)>=10-"F and C,=10~’F, then V,=10°-*Vs. Hence, an initial 10kV 
charge on C3 will result in a 1 V reading on the electrometer. 

In the system described above, the value of C, depends on the capacitance to ground 
of the cable connecting the probe with the electrometer, as well as the input capacitance of 
the electrometer. In order to eliminate the system’s requirement for a fixed input 
geometry to determine Cj), the charge amplifier configuration shown in Figure 8.14 can 
be used. Now C; appears between the summing junction, which is at virtual ground, 
and actual ground. Hence, negligible current flows through C;, and Cr determines the 
output voltage of the system. R» limits the initial charging current through C) and C;, 
so that the electrometer op-amp will not go into current saturation. Now, it is easy to 
show that the charge amplifier’s output is: 


Va = —Vs(C2/Cr) (8.39) 


We wish C>/C; to be 10° or 10-4, so the op-amp will not saturate for large Vs. 

Another approach to the problem of measuring dc voltages in the kilovolt range 
through their fields is to use a time modulated C, and to measure the ac current which 
flows in resistor R, shown in Figure 8.15. In this form of dc, high voltage meter, the 
modulation of C, may be expressed mathematically as 


Co(t) = Coo + ACsin(wt), AC<C29 (8.40) 


Basic Electrical Measurements 517 


4II;-— 
“IK 


Vs 
[> 
R S V; 
FIGURE 8.15 
a 


Equivalent circuit of a field mill, dc voltmeter. The value 
of Cy is modulated sinusoidally around an average 
value. 


There are several ways in which C, can be modulated. One common method is to 
have the blades of a grounded, rotating chopper wheel alternately cover and uncover 
the proximal plate of C,. Another method physically modulates the distance between the 
proximal plate and the charged surface. As a result of the modulation of C2, an ac current 
of frequency w will flow through resistor R to ground. This current may be found by 
writing a loop equation for the system of Figure 8.15: 


Vs = qR + q/Ca(t) (8.41) 
or 
Vs = qR+ ql — AC/C2)/C20 (8.42) 


The ODE of equation 8.42 can be put in the standard form: 


1 ( 1 AC sin(wt) 


4 1GoR Cro ) ” ae, 


This ODE has the standard solution: 
y exp( / Pdx) = / (exp( i Pdx) Qdx +c (8.44) 


in which x=t, y=q, Q=Vs/R, and P(t) =[1— ACsin(ot)]/RC20. Performing the 
integrations indicated in the standard solution, we find that: 


VsC20 
j= 8.45 
4H) = TI TACsin(@bl/Caa * ° Be) 
The steady-state sinusoidal current in the series circuit is: 
iss(t) = q = VsAC wcos(at) (8.46) 


Thus, the ac voltage across R is proportional to Vs: 


v(t) = VsRAC osin(ot) (8.47) 
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For example, if o=100r/s, V;=100kV, R= 10° Qohms and AC=107!'F, then the peak 
value of v, is 10 V. Of course, the input resistance of the ac voltmeter used to measure v, 
should be over 10° Q. 

The two methods of measuring the high dc voltage, Vs, described above do not 
require direct contact with the charged surface. However, their accuracy is limited by the 
accuracy in determining either C. or AC, which in turn depends on accurate 
determination of the distance from the proximal plate of Cy to the charged surface. 
At least one commercially available ‘digital field meter’ designed to have a working 
distance of 4.0 in from the charged surface, uses an ultrasonic ranging system similar 
to that used in popular cameras which use self-developing, ‘instant’ film, to permit 
precise adjustment of the working distance. The Semtronics model EN 235 Auto-DFM 
reads 0< Vs <20kV with +5% accuracy of the reading at 4 in distance. Correct distance 
is indicated by LEDs. Other field voltmeters require a physical measurement of their 
working distance, presumably with an insulated ruler. Voltage ranges of some portable, 
battery operated field meters can have ranges of 0-500V to 0-200kV. Such meters 
are typically used to measure static charges accumulated in industrial processes such 
as paper and plastic sheet manufacturing. 

Another severe static electricity problem occurs when helicopters fly through charged 
particles such as sand or water droplets. The metal airframe of the helicopter can acquire 
a potential of thousands of volts. If not discharged before landing, this charge can 
be dangerous in fueling and cargo handling operations. Bradford (1975) described a 
system which automatically senses the magnitude and sign of the helicopter’s charge, 
and automatically discharges the airframe by spraying charged droplets of isopropyl 
alcohol from the helicopter’s fuselage. The helicopter’s fuselage has a capacitance of 
about 2,200 pF when on the ground. Its body capacitance when hovering at 25 m is about 
500 pF. To measure the helicopter’s body potential, Bradford used a corona field sensor 
manufactured by Dayton Aircraft Products. A block diagram of the Dayton sensor is 
shown in Figure 8.16A. A 400 Hz ac voltage is amplified to 4000 peak volts and applied to 
a wire brush corona probe which protrudes through a hole in the fuselage into the high dc 
field region next to the fuselage. As seen in Figure 8.16B, if the fuselage is at zero potential 
with respect to ground, the ac current due to corona flowing from the probe is 
symmetrical and has zero average. If the helicopter body is at some positive potential, Vs, 
the dc field from Vs causes extra corona current to flow on the positive cycles and less to 
flow during the negative cycles, giving the corona current an average (dc) compo- 
nent which is found to be proportional to E, hence Vs. The sensor electronics and static 
charge discharge controller were located inside the fuselage where, of course, the electric 
field is zero. 

Calibration of the field sensor was made difficult by the fact that helicopter body 
capacitance decreases nonlinearly with hover height. As this decrease occurs, the body 
potential increases if the charge remains constant. Offsetting this increase in Vs is the 
fact that the field strength in the vicinity of the corona probe tends to decrease from 
geometrical considerations as altitude increases. Bradford (1975) used a large, parallel 
plate capacitor (plate separation of 1 foot) to generate a uniform field to calibrate the 
corona probe field sensor. He obtained a conditioned sensor (dc) output of about 1V 
per kV on the capacitor. 

It is generally difficult to measure an actual electric field’s strength in V/m without 
disturbing the field with the measurement apparatus. This is true of field measure- 
ments in conducting media as well as in free space. If the measurement sensor is a 
dielectric with a low dielectric constant, and not grounded, the disturbance of the field 
will be minimal. 
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FIGURE 8.16 


A. Diagram of a Dayton Aircraft corona field sensor, used to measure the potential accumulated on helicopter 
fuselages. B. Current waveforms in the corona field sensor. In the figure on top, Vs = 0, while in the gigure at the 


bottom, Vs=2kV. 
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There are several, possible electro-optical approaches to the problem of measuring 
dc electric fields. One is to measure the change in the linear polarization of light 
transmitted through a quartz crystal subject to an electric field applied across a preferred 
axis. This phenomenon is called the electrogyration effect [Rogers, 1977]. Another electro- 
optical method proposed for measuring dc electric field strength makes use of the Pockels 
effect. Certain crystalline substances, such as ammonium dihydrogen phosphate (ADP), 
potassium dihydrogen phosphate (KDP), cuprous chloride (CuCl), cadmium telluride 
(CdTe) and gallium arsenide (GaAs) exhibit the Pockels effect, in which application of 
an electric field along the privileged axis of the crystal causes changes in the refractive 
indices along two, orthogonal axes (x and y). 

To examine how the Pockels effect might be used to measure an electric field, we 
orient a Pockels crystal so that the privileged axis is perpendicular to the gradient of 
the field to be measured. An internal E field is set up in the crystal, which is proportional 
to the external field we wish to measure. The internal electrical field, if correctly aligned, 
causes a symmetric change in the optical index of refraction along the x and y axes. 
Circularly polarized light is directed at the input surface of the crystal and propagates 
within the crystal along the z axis. The light is acted on by the birefringence induced 
by the internal E field and emerges elliptically polarized. The emergent light is passed 
through a linear polarizer analyzer plate which is oriented at 45° with respect to the x and 
y axes. The intensity of light from the output of the linear polarizer can be shown to be 
a linear function of the crystal’s internal E field. Referring to Figure 8.17, we see that the 
x and y components of the electric vector of the circularly polarized input light at the 
entrance face of the crystal can be written as: 


Ex; = E; cos(wt) (8.48a) 


Ey; = E; cos(wt — 1/2) (8.48b) 


Now the refractive indices of the Pockels crystal are affected by its internal electrical 
field, E, according to the model: 


ny =No+KpE (8.49a) 
ny = Ny — KpE (8.49b) 


FIGURE 8.17 
Vector diagram relevant to the use of a Pockel’s cell to measure electric fields. 
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After propagating a distance L meters through the crystal, the x and y components of 
the exiting light ray’s E vector can be written: 


Exo = E; cos(wt + ¢X) (8.50a) 


Eyo = E; cos(wt + 6Y — 2/2) (8.50b) 


The phase lags due to orthogonal changes in propagation velocity are assumed to be 
linearly proportional to the internal E field and can be written as: 


ox = 2nLnx/d. = (2nLng/ + 2LKpE/d) = bo + 2LKpE/d (8.51a) 


by = 2nLny/d = (2nLng/'h — 21LKpE/2) = by) — 20LKpE/d (8.51b) 


Propagation through the linear polarizer selects those lightwave E field components 
along the line, LAN, which define the polarizer’s preferred axis. Thus, the lightwave 
E field amplitude along the LAN axis exiting the polarizer can be written as: 


Ean = Exo/V2 — Eyo/V2 = (Ei/V2)[cos(wt + $x) — cos(wt + dy — 1/2)] (8.52) 


We note that the second term in equation 8.52 is of the form cos(a — 2/2) which, by 
trigonometric identity can be written as sin(q). It is well-known that the intensity of an 
EM plane wave is related to its E field peak amplitude by: 


Tan = EX,y(€0c/2) (8.53) 


By substituting equation 8.52 into equation 8.53, and assuming that sin(x) x for small 
x, we find that the average intensity is given by: 


Ee 4nLKpE 
lan = [14 — 


3 |tcver™ (8.54) 


In the foregoing analysis, we have assumed that there was zero neutral density and 
reflection losses in E; and that 27LKpE/1<0.25 radians. Other detection schemes are 
possible, but the important result is that output intensity varies linearly with the 


Pockel crystal’s internal E field. For a numerical example, consider a 1.0cm crystal of 
potassium dihydrogen phosphate (KDP, KH2PO,). We evaluate KDP’s sensitivity to be: 


4nLKp 4x x 0.01m x 29 x 10-2 m/V 
mn 632.8 x 10-9? m 


= 5.7576 x 10°°m/V (8.55) 


Thus, an internal field on the crystal of 10*V/m or 10V/mm would produce a 
5.76% increase in the detected intensity. A dc field measuring instrument based on the 
Pockels effect would need a means of correcting for intensity changes in the laser light 
source. 
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8.4 DC Current Measurements 


The technology of analog dc current measurements 
may be traced back to the early 19th century [Drysdale, 
Jolley and Tagg, 1952]. Oersted discovered in 1819 that 
a wire carrying dc current, when held near a compass 
needle, caused the compass to deflect, implying that the 
current carrying wire generated a magnetic field. This 
effect was put to use by Lord Kelvin, who, in 1858, 
developed a four-coil mirror galvanometer. In Kelvin’s 
instrument, shown in Figure 8.18, four coils were 
arranged in two opposing pairs; their fields acted on 
two arrays of permanent magnets with opposing 
polarities, attached to a vertical torsion spring suspen- 
sion, to which was also attached a small mirror. As the 
magnetic fields of the current carrying coils interacted 
with the magnetic fields of the suspended permanent 
magnets, torque was developed causing rotation 
of the suspension and mirror. A collimated beam of 
light directed at the mirror was reflected onto a distant 
scale. Even a slight rotation of the suspension is seen as 
a linear deflection of the spot of light. Galvanometers of 
this type were used more to detect very small currents 
(on the order of nA), rather than to measure large 
currents accurately. Such galvanometers found a major 
application as null detectors for dc Wheatstone 
and Kelvin bridges, as well as for dc potentiometers. 
In 1836, Sturgeon employed a coil suspended in the 
field of a permanent magnet as a galvanometer. This 
FIGURE 8.18 design evolved and in 1882, D’Arsonval built a moving 
Diagram of Lord Kelvin’s four-coil, coil, permanent magnet, mirror galvanometer with a 
permanent magnet, mirror galvan- ——torgion spring suspension (Figure 8.19). Notable in the 
ometer. ; : : i 

D’Arsonval design was the use of a soft iron cylinder 

inside the rectangular coil to concentrate the magnetic 
flux perpendicular to the sides of the coil. In 1888, Weston developed a similar permanent 
magnet, moving coil microammeter movement in which the coil was suspended by 
pivot bearings and the restoring torque was provided by a pair of helical springs. 
A pointer was attached to the moving coil. The Weston version of the D’Arsonval meter 
is what is widely used today as the universal, dc microammeter movement which has 
applications in all analog multimeters and in most instruments with analog readouts. 
D’Arsonval type dc microammeters using torsion springs, called taught-band meters, 
are also widely used because of their ruggedness; they have no jeweled bearings which 
can be damaged by mechanical shocks. 


8.4.1. Electromechanical DC Ammeters 


Analog dc ammeters are generally of two types, the D’Arsonval permanent magnet 
moving coil design or the electrodynamometer movement. Measurement of currents 
in the range of 1-10,000 A with either dynamometer or D’Arsonval meter movements 
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FIGURE 8.19 

Diagram of D’Arsonval’s mirror galvanometer. The coil 
was suspended by the upper and lower torsion springs. 
Note: M= mirror, TS= torsion spring. 


generally requires an external shunt resistance. A shunt is a precision resistor of very 
low value designed so that, by Ohm’s law, when the full scale current for the meter is 
flowing, the voltage drop across the resistor and the meter is 50 mV. The lead resistances 
to the meter are generally not important when measuring Irs in excess of 10 A. In cases 
where Irs is less than 10 A and an insensitive dynamometer meter movement is used, 
the meter lead resistance (from shunt to meter) may be important and a specified set of 
meter leads with known resistance must be used to obtain readings with rated accuracy. 
The circuit for an ammeter using a shunt is shown in Figure 8.20. 

Analog dc ammeters can be subdivided into benchtop (precision) meters and panel 
meters which are generally used in instruments, systems and communications equip- 
ment. Some D’ Arsonval microammeters have been miniaturized into 1 in diameter bodies 
for use as tuning and signal strength meters in radio equipment, tape recorders, etc. 


FIGURE 8.20 
Circuit of a shunt ammeter. The meter is a dc micro- 
ammeter. 
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We note that the same basic dc meter movements, which can be used for analog 
dc voltmeters, are suitable for use as dc ammeters with appropriate shunts. When full 
scale dc currents less than 20 A are to be measured, it is generally necessary to employ 
electronic amplification, discussed in the following section. 


8.4.2 Electronic DC Ammeters 


To make measurements in the range from 1fA (10-!° A) to 50 HA, it is necessary to 
employ dc amplification of some sophistication. In general, current measurements in the 
range from 10°°-10°'?A are made with an electrometer picoammeter. Electrometer 
picoammeters find application in measuring the low current outputs from photomul- 
tiplier tubes and ion chambers, as well as specialized measurements in the semiconductor 
area, etc. As in the case of low level voltage measurements, one fundamental factor 
limiting precision is the thermal noise from the Norton equivalent conductance seen 
in parallel with the dc current source being measured. Noise from the electrometer 
amplifier also confounds resolution. Both é;q and i,, input noise root power spectrums 
can be significant in reducing instrument resolution, as well. In addition to problems 
with noise, there can be measurement errors caused by instrument dc bias current and 
offset voltage. 

Figure 8.21 illustrates the two types of picoammeter circuits commonly used. In 
Figure 8.21A we see a simple shunt picoammeter in which most of the current to be 
measured flows through Rg. Ordinarily, Rsq<1/Gy, so Vi =IsRsy. Vi is amplified 


FIGURE 8.21 
A. Circuit of an electronic dc ammeter. The op-amp amplifies the voltage developed across the shunt. B. 
An op-amp used as a transresistor. The summing junction appears at virtual ground. 
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by the electrometer op-amp (EOA) connected as a non-inverting, dc millivoltmeter. 
In Figure 8.21B, the dc current under measurement is the input to an operational 
transresistor circuit, the output of which can easily be shown to be V, = —IsRr. To obtain 
greater sensitivity, it would appear that Rr should be increased. There is a practical limit 
to the size of Ry, set by its cost and accuracy. Resistors above 10°Q are expensive and 
as their size increases, their accuracy decreases. Also, when Rr > 10° Q, the effects of shunt 
capacitance act to slow the overall response time of the operational transresistor (the 
parallel combination of Rr and C; act like a low-pass filter). 


8.4.2.1 Error Analysis of the Shunt Picoammeter 


Three major sources of error in the shunt picoammeter circuit are discussed in this 
subsection. First, errors arise because of calibration errors in Rs, R, and R». Second, 
errors arise because of the EOA’s dc bias current, Ig, and offset voltage, Vos. Vos can be 
nulled to zero at one temperature, but Vos will drift with temperature. Ig cannot be 
nulled in solid state EOAs, and we must live with it; fortunately, Ig is very small for 
modern, IC EOAs—about 40fA in the AD549L. The Vos tempco is 5uV/°C for the 
AD549L. The third source of measurement error comes from amplifier noise and from 
Johnson (thermal) noise in associated resistors. The short circuit input voltage noise, @j14, 
for an AD549L electrometer op-amp is 41V peak-to-peak in the 0.1-10 Hz bandwidth, 
and 35nV//Hz above about 1kHz. The equivalent input current noise is 0.36fA ppk 
in the 0.1-10 Hz bandwidth and can be considered to be 0.11 fA/./Hz white noise in the 
range 0.1 Hz-100 MHz. 

Figure 8.22 illustrates the dc sources which can cause errors in reading the unknown 
dc current, Is. Let us assume that Ry >>Rsy. The amplifier gain for the non-inverting 
input is Ky = (1+ Re/Rj). Now, the amplifier output voltage due to Is is just: 


Vom = IsRsuKy (8.56) 
The output voltage due to Vos, Ig and Ip’ is: 
Voge = VosKy + IpRsyKy + I,Re (8.57) 


Thus, we can write an expression for the dc output signal to dc output voltage error 
ratio as: 


Vom _ Is 
Vor Vos/Rsx + 1p + IpRe/(Rsukv) 


(8.58) 


FIGURE 8.22 
Circuit showing sources of dc error in the circuit 
of Figure 8.21A. 
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Clearly, the meter should be zeroed with input open circuited to null out Vog. 

To examine the effect of resistor thermal noise and amplifier noises on the measure- 
ment of the dc Is, we calculate the shunt picoammeter’s SNR. This calculation is made 
more difficult by the fact that the e,,q(f) root spectrum is in its 1/f region. Thus, to evaluate 
the total RMS output noise, we must assume that all noise sources are independent 
and uncorrelated, and we must integrate the 1/f spectrum over the nominal frequency 
range used to make dc measurements, 0.1-10 Hz. From the published e,,,(f) curve on the 
AD549L data sheet, we can write the short circuit input, noise voltage power density 
spectrum as: 


e. (f) =n +b/f = 1.2250 x 107 + (4.0833 x 107'”)/f MS V/Hz (8.59) 


In a JFET input amplifier, i,,,(f) generally has a flat PDS at low frequencies and can be 
considered to be white. 

Now the total mean squared noise output voltage can be found in the 0.1-10Hz 
bandwidth: 


10 
No = Kz, | ef df + Ki A4kT 
0.1 


RsyRn > (RsuRny 2» 
B+ Ky ae 
Rsq + Rn (Rs + Rx) 


+ 4kTR,(Rp/R1)°B + 4kTRrB MSV (8.60) 


In equation 8.60, B=fy—f, =10—0.1=9.9Hz, iyg=0.11fA/VHz and Ky=(1+ Rr/R:). 
Note that we have included Johnson noise from R; and Re. The mean squared output 
signal is: 


RepR? 
Vi5 = p—Bskn) 2 MSV (8.61) 
(Rsu + Rn) 


The MS SNR can be written algebraically as: 


B/B 


SNRo = : — - 
m(GsH + Gn)” + (b/B) In( frr/ft)(Gsu + Gn)° + 2, + 4kT(Gsu + Gn)+ 


(8.62) 


A numerical value for the RMS SNR can be found from the expressions above. For 
simplicity, assume Ry > Rsu, Rsy=10° Q, Rr=100K, Ry=1K and T=300K. The RMS 
SNR is found to be: 


Is 


Raja2 ao 
SNRems = 95784 x 10-13 


A/RMSA (8.63) 


Thus, noise limits the resolvable Is to 3 x 4.22 x 10°!° A for the parameters given above, 
creating random errors. 


8.4.2.2 Error Analysis of the Feedback Picoammeter 


As in the case of the shunt picoammeter, the electrometer op-amp’s offset voltage and 
bias current cause uncertainty in the measurement of Is. From the equivalent circuit of 
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FIGURE 8.23 
Circuit showing sources of dc error in the feedback 
picoammeter of Figure 8.21B. 


Figure 8.23, we can write an expression for the worst case, dc output signal to dc output 
error ratio as: 


Vom Is 
= 8.64 
Voe Ip +Vos(Gn + Gr) oe 


Here again, the systematic dc error due to Vos and Ig can generally be observed with 
the input open circuited and compensated for. 

The error due to random noise includes the thermal noise from Ry and R,, as well as 
the amplifier’s e,,, and i. The output MS SNR can be written as: 


ER2 
SNRo = — 5 ie = (8.65) 
liz, + 4kT(Gn + Gr)|REB + [nB + b In( fur/fi)\(Rn + Re) /Rx 
Equation 8.65 can be reduced to a more interesting form: 
2 
SNRo 8 (8.66) 


~ ‘BCI, + AKT(Gy + Gr) + [n+ (0/B) In fur/f (Gn + Gry} 


It is instructive to evaluate equation 8.66 above for typical system parameters of 
n=1.2250 x 107 MS V/Hz, b=4.0833 x 107!” MSV, Rr=10°, fu=10Hz, f,=0.1Hz, 
ing =0.11 £A/VHz, 4kT =1.656 x 107° and Ry =10°Q. We find: 


I 


SNRo = 7643 x 10-3 


(8.67) 


So, for reliable low noise measurements, the dc Is should be over three times the 
equivalent input RMS noise current, or Is > 1.216 x 10-'* A. See the problems at the 
end of this chapter for exercises in calculating noise and dc drift limits to electronic dc 
picoammeter accuracy. 

A problem which often arises in the design of feedback picoammeters is the loss of 
high frequency response due to the parasitic shunt capacitance which appears in parallel 
with the very large Rr used. For example, if Re=10"'Q, a 1pF stray capacitance in 
parallel with Rr will produce a transresistance given by: 


Re 


YO Wy 
7 sRpeCr +1 


Is 


(8.68) 
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FIGURE 8.24 
A circuit to speed up the response of the feedback 
picoammeter. 


@ 
ne 


The time constant is t = 0.1 s in this case. This would give little problem in the measure- 
ment of dc currents, but would be unsuitable for the measurement of ac currents. 
A circuit to speed up the response of the feedback picoammeter is shown in 
Figure 8.24. It is posed as a problem at the end of the chapter to find the condition 
on Ry, C; that will cancel the low-pass effect of Cr in parallel with Rp 


8.4.3. Magneto-Optic Current Sensors 


The Faraday magneto-optic effect has been used in several designs for the measurement of 
high currents in power distribution systems. Typically, currents can range from tens of 
amperes to kiloamperes, and the conductors are generally at kilovolts above ground 
potential, rendering the use of a shunt and millivoltmeter quite impractical. The Faraday 
magneto-optic effect makes use of the fact that a current carrying conductor is 
surrounded by a solenoidal magnetic field whose magnitude is proportional to the 
current. The magnetic field, in turn, induces changes in the optical polarization properties 
of the glass or fiber optic cable on which it acts. Thus, by measuring the amount of 
optical rotation induced on linear polarized light emerging from the optical path in the B 
field, we can indirectly sense the current in the conductor. Details of several Faraday 
magneto-optic effect current sensors are described in Section 6.7.1 of this text. 


8.5 AC Voltage Measurements 


Any discussion of ac voltage measurements must necessarily cover a wide range of 
applications in which the amplitude and frequency of the voltage to be measured are of 
critical importance. AC voltage measurements can be divided into a number of frequency 
ranges—audio (including power line frequencies), ranging from around 10 Hz to about 
30kHz; and radio frequencies, including the following bands—low frequency (LF) 
30-300 kHz, medium frequency (MF) 300-3000 kHz, high frequency (HF) 3-30 MHz, very 
high frequency (VHF) 30-300 MHz, ultra high frequency (UHF) 300-3,000 MHz, super 
high frequency (SHF) 3-30 GHz, extra high frequency (EHF) 30-300 GHz. Resolvable 
amplitudes range from nanovolts to hundreds of kilovolts. The ac voltages are generally 
sinusoidal, but situations arise in which one must measure other periodic waveforms 
including square waves, triangle and sawtooth waves, pulse trains, etc. We also need to 
measure completely random (noise) voltages with various spectral contents and amp- 
litudes. In the following subsections, we will first describe various non-electronic, electro- 
mechanical ac voltmeters and then, discuss the designs for electronic ac voltmeters. 
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8.5.1 Electromechanical AC Voltmeters 


Most electromechanical ac voltmeters are designed to work at power line or low audio 
frequencies, and at voltages ranging from about one volt to tens of kilovolts. As in the 
case of dc voltmeters, basic electromechanical ac voltmeter design uses a series resistor to 
limit meter current to give full scale deflection at full scale applied voltage at the meter 
terminals. Almost all ac voltmeters have their scales calibrated in root mean square 
volts of a sine wave, regardless of the deflection mechanism of the meter movement. Only 
true RMS reading voltmeters will remain calibrated when a periodic voltage waveform 
other than a sine wave is the input to the meter. There are five common types of ac, 
power line frequency voltmeter movements, some of which we have already described 
in Section 8.2.1. These include the dynamometer movement, the capacitor (electrostatic) 
movement, the iron vane movement, the rectifier-D’Arsonval design and the vacuum 
thermocouple-D’ Arsonval design. Of these ac voltmeters, only the thermocouple meter is 
useful at radio frequencies, up to 50 MHz in some designs. 

We defined voltmeter sensitivity for dc voltmeters as the reciprocal of the current 
required for full scale meter deflection. A similar definition is useful for ac voltmeters, 
except it is the total meter impedance which is found by multiplying the sensitivity in 
ohms per volt by the meter’s full scale voltage. 


8.5.1.1. The Dynamometer AC Voltmeter 


This type of ac voltmeter is generally a large, insensitive, bench top instrument used 
to measure sinusoidal voltages with frequencies from about 20-133Hz. Accuracy is 
typically 0.2% of full scale voltage, and meter deflection, assuming a linear spring whose 
torque, is proportional to the deflection angle, and a mutual inductance which varies 
linearly with deflection angle, is proportional to the mean squared current in the coils. 
Typical dynamometer voltmeters can be found with full scale ranges from 30-600 V RMS. 
About 73.34mA is required for full scale deflection of the GE type P-3 electrodynamo- 
meter voltmeter. Figure 8.8 gives a schematic diagram of a dynamometer voltmeter. 

Capacitor voltmeters are also large, insensitive, bench top instruments which can be 
used to measure sinusoidal voltages with frequencies of 15Hz-300kHz. Accuracy is 
typically 1% of full scale voltage, and meter deflection, assuming linear spring torque 
with deflection angle and a linear increase of meter capacitance with deflection angle, is 
proportional to the mean squared voltage across the meter. Typical electrostatic volt- 
meters can be found with full scale deflections of 300 VRMS-50kV RMS. It should be 
noted that the current at a given deflection of an electrostatic meter is given by Ohm’s 
law, Im = Vu2nfCm, where the meter capacitance, Cy, is itself an increasing function of 
meter deflection. The innards of an electrostatic voltmeter are shown in Figure 8.7. 
Note that while the deflection angle of the movement may be proportional to the MSV, 
the scale is calibrated in RMS V. 


8.5.1.2 lron Vane Voltmeters 


These voltmeters are found as large, insensitive, bench top instruments which can be 
used to measure sinusoidal voltages with frequencies of about 15-133 Hz, with accuracies 
of about 0.5% of full scale voltage. Iron vane ac panel voltmeters are also found. Iron vane 
meters can be of the repulsion type, as shown in Figure 8.25, or the attraction type, as 
shown in Figure 8.26. Typical meter efficiency is about 29 Q/V. This means that the 
meter draws about 34mA at full scale deflection. Due to their inefficiency, iron vane 
voltmeters are generally used to monitor power line voltages, etc. Typical full scale 
voltages for these meters range 8-750 V RMS, depending on the application. Iron vane 
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FIGURE 8.25 
Diagram of an iron vane, ac meter movement of the repulsion type. 


meter scales are generally nonlinear because of the geometry of the vanes and/or coils; 
the lower quarter of the scale is generally crowded. 


8.5.1.3 Rectifier/D’Arsonval AC Voltmeters 


These voltmeters generally find application in bench top and pocket volt-ohm- 
milliammeters (multimeters). Full scale voltages typically range from 3 VRMS to over 
1kVRMS. The circuit of a rectifier/D’ Arsonval ac voltmeter is extremely simple, as shown 
in Figure 8.27. A series resistor, R,, limits the meter current for a given full scale voltage. 
A series capacitor, C;, blocks dc from the meter circuit. A bridge rectifier converts ac 
current in R, to a full wave rectified current with a dc average value. The D’Arsonval 
microammeter movement deflects proportional to the average current through its 
coil, hence deflection of the rectifier/D’Arsonval meter is proportional to the full wave 
rectified, average value of the input voltage. The ac voltmeter calibration is, of course, 
in terms of the RMS of a sine wave input voltage. The D’Arsonval meter movement 
acts as a mechanical low-pass filter (cf. equation 8.12), its deflection being proportional 
to the average current through its coil. The average value of a full wave rectified sine 
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A. Face view of an iron vane, ac meter of the 
attraction type. B. Side view of the attraction 
type, ac, iron vane meter. Magnetic torque 
pulls the vane into the current carrying coil. 
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FIGURE 8.27 7 
Schematic of a bridge rectifier, ac voltmeter. A dc, CL © 
D’Arsonval microammeter movement is used. a 
wave is easily shown to be: 
: 2 2/2 
im = Ir) sin(wt) = ~ lm) — — IMs) (8.69) 


If we assume at high input voltages that the rectifier diodes are ideal (ie., they have 
zero forward resistance and voltage drop, and infinite reverse resistance), then we may 
write for full scale meter deflection: 


2/2 Vscrms, Fs) 


(Ry + Ru) oy) 


Imes) = 


For a D’Arsonval microammeter with resistance Ry, and full scale current, Ines), we may 
solve for the R, required to make an ac voltmeter with a full scale voltage reading 
of Vscrms, rs), assuming ideal diodes: 


= 2/2 Vscrms, Fs) = 


Ri 
Ices) 


Ru (8.71) 
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The ac, full wave rectifier voltmeter’s efficiency can be shown to be: 


— 1 Ri +Ru _ (2AV20)(Vscrms,rs)/IM(ES)) _ 0.9 

=7— => = 5 =09ne (8.72) 

M(RMS) S(RMS, FS) S(RMS, FS) 

The above relations are generally valid for ac input voltages above 10V RMS. The 
scales of meters reading below 10 V RMS full scale must generally be corrected for the 
finite forward and reverse resistances of the real diodes used in the meter rectifier. 
Also, practical diodes exhibit a voltage dependent, depletion capacitance which is 
effectively in parallel with their reverse resistance. Thus, at high audio frequencies, 
considerable reverse diode current can flow, decreasing the average current through the 
meter movement and causing frequency dependent low meter readings. At power line 
frequencies and low audio frequencies, diode capacitance is not a problem. 

A problem commonly encountered in using ac voltmeters of this sort is their response 
to non-sinusoidal voltages, such as square waves, triangle waves, etc. To analyze this 
problem, we note first that any average or dc component in Vs is removed from the 
voltmeter input current, Is, by the series capacitor, C;. The average (dc) current through 
the D’Arsonval movement can be written as: 


—x~ __|vs(t)| lvs(#)| 
im(t) = = 8.73 
ml) Ri+Ru (2/2/2(Vscems, rs)/Imes)) oe 
The actual meter reading can be expressed as a fraction of the full scale voltage: 
in (b) a ee 
im(t) esl _ 1 11fos] (8.74) 


V = — V. = 
READ ee S(RMS, FS) = 5 Tar 


8.5.1.4 Vacuum Thermocouple/D’Arsonval AC Voltmeters 


These voltmeters are the only type of electromechanical ac voltmeter which will remain 
calibrated for input voltage frequencies of 15-20Hz to about 50 MHz. The reading of 
a vacuum thermocouple ac voltmeter is proportional to the true root mean square of 
the voltage being measured. 

A schematic of a vacuum thermocouple ac voltmeter is shown in Figure 8.28. The input 
circuit consists of a series resistor, R;, and a heater filament with resistance, Ry. 


FIGURE 8.28 
Schematic of a vacuum thermocouple ac voltmeter. A dc, D’Arsonval microammeter movement is used. Meter 
deflection is proportional to the mean squared heater current. 
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For example, Ry; for a Western Electric type 20K vacuum thermocouple is given as 750 Q. 
The maximum safe heater current is given as 5mA RMS. A Western Electric type 20D 
vacuum thermocouple has a heater resistance of 35 Q, and a safe current of 16mA RMS. 
An over-current of as little as 50% is likely to burn out the heater wire, so extreme 
care must be taken to prevent over-range inputs when using vacuum thermocouple/ 
D’Arsonval ac voltmeters. The maximum rated EMF for the Western Electric vacuum 
thermocouples mentioned above is 15mV (dc), and the thermocouple resistance is 12 Q. 
If the thermocouple is connected to a 0-20”.A D’Arsonval meter, and the total series 
resistance in the circuit, (Rrc + Rut R2), equals 750 Q, then the meter will read full scale 
when the heater current is at its rated maximum (3.6mARMS in the 20K vacuum 
thermocouple’s heater). 

The dc current from the thermocouple, hence meter deflection, is proportional to the 
mean squared heater current (or heater voltage). This is easy to see from Joule’s law— 
the thermocouple EMF is proportional to heater temperature. Heater temperature is 
proportional to the electrical power dissipated in the heater, and the power, in turn, 
is proportional to the mean squared heater current times the heater resistance. In order 
that the meter be calibrated in RMS volts, a square root scale is painted on the meter 
face, rather than the linear one commonly found on D’Arsonval meters used in dc 
applications. Thus, the lower end of the scale is crowded, and calibrations are seldom 
given below 20 Von a 100 VFS meter. Laboratory quality thermocouple meters commonly 
have accuracies of 0.5% of full scale voltage. 


8.5.2 Analog Electronic AC Voltmeters 


In this section, we will review the more common types of analog ac voltmeters (i.e., ac 
voltmeters which make use of analog electronic signal conditioning, and which use 
analog output meters). The ac voltages can be measured effectively from the microvolt 
range to tens of kV. Frequencies can range from power line to tens of gigahertz. No one 
type of ac voltmeter is effective over the ranges of frequency and voltage cited. 
The fundamental limit to the resolution of small ac voltages is noise—thermal noise from 
resistors, noise from amplifiers, and coherent noise picked up from the environment 
in spite of our best efforts to shield and guard the circuits being used. 


8.5.2.1. AC Amplifier-Rectifier AC Voltmeters 


In the first class of ac electronic voltmeter, the ac voltage under measurement is 
conditioned by a flat bandpass, R-C amplifier of accurately known gain. The amplified ac 
voltage is then converted to dc, which causes meter indication of the ac voltage. Most 
ac electronic analog voltmeters make use of the common D’Arsonval movement as the 
output indicator, either in conjunction with some type of electronic rectifier to convert 
amplified ac voltage to de current, or with a vacuum thermocouple to convert the mean 
squared value of the amplified ac voltage to a dc current to drive the meter. A block 
diagram of the ac amplifier-rectifier type of ac voltmeter is shown in Figure 8.29. The 
amplifier’s gain is generally fixed and large (e.g., 3.33 x 10°), and a precision, frequency 
compensated attenuator is used to reduce input signals which are above the minimum 
full scale voltage (e.g., 3 mV) to a level that will not saturate the amplifier. Input resistance 
is thus set by the attenuator, and is typically 10 or 11 MQ. Since the amplifier’s ac output 
is rectified to drive the D’Arsonval meter, the rectifier’s frequency response generally sets 
the upper useful frequency of this type of meter. Such meters are typically used at audio 
frequencies and some versions are useful up to 10 MHz. To overcome the nonlinearity of 
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FIGURE 8.29 
Schematic of an ac amplifier-rectifier type 
ac voltmeter. 
FIGURE 8.30 
A simple operational rectifier circuit that provides linear + 


rectification of the audio frequency ac input current even 
at low (millivolt) values of V,. 


the rectifier diodes at low output voltage levels, it is possible to use an operational 
rectifier circuit, shown in Figure 8.30, instead of a passive diode bridge. Such a circuit 
will improve meter linearity at the low end of the meter scale. However, the reverse 
capacitance of the diodes, and the finite slew rate and gain bandwidth product of the 
op-amp provide fundamental limitations to the operating frequency of the operational 
rectifier. Graeme (1974) gives several circuit modifications for operational rectifiers which 
improve their performance. 


8.5.2.2 Peak Reading Electronic AC Voltmeters 


The second type of ac electronic voltmeter (peak reading) uses a low capacitance diode 
to half-wave rectify the ac voltage under measurement. The rectified ac is smoothed by a 
capacitor low-pass filter and then, is amplified by a drift free, dc amplifier with known 
gain, such as a chopper stabilized or commutating auto zero circuit. The dc output of 
the amplifier causes the deflection of the voltmeter’s D’Arsonval meter. The rectifier used 
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in the peak reading ac voltmeter can be a vacuum, thermionic diode, although low 
capacitance semiconductor diodes can also be used. The advantage of this design lies in 
the measurement of RF voltages. Since the ac voltage under measurement is converted to 
dc at the front end, there is no need for an expensive, high gain, high bandwidth linear 
amplifier to condition the ac voltage. There is need for a low gain, drift free, dc amplifier, 
however. Due to the inherent nonlinearity of semiconductor and thermionic diodes at 
low voltages, peak reading ac voltmeters are generally used for ac input voltages above 
1Vpk. Below 1Vpk, special scale calibration must be used to compensate for diode 
nonlinearity, which can be shown to be square law for input voltages below 50mV 
[Oliver and Cage, 1971]. Most peak reading ac voltmeters have input ranges of 1-300 Vpk 
full scale. Their frequency response ranges from power line to over 300 MHz. Indeed, 
some special microwave diodes have been used to measure peak voltages in waveguides 
at frequencies up to 40 GHz. 

There are two common forms of peak detecting ac voltmeter illustrated in Figure 8.31. 
In Figure 8.31A, we see a dc peak detector in which the capacitor charges through the 
diode to a dc voltage equal to the positive peak value of v(t). Thus, the output voltage 
across the diode is v1(t)=[v.(t) — Vpx+]. In the case of a sine wave input with zero mean, 
the average voltage across the diode is v] =Vgpx). This dc level is recovered by low-pass 
filtering, amplified and used to drive the D’Arsonval indicating meter. Thus, meter 
deflection is proportional to the peak value of the zero mean sine wave input. In more 
general terms, for an arbitrary input vs(t), the mean value of v;(t) can be shown to be 
01(t) = —(+peak vs — 0s). 

To demonstrate this property, consider the pulse train waveform in Figure 8.32C. 
Its peak value is Vp and its average value is: 


<= _VpT, — V2T2 
= —___*~* S15 
; T+ T2 ( ) 
So, the average value of v(t) is the (-peak-above-average) value of vs(t): 
_ VpT) — V2T2 T2(Vp + V2) 
Vi =-|V = 8.76 
; | ; Meee er oe 


Peak reading voltmeters are generally calibrated in terms of the RMS of a sinusoidal 
input. The input impedance of the diode probe of a peak reading voltmeter can be 
shown to be Zjn = R,/3, where in general, Rs << R; [Angelo, 1969]. 

A second type of peak reading electronic ac voltmeter is shown in Figure 8.31D. In this 
simple circuit, the capacitor acts as the low-pass filter. The capacitor charges up to the 
positive peak value of vs(t). Hence, the average output of the detector is v;(t) = Vspx). 
Charge leaks off C through R,, with a time constant adjusted to be about 0.5s. The input 
impedance of the peak rectifier can be shown to be Zjyy=R,/2 at frequencies where 
1/wC<R, [Angelo, 1969]. A peak-to-peak reading ac voltmeter can be made from 
a positive and a negative peak rectifier connected to a dc differential amplifier, as shown 
in Figure 8.32. 


8.5.2.3 True RMS AC Voltmeter of the Feedback Type 

The circuit for this ac voltmeter is shown in Figure 8.33. In the heart of the circuit are 
two, matched vacuum thermocouples. The heater current of the input thermocouple is 
derived by ac amplification (or attenuation) of the ac input signal, Vs. The heater current 
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FIGURE 8.31 

A. Schematic of a diode, peak detecting ac voltmeter. B. Steady state waveforms in the peak detector given a 
sinewave input. C. Steady state waveforms in the peak detector given a pulse train input. D. A second type of 
peak reading ac voltmeter. 


of the feedback thermocouple comes from the dc current through the D’Arsonval meter 
movement. We will show below that the dc meter current is proportional to the true 
RMS value of vs(t) when certain conditions of the circuit parameters are met. 

After attenuation and/or amplification by the linear ac amplifier, an ac signal (vs(t)), 
proportional to vzs, is applied to the input thermocouple heater, causing a rise in its 
temperature and a resultant dc output voltage, Vrs, from the thermocouple junction 
attached to the input heater. The input to the high gain dc differential amplifier is 
the difference between Vrs and Vrr, Vrp. Vrp is amplified and produces a dc output 
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FIGURE 8.32 
Schematic of a peak-to-peak reading ac 
voltmeter using a DA. 


Limiter 


FIGURE 8.33 
Simplified schematic of a feed- 
back type, true RMS AC volt- 


meter. 
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voltage, Vop. The dc meter current is thus Ij = Vop/(Ro + Ru + Ru). From inspection of 
the circuit, we can write the following equations: 


R=R,+Ru+Ruy (8.77) 
Vrs = Krvtis (8.78) 
Vir = Kr Vig = Kr(Rulu) (8.79) 


In the equations above, R, is the output resistance of the dc differential amplifier, Kp is its 
gain, Ry is the thermocouple heater resistance, Ry is the dc microammeter’s resistance 
and Ky is the thermocouple’s transfer gain in volts/mean squared volt. The dc meter 
current can be written from Ohm’s law: 


_ Kp(Vrs — Vrr) te KpKr(0?,, — Vijr) 


Im R R (8.80) 
If we substitute for Vizr, we obtain a quadratic equation in Iy: 
IM? ,m_R___ Mis _ 0 (8.81) 
KpKrR?, — Re, 
The solution to this equation is of the form: 
R 1 R2 40? 6 
IM= — ae 4 ee ee (8.82) 


We extract the 4/R2, factor from equation 8.82 above and write: 


p= Sag / Ro Vc (8.83) 


+ 
2KpKrR%, Ru (@KpKrRuy 


R 
Now, if we make Vuscrms) => Kok Ry’ Ivy is approximately given by: 
Im = Vusrms)/Ru (8.84) 
Vop is given by: 
Vop = (Vusrasy)/Rx)(Ru + Rx) V de (8.85) 


In a typical vacuum thermocouple, Iquaxy through the heater is 16mA, and the heater 
resistance is 35. Thus, Vsrrms, MAX) is 0.56 V. Now if we let Kp =10°, Kr=3 x 107, 
Ry =250 Q and R,=50 Q, then Viscrms, min) Would be around 1 mV. This design gives the 
meter around a 560:1 dynamic range over which meter deflection is proportional to the 
true RMS value of v(t). 
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The Hewlett-Packard model 3400A true RMS voltmeter used a design similar to the 
one analyzed above. 


8.5.2.4 True RMS AC Voltmeters Using the Direct Conversion Approach 


In Section 2.6.4, we saw that there are several dedicated ICs available that will perform 
true RMS conversion on ac signals. The dc output of these ICs can be conditioned and 
used to drive a D’Arsonval dc microammeter. The maximum frequency response for a 
specified % error in conversion is generally obtained for maximum ac input. For example, 
The AD536 RMS converter has less than 1% error at frequencies up to about 140 kHz, 
when its input is a 7 V RMS sinewave, and less than 1% error at frequencies up to 6 kHz 
when the input is a 10 mV RMS sinewave. Thus, to make a true RMS voltmeter with ICs 
of this type, we need to adjust the input gain or attenuation such that the input to the IC 
is always as large as possible, without saturating the circuit. One way of insuring this 
accuracy and dynamic range is to always make measurements on the top one-third of 
the meter scale. 

For some interesting TRMS voltmeter designs and applications of TRMS converter 
ICs, the reader should consult Analog Devices’ RMS to de Conversion Application Guide 
(1983). 

Note that it is possible to build a TRMS analog voltmeter from a wide bandwidth 
analog multiplier, a low-pass filter, and a square root circuit. Such a circuit is capable of 
a wider bandwidth than is obtainable with a TRMS converter IC (e.g., if a four-quadrant 
analog multiplier such as an AD834 is used, an input signal bandwidth of 5Hz to 
over 20 MHz for peak input voltages up to 10 V). The schematic of a squarer-averager- 
rooter is shown in Figure 8.34. Again, maximum performance in terms of low error and 
maximum bandwidth is obtained with the use of the full dynamic range of the analog 
multiplier and square rooter. The analog multiplier used in the square-rooter does not 
need outstanding bandwidth since it is operating on dc, so a high accuracy analog 
multiplier such as the AD534 can be used here. 


FIGURE 8.34 

Schematic of a true RMS converter 
using an analog multiplier as a squarer, 
an op-amp low-pass filter averager and 
a square root circuit. A dc output is 
obtained. 
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8.5.3 Measurements of Amplifier Noise Voltages, Noise Factor and Figure 


In making noise voltage measurements, one must be certain that the noise being 
measured is indeed uncontaminated by coherent interference or hum from sources 
external to the system under measurement. The best way to gain this assurance is to 
visualize the noise spectrum in question on a modern, sampling, FFT spectrum analyzer. 
Such instruments generally display a one-sided, root power spectrum whose units 
are RMS V//Hz. The presence of any spike-like peaks generally indicates the presence of 
contamination of the desired spectrum by coherent interference. Obviously, steps must 
be taken to remove extraneous coherent voltages from the desired spectrum in order 
to obtain valid noise measurements. 

The quantitative measurement of noise and noise figure requires the use of true RMS 
ac voltmeters, such as we have described above. Noise measurements also require 
knowledge of amplifier gain and the equivalent Hertz noise bandwidth of bandpass 
filters that are conditioning the noise from the noise source(s). Noise measurements can 
be subdivided into two categories—the use of narrow bandpass filters to characterize 
the power density spectrums of noise sources, and broadband noise measurements over 
the entire bandwidth of a signal conditioning system. We are often interested in 
measuring the equivalent input noise sources of an amplifier, enq(f) and ina(f). nal f) is 
the equivalent, short circuited input noise of the amplifier. It is a root power spectrum 
and its units are RMS V/V/Hz. énal f) generally increases at low frequencies, is flat in 
a mid-range and rises again at high frequencies. Ideally, in order to obtain a maximum 
SNR at the amplifier’s output, we would like to condition the input signal over a range 
of frequencies where é,,(f) is a minimum. 

Figure 8.35 illustrates a system which can be used to measure the flat, white noise 
portion of the e,a(f) root spectrum. It is often necessary to follow amplifier Al with a 
second, high gain, low noise amplifier, A2, which has a broader bandwidth than A1. That 
is, the bandpass characteristics of Al dominate the system and determine B, the 
equivalent system Hz noise bandwidth. It can be shown [Northrop, 1990] that as long 
as the mid-band gain of Al is greater than 5, any noise from A2 is negligible in the 
measurement process. If we assume é,,,(f) is flat over B, then we can write an expression 


. True rms 
na voltmeter 


SC 


ng (frmsV/NHz 


dB 


FIGURE 8.35 
Circuit used to measure the white noise portion of @;,q from Al. The noise passband excludes the 1/f region of 
the e2, power density spectrum. 
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for the noise power density spectrum at the system output, Syo(f): 

Sno(f) = ey |Hi2( j2zf )|? (8.86) 
The RMS meter must have a flat frequency response which is wider than that of A1. 
The RMS noise read by the meter is given by: 


UNO(RMS) = | eX, |Hi2( j2zf )° df = en Kvi2 VB RMS V (8.87) 
0 


where 
B= | |Hy2( j2xf )|? df /K,, Hz (8.88) 
0 


and Ky2 is the mid-band gain of the cascaded amplifiers Al and A2, and Hy2(j2zf ) is 
the frequency response of the cascaded amplifiers. If e,,(f) is not flat over B, then the 
RMS output noise voltage is given by: 


ewoxssy = | a) [Phat inf Pdf (8.89) 
0 
To measure é,,,(f) in its low frequency, 1/f region, we note that the e,,, power density 
spectrum can be described by: 
e (f) = b/f +e, MS V/Hz (8.90) 
Now, we use a narrow bandpass filter to examine the spectral power of e?,(f). We assume 
that the filter has a rectangular bandpass characteristic with peak gain Kr and noise 


bandwidth BHz. Referring to Figure 8.36, we see that the mean squared output 
noise is given by: 


fo+B/2 
No = KE Ky af + ey Kp Kin B 
fo—B/2 
2 1 
Po = KiKi n( 55 as 7) ie | (8.91) 


where Q=f,/B. From equation 8.91 above, we can solve for the b coefficient: 


_ [on /(KeK ina) — eB] 


984) 


Hz (8.92) 
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FIGURE 8.36 


System used to measure the 1/f portion of the e 


“a POWer density spectrum. 


In certain modern, low noise op-amps, ey is about 3nV//Hz and b is about 27 x 
10~'8 MSV. 

Although in many applications, the amplifier’s equivalent input noise current, i,,(f), 
has negligible effect on the output SNR, there are instances where its value does have 
an effect. To measure the effect of ina(f), we replace the input short circuit with a resistor, 
R, at temperature TK. Now, there are three sources of noise voltage at Al’s input: ey, 
the Johnson noise from R (assumed white), and the noise i,,R. Using the procedures 
from Chapter 3, we can write an expression for the mean squared output noise: 


tio = | [2,(f) + 4ETR + R22,(f)] Ha j2af )? df MSV (8.93) 
0 


Now, if we assume both e,, and i, are white over B, equation 8.93 can be simplified to: 
Trig = (ee, + 4KTR + R°72,] K2-.7B MSV (8.94) 


Since we know that Kyo, B, @na, R, T and B, it is easy to calculate i,,,: 


2 
2? = (a Se 44TR) /R° MS A/Hz (8.95) 
V12 


Our final topic in this section will be to describe how we can measure an amplifier’s spot 
noise figure, NF. Spot noise factor, F, is defined as the ratio of the mean squared signal 
to noise ratio at the amplifier’s input to the mean squared signal-to-noise ratio at 
the amplifier’s output. An ideal, noiseless amplifier would have an F=1. An amplifier’s 
noise figure is defined as 10 logo (noise factor). An amplifier’s spot noise factor is a 
useful measure of its noise performance under various conditions of source resistance 
and frequency. 
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‘= True rms 
voltmeter 


FIGURE 8.37 
Circuit used to measure the spot noise figure of amplifier Al over a wide range of frequencies. Amplifier A2 is 
assumed noiseless. 


A circuit which can be used to measure spot noise figure of amplifier Al is shown 
in Figure 8.37. A sinusoidal voltage source is used at the input to enable the measurement 
of Fspor. A narrow bandpass filter (NBPF) with peak gain, Kr, and equivalent Hz noise 
bandwidth, B, is used to select the range of noise frequencies for the measurement. 
A broadband, true RMS responding meter is used to read the total RMS voltage at 
the amplifier output. With the switch in position A, the meter reading squared can be 
written as: 


Noa = | Kia Hr j2ztf )I* [ena f) + tna R§ + 4KTRS] df 
0 


Doi = | Kinz He j2zf I? &2,(f ) df + Kpy KpB(e,R3 + 4kTRS) MSV (8.96) 
0 


Note that the bandwidth of the meter and the amplifier are assumed to be greater 
than and overlap that of the NBPF, so that the filter’s frequency response curve is 
dominant. Now, the switch is set to position B and the sinusoidal source is adjusted to 
the center frequency of the NBPF. Its amplitude is adjusted until: 


oe) 
UNOB = 2UNOA = KK} 1(V3/2) =F | Kp |Hp( j2zf y ena f) df 
0 


(8.97) 
+ Kj. K7B(i2,Rg + 4kTRs) MSV 
Now, the MS SNR in bandwidth B at the amplifier’s input is 
SNRw = % (8.98) 
IN ~ AkTRsB 


The SNRo is: 


SNRo = 8 / | Keo HeC2nf Peg) df + KpraKPBUEARE + 4KTRs) (8.99) 
0 
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Now, the spot noise factor, 


SNR 
Fspor = SNRe (8.100) 
can be written, after some algebra as: 
J |\AeG2zf )Pez.(f) df/Ke + Be ,R3 + 4kTRs) 
Fspor =° AKTRsB (8.101) 


If we combine equation 8.96 and equation 8.97, it is easy to show that the numerator of 
equation 8.101 is equal to V2/2, which is the mean squared sinusoidal input signal of 
frequency, f,, required to make Caos = 2086 4. Lhus, we can finally write the expression for 
the spot noise factor as: 


v2/2 


Fspor = 


Note that Vs is the peak value of the sinusoid of frequency, f,, required to make the 
true RMS meter reading increase by /2 when the switch is in the B position, B is the 
NBPF’s equivalent Hz noise bandwidth and T is the temperature in K of Rs. Fspor is often 
presented as a plot of 10 logio(Fspor) vs Rs and f, values by manufacturers of low noise 
amplifiers and transistors. 

An alternate means of measuring Fspor makes use of the same circuit as in Figure 8.37, 
except that the sinusoidal source is replaced with a calibrated, broadband, white noise 
source with a flat spectrum in the 1/f region of @,,. The same procedure is followed. 
First we measure Tie 4, and then adjust the noise source level to ore MS W/Hz so that 
Vyop = 2Umoa- It is left as an exercise for the reader to show that for the noise source 
method, 


2 
Fspot = rae (8.103) 
Note that the center frequency of the NBPF and its noise bandwidth do not appear 
in this simple expression, but they should be specified in presenting the calculated 
values for Fspor. In general, a different value of eys will be found for each point in (fo, Rs) 
space. 

Often, we wish to measure the RMS voltage of a noise source in bandwidth B when 
the noise is of the same order of magnitude or smaller than the noise arising in our signal 
conditioning amplifiers. Figure 8.38 illustrates a means of measuring such low level noise 
voltages. The noise voltage under measurement, evs, appears in series with a Thevenin 
source resistance, Rs. This source is connected to two identical amplifier channels with 
gain Ky and noise bandwidth B Hz. Both amplifiers have short circuit input equivalent 
voltage noise sources which are statistically equal, have zero means, but otherwise, are 
independent and uncorrelated. The outputs of the two channels are multiplied together 
using a precision, four-quadrant, broadband, analog multiplier. The output of the 
multiplier is then passed through a low-pass filter to average it. For simplicity, let us 
assume that the noises have finite bandwidths less than B. Thus, the multiplier output 
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Analog 
multiplier 


FIGURE 8.38 
A correlation detector used to measure the mean squared voltage of the noise source, é,,<(f) and of the Johnson 
noise from Rg over the bandwidth B. éyqq) and eng) have no effect on Vp 


can be written as: 
vm(t) = (0.1) {Kv[uns(t) + €nai(t)} {Kv[ons(t) + ena2(t)]} 
= (0.1) Kp [ons(t) + ons(Pena2(t) + nai (t)ons(t) + enai (Eena2(E)] (8.104) 


Low-pass filtering vy(t) effectively computes vy. Since the three voltages have zero 
means and are statistically independent and uncorrelated with one another, the average 
of each cross-term product is the product of the averages, which by definition, are zero. 
Thus, the output of the filter is a dc voltage, Ve given by: 


Vr = (0.1K? v5 (8.105) 


Vy is thus proportional to the mean square of the noise voltage under measurement, 
taken over bandwidth B. The effects of the amplifier voltage noise drops out; we have 
assumed the current noise to be negligible (i.e., ing Rs <€yq). Also, because of Rg: 


Dig = (AKTRs + yyc)B (8.106) 


An approximate means of estimating the RMS value of a broadband, Gaussian noise 
source was described by Hewlett-Packard. The tangential noise measurement method is 
extremely simple. It makes use of a dual beam oscilloscope. The noise voltage is applied 
to both channels with the same gain. At wide trace separation, we see two, ‘grassy’ noise 
traces separated by a dark band. The vertical position control of one trace is then 
adjusted slowly to bring the grassy traces together to a critical separation, so that 
there is no dark band between the traces (i.e., there is a uniform illumination of the CRT 
screen between the traces). It can be shown that this condition corresponds to a trace 
separation of two standard deviations of the Gaussian noise. Referring to Figure 8.39, 
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FIGURE 8.39 
Noise measurement by the tangential method using a dual trace oscilloscope. A. Oscilloscope display showing 


two noise traces separated by a dc voltage, (V_j—V_). The dc trace separation is adjusted until the noise appears 
as a solid band. B. Average CRT face intensity as a function of vertical deflection voltage. 


we see that: 


= ae (8.107) 


Ox 


If the measurement is repeated five times and the results averaged, the o, is claimed to 


be accurate to about +0.5dB, or 46%. 
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8.6 AC Current Measurements 


AC current measurements can be made over a wide range of frequencies and amplitudes. 
At audio and power frequencies, currents can be measured from nanoamperes to 
hundreds of kiloamperes. Different ranges require different techniques, which we shall 
describe below. At radio frequencies, the techniques available are considerably fewer. 
Regardless of the meter mechanism employed, ac ammeters are generally calibrated 
in terms of RMS of a sine wave. 


8.6.1. Electromechanical (Analog) AC Ammeters 


Most of the electromechanical meter movements we have already discussed in 
considering ac voltmeters can be used for ac ammeters, with attention to their range 
and input current frequencies. To measure currents above the full scale sensitivity of the 
meter movement, a shunt must be used. For currents in excess of about 5A, a 50mV 
external shunt is generally used. Recall that a 50mV shunt has a resistance such that, 
when the full scale current enters it, 5|0mV is developed across the parallel combination 
of the shunt and the 50 mV voltmeter which reads the current. Shunts are typically used 
for high current measurements at audio or power line frequencies using thermocouple, 
electrodynamometer, or iron vane millivoltmeters. They are not used with electrostatic 
or D’Arsonval/rectifier type ac meters. The thermocouple ammeter can be used at radio 
frequencies up to 50 MHz or so. The other meter movements, using coils, are only useful 
at power line frequencies. 

Another means used at power line frequencies to measure high currents on conductors 
at high potentials is the current transformer. One or more turns of the alternating current 
carrying conductor are passed through the center of a high permeability, toroidal 
iron core, inducing a sinusoidally changing magnetic flux. Also wound on the toroidal 
core are a number of turns of wire which are connected to an ac ammeter, generally 
having a dynamometer or iron vane movement. Figure 8.40A illustrates a typical current 
transformer circuit. In a Midwest Electric Products, Inc. current transformer, the 
secondary (meter) winding was found to have a resistance of 0.04 Q, an inductance of 
3.66 mH, and a turns ratio of 75/5. This transformer was rated for 2 VA, and works over a 
25-400 Hz range. Stout (1950) gave a current transfer function for the current trans- 
former as: 


Aoi ng I, 5 
pe 1 +p sin(o+ 6) (8.108) 


where 11/1, is the ratio of secondary (output) winding turns to primary (input) turns, I, is 
the excitation or magnetizing component of the primary current, I, 6 is the power factor 
angle between V; and J; and includes both the effect of the load (burden) and the current 
transformer. I> is the ac current in the secondary ammeter, and ¢ is the angle between the 
net magnetic flux in the current transformer’s core, ®y and the equivalent sine wave of I). 
A phasor diagram showing currents and flux in a typical current transformer is shown 
in Figure 8.40B. Current transformers should never be operated with their secondaries 
open circuited since dangerous high voltages can exist there. 

The clamp-on ammeter is a portable version of the current transformer in which the 
secondary load impedance is high, so sufficient secondary EMF is developed to 
operate an ac millivoltmeter, or a D’Arsonval/rectifier type ac voltmeter. Another meter 
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FIGURE 8.40 
A. A current transformer used at 
power line frequencies. B. Phasor 
diagram showing the current and 
flux vectors in a typical current 
transformer. 


movement used with a clamp-on ammeter is the rotating iron vane type used in the 
Columbia Electric Mfg. Co. “Tong Test Ammeter’. In the Columbia meter movement, 
magnetic flux induced in the iron jaws by enclosing a current carrying conductor, acts to 
draw an iron vane into an airgap at the base of the jaws. This torque acts against a torsion 
spring, producing a pointer deflection which is a nonlinear function of primary current. 
Mechanical damping is produced by eddy currents induced in an aluminum damping 
pan. Ranges are changed in the Columbia clamp-on ac ammeter by plugging in different 
meter assemblies into the air gap in the clamp-on jaws. Full scale currents of 20-1000 A 
RMS are available. The bottom 20% of the Columbia meters’ scales is not useful, because 
of deflection nonlinearity. 

Yet another means of measuring ac current makes use of a compensated thermocouple, 
illustrated in Figure 8.41. Two, large copper blocks serve as attachment points for the 
input current line and as thermal reference points. The heater element is attached 
between the blocks, and the hot junction of the thermocouple is spot welded to the 
middle of the heater. The ends of the thermocouple wires are attached to copper strips, 
which are in intimate thermal contact with the copper blocks, but electrically insulated 
from them by mica sheets. The leads to the D’Arsonval microammeter are attached 
to the copper strips. The ac (or dc) input current causes a temperature rise in the heat- 
ing element, which is sensed by the thermocouple. The voltage drop across the 
thermocouple’s heater is designed to be 0.15 V at full scale current. Hence, this type of 
ammeter absorbs 150mW for each ampere of full scale range. This type of ammeter 
operates at dc, at ac frequencies up to 50 MHz and for full scale currents of 5-50 A RMS 
[Stout, 1950]. 
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FIGURE 8.41 

Section through a compensated thermoelement device used to measure the mean squared values of dc or ac 
currents. Note: B=bakelite base, Cu=copper blocks, CT=current input and output terminals, H = heater 
element, HTC] = hot thermocouple junction, CJ1 and CJ2= compensating (cold) thermocouple junctions. 


8.6.2 Electronic and Magneto-Optical AC Ammeters 


To measure ac currents smaller than the full scale currents required to operate the 
inefficient electrodynamometer and iron vane meter movements (about 50 mA RMS) or 
the full scale current for vacuum thermocouple ac ammeters (about 3mA RMS), it is 
necessary to amplify the current, or a voltage proportional to the current. The operational 
transresistor op-amp circuit offers a means of measuring very small ac currents flowing 
into ground, ranging from picoamperes to about 10mA. In this case, the op-amp’s 
summing junction appears as a virtual ground, as shown in Figure 8.42. The ac voltage 
at the output of the operational transresistor is simply V, = —Rrl, and can now be 
displayed by any of the conventional ac, analog indicating meters we have discussed 
above, or digitally. 

Another means of measuring low level ac currents is to use a current transformer 
followed by an ac amplifier, followed by an ac analog indicating meter, or digital readout. 
Pearson Electronics, Inc. makes a variety of wide bandwidth current sensors which have 
a voltage output. For example, the Pearson model 2877 current sensor has a 50 2 output 
impedance, an open circuit transresistance of 1 V/A, a maximum peak current of 100A, 
maximum RMS current of 2.5 A, a 2ns rise time, a 0.2%/j4s droop and —3 dB frequencies 
of 300 Hz and 200 MHz. At the other end of the current measurement range, the Pearson 
model 1423 has an open circuit transresistance of 0.001 V/A, a maximum peak current 
of 500,000 A, a maximum RMS current of 2500 A, a 300 ns rise time, a 0.7%/ms droop and 
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FIGURE 8.42 + 
The operational transresistor circuit is used to 
convert a small current to a voltages, V,. => 


550 Introduction to Instrumentation and Measurement 


Magnetic core 


Current-carrying 
conductor 


Hall sensor 
FIGURE 8.43 


A Hall sensor used to measure the ac 
current in a conductor. The Hall output 
voltage is proportional to the product of By 
I, hence I. 


Air gap 


—3 dB frequencies of 1 Hz-1.2 MHz. Current transformers, such as the Pearson sensors, 
find application in measuring current transients in insulation breakdown studies, and 
in investigations of high power pulse circuits using SCRs, hydrogen thyratrons, strobe 
tubes, klystrons and magnetrons. Of course, steady state sinusoidal currents can also be 
measured. Since the maximum current sensitivity of the Pearson model 2877 sensor is 
1 VA, it is possible to resolve ac currents in the pA range using appropriate low noise 
amplifiers and bandpass filters. 

Another means of measuring ac current in a conductor is to measure the magnetic 
field around the conductor. A sensitive Hall effect sensor probe (Section 6.4.6.2) can be put 
next to the conductor to intercept the solenoidal B field. The ac output voltage of the Hall 
sensor is amplified and then used to drive an appropriate meter. For more sensitive 
current sensing, a flux concentrating, iron ‘C’ core can be put around the conductor, as 
shown in Figure 8.43 and the Hall sensor put in its air gap. The ferromagnetic material 
and the length of the air gap must be chosen so that the magnetic material does not 
go into saturation at the desired, full scale, ac current to be measured. 

The final ac current measuring system we will consider is the Faraday magneto-optic 
sensor, discussed in some detail in Section 6.7.1 of this text. A good, physical discussion 
of the Faraday magneto-optic effect can be found in Chapter 7 of the optics text by 
K. D. Méller (1988). Some of the earliest work on fiber optic Faraday effect current 
sensors was done by A.J. Rogers (1973). As shown in Figure 6.39 in this text, the 
Rogers system uses a ratio detector to make the system insensitive to amplitude 
variations in the laser source. Section 6.7.1 describes the operation of the ratio detector 
and shows that the output of the ratio detector is a sinusoidal voltage at power 
line frequency with peak amplitude proportional to the peak amplitude of the 
conductor by the Verdet constant. After amplification, this line frequency voltage 
can be displayed by one of the many ac responding meters we have described above. 
Other Faraday magneto-optic current sensor designs have been described by Cease 
and Johnston (1990) and Nicati and Robert (1988). 


8.7 Magnetic Field Measurements 


There are many applications in the design of rotating electric machines (alternators, 
dc generators and motors, brushless dc motors, stepping motors, induction motors, etc.) 
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where it is useful to be able to measure the magnetic field strength in air gaps in order to 
verify designs. There are also many applications in physics and chemistry, where it is 
necessary to measure magnetic fields (e.g., in mass spectrometers, magnetic resonance 
imaging systems and in particle accelerators). Recently, power line frequency magnetic 
fields have been implicated as possible contributing causes in health problems including 
birth defects, leukemia and cancer [EPRI Journal Jan/Feb 1990]. Thus, measurement of the 
spatial distribution of 60 Hz B fields in areas containing people, experimental animals or 
cell cultures is important for the clarification of the significance of 60 Hz B fields in health 
problems. The magnetic field vector, B, is also called the magnetic induction or the magnetic 
flux density. Its units are newtons per coulomb divided by meters per second, or 
equivalently, volt seconds per square meter, or webers per square meter. The more 
common units for B are gauss (1 weber/m*=10* gauss), or teslas (10*gauss=1T). 
Magnetic flux is defined as the integral of B over an area perpendicular to B, or: 


’ = |p dA (8.109) 
S 


The units of magnetic flux are webers (MKS), or maxwells, found by integrating one 
gauss over one square centimeter. The vector H is called the magnetic field. It it related 
to B by the well-known relation, H = B/p. The MKS units of H are newton/weber 
or amperes/meter, and the CGS units of H are oersteds (1 A/m=4z x 10? oersteds). 

There are a variety of magnetic sensors which can be used to measure dc and ac B fields 
in space. The first and most basic means is the solenoidal search coil. If the B field 
is homogeneous over the area of the coil, a time varying B field will induce an open 
circuit EMF given by the well-known relation: 


Em = NAB cos(6) (8.110) 


where N is the number of turns in the coil, A is the area of the coil, 6 is the angle B 
makes with respect to a normal to the coil’s area, and B = dB/dt. In most power line B 
fields, B(t) = B, sin(wt), so: 


eu(t) = N Acos(@) w By cos(at) (8.111) 


If the B field is constant (e.g., the Earth’s magnetic field), an EMF may be induced in 
the coil proportional to B by rotating the coil at an angular velocity of , r/s. In this case, 
the cos(@) term becomes cos(w,t) and the induced EMF is given by: 


em(t) = NAB @, sin(axt) (8.112) 


Several variations on the rotating coil magnetic field meter were described by Lion (1959). 
For example, a coil can be mechanically sinusoidally oscillated around a center position 
in which a constant B vector is parallel with the plane of the coil, as shown in Figure 8.44. 
The EMF induced in the coil can be shown to be given by: 


eu(t) = NAB a,c, cos(a,t) (8.113) 


Here, a, is the angle over which the coil is oscillated at mechanical radian frequency, @,, 
so a(t) = a sin(a,t). We assume that a@ <15°. 
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FIGURE 8.44 
An oscillating search coil used to measure a dc 
magnetic field. (Lion, 1959) 


Three orthogonal search coils can be used to determine the magnitude and direction of 
a power line frequency B field. The B vector can be resolved into three orthogonal vector 
components, Bx, By and Bz. Each component may be considered to produce an EMF in 
its respective search coil. Referring to Figure 8.45, we see that in spherical coordinates, 
the three components of B can be written as scalars: 


Bz = B cos(@¢) (8.114a) 


FIGURE 8.45 
Three, orthogonal search coils used to measure the x, y and z components of a time varying magnetic field. 
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Bx = B sin(@) cos(@) (8.114b) 

By = B sin(¢@) sin(@) (8.114c) 
where ¢ is the co-latitude angle measured between the positive y axis and B, and 6 is 
the longitude angle, measured between the positive x axis and the projection of B on the 
xy plane. This projection is B, and is equal to: 


B, = Bsin() (8.115) 


From equation 8.113 above, we can write expressions for the instantaneous EMFs induced 
in the coils: 


emx(t) = NA @B sin(¢) cos(9) cos(wt) (8.116a) 
euy(t) = NA @B sin(¢) sin(6) cos(at) (8.116b) 
emz(t) = NA wB cos(@) cos(wt) (8.116c) 


Now, it is easy to show that if we square each of the coil EMFs with four-quadrant 
analog multipliers, average each multiplier output by passing it through a low-pass filter, 
add together the mean square voltages, then take the square root, we will obtain a dc 
voltage proportional to B, regardless of the orientation of the three coil probe in the B 
field. This process is illustrated in Figure 8.46. Numerically, B can be shown to be: 


_ BV, 


B= 
NAow 


(8.117) 


(We assume all coils to have identical Ns and As.) The angles ¢ and @ can also be found 
relative to the probe’s x, y and z axes from trigonometric identities, although this is 
tedious. A better way to find the direction of B is to experimentally orient the probe 
so that eyx(t) is maximum, and eyy(t) and eyz(t) are minimum. Now the angle of B is 
parallel with the probe's x axis. 

Analog Hall effect sensors provide another major means of measuring either constant 
or time varying magnetic fields. The physics governing the behavior of Hall sensors 
were described in detail in Section 6.4.6.2. It was shown that the Hall sensor EMF is 
given by: 


B(#) cos(@)1.(f) Ry 


Ep(t) = i 


(8.118) 


where @ is the angle B makes with the xz plane, I,(f) is the current flowing in the +x 
direction (electrons in the n-semiconductor drift in the —x direction) and Ry is the Hall 
constant, where Ry = —1/qd for an n-semiconductor, and Ry = 1/qd for p-semiconductor. 
q is the magnitude of the electron charge, d is the density of the carrier doping in the 
semiconductor and h is the thickness of the Hall slab in the y direction. In the operation 
of most analog Hall sensors, I, is generally dc. However, in the measurement of a low 
level, constant B, a sinusoidal or square wave, I(t) can be used to permit noise reduction 
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FIGURE 8.46 
Electronic system to compute the magnitude of the B(t) vector using the Pythagorean theorem. 


by the amplification of e;;(t) out of the 1/f noise region, and also, synchronous rectification 
can be used to further improve SNR. 

Modern analog Hall sensors can be purchased with built-in IC dc amplifiers, or as the 
basic sensor chip. Unamplified Hall sensors have conversion gains ranging 10-55 mV/kG. 
Through the use of a 9in, flux concentrating iron bar, the F. W. Bell model BH-850 Hall 
sensor has a gain of 18 mV/gauss. Normal operating current for the Bell BH-850 sensor is 
200 mA. The resistance in its current path and its Thevenin output resistance for Ey; are 
both 3.5 Q, giving good low noise performance. 

Various companies make gaussmeters for various applications having either analog or 
digital meter readouts. For example, The Bell model 615 digital gaussmeter, a benchtop 
instrument, reads 10-10° gauss in five ranges, has a dc to 2kHz frequency range, is 
accurate to +0.5% of FS and has a readout resolution of 1 part in 10°. The Bell model 
4048 is a handheld, portable, digital gauss/tesla meter, with three full scale ranges—200, 
2000 and 2 x 10*G. Accuracy is +2% of reading for dc fields, +2.5% for 45-100 Hz ac 
fields, +2% for 100 Hz-3 kHz, and 46% for 3-5 kHz fields. This instrument is available 
with transverse and axial Hall probes. 

The practical lower limit of Hall sensor sensitivity is set by noise, both from the sensor’s 
thermal and shot noise, as well as from the signal conditioning amplifier’s @yq and ing. 
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FIGURE 8.47 
Diagram showing the behavior of a moving electron which enters a region of uniform magnetic field (Bz out of 
page) of length /. The electron crosses the y axis with a net deflection from the center line of SY. 


Milligauss resolution is practical with most modern Hall sensors. To achieve higher 
sensitivity in magnetic field measurements, it is necessary to use sensors which utilize 
different physical principles. 

For example, at microwave frequencies, many materials exhibit a very strong Faraday 
magneto-optic effect (Section 6.6.1). The Verdet constant of certain ferromagnetic ferrites 
at 9 GHz is on the order of 0.1°/(oersted cm). By the use of such a ferrite, magnetic flux 
density variations on the order of 10-> gauss have been detected [Lion, 1959]. 

The deflection of a collimated, low energy electron beam by a B field is also an effective 
means of measuring low values of B, ranging from 2 x 10~° to 2 x 1074 gauss [Lion, 1959]. 
Figure 8.47 illustrates the geometry of the CRT used for such a measurement. Note that 
B must be perpendicular to the electron beam axis and the deflection axis. The electron 
beam is accelerated through a potential of V volts, giving the electrons in the beam an 
average velocity of: 


vx = /2VG@/m)ix m/s (8.119) 


where q/m is the ratio of electron charge to electron mass, and i, is a unit vector in the +x 
direction. The beam passes through L meters of a uniform magnetic field of strength Bz. 
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A Lorentz force of: 
Fy = —q(v x B) = —(qvx Bz)iy N (8.120) 


acts on each electron, causing the beam to deflect along a circular path with a radius R. 
R may be shown to be equal to: 


R =(movx)/(qBz)m (8.121) 


Krause (1953) shows that the beam deflection, SY, can be used to measure Bz. Referring 
to Figure 8.47, Bz can be expressed as: 


Bz = as /2 V(m/q) Wb/m* (8.122) 


Lion (1959) illustrates a means of detecting beam deflections, SY, too small to visualize 
on the phosphor screen of the electron beam magnetometer. The collimated beam strikes 
a split anode, shown in Figure 8.48. At zero Bz, the beam is positioned so that exactly half 
its electrons strike each anode plate. 

The anode currents are converted to two voltages which are subtracted by a dc 
differential amplifier. In the presence of a Bz>0, the beam deflects and more current 
strikes one plate than the other, causing an output signal. If this output signal is 
integrated and then conditioned to make a current to drive a deflection coil, the effective 
flux density of the deflection coil will be equal to —Bz in the steady state, giving a null 
output. 

The most sensitive magnetic field sensors are the SQUID magnetometers. SQUID 
stands for Superconducting QUantum Interference Device. SQUIDs find application in 
biophysical measurements in neurophysiology. The nerve action potentials are accom- 
panied by transient flows of electric currents, generally carried by ions. These transient 


CRT electron 
gun assembly 


Collector plates 


Collector plates 
(facing view) 
FIGURE 8.48 


Use of a cathode ray tube to measure Bz. The Lorentz force on the electrons passing through the orthogonal B 
field causes a deflection, Ay. 
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currents generate minute, time varying, magnetic fields which can be measured and 
located spatially in the brain by arrays of SQUID sensors [Ribeiro, Williamson and 
Kaufman, 1988; Northrop, 2002]. Besides studies in neuromagnetism, SQUIDs can be 
used in magnetocardiography, detection of changes in the Earth’s magnetic field in 
geological studies, etc. 

SQUIDs are made from various superconductor materials and are operated at the 
boiling point of liquid He at atmospheric pressure (4.2K). There is a possibility that 
SQUIDs can be made from special, high temperature semiconductors which can operate 
at temperatures up to 125K [Clarke and Koch, 1988]. 

Conventional dc SQUIDs are the most sensitive magnetometers available. They are 
made from a superconducting ring of niobium or lead, and operated in liquid helium. 
The ring has an inductance, L, in the picohenry range and is joined with two Josephson 
junctions, as shown in Figure 8.49A. The SQUID is really a four-terminal device—two 
terminals are used to input a dc bias current, Ip and the same two terminals to monitor 
the output voltage, V.. The voltage, V,, remains zero until the bias current reaches 
a critical value, I,. Then the output voltage increases with current and is also a function of 
the magnetic flux linking the SQUID ring. The dc bias current, Ip, is made greater than I,. 
The superconducting SQUID ring circuit undergoes the phenomenon of fluxoid 
quantization in which the magnetic flux linking the SQUID is given by n®,. n is an 
integer and ®, is the flux quantum, equal to h/2q= 2x10-' Wb. If we apply an 
additional flux, &;, through the SQUID ring, a supercurrent, Is = —®,/L is set up in the 
ring to create a flux which cancels ;. In other words, LIs = —®;. From Figure 8.49B, we 
see that at a constant bias current, the SQUID output voltage varies periodically as a 
function of ®/®,. This phenomenon is a lot like the generation of intensity variations 
due to interference rings in an optical system, such as a Sagnac gyro. The SQUID 
sensor is often operated as a feedback device, as shown in Figure 8.49C. A bias flux is 
adjusted so that V, is linearly proportional to small changes in input flux, 6®. V, is then 
conditioned and integrated and used to control the current in a feedback coil such that 
a flux —é6® is generated to cancel the input flux. This system operates the SQUID as a 
null-flux detector and is called a flux-locked SQUID. This closed loop operation permits 
a large dynamic range of input flux to be measured. As shown in Figure 8.49A, a super- 
conducting input coil must be used to couple the flux to be measured into the SQUID 
toroid. It appears that optimum SQUID sensitivity occurs when the inductance of the 
pickup loop, Lp, is equal to that of the coupling loop, Lc. Assuming noiseless flux 
coupling, Clarke and Koch (1988) showed that the equivalent flux density noise of 
the SQUID can be given by: 


By(f) = zi vee “) W/m?/)/Hz (8.123) 
P 


where a is the coupling coefficient between the squid and the input coil, r, is the radius 
of the input coil, |, is the inductance of the pickup coil and ¢(f) is the white noise 
energy/Hz of the SQUID: 


e(f) = 9kTL/RJ/Hz (8.124) 


where k is Boltzmann’s constant, T is in K, L is the SQUID’s inductance and R is 
the resistance shunting each Josephson junction in the SQUID ring. For a typical Nb 
SQUID with 100<L<500 pH, the noise energy is about 1 to 5 x 10°? J/Hz [Clarke and 
Koch, 1988]. With such low noise, it is possible to resolve magnetic flux densities on the 
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FIGURE 8.49 

A. Schematic of a dc SQUID device. Note: SR=superconducting ring of lead or niobium, JJ =Josephson 
junctions, Iz = dc bias current, L = inductance of the coupling coil, M= mutual inductance between coupling coil 
and the SR. B. Variation of SQUID output voltage at constant bias current as a function of the ratio of the applied 
flux to the flux quantum. C. A feedback or flux locked SQUID. 


order of 107 '* T/./Hz (1 tesla = 10? gauss). A very low white noise of 5 £T//Hz has been 
achieved using thin film technology. Of course, external magnetic noise pickup can 
confound sensitive measurements, so SQUID sensors are normally well shielded with 
layers of Mu metal, aluminum and even superconducting materials. 

To further reduce the pickup of unwanted magnetic field noise, use is made of a 
gradiometer coil, shown in Figure 8.50A. This coil responds to spatial non-uniformities in 
the field under measurement (i.e., 0B/dz). First order gradients from a magnetic dipole 
fall off as 1/r*, so the gradiometer coil discriminates against distant sources of 
interference in favour of local dipoles. Some workers have even used second derivative 
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FIGURE 8.50 
A. A SQUID with a gradiometer flux 
pickup. B. A SQUID with a second 
derivative gradiometer flux pickup. 


gradiometer coils which respond to 0?B/dz* to obtain even better resolution of local 
sources [Ribeiro, Williamson and Kaufman, 1988]. A second derivative coil is shown in 
Figure 8.50B. 

A comparison of the magnetic flux density resolution of common magnetometers 
is shown in Figure 8.51, adapted from Clarke and Koch (1988). Note that the non- 
superconducting coil gives very high resolution at frequencies above 1Hz and is 
generally robust and simple. The extra sensitivity of SQUID sensors is needed, however, 
for biomedical applications such as neuromagnetism and magnetocardiography. 


oom 


8.8 Phase Measurements 


It is often necessary to measure the phase difference between two periodic signals of 
the same frequency. In power distribution systems, the power factor angle between the 
ac supply voltage and the load current is of great economic and practical importance to 
the power generator and the end user. We have seen that several magneto-optical electric 
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current sensing systems have ac outputs in which the phase difference is proportional 
to an optical polarization angle change, induced by the magnetic field produced by the 
current under measurement. Also, phase information is important in the description of 
feedback system performance and filter behavior. 

Phase measurements can be classified as being done by analog or digital systems. 
To illustrate the concept of phase difference, let us define two periodic functions having 
the same frequency, but not coincident in time origin: 


v1 (f) = 11(E + T) = v1 (E + kT) (8.125a) 
v2(t) = v2(t + T + AT) = vo(t + kT + AT) (8.125b) 


where AT is the time difference between v; and v2, T is the period of v; and v2, and k is 
an integer. Figure 8.52A illustrates two sine waves having a phase difference. v2 is said 
to lead v, by a phase difference of yg, where: 


gy = 2n(AT/T) radians (8.126a) 
or 
gy = 360(AT/T) degrees (8.126b) 
if 
v1 (t) = Vi sin(at) (8.127a) 
and 


v(t) = V2 sin(wt + 9) (8.127b) 
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FIGURE 8.52 
A. Figure illustrating the phase difference between two sine waves having the same frequency and different 
amplitudes. B. A Lissajous’ figure on a dual beam oscilloscope face. 


8.8.1 Analog Phase Measurements 


Probably the simplest and easiest direct measurement of phase angle can be made on an 
oscilloscope using the Lissajous’ figure formed when two sine waves, given by equation 
8.127 are input to the x (horizontal deflection) axis and the y (vertical deflection) axis, 
respectively. In general, we see an ellipse on the CRT screen, as shown in Figure 8.52B. 
The ellipse must be centered at the origin (center) of the CRT screen. At f=0, v;=0 
and v2 = V2sin(). Thus, it is easy to show that the phase angle is given by: 


y = sin“ [Vy(0)/Vy(max)] (8.128) 


From equation 8.128, when the Lissajous’ figure is a straight line, g=0° and when it is 
a circle, g=90. Accuracy of the Lissajous figure method of phase measurement is poor 
near +90°. At phase angles near integer multiples of 180°, accuracy is better and is 
limited by the thickness of the oscilloscope trace, as also one’s ability to estimate the 
distances to its intersections with the vertical axis of the CRT’s graticule. 

Somewhat more accurate analog phase measurement techniques have been devised 
based on waveform averaging. Most of these techniques have been used in phase lock 
loops to implement the phase detector element [Northrop, 1990]. 
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FIGURE 8.53 
The analog multiplier (quadrature) phase 
detector. Volt) 


The first analog phase detector we will describe is the analog multiplier/low-pass 
filter. In this system, shown in Figure 8.53, the input signals must be in quadrature for 
proper operation. That is, 


01 (t) = Vj, sin(@f) (8.129a) 
and 
V2(t) = V2 cos(at + ¢) (8.129b) 
The output of the analog multiplier is: 
e(t) = (V1 V2/20)[sin(2at + v) — sin(¢)] (8.130) 
After passing through the low-pass filter, we have the dc component of e(t): 
é = —(V,V2/20) sin(y) & —(V1V2/20)@ (gin radians for g < 0.25R) (8.131) 


The sign change is the result of trigonometrical algebra. Linearity in this phase detector 
is preserved for ¢<12°, otherwise an inverse sine nonlinearity must be used to recover 
a voltage proportional to ¢. 

A NAND gate flip-flop (FF) phase detector, which works with TTL signals is shown in 
Figure 8.54A. The input analog sine waves are converted to TTL square waves by 
amplitude comparators connected as zero crossing detectors with hysterisis for noise 
rejection. The TTL square wave outputs from the comparators are further conditioned 
by one-shot multivibrators such as 74LS123s, which have narrow complimentary outputs 
with dwell times generally much less than T/100. A simple NAND gate R-5 flip-flop 
produces an output whose duty cycle depends on the phase difference between the input 
signals. As seen from the waveforms of Figure 8.54B, the FF output has a 50% duty 
cycle when g is 180°. The FF output, Z(t), is inverted and averaged by the op-amp low- 
pass filter and the dc level is adjusted so that, when g = 180°, the op-amp output voltage, 
Z, is zero. A plot of Z vs gy is shown in Figure 8.54C; note that it is periodic. 

An exclusive NOR gate can also be used for an analog phase detector. The input signals 
are converted to TTL square waves for input to the ENOR gate; the gate’s output 
is a double frequency TTL pulse train whose duty cycle varies linearly with gy. As in 
the case of the RSFF phase detector, the ENOR’s output, W(t), is averaged by low- 
pass filtering and the dc level is adjusted. The dc op-amp output, W, is also a periodic 
function of 9. 

A third, logic based phase detector IC utilizes NAND gates. Figure 8.55A illustrates 
the simplified innards of the Motorola MC4044 phase detector and shows how its two 
outputs can be connected to an op-amp circuit which does low-pass filtering and dc 
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FIGURE 8.54 

A. Schematic of a NAND gate, RS flip-flop phase detector. Note: XD = zero crossing detector, OSMV =one-shot 
multivibrator (e.g., 1/2 74123), FF = RS flip-flop, LPF = low-pass filter. B. Waveforms in the NAND gate flip-flop 
phase detector. C. Note the periodic form of this phase detector’s transfer curve which has zeros at odd 


multiples of 180° phase difference. 
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FIGURE 8.55 

A. Combinational logic used in the Motor- 
ola MC4044 digital phase detector. B. I/O 
characteristic of the MC4044 phase detector. 


adjustment. The I/O characteristics of the 4044 phase detector are shown in Figure 8.55B. 
Note that unlike the analog phase detectors described above, the output of the 4044 phase 
detector system is zero when y=0, and the linear range extends to a full +360°. 

Other analog phase detectors are of the switched amplifier design. Such switched 
detectors are also of the quadrature type. In effect, the signal v2(t) = V2 cos(a@t + ¢) is 
multiplied by the function, SGN[v,(f)]. SGN[x] is the well-known signum function; 
SGN[x < 0] = —1, SGN[x> 0] = +1. Thus: 


z(t) = Ka SGN[vi(#)]V2 cos(wt + 9) (8.132) 


From a consideration of the Fourier series for the SGN[v,] square wave, it is easy to 
show that for g<12°, the average of z(t), Z = Kpg. An example of a switched amplifier 
phase detector is illustrated in Figure 8.56. 


8.8.2 Digital Phase Detectors 


We have seen above that analog phase detectors generate waveforms whose average 
values are proportional to the phase shift, g. Digital phase meters, on the other hand, 
measure the time interval, AT, as set forth in equation 8.125b. The time interval is 
measured by counting clock pulses generated from a precision quartz crystal oscillator 
between successive, positive-going, zero crossings of v; and v2. For example, the Stanford 
Research Systems Model SR620 Universal Time Interval Counter uses a precision 90 MHz 
clock to count the intervals between the successive positive zero crossings of v; and 7. 
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FIGURE 8.56 

A switched amplifier phase detector. This is a quadrature detector with zeros at odd multiples of 90° phase 
difference between the sine wave input at x(t) and the TTL square wave at y(t). The output, z(t), must be low- 
pass filtered to recover V, proportional to sin(6z), where 6¢ is the phase difference between a cosine wave 
applied at x and a ‘sinusoidal’ square wave at y. 


It also measures the period, T; of v;. An internal microprocessor system then computes 
and displays 


gy = 360° AT/T; degrees (8.133) 


The SRS SR260 phase meter works in the range 0-100 MHz, has a total range of +180°, a 
resolution of (25x 107!” x (1/T,) x 360 +0.001)° and an error of less than +(10°? x (1/T;) x 
(360 + 0.001))°. The SR620 permits the averaging of a preset number of gs to compute a 
mean ¢ for greater accuracy in the presence of phase noise. The SRS SR620 is an example 
of a state-of-the-art instrument having an IEEE488 instrument/computer interface, and 
internally generated display voltages so that, in the absence of a host computer, the 
instrument output and status can be displayed on any XY lab oscilloscope. 

We next consider the millidegree phase meter of Du and Northrop. This system was 
described in detail in Section 7.4.2, and is illustrated in Figure 7.63. A phase locked loop 
is run from the reference input signal as a phase locked frequency multiplier. Originally 
designed to be used in an optical system in which the chopping frequency was 100 Hz, 
the Du and Northrop system generates a clock frequency which is 360,000 times the 
input frequency, or 36 MHz. Due to the 360,000:1 frequency multiplication of the PLL, 
there will always be 1 clock pulse per millidegree of input phase, regardless of any small 
drift in input frequency. The high frequency PLL clock pulses are gated to a cascade of 
three high speed, TTL counters (74F579) during the interval, AT, where v; >0 and v2 < 0. 
The total count is obviously equal to g in millidegrees. To improve accuracy in the 
presence of phase noise, the cumulative counts for N= 2* intervals, AT,,, can be averaged 
(k=0,1,...8 and n=1,2,...N). The upper bound on the input frequency of the Du and 
Northrop phase measuring system is set by the PLL VCO (50 MHz for an NE564) or the 
counters (115 MHz for 74F579s). Also, the range of frequency drift tolerated by the system 
is set by the lock range of the PLL. Another system limitation is set by counter overflow; 
a y over 46.6° will cause the counters to exceed their maximum count of 2**. 
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8.9 Frequency and Period (Time) Measurements 


There are two basic definitions of frequency—average frequency, measured as events 
(e.g., zero crossings) per unit time, and instantaneous frequency, measured as the 
reciprocal of the time intervals between successive events. Most modern frequency 
meters are digital systems which measure average frequency by counting events 
(cycles) over an accurately determined gate time. However, there are several other less 
accurate means of measuring frequency which may be used. Some of these methods 
compare the unknown frequency with a frequency standard. These include the Lissajous 
figure viewed on an oscilloscope, the zero beat heterodyne method, the FFT spectrum 
analyzer and the tunable filter. 

The oscilloscope can be used to measure frequency by comparing the unknown 
frequency to an accurate, variable frequency standard by a direct observation of the 
Lissajous’ figure on its CRT. The Lissajous pattern is made by putting the waveform 
with the unknown frequency on the y (vertical) axis, and the known frequency waveform 
on the x (horizontal) axis. When the known frequency is adjusted so that the observed 
pattern is either a stationary straight line, ellipse or circle, the known frequency exactly 
equals the unknown frequency. The Lissajous’ method works best at audio and low 
radio frequencies. 

The zero beat method also makes use of a variable frequency, standard sinusoidal 
source which is mixed with the unknown frequency signal. Recall that mixing, in its 
purest form is multiplication. Mixing can also be accomplished by adding the two 
signals together, and then passing them through a nonlinear amplitude transfer function, 
such as y =a + bx + cx* + dx?, etc. The output from the mixing process can be shown to 
contain sine waves having frequencies which are the sum and difference of the two input 
frequencies. Thus, as the variable known frequency is adjusted close to the unknown 
frequency, the frequency of the output difference frequency term approaches zero. 
This zero beat phenomenon can be detected by actually listening to the audio beat 
frequency resulting from mixing the standard frequency source with the unknown. 
The beat frequency method has an apparent dead zone, where the mixed difference 
frequency lies below the human range of hearing. Visual observation of the beat 
frequency signal on an oscilloscope or dc voltmeter can partially overcome the dead zone 
problem. 

Another means of estimating the frequency of a coherent signal is to observe its 
RMS spectrum on the display of a fast Fourier transform (FFT) spectrum analyzer. In such 
instruments, the frequency resolution is determined by the sampling frequency and the 
number of samples. Resolution can be as high as one part in 1024 in a 1024 point 
transform and is obviously lower for fewer points. 

The Wien bridge, which was discussed in Section 5.5.15 as a means of measuring 
capacitance. The Wien bridge is also unique in that its output exhibits a null at its 
tuned frequency, behaving like a passive notch filter. When the bridge is configured as 
shown in Figure 8.57, it is easy to show that the output null occurs when f= 1/(27RC) Hz. 
Again, the null can be detected at audio frequencies by headphones, or by an ac 
voltmeter. Typically, capacitors C; = C2=C are varied together to obtain null. Alternately, 
the resistors Ry = Ry= RK can be varied together with the Cs remaining constant. The Wien 
bridge method’s accuracy depends on the sensitivity of the null detector and the 
calibration of bridge components. It is best used at audio frequencies. 

Fundamental to all frequency and period measurements is the requirement for a very 
accurate frequency source. In most bench top instruments, the frequency reference is 
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FIGURE 8.57 
A Wien bridge used as a frequency sensitive — 
circuit. = 


obtained from a quartz crystal oscillator operated under conditions of strict temperature 
control in an oven generally kept to +0.01°C or better. For example, the Hewlett-Packard 
HP105B quartz frequency standard has buffered sinusoidal outputs at 5, 1 and 0.1 MHz, 
and a short term stability measured over at 5 MHz of 5 parts in 10'* (measured over a 
1s averaging time). The ‘ageing rate’ is <5 x 10-” per 24 hours for this oscillator. 

Accurate, variable, reference frequencies can be derived from accurate, fixed frequency 
oscillators by several means. Direct frequency multiplication uses the generation of 
harmonics of the reference frequency waveform. The reference waveform is passed 
through an amplitude comparator to generate a TTL or ECL logic waveform of the same 
frequency. This logic waveform is then passed through a one-shot multivibrator to create 
a train of narrow pulses having a Fourier spectrum containing many harmonics. 
The pulse train is then made the input to a high Q tuned circuit which has its center 
frequency equal to that of the desired harmonic. It is practical to recover harmonics up to 
order 9 with this technique. One can also use synchronous binary logic ‘rate multipliers’, 
such as the 7497, to reduce the oscillation frequency to fr, given by the relation, 


fr = fo(M/64) (8.134) 
where f, is the oscillator frequency, M is a six-bit binary number, e.g., 
M = Do(2”) + Dy (2!) + Da(2*) + Da(2*) + Da(2") + Ds(2”) (8.135) 


and D,=1 or 0. More complex frequency synthesis techniques make use of two or more 
interconnected phase lock loops, mixers, rate multipliers and crystal oscillator sources. 
Figure 8.58 illustrates an example of a vernier loop synthesizer. A detailed treatment of 
PLL frequency synthesizers may be found in the texts by Egan (1981) and by Kinley 
(1980). The Hewlett-Packard Model 8360 series of microwave frequency synthesized 
sweep generators make use of a single, high accuracy 10 MHz quartz reference source, 
and uses three PLLs and a feedback scheme to obtain 1 Hz resolution over a range of 
2MHz-40 GHz (HP83642A). The HP 8360 synthesizer architecture is shown in Figure 8.59. 
The four subsystems in this synthesizer are a 2-7.8GHz YIG-tuned oscillator (YTO), a 
reference PLL, a fractional-N PLL, and a sampler loop. A portion of the RF output from 
the YTO is sent to a sampler, where it is mixed with a high order harmonic of the 
200-220 MHz PLL, forming a 20-40 MHz IF signal. A phase detector compares this IF 
signal to the output of the fractional-N PLL. This phase detector output is summed into 
the tuning control for the YIG oscillator. The sampler loop can be incremented in 500 kHz 
steps, and the fractional-N loop can be stepped in 0.001 Hz increments. This mode of 
operation permits this family of microwave frequency synthesizers to maintain 1 Hz 
resolution over their entire output range. 
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FIGURE 8.58 
A phaselock, vernier loop, frequency synthesizer. 
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FIGURE 8.59 
System diagram of a Hewlett-Packard HP8360 frequency synthesizer. (Source: With permission, Hewlett- 
Packard) 


The primary time/frequency standard in current use is the cesium 133 atomic beam 
clock. A diagram of the cesium clock is shown in Figure 8.60. This standard was 
discussed in detail in Chapter 2. To summarize the cesium clock’s properties, it oscillates 
at 9.192 631 770 GHz, having an effective Q of 2x10°. Coordinated universal time (UTC) 
whose basic unit is the second, is defined as 9,192,631,770 periods of the cesium 133 beam 
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Diagram of a cesium beam frequency standard clock. (Adapted from Oliver and Cage, 1971.) 


oscillator. This international standard was adopted in October, 1967. The Hewlett- 
Packard HP5061B(Opt 004) Cesium Beam Frequency Standard has a long term stability 
of +2x10-' over the life of the cesium beam tube. Accuracy is also +2107". 
The HP5051B cesium clock has sinusoidal outputs at 10, 5, 1 and 0.1 MHz. HP cesium 
clocks are used to calibrate and synchonize the SATNAV, Omega LORAN-C and GPS 
radio navigation systems for land vehicles, boats and aircraft. Cesium beam clocks are 
ordinarily used to adjust secondary rubidium and quartz oscillators used as secondary 
standards for frequency or period determination. 

Rubidium frequency standards are second in the hierarchy of accuracy. Similar to the 
operation of a cesium beam clock, the atomic resonance of a rubidium vapor cell is used to 
synchronize a quartz crystal oscillator in a frequency lock loop. The long term stability of 
the rubidium vapor oscillator is +1 x107!'/month. It, too, has outputs at 5, 1 and 0.1 MHz. 

The two principal modes of operation of universal counter timer instruments, such as 
the HP5345A, are frequency measurement by counting events, such as positive zero 
crossings of the signal with unknown frequency over the duration of an accurately 
determined gate window. The duration of the gate window is determined by logic 
circuits which count a preset number of internal master clock cycles. The gate dwell 
can be set in the range 1000s-100ns in the HP5345A counter. The frequency range 
on channel A is 0.05 mHz-500 MHz, and periods can be measured from 2ns to 2x10's. 
The master quartz clock in the HP5345A counter timer runs at 10 MHz and has a long 
term stability of less than +5x107'°/day, and a 1s stability of less than +1 x1001. 
Figure 8.61 illustrates theHz uncertainty of the HP5345A as a function of applied 
frequency, input noise and gate time. Note that the measured frequency uncertainty 
increases with input noise and input frequency, and decreases with gate time. Counter 
timer instruments can also be operated to measure the time, 6T, between positive (or 
negative) zero crossings of two periodic inputs, thus providing phase information. They 
can also be run as accurate timers to measure the time between input trigger pulses. 

Instantaneous frequency measurements are used to describe the unevenness or frequency 
noise in a periodic signal. An example of such a noisy frequency source is the human 
electrocardiogram [Northrop, Wu and Horowitz, 1967]. Many physiological factors 
control and modulate the rate of the heartbeat. These include blood pCO, emotions, 
exercise, etc. Other applications of instantaneous frequency measurements have been to 
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FIGURE 8.61 
Frequency resolution error of the HP5345A counter-timer instrument. Noise accompanying the input signal and 


internal uncertainties affect the accuracy of frequency and period measurements. (Source: With permission, 
Hewlett-Packard) 


characterize nerve impulse sequences [Northrop and Horowitz, 1966] and the variations 
in the rotational speed of a turbine. 

The instantaneous pulse frequency demodulator (IPFD) was described in Section 7.2.3, 
and two circuits for IPFDs are shown in Figures 7.17 and 7.18. The jth element of instan- 


taneous frequency, Vir is defined as the reciprocal of the jth period or inter-event interval. 
That is: 


j= 1/(t = ti_-1), j = 2, 3, eee (8.136) 


where ft; is the time of occurrence of the jth event and t;_; is the time of occurrence of 
the next previous event. Any periodic waveform can thus be characterized in the time 
domain by a number sequence, {rj}, which describes the variation of frequency of 
the waveform on an interval by interval basis. As seen in equation 7.90, the instantaneous 
frequency number sequence can be converted to a stepwise analog voltage output, 
given by: 


q(t) =k y- [1/(i — tia) [UE — ti) — U(E — tis1)] (8.137) 
2, 
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where L(t—a) is the unit step function, defined as 0 for t<a and 1 for t > a. 

IPFDs can be of either analog or digital design and generally have found applications 
in characterizing the irregularities of frequency in audio frequency waveforms. 

In summary, we see that there are a variety of methods which can be used to measure 
or estimate a signal’s frequency, which can range from 10-3 Hz (mHz) to the hundreds 
of GHz (>10"! Hz). Frequency measurements can be made by direct counting of events 
per unit time, or by comparison with an accurate, calibrated oscillator. At very low 
frequencies, it is more effective to measure the period of the unknown signal, rather 
than to count its cycles over some fixed interval. Averaging of either period or frequency 
measurements improves accuracy. 


8.10 Resistance, Capacitance and Inductance Measurement 


In this section, we will examine and review the various means of measuring resistance, 
capacitance and inductance. We have already examined null methods of measuring R, C 
and L at audio frequencies using various bridge circuits in Chapters 4 and 5. These 
methods will be referred to, but not repeated here. Rather, we will examine various active 
and passive ohmmeter circuits, means of characterizing linear and nonlinear (voltage 
variable) capacitances with dc and high frequency ac, and the means of measuring the 
properties of inductances at high frequencies. 


8.10.1 Resistance Measurements 


Techniques have been developed to measure resistances from 10~’ to over 10'*Q. 
Needless to say, specialized instruments must be used at the extreme ends of this range. 
We have already seen in Chapter 4 that very accurate resistance measurements are 
commonly made using dc Wheatstone or Kelvin bridges and a dc null detector such as 
an electronic nanovoltmeter. The values of the resistances used in the arms of these 
bridges must, of course, be known very accurately. We shall discuss other dc means of 
measuring resistance below. 

The voltmeter-ammeter method is probably the most basic means of measuring 
resistance. It makes use of Ohm’s law and the assumption that the resistance is linear. 
As shown in Figure 8.62, there are two basic configurations for this means of 
measurement—the ammeter being before Rx, which is in parallel with the voltmeter, 
and the ammeter being in series with Rx after the voltmeter. In the first case, the ammeter 
measures the current in the voltmeter as well as Rx, while in the second case, the 
voltmeter measures the voltage drop across the ammeter plus that across Ry. It is easy to 
show that in the first case, Rx is given by: 


Vx 


Ry = —--—_ 
* T= Vx/Rvm 


(8.138) 


where Vx is the voltmeter reading, I is the ammeter reading and Ry, is the resistance 
of the voltmeter (ideally, infinite). In general, Ryw=nVrs, where n={2/V sensitivity of 
the voltmeter and Vg is its full scale voltage range. 

In the second case, we find: 


RES ViEE Ra (8.139) 
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where V is the voltmeter reading, Ix is the ammeter reading (current through Rx) and 
Ram is the resistance of the ammeter. The first method is best for measuring low values 
of Rx where Ryj,>> Rx and the second method has less error for Ray < Rx. Obviously, 
Rx must be found by calculation and the accuracy of the result depends on the accuracy 
of the meters. 

The voltmeter-ammeter method of measuring resistance can be used to measure very 
low resistances, of the order of 1Q. An electronic current source is used to pass a known 
amount of dc current through the unknown, low resistance. An electronic, dc 
nanovoltmeter is connected across Rx. Obviously, Viy is directly proportional to Rx. 

Common, passive, benchtop volt-ohm-milliammeters (multimeters) use a simple series 
ohmmeter circuit, shown in its simplest form in Figure 8.63, have a nonlinear (hyperbolic) 
scale on the D’Arsonval microammeter with zero ohms full scale and infinite ohms 
at zero deflection. A typical benchtop VOM series ohmmeter will have five Ry ranges 
(Ri is the indicated Rx at half-scale meter deflection), typically ranging 12 Q-120kQ. 
Inspection of the simple circuit shows that the dc meter current is given by: 


VB 


ly pa 8.140 
MRR Re Ce 
By Ohm’s law, the full scale meter current is: 
Imes) = Ve/(Ru + Rs) (8.141) 
V, 
anal 


FIGURE 8.63 
A simple, series ohmmeter circuit. o« 
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We note that (Ry;+ Rs) is the Thevenin resistance that the resistor Ry ‘sees’. It is conve- 
nient to define (Ryj+ Rs) as Ry, the half-deflection resistance. That is, when Ry= Ry, 
Im=Imces)/2. Further analysis of the simple series ohmmeter is made simpler by defining 
the ohmmeter’s fractional meter deflection, F, as: 


6 Iu Ry + Rs 1 


F= — = = 
Ors Imes) Ru +Rst+Rx 1+Rx/Ru 


(8.142) 


Here, 6 is the meter deflection angle, Ors is the full scale deflection angle and the Rs are 
as shown in Figure 8.63. 

To find the most sensitive part of the series ohmmeter’s scale, we define the 
ohmmeter’s sensitivity, S as dF/dRx. This derivative is easily found from equation 8.142 
above as: 


dF Ru 


S —| —— 
aRx (Ry +Rx)y* 


(8.143) 


S clearly has a maximum with respect to Ry. If we find dSdRy and set it equal to zero, 
the peak in the sensitivity is seen to occur when Ry;= Rx. That is, the center of the series 
ohmmeter’s scale is the most sensitive (and most accurate) part. 

Since the voltage, Vz, of the series ohmmeter’s battery drops as the battery is used and 
ages, a variable resistor, Ry, is added in parallel with the microammeter to compensate 
for the drop in Vz. This practical series ohmmeter circuit is shown in Figure 8.64. Ry is 
adjusted with the meter leads shorted (Rx =0), so In; =Imes. In this circuit, Ry is still the 
Thevenin resistance that Rx sees, which is: 

RuRy 
Ry =Rst+ Rut Rv (8.144) 
An increase of Ry to compensate for a drop in Vz will thus change Ry, from its design 
value and cause a small meter calibration error. 

Shunt ohmmeters are less frequently encountered than are series ohmmeters. Shunt 
ohmmeters are used to measure low resistances and have Rys ranging 0.5-50 Q. They 
are primarily used to measure resistances associated with coils, such as dc motor 
armature windings. The circuit of a shunt ohmmeter is shown in Figure 8.65. In this 
circuit, the battery must supply a substantial current, often in the ampere range. 
Consequently, a robust battery, such as a lead acid motorcycle type battery, is used. As in 
the case of the series ohmmeter, we can define the half deflection resistance, Ry, as the 
Thevenin resistance seen by Rx: 


RuRs 


Ry = =——— 
4 Ru +Rs 


(8.145) 


S Rx 
FIGURE 8.64 

A practical series ohmeter circuit; Ry is used to set the @) 

ohmmeter zero in compensation for changes in the 
value of Vz. o~ 
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FIGURE 8.65 
Circuit of a simple, shunt ohmmeter. o« 


Full scale meter current occurs when Rx=oo and is simply: 
Tes) = Ve/(Ru + Rs) (8.146) 
In general, the meter current is given by: 


= VeRx/(Rx + Rs) = VpRx/(Ru + Rs) 
Ru + RxRs/(Rx + Rs) Rx + Ru Rs/(Ru + Rs) 


v (8.147) 


Zero meter deflection occurs for Rx=0 (short circuited input). The fractional deflection 
factor of the shunt ohmmeter is found to be: 


a a. 
Ors Imes) Rx +Ru 


i (8.148) 


It can also be shown that the center of the shunt ohmmeter’s scale is also the point of 
greatest sensitivity. 

Both series and shunt ohmmeters have relatively low accuracy, generally 2-5 % at 
center scale, which is adequate for most non-critical applications, such as measuring a 
motor coil’s resistance, checking circuit continuity, or verifying resistor values (for those 
persons who do not know the resistor color code). 

We next examine several electronic ohmmeter circuits. The readout of such circuits can 
be either analog or digital. In general, their accuracy is an order of magnitude better 
than that obtained with a series or shunt ohmmeter. Electronic ohmmeters can measure 
resistances ranging 0.1 wQ-10'8 Q. Obviously, special techniques and instruments must 
be used to measure resistances at the extreme ends of the range cited above. The first 
electronic circuit we shall consider is the Normal Mode ohmmeter, shown in Figure 8.66. 
The op-amp can be an IC, electrometer type, having a bias current on the order of 40 fA. 
A calibrated current source, easily made from a battery and a large resistor, injects a dc 


at t=0 


10) 


FIGURE 8.66 

Schematic of a ‘normal mode’, 
electronic ohmmeter. Is; and Gs 
represent the Norton equivalent 
of a floating current source. 


Basic Electrical Measurements 575 


current, Is, into the unknown resistance, Rx. The voltage at the op-amp’s non-inverting 
input is given by KCL: 


Vi(Gx + sCi) + Ip = Is (8.149) 
or 
(Is — Ip)Rx 
ae 8.150 
1 +sCiRx) Oly 


It is easy to see that the op-amp’s output, V,=V, (1 + Ri/R2), so: 


(Is — Ip)Rx 


V, = (14+ Ry /Ro.) ———— 
(1+ Ri/ V+ sCiRx) 


(8.151) 


If the switch is opened at t=0, the input may be considered to be (Is—Ig)/s, and v,(t) 
will rise exponentially with time constant C;Rx to a steady state value given by: 


Yass) = (1 + Ri/R2) (Us — Ig) Rx V (8.152) 


Thus, the op-amp output voltage is directly proportional to Ry and a linear ohms scale 
can be used on an analog output meter. Two problems arise with this circuit when 
measuring Rxs > 10!°Q. The bias current must be kept much less than Is and if C; is of 
the order of several hundred pF, the ohmmeter’s response time constant can become 
significantly long (tens or hundreds of seconds), requiring excessive time to obtain 
a steady state reading. If we assume that full scale deflection of the normal mode 
electronic ohmmeter is U,(ss)=1V, then full scale resistances from 1-10'°Q can be 
measured with I; values ranging 10 mA-1 pA, respectively, with (1 + R,/Rz) = 100. 

To measure resistors in excess of 10'°Q, the Fast Mode electronic ohmmeter configuration, 
shown in Figure 8.67, is generally used. Now the unknown resistor is placed in the 
feedback loop of the op-amp. One end of Rx is at virtual ground at the summing junction 
and the other end is connected to the V2 node. The voltage V2 is clearly equal to 
—(Us+Ip)Rx. By KCL, we may write: 


V2(G2 + G,) — VoG; —Is = 0 (8.153a) 
—([s + Ip)Rx(G2 + G1) — VoG; — Is = 0 (8.153b) 
—Is[Rx(G2 + Gi + 1] — IpRx(G2 + Gi) = VoGi, (8.153c) 
Fx 
il ; 
EOA 
FIGURE 8.67 fe IO Gee |'6 P 
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Assuming Rx >> Ry, Ro, we can solve for the output voltage: 
V, = —RxIs(1 + Ri /R2) — RxIp(1 + R1/R2) (8.154) 


The second term is negligible as long as I;>> Ig. If the output current is to be read by 
the microammeter, M, we note that: 


I, = (Vo — V2)/Ry = —LRx(G2 + Gi) + IsRxG 1 = —IsRxG2 (8.155) 


For example, if Rx= 10 Q, Is=1 pA and R2= 10*Q, then I, = —10 mA. 

High megohm resistors (1GQ or higher) are central to the operation of many 
electrometer instruments, including feedback picoammeters, as described in Section 8.4.2 
of this text. Such resistors are typically made from metal oxides and are enclosed 
in sealed, glass tubes. The voltage coefficient of this type of resistor, defined as (AR/R)/V, 
is typically less than 5ppm up to 100V applied voltage, and the tempcos of high 
megohm resistors are of the order of 100 ppm/°C for 10°, and 1000 ppm/°C for 10! Q. 
High megohm resistors are delicate and must be protected from mechanical shock 
and moisture. Their glass envelopes must be kept free of dirt and fingerprint oils and 
salt by cleaning with pure alcohol after handling. 

Measurement of high megaohm resistors with fast mode electronic ohmmeters is not 
as simple as just connecting Rx to the meter and taking the reading. The reading can be 
influenced by static and slowly changing electrostatic fields. Even on humid days, most 
persons have a dc electric field associated with their bodies, even when cotton clothing 
is worn. Such fields can influence the measurement of Rx, destroying accuracy. To 
uncouple Rx from dc electrostatic influences and to prevent pickup of power line E and B 
fields by the measurement apparatus, Rx should be thoroughly shielded, both electro- 
statically and magnetically. (The 60Hz fields can induce voltages that may saturate 
the amplifier, giving incorrect dc readings of resistance.) 


8.10.2 Capacitance Measurements 


We have seen that accurate capacitance measurements can be made at audio frequencies 
(generally 1kHz) using a variety of bridge circuits, described in Section 5.5.1 of this 
text. It is often important to characterize capacitors at radio frequencies and at ultra 
low frequencies, the latter range being important in the characterization of capacitor 
dielectrics, as well as dielectrics used as electrical insulation. There are also voltage 
variable capacitances associated with semiconductor pn junctions, which it important 
to measure. These include the capacitance of varactor diodes (reverse biased pn junction 
diodes), the gate-source capacitance (C,,), gate-to drain capacitance (C,,), drain-source 
capacitance (Cy,), Ci,; and C,;; of FETs, and the C, and C, of BJTs. We will describe 
below some of the non-bridge means to measure capacitors and to characterize their 
equivalent circuits. 


8.10.2.1 The Use of Q-Meter for Capacitance Measurement 


At radio frequencies, the equivalent circuit for a capacitor will not only include a 
resistance to account for dielectric power losses, but also losses due to skin effect in the 
capacitor’s leads. Equivalent inductances may also appear at VHF, UHF and SHFs due to 
lead geometry and physical layout of the plates and dielectric. Figure 8.68 illustrates one 
such equivalent circuit. A practical instrument for measuring the net capacitance of a 
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FIGURE 8.68 
High frequency, lumped parameter equivalent circuit 
of a practical capacitor. 


capacitor at a radio frequency is the Q-meter. (The Q-meter can also be used to measure 
inductor Q and inductance, as described in the next section.) There are several 
commercial Q-meters: 


1. The Boonton type 260A covers the frequency range 50 kHz-50 MHz. 
2. The Boonton type 190A Q-meter covers the range 20-260 MHz 


3. The Marconi type TF-1245 is used with separate voltage sources covering the 
range 40 KHZ-50 MHz (type TF-1246), and 20-300 MHz (type TF-1247) 


4. The Hewlett-Packard Type HP 4342A Q-meter operates in the range 22 kHZ- 
70 MHz 


The Q-meter is basically a very simple circuit, consisting of a low impedance RF 
voltage source, a variable capacitor and an RF voltmeter. The Q-meter is used with 
standard coils and capacitors in many of its measurement modes. A schematic of a 
Q-meter is shown in Figure 8.69. A variable frequency RF current is passed through 
a 0.02 2, non-inductive resistor. The RF voltage across this resistor appears to be from 
a nearly ideal RF voltage source, V;. 

Measurement of an unknown capacitance, Cx, can be done in several ways. In the first 
method, Cx is placed across the internal capacitance, Cy, and a standard series inductor 
of appropriate value is placed in series. The circuit is resonated at f, and the capacitance 
of the variable capacitor is recorded as C;. Next, Cx is removed and the variable capacitor 
is again tuned to C2 to resonate the circuit. It is easy to see that Cx=C2—C. This 
technique works as long as Cx < maxCy. If Cx is larger than maxCy, then a known, 
standard capacitor, Cs, can be placed in series with Cx to make the series combination 
less than maxCy. Once the capacitance of the series combination of Cx and Cs is known, 
Cx can be calculated. 

Cooper (1978) gave a more general method for measuring Cx and its equivalent series 
resistance, Rxs, on a Q-meter. Refer to Figure 8.70, in which the unknown capacitor is 


FIGURE 8.69 
Circuit of basic Q-meter. Note: VFO = variable radio frequency (RF) oscillator, PA= power amplifier. V and 
Vg=high frequency ac voltmeters. 
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FIGURE 8.70 
Series Q-meter circuit used to measure an 
unknown capacitance at Res. 


placed in series with the standard inductor having inductance, Ls, and series resistance, 
Rs. As in the parallel technique described above, two measurements must be made. 
First, the unknown capacitor is shorted out and the Q-meter is resonated with Cy at fy. 
The Q and Cy for this case are recorded as Q, and C;. Next, the short is removed and 
resonance is again observed, giving Q. and C). Now, in the first case, Xc= Xz, or: 


1 
2mfoCy 


= 2nf, Ls (8.156) 


and 


Q _ 2nfoLs = 1 
= Re~ 2h iRs 


(8.157) 


For the second measurement, it can be shown that the reactance of the unknown 
capacitor is given by: 


1 C=C 
oo = 8.158 
* Inf;Cx  2xfsC2Cy ere) 
Hence 
CiCo 
= A 
Ree (8.159) 


The series resistive component of the unknown capacitance can be shown to be given 
by [Cooper, 1978]: 


Rxs = CiQi= GQ>. (8.160) 


~ 2foC1Cr Qi Qo 


The series dissipation factor of the unknown capacitor, Dsx = wCx Rxs, can be written 
from the above relations: 


CQ; — C2Qo 


ne Q1Q2 (C2 — C1) 


(8.161) 


It is also possible to place the unknown capacitor (impedance) in parallel with Cy, as 
shown in Figure 8.71. This configuration is used when Xx > Xc;. As in the series 
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FIGURE 8.71 
Parallel connection of the Q-meter used to measure 
an unknown capacitance. 


case treated above, we first remove the unknown capacitor and resonate the Q-meter 
by adjusting Cy. At resonance, X; = Xcu, thus: 


C; = 1/(@’Ls) (8.162) 
and 
Qi = wLs/Rs = 1/(@Ci Rs) (8.163) 


Next, the unknown capacitor is placed in parallel with Cy, which is adjusted to again 
obtain resonance. At resonance, 


Xxx _ 1 


Xr, = oLs = (o= OG, (8.164) 
Equation 8.164 can be manipulated to yield: 
Xx = a ee (8.165) 
a(C1 — C2) 
from which it is easy to write 
Cx =C; —Cp (8.166) 


In addition, Cooper (1978) shows that the equivalent shunt conductance of the unknown 
capacitance can be written as: 


Gy = oC, BAM 5 (8.167) 


Qi Qe 


and the dissipation factor of the unknown capacitor can be calculated from 


fee Ss C1(Qi — Qo) a C; AQ 
wCxRx QiQ2(C1—C2) Q1/Q2 AC 


Dxp (8.168) 


The Q-meter is seen to be a versatile instrument for measuring the properties of unknown 
capacitors at radio frequencies. However, the accuracy is modest (1-2%) and calculations 
are required to obtain the equivalent circuit parameters. 
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8.10.2.2 Capacitance Measurement by Q/V 


Capacitance is defined by the basic relation, C= Q/V. Hence if one applies a dc voltage, 
Vc, to an initially uncharged capacitor and then measures the total charge, Q, 
accumulated in the steady state, the ratio of Q to Vc is, by definition, the capacitance 
in Farads. This basic definition is used in the design of several commercial instruments 
used to measure capacitors. The Keithley Model 595 Quasistatic CV Digital Capacitance 
Meter uses a novel, stepwise programming of the voltage applied to the capacitor. 
A sequence of N steps of voltage, each step of height AV, where AV is selectable to be 
0.01, 0.02, 0.05 or 0.10 V, can be applied to Cx. The maximum range of voltage is +20 V. 
As each step of voltage is applied to the unknown capacitor, an electrometer charge 
amplifier circuit integrates the current flowing into the capacitor as a result of each 
voltage step. The Model 595 meter samples the voltage proportional to the charge at 
the integrator output just before each voltage step is applied, and it samples the charge 
amplifier’s output twice at an interval AT after its output reaches steady state from 
charging Cx. This sampling is shown in Figure 8.72. The op-amp’s dc bias current may 
thus be estimated from: 


Tz = (Q3 — Qo)/AT (8.169) 


This bias current must be subtracted from the current charging the capacitor under 
measurement. The charge amplifier’s output can be shown to be: 


Ip AVCy 


vot) = Ge G 


{1 — exp[—(t — t1)/RCx}} (8.170) 


FIGURE 8.72 

A. Electrometer op-amp charge amplifier circuit 
used to measure voltage variable capacitances 
by the AQ/AV method. B. Charge amplifier 
output waveform in response to one input 
voltage step, showing sampling points used in 
the Keithley model 595 CV capacitance meter. 
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Referring again to Figure 8.72 and equation 8.170, we see that in the steady state, Cx(V) 
is given by: 


(Q3 — Q:) — Ip(T + tr) 


Cx(V) = AV 


(8.171) 


Cx can also be expressed in terms of the charge amplifier’s steady state output 
voltage: 


Ip(T + th) 


172 
AV (8.172) 


C 
Cx(V) = Ay vase (T +t) - 


The V reported by the Keithley 595 CV meter is (Vi4sr + 0.5 AV). If the capacitor is 
linear, then Cx(V) is constant over the range of V. If the capacitance is a function of 
voltage, such as the capacitance of a reverse biased pn junction, then Cx(V) can be plotted 
vs V with the Keithley 595 instrument in order to characterize the capacitor’s voltage 
dependency. The model 595 CV meter can also be used to measure the junction 
capacitances of BJTs and FETs, as well as MOS chip capacitors. In spite of its digital 
display, sampling, microprocessor control and IEEE-488 bus, the 595 is basically an 
analog instrument and has 1% accuracy. 

Another application of the C=Q/V method to characterize capacitor (and other) 
dielectrics has been described by Mopsik (1984). The procedure has been called time 
domain spectroscopy, or TDS. The basic circuit for the Mopsik system is shown in Figure 8.73. 
An electrometer charge amplifier (integrator) is connected to a node between the 
capacitor and dielectric under investigation and a low loss, reference capacitor, Cr. Cr 
is variable and has a dry air dielectric. The input to Cx is a positive step voltage, Vc, from 
an op-amp. A voltage of —Vc is applied simultaneously from another op-amp to Ca. 
The purpose of Cr is to permit a charging current equal and opposite to that of Cx to 
be summed at the charge amplifier’s summing junction. 

In analyzing the Mopsik system, we will consider two cases. The first, where Cx = Cr 
(i.e., there is perfect compensation) and the second where Cx #Cr. The second case is 
more realistic, as perfect matching of Cx and Cr will not ordinarily be obtained in 
practice. 

In the first case, there will be three components to the system output. One is due to the 
dc ‘leakage current’ through the equivalent conductance, Gx, shunting Cx. Gx describes 
the behavior of the Cx’s dielectric; Gy may have a purely ohmic component, as well 


FIGURE 8.73 
The Mopsik (1984) circuit for characterization of capacitances in the frequency domain. 


582 Introduction to Instrumentation and Measurement 


t 
(Vo/Cpq Gy (Vo, ) at 


FIGURE 8.74 

Plot of the electrometer charge ampli- 
fier’s output in the Mopsik system. 
The three components of equation 
8.173 are shown. 


as time and voltage dependent nonlinear components. Such behavior may arise from 
the presence of ‘free’electrons and holes in the dielectric, as well as mobile positive and 
negative ions, and impurity centers capable of ‘trapping’ charged particles and ions until 
sufficient energy releases them. The other two components at the output are due to the 
op-amp’s bias current, Ip, and offset voltage, Vos. If we assume that Cr has zero charge 
at t=0 when the steps of +Vc¢ are applied to the Cy and Cr, then we may write in the 
time domain as: 


t 
V I 
v(t) = lz Gx(Vc, #) dt + a + VosU(t) (8.173) 
0 


A plot of these components is shown in Figure 8.74. Note that in the case of a good 
low conductivity dielectric, Iz may exceed VcGx in magnitude, making the bias current 
error a significant component at the output. However, Vos can generally be nulled out at 
a particular operating temperature. 

In the second case, AC=Cx — Cr £0, so there will also be a capacitive charging 
component to the output of the charge amplifier. If we assume that the capacitors charge 
instantaneously, then the charge amplifier output will be: 


t 
V I VcA 
w()=| = Gx(Ve, t)dt + a + (Vos + a “) u(t) (8.174) 
0 


Note that the AC term can be positive or negative. 

In the steady state, for a linear capacitor, we have the well-known relation, C= Q/Vc. 
Here, Q is the total charge accumulated in an ideal capacitor in the steady state. Mopsik 
noted that the charge, Q, does not really reach a steady state, but continues to increase 
after the pure capacitance component, Cx, has charged to the applied dc voltage, Vc. 
The continuing increase in Q is due to dielectric phenomena. Mopsik defined a ‘time 
variable capacitance’ as: 


C(t) = Q(t)/Ve = Vo(t)Cr/Ve (8.175) 
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In order to characterize the so-called, time variable capacitor given by equation 8.175 
in the frequency domain, Mopsik takes the Fourier transform of the v,(t) transient, given 
by equation 8.174, times Cr/Vc. This Fourier transform can easily be shown to be: 


Gx(jo, Vc), Is ee , ac| z (8.176) 
(69) 


= ia Vaio | Ve 


Note that both C*(jw) and Gx(jw, Vc) are complex (i.e., they have real and imaginary 
components). 
Mopsik defined a C*(jw) by equation 8.177: 
C*(jw) = C'(@) — jC"(@) (8.177) 
At a given frequency, we can show that the C*(jw) model for the unknown capacitor 
is entirely equivalent to the standard, parallel R-C model. Assume an ac voltage, Vc, 
is impressed across C*, and the parallel model. Thus the current is: 
I* = Ve joC* (jo) = Vel joC(@) + oC(a)] = Ip = Vc[Gp + jwCp] (8.178) 
By comparing terms, we find that: 
Cp = C’(a) (8.179a) 
Gp = aC’ (a) (8.179b) 


Referring to Figure 8.75, we see that the loss angle tangent, tan(é), at frequency w must 
be the same for both capacitor models. 


C’(@) 1 
tan(6*) = = tan(d) = 8.180 
O)= ay =O = Tae (8.180) 
* Ip 
> 
+ + 
"Oe Qe 
a — 
CGC = C’ — jc” 
I ( / 
joC'Ve JoCpV¢ . 
o* 6 
FIGURE 8.75 
Equivalence of the loss tangent for 
the familiar, parallel R-C capacitor 
model, and the complex capacitor = 
model of Mopsik (I* = Ip). Vo @€ Vo Gp 
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tan(5) can also be expressed in terms of complex permittivity, «*. Here, we assume that: 


; As* A + el 
CGay== “= “ [e(~) — je*"(o) (8.181) 
Thus, 
tan(5) = 1 (8.182) 


The Mopsik system calculates tan[é(w)] for the unknown capacitor and dielectric 
from the ratio of C’(w) to C’(w). C’(@) is the real part of C*(jw), which is found by taking 
the Fourier transform of v,(t)Cr/Vc as written in equation 8.181 above. C’(w) can be 
expressed as: 


Cw) = RE{C*(jo)} = IM{Gx(@, Vc)} — In/(Vco)]/@ (8.183) 

The imaginary part of C*( jw) is: 
C"(w) = IM{C*(jo)} = [RE{Gx(jo, Vc)} + Vos Cr/Ve + AC]/o (8.184) 
Equations 8.183 and 8.184 above illustrate the source of artifacts in the Mopsik system. 
Clearly, Ig can have a major effect on the tan[5(w)] result, as can the offset voltage and 
a non-zero difference between Cr and Cy. When we can assume that Crp=Cx, and Vos 


and Ig=0, then the loss tangent is: 


RE{Gx(jo, Vc)} 
IM{Gx(jw, Vc)} 


tan[5(@)] = (8.185) 


Clearly, the Mopsik approach to characterizing a capacitor and its dielectric is unique. 
Since the unknown capacitance is assumed to be proportional to the charge, q(f), it 
too, will be a function of time and can be Fourier transformed. Hence, we have a complex 
capacitance which is a function of frequency and which will have a real and an imaginary 
part. It is doubtful in practice that the tan[5(w)] calculated by the Mopsik method 
is independent of the electrometer’s Ip. Such independence would be possible only if 
the current, VcGx>>Ig. A typical Ig for a solid state, electrometer op-amp is about 
30fA. Also, the initial step transient artifacts due to Vos and AC will contribute error to 
the high frequency portion of C*(jw). 


8.10.3. Inductance Measurements 


Measurement of inductances can be made from subsonic to ultra high frequencies by 
a variety of means. Meaningful measurements can be made over the range of nano- 
henries to kilohenries, but not at the same frequency. Circuits used to characterize 
inductances were introduced in Section 5.2, and audio frequency inductance measuring 
bridges were described in Section 5.5.2. Audio frequency bridges are the most accurate 
means of measuring inductance at audio frequencies. In this section, we will describe 
two other means of measuring inductance—the ac voltmeter method, and the Q-meter. 
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Inductances can also be measured with vector impedance meters, described in 
Section 8.10 below. 


8.10.3.1 Voltmeter Method of Estimating Inductance 


At power line frequencies, it is possible to find the inductance of a coil by first measur- 
ing the coil’s dc resistance, RZ, with an ohmmeter. The actual real part of the series 
impedance of the coil at the measurement frequency will generally be slightly higher than 
R;/ due to magnetic core losses and skin effect at radio frequencies. The effective, ac, series 
coil resistance is defined to be R;. A simple series circuit with the coil and a known 
resistor, R, is used (Figure 8.76A). The only instrument needed is a high input impedance 
ac voltmeter. The excitation voltage (Vs), the voltage across the coil (Vz) and the voltage 
across the resistor (Vz) are measured. By Kirchoff’s voltage law, we know the vector 
sum of V; and Vr must equal Vs. Also, we know that the phase angle of the current in 
a series inductive circuit lags the phase of the voltage across the circuit. We can thus draw 
the voltage vector (phasor) diagram as shown in Figure 8.76B. The three known voltages 
form the three sides of a triangle. The angle of Vr, —6, is also the angle of the current 
in the circuit, J. The angle of Vs is assumed to be zero. By Ohm’s law, the magnitude of 
the current is: 


I1=Vr/R (8.186) 


The magnitude of the voltage across the coil can be written as: 


V 
V; = |IZz| = a \/w2L2 + R? (8.187) 


FIGURE 8.76 

A. Circuit of voltmeter method of estimating inductance 
at audio and power line frequencies. B. Vector (phasor) 
voltages in the circuit of Figure 8.76A. 
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Equation 8.187 can be solved for L, since we know «, Rz, R, Vr and V_: 
L = (1/a),/ R2V?/V2, — Rt (8.188) 


L can also be solved for in terms of the current angle, —0, w, R and R;, and also in terms 
of Vs, Vr, w, Rand R,. The derivation of these expressions are left as exercises at the end 
of the chapter. 


8.10.3.2. The Use of Q-meter for Inductance and Q Measurement 


We have already seen in Section 8.10.2.1 how a Q-meter can be used to measure an 
unknown capacitor at radio frequencies. Measurement of an unknown series inductance 
and its Q are quite simple. Referring to the basic Q-meter schematic shown in Figure 8.69, 
we replace the standard inductor with a short circuit—the unknown inductor goes in 
the Zs position, and Zp is made infinite. The frequency of V; is set to the desired value 
and V; is adjusted to be 1.0 V. Next, Cy is varied to obtain series resonance in the circuit. 
At resonance: 


Vo Ve IXc IX, oL 
VY, %Vi IR, IR, R, 


Qn (8.189) 


Hence, Vg in volts equals the inductor’s Q. This simple analysis assumes that the 
range of Cy is adequate to resonate with L (ie., f=1/(2m./LCy)). If resonance is not 
possible within the working range of Cy, then, depending on whether we are dealing 
with an inductor at the lower end of the range (90nH) or one at the upper end of the 
range (130mH), we can add a known, standard series inductance in series with the 
unknown inductor, or a known, standard capacitor in parallel with Cy, respectively. The 
Boonton Model 260A Q-meter allows measurement of inductances >5uH to +3%, and 
Qs to +5%. 

It should be stressed that the Q-meter measures the effective inductance and the Q 
is determined as the ratio of the effective inductive reactance to the effective series real 
part of the loop impedance. At HF and VHF, the effective parallel capacitance of the coil 
acts to reduce the effective Q (equation 5.3). 


8.11 Vector Impedance Meters 


A linear, two terminal, passive, electrical component may be characterized at a given 
frequency by its vector impedance, or admittance. Impedance, Z, and admittance, Y, are 
defined in rectangular vector form by: 

1 1 


Vv : 


It is understood that V is the sinusoidal voltage across the two port, and I is the 
vector current through it. Impedance can be measured at a given frequency by computing 
the vector ratio: 


VO, 


Z=Z4= 
I/@y 


7-16, 65) (8.191) 


If the magnitude of I is held constant, then measurement of V and the phase difference 
between V and I will characterize Z at a given frequency. Figure 8.77 shows the block 
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V,=K 
BBVM | Mae Ks|z | 
V,=K,lV| 
Ky = Kg /II| 
Current Xfmr. 


FIGURE 8.77 
Diagram of a vector impedance meter. Note: PhM= phase meter, BBVM = broadband (RF) voltmeter (e.g., a 
thermocouple type), OSC = oscillator, VCVS = voltage controlled voltage source. 


diagram of a basic, audio and video frequency vector impedance meter (VIM). The VIM 
is operated in the constant current magnitude mode, although some VIMs can operate 
in the constant voltage mode. A wide band current transformer is used to sense the 
current flowing through the unknown impedance to ground. The voltage output of 
the current transformer is conditioned and used to parametrically adjust the applied 
voltage to maintain constant current. The microcomputer in the VIM calculates the 
impedance magnitude from the magnitudes of V and I, and also samples and presents 
the output of the phase meter. In the phase meter, the analog V and I signals are 
converted to TTL signals by high speed comparators and these signals are inputs to a 
NAND gate digital phase comparator, such as shown in Figure 8.55. The admittance, Y, 
can be easily found by changing the sign of the phase angle of Z, and taking the reci- 
procal of the magnitude of Z. VIMs can also give the user impedance in rectangular 
vector form (i.e., R and X), by multiplying |Z| by cos(@) and sin(@) respectively. Once X 
is known and the impedance is known to be inductive, the equivalent L can be found 
by dividing X by the known 2zf. A similar means can be used to obtain a numerical value 
of C when the impedance is known to be from a capacitor. 

Hewlett-Packard offers a number of VIMs covering a wide range of frequencies, useful 
for a variety of applications, including the screening of critical components in 
manufacturing processes. We will discuss the specifications of one representative HP 
VIM to give the reader a feeling for the state-of-the-art in this type of instrument. The HP 
model 4192A LF Impedance Analyzer (VIM) operates in the range 5Hz-13 MHz. This 
instrument can measure 11 impedance related parameters over its frequency range, 
namely|Z|, |Y|, 6, R, X, G, B, L, C, Q and D. Outputs are read on two, four and one- 
half digit numerical displays, and can be accessed through the HP-IB (IEEE-488) 
bus. The range of Z, X and R is 0.1mQ-1.3MQ, and the range of Y, G and B is 
1nS-135. Frequency accuracy is +50ppm, and frequency synthesizer steps are 
0.001 Hz for 5Hz-10kHz, 0.01 Hz for 10-100 kHz, 0.1 Hz for 100kHz-1 MHz and 1 Hz 
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for 1-13 MHz. Series or parallel equivalent circuit models may be selected according to 
user requirements for impedance and admittance measurements. The complete range 
of inductance which can be measured is from 10H (at high frequencies) to 1kH (at 
low frequencies) with a basic accuracy of +0.27%. Capacitance can be measured in the 
range 0.1 fF-199 mF, with a basic accuracy of +0.15%. D=1/Q can be measured in the 
range 10-*-20 with an accuracy of 10-° for C measurements and 0.003 for L measure- 
ments. Maximum % accuracy in measuring the 11 impedance parameters is a function 
of frequency and the value of the parameter being measured. The best accuracy 
generally occurs between 100Hz and 1 MHz, and it varies inversely with parameter 
magnitude (e.g., best phase accuracy is obtained when measuring low values of Y, G 
or B, and when measuring low values of |Z|I, R or X; likewise, best accuracy in 
measuring Z, R or X occur for low ohm values of these parameters, etc.). 

The HP 4191A RF impedance analyzer is another VIM intended to work in the 
1-1000 MHz range. In addition to measuring the 11 impedance parameters mentioned 
above, this meter also measures the reflection coefficient, [(@) of a standard transmission 
line with characteristic impedance, Z,, terminated with an unknown impedance, Z,. I'(@) 
is defined as: 


- -1 
To) = Vt = Ze = Zo _ VSWR 


= = TVG 8.192 
Vi Zi+Z, VSWR+1 e122) 


The HP 4191A VIM uses two microwave directional couplers to isolate the input wave, 
V;, and the reflected wave, V, Hence, Tw) can be calculated from the vector quotient 
and knowing Z,, we can calculate Z;. In addition to presenting [ in polar form, the 
HP 4191A VIM also can give yx and ly over a range of 104-1 with a resolution of 107+. 
Typical accuracy in measuring I'(w) is +0.2% in the range 1-100 MHz, rising to about 
+0.5% at 1 GHz. 

In summary, vector impedance meters are seen to be versatile, modern, microprocessor 
based instruments, capable of measuring a wide variety of impedance related 
parameters, including inductance, capacitance, Q and D over a wide range of frequencies 
and values. Modern VIMs have IEEE 488 bus I/O, which allows them to be directly 
controlled by, and report their measurements to a computer system. They also are 
relatively expensive. 


8.12 Chapter Summary 


Chapter 8 dealt with descriptions of the common means of measuring electrical 
parameters including dc voltage, dc current, electric field strength, ac voltage, ac current, 
phase, frequency, resistance, capacitance, inductance, vector impedance and vector 
admittance. The most accurate means of measurement were seen to be null methods, 
in which precise parametric standards are used for comparison. Null methods were 
treated in detail in Chapters 4 and 5. 

The tremendous range of component values used in electrical engineering systems 
design generally means that no one instrument type, design or frequency is suitable 
to make accurate measurements over the entire practical range of a parameter’s values. 
Due to the presence of parasitic capacitance in inductors, and parasitic inductance 
in capacitors, high frequency measurement of inductance and capacitance were seen to 
be more realistically treated as complex impedance or admittance measurements. 
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Finally, we described the organization of modern, microprocessor controlled, vec- 
tor impedance meters which are ubiquitous instruments for the characterization of 
two-terminal device impedances over wide ranges of frequencies. 


Problems 


8.1 An n=20, 000 2/V dec voltmeter is designed to have Vrg full scale volts. It is used to 
measure the dc voltage between two nodes in a dc circuit (Figure P8.1). Looking 
into the nodes, we see a Thevenin equivalent circuit with Voc and Rr as shown. 
Since the voltmeter draws current, the dc voltage read by the meter, V,,,, will be less 
than Voc by an amount AV. That is, Vin = Voc — AV. 


dc voltmeter 
Ary R 


FIGURE P8.1 


(A) Give an expression for the total input resistance of the voltmeter. 


(B) Derive an expression for the fractional error in the reading of Voc, AV/Voc, 
in terms of Ves, n and Rry. 


8.2 A series ohmmeter having Ry = 10*Q and Voc = 9.0 V is connected to a silicon diode, 
as shown in Figure P8.2. The diode has vr =0.025 V and Ips =10 A. What resistance 
does the ohmmeter read? 


Ohmmeter 
Ry 
MN eo 
+ 
— Voc = 
aes YD 
a + 
FIGURE P8.2 vas 


8.3 Two series ohmmeters are connected as shown in Figure P8.3 to a 1kQ resistor. 
What resistance does each ohmmeter read? Note that S=I,/Ips=I,./(Voc/Ry) = 
Ry/(Ra + Ry). 

8.4 A charge amplifier, shown in Figure P8.4, is used to measure the charge on a 
helicopter which has just landed. The helicopter’s body capacitance on the ground is 
Cy =1 nF. The steady state dc voltage at the op-amps’ output, neglecting Vos and Iz, 
is —4.0 V. 


(A) Find the charge in coulombs on helicopter, Qy. Is Qu positive or negative? 
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(B) Using superposition, find the error voltage at the op-amp’s output after 
10 seconds due to Ig =50 fA, Vos =1.0 mV. 


8.5 A Faraday magneto-optical system is shown in Figure P8.5. A conductor carrying 
I amperes is wound as an N-turn solenoid around a polarization preserving fiber 
optic cable (PPFOC). Current in this solenoid induces a+ wy rotation of linearly 
polarized light (LPL) in the PPFOC segment AB. Now N’ turns of the PPFOC are 
wound around the current carrying conductor. N’ is chosen so that a net rotation of 
the LPL of —a degrees occurs. 


Polarizer P1 


LPL 


PPFOC 


Photodiode 


FIGURE P8.5 Polarizer P2 


(A) Find N’/N required so that a = y, and the net polarization angle rotation in 
segment CD of the PPFOC is zero. Assume the Verdet constant, V, of the 
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solenoidal rotation is 3800°/(tesla meter); V’ of the FO system is 2.68 x 1074 °/ 
(amp turn). The average axial B in the solenoid is (3/4)u,1/L, tesla. 


(B) Find y for a current of 100 A. Let N=100 turns. 


8.6 The electro-optical feedback system of Figure P8.6 uses a Gilham polarimeter to 
measure the large dc current, I, in the insulated conductor using the Faraday 
magneto-optical effect. The induced polarization rotation in the fiber optic cable is 
wi=V'N'I degrees. The feedback rotation is yrp=VBlr. At null, ¥j;= we. V and V’ are 
Verdet constants. 


Rr 
| 
Cc V. V; 
2 PSR 
a A Sync. 
| PD 
al = 
= = 
EF Polarizer P2 
We=Wi- Wr C 
an 
= R 


(N, YW SB solenoid 
; <> Solenoi é 
<p iF <A ©) Vo & 
VCCS 
Vin(2) @ V(dc) 
(N’,V’) CS 
Ss ith Laser 
ll 


Polarizer P1 


vavAT 


FIGURE P8.6 


(A) Derive an expression for V, in terms of systems parameters and I in the cable, 
assuming a steady state null. 

(B) Make a block diagram for the system. Assume V; = —WelaKsKyOm volts, where 
I, =the laser beam intensity in watts, K, = detector gain in V/W, Ky= the PSR gain 
in W/V and 6, = peak polarization angle modulation by the current, Gay 7,,(¢). 

(C) Give the transfer function for the system, Ys (5). Give the system’s corner 
frequency in r/s. 


8.7 A Hall sensor is used to measure a large dc current on the order of 100s of amperes. 
The de current through the conductor acts like a 1-turn coil to induce a de B, in the 
ferrite ‘C’ core (Figure P8.7). The measurement system uses dc feedback to generate 
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a By that nulls the net B in the core. That is, Be = By—Bg. In order to gain sensitivity, 
the Hall output voltage is modulated at 1kHz by passing an ac, I,, into the Hall 
device. That is, i,(f)=Iy)sin(2710°t). Thus, vy(t)=KB, sin(2710°t). B. in turn is 
proportional to (j-—NIr). N is the number of turns of the feedback coil on the core 
and If is the dc feedback current. At null, vy(t) and the dc, V2.0, and Iy.= NIp. 
Ir=GyVo. 


Ferrite 'C’ core 


Al 


FIGURE P8.7 


Derive an expression for Ij, in terms of the integrator dc output voltage, Vo. 

8.8 A hall sensor is used to make an ac milliammeter. A solenoid coil makes an axial 
flux density of By=j1,N i,(t)/(2b) Wb/m?, where N=100 is the number of turns, 
b=0.01m is the length of the coil, and .=4z x 10 ~7Ns*/C?. The Hall sensor is 
connected as shown in Figure P8.8. Ix=0.01 A(dc), Ry=62.5 (Hall constant) and 
h=0.0001 m (sensor thickness). The unknown current is sinusoidal, i,(t)=Is sin(wt). 


Solenoid 


‘pa My iz eee 
7 1 


FIGURE P8.8 
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(A) Find an expression for the Hall voltage, v;,(t), in terms of system parameters 
and I Ss 

(B) v(t) is amplified by a DA with gain Ky=100. The ac voltage, v,(t), is full 
wave rectified and low-pass filtered to form a dc output, V,, proportional to Is. 
Both the LPF and the rectifier have unity gain. Find Is to make V,=1.0 V. 


A Hall sensor is used to make a dc wattmeter (Figure P8.9). In order to gain 
sensitivity, I, is made an ac current proportional to V; by using an analog multiplier, 
v.(t) = Vs sin(wt), ix(t) = (Gu Vi Vs/10) sin(wt). Thus the Hall voltage, Vz, is an ac 
signal whose peak value is proportional to Pg.= V, I. The magnetic flux density is 
given by By = IL uoN/2b tesla. 


1, (de) golenoid 


Analog vccs 
multiplier 


v(t) =Vg sin(at) 


+O, 


FIGURE P8.9 


(A) Find an expression for the Hall voltage, vy(f). 
(B) Plot and dimension the output of the full wave rectifier. 


Figure P8.10 illustrates an ac Wattmeter that measures the real, average power 
dissipated in the load, Z,. Note that v,(f) = Vz sin(t), i,(t) = I, sin(wt + ¢). Refer to 
Problem 8.9 for relations governing the Hall sensor’s operation. 


(A) Find an expression for vj,(t). 
(B) Find an expression for V,. 


Figure P8.11 shows the circuit for a true RMS voltmeter based on two matched, 
vacuum thermocouples (VTCs). It uses a Type 1 feedback loop in which V> in the 
steady state and is equal to zero. The dc integrator output causes a dc current, Ir, 
to flow in the reference thermocouple heater, such that its temperature equals 
the temperature in the input thermocouple heater. Thus, for V.=0, the TC voltages, 
Vu=Vr. 


(A) Derive an expression for the dc output, Viy, of the input vacuum TC. 


(B) Derive an expression for the RMS v,, assuming steady state conditions. 
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FIGURE P8.11 


8.12 A manufacturing process for sheet Teflon™ winds the finished product at high 
speed, under tension, on a roll. Although steps are taken to control surface static 
charges, some charge may accumulate on the roll, which is a dielectric. The 
manufacturer wishes to sense the magnitude and sign of the surface charge density 
in order to adjust processing steps to null it. Assume the sheet winds on the roll at 
a constant linear velocity, v= 10 m/s. The top surface is assumed to have an average 
charge density of pC/ m*. A thin, soft wire brush of width W=0.5m makes contact 
with the top of the moving plastic sheet and sweeps the surface it touches clear 
of loose charges. Two circuits are proposed to measure p. In A, the switches 
periodically switch to the measurement (M) position for T,, seconds, then to the 
G position for T, seconds in order to ensure that V, and the charge on C; are zero. 
V, is read at the end of each T,,, second interval by a sample-and-hold amplifier 
(not shown). In circuit B, the current from the brush is converted continuously 
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Roll of plastic film Roll of plastic film 
FIGURE P8.12 


to output voltage V/. V’ is low-pass filtered by a real pole filter with a 1 s time 
constant. The op-amp’s é@nq=10nV//HzZ, tna =1fA//Hz, Rr=10°Q at 300K. All 
noises are white. 


(A) For the A circuit, derive an expression for p from V, at t=T),,. 
(B) For the B circuit, derive an expression for p in terms of V, and system 
parameters. 


(C) Find a numerical value for p,,i, that will give a mean squared output SNR at 
V, of 10. 


9 


Digital Interfaces in Measurement Systems 


9.1 Introduction 


As we have seen in Figure 1.1, a modern instrumentation system generally includes a 
computer which is used to supervise, coordinate and control the measurements, and is 
often used to store data (data logging), condition data display it in a meaningful, 
summary form on a monitor. In this chapter, we describe the hardware associated with 
the conversion of analog information to digital formats, and noise and resolution 
problems associated with the analog-to-digital conversion (ADC) process. 

We also examine various means of digital communication with instruments, including 
the IEEE-488.2 bus, various serial data protocols and other parallel bus architectures used 
with PCs. Commercially available interface cards are described and problems associated 
with sending both analog and digital data over long distances at high data rates on cables 
are analyzed. 

In describing data conversion interfaces, it is expedient to first consider digital-to-analog 
converters (DACs) because these systems are used in several designs for analog-to-digital 
converters (ADCs). Data conversion from analog to digital or digital to analog forms is often 
done continuously and periodically. Continuous, periodic data conversion has a significant 
effect on the information content of the converted data, as we will show in the next section. 
Theoretically, a noise free analog signal sample has infinite resolution. Once the analog 
signal sample has been converted to digital form, it is represented by a digital (binary) 
number of a finite number of bits (e.g. 12), which limits the resolution of the sample (one 
part in 4096 for 12 bits). This obligatory rounding off of the digital sample is called 
quantization and the resulting errors can be thought of as being caused by a quantization 
noise. It is shown in Section 9.4 that adding broadband noise (dithering) to the analog 
signal being digitized mitigates the effect of quantization noise on signal resolution. 

Integrated circuit ADCs and DACs are available in a wide spectrum of specifications. 
They are available with quantization levels ranging from 6 to over 20 bits and with 
conversion rates ranging from low audio frequencies to less than 1 ns per sample. Most 
ADCs and DACs have parallel digital outputs or inputs, respectively, although a few are 
designed to use serial data I/O protocols. 

Before discussing data conversion hardware, we will first discuss the linear dynamics 
of data conversion, quantization noise and dithering. 


9.2 The Sampling Theorem 


The sampling theorem is important because it establishes a criterion for the minimum 
sampling rate which must be used to digitize a signal with a given, low-pass, power 
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FIGURE 9.1 

A. Symbol for an ideal sampling process (analog-to-digital conversion). T;=the period between successive 
samples. B. Impulse modulation equivalent to ideal sampling. X*(jw) = Fourier transform of the sampled signal. 
X*(jw) can be expressed as the complex convolution of X(jw) and Pr( jw). (Source: Northrop, 1990) 


density spectrum. The relation between the highest significant frequency component 
recoverable in the signal’s power density spectrum and the sampling frequency is called 
the Nyquist criterion. The implications of the Nyquist criterion and aliasing are described 
below. 

Since analog-to-digital data conversion is generally a periodic process, we will first 
analyze what happens when an analog signal, x(t), is periodically and ideally sampled. 
The ideal sampling process generates a data sequence from x(t) only and exactly at the 
sampling instants, when t=nT;, where n is an integer ranging from —oo to +00 and T; is 
the sampling period. It is easy to show that an ideal sampling process is mathematically 
equivalent to impulse modulation, as shown in Figure 9.1. Here the continuous analog 
signal, x(t), is multiplied by an infinite train of unit impulses or delta functions which 
occur only at the sampling instants. This multiplication process produces a periodic 
number sequence, x*(t), having infinite resolution at the sampler output. In the Frequency 
Domain, X*(jw) is given by the complex convolution of X(jw) with the Fourier transform 
of the pulse train, P7(jw). In the Time Domain, the pulse train can be written as: 


CO 


Pr) = >) &(t—nT,) (9.1) 


n=—OO 


Here, 6(f — a) is a unit impulse (delta function) which is defined only at the point t=a. 
That is, it has infinite height, zero width and unity area at t=a, and is zero for non-zero 
argument. The periodic function, Pz, can also be represented in the time domain by a 
Fourier Series in complex form: 


PAN= DY) Crexp(—jost) (9.2) 


n=—o 


where 


@s =—1/s (9.3) 
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The complex form Fourier series coefficients are given by: 


T;/2 
1 
C.=— i Pr(t) exp(+jast) dt= T. (9.4) 
ores) : 


Thus the complex Fourier series for the pulse train is found to be: 


(oe) 


Px) = 7 > expl-inos! 9.5) 


The sampler output is the time domain product of equation 9.5 and x(t): 


1 CO 
MD =x Dd) exp(—jnwst) 

; 2 n=—0o (9.6) 

a > x(t) exp (—jna,t) 


5S n=—oo 
The Fourier theorem for complex exponentiation is: 
F{y(t) exp(—jat)} = Y(jw — ja) (9.7) 


Using this theorem, we can write the Fourier transform for the sampler output as: 


X'(jo) =) Xjo~ jen) (9.8) 


S n=—00 


Equation 9.8 for X*(jw) is the result of the complex convolution of X(jw) and Pr( ja). It is 
in the Poisson sum form, which helps us to visualize the effects of (ideal) sampling in the 
frequency domain and to understand the phenomenon of aliasing. In Figure 9.2A, we plot 
the magnitude of a typical X(jw). Note that X(jw) is assumed to have negligible power 
above the Nyquist frequency, w,/2r/s. When x(t) is sampled, we see that X*(jw) has a 
periodic spectrum. 

Note that x(¢) can be recovered from the sampler output by passing x*(t) through an 
ideal low-pass filter, as shown in Figure 9.2A. In Figure 9.2B, we have assumed that the 
baseband spectrum of x(t) extends beyond ,/2r/s. When such an x(t) is sampled, the 
resultant X*(jw) is also periodic, but the high frequency corners of the component spectra 
overlap. An ideal low-pass filter therefore, cannot uniquely recover the baseband 
spectrum and thus, x(t). This condition of overlapping spectral components in X*(ja) is 
called aliasing and it can lead to serious errors in digital signal processing. 

Due to the problem of aliasing, all properly designed analog-to-digital conversion 
systems used in FFT spectrum analyzers and related equipment must operate on input 
signals that obey the Nyquist criterion, that is, the power density spectrum of x(f), 5,.(f), 
must have no significant power at frequencies above one-half the sampling frequency. 
One way to ensure that this criterion is met is to use properly designed analog low-pass, 
anti-aliasing filters immediately preceding the sampler. Anti-aliasing filters are generally 
high order, linear phase, LPFs that attenuate the input signal at least by 40dB at the 
Nyquist frequency. 
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FIGURE 9.2 

A. Magnitude of the Fourier transform of the sampler output. Note the spectrum is periodic at the sampling 
frequency. The input spectrum contains no power above the Nyquist frequency, w,/2. B. Magnitude of the 
Fourier transform of the sampler output when the input signal’s spectrum extends beyond the Nyquist 
frequency. This condition produces aliasing. 


‘Many designs are possible for high order anti-aliasing filters. For example, Chebychev 
filters maximize the attenuation cut-off rate at the cost of some passband ripple. 
Chebychev filters can achieve a given attenuation cut-off slope with a lower order (fewer 
poles) than other filter designs. It should be noted that in the limit as passband ripple 
approaches zero, the Chebychev design approaches the Butterworth form of the same 
order, which has no ripple in the passband. Chebychev filters are designed in terms of 
their order, n, their cut-off frequency and the maximum allowable peak-to-peak ripple (in 
decibels) of their passband. 

“If ripples in the frequency response stopband of an anti-aliasing filter are permissible, 
then elliptical or Cauer filter designs may be considered. With stop band ripple allowed, 
even sharper attenuation in the transition band than obtainable with Chebychev filters of 
a given order can be obtained. Elliptic LPFs are specified in terms of their order, their 
cut-off frequency, the maximum peak-to-peak passband ripple, and their minimum 
stopband attenuation. 

‘Bessel or Thomson filters are designed to have linear phase in the passband. They 
generally have a ‘cleaner’ transient response, that is, less ringing and overshoot at their 
outputs, given transient inputs. 

‘As an example of anti-aliasing filter design, Franco (1988) shows a sixth-order 
Chebychev anti-aliasing filter made from three, concatenated, Sallen and Key (quadratic) 
low-pass modules. This filter was designed to have an attenuation of 40dB at the 
system’s 20kHz Nyquist frequency, a corner frequency of 12.8kHz, a —3dB frequency 
of 13.2kHz, and a +1 dB passband ripple.” [Quoted from Northrop, 1990] 

One problem in the design of analog anti-aliasing filters to be used with instruments 
having several different sampling rates is adjusting the filters to several different 
Nyquist frequencies. One way of handling this problem is to have a fixed filter for each 
separate sampling frequency. Another way is to make the filters easily tuneable, either 
by digital or analog voltage means. Some approaches to the tuneable filter problem 
are discussed in Section 7.3 in Northrop (2004), and Chapter10 in Northrop (1990). 
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Anti-aliasing LPFs are generally not used at the inputs of digital oscilloscopes, because 
one can see directly if the sampled waveform is sampled too slowly for resolution. 
An optional analog LPF is often used to cut high frequency interference on digital 
oscilloscope inputs. This, however, is not an anti-aliasing filter. 


9.3 Quantization Noise 


When a band limited analog signal is periodically sampled and then converted by an 
N-bit ADC to digital form, an uncertainty in the digitized signal level exists which 
can be considered to be equivalent to a broadband, quantization noise added to the 
analog signal, which is digitized by an infinite bit ADC. To illustrate the properties of 
quantization noise, refer to the quantization error generating model of Figure 9.3. 
A Nyquist limited, analog signal, x(t), is sampled and digitized by an N-bit ADC. 
The ADC’s digital output is the input to an N-bit DAC. The quantization error is 
defined at sampling instants as the difference between DAC output and the analog input 
signal. 

Figure 9.4 illustrates the nonlinear function relating sampler input, x*(t), to the DAC 
output, y(t). In this example, N=4. The quantizer has (2%) levels and (2%—1) steps. 
Compared to the direct path, the error e(nT;) can range over +q/2, where q is the voltage 
step size of the ADC. It is easy to see that: 


_ Vmax 
1 @N=1 


(9.9) 


where Vyax is the maximum (peak-to-peak) range of the ADC/DAC system. 
For example, if a 10-bit ADC is used to convert a signal ranging —5 to +5V, then by 
equation 9.9, q=9.775 mV. If the x(f) has zero mean and its probability density func- 
tion (PDF) has a standard deviation, o,, which is large compared to q, then it can be 
shown that the PDF of e(nT;) is well-modelled by a uniform (rectangular) density 
function over |e| < q/2. This rectangular PDF is shown in Figure 9.5. The mean squared 
error voltage is found from: 


i (I/ae® |” 
Efey=e?= / e(i/gde= 4" | —~2 usv (9.10) 
BL gin 12 
—q/2 


Thus, it is possible to treat quantization error noise as a zero mean, broadband noise with 
standard deviation of g/V12V, added to x*(#). 


x(t) 


FIGURE 9.3 
Block diagram of the system used to observe 
quantization error in the A/D process. 
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FIGURE 9.4 
I/O diagram of a 4-bit quantizer 
(2*—1) =15 steps. 


FIGURE 9.5 


Probability density function of the quantization error 
of the system of Figure 9.3. See Figure 9.4 for the 


significance of q. 
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(ADC/DAC in Figure 9.3). Note that there are 2*=16 levels and 


-q/2 q/2 


In order to minimize the effects of quantization noise for an N-bit ADC, it is important 
that the analog input signal, x(t), uses nearly the full dynamic range of the ADC. In the 
case of a zero mean, time varying signal which is Nyquist band limited, gains and 
sensitivities should be chosen so that the expected peak x(t) does not exceed the 
maximum voltage limits of the ADC. Also, if x(f) has a Gaussian PDF, the dynamic range 


of the ADC should be about 4 
it is possible to derive an ex 


t3 standard deviations of the signal. Under this condition, 
pression for the mean squared SNR of the ADC and its 
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TABLE 9.1 


SNR values for an N-bit ADC treated 
as a quantizer 


N dB SNRq 
6 31.2 
8 43.4 

10 55.4 

12 67.5 

14 79.5 

16 91.6 


Note: Total input range is assumed to be 
60, V. 


quantization noise. Let the signal have an RMS value o, volts. From equation 9.9, we see 
that the quantization step size can be written as: 


9 aN (9.11) 


This relation for q can be substituted into equation 9.10 for the variance of the 
quantization noise. Thus the output noise is: 


2 2 
= a 360% 
No= 15 = 90" — 1 MSV (9.12) 
Thus, the mean squared SNR of the quantizer is: 
SNRq = (2% — 1)/3 MS V/MSV (9.13) 


Note that the quantizer SNR is independent of o,, as long as ox is held constant under the 
dynamic range constraint described above. Table 9.1 summarizes the SNRq of the 
quantizer for different bit values. ADCs of 16 to 20-bit are routinely used in modern 
digital audio systems because of their low quantization noise. 


9.4 Dithering 


Dithering is a method for statistically reducing the quantization errors and harmonic 
distortion inherent in the ADC process. In dithering, a signal uncorrelated with the input 
analog signal, x(t), is added to it, and the sum is sampled and converted. Figure 9.6 
illustrates an externally dithered ADC. The dither signal can be a narrow band (almost 
coherent) waveform with a power spectrum centered just below the Nyquist frequency, 
fs/2, or a broadband noise whose spectrum covers the signal spectrum, as shown in 
Figure 9.7. Note that dither noise is subtracted digitally from the ADC’s output after 
conversion. 

Adding dither to a converter’s analog input can provide significant improvements to 
the ability to extract signals below the resolution of the converter (< +%LSB) and in 
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An externally dithered ADC. 
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FIGURE 9.7 


RMS spectra of signal, broad and narrow band dithering signals. 


linearizing an ADC’s performance. The SNR improvements depend on the signal 
characteristics and the amount and type of dither. When combined with the time averag- 
ing property of subsequent digital low-pass filtering, dithering effectively removes, 
or smoothes, the quantization noise inherent in the stepwise transfer function of an ADC. 
To illustrate this property heuristically, let us consider the expected value of the dither 
noise at the output of the digital LPF (Figure 9.6). In general, the expected, or probability 
averaged value of the error transfer function, e(mq), is given by the well-known 


expression: 


[o.e) 


e= / e(na) p(na) Ana 


—o0oO 


(9.14) 


Digital Interfaces in Measurement Systems 605 


Output quantization 
A error at y,” 
Yo (n) 


Ye LSB 


— ve LSB 


1/q 


nq 


-q/2 q/2 


Ng 


FIGURE 9.8 

A. Output quantization error. (Figure 9.6) B. Probability density function of the RV, nz, the dither noise. 
C. Ilustration of the convolution of p(nq) with the quantization error function, e(1g). The convolution acts to 
smooth and reduce the amplitude of the quantization error. 


Here, p(ng) is the probability density function of the random variable, ng, the dither noise. 
When dithering occurs, the analog signal of amplitude x is added to the RV, ng. Now the 
expected transfer function value can be written as: 


a= f etna pout xn (9.15) 


Equation 9.15 is mathematically a form of convolution of p(nq) with e(n,) (the quantization 
error as a function of noise input). The convolution process is illustrated in Figure 9.8C. 
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Note that the shift is x, and when the rectangular PDF of ng is given the limits of + q/2, 
the integration result is zero for any x > 0. 

According to Hewlett-Packard [Bartz, 1993]: 

‘The high order distortion terms associated with the polynomial expansion of the 
quantized transfer function are effectively removed by the dithering. This result is true 
for dither amplitudes that are integral multiples of the ADC LSB [q].’ ... ‘The third 
harmonic distortion is significantly improved by large scale dithering.’ 

In summary, we note that dithering provides a means to improve output SNR and 
reduce total harmonic distortion in a digital signal acquisition system. 


9.5 Digital-to-Analog Converters 


A digital-to-analog converter (DAC) is an IC device which converts an N-bit digital word 
to an equivalent analog voltage or current. DACs can operate at very high sampling rates, 
or can act as static, dc voltage sources. A DAC allows digital information which has 
been processed and/or stored by a digital computer to be realized in analog form. DACs 
are essential components in the design of CRT terminals, modern control systems 
digital audio systems and waveform synthesizers, to mention a few applications. 

As we mentioned in the introduction to this chapter, it is necessary to understand 
DACs before we examine the designs of certain ADCs which use DACs as components. 
Most modern DACs are designed to accept straight binary inputs, although some 
units have been built that require BCD or gray code inputs. Most DACs use MOS 
or BJT switches to pass current through elected resistors in an R-2R resistance ladder 
circuit. Either voltage or current reference sources are used to power the ladder and 
either internal or external op-amps are used to condition the DAC’s output currents. 
DACs can be configured to have unipolar or bipolar outputs, depending on their 
application. 

All DACs require a certain settling time for the analog output to reach steady state 
value following the digital input. This settling (conversion) time can be as long as 100 ms 
or as short as 10ns. Immediately following a change in digital input, there is a DAC 
output transient, or glitch. The glitch can arise from the transient response of the 
op-amp(s) used to condition the output voltage, and also from internal switching 
transients in the DAC. 

There are many designs for DACs which have evolved over the past twenty years or so. 
DACs can be classified by whether they use bipolar junction transistor switches, or MOS 
transistor technology. The following DAC architectures are found with MOS technology: 


. Binary weighted resistor DAC 
. R-2R ladder 

. Inverted R-2R ladder 

. Inherent monolithic ladder 

. Switched capacitor DAC 


oF WN 


The following DAC designs generally use BJT technology: 


1. Binary weighted current sources 
2. R-2R Ladder using current sources 
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FIGURE 9.9 
An R-2R current scaling DAC ladder. So. ..Sy—1 are SPDT MOS switches actuated by the binary input signal. 
(Source: Northrop, 1990) 


At present, most DACs use the current mode, R-2R ladder design, as shown in 
Figure 9.9. This design has low switching transients, and is relatively fast. The switches 
are typically MOS transistors with low ON resistance. Vp is the DAC’s dc reference 
voltage, generally +5 or +10V, although in some designs, Veg can be a bipolar, time 
varying signal, allowing two-quadrant multiplication of Ve times the digital input. 
A DAC is called a multiplying DAC (MDAC) when it is operated in this mode. The DAC 
of Figure 9.9 has two output lines in which current must flow to ground, or an op-amp’s 
summing junction virtual ground at all times. Due to the grounded output lines, the 
current in the switched 2R resistors remains constant, hence the node voltages, V; ... Vn, 
remain constant, and there are minimum glitches caused by charging distributed 
capacitances from IC circuit elements to the IC substrate. Note that the Vr source sees 
a resistance of RQ in the DAC and thus, the MSB current through 5S, is simply Vr/2R. 
Each successive switch current is half of that through the preceding switch. Thus, the 
maximum output current, [oq ax is given by: 


Tyaymax = (Vr/R) (1/2! + 1/2? + 1/2? + ...1/2%) 


N_ 9.16 
=) ®) (75 ' (9.16) 


In general, the current outputs of this DAC are: 


k=N 


Toa) = Vr/R) 5 (Dx /2') (9.17a) 
k=1 
2v-1) ; 
Ih = Toa) = re ( N ) a y 25] (9.17b) 
k=1 


Here, D; is the logic level controlling the kth switch, either 0 or 1. k=1 is the most 
significant bit (MSB) and k=N is the least significant bit (LSB) of the input word. 
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FIGURE 9.10 
A. Unipolar binary DAC circuit. The box contains the circuit of Figure 9.9. B. Circuit for offset binary (bipolar) 
DAC output. R = 10 KQ. (Source: Northrop, 1990) 


Figure 9.10 illustrates how op-amps are used to convert the output currents given by 
equations 9.17a and b, to voltages. In the DAC circuit of Figure 9.9, note that there is an 
extra resistor of resistance R connected to the I,;;) node. This resistor is used as the 
feedback resistor for the op-amp transresistor of Figure 9.10A. Negative unipolar voltage 
output is obtained because V,=—RI,q) , where Inq) is given by equation 9.17a above. 
(A second inverter can be used to obtain a positive V,.) Figure 9.10B illustrates the same 
DAC, given a bipolar output so that V, ranges over approximately +Vp. In this case, the 
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TABLE 9.2 
Coding and output for a 10-bit, offset binary DAC 


D Vo 
11 1111 1111 —Ve (511/512) 
10 0000 0001 —Vpr (1/512) 
10 0000 0000 0 
01 1111 1111 +VpR (1/512) 
00 0000 0000 +Vpr (511/512) 


Note: The 1/2 LSB offset voltage has been neglected for 
simplicity. 


input word must be in offset binary format, as illustrated in Table 9.2. In the general case, 
the output of the offset binary DAC can be written: 


AVe 
Vo = —Riay — V2 = —R [gay — (— Rho) + 


N N N 
Dy 2; —1 Dy AV, 


N 
Dy 2%-1\ AV, 
=-2Ve + Ve( IN )+ 5 


The AV,/2 term is a half-LSB step used to make the bipolar DAC’s transfer function an 
odd function to minimize quantization error. Many other DAC designs exist. In many 
practical R-2R ladder circuits, especially those used for high speed operation, bipolar 
junction transistor (BJT) current sources are used to drive the ladder nodes. Switching 
of these current sources is often accomplished by differential current switches which 
allow the currents through the BJT current sources to remain constant whether or not 
they flow into the ladder nodes or ground. This design is illustrated in Figure 9.11. 
Switched capacitor or charge scaling DACs which use MOS IC technology are available. 
Instead of a ladder geometry, a capacitive voltage divider is used with the upper, 
switched capacitors having the values, C, C/ 2! ... C/2N-1. The lower capacitor of 
the divider is C pF. This circuit is shown in Figure 9.12. It can be shown [Northrop, 1990] 
that the voltage output of the charge scaling DAC is given by: 


Vre~ Ri 
Vo =a > DEE/2 9.19 
GpaernGe) (9.19) 
where Cr is the total capacitance of the switched array, given by: 


N 
Cra > C2 RC S20 (9.20) 
k=1 


It is not practical to build switched capacitor DACs for Ns much above 8 because of the 
large range in sizes required between the MSB and LSB capacitors. 
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FIGURE 9.11 

A differential BJT current switch com- 
monly used in R-2R, current scaling 
DACs. D,=kth digital input. The actual 
kth ladder current is I¢’ = Ic — Ipx. (Source: 
Northrop, 1990) 
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FIGURE 9.12 


Simplified circuit of a switched capacitor or charge scaling DAC. The entire circuit is realized with MOS IC 


technology. (Source: Northrop, 1990) 
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Readers interested in the details of DAC designs and how DACs are specified, should 
consult Chapter 10 in Northrop (2004), Chapter 14 in Northrop (1990), Chapter 11 in 
Franco (1988), Chapter 4 in Tompkins and Webster (1988) and Chapter 2 in Zuch (1981). 


9.6 The Hold Operation 


Just as the sampling process can be interpreted in the frequency domain, so can the 
process of sample (or track ) and hold of analog signals from a DAC. Note that the digital 
input to a DAC is generally periodic, with period T;. The DAC’s analog output from the 
nth digital input is generally held constant until the (1+ 1)th input updates it. This 
process generates a stepwise output waveform if {b;,} is changing. This process can be 
viewed as a linear filtering operation. The impulse response of the zero order hold (ZOH) 
filter to a unit input word at f=0, and zero inputs at sampling instants thereafter, is 
illustrated in Figure 9.13, and can be expressed mathematically as: 


ho(t) = U(t) — U(t— T,) (9.21) 


where U(f) is the unit step function, defined as zero for all negative argument, and 1 for 
all positive argument. h(t) is thus, a pulse of unit height and duration (0, T;), else zero. 
The Laplace transform of h,(f) is: 


LD Se ee 
H,(s)=—~——e sTs = (9.22) 


To find the frequency response of the ZOH, we let s — jw, and use the Euler relation for 
e!’, The ZOH’s frequency response is easily shown to be: 


J) mg SINT /2) _iwrs/2 
H,(jo) = T; (oT/2) e (9.23) 
Note that the zeros in Ho(jw) occur at w = n27/T;r/s, where n=1, 2,3,..., and 27/T; is 
the radian sampling frequency of the system. Thus, the overall process of sampling an 
analog signal, x(t) and reconverting to (held) analog form by a DAC can be written in the 
frequency domain (neglecting quantization) as [Northrop, 1990]: 


. sin@T/2) sp vert 
X ja) = ar pay Mio — jane (9.24) 


holt) 


FIGURE 9.13 > 
Impulse response of a zero-order hold filter. 0 Ts 
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Note that other more sophisticated holds exist. However, their realization is at the 
expense of some circuit complexity. For example, the first difference extrapolator hold 
which generates linear slope transitions between sampling instants (instead of steps) can 
be realized with three DACs, a resettable analog integrator and an analog adder 
[Northrop, 1990]. Its transfer function can be shown to be: 


H.(s) _ te eT rr je 2eST ae e ST (1 _ e 7) eT 
S 


9.25 
2 Ss ( ) 


It is left as an exercise for the reader to sketch and dimension h,(t). 


9.7 Analog-to-Digital Converters 


Various types of ADCs have evolved to meet specific applications in instrumentation, 
communications, control and audio. Obviously, the speed of the A-to-D conversion rate 
is not critical when digitizing a ‘dc’ measurand. However, the resolution may be very 
important and therefore, a large number of bits may be used. For example, a 16-bit 
ADC has resolution limited by +1/2LSB, or +7.63 ppm, a 20-bit ADC can resolve to 
+0.477 ppm. Commercial plug-in data acquisition cards for PCs of various types 
generally do not use ADCs of greater than 16 bits. Thus, custom ADC interface systems 
must be used if resolution better than +7.63 ppm is desired. The fastest ADCs are the 
flash converters, described below, which can convert 8 bits with a sampling period of less 
than Ins. Such speed is useful when measuring transient phenomena, such as partial 
discharges in power cable insulation, other insulation breakdown phenomena and 
transient events in particle physics and lasers. Commercial data acquisition cards for 
PCs generally have sampling rates on the order of 1 MHz for ADCs up to and including 
12 bits. Signatec, Inc. offers a combined, 8-bit, 100 MHz digitizer with a 16-bit, digital 
signal processor on a PC/AT bus compatible card. 

One might wonder why it is necessary to have 16-bit resolution when the display 
resolution of terminals and graphics plotters rarely exceeds 10 bits. The answer to this 
question lies in the lower quantization noise of the 16-bit systems and the fact that the 
statistics computed on the measurements have lower variances when calculated using 
16-bit data. We will describe the organization, features and applications in measurements 
of five major types of ADCs: 


. Successive approximation converters 
. Tracking (servo) types 

. Dual slope, integrating converters 

. Flash (parallel) converters 


oF WN 


. Dynamic range, floating point converters 
6. Sigma-Delta converters 


DACs can be classified by whether they use bipolar junction transistor switches, or 
MOS transistors. 
9.7.1 Successive-Approximation (SA) ADCs 


SA ADCs are probably the most widely used class of ADC, with accuracies ranging 8-16 
bits. They are available as single, LSI, digital/analog ICs. Their advantages include low 
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FIGURE 9.14 


Block diagram of a successive approximation ADC. S&H is an analog sample-and-hold (or track-and-hold) 
circuit used to ‘freeze’ Vy during the A/D conversion process. (Source: Northrop, 1990) 


cost and moderate conversion speed. However, they can have missing output codes, 
require a sample-and-hold input interface and are difficult to autozero. 

A block diagram of an SA ADC is shown in Figure 9.14. Note that this type of ADC uses 
a DAC and an analog comparator in a logical feedback loop to control its conversion 
algorithm. SA ADCs are fast enough for audio frequency applications, with conversion 
times in the range of about 2-20,1s. As we will see, conversion time depends on the 
digital clock of the SA ADC and its number of bits. 

The conversion cycle of an 8-bit SA ADC begins with the analog input signal being 
sampled and held at t=0. Simultaneously, the output register is cleared and all D, are 
set to 0. At the next clock cycle, D; is set to 1, with all other D,=0. This makes 
the DAC output V,=VpR(128/256) = Vpr/2. The comparator performs the operation 
SGN(Vx — Vr /2). If SGN(Vx — Vr/2) =1, then D is kept 1; if SGN(Vx — Vr/2) = —1, then 
D, is set to 0. This completes the first (MSB) cycle in the conversion process. Next, D2 is 
set to 1 (D, remains the value found in the first cycle). The comparator output signals 
if Vx >[D1(Vr/2) + Vr/4]. If yes, then D2 is set to 1, if no, then D,=0, completing the 
second bit’s conversion cycle. This process continues until all N-bits are converted and 
then stops and signals Data Ready. It is easily seen that N clock cycles are required to 
convert Vx to an N-bit digital word. Note that the final conversion error is less than 
+1/2LSB. The SA ADC conversion process is shown in flow chart form in Figure 9.15. 

SA ADCs are designed to work at audio frequencies and higher, with their conversion 
cycles under computer control. Often, their output registers use tristate logic, so that an 
ADC can be used with other tristate SA ADCs and DACs on the same, bidirectional data 
bus. Note that if N, N-bit SA ADCs are on the same data bus, and their starting times 
are staggered one after another, an ADC output can be read into the computer at every 
clock cycle. 
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FIGURE 9.15 


Flowchart for the operation of a typical, 8-bit, successive approximation ADC. Note: D; =MSB, Dg=LSB. 
(Source: Northrop, 1990) 


9.7.2 Tracking or Servo ADCs 


The tracking ADC is a relatively slow ADC, best suited for the digitization of dc and low 
audio frequency measurands. Figure 9.16A illustrates the block diagram of a tracking 
ADC. Figure 9.16B illustrates the input voltage, Vx(#), and the DAC output, V,(t) in a 
T-ADC, when it is first turned on. Note that the DAC output slews up to Vx at a rate set 
by the DAC’s clock. When V, exceeds Vx, the comparator’s output goes low, which 
causes the counter to count down one clock cycle to bring V,< Vx. Then, the comparator 
goes high, signaling an up count, etc. In following a very slow ac or dc Vx waveform, V, is 
seen to have a +1LSB limit cycle around the true value of Vx. This means that, in 
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FIGURE 9.16 
A. Block diagram of a tracking (servo) ADC. B. Waveforms in a tracking ADC. (Source: Northrop, 1990) 


realizing a digital output, the true LSB digit must be dropped because of the limit cycle 
oscillation. Thus, an 11 bit DAC is required to realize a 10-bit output T-ADC. 

A T-ADC has a maximum slew rate, n, in volts per second, at which it can follow a 
rapidly changing Vx(t) without gross error. This is: 


= VomaAx 
SON Fe 


V/s (9.26) 


As an example, let N= 10 bits, Vawjax=10 Vand Tc=1 us. 7 is found to be 9.766 x 10° V4. 
Thus, dVx(t)/dt must be less than this 7 for no gross error. The T-ADC, in addition to 
slew rate limitations, performs poorly in the presence of high frequency noise on Vx. 
Thus, low-pass filtering of Vx before it is seen by the comparator improves T-ADC 
performance. This type of ADC is suitable for the design of low cost, digital, dc 
voltmeters and ammeters, etc. 
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9.7.3. Dual-Slope Integrating ADCs 


DSI-ADCs have the advantages of high inherent accuracy (up to 22 bits output), excellent 
high frequency noise rejection, no requirement for a sample and hold at their inputs and 
no possibility of missing output codes. They are widely used in inexpensive dc digital 
instruments. Their conversion times are long, ranging about 10 ms — 0.333 s. They generally 
have an auto-zeroing mode, discussed below. Figure 9.17 illustrates a DSI-ADC which 
converts a unipolar, dc input. Note that a DAC is not used in this ADC design, but a high 
performance analog integrator is required. The control logic operates MOS analog 
switches, S1 and 52 (S1 at input, S2 over integrator.) The conversion cycle of a DSI-ADC 
begins with the control logic first clearing the counter and setting the charge on the 
integrator capacitor equal to zero with switch S2. Next, Vx > 0 is integrated for 2N clock 
cycles. At the end of this integration time, T;, the integrator output, V2, can be expressed as: 


T 
1 Vy(t T; — 
fe) | ee Oe fF (9.27) 


—_—— 
eR) PG RC 
0 


where T, =o T es, Switch S1 now connects the integrator input to —Vr. V2 now ramps 
linearly toward 0 V with positive slope. The counter is made to count clock cycles from T; 
to Tz, when V2 reaches 0 V. At Tz, the counter count, M, is latched into the output register. 
At Tz, we can write: 


Vo = 0 = —-(T)/RC)<Vy>T; + T VR/RC (9.28) 


Counter 


Control 
Start 
conversion 


FIGURE 9.17 
Diagram of a unipolar, dual-slope, integrating ADC. (Source: Northrop, 1990) 
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where T> = T-—T,. However, 


T, = MT¢ (9.29) 
So, we can write: 
M Tc Vp/RC = 28Te<Vy>7,/RC (9.30) 
which leads to: 
M= <Vy>7,2%/Vp (9.31) 


Thus, we see that the numerical count, M, is proportional to Vx averaged over T seconds. 

Calibration of the DSI-ADC is seen to be independent of the values of the clock period, 
R, and C. It does require a temperature stabilized Vr, and an integrator op-amp and 
comparator with low offset voltage drift. In addition, the integrator op-amp must have 
negligible dc bias current. DSI-ADCs are widely used in digital multimeters. They are 
available as LSI ICs and generally have an autozeroing mode. In one strategy, the output 
count, M,, measured with the input shorted to ground (Vx=0), is read every other 
conversion cycle and then subtracted from M obtained with Vx connected. Another 
autozeroing strategy is analog based, in which a special autozero capacitor is charged to 
the net offset voltages of the buffer amplifier, integrator op-amp and the comparator 
during a special autozero cycle with inputs shorted to ground. The autozero capacitor, 
charged to the net offset voltage, is then switched in series with the input during the 
measurement cycles to effectively reduce the net ADC offset voltage to <10uV (this 
autozero architecture is used in the Intersil ICL7106/7107 DSI-ADC). 

It can be shown that if T; is made an integer number, K, of power line frequency periods 
(i.e. T,; = 2NT- = K/60 seconds, then power line hum contaminating Vx can be rejected by 
as much as 70dB. Other modifications of the DSI-ADC include a connection for bipolar 
input signals, which gives an offset binary output code, and charge balancing ADCs in 
which a reference current source switched into the integrator’s summing junction 
replaces Vr in the DSI-ADC previously described [Northrop, 1990]. 

Some commercially available, dual-slope ADCs include the Analog Devices’ 22-bit 
AD1175K; the Intersil ICL7106/7107, 3’2 digit, autozeroing ADC for LCD display 
digital multimeters; the Intersil ICL7129, 4’2 digit DMM DSI-ADC; the Teledyne 
TSC7135, 4’2 digit DMM DSI-ADC; the Teledyne TSC808 auto-ranging, AC/DC, 32 
digit DMM IC. 


9.7.4 Flash (Parallel) ADCs 


Flash ADCs (FADCs) are the cornerstone of modern, ultra high speed, digitizing front 
ends of certain digital storage oscilloscopes (DSOs), such as those manufactured by 
LeCroy, Nicolet, Hewlett-Packard and Tektronix. Eight-bit digitizing rates in excess of 
1 gigasamples/s (10’Sa/s) are currently available for specialized DSOs. The digitized 
outputs of such flash ADCs must be buffered by ECL or proprietary logic registers, which 
store and download the digital data rates acceptable by computer bus structures, logic 
and RAM memories. 

An FADC can be realized as a hybrid or LSI IC. From Figure 9.18 we see that an FADC 
is composed of four subsystems: 


1. An analog track-and-hold or sample-and-hold circuit which is used to sample and 
‘freeze’ the input voltage, and present that sample to the inputs of the high speed, 
analog, amplitude comparators 
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FIGURE 9.18 


Schematic of a 3-bit, flash ADC with binary output. (Source: Northrop, 1990) 


2. A stable, dc reference voltage source and a voltage divider ladder that supplies the 
switching reference voltages to the analog comparators 

a". high speed, analog voltage comparators having negligible dc offset voltages 

4. A combinational logic circuit composed of OR, NOR and inverter gates that 
accepts the logic level outputs of the 2‘ comparators, and that generates a parallel 
digital word at the FADC output. 
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Block diagram of a two step, flash ADC. K+ M=N output bits. (Source: Northrop, 1990) 


Practical considerations in the design of integrated circuit FADCs having the 
architecture of Figure 9.18 limit the number of bits to eight. Problems exist with the 
input capacitances of the 28 comparators loading the track and hold circuit, signal 
propagation delays and maintaining low dc offset voltages on the 256 comparators. 

A design for a FADC having a 12 bit output is shown in Figure 9.19. This system uses 
two 6-bit FADCs, a very fast 6-bit DAC, and two sample-and-hold circuits. Conversion 
speed of this system will be slower than either 6-bit FADCs alone because of the 
conversion lag and settling time of the DAC and the Ky= 9° amplifier. A conversion cycle 
of the 12-bit, two stage FADC operates as follows. S&H-1 samples the analog input signal, 
giving an analog output Vx. The Vx is flash converted by the first 6-bit FADC and 
simultaneously reconverted to analog form by the 6-bit DAC. The DAC output, Vj, is 
subtracted from Vx, giving the analog quantization error, Vg, of the first ADC. Vz is 
amplified by a factor of 2 = 64, again sampled and held, then converted by the second 
FADC to give the 6 least significant bit output. In mathematical terms: 


6 
Dry 
Vi = Vymaxy a a (9.32) 


n=1 


6 
Dy 
V2 = 2°Vp = 2°(Vy — y= (Ve Faaweo 9) (9.33) 


n=1 


In general, V_ can be as large as Vxwyaxy/ 2°, hence the second 6-bit converter generates a 
binary code on the quantized remnant, Vr. Internally, the two, 6-bit FADCs each requires 
() comparators and thus, is far less complex than even an 8-bit FADC. It can be 
shown that the total coded output of this system can be written as: 


12 
D, 
Vx =Vean > a (9.34) 
k=1 
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In general, FADCs are expensive, specialized ADCs whose principal application is the 
digitization of analog signals with frequencies in the range 10 MHz — >1 GHz. They can, 
of course, operate at slower sampling rates and are widely used in the front ends of 
digital storage oscilloscopes which operate on signals having frequencies from mHz to 
500 MHz. Eight-bit resolution is typical. 

Some examples of FADC ICs include the Burr-Brown ADC600, a 12-bit, 10 mega- 
samples/s (MSPS) circuit, which uses the two stage architecture described above, the 
Analog Devices AD770 8-bit, 200 MSPS IC and the Sony CXA1096P 8-bit, 20 MSPS 
converter. The state-of-the-art in flash converters probably lies close to the proprietary 
digitizing system offered by LeCroy. The LeCroy Model 6880B waveform digitizer system 
samples at a fixed 1.35 GSPS, giving either an 8-bit or 11-bit output, stored in a 10,016 
word buffer memory holding 7.42 us of sampled data. 


9.7.5 Dynamic Range, Floating Point ADCs 


Figure 9.20 illustrates a block diagram of the Micro Networks model MN-5420, 
DRFP-ADC. This ADC has accuracy better than 2ppm and can carry out 3.2 x 10° 
conversions/s. It has a 16-bit output consisting of a 12-bit mantissa and a 4-bit exponent. 
The 4-bit FADC codes the exponent and its output sets the gain of a programmable gain 
amplifier (PGA) having gains Ky= 2 k=1,2,4,... 128, 256. The settled amplifier output 
goes through a track-and-hold circuit, and is converted by a fast, 1s, 12-bit, SA ADC. 
When the analog input signal is small, the gain of the PGA is high. For example, for 
Vx < 19.5mV, the gain is 256. The value of a mantissa LSB at this gain is 9.5uV. As 
designed, the maximum input voltage of the MN-5420 DRFP-ADC is +5 V. Table 9.3 gives 
this ADC’s gain switching points and the mantissa’s LSB values. When Vx goes negative, 
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FIGURE 9.20 
Block diagram of the MN-5420, dynamic range, floating point ADC. The programmed gain amplifier (PGA) has 
an autozeroing feature (not shown). 


Digital Interfaces in Measurement Systems 621 


TABLE 9.3 


MN-5420, dynamic range, floating point ADC PGA switching points and 
exponent coding for Vx>0 


PGA Switching Voltage, Vx PGA Gain Exponent LSB Voltage 
+5<Vx<2.5V 1 1000 2.44 mv 

2.5 <Vx<1.25V 2 0111 1.22mV 
1.25 <Vx <0.625V 4 0110 610 nV 
0.625 <Vy < 0.3125 V 8 0101 305 nV 
0.3125 <Vx < 0.15625 V 16 0100 153 pV 
0.15625 < Vx < 0.078125 V 32 0011 76 pV 
0.078125 <Vx < 0.039063 V 64 0010 38 LV 
0.039063 < Vx < 0.019531 V 128 0001 19 pV 
0.019531 <Vx <0V 256 0000 9.5 nV 


Note: Vx range is +5 V 


the exponent coding is the same as for positive Vx. However, the MSB of the 12-bit 
mantissa goes from 0 to 1. 

The MN-5420 DRFP-ADC design is an ingenious approach to high resolution, high 
speed analog-to-digital conversion. The heart of the design is the precision, autozeroing, 
PGA. The overall ADC speed is limited by the speed at which gains can be switched, and 
the speed of the 12-bit SA ADC. Note from Table 9.3, that the resolution of the DRFP ADC 
is 1.9 ppm on its most sensitive auto-range. 


9.7.6 Delta-Sigma ADCs 


Delta-Sigma ADCs (A-X ADC) are also called oversampled or noise-shaping converters. 
Oversampling ADCs are based on the principle of being able to trade-off accuracy in time 
for accuracy in amplitude. Figure 9.21 illustrates the circuit of a first order, A-X ADC. 
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FIGURE 9.21 


Circuit of a first order A-X ADC. 
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FIGURE 9.22 Z = 
Waveforms in the A-X ADC of Figure 9.21 when 
V,=0 Vr 

~=0. 


The circuit in the box is a first order A-X modulator. The digital filter and decimator 
produces the N-bit, digital output. 

We will first analyze how the A-X modulator operates in the time domain. First, let us 
set V, — 0. Let the MOS switch apply —Vz to the integrator so that its output, V;, goes 
positive. The comparator output, V2, applied to the D input of the D flip-flop (DFF) will 
be HI. At the rising edge of the next clock pulse, HI is seen at the Q output of the DFF. 
This HI causes the MOS switch to switch the integrator input to +Vp, so that the 
integrator output V; begins to ramp down. When V; goes negative, the comparator 
output V2 goes LO. Again, when the clock pulse goes HI, the LO at D is sent to the DFF Q 
output. This LO again sets the MOS switch to —Vr, causing V2 to ramp positively until it 
goes positive, setting V2 to HI, etc. Figure 9.22 shows the A-X modulator’s waveforms 
for V;=0. Q is the DFF output which is the comparator output, V2, latched in when 
the CP goes high. The peak-to-peak height of the steady state triangle wave oscillation 
seen at V; can easily be shown to be equal to: 


VrT. 
Vim = : 
Im RC (9.35) 


where T, is the A-X ADC’s clock period, and the other parameters are given in the figure. 
The average value of V,=0. 

Now let us set V,=+Vp/4 and examine the A-X ADC’s waveforms (Figure 9.23). Let 
the system start with V; =0 at t=0, and begin to integrate V, and V;=+Vzk. Initially, the 
integrator output V; ramps negative as v;(t) = —[5Vr/(4RC)]t. At the first positive going 
clock wave, the LO comparator output, V2, is latched to the DFF’s Q output, setting it LO. 
When Q goes LO, the MOS switch makes V,=—Vr. Now the integrator output ramps 
upward with slope +3Vr/(4RC). When V, goes positive, the second positive clock 
transition latches the HI V2 to Q, setting V; to +Vpr. Now, the integrator output, V1, ramps 
down again with slope —5Vr/(4RC). When V; <0, V2 goes LO. The third positive clock 
transition latches this LO to the Q output of the DFF. As before, this sets V; to -Vr and 
the integrator output again ramps positive, and the cycle repeats itself. Note that there 
is a steady state (SS) oscillation in V1, V2, Q and V, with a period of eight clock periods. 
The SS duty cycle of Q is 37.5% and V, = —1/4. 
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FIGURE 9.23 
Waveforms in the A-X ADC of Figure 9.21 when V,=V,R/4. 


It is also of interest to examine the A-X ADC’s waveforms when V,=+VpR/2. Now, let 
the system start with V; =0 at t=0 and begin to integrate V,, with V;=+Vpr. Assuming Vx 
is constant, V; ramps negative as v;(t) = —3Vet/(2RC), causing the comparator output, 
V2, to be LO. At the first positive going clock pulse, the DFF latches the low D input to Q, 
causing the MOS switch to make V;= —Vr. Now the net input to the integrator is —Vr/2 
and the integrator output begins to go positive with slope +Vr/(2RC), as shown in 
Figure 9.24. When V; first goes positive, V2 goes HI. At the third clock HI transition, the 
DFF output goes HI, setting the MOS switch to —Vr. Now the net input to the integrator 
is +3VRr/2 and V; begins to ramp down again with slope —3Vr/(2RC), and the ADC 
process repeats itself indefinitely until V, changes. From the waveforms in this figure, 
where V,=Vpr/2, we see that the duty cycle of Q is 25% and V; = —1/2. From the three 
sets of V, waveforms, we see that in general, V,= —VpV3. 

Now let us consider the operation of first order, A-x ADC. If the number of ones in the 
output data stream (i.e. the DFF’s Q output) is counted over a sufficient number of 
samples (clock cycles), the counter’s digital output will represent the digital value of the 
analog input, V,. Obviously, this method of averaging will only work for dc or low 
frequency V,. In addition, at least 2N clock cycles must be counted in order to obtain N-bit 
effective resolution. In the A-X ADC, the modulator’s DFF Q output is the input to the 
block labelled ‘digital filter and decimator’. The digital low-pass filter precedes the 
decimator. The digital LPF serves two functions: 


1. It acts as an anti-aliasing filter for the final sampling rate, f, 
2. It filters out the higher frequency noise produced by the A-X modulator 


Quoting Analog Devices’ AN-283 (Sigma-Delta ADCs and DACs): 
‘The final data rate reduction is performed by digitally resampling the filtered output 
using a process called decimation. The sampling rate of the input signal x(7) is at a rate 
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FIGURE 9.24 
Waveforms in the A-X ADC of 
Figure 9.21 when V,=+V,/2. 


(quantization noise) 
Nq 


(analog integrator) (one-bit quantizer) 


(equivalent gain = 1) 


FIGURE 9.25 
A frequency domain block diagram approximation describing a first order A-X ADC. 


which is reduced by a factor of 4. The signal is resampled at the lower rate (the 
decimation rate), s(1) [f,]. Decimation can also be viewed as the method by which the 
redundant signal information introduced by the oversampling process is removed. 

In sigma-delta ADCs it is quite common to combine the decimation function with the 
digital filtering function. This results in an increase in computational efficiency if done 
correctly’. 

Figure 9.25 illustrates a heuristic, frequency domain block diagram approximation for a 
first order A-X ADC. To appreciate what happens in the system in the frequency domain, 
we can find the transfer function for the analog input, V,, and the internal quantization 
noise, 1, (see the section below). Assuming a linear system, we find: 


— VKi Jong 
: ~ ja+ K; jo+ K; 


(9.36) 


Thus, the 1-bit quantization noise in the output is boosted at high frequencies, so 
V. = jon,/K;. The signal component in V{ rolls off at —-6 dB/octave above w = Kj; r/s. At 
low frequencies, the noise in V; is negligible and V! & V,. Since the A-X modulator is 
really a sampled system at frequency f,, the noise in V, and Q has the root power density 
spectrum shown in Figure 9.26. Note that the broadband quantization noise is 


concentrated at the upper end of the root spectrum. The range from 0<f <f, is 
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FIGURE 9.26 
Root power density spectra of signal and noise in a first order A-X ADC. 


relatively noise free. Operation in this range is achieved by first having the FIR LPF 
operate on the data stream from Q at clock rate f., then decimation, so that f,=f,/2, the 
Nyquist frequency of the decimation frequency. Lastly, the counter counts the decimated 
data for 2’ f, clock periods. 


9.7.7 Data Acquisition Cards for PCs 


It is evident that PCs and laptop computers are central to most modern instrumentation 
and measurement systems. Consequently, many manufacturers make plug-in interface 
boards that allow one or more channels of external analog data to be sampled 
and digitized. In fact, the ubiquity of the modern PC allows it to serve as a digital storage 
oscilloscope—a single specialized card is required. PC Instruments of Akron, Ohio make 
a series of PCI-42X and PCI-43X digital oscilloscope cards. These cards, depending on 
the model, have one or two 8-bit channels and bandwidths ranging 100-300 MHz. 
In the real time mode, maximum resolution is 80ns/sample. In the equivalent sampling 
mode, maximum resolution is 5ps/Sa, or an equivalent sampling rate of 200 
gigasamples/s. Gage Applied Sciences of Montreal offer a line of super fast, PCI 
bus waveform digitizers and virtual oscilloscopes. Their Model 85G CompuScope is 
their fastest, sampling 8 bits at 5 gigasamples/s. The Gage Model 2125/ETS CompuScope 
does real time sampling at 250 megasamples/s in one channel and has 2 gigasamples/s 
equivalent time sampling on two 8-bit channels. These plug-in digital oscilloscope cards 
operate as the input elements for sophisticated virtual instruments. All the normal knobs 
and switches found on the front of a stand alone DSO are displayed on the CRT, and are 
mouse operated. 

Many manufacturers make A/D boards for PCs that are not part of a virtual DSO 
system. For example, Delphi Engineering Group makes an 8-bit, 1GHz PMC ADC 
Digitizer Board. This board has an analog —3 dB bandwidth of 1 GHz. Its sampling rate is 
up to 1 gigasamples/s. SuperLogics offers an extensive line of PCI data boards having 
12-, 14- and 16-bit resolution on two channels, also 32 bit digital I/O. Sampling rates 
range from 150 kilosamples/s to 1.25 megasamples/s, depending on the board. Many 
other companies, including CyberResearch®, National Instruments™, Keithley Instru- 
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ments, etc. offer extensive lines of analog input boards. One has the option of specifying 
the number of input channels, single ended or differential input, the number of bits, the 
size of the buffer memory on board and of course, the sampling rate. The user designing 
an I&M system has the option of writing their own data management software, but 
most board vendors also sell software packages for their boards. Most notable is the 
LabVIEW® software sold by National Instruments. 


9.8 The IEEE-488 Instrumentation Bus (GPIB) 


In computer nomenclature, a ‘bus’ is ‘a collection of unbroken signal lines that 
interconnect computer modules (the connections are made by taps on the lines)’ [Stone, 
1982]. In general, a bus contains data lines, control and signalling lines and in some cases, 
address lines. There are many parallel bus architectures and protocols which have been 
developed since the advent of the microcomputer. These include, but are not limited to, 
the Intel Multibus (EEE-796 bus), the VME bus, the Centronics printer bus, the DEC Unibus, 
the LSI-11 bus, the IBM PC bus (IBM PC/XT/AT), the MacIntosh IT NuBus, the MicroVAX 
Q-bus, the IBM PS2 Micro-Channel Architecture (MCA) bus, the Intel iSBX bus, the ISA and 
EISA PC buses, and of course, the IEEE-488 Instrumentation Bus (GPIB) which we describe 
below. 

The IEEE-488 bus was developed by Hewlett-Packard in the early 1970s as a standard, 
8-bit, bidirectional, asynchronous bus (HP-IB) to enable a number of HP-IB compatible 
instruments to communicate with a controlling computer and with one another. 
Not only can measured data be sent to the host computer for storage and processing, 
but in certain GPIB compatible instruments, the computer can be used to set 
the instrument’s front panel controls and to control the measurements. The original 
IEEE-488 standard was defined by the IEEE Standards Committee in 1975, was revised in 
1978 and again in 1987 as IEEE Std. 488.2-1987. The IEEE-488.2 standard is also called the 
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Standard Commands for Programmable Instruments (SCPI). Its latest version is SCPI-1999. 
Its text is available from the IEEE as a 3.5 MB pdf file from the site (www.scpiconsortium. 
org /scpistandard.htm). 

The GPIB is unique in that it uses unique, stackable (hermaphrodite) connectors on its 
cables, as shown in Figure 9.27. Many semiconductor manufacturers offer LSI IC 
interfaces for the GPIB. Some of these include the three Intel i829X series ICs (the i8291 
talker/listener, the i8292 GPIB controller and the i2893 bus transceiver-driver), the Texas 
Instruments TMS9914, the Motorola 68488 and the Signetics HEF4738. 


9.8.1. The GPIB Bus Structure 


The GPIB consists of eight, tristate, bidirectional data lines and eight control lines that 
select, deselect, and otherwise coordinate the asynchronous communications between the 
host computer and satellite instruments. The maximum practical data transmission rate 
in most GPIB systems is about 250kB/s, equivalent to about 2Mbits/s. Practical 
considerations on loading a typical IEEE-488 bus limit the number of devices on the bus 
to about 15, all which should be located within 3 meters or so of the host computer. All 
lines on the GPIB use a complimentary TTL logic protocol. An active LOW is a voltage 
less than 0.8 V, and may be treated as a logical TRUE or ‘1’. An active HI is a voltage 
greater than 2.5V and is a logic FALSE or ‘0’. In the tristate, Hi-Z condition, pull-up 
resistors tied to +5V make the data lines assume a high impedance, HI voltage. All 
commands and most data on the 8-bit data I/O lines are generally sent using the 7-bit 
ASCII code set, in which case, the eighth bit is used for parity, or is unused. 

The eight control lines, their acronyms and functions are described below: They may be 
subdivided into Handshake Lines and Interface Management Lines. 


e Handshake Lines 


1. DAV (data valid): When a selected device on the GPIB supplies an 8-bit word to 
the data lines (i.e. is a talker), DAV is set LOW (or TRUE) to indicate to all on the 
bus that the data byte on the bus is ready to be read to alistener device. DAV is one 
of the three ‘handshaking’ lines that control data transmission on the GPIB. 

2. NRFD (not ready for data): This second handshaking line is pulled LOW by a 
selected listener to indicate that it is ready to accept data. (NRFD would be better 
called ‘RFD’). 

3. NDAC (not data accepted): This third handshaking line is set LOW by the selected 
listener device when the data byte transmitted has been accepted and, that new 
data may now be supplied. 


e Interface Management Lines 


1. ATN (attention): This line is pulled LOW by the bus controller (computer) to 
signal that it is sending a command. It drives ATN HI to signal that a talker can 
send it data messages. 

2. IFC (interface clear): The GPIB controller drives this line LOW to reset the 
status of all other devices on the GPIB, and to become Controller-In-Charge (CIC). 

3. SRQ (service request): This is the GPIB equivalent of an interrupt line. Any device 
on the bus (except of course, the controller) can pull the SRO line LOW, signaling 
to the controller that it requires ‘service’. Devices can be programmed to signal 


628 Introduction to Instrumentation and Measurement 


SRQ for various reasons, such as being overloaded, out of paper, having 
completed an internal task such as computing an FFT spectrum, etc. The 
controller, upon sensing SRQ LOW, must poll the devices on the GPIB to 
determine which one sent the SRQ, and then take appropriate control action 
(service). 


4. REN (remote enable): This controller output line is set LOW to allow the controller 
to take over front panel controls of a selected instrument on the GPIB (if that 
instrument has the capability of having its front panel settings taken over by the 
controller). 


5. EOI (end or identify): This line has two functions—a talker uses EO] LOW to mark 
the end of a multibyte data message. EOI LOW is also used by the bus controller to 
initiate a parallel poll. When the controller sets both EOI and ATN LOW, a parallel 
poll causing devices configured for a parallel poll to present status bits on the 
data bus, which are read by the controller. 


9.8.2 GPIB Operation 


As we have already seen, the 8-bit data bus can carry data or commands. The controller 
pulls the ATN line LOW, to signal that it is sending commands. There are four types of 
command—addressed, listen, talk and universal. Commands are generally represented 
by 7-bit ASCII characters on the bus. The type of command being sent is signalled by bits 
5, 6 and 7 on the data bus. If bits 5, 6 and 7 are HI voltages (logic 0), then the command is 
an addressed command. If bit 5 is LOW, and 6 and 7 are HI, then the command is 
universal. If bit 6 is LOW and 7 is HI, then the command is a listen command, and if bit 6 
is HI and 7 is LOW, then the command is a talk command. If both bits 6 and 7 are LOW, 
the command byte is a secondary command. Secondary commands are used for sending 
secondary addresses or setting up devices for a parallel poll. 

As suggested by their name, universal commands affect all devices on the GPIB. There 
are five universal commands: 


1. LLO (local lockout): LLO is represented by 11h on the bus. It is used to disable the 
front panel controls of all devices on the bus. Under this command, the controller 
will have complete control of instrument settings, etc. 


2. DCL (device clear): DCL resets all devices on the GPIB. It is 14h on the data bus. 


3. PPU (parallel poll unconfigure): A PPU command (15h on the data bus) resets the 
parallel poll responses of all devices on the GPIB, allowing new parallel poll 
responses to be specified. 


4. SPE (serial poll enable): The Controller responds to an SRQ by sending out a SPE 
(18h) on the data bus. The SPE causes each device on the GPIB to prepare a single 
status word to be sent back to the controller when it is sequentially interrogated 
by the controller. 


When the controller finds the device that sent the SRQ, it sends out a SPD command. SPD 
(serial poll disable) is sent out by the controller (19h) on the data bus following the SRQ 
identification. The SPD command resets the buses of all the devices to the normal mode 
following the SPE, so that the SRQ problem can be serviced. 

Addressed commands are vectored to those certain devices that have been sent listen 
commands. There are five addressed commands in the GPIB protocol and they, too, are 
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represented by hex words on the data bus. 


1. GTL (go to local) (01h) cancels the Universal CommandLLO, and restores local, 
front panel control to addressed devices. 


2. SDC (selected device clear) (04h) clears those devices that have received listen 
commands. 


3. PPC (parallel port configure) (05h) command is sent to a specific device to tell it 
which data bit it will use to give its status. A secondary word is sent following the 
addressed PPC command to specify which data line will have the status signal 
on it, and whether a 1 or a 0 will be used to signal that the device needs service. 

4. GET (group trigger) (08h) synchronizes the operation of several instruments on 
the GPIB, such as starting a group of related measurements. 

5. TCT (take control) (09h) enables the main controller to pass control of the GPIB to 
a secondary controller. The device which is to become the new controller is first 
sent a listen command, followed by TCT. 


Figure 9.28 summarizes the IEEE-488 bus command codes. The interested reader can 
explore the GPIB in greater depth in the texts by Stone (1982), Tompkins and Webster 
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FIGURE 9.28 
Command codes for the IEEE-488 (1978) instrumentation bus. (Source: Tompkins and Webster, 1988) 
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(1988), Helfrick and Cooper (1990) and the National Instruments (1992) Databook on IEEE- 
488 and VXIbus Control, Data Acquisition, and Analysis. 

Many manufacturers of interface cards for PCs and MACs offer IEEE-488.2 compatible 
cards and controlling software. Some of the newer GPIB systems have hardware and 
software that permit one to make a very fast and flexible measurement control system. 
For example, the National Instruments’ NB-GPIB interface board for the MacIntosh II 
has the latest IEEE-488.2 functions, and can read and write data at a sustained 800 kB/s. 
The National Instruments’ LabVIEW 2 software for the Mac II is a powerful, graphical 
programming language that permits the creation of virtual instruments on the monitor 
whose settings can be altered by mouse and sent to the actual instrument by GPIB. 
The NB-GPIB card is compatible with NuBus DMA operations and the RTSI bus. The 
National Instruments’ GPIB-SE card for the Mac SE is another advanced GPIB card that 
claims data bus transfer rates up to 1MB/s. This card, too, is compatible with the 
LabVIEW software. Metrabyte offers IBM PC compatible IEEE-488 cards and handling 
software, the MBC-488 and the IE-488 cards. These cards support up to 15 devices on the 
bus and carry out DMA data transfers at 450 kB/s. 


9.9 Serial Data Communications Links 


While the GPIB is eminently suited for managing a large measurement system, there is 
often need to couple the output of a single instrument to a computer interface over long 
distances, using few electrical conductors. Serial data transmission has well-established 
protocols, and predates the GPIB by at least ten years. The RS-232 serial interface was 
originally developed in the early 1960s to send data to a CRT terminal or teletypewriter 
over telephone wires. Its low maximum bit transfer rates now makes the RS-232 serial 
interface generally obsolete for the control of the modern equivalents of terminals, 
printers and instruments. The RS-232 interface currently finds use in coupling mice, 
trackballs, joysticks and other slow input devices to computers, as well as computers to 
certain plotters and non-graphics printers. Hardly any measurement instruments are 
designed to use the RS-232 interface, since it lacks the speed and flexibility of the IEEE- 
488.2 bus. However, for specific applications, such as reading in the data from remote dc 
sensors and sending data to loggers, it can be useful. 

Other, more modern, serial, asynchronous data transmission protocols include the RS- 
422, RS-423, RS-449, RS-485 and USB. We will first describe the RS-232 serial interface, as 
it is the oldest serial bus. It has been widely used and its protocol is utilized with little 
variation in the later serial bus designs. RS stands for Recommended Standard (of the 
Electronic Industries Association, Washington, DC). 


9.9.1. The RS-232C and D Interfaces 


In describing the RS-232C interface, we encounter some new acronyms. RS-232C serial 
communications are sent by Data Terminal Equipment (DTE) and Data Communications 
Equipment (DCE). DTE include computer terminals, teleprinters, computers and digital 
instruments. DCE are devices (modems) that encode the serial digital signals into low 
bandwidth (sinusoidal) formats, compatible with transmission on voice band telephone 
lines. The rate that modems transmit data is given in baud, which stands for bit rate audio. 
(Modern modems used for serial telephone line communications between PCs and 
instruments typically run between 2,400baud and 56,000baud, depending on the 
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Direction Name Name Direction 

Earth ground NA. 
To DCE Secondary transmitted data 

Transmitted data To DCE 
To DTE Transmit clock 

Received data To DTE 
To DTE Secondary received data 

Request to send To DCE 
To DTE Receiver clock 

Clear to send To DTE 

Unassigned 

Data set ready To DTE 
To DCE Secondary request to send 

Logic ground NLA, 
To DCE Data terminal ready 

Carrier detect To DTE 
ToDTE Signal quality detect 

Reserved 
To DTE Ring detect 

Reserved 
To DCE Data rate select 

Unassigned 


To DCE Transmit clock 


Secondary carrier detect To DTE 
Unassigned 


Secondary clear to send To DTE 


FIGURE 9.29 
Standard pin connections for the RS-232C serial data interface. Pin nomenclature based on the connections in 
DTE equipment. (Source: Wolf, 1983) 


limiting bandwidth of the transmission system. FAX modems typically run at 24,400 
baud.) Just as the GPIB has a unique, standard connector, the RS-232C interface uses 
a standard male or female 25-pin, DB25P (male) or DB25S (female) connector, shown 
in Figure 9.29. 

The RS-232C interface operates either in the simplex, half-duplex, or full-duplex mode. 
In the simplex mode, data transmission is unidirectional (e.g. from the computer to a 
printer). In the half-duplex mode, serial data can be sent in both directions, but in only 
one direction at a time. Full-duplex operation permits simultaneous, bidirectional, serial 
data transmission. 

Data is transmitted as 8-bit ASCII words, signalled by high or low logic voltages on the 
transmitted data (TD) line. An example of this process is shown in Figure 9.30. In the idle 
state, the TD line is held high. At the beginning of data word transmission, the TD line 
goes low and stays low for one clock period. This is the start bit, which is always low. The 
receiving equipment senses the high-low transition of the start bit, and in order to verify 
start, samples the received data (RD) one-half clock period later. If low, the start bit is 
verified. The state of the received data line is then sampled eight times at intervals of one 
clock period. The last (eighth) sample is the MSB and is called the parity bit. In setting up 
an RS-232D interface, the user can specify the use of odd, even, or no parity in the data 
transmission process. If even parity is used, the parity (8th) bit is set so that the total 
number of logical 1s in the transmitted word, including the parity bit, is even. If the parity 
check algorithm in the receiver counts an odd number of highs in a received word, it 


632 Introduction to Instrumentation and Measurement 


(Always 0) (Always 1, 1) 
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Mark 1 0 1 0) 1 0 1 0 : 
Idle | 
state h dle 
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Start bit, Data bits ___———d Parity | 
(5 to 8 data bits) bit 


FIGURE 9.30 
Example of an 8-bit, serial data signal sent on pin 2 of an RS-232C DTE. 


declares a parity error. The parity error can terminate transmission, or require that the 
same character be sent again. Similarly, if an even number of 1s is counted in a received 
word when using odd parity, then an error is declared. Parity is generally used when 
serial data is transmitted under noisy conditions over long distances. It is normally not 
used in situations where the receiver is connected to the transmitter by a short cable in a 
low noise environment. 

At the end of data transmission, after the parity bit is sent, one or two high stop bits are 
sent before the TD line is declared idle and is ready to transmit the next word (ASCII 
character). Note that there are a number of handshaking functions on the RS-232C 
lines which accompany the serial data transmission and receiving lines. These 
include—ring indicator, data terminal ready, carrier detect, signal ground, data set 
ready, clr to send, request to send and others. For detailed descriptions of the operation of 
the RS-232C interface, the reader can consult Section 5.2 in Stone (1982), Chapter 18 in 
Wolf (1983), Chapter 6 in Tompkins and Webster (1988), or Motorola Application Note 
AN-781A. 

In the earliest days of RS-232 use, it was common for computers to be connected to 
teletypewriters such as the Western Electric ASR33. The ASR33 used no IC electronic 
components. All logical and switching operations were done electromechanically at very 
low baud rates. Modern serial data communications use UART (universal asynchronous 
receiver/transmitter) IC chip sets which handle the parallel to serial conversion of data 
for transmission and at the receiver, convert the RD to parallel form. 

The latest RS-232 embodiment uses the ‘D’ designator. It is essentially the same as the 
RS-232C in its specifications and protocols. However, it uses an 8-pin, telephone type 
connector, the RJ-45 (similar to those used in 10-BaseT Ethernet lines). The RJ-45 pin 
signal descriptions and their acronyms are: 


. DCE Ready/Ring Indicator (DSR/RD) 
. Received Line Signal Detector (DCD) 
. DTE Ready (DTR) 

. Signal Ground (SG) 

. Received Data (R x D) 

. Transmitted Data (T x D) 

. Clear to Send (CTS) 

. Request to Send (RTS) 


eOeON DF FP WN 


Like the RS-232C, The D is used for low speed, asynchronous communication between 
a computer and a single, slow, peripheral device. 

The present state-of-the-art for the RS-232C & D protocol limits data transmission rates 
to less than 20 kbaud, and wire cables are seldom effective over 15m (50 ft) in length. 
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Also, RS-232 protocol restricts the dV/dt of the T x D line data to a maximum of 30 V/,s. 
To circumvent these problems, other serial data transmission standards were developed, 
making use of improvements in hardware to achieve higher baud rates and longer 
transmission lines. These interfaces are described in the next section. 


9.9.2 The RS-422, RS-423 and RS-485 Interfaces 


These interfaces make use of our knowledge about the transmission properties of 
transmission lines for transient signals and improved IC designs to realize improved data 
transmission rates over longer distances than possible with the 40+ year old technology 
of the RS-232 interface. Their properties are summarized in the following paragraphs, 
and are illustrated in Figure 9.31. 

The RS-422A Interface uses a balanced, twisted pair transmission line, terminated in the 
characteristic impedance of the line. A balanced, or differential, amplifier line driver, as 
well as a differential line receiver, is used. The RS-422A interface can transmit data at up 
to 10 Mbaud, and can have lengths of up to 1200 m. There is a trade-off between baud rate 
and cable length—10M baud is possible on a 12m cable, 1Mbaud on a 100m cable, 
100 kbaud ona 1 km cable and up to 80 kbaud ona 1.2 km cable. The TI 9636 and 9637 ICs, 
as well as the Motorola MC3487 differential receiver and the MC3486 differential driver 
can be used to realize an RS-422A link. 


T/R Q 
>—6 


FIGURE 9.31 
A. RS-422A, balanced, twisted pair transmission line. Note: DT = differential transmitter, DR = differential 
receiver, Z, = characteristic impedance of the line B. RS-423A, unbalanced serial data transmission lines. Note: 
CG=common ground C. RS-485, balanced, bidirectional, twisted pair serial data transmission system. 
Differential, tristate, transceivers are used. 
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TABLE 9.4 
Specifications of RS serial data lines 

Specifications RS-232C&D RS-423 RS-422 RS485 
Mode of operation Single ended Single ended Differential Differential 

(twisted pair) (twisted pair) 

Allowed Number of Tx and Rx 1Tx, 1 Rx 1Tx, 10 Rx 1Tx, 10 Rx 32 Tx, 32 Rx 
Maximum data rate, bps 20k 100k/10M 100k/10M 100k/10M 
Normal driver output voltage 5 to £15 V +3.6V +2V +15V 
Maximum driver output +25 V +6V +6 V +6V 
Tx Load impedance, Q 3-7k >450 100 4. 
Rx input sensitivity +3V +200 mV +200 mV +200 mV 
Rx input voltage range +15V +12V +7V —7 to +12V 
Maximun Rx input resistance, Q 3-7k <4k <4k >12k 
Maximum cable length, feet 50 4000 4000 4000 


The mechanical connections for the RS-422A interface are specified by the RS-449 
standard, which specifies a 37-pin connector supporting the mandatory twisted pair lines 
for receive ready, test mode, data mode, request to send, clear to send, receive data and 
send data [Stone, 1982]. 

The RS-423A Interface uses an unbalanced single line, similar to the RS-232D link. Even 
so, the RS-423A link is faster than the RS-232C. According to Stone (1982), it was designed 
to provide a linkage between the old RS-232C and the RS-422A interfaces. Its operational 
protocol is very similar to RS-232, although improvements in the driver and receiver 
electronics allow it to operate at rates up to 100 kbaud over short cables (<30m) and at 
significantly slower rates over cables up to 1.2 km. 

The RS-485 Interface is a balanced (twisted pair), ‘party line’, on which a number of 
secondary receivers and transmitters can operate. In this respect, it is effectively a data 
bus. Although the RS-485 interface can transmit data up to 10 Mbaud, considerations of 
line resistance, loading and terminations set practical limits on line lengths. The SN75172 
and SN75174 differential drivers, and the SN74173 and SN75175 differential receivers are 
used to implement the RS-485 protocol. 

Table 9.4 summarizes some important specifications for the RS-series serial data lines. 


9.9.3 The Universal Serial Bus (USB) 


The USB is rapidly replacing the RS-232C & D serial interfaces as a means for a computer 
to communicate with medium speed peripheral devices such as scanners and digital 
cameras. Practically all new PCs made in the last four years have two USB ports. Reasons 
for the popularity of USBs includes its simple connection, plug and play feature, hot 
insertion capability, speed and versatility. 

USB v.1.0 was released in January 1996. It permitted low speed (1.5 Mb/s) and medium 
speed (12 Mb/s) data transfer rates. (Note that Mb/s refers to Megabits per second, not 
Megabytes.) The actual USB data rate is slower because of USB protocol (operating) data 
sent to and from a peripheral device. USB v.1.1 was released in September 1998. This 
edition fixed many of the problems found in release 1.0. The USB v.2.0 was released in 
early 2000 and has a maximum bit clock rate of 480 Mb/s. It is downward compatible 
with v.1.1 and v.1.0. 

The USB data is clock encoded and uses NRZI with bit stuffing. A transaction =3 
packets, with flexible packet size of up to 1023 Bytes. A start-of-frame marker occurs 
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every 1 ms and it has 125 ms microframes in SOF mode. A USB system sets up a unique 
pipe (aka data pipeline) between host and a device, which can be assigned bandwidths. 
It also has the flexibility to implement split USB transactions for 12 Mb/s operation with 
a 480 Mb/s (v.2.0) hub. 

USB cabling is electrically simple. It uses four conductors—ground, +5V, and a 
differential pair for bidirectional data transfer. There are two connectors on a USB cable, 
A and B. The A connector mates with the host computer’s USB port. It consists of a 
simple, rectangular metal sheath, ca. 12 x 4mm, covering a plastic insert holding four 
gold-plated wiper strips. The plastic insert serves to polarize the host connector so it 
cannot be inserted inverted. The B connector on the peripheral end of the USB cable can 
be smaller than the host connector and is unique to that peripheral (digital camera, 
scanner, external CD-ROM reader/burner, etc.). Cable length is limited to a maximum of 
ca. 5m [Simpson, 2003]. 

Power requirements on the USB are such that a peripheral device that requires less than 
100 mA can be powered from the host’s hub. Devices such as external CD-RW drives that 
draw more than 100mA from the host are generally self-powered (batteries, or isolated 
plug-in de power supply). When a peripheral USB device is first connected, it identifies 
itself to the host and tells the host how much current it draws. A battery powered device, 
such as a digital camera, can draw power from the host if less than 100 mA is required, 
then switch back to its internal batteries when it is disconnected from the USB, or the host 
is shut down. When a device is made dormant (suspend mode), it cannot draw >500 1A 
from the bus, if it is bus powered. 

By using external expanders, it is theoretically possible to connect a total of 127 
peripheral devices to one host computer’s USB port. If two host USB ports are used fully, 
one can have an amazing 254 peripherals attached to the computer. In practice, such a 
great number of USB peripherals would probably run out of USB port bandwidth and 
require external power. At present, two computers cannot be connected directly, USB to 
USB. Instead, one needs to use an external ‘USB Bridge’, aka a USB to USB adapter 
between them. Since most modern laptops no longer come with RS-232 ports, it is 
possible to transform a USB port to an RS-232 port with an external converter, such as the 
CyberResearch® USBS-221 device. CyberResearch also makes a series of USB adapters for 
RS-422/485 interfaces. Additionally, CyberResearch offers a type Il, PCMCIA laptop card 
that has four USB 2.0/1.1 ports. 


9.9.3.1 Overview of USB Functioning 


The digital communication and control of USB peripheral devices is incredibly complex. 
What simplicity USB has electrically is more than overset by its digital protocols. All 
peripheral USB devices have addressable ‘endpoints’ which are memory buffers. An 
endpoint can be as simple as one register, or multiple end points which store incoming 
and outgoing data (endpoints 0, 1, 2,... N). All endpoints must be able to both send and 
receive data, but obviously, can only communicate in one direction at a time. 

A logical connection link must be set up between the host and a peripheral device 
before a data transaction can take place. This connection is called a pipe. The pipe is set up 
as soon as the host recognizes the device connected through the USB. When the host 
responds to a connect signal from the device, the device sends its requirement for data 
transfer type and speed. The host can refuse to establish a pipe if it lacks the power 
needed by the device, or cannot meet the device’s bandwidth requirement. A ‘smart’ 
device, meeting power limitations, can lower its requested data rate and again try to 
negotiate a pipe. Pipes can be explicitly managed—bandwidth and capacity can be 
assigned to each pipe by the host software. This flexibility guarantees adequate USB 
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bandwidth for operations such as bulk and isochronous data transfer, and provides 
an easy mapping from the host’s application software to a specific device function 
interface. 

Pipes connect through the second and third layers of the USB protocol. (The USB 
protocol layers are Function layer, USB device layer, USB interface layer.) Each device has 
a control endpoint (Endpoint 0) linked through a pipe at the device level (second layer). 
All other endpoint connections are at the third layer. Furthermore, there are two types of 
pipes—stream and message. Stream pipes are unidirectional and unstructured to pass 
data streams, while message pipes are two-way structured. 

The USB has four types of data transfer modes: 


. Control 
. Interrupt 
Bulk 


. Isochronous 


BF wWN 


Control mode is initiated by the host and is used to initialize the peripheral device. 
Bidirectional ‘handshaking’ traffic occurs in one direction at a time. In Interrupt Mode, the 
host queries devices to see if they need servicing. Bulk Mode is used when data transfer 
accuracy is essential, as when reading or writing to a peripheral CD-RW. Isochronous Mode 
sacrifices data accuracy for data timing. Uses include USB loudspeakers, and precision 
motion generation. 

Quoting Simpson (2003): 

“The following describes a typical data flow for a device when it is initially plugged into 
a host’s bus when the host is active. Remember here that the host has an internal USB 
hub, and additional hubs may be connected downstream from the host’s hub. 


1. The host recognizes that a device has been attached to one of its USB hubs. 
It realizes this by a simple resistive divider that is connected to the differential 
data pair of wires in the USB bus. The resistors are inside the USB hubs and 
devices. 


2. The host sends a Get_Port_Status request to the hub to find out more about what 
has been plugged in. It could be another hub, a device connected directly to the 
host’s hub, or a device that has been plugged into one of the downstream hubs. 


3. After receiving a response from the hub, the host issues a Set_Port_Feature 
command in which the hub issues a Reset over the data pair, but only to the 
newly connected device on the USB bus. 


4. The host then checks to see if the device has come out of the reset state by issuing 
a Get_Port_Status command to the hub. After reset, the device is in the Default 
State and can only draw a maximum 100mA. In Default State, the device can 
communicate with the host through Endpoint 0. 

5. The hub now detects the device’s speed by using the resistive dividers that are 
attached to the USB bus. The hub sends the speed of this device back to the host. 

6. The host then sends a Get_Descriptor command to the hub in which the hub gets 
the packet size needed from this particular device and sends the result back to 
the host. 

7. The host then sets a Set_Address command to the hub which sends this 
information to the device. The device in turn acknowledges the command back 
through the hub to the host and sets up this address internally. 
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8. To learn more about this device, the host sends a Get_Descriptor command to the 
address that the device has been given. The information that is returned to the 
host consists of various details of the device that the host needs to know for its 
operation. These queries by the host continue two more times to retrieve all the 
information needed. 


9. Based on the information received from the device, the host determines the best 
(logical) device driver to use for communication with it. 


10. The device driver in the host now takes over by requesting a Set_Configuration 
command. There may be several configurations for one device, and the device 
driver determines which to use based on the information received from the 
device in response to the (previous) Get_Descriptor command. 


11. The device is now ready to use.” 


Clearly, plugging in and setting up a peripheral USB device is a user friendly process. 
The set-up protocol is complex, as shown above. This complexity is necessary to allow 
‘hot’ connection and automatic device ID and initialization. It also allows the host to keep 
track of the different USB devices which are on the bus and operate them correctly. 
Included in the host’s Microsoft® USB software are a spectrum of device drivers, 
including Human Interface Device (HID) drivers. HID drivers are available for devices such 
as keyboards, mice, game controls, remote controls and joysticks. As the use of the USB is 
rapidly expanding, makers of various new peripheral devices include driver software 
with their products. 


9.9.3.2 Summary 


The USB architecture is here to stay. More and more computer accessory devices are 
designed around it—scanners, printers, digital cameras, digital telephones, wireless 
internet adapters, PDAs, outboard bulk storage devices (ZIP drives, TEAC® CD-RW 
drives, and Lexar Media™ JumpDrive'™ memories), computer game devices, joysticks, 
flight simulator hardware, etc. A major advantage of the USB is that devices can be ‘hot 
plugged’ into the host computer, which will automatically recognize and initialize them 
for use. 


9.10 The CAMAC (IEEE-583) Modular Instrumentation Standard, 
and the VXI Modular Instrumentation Architecture 


The IEEE-583, -595 and -596 CAMAC standards define a hardware and data transmission 
system which is used to house, support and communicate with various compatible 
instrumentation modules. A typical CAMAC crate, illustrated in Figure 9.32, is a physical 
package which has 25 slots or powered stations for compatible, plug-in instruments. 
Generally, the two right hand slots are used to house the CAMAC controller module. The 
controller module allows the individual modules to be coordinated and controlled by 
an external computer using the IEEE-488.2 bus, or in some cases, an RS-232C interface. 
Commands and data transfers to and from the modules and the controller are made 
over the CAMAC DATAWAY, which use 24-bit data words. Figure 9.33 illustrates the 
(internal) DATAWAY connections to three modules ina CAMAC system. The read and 
write lines are each 24 bits wide. Two lines are used for the timing strobes; there are three 


638 Introduction to Instrumentation and Measurement 


FIGURE 9.32 
A partially filled CAMAC ‘crate’. 
(Source: Courtesy LeCroy Corp.). 
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FIGURE 9.33 
DATAWAY™ signal paths to three CAMAC modules from a crate controller. (Source: Courtesy LeCroy Corp.) 


common control lines, three status lines, four address bus lines, five function lines, and 
one station number line per module, for a total of 66 lines/module! 

Lack of space prevents going into the details of the CAMAC DATAWAY control and 
command operation protocols. The interested reader can find their descriptions in the 
LeCroy instruments catalog (1990). The major advantage of CAMAC housed instrumen- 
tation is its ease of use through the GPIB and its speed in local data manipulation. 
Individual instrument modules are managed by the CAMAC controller over the 
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DATAWAY and only one GPIB bus is required. CAMAC systems represent top-of-the-line 
instrumentation, and as such are expensive. They are used extensively in large industrial 
applications and for measurements in nuclear and plasma physics. 

The recently developed, VXIbus measurement systems architecture is similar in many 
respects to the CAMAC system, but improves on certain aspects of CAMAC system 
design. VXI stands for VMEbus eXtensions for Instrumentation. The VXIbus is a 
non-proprietary, open architecture bus for modular instrumentation systems that fully 
incorporates the VMEbus standard. It includes not only mechanical and electrical 
interfacing, but also communications protocols between compatible devices and 
an external controller. The VXIbus architecture was developed by a consortium of 
instrumentation companies, including Textronix, Hewlett-Packard and National 
Instruments. As in CAMAC systems, special VXI instrument cabinets are used to 
support a wide variety of modular instruments. All members of the HP 75000 VXIbus 
instrument family use the Standard Commands for Programmable Instruments (SCPI), 
an industry standard set by the IEEE, updated in 1999, for command, control and 
communication. SCPI conforms to the new IEEE-488.2 bus standard. In addition, all HP 
75000 products support the HP Interactive Test Generator (HP ITG) software. There 
are many VXIbus instrumentation modules available from HP and other companies. 
All of these modules are characterized by input and output connectors, but no 
knobs, dials, pushbuttons or switches (scary). All settings and control operations are 
accomplished by software over the VXIbus. Some of the VXIbus module functions 
available from HP include command modules and controllers, digital multimeters, 
counters, function generators, amplifiers, D/A converter, digital I/O, digitizing 
oscilloscopes, power meter, various switches and multiplexers, a serial port adapter for 
RS-232C/422 protocols, and a VXIbus to MXIbus extender to tie VXI mainframes together 
and to an MXIbus computer interface. (MXI stands for Multisystem eXtension Interface, 
and was developed by, and announced as an open industry standard in April, 1989 
by National Instruments Corp.) 

Tektronix (1990) gave a good summary of VXI communications protocols: 

‘Two communications protocols are defined in VXI for Message Based Devices: Word 
Serial Protocol (WSP) and Shared Memory Protocol (SMP). The other type of commu- 
nication possible in VXI, is low level, binary data transfers which is defined for Register 
Based Device communication. Communication in a VXIbus system has a hierarchical 
commander/servant structure which is established by the system Resource Manager 
when the system powers up. A Commander is any device with one or more lower level 
devices (servants). The Commander initiates communication with its servants. A servant 
is a device which operates under the control of a Commander. All message based 
devices must respond to a WSP, but can also respond to the more advanced commu- 
nication Shared Memory Protocol. With WSP, the required communication is 16-bit 
words transferred serially by reading or writing to one of the communication registers 
resident on a servant device. There is a WSP command set defined extensively in the 
VXIbus Specification. 

SMP defines the operation of a shared memory channel established between two 
communicating devices with shared memory space. A channel can be asynchronous or 
synchronous. Asynchronous channels are used for high priority communications such as 
warnings, events and commands which must be immediately executed. The data transfer 
is accomplished over the ComputerBus in large data blocks. SMP is an efficient method of 
transferring large amounts of data in a VXI system whether the information is command 
strings or results obtained from performing a test’. 

Similar to CAMAC systems, VXIbus equipment is expensive, and best suited for an 
industrial, ATE environment. For further details of VXIbus instrument systems and the 
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MxIbus, the reader should consult catalogs from National Instruments, Tektronix, and 
Hewlett-Packard. 


9.11 Effect of Transmission Lines on the Transfer of Digital Data 


Whenever we connect a computer to an instrument through a parallel or serial interface 
cable, we face problems associated with the transmission of digital data on a transmission 
line. Similar problems exist on printed circuit boards when we couple data and address 
lines between ICs, whenever the clock speed is greater than about 10 MHz. The main 
sources of difficulty come when the transmission line properties of the high speed data 
paths are neglected in the design of interfaces. We can observe delays, attenuation and 
rounding of pulses, as well as glitches caused by signal reflections at branches and 
terminations of the lines, which are in turn caused by improper terminating resistances 
and impedance mismatches at signal branch points on the lines. All these problems serve 
to limit the rate of data transfer on transmission lines. 

In this section, we will examine some of the major properties of transmission lines used 
in computer interfaces. Such lines include coaxial cables, shielded twinax cables, twisted 
pairs of wires and ribbon cables. It will be seen that all transmission lines can be 
described by a common model. 


9.11.1. The Transmission Line Model 


In our treatment of transient signal propagation on short transmission lines, we will 
assume that the lines are lossless (i.e. RAx = GAx = 0 in Figure 9.34). It can be shown 
[Lathi, 1965] that the characteristic impedance of the transmission line is given by: 


Zo = VL/CQ (9.37) 
The velocity of wave propagation on the line is: 
v=1/VLC m/s (9.38) 


where L is the inductance per unit length of the uniform line and C is the capacitance per 
unit length between conductors. Most coaxial cables are made to have either 50 or 75 Q 
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FIGURE 9.34 S © 
Lumped parameter, equivalent circuit of a |: Ax | 
length, Ax, of a transmission line. 
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FIGURE 9.35 
End views of three common transmission line Eo 
geometries: Left—a coaxial cable; Center—a wire over 


a ground plane; Right—a parallel balanced line. 


characteristic impedances and they come in a variety of physical sizes and voltage 
ratings. For example, a coaxial cable commonly encountered in instrumentation systems 
is the ubquitous RG58A/U, which has Z,=50Q, C= 29.5 pF/ft and v=0.649c (c is the 
speed of light in vacuo). In the case of ribbon cables having alternate conductors 
grounded, wires running parallel to a ground plane and parallel wire, twin lead antenna 
wire, Zs generally ranges 100-300 2 or more. Figure 9.35 illustrates the end views of 
three common transmission line geometries. From electrostatics, the capacitances per unit 
length of the lines can be shown to be [Taub and Schilling, 1977]: 
For coaxial cables, 


2m 


=—___ F 9.39 
In(R/r) pm 032) 
For round wire over a ground plane, 
2m 
— a © 9.4 
nen. Ce) 
For parallel wires in space, 
IE, 
= oF 9.41 
In(D/r) mn ( ) 


The inductance of these models can also be calculated [Krause, 1953, Motorola AN-270]. 
(Results are good approximations when l/r and D/r>> 1.) 
For coaxial cables, 


Pees 
L = 5—In(R/r) H/m (9.42) 


For a wire in space over a ground plane, 


L = 11.7 log 10(2h/r) nH/in (9.43) 
For parallel wires in space, 
be ne [1/4 + In(D/r)] H/m (9.44) 


As an example, we use equations 9.37, 9.39 and 9.42 to find an expression for the 
characteristic impedance of coaxial cables: 


T= me D) Fie (9.45) 
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FIGURE 9.36 
Schematic of a lossless transmission line of 
characterictic impedance Z, and length I. 


9.11.2 Reflections on an Improperly Terminated, Lossless Transmission Line 


As we will see below, the result of sending digital (pulsatile) data waveforms over 
improperly terminated transmission lines, is the creation of transient glitches at the 
receiving end, which, along with other noise on the line, can cause errors in data transfer. 
A transient waveform will propagate without distortion or attenuation on a lossless 
transmission line with a velocity v = 1/ /LC m/s. On most coaxial cables used for digital 
data transmission, 0.65 < v/c < 0.83, depending on cable design. However, when the 
transient voltage propagating on the line reaches the terminating or receiving end, a 
reflection, or backwards propagating wave can arise at this end to satisfy certain 
boundary conditions. This first reflection propagates back to the source end of the line 
with velocity v, where a second reflection can arise and propagate at velocity v to the 
terminating end, etc. This process can be described mathematically in some detail. 
The interested reader is referred to the text by Lathi (1965) for an excellent derivation 
of the relations we use. 

Figure 9.36 shows a lossless transmission line of characteristic impedance, Z,. To 
understand the dynamics of reflections on the line, we consider a voltage wave (step) 
which has propagated to the end of the line. Ag is the instantaneous voltage of the 
propagating wave just before it ‘sees’ Z,, and A, is the instantaneous voltage of the back 
propagating, reflected wave originating at Z; to satisfy Ohm’s law boundary conditions. 
Thus, at the Z; termination, at t = t = L/v, we have: 


Vip =VatV, (9.46) 
Tr = (Ag — A;)/Zo (9.47) 
The boundary condition at Z;, will be satisfied if 


4 AGA: 
BIg jaye Ciel (9.48) 
Ty Aq — A, 


Solving equation 9.39 for the ratio of A, to Ag, we obtain the reflection coefficient, p(s), 
defined for the line’s termination: 


Z1(5) —_ Z (5) en A, 


S)= = 9.49 
PUN Fs ZG) Ag ag 
A similar reflection coefficient can be found for the source end of the line: 
Zs(s) — Z(s 
ie eo (9.50) 


= Z5(s) + Zo(S) 


where Zs is the Thevenin source impedance of the line. 
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In example 1, we examine what happens on a mismatched line when a positive, 5.0 V 
step is generated by v,(t) at t=0. We assume zero initial conditions on the line and 
let Z,=75 Q, Z5 = Rs =75Q and Z, = R;, = o6 (open circuit). The step voltage is acted on 
by a voltage divider at x=t=0. The source-end voltage divider attenuates by a factor of 
75/(75 + 75) =0.5. Hence, the initial propagating voltage, V,, is 2.5 V. The voltage at R;, is 0 
until f= t= L/v. At t=L/v, the wave reaches R; and boundary conditions require that 
a reflected wave be generated. The termination reflection coefficient is found to be: 


Rr, = Zo CO 
Rit + Ls [o.@) Bi ( ) 


PL 


The source reflection coefficient is: 


Re Zs 


= = = 9.52 
eS Rs + Ze 75+ 75 ( ) 

Hence the first reflected wave has a value of: 
V1) = 1.000 x 2.5=2.5V (9.53) 


The voltage at the load is thus V; =2.5+ 2.5=5.0 V, over 1/v < t < 31/v. Att = 2L/v = 21, 
the reflected wave of 2.5 V reaches the source end of the line. At this point, there will be 
no reflection, because ps = 0. The steady state has been reached. In the steady state, 
we expect the voltage everywhere on the line to be 5.0 V, as no current flows on the line. 
The waveforms for V, and V; are shown in Figure 9.37A. 

In example 2, there are reflections at both ends of the line. We let Z, = 502, Rs = 25 
and Ry = 100 Q, giving a moderately mismatched and underdamped line. Now, the re- 
flection coefficients are pr, = (100—50)/(100 + 50) = 1/3 and ps = (25—50)/(25 + 50) =—1/3. 
The amplitude of the initial wave at t=0 is V,(0+)=5 x 50/(50+ 25) =3.333 V. The 
3.33 V step travels at v m/s to the load end of the line, arriving at t=1=L/vs. 
There, to satisfy boundary conditions, a reflected wave, V,(1), is generated, propagating 
toward the source. Its amplitude is given by: 


V,(1) = 3.333 x pr = 3.333/3 = L.111V (9.54) 


Now, the voltage across Ry is V_=3.333+ 1.111 =4.444V for t < t < 3t. V,(1) arrives at 
the source end of the line at f=2L/v. A second reflection originates at f=2L/v at the 
source end of the line, propagating toward R;. The process of waves of diminishing 
amplitude being reflected from end to end of the transmission line continues, until 
practically, a dc steady state is reached. 

Table 9.5 illustrates a systematic way to find the amplitudes of the reflections at the 
ends of a mismatched, lossless line. It is seen that a type of power series in the reflection 
coefficients describes the line’s behavior. In the Table, vs(¢) is the Thevenin (open circuit) 
source voltage, V, is the voltage at the source end (x=0) end of the line and V_, is 
the voltage at the load end (x=L) of the line. vg(t) is assumed to be a 5V step for 
simplicity. Other numerical parameters are from example 2. Data from Table 9.5 are 
plotted in Figure 9.37B. Note that both v,(¢) and v;,(£) closely reach steady state in three 
reflections. 

In this third example, we examine the troublesome situation where logic signals are 
sent to a receiver along a long, severely mismatched transmission line. We assume a 
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FIGURE 9.37 
A. Voltages at the source and termination ends of a transmission line. See text Example 1 for conditions. B. 
Transients on the transmission line of Example 2. C. Transients on the transmission line of Example 3. 
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TABLE 9.5 


Example of systematic means to calculate the reflections on a mismatched, lossless transmission line 


Time Vo Vi 
TH L/v 
ne 50 
0 V,(1) = Vs(0-4 F, cy cis 559 a 75 VoD) = 3.33333 0 
t 3.33333 = 3.33333[1.33333] V0) =V,(1) [1+ 7] = 4.44444 
2r V,(2)=Vil) + V(D[p! pt] = 4.44444 4.44444 
—3.33333[0.11111] = 4.07407 
3t 4.074074 = 3.9506173 Vi(3) = Vo(2) + Vo(1) [63 pt] = 4.07407 
—3.33333[0.037037] 
4r V.(4) = Vi(3) + Vo(1) [2 02] = 3.95062 3.95062 
+3.33333[0.0123457] = 3.9917696 
5t 3.99177 Vi(5) = Vo(4) + Vo(1) [63 02] = 3.99177 
+3.33333[0.0041152] = 4.0054870 
ée V.(6) = Vi(5) + Vo(1) [03 3] = 4.00549 4.00549 
—3.33333[0.0013717] = 4.00091 
ZL 100 
Vo = V; + Vs(0-4 ='9) =4. Vv 
ea (85) = Vi(S5) + Vs(04) 5 Ho = 5.0755 | 5g = 4.00000 


Note: Parameters are from Example 2. 


TABLE 9.6 

Reflections on the cable of example 3 

t V, Vi, 

0 4.99002 0 

T 4.99002 9.50480 
2t 4.58415 9.50480 
3t 4.58415 0.51537 
At 4.56762 0.51537 
5t 4.56762 9.37157 
6t 5.71910 9.37157 
7T 5.71910 2.41447 


oo 4.99950 4.99950 
Note: See Figure 9.37C for plots 


coaxial line is driven from an op-amp buffer having a very low output resistance (e.g. 
Rg=0.12). The signal is received by a linear amplifier with an input resistance of 
R, =1000 Q. The characteristic impedance of the coaxial cable is 50 Q, its length is 3m and 
the propagation delay at 1 MHz is known to be 5.136ns/m. The reflection coefficients 
are found to be py, = 0.90476190, ps = —0.9960798. The amplitude of the initial wave is: 


50 


Vee aa 


= 4.99002 V (9.55) 


Following the procedure used in Table 9.5, we can calculate and plot the voltage transient 
at the load end of the cable, V;(f). The time for a wave to travel down the cable is 
t = L/v = 15.408 ns. For 0 < t < t, u,(t)=0, as the wave has not yet reached R;. At tf = 1, 
the V, wave reaches R, and the first reflection is generated, etc. Table 9.6 summarizes the 
V, and V;, values for this cable. 
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Of particular importance in this severe case of transmission line mismatch is the 
fact that the received voltage goes low 46.2 ns after going high. Such behavior will render 
data transmission virtually impossible, or at least severely limit its rate to well below the 
reciprocal of the time it takes v,(t) to reach values above the logic HI level at the receiver. 

By the simple expedient of making Rs = R, = Z,, all reflections on the line are eliminated 
and the only problem is the 15.4ns initial delay in the signal reaching R,. Of course, Vs 
should now be made 10 V because the steady state voltage at R, will be Vs/2 by the Rs-Ry, 
voltage divider. 

In the examples above, we have assumed a short (< 10m), lossless transmission line. If 
longer lines are used, in addition to possible reflection problems due to mismatched 
terminating and source impedances, there is noticeable attenuation of high frequencies 
due to cable losses and a resulting rounding and attenuation of pulses as they travel 
along the line. The longer the line, the more severe the attenuation and loss of 
high frequencies, and slower the pulsed data must be sent in order to resolve individual 
pulses. Voltage and current transfer functions for lossy transmission lines have been 
derived by Lathi (1965). They can be expanded into power series, and then inverse 
Laplace transformed to obtain the voltage and current at any distance along a finite line 
(i.e. u(x,t) and i(x,t), given an input transient at t=0. 

To model the behavior of a transmission line in the time domain, two approaches are 
commonly used. The first approach uses a series of lumped parameter, per unit length 
R-L/C-G circuits as shown in Figure 9.34. Their behavior is solved with an electronic 
circuit analysis program (ECAP) such as MicroCap™ or SPICE. The second approach 
is to use FFT techniques with the voltage transfer function, Hy(x, jw) to directly find 
the voltage on the line, v(x, f). 


9.12 Data Transmission on Fiber Optic Cables 


A relatively new technology, fiber optic cables (FOCs) is the emerging means for high 
speed, serial data transmission. It is rapidly replacing conventional wire transmission 
lines in point-to-point applications. FOC systems are used in increasing numbers 
in instrumentation systems because of their low cost, high reliability, low loss, immunity 
from EMI and wide bandwidth. 

Fiber optic cables are dielectric waveguides in which information is generally trans- 
mitted as 0,1 amplitude modulated electromagnetic waves of light wave frequencies. 
A major application of FOC systems is in robust telecommunications. The channel 
capacity of fiber optic communications links, however calculated, far exceeds that of 
conventional wire communications (e.g. coaxial cables, twisted pairs) and present 
satellite microwave transponders. The present bandwidth of FOC data transmission 
systems is limited by the power, wavelength and speed of the LED or laser diode (LAD) 
sources, and the sensitivity and response time of the PIN or avalanche photodiode 
detectors coupled to the FOC. Theoretically, FOCs can support data bandwidths ap- 
proaching a terahertz (THz); the present state-of-the-art, limited by terminal photonic 
devices, is in the low GHz range. Such high bandwidths are seldom needed in instru- 
mentation systems, where 5 Hz-125 MHz signal bandwidths are more commonly used. 

As in the case of transmission lines, the FOC largely behaves like a low-pass filter with 
a transport lag. The longer a given FOC, greater the transmission lag and the attenuation 
at the receiver, and lower the system bandwidth for data transmission. A practical 
criterion for FOC bit rate can be established by considering how close in time two input 
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Section through a Hewlett-Packard, 
model HFBR-2204 fiber optic receiver. A 
spherical lens concentrates the light on 


the sensor. (Source: Courtesy of HP) To-46 header 
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current pulses to the LED or LAD source can be in order to just resolve the two pulses as 
a ‘101’, instead of a 111 or 110, etc., at the photodiode output. 

FOCs are made from glasses or plastic. Fiber diameters range widely with cable 
application. In telecommunications, FOCs are rapidly replacing copper twisted pairs 
for all but local subscriber lines. The reason why FOCs are far less expensive than 
wire cables is that they are immune to electrical and electromagnetic interference, and 
they have bandwidths greater than conductive transmission lines. A basic FOC, serial 
communications receiver is shown schematically in Figure 9.38. 


9.12.1 Fiber Optic Cable Basics 


Figure 9.39 illustrates a typical step index FOC. The core of a step index FOC has a 
uniform (in x, y and z coordinates) optical index of refraction, 1. The FOC core carries the 
light energy used to signal data. The light energy propagates in the core in a variety of 
modes, as we will see. In order to understand how light is entrained in the core, we need 
to review some elementary optical theory governing refraction and reflection at plane 
interfaces of two dielectric media having different indices of refraction. The index of 
refraction of an optical medium is the ratio of the speed of light in vacuo (free space) to 
the speed of light in the medium. The refractive index of the FOC core is: 


ny =c/V (9.56) 


The refractive index of the cladding material surrounding the core is: 


nz = c/V2 (9.57) 


Protective coating 


FIGURE 9.39 
Diagram of the cut-back end of a step index fiber ; 
optic cable. Cladding of np 
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A. Lateral view of a step index, FOC. Here, an incident ray enters the cable at a very steep angle, ¢,. The angle of 
incidence of the internal ray on the core/cladding boundary is less than the critical angle, ¢,, and most of its 
energy enters the cladding and is trapped there. B. Critical angle condition for the core/cladding boundary. C. 
Now, the ray is sufficiently normal to the end of the core so that most of its energy propagates down the core by 
alternately reflecting off the core/cladding boundary. (The situation is made more complex by the cylindrical 
geometry.) 


Obviously, 1) = 1 for air. In a FOC, nm; > 12> 1 by design. Figure 9.40 shows what 
happens to light rays in the core incident on the core/cladding interface, modelled 
here as a plane surface for simplicity. A critical angle, 9c, exists such that if the angle 
of incidence, 6;<6c, then some fraction of light energy enters the cladding and is 
trapped and dissipated in it. The angle relations for this case are given by the well-known 
Snell’s law: 


my sin(02) 


ny sin(6;) 28) 


A critical angle, 0; = 6c, exists such that 62 = 90°. In this case, equation 9.58 gives us: 


Oc = sin"!(n2/n) (9.59) 
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Rays in the core with 0,5 > 6c experience ‘total reflection’ at the core/cladding boundary 
and thus, most of their energy remains within the core, bouncing back and forth off the 
boundary as they propagate to the receiver end of the FOC. Such entrained rays are called 
meridional rays because they traverse the axis of the fiber. 

It can be shown from detailed consideration of the Maxwell equations for EM waves 
incident on plane dielectric boundaries, that some portion of an incident ray’s energy will 
be reflected, even if 0 < 6; < 90°, while some portion will be transmitted. The proportions 
reflected and refracted can be shown to depend on the polarization state of the incident 
light, on the indices of refraction of the two media, and on the angle of incidence. For 
example, the reflected fraction of unpolarized light normally incident on the end of a step 
index FOC is given by [Sears, 1949]: 


_ ub? 


eo 9.60 
(m +1) es 


For n, =1.5, I, /I;=0.040, or 4% of the normally incident light energy does not enter the 
cable core. In passing from a higher to lower refractive index medium, there is a very 
steep increase in I, /I; as the angle of incidence approaches 6c. This behavior is the reason 
why light traveling in the FOC core tends to remain in it and does not enter the cladding. 
On the other hand, there is a slow increase in I, /I; as the angle of incidence approaches 
and passes through 6c as unpolarized light traveling in a low refractive index medium is 
incident on a plane boundary with a high refractive index medium. Thus, some fraction 
of the light trapped in the cladding can re-enter the core. The reflection vs refraction 
relations (Fresnel’s formulae) are given in detail in Sears (1949). 

For the special case of light entering on the z-axis of the FOC (¢ = 0°, 6; = 90°), it takes 
the axial ray t, = Ln, /c seconds to reach the end of the FOC at z=L meters. From simple 
geometry, photons following a bouncing path can be seen to take 


To, = Ln, /[csin(6))] s (9.61) 


to reach the end of the cable. The difference between 1; andt, is called the modal 
dispersion. Modal dispersion causes broadening of transmitted pulses and thus, is a factor 
reducing the transmission bandwidth of multimode, step index FOCs. The reader who 
is interested in a rigorous treatment of modal propagation in plane (rectangular) 
waveguides using Maxwell’s equations should consult texts on FOCs by Cheo (1990), 
Gowar (1984), or Keiser (1983). The mathematical treatment of modal propagation in 
cylindrical waveguides (FOCs) is complicated by the fact that all field components are 
coupled. The text by Cheo (1990) gives such analyses. 

Another geometrical optical consideration of FOCs is the numerical aperture (NA) of a 
cable. The NA of a FOC is related to the largest value of the ray entrance angle to the core 
from space, ¢m, that will permit a ray to propagate down the core. In other words, a ray 
entrance angle greater than dy results in 0; < 6c, and nearly all its energy is coupled into 
the cladding and lost. Total internal reflections occur for ¢ < ¢y and modal propagation 
occurs. At the critical entrance angle, we have, by Snell’s law: 


mo sin(by) =n sin(c) (9.62) 
Also, at the critical angle in the core, from equation 9.59, we can write: 


sin’(8c) = (m/n2)” (9.63) 
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FIGURE 9.41 
A geometrical interpretation of a fiber’s numerical L x=NA 
aperture (NA). 
By trigonometric identity, 
cos(@c) = [1 — sin?(6¢)]!”” (9.64) 
and from the right triangle, 
sin(¢c) = cos(6c) (9.65) 


Substituting equations 9.62, 9.63 and 9.65 into 9.64, we obtain an expression for the step 
index FOC’s NA (note 1,=1): 


NA = sin(@y) = (nj — 15)' (9.66) 


Figure 9.41 shows a geometrical interpretation of NA in terms of 6c, 1 and np. Note that 
the FOC NA is not a function of the core diameter. 

FOCs can be subdivided into multimode and single mode fibers. Multimode fibers 
generally have core diameters ranging from 50 um to as great as 1000 um. It is physically 
easier to couple light into and out of multimode fibers because of their greater core 
diameters. Single mode FOCs have core diameters of 3-12 1m and consequently, I/O 
coupling requires great precision. The maximum number of modes in a planar, dielectric 
waveguide (as a first approximation to a cylindrical FOC) can be shown to be 
approximated by [Stark, Tuteur and Anderson, 1988]: 


Myay = 2d(NA)/(An) — 1 (9.67) 


where d is the core diameter, / is the wavelength of light on the core, and NA is the fiber’s 
numerical aperture, given by equation 9.66. From equation 9.61, the maximum modal 
dispersion can be shown to be: 


Ln, 
AT = (T& — Ta) = ap 


(m1 — m2) (9.68) 


While single mode fibers do not suffer from modal dispersion, they, as well as multimode 
fibers, exhibit material dispersion, which is caused by the fact that m; is not a constant, 
but is, in fact, a function of the wavelength of the light in the core. Cheo (1990) shows that 
the per unit length difference in group delay, Atc, for transmitted components separated 
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by Ad in wavelength is given by: 


A Os Ln 
ATG = ar ae s/m (9.69) 
where gs is the RMS spectral width of the source, given by: 
os = | (2~ in) Sta) di (9.70) 
0 
Ao = [P S(A) da (9.71) 
0 


S(A) is the spectral distribution of the source. Thus, the material dispersion is proportional 
to the source’s spectral width and the second derivative of 1,(2) around the mean 
wavelength, A,. Interestingly, Atg — 0 at A of around 1300 nm for silica fiber cores. Hence, 
sources operating around this wavelength offer improved bandwidth for single mode 
FOCs. 

A detailed, theoretical derivation of FOC bandwidth, based on a two pulse (101), 
intersymbol interference under noise free conditions is given by Stark, Tuteur and 
Anderson (1988). These authors assumed a source A, of 1000 nm, the second derivative of 
the phase constant, B”(A,) = 3 x 1076 5? /m and an interpulse interference ratio, 5 = 0.2, at 
a point midway between the two received, unit pulses. (The tails of the unit height pulses 
sum to 0.2 halfway between them.) Their cable bandwidth, B, defined as the reciprocal of 
the interpulse interval required to make 6=0.2, increases with the spectral purity of the 
source and decreases with cable length. Figure 9.42, adapted from Stark et al, illustrates 
FOC bandwidth B, as a function of source bandwidth, AA around 1000nm, and cable 
length. 

The graded index fiber (GRIN) represents a design which mitigates the effect of modal 
dispersion found in step index fibers and yet, keeps the large core diameter permitting 
simpler I/O connections. Figure 9.43 illustrates a median section of a graded index FOC 
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FIGURE 9.42 
Plots of FOC signal bandwidth, B, in GHz asa 
function of FOC length and the spectral width 
of the 1000 nm source, Ad. Note that as the 
optical source’s bandwidth increases, the 
permissable transmission rate decreases, un- 49-1 
derscoring the value of IR laser diodes as FOC 10-2 10-1 1.0 10 


system sources. (Source: Adapted from Stark 
et al, 1988) Source bandwidth, AA nm 
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FIGURE 9.43 
A. Plot of refractive index of a graded index optical fiber (GRIN) vs fiber radius. B. Path of an obliquely entering 
ray as it propagates down the GRIN FOC. 


and its refractive index profile. There are three principal GRIN core index profiles— 
parabolic profile (equation 9.72), a profile (equation 9.73) and hyperbolic or ‘selfoc’ 
profile (equation 9.74). 


nr) =nwand —er)'?, O<r<r (9.72) 
nr) = nail — 2ACr/r)*] (9.73) 
nr) = nywax sech(rA/r)) (9.74) 


A = (aymaxy — 12)/M1 (MAX) (9.75) 
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Modal dispersion is greatly reduced in GRIN FOCs because, instead of reflecting at the 
core/cladding boundary of a step index fiber, oblique rays are bent so that they follow a 
smooth, periodic pathway down the core, as shown in Figure 9.43B. An axial ray travels 
down the shortest path in the center of the core at the slowest velocity, v=c/m max). 
An oblique ray travels a longer path, most of which lies in the higher velocity periphery 
of the core. Thus, both oblique and direct rays tend to arrive at the receiving end at the 
same time, minimizing modal dispersion. 

The differential delay between the fastest and slowest modes in an a-profile, GRIN 
fiber, for a monochromatic (LAD) source can be shown to be: 


Ate = (nay A’)/8c s/m (9.76) 


where 
a= 2(1—1.2A) (9.77) 


for minimum intermodal dispersion [Stark, Tuteur and Anderson, 1988]. 


9.12.2 Semiconductor Sources and Detectors Used in FOC Data Transmission 


Two principal sources are used for fiber optic systems, LEDs and laser diodes (LADs). 
LEDs used in FOC systems are generally double heterojunction designs, as shown in 
Figure 9.44. A thin recombination layer of p-doped GaAs is sandwiched between thicker 
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FIGURE 9.44 
Layer cake diagram of a double heterojunction AlGaAs LED source. 
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Layer cake model of a stripe geometry, double heterojunction, GaAs laser diode. (Source: With permission, Stark, 
et al, 1988) 


layers of p-type AlxGaq_,) As and n-type Al,Gaq_,) As. The Hewlett-Packard HFBR-1204 
high efficiency fiber optic transmitter is a good example of a commercial, double 
heterojunction FOC LED. This LED emits at 820nm and can supply 316yW peak 
optical power into a 100m core diameter, step index, FOC. Its 10 to 90% rise and fall 
time is 11ns. The HP HFBR-1100 general purpose LED transmitter uses an InGaAsP 
LED which emits at 1300nm with a spectral bandwidth of 130nm. It has an optical 
rise time of 1.2ns and a fall time of 2.3ns. It supports a maximum signaling rate of 
200 MBd. Modulation of the light intensity is accomplished by switching the diode’s 
current on and off. 

Laser diodes are used in single mode FOC systems designed to operate at extremely 
high data rates. An example of a double heterostructure LAD is shown schematically 
in Figure 9.45. As long as the LAD’s supply current is held constant along with its 
temperature, its light output remains constant and of constant spectral purity. The 
envelope of an LAD’s output line spectrum narrows with increased output power, and its 
peak shifts to a slightly longer wavelength (e.g. a spectrum peak at 830nm at 4.6 mW 
output shifts to a peak at 833nm at 12mW output). This particular LAD had about 2.5 
spectral lines/nm [Cheo, 1990]. Cheo describes a constricted double heterostructure LAD 
which produces a single, narrow, spectral output peak at about 837.5nm at an input 
current of 100mA. The two major types of semiconductor photodetectors used in FOC 
systems are the PIN photodiode and the avalanche photodiode. All photodetectors must 
have high quantum efficiency at the operating wavelength, high responsivity, rapid 
response time and small size. The quantum efficiency, n, is defined as the number of 
carrier pairs (hole + electron) generated per incident photon. Ideally, 7 =1. In practice, we 
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FIGURE 9.46 
Layer cake diagram of a PIN photodiode. 


see 0.3 < n < 0.95. The responsivity, R(A), is defined as the ratio of primary photocurrent 
to incident optical power. 


R(A) = ne/hv (9.78) 


For an ideal photodiode, n=1 and R=4//1.24A/W. Typical values for R(A) are 
0.65nA/uW for Si at 800nm, and 0.45uA/pnW for Ge at 1300nm [Stark, Tuteur and 
Anderson, 1988]. 

The I in PIN stands for intrinsic semiconductor material, sandwiched between a 
p- and n-layer. The PIN photodiode is generally operated in reverse bias (Figure 9.46). 
The photocurrent, Ip, is added to the dark (leakage) current, I,. The objective is to resolve 
a small change in the total diode reverse current (due to a pulse of absorbed photons) 
above the shot noise and thermal noise in the diode circuit. PIN photodiode reponsivity is 
a function of the materials from which it is made. Silicon PINs operate effectively in the 
range 200-1000 nm, with response rising with shorter wavelengths. Germanium PINs are 
useful in the range 1000-1800 nm. PINs made from Al,Gaq_,AsSb have ns as high as 
80% in the 1.8-2.5um range [Cheo, 1990]. The HP HFBR-2100, 1300nm, PIN, FOC 
detector has 1 ns output rise and fall time, enabling it to be used in a 1300 nm, 200 MBd, 
FOC system. 

The avalanche photodiode (APD) is a p+ipn, four-layered structure, shown 
schematically in Figure 9.47. Its increased sensitivity results from an internal, intrinsic 
gain mechanism that greatly increases the number of mobile carriers above the original 
photo induced holes and electrons. The dc electric field conditions in the reverse biased 
APD are such that the depletion region reaches into the i-region. The electric field at the 
pn junction is only 5-10% lower than that necessary for avalanche breakdown of the 
junction. Mobile photo-electrons and holes gain enough kinetic energy in the high E field 
region of the p layer to produce additional mobile electrons and holes through inelastic 
collisions, which impart enough energy to promote new carriers to the conduction band. 
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Layer cake diagram of an avalanche photodiode. 


These secondary carriers, in turn, can gain enough kinetic energy to cause further 
ionization, etc. Thus n primary photo-electrons can give rise to an electrons at the diode 
output. The 1 primary photo-holes result in an holes, contributing to Ip. The net APD 
current multiplication factor, M, is a function of the internal electric field distribution, 
diode geometry, doping and the wavelength of the incident photons. Cheo (1990) gives 
a good analytical treatment of APD behavior and noise. APDs are made from Si, Ge, 
InGaAsP, etc., depending on the desired operating wavelength. At wavelengths below 
1 um, Si APDs have been built with net current gains of about 100, quantum efficiencies 
approaching 100% and response times around 1 ns. In general, APDs exhibit faster rise 
times than PIN diodes. However, each requires careful setting of its operating voltage and 
constant operating temperature. 


9.12.3 FOC Systems 


The instrumentation system designer who wishes to interconnect groups of instruments, 
such as a VXI cluster, over a long distance to a controlling computer by fiber optic link no 
longer has the burden of assembling custom components to build the link. Hewlett- 
Packard markets a wide variety of plastic and glass FOC components, including single 
and double (duplex) FOCs, LED transmitters and PIN receivers and signal conditioners. 
HP also offers FOC system evaluation kits for designers to test feasibility with 1000 jm 
core plastic cable and 5MBd, TTL compatible transmitters and receivers. HP FOC link 
equipment ranges from 125m, 40kBd, TTL systems to 2km, 200 MBd, ECL systems. This 
FOC equipment is described in the HP Optoelectronics Designer’s Catalog. 
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9.13 Virtual Instruments 


9.13.1 Introduction 


With the development of high speed bus architectures, and special Analog Digital plug-in 
interface cards for PCs and laptop computers, there has been a trend to use the power 
of computer software to develop virtual instruments (VI) whose controls and displays 
are presented on a computer screen, and whose operation and settings are controlled 
by the computer’s keyboard and mouse. Rather than purchase several, expensive, 
dedicated, stand alone instruments, it is more economical to purchase a computer 
with a multichannel, A/D interface card of appropriate speed and bit resolution, or 
an outboard PXI system, and the VI software to control, process and display the 
measured quantities. 

National Instruments’™ (NI) company has pioneered the development of computer 
run virtual instruments and certain digital data processing algorithms used with them. 
Interface A/D cards and outboard signal conditioning and A/D systems, such as PXI 
modules connected to the computer through RS-232D, IVI-C or GPIB buses, are offered 
by several vendors, including CyberResearch®, National Instruments and Keithley 
Instruments, to mention a few. 

An example of a typical VI is a true RMS voltmeter. A time varying analog signal, such 
as noise, is first anti-alias filtered, then A-to-D converted at a suitable rate, then M digital 
samples in each of N data sample epochs are each squared, averaged and the average of 
the squares square rooted to generate numerical estimates of the true RMS value of the 
signal. For noise and noisy signals, the N averages of the squares are averaged, then 
square rooted to reduce the variance of the RMS estimate. The RMS voltage is presented 
on the computer screen as the display of a VI RMS voltmeter shown in a window. The 
operator can adjust the VI meter’s range, the AAF’s cutoff frequency, its sampling rate, 
the epoch length, M, and the averaging algorithm by setting the knobs and switches on 
the VI display with the mouse. 

Another example of a user implemented VI instrument is a pulse height window. Such 
windows are used in experimental neurophysiology and nuclear physics. The VI 
software displays the upper and lower dc thresholds, ¢ and y,, respectively, and the 
signal with pulses to be discriminated as a moving (strip-chart type) display. The analog 
signal is anti-alias low-pass filtered, sampled, A — D converted, and digitally low-pass 
filtered to remove some noise. The window output is a time record of when pulses on the 
signal cross ¢1, do not cross gy, and then, cross below ¢. The VI operator can adjust the 
thresholds, the AAF cut-off frequency, the sampling rate and the digital LPF parameters. 
The window output point process, pw(t) = “72, 6(f — t,), is an array of times when pulses 
lie within the window. p,,(t) can be further processed to generate a step wise, 
instantaneous frequency record (t, is the time of occurrence of the kth window discriminated 
pulse relative to a local time origin). From the point process, p,,(t), the computer 
calculates the stepwise, continuous variable, F,(t). F(t) is called the demodulated 
instantaneous pulse frequency of the discriminated pulses; the process defined by equation 
9.79 is called instantaneous pulse frequency demodulation (IPFD). 


F(t) = ye re (U(t — th) — Ut tea)], &k=1, 2, 3,...,00(t occurs at t = 0) (9.79) 
k=2 


where 1 =(1/(t. —te-1)) is the kth element of instantaneous frequency of p,,(t), 
k=2,3,...,00 and U(t—t;,) is the unit step; 0 for t<t, and 1 for t>t,. Note ft; is the 
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time the first pulse occurs after t=0 and (t.—t;) is required to define the initial element 
of instantaneous frequency in F,(f). 

NI’s LabVIEW" offers a number of prepackaged VI modules. Signal processing VIs 
include FFTs, cross- and auto-power spectral analysis, Hilbert transforms and Joint Time- 
Frequency Analysis (JTFA) [Northrop, 2003]. Time series analysis VIs include real 
convolution, deconvolution, auto- and cross correlation, and derivative and integral 
filtering, etc. Oscilloscopes and signal generation VIs are also available. VI modules can 
be user linked to perform complex signal analysis and real time control tasks, including 
motion control. External PXI input signal conditioning modules exist for RF signals, 
accelerometers, velocimeters, tachometers, thermocouples, pressure sensors, force and 
torque sensors, phase sensitive rectifiers for carrier systems such as bridges, proximity 
sensors, photosensors, microphones and other sensors, permitting custom VI systems to 
be built that allow sound and vibration analysis of machinery and appliances, acoustics 
signal processing, correlation studies on noise and vibrations, etc. 

As if there were not enough computer buses to consider in instrumentation, the 
Nl-sponsored, Interchangeable Virtual Instruments (IVI) Foundation, founded in 1998, 
has defined two unified bus architectures for VI drivers, the IVI-C and the IVI-COM. 
IVI-C is based on ANSI-C and can drive over 300 compatible instruments from NI, 
Keithley, Pickering, etc. IVI-C source code is generally available. IVI-COM is based on 
Microsoft COM technology and can drive ca. 50 instruments, mainly from Agilent. IVI- 
COM source code is not generally available. Both IVI architectures permit remote 
operation of compatible instruments; their input settings are managed as VI images on 
the host computer and the data from the instruments is sent to the host for display, 
processing and logging. Thus, any analog filtering or signal processing operations, 
anti-alias filtering, A-to-D function and peripheral DSP is done remotely, and each 
individual IVI compatible instrument communicates its output to the host [National 
Instruments, 2003a; National Instruments, 2003b; National Instruments, 2003c]. 


9.13.2 PXI Systems 


PXI stands for PCI eXtensions for Instrumentation. The PXI standard defines a modular 
instrumentation platform (hardware modules and operating software) designed 
specifically for robust measurement and automation applications. PXI peripheral 
modules are used as remote computer controlled front ends for VIs. PXI modules 
generally have only input signal connectors and status LEDs on their narrow front 
panels. There are generally no control knobs or switches. 

Computer communication with the PXI box and its modules can be through the 
132 MB/s standard PCI bus. The PXI system has over 1000 products currently available 
from various vendors, including NI. These products include ‘crates’, sensor interfaces, 
power supplies, analog signal conditioners, DSP, and motion control driver output 
modules, etc. [National Instruments PXI Tutorial, 2004]. The mechanical aspects of PXI 
and CompactPCI (connectors) are governed by Eurocard specifications, (ANSI 310-C, 
TEC-297 and IEEE 1101.1), which have a long history of application in industrial 
environments. (The reader interested in PXI hardware should consult the PXI Systems 
Alliance document, PXI Hardware Specification (v.4, February 2003) available online.) 

National Instruments has also developed their own transparent, MXI-3 bus protocol to 
communicate with PXI peripheral modules. A PCI board is in the desktop computer, and 
slot 1 of the PXI crate has the peripheral MXI-3 interface card; copper or fiber optic 
communication is used. 132 MB/s peak and 84MB/s data rates are possible using the 
PCI/MXI-3 bus. Ethernet/internet, SCSI, GPIB, VXI, VME, RS-232D and wireless 
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communication and control of PXI peripherals is also supported by NI (2004). Two or 
more PXI crates with peripheral cards can be linked by PXI-to-PXI MXI-3 connections. 
The PCI specification allows for up to 254 buses connected in a system via PCI-to-PCI 
bridges such as MXI-3. 


9.13.3. Summary 


Virtual instruments have found great application in science, industry, aerospace and 
medicine. They permit remote signal acquisition and conditioning modules to be located 
near the sensors, and managed remotely by a host computer. The host presents data in a 
VI window display that allows the operator to adjust input signal conditioning 
parameters and observe results on real time. In addition, the host can store incoming 
data on a hard disk or a CD-RW ROM disk. Links to and from the peripheral modules can 
be copper, fiber optic, or RF. A variety of bus protocols are available for communicating 
settings and data to and from modules. 

VI technology has a large and growing application in engineering education. It offers 
an economical means to implement oscilloscopes, meters, bridges, signal generators and 
control signals without the expense of purchasing complete, dedicated instruments. The 
host computer can do spectral analysis on signals by FFT and other DSP routines, like 
cross correlation of two signals. 

Special VI systems are used in biomedical engineering labs for the same reasons; 
economy and simplicity. Students can observe ECG, EEG and EMG waveforms and other 
physiological signals such as muscle force, blood pressure, pulse oximetry signals, etc. 
using medical isolation grade peripheral signal conditioners. 


9.14 Chapter Summary 


In this chapter, we introduced the primary limitations of converting signals from analog 
to digital format, namely the introduction of an equivalent broadband noise due 
to quantization, and the loss of high frequency information due to aliasing. Quantization 
was seen to be caused by the numerical round-off in representing analog data samples 
with digital numbers of finite bit length. Aliasing was shown to be the result of sampling 
a bandwidth limited signal too slowly (i.e. at a rate below twice the highest frequency in 
the signal’s power density spectrum). Dithering was shown to be an effective way 
of mitigating the effect of quantization noise. 

The R-2R digital-to-analog converter (DAC) architecture was introduced as represen- 
tative of most modern DACs. Hold circuits were described as a means of ‘freezing’ a time 
varying input signal to an ADC while conversion takes place and also of maintaining a 
DAC output voltage until the output is updated. Hold dynamics were derived. 

Six types of analog-to-digital converters were described and their applications were 
discussed relative to instrumentation systems. Mention was made of PC compatible data 
acquisition cards (containing ADCs, multiplexers and buffer memories). 

Digital data buses were reviewed and the IEEE-488, GPIB, parallel instrumentation bus 
was described in some detail. Serial data communication links, including the venerable 
RS-232D bus and the relatively new, versatile USB were described and their limitations 
discussed. The CAMAC instrumentation packaging protocol and its related internal bus 
were covered, as well as the newer PXI system architecture. 
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In Sections 9.11 and 9.12, we discussed transmission lines used for digital data transfer, 
and showed how improper impedance termination can lead to voltage reflections on 
the line that cause errors and significantly slow data transmission rates. Long transmis- 
sion lines pose an extra problem because line losses cease to be negligible, and there 
is not only delay in transmission, but transmitted pulses become rounded and attenua- 
ted as they traverse the line. The same problems of delay, attenuation and distortion 
are also seen on fiber optic cables, but FOCs have signal bandwidths which far exceed 
those of conventional, low loss, coaxial cables. Fiber optic cables too are immune to 
various forms of electromagnetic interference because of their dielectric waveguide 
properties. 


Problems 


9.1 An 18-bit ADC is used to convert an audio signal ranging over +1 V. 


(A) Find the size of the quantization step, q, required. 
(B) Find the RMS quantization noise associated with full scale operation of this ADC. 
(C) Let vin(t) = 1 sin(wot). Find the RMS SNR at the ADC output in decibels. 


9.2 A 4-bit, R-2R, offset binary DAC is shown in Figure P9.2. Calculate the transfer 
characteristic between the input digital input, {d3d2d,do}, and V,. (d,=0,1). 
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9.3 The simplified circuit of a 3-bit, bipolar, ‘flash’ DAC is shown in Figure P9.3. 
It is shown with the input, ‘011’ active. 


(A) Make a table of V, vs {dodjdo}. 


(B) Discuss the source of output ‘glitches’ in a practical implementation of this DAC 
when {d2ddo} changes states. 


9.4 Figure P9.4 shows the schematic of a design for a 3-bit, MOS, successive ap- 
proximation ADC. Note that this complex design requires 2N resistors and [2“+? — 2] 
MOS switches. The switches are closed for d, = HI or dk = HI. Ve=5V. At the 
start of the SA cycle, the msb, dz, is HI, dy and do are low. Show which switches 
are successively closed (and opened) in a conversion cycle for Vs=—3 V and +4 V. 
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FIGURE P9.4 


9.5 An FM voltage-to-frequency converter is shown in Figure P9.5. The one-shot output 
is periodic, narrow (1 us) pulses, which are counted by a digital counter (not shown) 
over 1 second. Each output pulse resets the integrator capacitor voltage to 0 V. Let 
C=1nF, R=10kQ, V, = —5V. 


(A) Plot and dimension several cycles of v;(t) for Vs = 1 Vdc and Vz = 0. 


(B) Let Vg=+5V, plot and dimension the output frequency of the one-shot vs 
0<Vs <+10V. Do not neglect the 11s width of the output/reset pulses. Is 
f=g(Vs) linear? What is Af/AVs at Vs = +5 V? 


(C) Now, with Vg=0, determine the counter enable time, T,, such that when 
Vs;=+10V, the total count will be decimal 10*. 


Vo< 0 


FIGURE P9.5 
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9.6 


9.7 


An 18-bit ADC with bipolar offset binary output is used to convert an audio signal 
ranging over +1 V. 


(A) Find the size of the quantization step, q, required. 
(B) Find the RMS quantization noise associated with full scale operation of this ADC. 
(C) Let vin(t) = 1 sin(wot). Find the RMS SNR at the ADC output in dB. 


A 4-bit DAC using MOS switched, NPN, BJT current sources is shown in Figure P9.7. 
Derive an expression for V,=f[(dsd2dido), and other system parameters]. Let 
R=10.1kQ, Re = 14.4kQ, BJT B = 100, Vp = +5V, —Veg = —10V. 


VEE 
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FIGURE P9.7 


9.8 


9.9 


A unipolar, dual-slope, integrating ADC is used in a dc digital voltmeter. Figure P9.8 
illustrates the system. At the convert command, the control logic resets the integrator 
and counter, then at local time t=O, allows the integrator to begin integrating 
the positive dc input voltage, V,. At time t= 2NT., the counter is reset to zero. 
It is easy to see that at this time, V2 = —((V;2NT.)/(RC)) V. The input switch is 
now connected to —Vpr. The integrator now integrates —Vr and ramps up to 0. 
When V2=0, the comparator output Q goes from HI to LO, latching the counter 
count, M, to the output. Considering V2, it is clear that for one conversion cycle: 
(Vy2NT,)/(RC) = (VrMT,)/(RC) or, M=(V,2%)/(Vp). T, is the clock period. Design the 
system (choose Vr, R, C, T,) such that when V,=+10 V, M=1,000 decimal. The total 
conversion time (2Y+M)T. should not exceed one second. Let N= 10. 

Figure P9.9 illustrates a bipolar, dual-slope, integrating ADC for dc voltages. Note that 
Vo = —1/2(Vr + Vx). At the convert command, the capacitor voltage is set to zero by 
switch S and the N-bit counter is set to zero. At local f=0, S2 opens and S; connects 
the integrator to the negative voltage, V,, for a fixed interval, T, =2%T. seconds. 
V2 ramps positive, causing Q=LO. At Tj, the integrator output equals: V2(T) = 
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FIGURE P9.9 


+(((Ve + Vx)2‘T,)/(RC)) V. When the counter reaches 2% at T,, the counter is zeroed 
and S; connects the integrator to +Vr. The integrator output now ramps down until 
V,=0. Then the comparator output Q goes HI, causing the AND gate to block the 
clock pulses. Also, when Q — HI, the counter output, M, is latched to the output and 
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the counter is reset to await the next Convert command. The time it takes V2(T;) to 
ramp down to zero is T7= MT, seconds. 


(A) Derive an expression for M=f(N, Vx, Vp). 
(B) What kind of binary output code is produced by this ADC? 


9.10 Consider the 4-bit resistive ladder DAC shown in Figure P9.10. 
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FIGURE P9.10 


(A) Use superposition to find an expression for V,=f (Io, ly, In, Is). Let R= 1kQ, 
Ipb5=1 mA de. 


(B) What values should I, Iz and I; have to make a binary DAC? Find the maxi- 
mum V,. 
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Introduction to Digital Signal Conditioning 


10.1 Introduction 


As we have seen in the preceding chapter, it is common practice to convey the analog 
conditioned output of a sensor to an analog-to-digital converter, and then pass that 
sampled data to a digital computer for further processing, storage and display. In this 
chapter, we introduce some of the basic digital signal processing (DSP) operations done 
on sampled data, and describe how they are accomplished. They include, but are not 
limited to, smoothing or low-pass filtering, integration, differentiation, computation of 
the RMS value of a data sequence, notch, or band reject filterng (to eliminate coherent 
interference in the signal bandwidth), computation of the discrete Fourier transform of a 
data sequence to characterize it in the (discrete) frequency domain, and interpolation and 
extrapolation of data sequences. Some of the DSP algorithms we have just mentioned 
exist as options in specialized data acquisition software packages and unless an 
instrumentation engineer is developing a system from scratch, there is often no need to 
write custom software for a specific, dedicated DSP task. One simply uses a packaged 
DSP routine on an input sequence to obtain the conditioned output sequence. 


10.2 Digital Filters and the z-transform 


Synchronous operations on sampled data can be described in the time domain as 
difference equations, or in the frequency domain using the complex variable, z. To 
illustrate how discrete DSP operations are described using the z-transform, we first 
consider a well-behaved, continuous analog signal, x(t), defined for 0 <t<oo. For 
example, let x(t) = Act. As we have seen in chapter 9, sampling x(t) is equivalent to 
the impulse modulation of x(f). We can write the sampled x(t), x*(f), in a more compact 
form, where T is the sample period and n is the sample number: 


x(t) = S x(nT)3(t — nT) (10.1) 


n=0 


if we take the Laplace transform of x*(t), we get: 
foe) 


X*(s) = Yo x(nT)e*"" (10.2) 


n=0 
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x(nT) is the value of x(t) at t=nT. Here, x(nT) is treated as the area of the nth delta 
function, and the Laplace transform of the nth delta funtion is simply ene. Equation 10.2 
is easily changed to the open sequence form of the z-transformed x(t) by letting the 
complex variable, z, be defined as: 


z=eT (10.3) 


Hence we can write: 


X(z) = > xtnTe (10.4) 


3 
ll 
fo) 


For the exponential example given above, we can write: 


XQ\HAll pets per eee ay (10.5) 
A power series of this type can be expressed in closed form as: 


A Az 


Leip! yer (10.6) 


X@) = 3 


A general, closed form definition of the z-transform of any Laplace transformable f(t) can 
be derived from a consideration of the impulse modulation process, which is 
multiplication of f(t) in the time domain with a periodic, unit delta function train, 
Pr(t), beginning at t=0. This multiplication gives f*(t). In the frequency domain, F*(s) is 
found by the complex convolution of F(s) with the Laplace transform of the pulse train, 
Pr(s). P(s) can be written as: 


Pr(s) =1 +e +e +e PT +... = pet (10.7) 
n=0 


In closed form, P7(s) can be shown to be: 


1 Zz 
Pris) = a gg a (10.8) 
Now by complex convolution: 
. i F(p) 
ok sT\ __ 
fay Cae sali = oT opto P (10.9) 


We use the definition of z above and treat the complex variable, z, as a constant in the 
convolution integral: 


F2(z) = ay / aula (10.10) 


z—ept 


F(p) is the Laplace transform of f(t) with s=p. Thus the contour integral, equation 10.10, 
can be used to find the z-transform of any f(t) having an F(s). Table 10.1 shows the Laplace 
and z-transforms of some typical deterministic time functions defined for t > 0. 
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TABLE 10.1 


Some common Laplace and z-transforms 


Time Function (t > 0) Laplace Transform z-Transform 
6(t) 1 1 
5(t — nT) ext. Zot 
uw 1/s — 
z-1 
tU(t) 1/s? ia 
(z—1) 
eh t>0 a a 
eas s+b z—e tT 
T —bT 
tet t>0 5 ae 
(s + b) (z—e*T) 
o zsin(wT) 


i t), t> —$— — 
site), £20 oo Zz — 2zcos(wt) +1 


Zz — z,cos(wT) 


cos(wt), t > 0 


s2 + w z2 — 2zcos(wT) + 1 
—bT 5 gj T) 
bt sin(ot). t > 0 o e-’zsin(w 
esin(wt), t > Gabe Z2 — 2ze-°T cos(wT) + eT 
+b 22 — ze-*T cos(wT) 
be t), t= 0 - 
e' cos(at), t = Gach ae 2 — 2ze*T cos(wT) + eT 


A digital filter is a linear, discrete operator which alters a periodic input number 
sequence, {x(k)}, producing a different output number sequence, {y(k)}. Digital filters are 
generally described as rational polynomials in the complex variable, z. They may be 
subdivided into two major categories: 


1. Recursive filters, in which the present filter output, y(t), depends not only on the 
present and past input samples, [x(0), x(T), x(2T),..., x(kT),...], but also on filter 
output samples, [y(0), y(T), y(2T),..., y(kT),...]. 

2. Moving average, transversal or FIR (finite duration impulse response) filters. FIR 
filters use only the present and past values of x*(t); their impulse responses are 
truly finite (i.e. after M sample periods following a ‘1’ input at t=0 only, their 
output is identically zero. The impulse response of a recursive filter generally 
approaches zero assymptotically as k approaches infinity. In the frequency (z) 
domain, the z-transformed output of a linear digital filter can be written as the 
product of the filter’s transfer function, Gz(z), and the z-transform of the filter’s 
input, that is: 


Y(z) = X(z)Gz(z) (10.11) 


In the time domain, the kth output sequence member from a digital filter can be found by 
the process of real, discrete convolution. This can be written as: 


YKT) = ye = D> Bixe-i (10.12) 


Here, {g;} are the elements of the discrete filter’s unit impulse response, and {x,_;} are the 
elements of {x;} reversed in time and shifted by k sample periods. The real convolution 
process is illustrated using a simple example in Figure 10.1. 
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2 ° 
© k=3 
oes © | y= (1)[(2) + (1.75) + 
Ne oo (15) #(1-25)] = 6.50 


FIGURE 10.1 

Illustration of the process of discrete, real convolution. A sampled rectangular pulse, gx, and a sampled finite 
ramp waveform, x;, are shown on the top line. In the next four lines, steps in the the real convolution operation 
given by equation 10.12 are shown. g; becomes g;, and x, becomes x; _ ;. That is, x—i is x, reversed in time i and 


shifted by constant k. 


Recursive filters used in linear DSP operations can be expressed as rational 
polynomials in the complex variable, z. For Example, Gz(z) can be written in a general, 
unfactored, polynomial form as: 


Y@) AZ" + Ay —1Z™—! + +++ ayz! + agz® 
= 7 10.13 
X(Z) Gz(z) b,zit + by,z"-1 Here os byz! ie bz? > m ( ) 


Both the numerator and denominator polynomial may have roots at the origin of the z 
plane, their roots may occur in complex conjugate pairs, or lie on the negative or positive 
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real axis in the z plane. The coefficients, {a,} and {b,}, are real numbers. The poles 
(denominator roots) of a stable G(z) must lie inside the unit circle in the z plane. Recursive 
filters are also known as infinite impulse response (IIR) filters because, although their 
impulse response magnitudes die out as k — ov, the terms go on forever. 

To appreciate how a recursive Gz(z) can be implemented on a computer in real time, we 
change Gz(z) to be in powers of 1/z or e *' the delay operator. Simple algebra gives: 


Y(2) Gin + Am —1Z! Fe yz tt + az ™) ze) 
— = = > 10.14 
X(z) C2) GO, tbaz + tbe hey? oe) 
From equation 10.14, it is now easy to write: 
Y(2)On + Baz) +++ bz! + bz) 
(10.15) 


== X(z)(@nz ef Am 1Z a eee az —) ae apz~") 


To simplify the notation, let the kth past sample in x*(f), x(t — kT) be written as x_,, and the 
pth past sample in y*(t) be written as y_,. Now, we can write equation 10.15 in the time 
domain: 


bay + By—-y—1 + +++ DyY—ng1 + boY—n = AmX—n4in + Am—1X—n4m—1 + cdotsayx—n41 + aoX—n 
(10.16) 


Equation 10.16 can easily be solved for the present filter output, y, in terms of present and 
past weighted output and input samples. To illustrate this process, we use a simple third 
order example: 


2 1 
a2Z° + 41Z + ao 
= = 10.17 
C=, aaa’ co) 


Following the procedure described above, the present output of Gz(z) can be written: 


y = (1/b3)(aax_1 + a1 X_2 + agx_3 — byy_1 — byy_2 — boy-_s) (10.18) 


Implementation of this recursive filter example is shown in Figure 10.2. Note that in this 
particular example, no present value of x is used in computing the present value of y. 


ep \ SPP ey 


FIGURE 10.2 

Block diagram showing the implemen- 

tation of a third order, recursive filter. (0) 
z' represents e*, the unit delay 


operator. T, is the system sampling | z “fe | z “1h | 
period. ¥_3 Y_2 y_1 
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The impulse response of a digital filter, {9,}, is simply its output number sequence, 
given an input x=1 at t=0. The {g,} can also be found by long division of the numerator 
of the filter’s G(z) by its denominator. This division generally gives a sequence of terms 
with coefficients of the form, z*. In the time domain, this is: 


{gx} = )— ge5(t — kT) (10.19) 


k=0 


For stable transfer functions, 9, 0 as k—> oo. 
An nth order FIR digital filter’s transfer function can be written in the general form: 


Y(z) — AnZn + Anz"! a ere az! iy 
X(z) a gn 


, m=n,bn=1 (10.20) 


1 —n+1 


= An + Oy 1Z +++ baz 


+ AgZz 
By taking the inverse z-transform of equation 10.20, we obtain the difference equation: 
Y = AyX + Any X14 ++ + AX n41 + A0X—n (10.21) 


It is easy to see that if a ‘1’ is input at t=O, the FIR filter’s impulse response will have 
M=(n+1) terms, including the present sample. 

Before going on to consider some typical applications of digital filters, we remind the 
reader that in using DSP routines, we generally assume that the analog input signal, x(¢), 
is bandwidth limited by an anti-aliasing low-pass filter, so that it contains no significant 
spectral energy above the Nyquist frequency (one half the sampling frequency). 


10.3 Some Simple DSP Algorithms 


The first, simple DSP example we consider is the FIR, moving average, smoothing or low- 
pass filter. This type of filter is often used to ‘clean up’ or remove high frequency noise 
accompanying a slowly varying or dc signal. Moving average, FIR filters generally have 
an odd number of polynomial terms, and an unity dc response. For example, a three term, 
Hanning low-pass filter is described in the time domain by: 


y(nT) = (1/4)[x(nT) + 2x(nT — T) + x(nT — 2T)] 
or 
y = (1/4)(x + 2x_1 + x_2) (10.22) 
We can write the z-transform for this filter as: 


0.252? + 0.52! + 0.25 
72 


Gz(z) = a = 0.25(1+2z'4+27)= 


(10.23) 
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FIGURE 10.3 
A. Az plane plot of poles and zeros of the Hanning low-pass filter of equation 10.23. B. The magnitude and 
phase of G,(jwT) of the Hanning filter. 


The numerator of Gz(z) has two real roots (zeros) at z=—1. A z plane plot of the roots of 
Gz(z) is shown in Figure 10.3A. To examine the frequency response of this Gz(z), it is 
convenient to substitute z = e°? = e/*T into equation 10.23, and vary w 


Gz(jwT) = 0.25(1 + 2e 77 + eT) — 0.5[1 + cos(wT) Je?" (10.24) 


The radian sampling frequency is w;=22/T and the Nyquist frequency is 
ON = ;/2 = 1/T. Since we assume x(t) is analog anti-alias filtered before sampling, we 
need only consider 0 < w < wN = 2/T. The magnitude and phase of Gz (jwT) is plotted in 
Figure 10.3B. Note that the phase is linear in w and the dc magnitude response of the 
Hanning filter is unity, decreases to zero at w = wy and then increases again. 

Many other higher order, FIR low-pass or smoothing filters can be designed. In general, 
higher the order of the FIR filter, sharper the attenuation can be made. A number of 
criteria exist for the design of FIR smoothing filters. For example, Tompkins and Webster 
(1981) derived a five-term, FIR, low-pass filter based on a least squared error criterion to 
fit the five data samples used in the filter with the best parabola. This gives a time domain 
filter function of: 


y = (1/35)(—3x + 12x_1 + 17x_7 + 12x_3 — 3x_4) (10.25) 


In the z domain, this FIR algorithm becomes: 


XG = Gz(z) = (1/35)(-3 + 1227! + 1727? 4+ 122-8 — 32) (10.26) 
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The frequency response magnitude of this Gz(jwT) and several other FIR low-pass filters 
are illustrated in Tompkins and Webster (1981). These authors also derive a five point 
FIR lowpass filter that satisfies the criteria: 


Gz(j0) =1 (10.27a) 
dGz(j0) _ 
ae 0 (10.27b) 
d?Gz(j0) 


That is, the filter’s frequency response is maximally flat at dc. This filter is shown to be 
implemented by the difference equation: 


y = (1/16)(—x + 4x_1 + 10x_2 + 4x_3 — x_4) (10.28) 


Its frequency reponse magnitude is: 
Gz(joT) = 5/8 + 4/8 cos(wT) — 1/8 cos(2wT) (10.29) 


Clearly, Gz(j0)=1 and Gz(jz) =0 for this filter. 

Often, in instrumentation applications, we wish to eliminate a specific, coherent 
frequency, w;, from a low frequency signal. We assume that w;<q@y. To create a digital 
notch filter, we need to place a pair of complex conjugate zeros of G(z) on the unit circle in 
the z plane. This can be done quite easily with a quadratic FIR filter of the form: 


Gz(z) = 0.5(1 + z~7) (10.30) 
which is implemented as 
y = 0.5(x + x_2) (10.31) 


Substituting e/°? for z in equation 10.30 gives us the frequency response of this simple 
notch filter: 


Gz(jwT) = cos(wT)e!?" (10.32) 


It is easy to see that Gz(j0) = Gz(janT) = 1 and Gz(j(wn/2)T) = 0, that is, the notch 
frequency, «;, is half the Nyquist frequency in this example. Attenuation around the notch 
frequency is certainly not sharp for this filter. Tuning the notch is accomplished by 
adjusting the sampling period, T. 

To obtain a sharp, high Q notch, we can use a recursive notch filter design, adapted 
from Widrow and Stearns (1985). 


z* — z2cos(¢) +1 
2 — z2ncos(¢) + 72 


Fz(z) = = (10.33) 
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FIGURE 10.4 

A z plane plot of the poles and zeros of the 
recursive, quadratic notch filter of equation 10.33 
given by Widrow and Stearns (1985). 


=f 


where 7 = 1—¢, 0<e<<1 and the angle ¢ = (@;/wn)z is shown on the unit circle in 
Figure 10.4. w;, as in the example above, is the frequency of the interfering sinusoid that 
we wish to eliminate. Consideration of the numerator of F(z) shows that the filter has 
complex conjugate zeros on the unit circle at: 


Zo1 = cos(@) + j sin(?) (10.34a) 
Zo2 = cos(P) — j sin(#) (10.34b) 


The poles of Fz(z) are easily shown to be just inside the unit circle, lying at +¢ with 
respect to the real axis. Factoring the denominator yields: 


Zp1 = (Zo1) (10.35a) 

Zp2 = n(Zo2) (10.35b) 
Following Widrow and Stearns, we can show that the recursive notch filter’s Q is given 
by: 


_ Center frequency —s_ @T 
~ —3dB bandwidth  2(1 — n) 


(10.36) 


Higher the Q, sharper is the notch. The Widrow and Stearns adaptive filter can be tuned 
to any a; by calculating 


cos(#) = cos[(w@;/@y)7] (10.37) 
and then using this value in the recursion formula for y(nT): 
y = n[x + (y_1 — X-1)2 cos(#) + x_2 — ny — 2] (10.38) 


Often in signal processing applications, we are interested in estimating the points in time 
when a bandwidth limited signal reaches its maxima or minima (i.e. the points in time 
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where its first derivative goes to zero). The simplest form of digital differentiator is the FIR 
two point difference equation: 


y = (1/T)(x — x_1) (10.39) 


Figure 10.5A illustrates how equation 10.39 estimates the slope of x(t) by a straight line 
approximation using the present and first past sample of x(t). The digital transfer 
function for this simple routine is: 


Deas 


on Ee (10.40) 


D,(z) has a zero at z=+1 and a pole at the origin of the z plane. By substituting e/°7 for z 
in Dz(z), we can find the frequency response of the simple differentiator over 0 < w < an: 


Dz(joT) = (2/T) sin(wT /2) exp[j(a/2 — wT /2)] (10.41) 
For low @ such that sin(@T/2) ¥ wT /2, in radians: 


Dz(joT) & wel”? (10.42) 


X— X_9 = Xe— Xp 


FIGURE 10.5 

A. Ilustration of the simple, two 
point, digital differentiator opera- 
ting on x(t). B. Illustration of the 
three point, central difference, 
digital differentiator, given by (k-2)T 
equation 10.47. 
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which is the frequency response function of an ideal (analog) differentiator. As w 
increases, this |Dz(jwT)| reaches a peak at the Nyquist frequency, and then decreases. 

Other digital differentiation routines are sometimes used. All digital differentiators 
depart from ideality as w approaches the Nyquist frequency. In some cases, it is desireable 
to have the differentiator frequency response reach a peak and roll off at frequencies 
higher than wy/2 to minimize the effects of noise on x*(t). These routines include 
[Tompkins and Webster, 1981]: 


y = (1/2T)(x — x_2) (3 point central difference) (10.43) 
y = 0.1(2x + x_1 —x_3 — 2x_4) (5 point, least squares, parabolic fit) (10.44) 
y = (1/28)(8x + 2x_1 + x2 —xX_4 —2x_5 —3x_6) (7 point, LSPF) (10.45) 


y = (1/60)(4x + 3x_1 + 2x_2 + x_3 — x_5 — 2x_6 — 3x_7 —4x_g) (9 point) (10.46) 


How the three point central difference differentiator estimates the slope of x(t) is illustrated in 
Figure 10.5B. The transfer function of this differentiator is easily seen to be: 


2-1 
De) = Sar (10.47) 


This transfer function has xeros at z= 1, z=-— 1 and two poles at the origin of the z plane. 
The frequency response of Dz(z) is determined by substituting eT for z and using the 
Euler relations: 


Dz(jwT) = (1/T) sin(wT) exp j(2/2 — wT) (10.48) 


Like the two point differentiator, this algorithm has nearly ideal behaviour at low 
frequencies. Its magnitude response peaks at w = wy /2 and goes to zero at w = wy. Note 
that the gains of the two and three point differentiators depend on a knowledge of the 
sampling period, but the five and higher point, LS, parabolic fit differentator gains do not 
depend on T. 

Digital integration routines allow us to estimate the area under a curve, using sampled 
data. In chemometric instrumentation systems, the outputs of various types of 
chromataographs and spectrographs are often integrated in order to estimate the 
quantity of a chemical species in a sample. Another obvious application of integrating 
a sampled variable is to compute its mean value, or RMS value. 

The simplest form of digital integrator is the rectangular integrator, the action of which 
is illustrated in Figure 10.6A. All digital integration routines are recursive (i.e. they add 
a present estimate of area to the cumulative old estimate of area). That is, the present 
integrator output, i(nT) =i is given by: 


i=i 4,t+Ai (10.49) 
In the case of the rectangular integrator: 


i=iy+Tx (10.50) 
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A x(t) 


Xk 


(X= Xp) 1/2 = (x- X_4)T/2 


TX = Tye 


(k-2)T (k-1)T kT 


FIGURE 10.6 
A. Illustration of three common, digital integration routines in the time domain. Simple rectangular integration 


is shown here. Its transfer function is given by equation 10.51. B. Trapezoidal integration, See equation 10.57. 
C. Simpson’s rule integration. See equation 10.58. 
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In terms of a z-transform transfer function, equation 10.50 can be written as: 


aoe Azp(Z) = — 


x0) ; (10.51) 


Substituting eT for z gives us the frequency response of the rectangular integrator: 


: — T/ : 
Hzr(joT) = sin(wT/2) exp[—j(az/2 + wT /2)] (10.52) 
At low frequencies, Hzr(jwT) behaves like, 
Hzr(joT) & (1/) exp[—jz/2] (10.53) 


which is the behavior of an (ideal) analog integrator. At the Nyquist frequency, 
Hzr(jonT) = (T/2) exp[—jz] (10.54) 


Many other integration routines exist, some of them quite complex. Here, we will review 
two other simple integration algorithms commonly used in DSP: 


i=i_y+[Tx_1+(T/2)(x —x_1)] (Trapezoidal integration, Figure 10.6B) (10.55) 


i= I_2+(T/3)[x + 4x_1 +x 2] (Simpson's 1/3 rule, Figure 10.6C) (10.56) 


From these difference equations, we can easily derive the transfer function for trapezoidal 
integration in z as: 


_TeZ+)) 
Azr(Z) = Wz —1) (10.57) 
For Simpson’s rule: 
T(Z? + 4z +1) 
=F 10. 
A7zs(z) 3+) (10.58) 
The frequency responses of these integrators are easily shown to be: 
Hzr(j@T) = (T/2) cot(@T /2) exp[—jz/2] (10.59) 
} = T[2 + cos(@T) : 
Hzs(j@T) = 3 sin(wT) exp[—j7/2] (10.60) 


Note that the phase for both the trapezoidal and Simpson’s rule integrators is that of an 
ideal integrator. However, their frequency response magnitudes depart from an ideal 
integrator at higher frequencies. Simpson’s rule follows 1/w well out to w = wy/2 and 
then reverses slope and increases sharply as w increases above 2wy/3. Thus, Simpson’s 
rule behaves poorly on any x(t) containing noise power above two-thirds of the Nyquist 
frequency. The gain magnitude of the trapezoidal integrator follows the ideal frequency 


680 Introduction to Instrumentation and Measurement 


FIGURE 10.7 

Non-dimensional, frequency response 
magnitudes of the three integrators 
shown in Figure 10.6. The frequency 
response magnitude of an ideal (ana- 
log) integrator, 1/wT, is shown for 
comparison. Note: Hr=rectangular 
integrator, Hy = trapezoidal integrator, ss 
Hs=Simpson’s rule integrator. 0 O17 0.22 0.37 0.42 0.52 0.62 0.7n 0.82 0.9% 1 


response curve closely, up to about wy /3, and then drops off to zero at wy. Thus, the 
trapezoidal integrator gives better accuracy when integrating noisy signals. If the power 
density spectrum of x(t) has little power above half the Nyquist frequency, the Simpson’s 
integration rule may perform more accurately. The frequency response magnitude curves 
for the three integrators we have discussed is shown in Figure 10.7. 


10.4 Discrete and Fast Fourier Transforms and their Applications 


Just as we can represent continuous time domain signals in the frequency domain using 
the continuous Fourier transform (CFT) pair, shown below, 


F(jw) = / f(eT'dt (10.61) 
fl) = 5 i; F(ja)e' dw (10.62) 


we can also characterize discrete time signals of finite length in the frequency domain 
using the Discrete Fourier Transform (DFT) and the Inverse Discrete Fourier Transform 
(IDFT). In the CFT, f(t) can exist over all time. In the DFT, we assume that a finite number 
of samples, N of x(t) are taken, each at an interval of T; seconds. The total length of time 
window or epoch over which x(t) is sampled is Tg = (N — 1)T;. In computing the DFT, we 
assume x(t) =x(t+NTs ) (.e. x(t) is periodic with a period of NT; seconds). 

The N elements of {x,,}n give rise to N elements of the DFT according to the relations: 


N-1 
Xe= )" amexp(—ipzkm), k=O G gNat (10.63a) 
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N-1 N-1 
Xp = Yo Xm cos(2tkm/N) — j S° xm sin(2tkm/N) (10.63b) 


m=0 m=0 


The N terms of the DFT are complex numbers; they have real and imaginary parts or 
equivalently, magnitudes and angles. The frequency spacing between adjacent terms of 
the spectrum, {Xy}n, is given by equation 10.64: 


20 20 


A (= eS SS 
OS «NTs 


/s (10.64) 


The total frequency span of {X,}y is 0 to 22/T;1/s. 
The DFT has several interesting properties. It is a linear operator (ie. it obeys 
superposition), sic: 


DFTn{Apx + Bqx} = ADFTN {px} + B DFTN {q;} (10.65) 
The DFT is periodic with period N. That is: 
Xt, = Xkin (10.66) 


A very important property of the DFT is that the DFT of real signals is conjugate symmetric 
[Williams, 1986]. This can be written as: 


X= X41 pp O<k<N/2 (10.67) 


Another way of describing this property is to state that the real part of X, is even about 
k=N/2, and the imaginary part of X, is odd around k= N/2. Thus the magnitude of X,, is 
even around k= N/2, and is equal to the magnitude of X*)4;_x. This means that one half 
of a DFT spectrum of {x,}y is redundant. Thus, N samples of x(t) yield N/2 useful 
spectrum values ranging from 0 to fy=1/2Ts Hz. 

The inverse DFT can be written: 


i 2m 
X, = N2y Xn exp( +) N mk) (10.68) 
The IDFT, also, is linear and periodic in N. 

As an example of setting up a DFT routine, let us assume we need to resolve and examine 
in the frequency domain, two coherent (sinusoidal) signals to which broadband noise has 
been added. The signals are at 400 and 420 Hz. We wish to examine the magnitudes of 
{Xi hx to determine the relative levels of the signals and the noise. First, let us set the 
Nyquist frequency of the system to be 1000Hz. The anti-aliasing filters must have 
attenuated the signals plus noise to a negligible output power level at and above 1 kHz. 
The sampling rate required is thus 2000 samples/s. The signal spacing is 20 Hz. This 
implies that we should be able to resolve a Af = 2Hz. Thus, Te = 1/Af =0.5s and 
N=T,/Ts+1=1001 samples. (Typically, 1024 samples could be used in calculating 
{Xi bay) 
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10.4.1 Use of Data Windows to Improve Spectral Resolution 


Direct computation of {X,}y using equation 10.63 is always done with a windowing 
function operating on the sampled data, {x;,}y. That is, the product, 


K. = wyXxx (10.69) 


is computed in the time domain, where w; is the windowing function. The purpose of 
a windowing function is to reduce a phenomenon known as spectral leakage. If a pure, 
sinusoidal x(t) is sampled and DFTIed, we generally observe symmetrical, non-zero 
sidelobes in {X,}x around the main peak at the sinusoid’s frequency. This phenomenon is 
called spectral leakage because spectral energy at the sinusoid’s frequency effectively 
‘leaks’ into the adjacent frequency terms. What windows do in general is reduce the 
magnitude of the leakage sidelobes at the expense of the sharpness of the main spectral 
peak at the input sinusoid’s frequency. 

In general, in the frequency domain, 


"X(jo) = W(jw) ® X(jo) (10.70) 


That is, the FT of the windowed, sampled data sequence can be expressed as the complex 
convolution of the FT of the windowing function with the FT of x(#). 

To illustrate how windowing works, we first consider the case of the simplest, 
rectangular window consisting of N unit impulses, spaced T; seconds apart. The 
rectangular window function is a truncated unit impulse train which multiplies 
(modulates) x(f) in the time domain to generate the sampler output. The rectangular 
window function can be written as: 


N-1 


w(t) = {waky = D- 8(t — kTs) (10.71) 
k=0 


A fundamental property of Fourier transforms is that the CFT of an even function in t is 
even in w and has zero phase. It is therefore algebraically convenient to consider both the 
window and x(t) to be even functions. This process is shown in Figure 10.8. We choose N 
to be an odd number, so M will be an integer. Note that the epoch length, Tz is: 


Tg =(N—-1)Ts = 2MTs (10.72) 
Hence, 


M=(N —1)/2 (10.73) 
The CFT of the rectangular window can be shown to be [Papoulis, 1968]: 


_ sinfo(2M + 1)T./2] _ sin(@NTs/2) 


W@) sin(oT./2)-—«sin(wTs/2) 


(10.74) 


For purposes of this example, let us assume that x(f) is a cosine wave (even function): 
x(t) = Acos(a@pt), where w) <ay. The CFT of the cosine x(t) is well-known: 


X(w) = Al76(@ + @) + 15(w — @)] (10.75) 
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FIGURE 10.8 

A unit rectangular (even) window func- 
tion and a cosine wave. A finite number 
of samples of the cosine wave effectively 
multiplies it by the sampled, unit 
rectangular window function. 


Complex convolution now becomes real convolution, where the kernel only exists at 
w = +a,. Thus, the CFT of the finite, sampled, rectangular windowed cosine wave is: 


Ww X(@) = (10.76) 


A [sin[(@ + @)NT;/2] — sin[(@ — @)N T;/2] 
2 | sin[(@ + @)Ts/2] sin[(@ — @)T;/2] | 


The main spectral peaks in “ X(w) are seen to occur at w = + . The leakage is due to the 
side lobes of equation 10.74. Figure 10.9 illustrates normalized plots of the DFTs of several 
window functions (see caption for details). Clearly, to reduce leakage and to get the 
best resolution, we must find a window function whose CFT has a narrow main lobe and 
low sidelobes compared to the main lobe peak. Many such window functions have 
been devised and used. These include, but are not limited to [Papoulis, 1977], Bartlett, 
Tukey, Hamming, parabolic, maximum energy concentration, minimum energy moment, 
minimum amplitude moment, von Hann (Hanning), and Kaiser. (The latter two windows 
are described in Williams (1986).) The Hamming window is one of the most widely used 
windows in DFT and FFT computations. Its FT has low major sidelobes. It consists of 
a cosine on a pedestal. For N>64 samples, it can be shown that the pedestal 
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FIGURE 10.9 

Normalized plots of the DFT magnitudes of several commonly used windowing functions. The solid line with 
narrowest main lobe and highest side lobes = rectangular window. Note: Solid line with wider main lobe and 
lower side lobes=Kaiser window. Dashes=triangular (Bartlett) window. Dash-dot= Hamming window. 
Dots = triangle squared (Parzen). A 1024 point FFT was computed with Matlab™. Log magnitude vs linear 
frequency scale. 
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height approaches 0.536 and the cosine term is multiplied by 0.464. Each sample of x, is 
multiplied by a corresponding w;: 


wy = 0.536 + 0.464 cos{x[2k —N + 1]/N}, k= 0,1, ...,(N—-1) (10.77) 


In the symmetrical, even function case, we center the window function at m=0 and we 
can write: 


Wm = 0.536 + 0.464 cos[x2m/(N — 1)], —N/2 <m <(N/2—1) (10.78) 


(integer m) 


Figure 10.10 illustrates the major lobes of several common window functions. The DFTs 
have been normalized. Note that the base width, B, of the major spectral lobe of the 
Bartlett (triangular) and Hamming windows is approximately given by: 


8x 

BR (N—DTé r/s (10.79) 
The B of the Parzen window is somewhat wider. The choice of the window algorithm to 
be used involves a trade-off between main lobe width and the amount of spectral leakage 
seen at a given distance from the frequency of the main peak. Generally, narrower the 
main lobe, greater is the leakage. The selection of a window algorithm can be somewhat 
subjective, and the window selected can influence one’s ability to interpret the DFT 
spectrograms. Most commercial DFT spectrum analyzers offer the user a choice of plain, 
rectangular window, cosine window such as the Tukey, Hanning or Hamming, or the 
Kaiser window. 


Linear magnitude 


(0) Eck, 
10° 10" 10? 108 
Log frequency 
FIGURE 10.10 
Normalized plots of the DFT magnitudes of the windows of Figure 10.9, except that a linear magnitude vs log 


frequency scale is used. Note the trade-off between main lobe narrowness and side lobe height. The same note 
used in Figure 10.9 is used. 
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10.4.2 Use of the DFT to Characterize Random Signals and Noise 


A major use of the modern spectrum analyzer is to allow us to visualze the distribution of 
power with frequency in an analog waveform. This feature can be useful in the vibration 
analysis of mechanical structures, measurement of noise, determination of linear system 
transfer functions by the white noise method, etc. 

In chapter 3, we saw that the power density spectrum (PDS) is used to describe 
the power content at a particular frequency of an infinite length, analog waveform. 
The units of the PDS are mean squared volts (units) per Hz. In modern engineering 
practice, we use the DFT with an appropriate window to estimate the square root of 
the PDS (RPDS) of an analog waveform. In this case, the RPDS’ units are RMS volts 
(units) A/Hz. 

The discrete RPDS can be calculated in the following manner: First, the analog 
waveform, x(t), is passed through an analog anti-aliasing low-pass filter to remove any 
significant spectral power at and above the Nyquist frequency, wy = w;/2 = 1/Tsr/s. 
Next, a finite length of the anti-aliasing filter’s analog output, x(f), is sampled at a rate of 
1/T; samples/s. N values of x(nT;) are stored in an array, {x,}x, in the computer. Each x, is 
multiplied by the corresponding window weighting constant, w,, giving a windowed 
data array, {x}. N elements of the DFT of {x;,} are now calculated using symmetrical 
coefficients, giving {"X nln. Due to the conjugate symmetry property of DFT output, 
only N/2 points in hag eat te are unique. We store a buffer array consisting of {"Xabw/2 
for m=0 to m=(N/2-—1). m=0 corresponds to f=0, and k=(N/2—1) corresponds 
to f=fmax=fs/2=fn=1/2Ts Hz in the spectrum. 

The frequency spacing between Fourier coefficients is Af =1/(N—1)T;Hz. The 
coefficients of a hypothetical N=8 point DFT are shown in Figure 10.11. We note that 
the DFT coefficient magnitudes can be found from the Pythagorean theorem. Also, we 
observe that the important parameter, T;, does not appear in the DFT operation, equation 
10.63. T; is used to calculate the spectrum scale factors, Af and fax. 

If x(t) is a broadband (noisy) waveform, there will be a great deal of natural, variation 
between corresponding spectrum coefficient’s magnitudes in the computation of M 
‘similar’ spectra. Averaging the corresponding elements of M spectra permits a reduction 
of the standard deviation of a given element by a factor of about 1/ /M. 

In the Hewlett-Packard Model 3582A DFT spectrum analyzer, noisy spectra are 
averaged in the following manner. M spectra are computed sequentially. Two arrays of 
length N are set up. One holds the average of the squares of the corresponding real parts 
of the DFT coefficients and the other, the average of the squares of the corresponding 
imaginary parts of the DFT coeficients. After M spectra are calculated and the mean 
squares of the corresponding coefficients are stored, the corresponding mean squares are 
added and the square root is taken of each corresponding sum, giving a true RMS RPDS. 
These steps can be shown mathematically as follows: 


eee ee 
[Re{XP = 77 )_ [Ref Xa (10.80) 
i=1 
——, 14, 
[Im{Xi}]}? = =D mt’ Xd (10.81) 
i=] 
RMS X; = [Ret Xa? + [Im{Xi}], N/2<k<(N-1) (10.82) 


(integer k) 
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Im{X, n} 


FIGURE 10.11 

A. Eight samples of a continuous time function, x(t), are taken. A rectangular window is used. B. The 
hypothetical DFT of the eight point x; is shown. Real and imaginary components of the DFT are shown for 
0<k<7 (eight samples). Note that the Pythagorean magnitude of the DFT is repeated for 0<k < (N/2-—1) and 
for N/2<k<(N-—1). This is a result of the property of conjugate symmetry. C. By translating DFT coordinates, 
we see that we only need half of the N-point DFT to characterize x* in the frequency domain. 


The HP 3582A spectrum analyzer also offers the option of an exponential, moving 
averager to reduce the uncertainty in calculating the spectra of non-stationary, noisy 
signals. Non-stationarity means the underlying physical processes producing the noise in 
x(t) are changing with time (e.g. a resistor may be heating up and its increasing 
temperature produces an increasing resistance and thermal noise). The exponential 
averaging process weighs the most recent samples more heavily than old samples. We 
illustrate it below for the real parts of the kth spectral element: 


Exp[Re{XJ}]° = (1/4){[Re{' XP + 3/4) '[Re? XP + (3/4)’[ReP XP es 
+---+(3/4)! [Re XP + 3/4) ReM XP} 
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Here, the most recent DFT calculation is given the index ‘1’ and the first, or oldest, 
the index M. Note that (3/4)8=0.100 and (3/4)'°=0.0100, so the ‘tail’ of the moving 
average has negligible weight after computing 16 consecutive DFTs from x(t). As in 
the case of calculating the RMS X,, the exponentially averaged RMS X;, is found by the 
Pythagorean theorem: 


Exp(RMS X;) = P Exp[Re{Xi}]° + Exp[Im{X;}/° (10.84) 


10.4.3. The Fast Fourier Transform 


In order to obtain a good approximation to the CFT of a bandwidth limited waveform, we 
must calculate the DFT of the signal with a sampling rate that is greater than twice the 
highest frequency in the PDS of x(#), and use enough samples to insure a close spacing, 
Af, between adjacent values of X,. It is common to calculate spectra using Ns ranging 
from 256=2° to 4096=2'" and higher. Use of the DFT algorithm, equation 10.63a, as 
written, is seen to require 2N calculations (multiplications and additions) to calculate each 
X;, coefficient’s real and imaginary parts. However, there are N coefficients, so a total 
of 2N? multiplications and additions are required to obtain the DFT, {Xxty. If the 
magnitudes of {X;,}x are to be displayed, then we must apply the Pythagorean theorem N 
times as well. It is clear that a large DFT calculated by the direct method will involve 
many high precision computer operations, and take a long time. For example, 
computation of an N=4096 point DFT involves over 33.5 million multiplications and 
additions. This is time consuming. 

To overcome the computational burden of direct computation of large DFTs, Cooley 
and Tukey (1965) devised a fast Fourier transform (FFT) means of calculating the DFT. 
Actually, there are now many variations on the original Cooley-Tukey FFT. It is not our 
purpose here to describe in detail the steps involved in calculating an FFT/DFT. Rather, 
we will outline the strategy used and explain why it is efficient. 

Using the complex form of the DFT, direct calculation of the kth complex term can be 
written out as: 


Xp = xpe F2POIN) 4 yy HAHN 4 4 pe IATKINY 4 4 XQ pe I2ZHIN-IIN) (40.85) 


Each of the N exponential terms in equation 10.85 defines an angle for the corres- 
ponding real x,. Thus N vector summations are required in order to find X, in the 
conventional DFT, and a total of N? vector summations must be done to find the entire 
DFT, {Xx}. 

In computing an FFT, use is made of the fact that the exponential angle operator is 
periodic in k;/N. This periodicity leads to redundancy in the DFT calculations which is 
taken advantage of in an FFT algorithm by rearranging the order of the calculations so 
that there are log,N columns of vector summers, each of which contains N summers, for a 
total of Nlogo(N) complex summers in an FFT array. Each summer sums two vectors. In 
FFT operations, N is generally made a power of 2 (e.g. N= oe where b is a positive integer, 
such as b=10 for N=1024). The angles of the vectors must still be calculated when the 
FFT array is set-up, and stored as constants. Their values depend only on k, i and N. It is 
not practical to try to illustrate the signal flow graph of an FFT operation for Ns over 8. 
Figure 10.12 shows an implementation of an eight point FFT. Note the symmetrical 
rearrangement of the x,s at the FFT input. In some versions of the FFT, the output 
coefficients are rearranged. 
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Flow graph showing an implementation of the Cooley-Tukey FFT algorithm for an eight sample time function. 
Note that the FFT output values in the A3, array are complex (i.e. they have real and imaginary parts). 


The efficiency, n, of the FFT vs the DFT calculated in the direct method can be calculated 
by assuming that computation speed is inversely proportional to the number of vector 
additions required in each case. So we can write: 


SET oN 


~ Sper ~ log,(N) ) one) 

For a 4096 point FFT, n= 341.3, for N= 1024, n= 102.4, etc. 
There are many commercial FFT software routines available in various computer 
languages and programs, including FORTRAN, C, Matlab, etc. Also, companies offering 
data acquisition interface cards and DSP cards for PCs generally offer their software 
versions of FFT routines. Thus, there is little probability that a person setting up a DSP 
capability ina measurement system will have to write their own FFT routine from scratch. 


10.4.4 DSP Coprocessor Boards 


In the 1990s, a number of commercially available, plug-in, DSP coprocessor boards 
were available to compute FFIs in PCs and workstations. Designs for these boards 
constantly evolved, improving their speeds and capabilities. Some of the commercially 
available, dedicated FFT cards are quite fast. For example, the Array Microsystems 
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model a66540 Frequency Domain Array Processor (FDAP) card for VME bus computers 
can do a 1024 point real FFT in 13.3 us. Their a66550 card for PC/AT computers will do 
a 1024 point FFT in 125.9,1s. The Ixthos IXD7232 VME bus DSP card can run at a 
sustained 50 MFLOPS and do a 1024 point, complex FFT (radix 4) in 7701s. National 
Instruments” AFFA system uses two plug-in cards to make a powerful, audio frequency 
FFT system for the MacIntosh II PC with NuBus. The AFFA system does real time 
audio spectrum analysis up to 20kHz. It can do 64, 126, 256, 512, or 1024 point FFTs 
at sampling rates of 22.05, 24, 32, 44.1 or 48 ksamples/s. It has a rather elegant, 
menu controlled operating software, which includes choice of rectangular, Hanning, 
Hamming, ExactBlackman, Blackman and Blackman-Harris data windows. Many other 
companies, too numerous to list here, make DSP, coprocessor, plug-in boards for PCs, and 
they offer operating software that enables flexible calculation of FFTs. 

The current trend is not to rely on expensive coprocessor boards for PCs; high end 
Pentium systems with >2GHz clocks have largely made them obsolete—they let the 
CPU do the FFT. For example, Datel® has phased out its line of board level data 
acquisition and processing products as of 28 February 2004, including its powerful PCI- 
431 series of analog I/O, DSP coprocessor boards for the PCI bus. However, there is still a 
need for DSP coprocessors and DSP accelerator boards for dedicated (non-PC), OEM DSP 
systems. RTD Embedded Technologies® offers a line of DSP interface, coprocessor and 
accelerator boards using Texas Instruments DSP chipsets. 


10.5 Digital Routines for Interpolating Discrete Data 


Often, in making and interpreting measurements, we need to reconstruct a smooth 
analog curve between discrete data points. There are a variety of means of generating a 
smooth, continuous curve between a set of N discrete data points, {x;, ¥}n. Note that for 
a time sampled y(t), x,=kTs, k=0,1,2...,N—1. One method of generating a smooth 
curve is to compute a piecewise linear approximation between the data points. In this 
approach, we generate a number of polynomial segments of relatively low order (0,1,2,3) 
between the points. The data point pairs at the ends of each polynomial segment are 
called knots. Polynomials of order 2 or 3 are generally called splines. Polynomial 
approximations of order 0 and 1 are shown in Figure 10.13. We will discuss cubic splines 
here because they are generally the most useful in terms of a trade-off between compu- 
tational complexity and accuracy. The reader seeking more information on the field of 
splines should consult texts on numerical analysis such those by Greenspan and Casulli 
(1993) and Scheid (1990). 

A cubic spline is a cubic polynomial which is made to fit three consecutive data points, 
(Xk, Yad, Xe+1 Yer) and (%,42, Ye42), or if y is the sampled data, then (kT5, y,), (Ik + 1]Ts, yeas) 
and ([k+ 2]T;, yx+2). The polynomial may be written as: 


y=atbx+exr +dx? (10.87) 
and 
y = b+ 2cx + 3dx? (10.88) 


We assume that x) =t=0 (local time origin) and that the intervals, x;— x;_;=T; over the 
entire dataset. Thus xo = 0, x1 = T;, x, =kT;, etc. We also assume that the first derivative, yo, 


690 Introduction to Instrumentation and Measurement 


T T T T T i 

Xo xy Xp X3 X4 Xs Xn 

A a 
B y Vs 
y 
v4 V4 2 
Yo 
¥3 
x 

T T T T T Lo 

Xo x Xo X3 X4 Xz Xn 

FIGURE 10.13 


Illustration of zero order (A) and first order (B) polynomial approximations for interpolating between a set of 
discrete data points in order to regenerate the continuous time function from which the samples were taken. 


is known or well-estimated. To calculate the cubic spline for the first three data points, 
k=0,1,2, we can write: 


Yo =a (10.89a) 
1 =a+bT; +cT? +dT? (10.89b) 
y 5 $ 
2 = a+ b2T, + c4T? + d8T? (10.89c) 
y Ss s 


Also, the first derivative at x» =t=0 is, from equation 10.87 above:, 
Yo = b (10.89d) 


We wish to find the coefficients a, b, c and d for the k=0,1,2 spline. This may be done by 
simultaneously solving equations 10.89a—d, which gives: 


a=yo (10.90a) 
b= (10.90b) 
c =[—7yo + 8y1 — y2 — 6Tsyo]/(ATS) (10.90c) 
d = [Byo — 4y1 + 2 + 2Tsyol/(4T?) (10.90d) 


Substituting these values into the cubic spline formula yields: 


7Y0 + 8y1 — Y2- 6TsYo 2 %: 3Y0 _ Ay, + Y2+ 2TsYo B 


10.91 
aT aT? on20 


y(t) = yo + Yot + — 
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over the interval 0 <t<2T;. By recursion, we can write a general cubic spline formula 
valid for any triplet of data points T; seconds apart, (Yk, Ye+1, Ye+2) as: 


—7Y x + BY k41 — Yez2 — OTSYx 


re (t — kT;)* 


S3(t) = ye + y(t — kTs) + 


i 3yk — Ay ns1 + Yeso + 2T Ye 


aie (t — kT)° (10.92) 


The first derivative estimate needed for the cubic spline of the next, adjacent triad of data 
points is given by: 


20 Kk42 = 2Yer1 + Yb) 
ie 


Veen = yk + (10.93) 


Note that the first ‘knot’ is at k=0, the second knot is at k= 2, the third at k= 4, etc. As an 
example of calculating the cubic splines of a small data set using equations 10.92 and 


10.93, let T;=1s, yo=1, yo =0, 1 =1, Yo =2, y3 = 1, ys =O. Over the first interval, 
0<t<2T;s=2 s, we have: 


So.2(t) = 0+ (t+ (0) + (0) =t (10.94) 
The derivative estimate at k=2 is: 


eel are 1 (10.95) 


and over the interval, 2T; <t <4T;, the spline is: 


[-7(2) + 81) — 6(1)()) 
4(1) 


[3(2) — 4) + 0) +20) 0) 


3 
rch (t—2) 


So,4(t) =2+ (1(t—2)+ (t-2° + 


(10.96) 


Many other types of spline functions exist, as do variations on the cubic spline. For 
example, if both the first and second derivative of the sampled variable are known at 
t=O. then the cubic spline, S(t), can be found between consecutive pairs of data points 
instead of between triplets of points. Using a development similar to that given above for 
three point, cubic splines, it is possible to show that for kT, <t < (k+ DT;: 


= Tsife — (T3/2)9k 


SK(E) = pe + yet — KTs) + Ge/2)(¢ — KT)? + 2 (t—kTs)? (10.97) 


se 
and 
Ie =e + Tsifea + 3(4 we) wh (Ts/ ah (10.98) 
ie =a + 6(# ch tue Cs/ ah (10.99) 
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Although the scope of this discussion has been an introduction to cubic splines, it should 
be noted that the technique of splines is easily applied to data having non-uniform 
sampling periods. The resulting spline approximations can then be ‘sampled’ at a 
uniform rate and these M samples can be used to calculate a conventional DFT of {x,y.n, 
with M > N. Also, spline recursion equations can be put in tridiagonal matrix form for 
simultaneous solution of Sk(t) from the entire data set at once [Scheid, 1990]. Some of 
the other interpolation methods that exist for analog data interpolation include the 
methods of LaGrange, Hermite, Gauss, Stirling, Newton and the least squares method of 
fitting a continuous linear equation to a data set, {x;, yt (described in chapter 1). 


10.5.1 Estimating Missing Data at the Sampling Instants 


We occasionally have a data sequence where one or more data points are missing, 
perhaps because the experimenter neglected to record them, or because a burst of noise 
completely masked the true data value. If data point y;, is missing in a large data set and 
data set does not vary abruptly in time, then the missing data point can be found by 
linear interpolation: 


Yk = (Yrra + Yesi)/2 (10.100) 


That is, the missing y, can be approximated by the average of its nearest neighbors. In the 
event that the missing data point is part of a curve with non-zero second derivative, 
a more accurate estimate can be derived from the solution of four simultaneous, cubic 
algebraic equations [Williams, 1988]. Two adjacent data points on either side of the 
missing data point are used: 


Yk = (—Yk-2 + 4Yk—1 + AY 41 — Ye+r2)/6 (10.101) 


Since cubic splines work with non-uniform data x values, they also can be used to find a 
missing y;,. We assume that y;_2, Yx—1 and y,41 are known and can be used in the spline 
calculation. y,_2 must also be known or estimated. 

A data point missing at the beginning or end of a finite data sequence, {xz, yxtn, requires 
numerical extrapolation, which can also be carried out by a polynomial estimation 
routine using existing data [Williams, 1988]. The accuracy of extrapolation decreases as 
the interval (xy,Xn_1) increases, and as the bandwidth of Y(jw) increases. If data is 
changing monotonically and is not noisy, then a reasonable value for yy can be calculated. 

We give an example of a simple extrapolator that uses the three point central difference 
differentiator to estimate the slope of y, at the end of the sequence, where k= N — 1. This 
slope is found from equation 10.43 and is given by: 


M1 = (Yn-1 — Yn-3)/2Ts (10.102) 


Simple algebra tells us that the extrapolated value of y at f= NT; is: 


YN = Yn-1 + M-1Ts = 1.5yn-1 — 0.5yn~3 (10.103) 


This same, basic procedure can be turned around to find an estimate of y_, at t=— T;. 
The three point, cubic spline approach can also be used to find an estimate for yy at the 

end of the sequence {x;, Yt. The trick here is to redefine the local time origin so that the 

new 1 = Yn (value to be extrapolated), yo =yn_, (the last data sample of the sequence), 
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Y-1=Yn-_2 and y_»=Yy-_3 in the sequence. The first derivative at yo is estimated by the 
three point central difference method: 


Yo = (Yo — Y-2)/2Ts = (yn-1 — yn-3)/2Ts (10.104) 


Equations 10.89a, b and c can now be used with appropriate changes of indices and the 
derivative estimate of equation 10.104 to show that in terms of the original data set, 


yn = 3YN-2 — 2YN-3 (10.105) 


Proof of equation 10.105 is left as an exercise for the interested reader. Note that yy_4 
curiously drops out of this cubic spline extrapolation formula. 


10.6 Chapter Summary 


Digital Signal Processing and its related mathematical field of numerical analysis is of 
considerble importance to all branches of engineering, particularly to electrical 
and systems engineers, as well as to measurement and instrumentation engineers. 
Many textbooks have been written in these areas and we cite a representative group in 
the bibliography and references for this chapter. Our purpose in this chapter was 
to introduce some key concepts in DSP, of particular use in instrumentation and 
measurement system design. 

We first discussed the z-transform, and digital filters as a linear means of operating on 
a sequence of sampled data in order to carry out a discrete filtering operation analogous 
to an analog filter, such as a low-pass or bandpass filter. We showed that the 
relevant range of input signal frequencies in digital filtering is from 0 to the Nyquist 
frequency, f,/2. Examples of finite impulse response (FIR) low-pass and bandpass filters 
were given. We also examined the time domain structure of the filtering process, showing 
how a computer program running in real time can implement a filtering algorithm 
by a series of synchronous delays, multiplications by constants and summations. 
Recursive, infinite (duration) impulse response (IIR) filters were introduced, and a second 
order, high Q, notch filter implementation was given as an example. 

In measurement systems, the operations of digital differentiation and integration 
are also important. Several basic differentiation and integration routines were discussed 
and their algorithms described in the frequency domain. Integration routines were 
shown to be recursive, while differentiators were shown to generally use FIR algorithms. 

A significant portion of this chapter was devoted to introducing the discrete 
Fourier transform (DFT). We examined how it can approximate the continuous Fourier 
transform (CFT) and how window functions which are used to prevent sidelobe 
‘leakage’. The basics of the fast Fourier transform (FFT) algorithm to compute the 
DFT were described, an eight point FFT example was illustrated and an expression for 
FFT/DFT efficiency was derived. The commercial availability of DSP and FFT plug-in 
boards for PCs was cited as the state-of-the-art way to accelerate FFT and digital filter 
calculations in real time. 

Finally, we considered the problem of reconstructing continuous, analog data between 
data samples. We introduced cubic splines as an efficient way to reconstruct analog 
data, as well as to interpolate missing data points and to extrapolate a data point at 
the end of a data sequence. 
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Problems 


10.1 


10.3 


10.4 


10.5 


A certain continuous time function, f(t)U(t), has the z-transform: 


Zz 


SO 
2) = 9.367870 


(A) Plot its pole and zero in the complex z plane. 


(B) Use long division to find F(z) as an infinite series with terms of the form z~”, 


n=0,1,2,...,0. 
(C) Write the sampled time function, f(nT) = f(1) by inspection in closed form. What 
is the original continuous, f(f)? 


Consider the discrete, linear, time invariant system (DLTIS): 
2 
Z 
H(z) = ———____-— 
@) = 3-062 40.05 


(A) Factor the denominator to find the system’s two real poles in the z plane. 


(B) Do a partial fraction expansion on H(z)/z to find H(z) as the sum of two realpole 
terms. 


(C) Write the weighting function, i(n)u(n), as the sum of two inverse z-transforms. 


A DLTIS, H(z), has the weighting function, h(n) = u(n)e—™", where T is the sampling 
period, and u(n) = 6(f) + d(t— T) + S(t — 2T) + --- + 6(f — nT) +--+ = 0) S(t — nT). 
This system has the discrete input, x(n) = une" for n= 0,1,2,...00. Find the 
system’s discrete, time domain output, y(1). Hint: Use a partial fraction expansion 
on Y(z) = X(z)H(z). 

Use the relation ys pe" =(1— pN)/(1 — ¢) to find the z transform, G(z), of the 
truncated exponential decay, 9(n) = eT defined for 0<n<N-—1, and zero for 
n <Oand n=>N. Hint: Note that there is an (N — 1)th order pole at the origin of the z 
plane for G(z). 

Consider the DLTI system defined by the _ difference equation 
y(n) = x(n) + (1/3)y(n — 1). y(n) is the present output, x(7) the present input and 
x(n) =u(n), a unit step. There are zero initial conditions. Find an expression for, plot 
and dimension y(n), n=0,1,2,3,4,.... 

A causal FIR filter has the impulse response y(1) = x(n) — x(n — 4), where x(t) = 6(0) 
(a ‘1’ at t=nT=0). 


(A) Write the filter’s transfer function, H(z), as a polynomial in z. 

(B) Plot the filter’s poles and zeros in the z plane. 

(C) Find the filter’s frequency response, H(jw), by substituting z = eT into H(z). 
Use the Euler relation to find, plot and dimension |HGo)| and /H(jw) vs w. 

(D) Find and plot the filter’s output, y(m), in response to a unit step input to the 
filter. 
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10.7 The DE for a causal FIR notch filter is given as y(n) = box(n) + bi x(n — 1) + box(n — 2). 


(A) Find the filter’s transfer function, H(z). 

(B) Find an expression for H(jw), magnitude and phase. Let bp = bp. Use the Euler 
relation for cos 6. 

(C) Find the bo and b,; values required so that H(0) = 140 and H(z/4T) = 0. 


10.8 Find the DFT, X(k), of the sequence, x(n) = sin(nz/N), n = 0,1,2, ...,N —1. (Hint: 
Write x(1) in exponential form.) 
10.9 Find the DFT, H(A), of the Hamming window sequence, 
h(n) = 0.54 + 0.42 cos(nz/N), n —0,1,2,...,N—1. 
10.10 Find the DFT, X(k), of the eight point sequence x(n) =0,0 <n <4; x(n) =1,5<n <6; 
x(n) =0,n=7. 
10.11 x(n) is the sampled input, h(n) is the weighting function of a DTIF and y() is the 
output number sequence. Find y(n) by linear, discrete convolution, following the 
procedure of Figure 10.1. See Figure P10.11. 
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Examples of the Design of 
Measurement Systems 


11.1 Introduction 


In this final chapter, we describe the needs for, the systems design philosophies and 
the means of realizing systems used for measurement—a self-nulling, microdegree 
polarimeter to measure glucose in bioreactors; the location and intensity of partial 
discharges in the insulation of coaxial, high voltage, power cables; design of a closed 
loop, constant phase, pulsed laser velocimeter; design of capacitive sensors for the 
detection of hidden objects. These four systems have been chosen to illustrate certain 
design principles, as well as to describe diverse, measurement systems. 

The author and his graduate students have designed and developed these unique 
measurement systems. Therefore, their designs reflect their personal bias toward 
certain circuit architectures and manufacturers’ components. It is well appreciated that 
systems design in electrical engineering is an art as well as a science. The designer must 
balance criteria on system performance with cost and ease of manufacturing, safety, 
system reliability, ergonomics, aesthetics and environmental concerns. There are often 
several designs that can lead to the same end product, and no clear set of factors 
appears to favor one design over the others. It is in these fuzzy cases that a designer has 
greater freedom to show personal preferences (i.e. exhibit his or her ‘design style’). 

In the first design example given below, we describe the need for, the design approach 
to, the specifications for, and a critique of, the performance of a partial discharge 
measurement system. 


11.2 A Self-nulling, Microdegree Polarimeter to Measure Glucose 
in Bioreactors 


A polarimeter is an instrument used to measure the angle of rotation of linearly polarized 
light when it is passed through an optically active material (Polarimeters were intro- 
duced in Section 6.7.1). There are many types of polarimeters, as also a number of opti- 
cally active substances found in living systems. Probably the most important is 
D-glucose dissolved in water. Clear biological liquids such as urine, extracellular fluid 
and the aqueous humor of the eyes contain dissolved D-glucose, whose molar concen- 
tration is proportional to the blood glucose concentration [Northrop, 2002]. Glucose 
concentration is an important parameter in the fermentation industry and also in 
biotechnology applications where genetically engineered cells are grown in bioreactors. 
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Using polarimetry, D-glucose concentration can be measured by the simple relation: 
p= [a]; CL degrees (11.1) 


where ¢ is the measured optical rotation of linearly polarized light (LPL) of wavelength / 
passed through a sample chamber of length L, containing the optically active analyte at 
concentration C and temperature T. The constant, [a]/, is called the specific optical rotation 
of the analyte. Its units are generally in degrees per (optical path length unit x concen- 
concentration unit). [a]; for D-glucose in 25°C water and at 512 nm, is 0.0695 millidegrees/ 
(cm x g/dl). Thus, the optical rotation of a 1 g/1 solution of D-glucose in a 10cm cell is 
69.5 millidegrees. Note that [a]; can have either sign, depending on the analyte, and if N 
optically active substances are present in the sample chamber, the net optical rotation is 
given by superposition as: 


N 
~=L>\[al;*C (11.2) 


k=1 


To describe how a polarimeter works, we must first describe what is meant by linearly 
polarized light. When light from an incoherent source, such as a tungsten lamp, is treated 
as an electromagnetic wave phenomenon (rather than photons), we observe that the 
propagating radiation is composed of a broad spectrum of wavelengths and polariza- 
tion states. To facilitate the description of LPL, let us examine a monochromatic ray 
propagating in the z direction at the speed of light in the medium in which it is 
travelling. This velocity in the z direction is v=c/n m/s. c is the velocity of light in vacuo 
and n is the refractive index of the propagation medium (generally >1.0). A beam of 
monochromatic light can have a variety of polarization states, including random 
(unpolarized), circular (CW or CCW), elliptical and linear [Balanis, 1989]. Figure 11.1 
illustrates a LPL ray in which the E vector propagates entirely in the xz plane and 
its orthogonal B, vector lies in the yz plane. E and B are in phase. Both vectors are 
functions of time and distance. For the E,(t,z) vector: 


2 
Ex(t, Z) = Eox cos ke = 7] = Eo, coslkct — kz] (11.3) 


FIGURE 11.1 
Propagation of a linearly polarized light wave in space. The wave is electromagnetic. It has an E vector which 
lies in the xz plane and a B vector that lies in the yz plane. 
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E, Sample cuvette 
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FIGURE 11.2 


Schematic of a simple manual polarimeter. Polarizer P1 creates linearly polarized light in which the E vector lies 
in the xz plane as the light propagates. As a result of propagating through a cuvette containing an optically 
active material (such as D-glucose), the propagation plane of the E vector is rotated by 6 degrees away from the 
xz plane. If polarizer P2 is rotated (90° + 6) from the x axis, there will be an intensity null at the photosensor. 
Thus, by reading 6 we know the optical activity of the analyte in the cuvette. 


where k = 2z//. Note that the E vector need not lie in the xz plane, its plane of 
propagation can be tilted by some angle 6 with respect to the x axis and still pro- 
pagate in the z direction (the orthogonal B vector is rotated 6 with respect to the y axis). 
When describing LPL, we examine the positive maximums of the E vector and make 
a vector with this maximum and at an angle @ with the x axis in the xy plane. 

Figure 11.2 illustrates what happens to LPL of wavelength / passing through a sample 
chamber containing an optically active analyte. Polarizer P; converts the input light to a 
linearly polarized beam which is passed through the sample chamber. As a result of the 
interaction of the light with the optically active solute, the emergent LPL ray is rotated by 
an angle, 0. In this figure, the analyte is dextro rotary, that is, the emergent E vector, Eg, is 
rotated clockwise when viewed in the direction of propagation (along the +z axis). 
(D-glucose is dextro rotary.) To measure the optical rotation of the sample, a second 
polarizer, P5, is rotated until a null in the light intensity striking the photosensor is noted 
(in its simplest form, the photosensor can be a human eye). This null is when P2’s pass 
axis is orthogonal to E,20. Since polarizer P; is set with its pass axis aligned with the x 
axis (i.e. at 0°), it is easy to find 6 and subsequently, the concentration of the optically 
active analyte, [G]. In the simple polarimeter of Figure 11.2 and other polarimeters, the 
polarizers are generally made from calcite crystals (Glan calcite), and have extinction ratios 
of ca. 10*. (Extinction ratio is the ratio of LPL intensity passing through the polarizer 
when the LPL’s polarization axis is aligned with the polarizer’s pass axis, to the inten- 
sity of the emergent beam when the polarization axis is made 90° (orthogonal) to the 
polarizer’s axis.) 

To make an electronic polarimeter, we need an electrical means of nulling the 
polarimeter output, as opposed to physically rotating P. around the z axis. One means of 
generating an electrically controlled optical rotation is to use the Faraday magneto-optical 
effect. Figure 11.3 illustrates a Faraday Rotator (FR). The FR has two major components: 


1. A core of magneto-optically active medium. Many transparent gasses, liquids and 
solids exhibit magneto-optical activity (e.g. a lead glass rod with optically flat 
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FIGURE 11.3 

A Faraday rotator. LPL propagating in the same (z) direction as the magnetic field from the solenoidal coil in a 
Faraday medium will be optically rotated. Faraday media include certain gasses, liquids (e.g. water) and solids 
(e.g. glass). 


ends, or a glass test chamber with optically flat ends containing a gas or liquid can 
be used). 


2. A solenoidal coil wound around the rod or test chamber (core) that generates an 
axial magnetic field, B, inside the rod or chamber, collinear with the entering LPL 
beam. The exiting LPL beam undergoes optical rotation according to the simple 
Faraday relation [Hecht, 1987] given by: 


Om = VA, T)Bel (11.4) 


where 6,, is the Faraday optical rotation in degrees, V(A, T) is the magneto-optically 
active material’s Verdet constant, having units of degrees/(tesla meter). Verdet constants 
are given in a variety of challenging units, such as 10~° minutes of arc/ (gauss cm). B, is 
the average axial flux density collinear with the optical path and / is the length of the 
path where the LPL is exposed to the axial B field. A material’s Verdet constant increases 
with decreasing wavelength and increasing temperature. When a Verdet constant is 
specified, the wavelength and temperature at which it was measured must be given. For 
example, the Verdet constant of distilled water at 20°C and 578nm is 218.3°/(tesla m) 
[Chapter 8, Hecht, 1987]. This value may appear large, but the length of the test chamber 
on which the solenoid is wound is 10cm=107!m and 1 T=10* gauss, so actual rotations 
tend to be less than +5°. The Verdet constant for lead glass under the same conditions is 
about six times larger. Not all Verdet constants are positive. For example, an aqueous 
solution of ferric chloride and solid amber have negative Verdet constants. 

Two well-known formulas for axial B inside a solenoid are given below [Krauss, 1953]. 
At the center of the solenoid, on its axis: 


UNI 


B= Tae (11.5) 


Examples of the Design of Measurement Systems 701 


At either end of the solenoid, on its axis: 


UNI 
B, = ——_ T 11.6 
2VR2 4+ 2 oe 


It can be shown by averaging over I, that the B, over the length, J, of the solenoid is 
approximately: 


= 3 uNI 3uNI 


~N 


—— > 
4/4R?2 + I? 4l 


T when | > 2R (11.7) 


It should be clear that a Faraday rotator can be used to electrically null a simple 
polarimeter. Figure 11.4 gives an illustration of a simple open loop dc, electrically nulled 
polarimeter. The dc FR current is varied until the output photosensor registers a null 
(E, = 0). P2’s axis remains orthogonal to P1’s axis. At null, the optical rotation from the FR 
is equal and opposite to the optical rotation from the optically active analyte. Thus: 


3uNI 


Va. DF 


1=[a],’ CL (11.8) 


and the concentration of OA analyte is: 


(11.9) 


Extrema of E-vectors 4 
in xy plane 


Lo 
Sample cuvette 
Rotation $, = [a] ,'LC 


FIGURE 11.4 

Diagram of a simple polarimeter in which nulling is done electromagnetically with a Faraday rotator (FR), 
instead of by rotating polarized P2. The optical rotation by the FR is made equal and opposite to the rotation by 
the sample, with P2 set at 90° to P1, to get the null. 
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FIGURE 11.5 

Polarization measuring system, which uses polarization angle modulation of the LPL entering the sample. 
Sinusoidal ac current of frequency, @, is passed through the coil of the FR to rock the E vector plane +6; 
around the xz plane. The intensity of the emergent ray from P2 can be shown to have both w, and 2, 
components. The fundamental frequency term’s intensity is proportional to ¢,, the sample’s optical rotation 
of LPL. 


Note that C is dependent on three well-known parameters (N, I and L), and two that 
are less well known and are temperature dependent (V and [a]). This type of operation 
yields accuracy to the tenths of a degree. 

Figure 11.5 illustrates an improvement on the accuracy of the static polarimeter shown 
in Figure 11.4. An audio frequency ac current is passed through the FR, causing the 
emergent polarization vector at point B to rock back and forth sinusoidally in the xy plane 
at audio frequency, fin = @m/2a Hz. The maximum rocking angle is O00. Next, this 
rocking, or angle modulated E, vector is passed through the optically active sample, 
where at any instant, the angle of E2 has the rotation ¢,; added to it, as shown at point C. 
Next, the asymmetrically rocking E3; vector is passed through polarizer P2, which only 
passes the y components of E3, as Egy at point D. Thus E4,(#) can be written: I (dc) 


Eax(t) = Eayo Sin[$; + Ono Sin(mt)] (11.10) 


The sinusoidal component in the sin[*] argument is from the audio frequency 
polarization angle modulation. The instantaneous intensity of the light at D, i,(t), is 
proportional to Ea Os 


ig(t) = Eqyol€ €0/2] sin”[fs + Amo Sin(@mt)] W/m? (11.11) 
Now by the trigonometric identity, sin*(x) = 1/2 [1 — cos(2x)], we have: 


ia(t) = E},olceo/2]1/2{1 — cos[2s + 26no Sin(mt)]} (11.12) 
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Since the angle argument of the cosine is small, i.e. |2(¢5 + O10)| <3°, we may use the 
approximation, cos(x) & (1 — x”/2). Assuming that the instantaneous photosensor output 
voltage, v,(t), is proportional to i,(t), so we can finally write: 


Up(t) = Kpig(t) © Kp{Ej,9(C €0/2)}1/2 


, j 4g? + 467, sin?(@mt) + 86sino Sate!) 
4yo 


2 
1 (11.13) 
Op(t) = Kyle + %91/2(1 — cos(2@mt)) + 26s mo SiM(Omnt)] (11.14) 


where Ky = KpEjyo(C Eo/2). 


Thus, the photosensor output voltage contains three components: 


1. A dc component which is not of interest 
2. A double frequency component which has no information on ¢5 


3. A fundamental frequency sinusoidal term whose peak amplitude is propor- 
tional to ¢, 


By using a high-pass filter, we can block the dc components, and by using a phase 
sensitive rectifier synchronized to the FR modulating current sinusoid at w,, we can 
recover a dc signal proportional to ¢,, while rejecting the 2w,, sinusoidal term. 

By feeding back a dc current proportional to ¢; into the FR, the system can be made 
closed loop and self-nulling. The first such feedback polarimeter was invented by Gilham 
in 1957. It has been improved and modified by various workers since then [Northrop, 
2002; Cameron and Coté, 1997; Coté, Fox and Northrop, 1990, 1992, 1993; Rabinovitch, 
March and Adams, 1982]. Instruments of this sort can resolve ¢, to better than 
+20 degrees. 

A conventional, closed loop, polarization angle modulated, Gilham polarimeter is 
shown in Figure 11.6. The dc light source can be a laser or laser diode. (We used a 512 nm 
(green) diode laser.) The light from the laser is passed through a calcite Glan laser 
polarizer, P1, to improve its degree of polarization and then through the Faraday rotator. 
Two things happen in the FR. The input LPL is polarization angle-modulated at 
frequency fin. no is made about 2°. After passing through the sample, the angle 
modulation is no longer symmetrical around the y axis because the optically active 
analyte’s rotation has been added to the modulation angle. As shown above, this causes a 
fundamental frequency sinusoidal voltage to appear at the output of the high-pass filter 
(HPF) whose peak amplitude is proportional to the desired ¢,. The phase sensitive 
rectifier and LPF output a dc voltage, V;, proportional to ¢;. 

V_, is integrated and the dc integrator output, V,, is used to add a dc nulling current 
component to the FR ac input. This nulling current rotates the angle modulated output of 
the FR so that, when it passes through the sample, there is no fundamental frequency 
term in the photosensor output, Vz. Thus, the system is at null and the integrator output, 
V,, is proportional to —¢,. Integration is required to obtain a type 1 control system that 
has zero steady state error to a constant input [Ogata, 1990]. (the integrator is given a zero 
so that it has a proportional plus integral (PI) transfer function to make the closed loop 
system stable). 

Browne, Nelson and Northrop (1997) devised a feedback polarimetry system that has 
microdegree resolution, designed to measure glucose in bioreactors. Their system is 
illustrated in Figure 11.7. The system of Browne et al works the same as the polarimeter 
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An improved, Gilham type polarimeter devised by the author. This is a Type I feedback system in which the 
same FR is used to ac modulate the E vector and also to obtain a dc null of the sample’s optical rotation. 


system in Figure 11.6, with the exception that the FR and the sample cuvette are replaced 
with a single cylindrical chamber around which the solenoid coil is wound. The 10cm 
sample chamber contains D-glucose dissolved in water, as well as other dissolved salts, 
some of which may be optically active. (Cells and proteins are filtered out, leaving clear 
liquid in the sample chamber.) 

The solenoid current is supplied from a 3 op-amp precision VCCS (Section 4.4). The 
reason for using a VCCS to drive the coil is because the Faraday magneto-rotary effect is 
proportional to the axial B field, which in turn, depends on the current through the coil. 
Since the coil is lossy, it gradually heats up from the power dissipated by the ac 
modulation excitation and the dc nulling current. As the coil wire temperature 
increases, its resistance goes up. Thus, if a voltage source (op-amp) were used to drive 
the coil, B would be a function of coil temperature as well as the input voltage, V,. 
The B temperature dependence is eliminated by using the VCCS. 

The FR can be eliminated from this polarimeter because the water solvent in the 
chamber has a Verdet constant and when it is subjected to ac and dc axial magnetic fields, 
they cause optical rotation of the transmitted LPL. The glucose solute is optically active, 
so we find that in the same path length, optical rotation occurs because of the dissolved 
D-glucose and Faraday rotation occurs because of the action of B on the water. 

One might ask whether the dissolved glucose itself has a Verdet constant and is 
also acted on by the axial B field. It probably does, but the Faraday magneto-rotary effect 
on the dissolved glucose is much smaller than that on the water solvent. In any case, 
the Faraday rotation of all solutes present adds (or subtracts) a small amount to the 
polarization angle modulation produced by the ac B component acting on the water. 
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FIGURE 11.7 


The closed loop, Gilham type polarimeter devised by Browne et al (1997). The external glass FR in Figure 11.6 has 
been replaced by using the water in the analyte solution as a Faraday medium. 


The dc (feedback) nulling current too may act on the solutes, affecting system gain, 
Kerr, slightly but uniformly. 

It is possible to summarize the operation of this interesting system by a block diagram, 
shown in Figure 11.8. The input to the measurement system is the physical angle of 
rotation of the polarization vector, ¢,, caused by passing the LPL through the optically 
active analyte. The negative feedback of the system output voltage, V,, leads to a Faraday 
counter-rotation of the LPL, ¢r, forming a net (error) rotation, ¢,. The dc counter-rotation, 
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gr, is simply: 
= N —V.R 
gop = VBL' = V(3/4) a LT, = [V(3/4) uN] Ea = —KrrVo (11.15) 


Clearly, Krr = V(3/4) 4 NR/(RiRr)°/V. The closed loop transfer function of the system is 
found from the block diagram: 


Vo —lh OmoKp KK; tis a9 1) 


sSy= 
$5 ©) = Pa, FAI til Oy KpK, KK] + Is OnoKp KK Ren 


(11.16) 


It is of interest to consider the dc or steady state response of this closed loop polarimeter 
to A constant, ¢,. This can be shown to be: 


as (11.17) 


Equation 11.17 is a rather serendipitous result. It tells us that the system’s calibration 
depends only on Krr, which depends on the transconductance of the VCCS, the 
dimensions and number of turns of the coil, the Verdet constant and the permeability, i, 
of water. The dc gain is independent of the light intensity (I,), the depth of polarization 
angle modulation (@n), the frequency of modulation (@,), and the system’s gain 
parameters (Kp, K,, and K;) and time constants (t, and 1). 

The prototype system built and tested by Browne et al (1997) was evaluated for 
D-glucose concentrations (x) in the range 60-140 mg/dl. By least mean square error curve 
fitting, the output voltage (y) was found to follow the linear model, 


y = 0.0544.x + 0.0846 (11.18) 


with R* = 0.9986. System resolution was 10.1 1°/mV out, at 27°C with a 10cm cell and 
the glucose sensitivity was 55.4mV/mg%. Noise in V, was reduced by low-pass filtering 
(not shown in Figure 11.7). 

Note that in this instrument, op-amps were used exclusively for all active components, 
including the photodiode current-to-voltage converter (transresistor) (cf. Section 2.6.4), 
the phase sensitive rectifier (cf. Section 12.2.3), the low-pass filter (cf. Section 7.2), the PI 
integrator (cf. Section 6.6), the oscillator (cf. Section 5.5), and the VCCS (cf. Section 4.4). 
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11.3 Design of a System to Detect, Measure and Locate Partial 
Discharges in High Voltage Coaxial Power Cables 


In the process of aging, the insulation of high voltage, underground, coaxial power cables 
may develop physical defects such as water trees and other cavities. Under certain 
conditions, these defects can serve as the foci for massive insulation failures (arc overs). 
Long before catastrophic insulation failure occurs, the water trees and other defect 
sites, subject to periodic (ac) electric field stress in the dielectric, begin to arc over 
internally, producing partial discharges (PDs). Individual PDs are not fatal events for the 
cable, however, once initiated, over a period of time, they can cumulatively lead to one. It 
is our intention here to describe the signal conditioning circuitry involved in measuring 
PDs and not the sophisticated DSP techniques used to pinpoint their location in a 
buried cable. 

A simple, equivalent, lumped capacitive circuit for a power cable with a PD site is 
shown in Figure 11.9. Cp is the total capacitance between the inner conductor and the 
outer braided shield. Cp is the tiny capacitance of the water tree or void across which the 
PD occurs, and Cs is the total series capacitance between the void and the inner conductor 
and the braid. Generally, Cp>> Cs, Cp. 

The PD occurs when the gas or vapor dielectric in the defect cavity breaks down under 
electrostatic stress, permitting the charge stored in the defect walls to dissipate, 
temporarily reducing the electric field in the defect. A simplified electrical equivalent 
of the arc process is shown in Figure 11.10. 

At the next ac cycle, the PD is repeated, etc. The instantaneous applied voltage on 
the cable at which a given PD occurs is called the inception voltage. At 60 Hz, a coaxial, 


FIGURE 11.9 

Simplified equivalent circuit of a coaxial power 

cable at 60 Hz. Cp is the equivalent capacitance of Cp f 
the hollow insulation defect that will generate a 
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high voltage power cable behaves like a large capacitor, Cp A typical 15kV, coaxial 
power cable has a capacitance of about 60 pF/ft. In the frequency band from 20kHz 
to about 50 MHz, the cable behaves like a lossy, RLC transmission line (Section 9.8), 
with a characteristic impedance, Z,, of around 45 Q. 

When the water tree or other insulation defect arcs over at the ac inception voltage, 
the resulting PD injects what is effectively an impulse of charge into the transmission 
line equivalent circuit of the cable. The PD discharge transient is over in picoseconds, 
however, a voltage pulse propagates away from the site in both directions on the cable. 
The direct PD voltage transient recorded at the excitation/measurement (E/M) end. of 
the cable ranges 1-10 mV peak amplitude and several hundred nanoseconds in duration. 
It is superimposed on the kilovolt range, 60 Hz cable excitation voltage, which presents 
a problem in its separation and measurement. 

The direct PD transient first arrives at the excitation/measurement (E/M) end of the 
power cable at time T,. The transient which travels to the far end of the cable is reflected 
at its open circuit end and then travels back past the PD site to the E/M end (Section 9.8). 
The Thevenin impedance of the high voltage source driving the E/M end of the cable 
is higher than the cable’s Z,, so that all PD transients arriving at the E/M end are reflected 
to the open circuited, far end of the cable, where they are again reflected, etc. By 
examining the reflection series of a PD pulse at the E/M end of the cable and knowing the 
physical length of the cable, it is possible to estimate the location of the PD site. A typical 
reflection series from a single PD, recorded from a 15kV URD, XLPE dielectric, coaxial 
power cable in the author’s laboratory is shown in Figure 11.11. Note how successive 
pulses are attenuated and broadened by the cable’s low-pass filtering characteristics. 
In the field, if a PD is judged to be severe, the section of cable containing the PD site 
is excised and a new cable section is spliced in, or the entire cable may be replaced 
with a new one. 

The initial voltage transient at the PD site can be modeled, following the lumped 
parameter development of Mason (1965). Three capacitors are used in Mason’s model. Cp 
is the equivalent capacitance of the insulation defect giving rise to the PD. Cs is the 
equivalent series capacitance between Cp and the cable’s outer shield and center 
conductor. Cp is the total cable capacitance, less Cs and Cp in series. A PD occurs when 
the 60Hz voltage on the cable reaches the inception voltage, Vj,,,. At this time, the 
dielectric of the insulation defect breaks down and the voltage across Cp quickly goes to 
zero as its charge is neutralized. This situation is illustrated in Figure 11.10. At t= 0-—, just 
before the PD occurs, the charge stored in Cp is Qp(O—) = Cp Vinc. It is easy to see that the 


FIGURE 11.11 

PD waveforms generated by a 
defect near the far end of a 730 ft 
long power cable. Amplitude of 
the first recorded PD pulse in the 
series=375mV. tT = 600ns, 2 = 
2.640 ts. Pulses have been con- 
ditioned by a voltage gain of 100 
as well as high-pass filtering. 
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charges stored on Cs and Cp are equivalent, and equal to Qsp = VincCsCp/(Cs + Cp). 
Thus, the voltage across the defect cavity at breakdown is: 


Cs 
Vn = Cp = Vine a 11.19 
p = Qsp/Cp (<S-) ( ) 
The voltage across Cs is: 
Vs = Osp/Cs = V; (<2) (11.20) 
S = &SD/S = V inc Cares : 


Obviously, Vinc = Vp + Vs. The PD occurs at t=0. At t=0+, Vp > 0, Qp > 0 and 
Vs — Vinc. Now the total charge on Cp and Cs is: 


Qps = CpVinc + Qsp (onCs) (11.21) 


Assuming the transmission line’s series inductance prevents instantaneous longitudinal 
charge flow, the voltage across the PD site at t=0+ is now: 


= Ops a VinclCp + CsCp/(Cs + Cp)] 
Cp+Cs Cp+Cs 


(11.22) 


The initial voltage change is nearly instantaneous, with a rise time estimated to be in 
picoseconds. The voltage change at the site is approximately: 


Cp + CsCp/(Cs + Co) sas —VincC3 


AV=V'- Vine = Vine = 
Cp +Cs Cp(Cs + Cp) 


(11.23) 


Let us calculate a typical PD initial amplitude at the PD site. Let Cp = 10nF, V;,,-= 2,000 V, 
Cs=1pF, Cp=3 pF. From equation 11.23 above, AV = —50 mV. The 60 Hz excitation on 
the power cable is over 92dB larger than the initial PD amplitude. As the PD ‘spike’ 
propagates along the cable, it is attenuated and rounded due to the attenuation of 
high frequencies by the cable’s transfer function. This attenuation and rounding are 
illustrated in the PDs shown in Figure 11.11. 

Measurements on the PD reflection series requires the separation of the PD transients 
from the 60 Hz excitation voltage. Figure 11.12 illustrates a simplified block diagram of 
the signal acquisition portion of the PD detection, location and characterization system 
described in the following US patents—Mashikian, Northrop, Bansal and Nikias, US 
Patent 4,887,041, 12 December 1989; Mashikian, Northrop, Bansal and Palmieri, US Patent 
5,272,439, 21 December 1993; Mashikian, Northrop and Sui, US Patent 5,448,176, 
5 September 1995. The cable is excited from a clean, variable voltage, 60 Hz HV source. 
There must be no corona or PDs in the HV power source which can be confused with, or 
mask, PD signals from the cable. A Tettex AG type 3380/100/70, 70 kV, 10 nF, compressed 
gas, standard high voltage capacitor is used to couple voltages on the cable under test to 
the first high-pass filter (HPF1) used to condition the PD signal. A low noise, op-amp, 
signal conditioning amplifier (A;) with a gain of 10 is used to boost the PD signal at the 
output of HPF1. A, is followed by a second high-pass filter, HPF2, to further reduce the 
60 Hz voltage. The output of HPF2 is conditioned by a second broadband amplifier (Az) 
with a gain of 10. AD840 op-amps were used because they have low voltage noise, high fr 
and slew rate, and low cost. A» drives a 50Q, high frequency, isolation transformer 
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Block diagram of the partial discharge measurement system of Mashikian et al (1990). The high voltage capacitor 
is 10nF. The op-amp gain stages each have a gain of 10 and —3 dB bandwidths of 5 MHz. The HPFs are shown in 
detail in Figure 11.13. 


(North Hills Electronics, Inc. model 0016PA, 20 Hz-20 MHz, 50 Q, Z;,, and Z,,, .), which is 
used to prevent ground loops and protect the DSO in the event of a massive cable arc 
over. A 50 Q coaxial cable carries the PD signals to the LeCroy digital storage oscilloscope 
(DSO), which serves to digitize and record the PD transients. Digital records from the 
DSO’s memory or floppy disks are passed on to a PC used for further DSP operations on 
the signals. The schematics of the HPFs are shown in Figure 11.13. Figure 11.14 shows the 
frequency response of the two cascaded high-pass filters and amplifiers. The gain of the 
combined filters and amplifiers is —262 dB at 60 Hz. This means that the 60 Hz HV cable 
voltage is attenuated by a factor of 7.94 x 10° ‘4. Thus a 10kV pk, 60 Hz input to the filter 
produces a 0.794 nVpk, 60 Hz interference at its output. The combined HPFs have a —3 dB 
frequency of 25.2kHz and the passband gain is +40 dB, as expected. 

The SNR of weak PDs is improved by signal averaging on the LeCroy DSO. Averaging 
is only possible given reliable, consistent triggering of the DSO sweep by the peak of 
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Schematic diagram of the signal conditioning high-pass filters. The op-amp circuits are represented simply by 
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FIGURE 11.14 
Frequency response of the circuit of Figure 13.13. Plot made with MicroCap™ 
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the first (largest) PD transient recorded at the E/M end of the energized power cable. 
A special, narrow bandpass filter is used on the PD waveforms to more reliably extract 
the triggering pulses for signal averaging on the DSO. When the PD SNR is too low for 
reliable averaging on the DSO, we use a cross-correlation technique on the PC to establish 
a reference time T=0 at the start of each noisy PD pulse group, so that averaging can take 
place reliably. The DSO sampling period is normally set at 20ns/sample; 16,000, 8-bit 
samples are taken on a delayed input signal, so the full extent of the first (trigger) PD 
pulse can be seen. 

After a suitable PD reflection series or averaged reflection series is acquired, it can be 
transferred to the PC on the IEEE-488 bus for further DSP operations, which include 
proprietary PD site location algorithms. One location algorithm deconvolves the broad, 
recorded pulse series with the cable transfer function in order to better estimate the true 
times of occurrence of the pulses in the reflection series. Another location algorithm uses 
a maximum likelihood (ML) method with cross-correlation [Knapp et al, 1990]. The ML 
location algorithm has been found to be robust in the presence of noise. PD site location is 
based on the a priori knowledge of the cable length. From the PD reflection series shown 
in Figure 11.11, we can find the PD propagation velocity on the cable, c,, from the fact that 
that it takes t2 seconds for a pulse to travel from the E/M end of the cable to the far end 
and then return, a distance of 2L meters. Thus: 


Ce = 2L/t2 m/s (11.24) 


The c, on most XLPE high voltage cables is about 200 m/j1s, or 0.667 times the speed of 
light. The true time of origin of the PD is initially unknown, so we work with the time 
differences between the first three pulses in the reflection series. Thus: 


Y1= Ty = To (11.25) 
and 
m= To = To (11.26) 


The time differences are typically measured using the maxima of the pulses corrected 
for broadening and attenuation by the cable’s transfer function. Equation 11.7 can be used 
to write: 


T = (QL — xg)/Ce — Xa/Ce (11.27) 


Equation 11.27 is solved for xg, the distance from the E/M end of the cable to the 
site of PD origin. c, is eliminated by substituting equation 11.24 into equation 11.27. 
The final result is: 


Xq = Ld = T/T2) (11.28) 


Thus, we have only to know the total cable length, L, and estimate the time differences 
T and 7) in order to find an estimate for xj. 

In its present embodiment, the partial discharge measurement and locating system is 
able to locate artificial PD sites at known locations on a cable with an accuracy of 99.5% 
[Knapp et al, 1990]. When the PD site is very close to either end of the cable (<30m from 
the ends), the PD pulse peaks merge, and estimation of the pulse origin times is not 
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ordinarily possible. By splicing an extra 30 m of defect free, identical cable to the far end 
of the cable under test, we obtain distinct separation of the PD pulses and improved 
location resolution for PD sites closer than about 30m from the cable ends. 

Another problem that affects the SNR of the system and hence, the resolution of xq , is 
the pickup of coherent interference in the system’s 20kHz-10 MHz signal bandwidth. 
Such interference is from RF sources such as local AM broadcast stations. In certain cases, 
when the cable is above ground, such RFI can be of the same order of magnitude as the 
PD reflection series, confounding measurements. Our approach to this problem is to doa 
spectral analysis of the system noise to locate the frequencies of the coherent interference. 
We then implement one or more adaptive, digital, FIR notch (band reject) filters on the 
system computer to remove the interference, leaving the PD waveforms largely intact. 
Of course, we follow good grounding, shielding and guarding practices. As mentioned 
above, we also use a broadband isolation transformer to reduce common mode noise. 
However, RFI can be picked up by the cable under test in spite of these practices. System 
broadband random noise arises in the headstage amplifier and in the high-pass filters. We 
have used AD840 op-amps for broadband amplifiers. These op-amps have fr= 400 MHz, 
n = 400 V/us, and ey, = 4 nV//Hz. Their broadband noise is 10uV RMS in a 10Hz- 
10 MHz bandwidth. 

Our instrumentation allows the detection and reliable site estimation (xg) of PD pulses 
as low as 80uV peak at the E/M end of the cable using a 5MHz signal bandpass. 
Although the estimated PD site location is found in terms of % of the total, known cable 
length, the actual location of the site is complicated by the fact that the cable plunges into 
its trench and then snakes a certain amount along its path. In practice, we dig a hole to the 
cable at the expected site and then inject a transient test pulse into the unenergized cable 
by magnetic induction. A fast current pulse is passed through a coil with about 25 turns 
around the outside of the cable. This induces a PD-like transient, and a corresponding 
reflection series which can be compared to the stored PD series. A coincidence of pulse 
peaks in the two series means the test coil is very near the PD inception site. Accuracy 
with the current pulse ‘vernier’ method is limited by the DSO sampling rate. For 
repetitive signals, such as the current test pulses, the effective sampling period of the 
DSO is 2ns/S. This interval corresponds to a distance of 0.4m on the cable, giving a 
comparison location error of 0.2% on a 200m cable. The results of ongoing development 
of DSP algorithms for pulse time difference estimation suggest that a routine location 
accuracy of 99.8% will be possible. This accuracy translates into a £0.5 m error in finding 
a PD site on a 250m cable. The use of sophisticated DSP filtering techniques on noisy data 
is what has made the PD measurement instrument a successful, field portable system. 


11.4 Design of a Closed Loop, Constant Phase, Pulsed Laser 
Ranging System and Velocimeter 


Laser velocimeters are used by police to measure vehicle velocities on highways. They are 
also used to measure the relative velocity and range between two space vehicles during 
docking maneuvers. In the police application, the pulsed laser is generally directed from 
a stationary transmitter/receiver in line with vehicle travel, such as from a bridge 
overpass or on a curve, to a non-specular surface on the moving vehicle. A telescope 
collimated with the laser is used to collect the partially reflected signal and direct it to a 
fast, sensitive photodetector, such as an avalanche photodiode. There is a Doppler 
shift on the frequency of the return signal, but this is not what is measured. The time 
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delay between transmission and the detection of the return pulse is what is quantified. 
In 3.33ns, light travels one meter. Unlike Doppler radar velocimeters, the LAser 
VElocimeter and RAnging (LAVERA) systems are highly directional, subject only to the 
transmitted laser beam’s divergence. It is this specificity that reduces target ambiguity 
when one or more other vehicles are in close proximity to the desired target. In order to 
image the laser spot on the target vehicle, the vehicle surface should be a non-specular 
(unlike a mirror), diffuse reflector with a high albedo (brightness). A mirror-like finish at 
an angle to the transmitted beam will cause the reflected beam to be directed away from 
the receiver telescope, and not be sensed, generating a ‘stealth’ condition. Thus slanted 
windshields and chrome bumpers on automobiles make poor target surfaces. A black 
vinyl bumper is also a poor target because of its low albedo. Such poorly responding 
targets are called ‘uncooperative’. A white painted surface is more cooperative, and a 
retroreflecting surface makes an ideal, ‘cooperative’ target, as nearly all of the laser’s 
energy is directed back parallel to its beam. 

Early LAVERA systems used by police generally operated in an open loop mode, the 
laser being pulsed at a constant rate (e.g. 381 pps in an early Laser Atlanta Optics, Inc. 
unit). The time between transmitting any one pulse and the detection of its return image 
from the moving vehicle is measured and stored in a digital memory. One way of 
measuring the return time, which is proportional to the target range, is to have the kth 
transmitted pulse start a fast Miller integrator circuit (similar to the horizontal sweep 
circuit in an analog oscilloscope), generating a ramp of voltage. A fast, track-and-hold 
(T&H) circuit follows the ramp until the kth return pulse triggers the T&H circuit to hold 
the ramp voltage at that instant. This ramp voltage is then converted to digital form by an 
ADC, whose output is stored in digital memory. The previous, (k—1)th digital word, 
proportional to the range at time ¢,_1 is subtracted from the present, kth digital word, 
which is proportional to the range at time t. The difference, appropriately scaled, is 
proportional to vehicle velocity. In practice, an FIR smoothing routine operates on the 
sequence of differences to reduce noise. This approach has two serious drawbacks: 


1. It does not provide range information 


2. Its bandwidth and hence, its ability to respond to sudden changes in vehicle 
velocity, is limited by the low, constant pulse rate of the laser source. 


Another open loop laser LAVERA system, described by Koskinen et al (1992), used a 
higher, fixed, pulse rate (1-50 Mhz) and an ECL Time to Amplitude Converter (TAC), 
which is in effect, a precise phase detector. 

The components of a typical LAVERA system consist of a pulsed, laser diode source, 
usually about 1.544m wavelength, collimating optics, a target (moving or stationary, 
cooperative or uncooperative), a receiving telescope, a high speed photosensor, an 
electronic signal conditioning amplifier, a time-to-voltage converter to estimate target 
range, signal processing circuitry (digital and/or analog) to give speed and a readout 
display. In the description given below of the closed loop, constant phase LAVERA 
system, we describe the systems architecture of the range and velocity estimating circuits 
and do not consider the details of the pulse circuits, the laser, optics, the sensor or 
preamplifier. 

Figure 11.15 shows a functional block diagram of the closed loop LAVERA system 
developed by the author. Note that this system will work either with a pulsed or 
sinusoidal light intensity output. The loop integrator has a compensatory zero associated 
with it, giving the closed loop system a circle root locus. The zero is at s = —1/t, in the 
s plane. 
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FIGURE 11.15 

Block diagram of the closed loop, constant phase, pulsed laser velocity and ranging (LAVERA) system devised 
by the author. The heart of the system is the voltage-to-period converter controlled oscillator (VPC). Vy is the 
system output voltage proportional to target velocity, V;, is the output voltage proportional to target range, L. 


There are several possible digital phase detector (PD) circuits that can be used. One PD 
circuit which we used was a digital phase detector based on the Motorola 4044 IC. 
It compares the phase between the kth transmitted pulse and its ‘echo’ received 
T} = 2L,/cs later, where L; is the distance to the target (assumed constant over t;) and c is 
the velocity of light in air. If the frequency of the pulses, f., is constant, the phase lag 
between received and transmitted pulses can be expressed as: 


o= 360 = (2.40 x 107°) Lf. degrees (Linm, f, in Hz) (11.29) 


The average voltage at the output of the low-pass filter conditioning the output of the 
digital phase detector is Vy = Kad. Vy is next conditioned by an integrator with phase 
lead compensation, K;(st; + 1)/s. The output of the integrator, Vz, has a dc level, V,, 
subtracted from it to form V,, the input to the voltage-to-period Converter (VPC). Do not 
confuse the voltage to period converter with the well-known VCO or voltage controlled 
oscillator IC. The frequency output of a VCO behaves according to the rule f,= Ky Vcte. 
In the VPC, it is the period of the oscillator output which is directly proportional to V,. 
Thus, for the VPC, we can write: 


T, =1/fe=KpVc+d (11.30) 


The VPC output, V,, can be sinusoidal or pulsed, depending on the application. V, drives 
a VCCS which provides current to drive the laser diode (LAD). The LAD optical output 
provides a reference phase input to the PD IC. The entire system operates as a closed 
loop, constant phase, Type I control system. The period of the VPC output is 
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automatically adjusted as L changes to maintain a constant @ and Vy. Since the closed 
loop system has a pole at the origin of the s plane, it has zero steady state phase error for 
constant L (stationary targets) and a small steady state phase error for targets moving at a 
constant velocity (dL/dt = v,). We can use this general property of a Type I control system 
to examine the steady state relationships governing the output voltage proportional to 
velocity, Vy, and the output voltage proportional to range, V_. If the target is at rest at 
range L,, then Vy will be zero, thus Vz = Ky ¢ = Vser. After some algebra, the steady state 
Vio is found to be: 


y,, _ Ki2-40 x 10~*Lo 
a KvVser 


Si ai) Sey lee, (11.31) 


where / is a constant. Let the desired, steady state phase difference in the system be ¢p. 
If we substitute Vser/Kg = ¢) into equation 11.31 above, we obtain: 


2.40 x 10-°L, 
pte EE (11.32) 
Kp 


Now, let the target be moving at a constant velocity, dL/dt =v,. Now Vy is non-zero and 
may be shown to be: 


_ dV, /dt — Ky2.40 x 10-6, 


V = 
- K; KiKy Vser 


= Siu (11.33) 


We now consider the system’s dynamics. Clearly, the system is nonlinear, because 
the input, L, appears as a multiplicative input. Figure 11.16A illustrates the nonlinear 
systems block diagram of the LAVERA system. In order to linearize the system to examine 
its loop gain, we consider the nonlinear transfer function of the VPC as a linear gain 
with a dc component, of the form, f, = SyV-+e where Sy and e are determined at 
the system’s operating point. By differentiation: 


Sv = df./dVc = —Kp/(Kp Vc +d) = —Kp( fc)? = —Kp[bo/(2.40 x 10-°L,)P (11.34) 


The linearized system is shown in Figure 11.16B. Its loop gain is second order, and is 
given by: 


Ky¢2KaKi(ste + 1) 


A = 
8) = 540 x 10- Lest +1) 


(11.35) 


It can easily be shown that the closed loop, nonlinear system’s natural frequency* is: 
wr = Kyf>KaKi/(tpLo2.40 x 10~°) (r/s)* (11.36) 


The system’s damping factor for complex conjugate poles is also nonlinear, and is 
given by: 


[2.40 x 10-°L, + Ky¢?KaKitc] 


o=(12)" RR K24 x 1017) 


(11.37) 
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FIGURE 11.16 
A. Block diagram of the nonlinear LAVERA system illustrating the VPC and the Lf, multiplier. B. LAVERA block 
diagram in which the VPC has been linearized. Its loop gain is given by equation 11.35. 


As an example, let the following parameters be used. L,=100m, Ty = 0.01s K; = 500, 
bo = 25.0, t = 0.0001s, Ky=0.01, Ky =4.75E—6. We calculate Sy = 2.4E — 6/(K;Kpg) = 
4.042E — 5 sV/m/s. The range sensitivity is S; = 2.4E — 6/(Kp¢.) = 2.0211E — 2 V/m. The 
undamped natural frequency is: 


oe | Ko@2Kak; /(2.4E — 6 tylo) = 78.64 r/s, or fy = 12.5Hz (11.38) 


@, is seen to increase as range, L, decreases. The natural frequency calculated 
above can easily be increased at 100m by increasing Kj, Ky, etc. and by decreasing ty. 
The closed loop system damping factor at a range of 100m is ¢ = 0.64 (underdamped). 
If L varies in the range 10-300 m, the SS VPC frequency varies in the range 1.042 MHz-— 
34.7 kHz. 

An experimental investigation of the LAVERA system described above was undertaken 
in the author’s laboratory [Nelson, 1999]. A circuit design for a simple VPC is shown in 
Figure 11.17. A CW, sinusoidal amplitude modulated light beam was used because the 
amplifiers used to condition the photonic signals required much lower bandwidths as 
compared to a pulsed output, hence cost was lower. The VPC oscillator was made from 
an analog reciprocal circuit [Northrop, 2004] that drives a Maxim MAX038 linear VFC 
VCO. The VPC sinusoidal output drives a 3 op-amp VCCS circuit, which in turn provides 
current to the two NIR (675 nm), 5mW, laser diodes. One is the transmitter; the other is 
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used as a phase reference source with a neutral density (ND) filter to prevent saturating 
the reference photodiode. The sinusoidal signals from the LADs are conditioned, then 
changed to TTL square waves by a pair of fast comparators. The phase detector in this 
case is a simple EOR gate followed by a dc shifter and LPF After integration and 
rectification to prevent V;, from going <0, and zener clipping to limit the positive input, 
V_, drives the VPC, etc. Nelson’s system was developed as a prototype navigational aid 
for the blind. A two channel acoustic output was attached to Vy and V;. In one 
embodiment, the frequency of a CW audio tone was made inversely proportional to 
range, L, and object velocity toward the subject elicited a second signal of clicks whose 
rate was proportional to v. Object velocity away from the subject produced no clicks; the 
decreasing frequency of the CW tone signaled negative v. 

Note that the architecture of the LAVERA system can be extended to ultrasound 
to simultaneously measure velocity and distance of objects moving in air or water, or 
even in the body (such as aneurisms, or heart motion). Unlike Doppler systems, 
a LAVERA system gives object displacement, as well as velocity. At long ranges, 
pulsed ultrasound bursts can be used, while for short range applications, CW sound is 
indicated. 


11.5 Design of Capacitive Sensors for the Detection of 
Hidden Objects 


11.5.1. Introduction 


Historically, there have been many approaches to sensing small changes in capacitance 
(AC). Some of these techniques were developed to measure small changes in dielectric 
constant, mechanical displacement (of a diaphragm or cantilever) associated with the 
measurement of pressure or force, capacitance caused by the presence of buried 
objects having dielectric constants different from soil (this might include land mines, or 
ceramic pipes buried in soil or concrete), the presence of humans in places they should 
not be (including burglars, workers near dangerous machinery such as robot arms and 
kids near school buses), liquid level changes, water content in foods, etc. A human 
body is mostly water, thus it has a high dielectric constant, which makes it easy to sense 
by AC methods. 

One of the earliest means devised for sensing AC is the DeSauty bridge (Section 5.5.1.4 
and Figure 11.18). The bridge is generally operated around null. The output of a DeSauty 


FIGURE 11.18 
A De Sauty bridge used to measure AC. 
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bridge, given a small capacitance unbalance, can be written as: 


7 1/jwC, 1/ja(C, + AC) 
Ve Ver Vol + 1/joCo  [1/jo(Co + AC) + al 
\ 

[j@RC, + 1] 


For w = 1/RC,1r/s, the bridge has maximum sensitivity. The output can then be shown 
to be: 


Vo = Vp1/2(AC/C,) (11.40) 


As we stated in Chapter 5, stray wiring capacitances from the bridge corners to ground 
and the input capacitance of the differential amplifier make the output conditions more 
complex than the simple output equation, 11.40. Once a DeSauty bridge is taken off the 
lab bench, its symmetry is hard to preserve, and it requires compensation for stray 
capacitances to make it sensitive to very small (AC/C,). 

Other means of sensing small changes in capacitance have relied on various servo 
nulling techniques for capacitance bridges. Most have been based on the simple op-amp 
RC, circuit shown in Figure 11.19. The ac voltage at the op-amp output is examined to be: 


Vo =IcR + V5 = Ve[joCR + 1] (11.41) 


It is instructive to examine both the phase and magnitude sensitivity of Vo. The phase of 
V, is: 


@ = tan !(wRC) (11.42) 


The phase sensitivity of V, with respect to C is: 


¢ dd oR oR wRC 
S= = = = =0.5/C, forw=1/RCr/s 11.43 
c dC dC 14(@RCY Cl1+(@RO?] / eg ( ) 
Vv 
FIGURE 11.19 
Active circuit which can measure OBJECT 
changes in capacitance as changes of 


voltage or output phase. 
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The magnitude of V, is: 


M=|V,/Vs| = V[1 + (@RC)’] (11.44) 


The magnitude sensitivity with respect to C is: 


dM WCRI 
dC Cl + (oro) CY? 


=0.7071/C, for @=1/RC (11.45) 


AWS 


Phase can be measured under controlled, low noise conditions to millidegrees. Thus: 


i) 
Ag = § AC = 0.001" = (0.5/Co) AC (11.46) 


Assume C,=100pF, then a AC of ca. 0.1pF could be resolved by direct phase 
measurement; this is poor resolution. However, it is easier to measure voltage with 
accuracy than it is phase. For example, if we can resolve 1. V and V,;=10V, 


M 
V, = AMI|V.| = §|Vs| AC = 10-° V = (0.7071/C,) x 10 AC (11.47) 
G 


Thus, the resolvable AC & 1.4 x 107!”F, or 14aF. This is a useful range of resolution, 
which in fact, can be increased by several orders of magnitude by the use of lock-in 
amplification. In practice, this resolution will be several orders of magnitude less because 
of system noise and drift. 


11.5.2 Self-balancing Circuits Used to Measure AC/C, 


Figure 11.20 illustrates a self-nulling DeSauty bridge in which a small change in C 
unbalances the bridge. We can write C2 = C, + AC. The unbalance is sensed by a phase 
sensitive rectifier (PSR). The dc error voltage, V., is integrated and added to a dc level, 
—Vz, which maintains static bridge balance. Vc = Vg — V; is the input to a VCCS with 
transconductance Gj S. The VCCS output current, I;¢p, causes an LED to emit light 
on a photoconductor, causing its light controlled conductance, Gp, to increase. In general, 
Gpc = Gp + Gp. Gp is the photoconductor’s fixed dark conductance. Thus, the photo- 
conductor’s conductance is changed by V;, so the bridge rebalances to compensate for the 
AC. The integrator in the feedback loop insures that V. — 0 in the steady state, following 
a step change in AC. This means that V,=0. 


1/(Gp + Gp) ( Cy ) 
o> =0 11.48 
1/(Gp + Gp) + R4 Cy + Co ( ) 
From equation above, we see that null occurs for: 
Cy = C,RaGpc (11.49) 


or when: 


CAC HC Ri Ca4 Gh) (11.50) 
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FIGURE 11.20 
A self-nulling De Sauty bridge. V; is proportional to AC. 


The relation between the photoconductance, Gp and Vc can be described by: 


Itep = GuVc (11.51) 
P; = KiepGmVc (optical power, W) (11.52) 
Gp = KpcP; = KpcKiepGmVc = KpVc = Kp(Vz — Vi) (11.53) 


Substituting equation 11.53 into equation 11.50, we find: 
Cy + AC = Ci Ra[Kp(Vzg — Vi) + Gp] (11.54) 
Initial balance is accomplished by setting Vz: 
Vp =[C, — Cy RaGp]/(Ci R4Kp) (11.55) 


(Note that Vg can be zero if C,=C,R4Gp.) Incremental changes in C2 are nulled by the 
integrated error output, Vj. 


V; = —AC/(C1RaKp) (11.56) 


Note that V; can have either sign, depending on AC. Self-balancing bridges can be quite 
sensitive, but as we remarked above, unsymmetrical stray capacitances to ground from 
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A self-nulling AC measurement system devised by the author. V; is proportional to AC. 


the bridge elements can prevent a perfect null of V, in phase with V,. Stray capacitances 
will give V, a quadrature component. 

Another approach to self-nulling detection of AC is shown in Figure 11.21. This system, 
designed by the author, is a parametric control system [Northrop, 2000]. It achieves an 
automatic null by keeping the ac current through the capacitor constant by varying the 
frequency of the ac voltage source driving the capacitor. A voltage-to-period converter 
(VPC) variable frequency oscillator (VFO) is used instead of the customary voltage 
controlled oscillator in which output frequency is proportional to the dc driving voltage, 
Vc. Ina VPC, the output period is proportional to Vc. That is, t= KpVc + d. The VPC is 
used to linearize the system’s output, V;. The integrator in the feedback loop forces 
V. — 0 in the steady state. Thus, the dc outputs of the matched true RMS converter chips, 
V. and V,, are equal. From inspection of the figure: 


I, = Voja(Cy + AC) (11.57) 
Vo = Voja(Co + AC)Rr (11.58) 
Vo 
Ve = = a(C, + AC)R 11.59 
Vo 
Y= 11.60 
LO 5 ( ) 
Now at null, in the steady state: 
V Vo Re Co(1 + AC/C,) = V, veg (11.61) 
c= = w. 0 oo =Vo= : 
air dade SN: 

1 
@ReC,(1 + AC/C,) = 1 (11.62) 

1 


REI ACC) =o =o ed (11.63) 
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For steady state null with AC — 0, Vz is set so that: 
Vp = C,Re/Kp — d/Kp (11.64) 
Again, the integrator output, V;, nulls the AC component. Hence: 


ReC, AC 


Vi = 
' Kp Co 


(11.65) 


Using ‘typical’ numbers, we can find the VPC system’s sensitivity. Assume a V; = 1uV 
can be detected reliably, also C, = 100 pF, Rr=10’ Q and Kp=2x10~°s/V. Thus: 


10” x 10-19 AC 


10° = SS (11.66) 
aT 
ac =2x 10% (11.67) 


Since the frequency changes with AC, it is instructive to examine the frequency sensitivity, 
Sc with A capacitance. Note that: 


1 
At null, 
: : r/s (11.69) 
o= — : 
Kp[(CoRe/Kp — d/Kp) — RrAC/Kp] +d = Re(C, — AC) 
Now, 
o dw —1 
= = 11.70 
a GAC Re(C, — AC)? ee! 
The fractional change in frequency, Aw, is simply: 
Aw = § AC (11.71) 
AC 


Let the detectable Aw=10-7r/s out of w =10'r/s. Again, let Rr=10’Q and 
C,=101'°R From equation 11.71, we find the detectable AC = 10-5 F, or 1fF. This 
amounts to 10ppm of C,. Thus the frequency sensitivity is not as great as the V; 
sensitivity (0.02 ppm). 


11.5.3 Summary 


As remarked in the introduction to this section, capacitance sensors have found diverse 
applications for a number of years. In 1981, Stahovec was issued US Patent 4,300,116 for 
Safety Method and Apparatus for Sensing the Presence of Individuals Adjacent [to] a Vehicle. 
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Stahovec’s system was designed for school bus safety . It was based on the detection of 
the unbalance voltage of a variant of the DeSauty bridge. His sensing capacitors 
employed a driven guard shield to minimize C,, while maximizing AC. Before stopping the 
bus, the bridge was servo balanced. It was then left open loop to detect a child near 
its capacitor electrodes while the bus was halted. Balance was effected using a 
photoconductor and LED, similar to our system shown in Figure 11.20. 

NASA has described several capacitive proximity sensors for use in space and 
industrial applications. One such system was described by Vranish (1995, 1992a, 1992b) in 
a Technical Support Package from NASA Tech Briefs. Vranish’s system uses a driven 
capacitor shield and senses AC by the changes the object causes in the frequency of an 
oscillator connected to the capacitor sensor about a ca. 20kHz carrier. Apparently, no 
servo or autobalancing strategy is used in the Vranish system. McConnell (1993) also 
described a capacitive proximity sensor electrode system with improved object sensiti- 
vity that uses two driven shields, one with unity gain and the other with a gain that can 
be set over a range of 0.5-2.0. An embodiment of McConnell’s shielding system is 
shown in Figure 11.20. In McConnell’s TSP, he shows an improved sensitivity for a gain 
of 1.3. The optimum gain will, of course, depend on the actual electrode and shield 
geometry used. 

Use of a capacitive sensor system to sense land mines turns out to have many problems. 
The work in the author’s laboratory has shown that the air gap between the sensing 
capacitor and the ground must be constant as the sensor is scanned over the ground 
surface (i.e. the ground must be perfectly flat), the soil must be homogeneous (no large 
rocks) and the mine must have a significantly different dielectric constant than the soil 
around it. 


11.6 Chapter Summary 


In this chapter we described the designs of four novel measurement systems: The first is a 
novel microdegree polarimeter used to measure the concentration of optically active 
D-glucose used in bioreactors to grow cells. This system uses a self-nulling design in 
which the water solvent in the bioreactor’s growth medium is used as a Faraday medium 
to linearly modulate the linearly polarized light used in the instrument. The use of the 
water solvent for modulation and feedback is novel, because normally, an expensive glass 
core Faraday rotator would be used. 

The second system was designed to measure and locate partial discharges caused by 
insulation faults on coaxial, high voltage, power cables. These measurements are 
important to power utilities companies because they indicate the sites where catastrophic 
insulation failures can and will occur, and where new cable sections should be spliced in 
order to avoid cable failures. The third example of instrument system design was a closed 
loop, constant phase, pulsed laser velocity and range measuring (LAVERA) system. It has 
novel design in its use of a voltage-to-period converter controlled oscillator. The same 
system architecture can be extended to ultrasonic ranging systems, using either pulsed or 
CW ultrasound. The LAVERA system provides simultaneous target range and velocity 
output information. 

The fourth example illustrated the use of feedback to automatically null systems used 
to measure very small changes in object capacitance (AC/C,). In one example, a self 
balancing bridge run at constant frequency was compared to a novel feedback system in 
which the current through the capacitive sensor was kept constant by varying the 
operating frequency by a voltage-to-period converter. 


726 Introduction to Instrumentation and Measurement 


The accuracy of all four systems was seen to be limited by noise. In all cases, low noise 
amplification must be used. Further improvement of system performance in noise was 
achieved in the partial discharge measurement system by implementing digital notch 
filters to remove coherent interference, using cross-correlation to align noisy partial 
discharge waveforms for ensemble averaging, and other DSP algorithms for PD site 
location. The effects of noise in the LAVERA system are minimized by using a high power 
laser, low noise preamplifiers and op-amps, and fast logic. 
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